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PEEFACE, 


This  book  is  intended  to  assist  students  in  acquiring 
experimentally  an  exa>ct  working  knowledge  of  electric 
curi-ent,  difference  of  potentials,  resistance,  electromotive 
force,  quantity,  capacity,  and  power.  It  does  not  merely 
contain  short  instructions  for  the  carrying  out  of  experi- 
ments such  as  may  be  found  in  existing  books  on  practical 
physics,  nor,  on  the  other  hand,  does  it  i*esemble  certain 
text-books,  mainly  of  value  as  electrical  dictionaries, 
which  give  a  little  information  about  everything  that 
can  be  comprised  under  the  head  of  electricity,  whether 
it  be  electric  eels,  the  history  of  the  invention  of  the 
telegraph,  the  aurora,  or  the  earliest  forms  of  frictional 
machines. 

During  tl»e  past  few  years  1  have  been  gradually 
developing  a  three  years'  laboratory  and  lecture  course 
for  students  of  electrical  technology,  and  this  book  com- 
prises the  substance  of  the.  first  year's  course,  together 
with  some  additional  matter,  mainly  in  small  print. 
Expeiieuce  has  shown  me  that  after  a  student  has  gone 
intelligently  through  this  coui-se,  imder  proper  direction, 
he  has  obtained  clear  notions  of  the  meaning  of  the 
am[)ere,  the  volt,  the  ohm,  the  coulomb,  the  farad,  and 
the  watt,  and  feels  himself  familiar  with  their  connection 
with  one  another,  and  with  the  modes  of  employing  them 
in  actual  practice.  He  has,  in  fact,  mastered  the  basis 
of  the  exact  commercial  measurement  of  electrical  quan- 
tities. It  is  to  be  hoped,  therefore,  that  this  book  may 
be  useful  to  other  teachers  as  a  basis  of  a  2^ciclical  course 
of  insti-uction ;  and  on  that  account  I  have  given,  at  the 
end,  two   or   three   samples  of   the  actual   instructions 
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which  are  attached  to  the  sets  of  apparatus  at  the  City 
and  Guilds  of  London  Central  Institution. 

The  subjects  of  magnetism,  electro-magnetism,  dy- 
namo machines,  electromotors,  self-induction,  <kc.,  are  hut 
very  briefly  referred  to,  because  the  experimental  treat- 
ment of  these  subjects,  which  forms  my  course  for 
second-year  students,  will  be  found  in  a  subsequent  book 
on  "  Practical  Magnetism." 

One  of  the  great  difficulties  experienced  by  people  in 
mastering  the  quatifitative  science  of  electricity,  arises 
from  the  fact  that  we  do  not  number  an  electrical  sense 
among  our  other  senses,  and  hence  we  have  no  intuitive 
perception  of  electrical  phenomena.  During  childhood 
we  did  not  have  years  of  unconscious  experimenting 
with  electrical  forces  as  we  had  with  the  forces  connected 
with  the  sensations  of  heaviness  and  lightness,  loudness 
and  softness,  heat  and  cold.  Beyond  a  shock  or  two 
taken  perhaps  from  some  medical  galvanic  apparatus,  or 
from  a  Leyden  jar,  our  senses  have  never  been  affected 
by  electrical  action,  and  hence  we  ought  to  begin  the 
study  of  electricity  as  a  child  begins  its  early  education. 
Quito  an  infant  has  distinct  ideas  about  hot  and  cold, 
although  it  may  not  be  able  to  put  its  ideas  into  words, 
and  yet  many  a  student  of  electricity  of  matui*e  years 
has  but  the  haziest  notions  of  the  exact  meaning  of  high 
and  low  potential,  the  electrical  analogues  of  hot  and 
cold.  That  it  is  desirable  that  students  should  learn 
physics,  as  they  learn  to  ride  the  bicycle,  by  experiment- 
ing themselves,  is  now  generally  admitted,  and  this  is 
especially  true  in  the  case  of  electricity,  since  it  is  by 
experimenting,  and  only  by  experimenting,  that  a  student 
can  obtain  such  a  real  grasp  of  electricity  that  its  laws 
beoome,  so  to  say,  a  part  of  his  nature. 

Hence,  in  the  courses  of  electricity  which  I  arranged 
at  the  City  and  Guilds  of  London  Technical  College, 
Finsbury,  and  at  their  Central  Institution,  for  every 
hour  that  a  student  spends  at  lecture,  he  spends  several 
in  the  laboratory. 
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Headers  who  have  been  accustomed  only  to  the  ordi- 
nary books,  commencing  with  certain  cliapters  on  statical 
electiicity,  continuing  with  one  or  more  on  magnetism , 
and  ending  with  some  on  current  electricity,  will  be 
surprised  at  the  arrrangement  of  the  subjects  in  this 
book,  and  will  probably  be  astonished  at  what  they  will 
condemn,  at  the  first  reading,  as  a  total  want  of  order. 
But  so  far  from  the  various  subjects  having  been  thrown 
together  hap-hazard,  the  order  in  which  they  have  been 
arranged  has  been  a  matter  of  the  most  careful  considera- 
tion, and  has  been  arrived  at  by  following  what  appears 
to  nie  to  be  the  natural  as  distinguished  from  the  sc/io- 
lastic  method  of  studying  electricity.  I  have  endeavoured 
to  treat  the  subject  analytically  rather  than  synt/ieticallyf 
because  that  i-ace  of  successful  experimental  philosophers 
^-children — adopt  this  method. 

For  example,  it  is  not  by  studying  geometrical  optics, 
much  less  physical  optics,  that  an  infant  gradually  learns 
to  appreciate  the  distance  of  objects ;  and  later  on  it  is 
not  by  studying  a  treatise  on  struts,  nor  by  listening  to 
a  course  of  lectures  on  structures,  that  the  child  finds 
out  that  the  table  has  legs,  hard  legs,  round  legs.  Feeling, 
looking,  trying,  in  fact  a  simple  course  of  expeiimental 
investigation,  gives  a  child  its  knowledge ;  and  this,  there- 
fore, I  venture  lo  think,  is  the  method  we  should  adopt 
when  commencing  the  study  of  electricity. 

The  subject  of  current  is  treated  first,  because  in 
almost  all  the  industries  in  which  electricity  is  practi- 
cally made  use  of,  it  is  the  electric  current  that  is 
employed  ;  secondly,  because  currents  can  be  coaipared 
with  one  another,  and  the  unit  of  current  (the  ampere) 
defined,  without  any  knowledge  of  potential  difference 
or  resistance.  Potential  difference  is  next  considered, 
and  resistance  the  last  of  the  three,  because  the  very 
idea  of  resistance  implies  a  previous  acquaintance  with 
the  ideas  of  current  and  i>otential  difference,  since  the 
i-esistance  of  a  conductor  is  the  name  given  to  the  ratio 
of  the  potential  difference  (measured  electroataiically)  at 
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its  terminals  to  the  current  passing  thmugh  it  And  it 
was  Ohm's  experimental  proof  that  this  ratio  was  con- 
stant for  a  given  conductor  at  a  constant  temperature, 
that  led  to  resistance  gradually  coming  to  be  considered 
as  a  fixed  definite  property  of  a  given  conductor  like  its 
weight  or  length.* 

The  legal  unit  of  potential  difference,  however,  the 
volt,  cannot  be  defined  until  the  unit  of  resistance,  the 
ohm,  has  been  considered,  arising  from  the  fact  that, 
whereas  Ohm's  law,  as  stated  by  himself,  furnished  us 
with  the  meaning  of  an  electrical  resistance,  and  with 
the  meaning  of  one  resistance  being  so  many  times 
another,  the  Paris  Electrical  Congi-ess  started  in  their 
definitions  with  the  definition  of  the  ui»it  of  resistance, 
and  used  Ohm's  law  to  give  us  the  definition  of  a  volt, 
and  the  meaning  of  one  potential  difference  being  so 
many  times  another.  This  i-ather  complicates  the  logical 
sequence  in  the  mind  of  a  beginner,  and,  to  avoid  the 
difficulty  to  a  certain  extent,  1  have,  in  §  44,  page  89, 
taken  a  provisional  electrostatic  definition  of  a  volt, 
almost  identical  in  value  with  the  legal  one,  and  super- 
seded it  by  the  legal  one  in  §  81,  page  141. 

That  a  battery  has  a  fixed  E.  M.  R,  has  been  deve- 
loped from  the  laws  of  energy,  and  therefore,  while 
potential  difference  is  treated  before  resistance,  E.  M.  F. 
is  treated  after. 

The  principles  underlying  the  action  of  the  electro- 
phorus,  and  accumulating  influence  machines,  such  as 
Thomson's  replenisher,  and  the  Wimshurst  machine,  are 
considered  late  in  the  book,  since  the  student  can  far 
better  understand  the  electrical  action  of  these  machines 
when  he  has  acquii*ed  clear  ideas  regarding  capacity  and 
condensers. 

In  the  tables,  and  generally  throughout  the  book, 
the  legal  units  recommended  by  the  Electrical  Congress 
of  1883  have  alone  been  employed,  since,  although  the 

*  The  apparatus  for  proving  this  law  expe^rimentally,  is  described 
and  illustrated  on  pages  134-^36. 
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legal  ohm  is  possibly  0*19  per  cent,  smaller  than  the  true 
ohm,  it  is  very  much  nearer  than  the  B.  A.  unit,  which  is 
about  1*2  per  cent  too  small.  Several  examples,  how- 
ever, have  been  introduced  to  ilhistrate  the  mode  of 
converting  results  obtained  by  using  the  old  units  into 
the  numbers  which  would  have  been  obtained  had  the 
legal  units  been  employed.  The  convenience  of  having 
specific  resistances,  <fea,  expressed  in  legal  ohms,  and  the 
E.  M.  Fs.  of  important  cells  in  legal  volts,  &c.,  will  be 
apparent  when  I  quote  the  resolutions  passed  last  month 
at  the  meeting  of  the  British  Association  at  Birmingham, 
and  which  are  given  immediately  after  this  Prefaca 

In  working  out  the  examples,  Mr.  Bottomley's  very 
useful  book  of  logarithms  has  been  used ;  the  answers, 
therefore,  only  contain  four  significant  iigures,  the  last 
of  which  is  only  approximately  correct 

The  expression  diffei-ence  of  potentials,  or  even 
potential  difference,  is  a  cumbersome  one.  The  use  of 
the  capital  letters  P.  D.  as  an  abbreviation  for  potential 
difference,  employed  in  the  latter  half  of  this  book, 
corresponding  with  the  use  of  the  letters  K  M.  F.  for 
electromotive  force,  may,  I  hope,  find  favour  with  the 
Ck>mmittee  on  Electiical  Nomenclature.  1  have  also, 
throughout  the  book,  used  capital  letters  to  stand  for 
currents,  and  small  letters  for  resistances,  as  this  dis- 
tinction enables  the  equations  and  formulsB  to  be  much 
more  easily  understood. 

For  the  use  of  two  or  three  of  the  figures  I  am 
indebted  to  the  kindness  of  Mr.  Cunynghame,  Mr.  Gray, 
and  the  Editors  of  the  Electrician  and  Electrical  Review, 
With  these  exceptions,  the  illustrations  are  representa- 
tions of  the  apparatus  that  has  been  devised  by  Mr. 
Mather  and  myself  for  the  first  year's  students  at  the 
Finsbury  Technical  College  and  the  Central  Institution, 
at  both  of  which  colleges  it  is  in  daily  usa  Hence,  by 
far  the  greater  number  of  the  figures  have  been  drawn 
for  this  book,  and  are  not  time-honoured  representations 
of  historical  apparatus. 


Digitized  by  VjOOQ IC 


VIU  PRACTICAL   ELECTRICITY. 

It  will  be  observed  that  the  apparatus  required  for 
each  experiment  is  mounted  complete  on  a  board.  This  is 
to  enable  it  to  be  easily  carried  backwards  and  forwards 
between  the  laboratory  and  the  lecture-room  without 
disari*anging  it.  At  first  sight  it  might  appear  that  the 
student  finding  each  set  of  apparatus  joined  up  quite 
complete,  with  current  laid  on  all  ready  for  the  carrying 
out  of  the  experiment,  would  prevent  his  learning  to 
adopt  expedients  for  overcoming  experimental  diflScul- 
ties,  and  would  retard  his  acquiring  habits  of  originality. 
For  first  year's  students,  however,  I  have  found  it  a  good 
plan  to  have  each  set  of  apparatus  complete  in  position  ; 
firstly,  because  it  is  only  with  some  such  arrangement 
that  fifty  or  more  students  can  commence  work  almost 
simultaneously,  and  in  the  course  of  two  or  three  hours 
have  all  performed  some  quantitative  expeiiment ; 
secondly,  because  when  the  ai>paratus  is  so  arranged  that 
even  beginners  can  perform  several  experiments  success- 
fully, they  are  less  discouraged  with  the  difficulties  they 
subsequently  meet  with  when  selecting  and  arranging  the 
apparatus  for  conducting  some  investigation,  as  they  have 
acquired  faith  in  the  possibility  of  success. 

Here  and  there  the  apparatus  is  referred  to  as  having 
been  devised  by  the  author.  In  all  such  cases  the  word 
author  is  to  be  taken  in  the  plural  sense,  as  my  long 
association  with  Professor  Perry,  and  the  interchange  of 
ideas  that  has  taken  place  between  us  for  the  last  eleven 
years,  render  it  quite  impossible  to  distinguish  to  which 
of  us  the  apparatus  is  due. 

My  cordial  thanks  are  due  to  two  of  my  assistants, 
Mr.  Mather  and  Mr.  Paine,  for  correcting  the  proofs,  and 
making  many  valuable  suggestions.  I  am  also  especially 
indebted  to  the  former  for  the  veiy  earnest,  thoughtful,  and 
painstaking  way  in  which  he  has  for  some  years  assisted 
me  in  developing  the  course  of  instruction  for  students  of 
electrical  technologv,  of  which  the  present  book  represents 
the  elementary  portion.  W.  K  AYRTON. 

October,  1886. 
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BRITISH  ASSOCIATION  FOR  THE   ADVANCE- 
MENT OF  SCIENCE. 

September,  1886. 

Sir, — At  the  Birmingham  meeting  of  the  British 
Association,  a  meeting  of  the  Committee  on  Electrical 
Standards  was  held,  and  on  the  motion  of  Sir  Wm. 
Thomson,  F.RS.,  seconded  by  Prof.  W.  G.  Adams, 
F.R.S.,  it  was  agreed  that  the  Committee  should  recom- 
mend the  British  Government : — 

(1)  To  adopt  for  a  term  of  ten  years  the  Legal  Ohm 
of  the  Paris  Congress  as  a  legalised  standard  sufficiently 
near  to  the  absolute  Ohm  for  commercial  purposes. 

(2)  That  at  the  end  of  the  ten  years'  period  the  Legal 
Ohm  should  be  defined  to  a  closer  approximation  to  the 
absolute  Ohm. 

(3)  That  the  resolutions  of  the  Paris  Congress  with 
respect  to  the  Ampere,  the  Volt,  the  Coulomb,  and  the 
Farad  be  adopted. 

(4)  That  the  Resistance  Standards  belonging  to  the 
Committee  of  the  British  Association  on  Electrical 
Standards  now  deposited  at  the  Cavendish  Laboratory  at 
Cambridge  be  accepted  as  the  English  Legal  Standards 
conformable  to  the  adopted  definition  of  the  Paris  Con- 
gress. 


Your  obedient  servant, 

R.  T.  GLAZEBROOK, 
Secretary  Electrical  Standards  Committee, 


Cavendish  Laboratory, 
Cambridge. 
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CHAPTER    I. 

THE   KLECTRIC   CURRENT  AND    ITS   MEASUREMENT. 

1.  What  is  meant  by  an  Electric  Current,  and  by  its  Direction  of  Flow 
— 2.  Properties  of  an  Electric  Current— 3.  Measuring  the  Strength 
of  a  Current— 4.  Conductors  and  Insulators — 5.  The  Strength  of 
an  Electric  Current :  by  which  of  its  Properties  shall  it  be 
Directly  Measured?  —  6.  Definition  of  the  Unit  Current  — 7. 
Definition  of  the  Direction  of  the  Current— 8.  Objection  to  the 
Usual  Mode  of  Constructing  Voltameters— 9.  Description  of  a 
Practical  form  of  Sulphuric  Acid  Voltameter— 10.  Relative  Ad- 
vantages of  Voltameters  and  Galvanometers — 11.  Meaning  of  the 
Relative  and  the  Absolute  Calibration  of  a  Galvanometer — 11a. 
Measuring  the  Distribution  of  Magnetism  in  a  Permanent  Magnet 
— 12.  Experiment  for  Calibrating  a  Gkilvanometer  Relatively  or 
Absolutely — 13.  Graphically  Recording  the  Results  of  an  Experi- 
ment— 14.  Practical  Value  of  Drawing  Curves  to  Graphically 
Record  the  Results  of  Experiments. 

1.  What  is  meant  by  an  Electric  Current,  and  by  its 
Direction  of  Flow. — In  the  various  indu.stries  in  wliicli 
electricity  is  employed,  as  in  the  telegraph,  telephone, 
electric  lighting,  electro  typing,  electroplating,  torpedo 
exploding,  and  in  the  working  of  machineiy  by  the  aid 
of  electromotors,  it  is  the  so-called  "  electric  current "  that 
is  made  rise  of.  Hence  a  knowledge  of  the  laws  of  this 
electric  current,  a  clear  conception  of  its  so-called  proper- 
ties, combined  with  a  practical  acquaintance  with  the 
monies  of  measuiing  it,  must  bo  of  esj>ecial  importance  for 
a  right  understanding  of  the  working  of  the  apparatus 
employed  in  the  above-mentioned  industries.  Indeed, 
such  knowledge  is  absolutely  necessary  if  the  user  of 
electrical  apparatus  is  desirous  of  employing  it  to  the 
best  advantage,  of  being  able  to  correct  faults  when  they 
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occur,  as  well  as  of  effecting  improvements  in  the  instru- 
ments themselves. 

It  is  customary  to  speak  of  an  electric  current  as 
if  it  had  an  independent  existence  apart  from  the 
"  conductor  "  through  which  it  is  said  to  be  flowing,  just 
as  a  current  of  water  is  correctly  spoken  of  as  something 
quite  distinct  from  the  pipe  through  which  it  flows.  But 
in  reality  we  are  sure  neither  of  the  direction  of  flow  of 
an  electric  current,  nor  whether  there  is  any  motion  of 
anything  at  all  And  the  student  must  not  assume  that 
the  conventional  expression,  —  the  current  flows  from  the 
copper  pole  of  a  galvanic  battery  to  the  zinc  pole  through 
the  external  circuit,  —  implies  any  knowledge  of  the  real 
direction  of  flow  any  more  than  the  railway  expressions, 
"  up  train  "  and  "  down  ti-ain,"  mean  that  either  train  is 
necessarily  going  to  a  higher  level  than  the  other.  In 
the  case  of  a  stream  of  water  flowing  along  a  river-bed 
we  are  quite  certain  that  there  is  water  in  motion,  and 
every  one  is  agi-eed  as  to  which  way  the  water  is  flow- 
ing; a  cork  or  a  piece  of  wood  thrown  on  the  water 
indicates  by  its  motion  the  direction  in  which  the  water 
is  moving. 

Nor,  again,  must  an  electric  current  be  supposed 
to  be  like  waves  of  sound  travelling  along,  since  in  this 
latter  case,  although  there  is  no  actual  travelling  along  of 
matter,  still  the  direction  of  motion  of  the  wave  of  soimd 
is  perfectly  definite.  Indeed,  a  wire  along  which  an 
electric  current  is  flowing  is  more  like  a  wire  at  each  end 
of  which  a  musical  instrument  is  being  played,  so  that 
the  sound  is  travelling  in  both  directions  along  the  wire 
at  the  same  time.  In  short,  the  statement  that  an  electric 
current  is  flowing  along  a  wire  is  only  a  short  way  of  ex- 
pressing the  fact  that  the  wire  and  the  space  around  the 
wire  are  in  a  different  state  from  that  in  which  they  are 
when  no  electric  current  is  said  to  be  flowing.  So  that 
when  a  body  and  the  space  around  the  body  possess  certain 
properties  that  they  do  not  usually  possess,  an  electric 
current  is  said  to  be  flowing  through  that  body. 
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2.  Properties  of  im  Electric  Current. — These  pro- 
perties are : 

(1)  A  suspended  magnet  put  in  nearly  any  position 
near  a  body  through  which  an  electric  current  is  said  to 
be  flowing  will  be  deflected,  also  a  piece  of  iron  put  near 
this  body  will  become  magnetised,  the  action  in  both 
cases  being  produced  as  if  the  body  conveying  the  current 
had  become  magnetic. 

(2)  If  the  circuit  through  which  the  electric  current 
is  said  to  be  flowing  be  partly  solid  and  partly  liquid,  then 
the  liquid  will  generally  be  decomposed  into  two  parts, 
one  part  going  to  one  side  of  the  liquid  in  the  direction  in 
which  the  current  may  be  said  to  be  flowing,  and  the 
other  part  going  to  the  other  side  of  the  liquid  in  the 
opposite  direction  to  the  flow  of  the  current. 

(3)  The  body  conveying  the  current  becomes  more  or 
less  heated. 

In  popular  language  the  current  is  said  : 

(1)  To  deflect  the  magnet,  and  magnetise  tJie  iron, 

!2)  To  decompose  the  liquid, 
3)  To  Jieat  ^  body  throtigh  which  it  isflotving. 
But  as  we  have  no  evidence  of  the  current  apart  from 
the  conductor  through  which  it  is  said  to  flow,  it  is  more 
accurate  to  say,  that  when  these  eflects  are  found  to  be 
produced,  a  current  is  said  to  be  flowing  through  the 
conductor ;  than  to  say,  that  the  current  produces  these 
eflects.  The  latter  expression,  however,  for  brevity's 
sake,  is  generally  adopted ;  and,  indeed,  the  heat  generated 
in  a  wire  conveying  a  current  has  so  many  analogies  with 
the  heat  produced  in  a  pipe  by  the  friction  of  a  stream 
of  water  passing  through  it,  that  we  can  frequently 
assist  ourselves  by  thinking  of  an  electric  current  as  a 
stream  of  matter  passing  through  the  wire  as  water  would 
pass  through  a  pipe  filled  with  sponge  or  loosely  packed 
with  sand.  But  the  analogy,  like  many  other  analogies, 
must  not  be  pressed  too  far,  especially  as  there  is  this 
very  great  difference  between  a  current  of  water  flowing 
in  a  pipe  and  a  current  of  electricity  in  a  wire,  viz.,  that 
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in  the  former  case  no  eflfects  are  produced  external  to  the 
pipe,  whereas  in  the  latter  the  whole  space  surrounding 
the  wire  is  affected. 

The  magnetic,  chemical,  and  heating  effects  of  a  current 
are  utOised  practically  in  a  number  of  electrical  instru- 
ments ;  for  instance : 

Magnetic  Property. — Needle  telegraph,  the  Morse  in- 
strument, electric  bells,  arc  lamps,  djuamo  machines, 
electromotors,  and,  in  fact^  all  instruments  using  electro- 
magnets. 

Chemical  Property — Electroplating,  electrotyping,  the 
cleansing  of  the  mercury  used  in  the  extraction  of  gold 
from  sand,  &c. 

Heating  Property.  —  Electric  lamps,  contrivances  for 
lighting  gas  or  oil  lamps  electrically,  fuses  for  tor- 
pedoes, &C. 

The  heating  effect  of  the  current  is,  as  we  shall  see, 
the  effect  which  always  occurs  when  a  current  flows  ;  that 
is  to  say,  it  is  impossible  for  a  current  to  flow  through 
a  body  without  some  heat  being  produced ;  and  not  only 
is  heat  produced  by  the  ordinary  currents  flowing  through 
tel^^ph  wires,  and  which  are  sometimes  not  much  more 
than  three-thousandths  of  the  strength  of  the  current  flow- 
ing through  an  incandescent  lamp,  but  even  the  currents 
used  with  the  Bell  telephone  worked  without  a  battery 
produce  a  definite  amount  of  heat  in  a  given  telephone 
circuit)  even  though  such  telephone  currents  are  very 
we&k  compared  with  the  currents  used  in  tel^raphy. 
The  actual  measurement  of  the  heat^  however,  would  be 
extremely  difficult,  if  not  impossible,  to  carry  out  with 
existing  apparatus. 

3.  Measuring  the  Strength  of  a  Current — As, 
then,  the  production  of  heat  always  accompanies  the 
passage  of  a  current,  it  might  seem  that  the  amount  of 
heat  produced  in  a  given  time  ought  to  be  taken  as  a 
measure  of  the  strength  of  the  current.  But,  in  addition 
to  the  difficulty  of  measuring  the  small  amount  of  heat 
produced  by  weak  ciurents,  the  only  way  we  have  of 
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moasurmg  the  amount  of  heat  given  to  a  body  is  an  indirect 
one,  and  consists  in  measuring  its  rise  of  temperature  by 
means  of  a  thermometer.  But  as  a  thermometer  measures 
merely  rise  of  tempei-ature,  and  not  the  amount  of  heat, 
and  as  the  rise  of  temperature  of  a  body  through  which  a 
current  is  passing  can,  without  varying  the  current,  be 
varied,  by  increasing  or  diminishing  the  facility  that  the 
body  may  have  for  cooling,  various  precautions  have  to 
be  adopted,  and  further  experiments  have  generally  to 
be  made  to  enable  us  ^  deduce  from  the  observed  rise 
of  temperature  the  real  amount  of  heat  that  was  given 
to  the  body. 

In  order  to  ascertain  which  of  the  properties  of  a  cur- 
rent can  be  best  employed  for  measuring  its  strength, 
an  experiment  may  be  made  with  the  following  ap- 
paratus : — 

A,  B,  c,  D,  B  (Fig.  1)  are  instruments  so  arranged 
that  the  same  electric  current  will  be  sent  through 
them  all  by  the  battery  b  6,  on  joining  the  wires  P  and  q. 
A  is  a  coil  of  cotton-  or  silk-covered  wire,  with  a  magnet  m 
suspended  so  as  to  turn  freely  inside  the  coil,  the  whole 
arrangement  forming  what  is  called  a  ^^  gaXvanoscope.^* 
B  is  an  ^^electromagnet"  consisting  of  a  coil  of  cotton-  or 
silk-covered  wire  wound  in  opposite  directions  ix)und  the 
ends  of  a  piece  of  iron  of  horse-shoe  form,  c  is  a  "  sul- 
phuric acid  voltameter  "  consisting  of  two  platinum  plates 
dipping  into  moderately  dilute  sulphuric  acid  in  a  vessel  v, 
closed  by  an  air-tight  stopper  s,  through  which  passes  a 
glass  tube  <,  open  at  both  ends,  and  with  its  lower  end 
nearly  touching  the  bottom  of  v.  This  tube  is  graduated 
in  fractions  of  a  cubic  inch.  D  consists  of  two  thin 
copper  plates  jo, ;?,  dipping  into  a  solution  of  copper 
sulphate  (the  blue  vitriol  of  commerce),  and  is  called  a 
"  copper  voltameter,"  E  is  a  coil  of  bare  wire  immersed 
in  paratfin  oil,  the  temperature  of  which  can  be  measured 
by  the  thermometer  t,  the  arrangement  being  called  a 
"  calorimeter" 

Connect  the  two  wires  P  and  q,  and  allow  the  cuirent 
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to  pass  for  a  convenient  time  through  these  five  pieces  of 
apparatus,  then  it  will  be  found  that : 

1st  The  liquid  has  risen  a  distance  di  in  the  tube  t 
of  the  voltameter  c,  indicating  that  the  passing  of  the 
current  through  the  liquid  from  one  of  the  platinum 
plates  to  the  other  has  caused  Cj  cubic  inches  of  gas  to  be 
generated. 

2nd.  One  of  the  plates  in  the  copper  voltameter  has 
increased  in  weight  by  Wj  grains. 

3rd.  The  mercury  in  the  thermometer  t  of  the  calori- 
meter E  has  risen  through  Di°. 

4tlL  The  magnetic  needle  m  of  the  galvanoscope  A  has 
all  the  time  been  kept  deflected  from  its  original  position 
through  a  number  of  degrees  Ni°. 

5th.  If  at  any  time  during  the  passage  of  the  current 
the  armature  a  was  placed  carefully  on  the  ends  of  the 
horse-shoe  electromagnet  b  it  required  a  pull  of  Wy  lbs.,  as 
measured  by  the  spring  balance,  to  pull  it  off,  when  the 
handle  at  the  top  of  the  apparatus  was  slowly  turned. 

Next  increase  the  strength  of  the  current  passing 
through  the  apparatus  c,  d,  e,  a,  b,  by  increasing  the  num- 
ber of  ceUs  forming  the  battery  5  6  or  in  any  other  way, 
such  as  will  be  described  later  on,  then  each  of  the  effects 
previously  observed  with  these  instruments  will  be  in- 
creased, and  instead  of  the  results  c„  Wi,  Di°,  if°,  w?i,  we 
shall  obtain  c^  w,,  D,°,  N,°,  tc^.  But  it  will  be  found  that 
the  new  values  do  not  all  bear  the  same  ratio  to  the  corre- 
sponding old  ones.  For  example,  if  c,  is  twice  c^,  then  N3° 
may  be  more  or  less  than  twice  Nj^,  but  will  generally  be 
less  than  twice,  while  d,°  and  u?j  will  be  found  to  be  much 
greater  than  twice  D,°  and  Wi  respectively.  On  the  other 
hand,  if  the  strength  of  the  second  current  be  so  chosen 
as  to  make  D,°  exactly  twice  D,°,  then  generally  it  will  be 
found  that  w^  is  rather  more  than  twice  u^i,  while  c,  and 
w,  are  much  less  than  twice  Cj  and  Wi  respectively. 

If,  then,  we  arbitrarily  define  the  strength  of  the 
current  as  being  directly  proportional  to  the  gas  evolved 
in   the   sulphuric   acid  voltameter,    we   must  conclude 
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that  if  c,  is  exactly  double  c^  we  have  doubled  the  cur- 
rent strength  ;  but,  on  the  other  hand,  if  we  prefer  to 
say  that  strength  of  current  is  directly  proportional  to 
the  angular  deflection  of  the  needle  m  in  the  galvano- 
scope  A,  then  we  must  conclude  that,  as  N,°  is  less 
than  twice  Ni°,  we  have  not  quite  doubled  the  strength 
of  the  current;  whereas  if  we  prefer  to  say  that  cur- 
rent strength  shall  be  regarded  as  proportional  to  the 
force  required  to  detach  the  armature  a  of  the  electro- 
magnet B,  or,  instead,  proportional  to  the  rise  of  tem- 
perature of  the  liquid  in  the  calorimeter  E  in  a  given 
time,  then  we  must  conclude  that  the  strength  of  the 
current  has  been  much  more  than  doubled.  Which  of 
these  is  right  and  which  wrong  1  As  long  as  no  one  of 
the  effects  varies  we  may  be  safe  in  concluding  that  the 
strength  of  the  current  is  constant,  but  if  the  different 
effects  to  which  we  have  been  referring  vary  from  one 
time  to  another,  then  which  of  them  shall  we  take  to 
represent  by  the  magnitude  of  its  variations  the  change 
that  hsis  taken  place  in  the  current  strength  ? 

In  the  case  of  measuring  the  velocity  of  a  stream  of 
water,  or  the  number  of  gallons  of  water  per  minute  dis- 
charged by  a  river,  no  two  experimenters  could  differ.  One 
of  them,  of  couree,  by  the  employment  of  better  con- 
structed measuring  instruments,  or  it  may  be  from  havin^f 
greater  experience  in  making  such  measurements,  might 
get  answers  slightly  different  from,  and  more  accurate 
than,  those  obtained  by  the  other  experimenter.  But  they 
could  not  have  such  totally  different  conceptions  of  what 
should  be  meant  by  the  velocity  of  the' water  in  a  particular 
part  of  the  channel,  or  of  the  total  discharge,  in  gallons 
}>er  minute,  that  the  results  obtained  by  one  observer  were, 
apart  from  all  mere  errors  of  experiments,  twice  as  great 
as  those  obtained  by  the  other.  And  this  is  because  they 
would  be  dealing  with  the  actual  flow  of  a  material  sub- 
stance— water. 
/  4.  Conductors  and  Insulators.— The  various  pieces 
/     of  a2)[)aratus  in  Fig.  1  are  joined  by  bits  of  copper  wire, 
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but  as  long  as  there  is  even  one  break  in  the  continuity, 
as  at  PQ,  no  current  can  be  sent  by  the  battery  bb 
through  the  circuit,  because  the  air  separating  the  wire  p 
from  the  wire  q  "  insulates  "  or  is  an  "  insulator J^  If  P 
be  pressed  against  Q,  but  with  a  thin  piece  of  paper, 
or  silk,  or  indiarubber,  <fec.,  between,  still  no  current 
will  flow,  because  all  these  substances  are  more  or  less 
good  instUators,  If,  however,  the  ends  of  the  wires  P 
and  Q  be  rubbed  clean  with  emery  paper,  or  be  scraped 
clean  with  the  back  of  a  knife  or  a  tile,  and  then  pressed 
together,  the  current  will  flow,  since  there  is  good  "  con- 
dudivity  "  or  little  "  resistance  "  between  the  clean  sur- 
faces of  metals  pressed  together. 

5.  The  Strength  of  an  Electric  Current :  by  which 
of  its  Properties  shall  it  be  Directly  Measured  ? — 
To  assist  us  in  deciding  whether  the  amount  of  the 
magnetic  action,  or  of  the  chemical  action,  or  the  amount 
of  heat  produced  in  a  given  time  shall  be  arbitrarily 
taken  to  be  that  magnitude  to  which  the  current  strength 
shall  be  defined  as  being  directly  proportional,  we  may 
observe  that  if  the  five  pieces  of  apparatus  A,  B,  c,  d,  B  em- 
ployed in  the  previous  experiment  be  selected  without 
special  reference  to  their  sizes  and  shapes,  c^  and  Wg  will 
be  found  to  be  the  only  two  out  of  the  five  quantities  that 
bear  the  same  ratio  to  their  respective  previous  values. 
And  in  both  the  voltameters  it  was  chemical  decompo- 
sition that  took  place  ;  in  the  former,  this  decomposition 
being  the  splitting  up  of  the  liquid  into  gases ;  in  the  latter, 
the  splitting  up  of  the  copper  sulphate,  and  the  deposit  of 
copper  on  one  of  the  copper  plates,  together  with  an 
eating  away  of  the  other  copper  plate  to  give  back  to  the 
copper  sulphate  solution  the  amount  of  copper  taken  out 
of  it. 

In  A  and  b  the  effects  produced  are  both  magnetic, 
but  it  will  not  be  found  that  Nj°  bears  to  N,°  the  same 
ratio  that  lo^  bears  to  fj,.  Consequently,  as  far  as  we 
have  seen  at  present,  the  amount  of  chemical  action  pro- 
duced in  a  given  time  by  a  current  appears  to  bo  a  more 
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direct  measure  of  its  strength  than  the  magnitude  of  the 
magnetic  effect  produced. 

To  examine  this  point  still  further,  let  us  have  two 
sulphuric  acid  voltameters  of  totally  different  shapes  and 
sizes,  two  copper  voltameters  also  of  different  shapes  and 
sizes,  the  copper  plates,  for  example,  being  much  larger 
and  either  much  nearer  together  or  much  farther  apart  in 
the  one  than  in  the  other,  also  two  galvanoscopes,  two 
electromagnets,  and  two  calorimeters,  the  two  instru- 
ments in  each  case  being  selected  so  as  to  be  distinctly 
different  in  size  and  form.  Then  in  sending  the  same 
current  through  them  all,  the  following  results  will 
be  observed  :  In  the  two  sulphuric  acid  voltameters  quan- 
tities of  gas  equal  in  mass,  and  therefore  occupying  the 
same  volume  at  the  same  pressure  and  temperature,  will 
be  developed  in  the  same  time,  in  spite  of  the  platinum 
plates  being  of  a  very  different  size  and  at  a  very  different 
distance  apart  in  the  two  voltameters.*  Similarly,  in 
spite  of  the  difference  in  size  and  form  in  the  two  copper 
voltameters,  the  increase  in  weight  of  the  plate  of  the  one 
will  be  exactly  the  same  as  the  increase  in  weight  of  the 
coiTesponding  plate  of  the  other. f  But  in  the  case 
of  the  two  galvanoscopes,  the  two  electromagnets, 
and  the  two  calorimeters,  although  the  same  current  is 
pcissing  through  them,  the  effects  depend  on  the  shape, 
on  the  size,   and  on  very  many  details  in  the  arrange- 

*  Equality  of  pressure  may  be  obtained  by  usiug  for  the  volta- 
meters two  vessels  of  the  same  size  as  well  as  two  tubes  of  the  same 
bore,  and  filling  the  vessels  with  the  same  quantity  of  dilute  sulphuric 
acid  of  the  same  specific  gravity.  In  that  case,  if  the  level  of  the  liquid 
in  the  two  tubes  be  the  same  to  start  with,  the  liquids  will  be  found 
to  rise  at  exactly  the  same  rate  in  them  on  the  same  current  being  sent 
through  the  two  voltameters. 

t  If  the  plates  in  one  of  the  voltameters  be  very  small,  the 
copper  deposited  may  drop  to  the  bottom  of  the  vessel,  instead 
of  adhering  to  the  plate.  In  measuring  the  increase  of  weight  of 
the  plate  this  cop^ier  at  the  bottom  of  the  vessel  must  be  collected 
and  weighed.  In  making  the  experiment,  however,  it  is  better,  at 
any  rate,  in  the  first  instcmce,  to  use,  in  both  copper  voltameters,  plates 
sufficiently  large  for  all  the  copper  that  is  deposited  to  adhere  firmly 
to  the  plates.      {See  the  second  note  on  page  IL) 
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ment,  &c  Hence,  to  specify  the  strength  of  a  current  by 
the  magnitude  of  the  deflection  of  the  needle  of  agalvano- 
scope,  it  would  be  necessary  to  state  the  exact  mode  of  con- 
structing each  part  of  the  galvanoscope  in  great  detail,  as 
well  as  the  exact  position  of  the  instrument  relatively 
to  neighbouring  magnetic  pieces  of  iron.  Whereas,  to 
specify  the  strength  of  a  current  by  the  amount  of  gas 
produced  in  a  given  time  in  a  sulphuric  acid  voltameter, 
or  by  the  amount  of  copper  deposited  in  a  given  time  on 
one  of  the  plates  of  a  copper  voltameter,  neither  the 
shape  nor  size  of  the  plates,  nor  the  distance  between 
them,  need  be  taken  into  account  within  wide  limit& 

6.  Definition  of  the  Unit  Current. — We  shall, 
therefore,  define  the  strength  of  a  current  as  being 
directlf/ proportional  to  the  amount  of  cJiemical  decompo- 
sition produced  in  a  given  time;  and  the  current  that 
deposits  0*00111815  gramme,  or  0*017253  grain,  of  silver 
per  second  on  one  of  tlie  plates  of  a  silver  voltameter,  the 
liquid  employed  being  a  solution  of  silver  nitrate,  con- 
taining from  15  to  30  per  cent,  of  tlve  salt,  we  shall  call 
an  "  ampere,^^  and  take  it  as  our  unit  current.* 

The  same  current  is  found  to  deposit  0*00032959 
gramme,  or  0*005084  grain,  of  copper  per  second  on  one 
of  the  plates  of  a  copper  voltameter,!  and  0*0003392 

*  The  silTer  is  usually  deposited  on  the  inside  of  a  lighl  platinum 
bowl,  and  Lord  Rayleigh  finds  that  if  a  fairly  strong  solution  be  em- 
ployed, and  the  deposition  be  not  continued  for  more  than  a  quarter  of 
an  nour,  a  uniform  adherent  deposit  of  silver  will  be  obtained  if  the 
current  does  not  exceed  about  one  ampere  per  six  square  inches  ;  that 
is  to  sayj  if  not  more  than  about  three-thousandths  of  a  grain  of  silver 
be  depomted  per  second  on  a  square  inch  of  the  surface  of  the  platinum 
bowL  The  otner  pole  should  consist  of  a  silver  disc  placed  horizontally, 
and  wrapped  in  filtering  paper  to  prevent  particles  of  oxide  of  silver 
which  may  become  detached  from  the  silver  plate  dropping  on  to  the 
platinum,  and  making  the  weight  api>ear  to  be  too  great.  The  edge  of 
the  silver  disc  should  be  about  equi-distant  from  the  side  and  the 
bottom  of  the  bowl.    (See  §  207,  page  395.) 

t  In  order  that  a  current  may  be  measured  accurately  in  amperes 
with  a  copper  voltameter.  Dr.  Hammerl  finds  that  the  plates  may  bo 
conveniently  put  at  about  half  an  inch  from  one  another.  If  put  too 
near,  what  is  called  "polarisation  ^  will  occur  if  the  current  to  be 
measured  is  strong,  and  it  will  be  difiicult  to  keep  it  constant  in 
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gramme,  or  0*005232  grain,  of  zinc  per  second  on  one  of 
the  plates  of  a  zinc  voltameter,*  and  also  to  decompose 
000009326  gramme,  or  O00U39  grain,  of  dilute  sul- 
phuric acid  per  second.  The  acid  in  the  sulphuric  acid 
voltameter  may  be  conveniently  diluted  with  water  until 
the  specific  gravity  of  the  mixture  is  about  1*1,  which 
corresponds  with  about  15  per  cent  by  weight  of  pure 
sulphuric  acid  at  15°  0. 

The  volume  of  mixed  gas  (oxygen  and  hydrogen)  that 
is  produced  per  second  by  the  decomposition  corres- 
ponding with  a  current  of  one  ampere  equals  in  cubic 
centimetres 

01738  X  76  (273  -f  C.°) 

A  X  273  ' 

where  C.°  is  the  temperature  of  the  mixed  gas  in  degrees 
Centigrade,  and  h  the  pressure  in  centimetres  of  mercury. 
If  the  volume  be  measured  in  cubic  inches,  the  tem- 
perature in  degrees  Fahrenheit,  and  the  pressure  in  inches 
of  mercury,  the  formula  becomes 

0-01058  X  30  (491  -h  F.°-32°) 
h  X  491 

Example  1. — How  many  amperes  would  deposit  5 
grammes  of  copper  in  half  an  hour,  the  current  being 
supposed  constant? 

strength.  The  plates  should  be  as  square  as  possible,  and  in  order 
that  the  deposit  of  copper  shoidd  adhere  well  to  the  plate,  the  surface 
of  each  of  the  two  plates  immersed  in  the  copper  sulphate  solution, 
should  be  at  least  two  square  inches  for  each  am^re  of  current  to  be 
measured,  this  area  being  reckoned  only  on  the  sides  of  the  plates  op- 
posed to  one  another.  The  plate  on  which  the  copper  is  deposited, 
and  which  is  the  only  one  that  need  be  weighed,  snould  be  made  of 
Jiard  thin  copper,  so  as  to  be  as  light  as  possible  for  its  area,  in  order 
that  the  weight  of  the  film  of  copper  deposited  on  it  may  be  accurately 
determined. 

*  The  chemical  equivalents  here  employed  in  calculating  the 
weights  of  copper  and  zinc  deposited  per  second  by  an  ampere  from  the 
weight  of  silver  deposited  by  that  current  are :  silver,  107*66;  copper, 
63*47 ;  zinc,  65*33. 
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0*0003295  grammes  are  deposited  in  1  second  by  1  ampere. 
.  • .     5  grammes  are  deposited  in  1  second  by 

0^003295   ''•"P^'*^ 
5  grammes  are  deposited  in  30  x  GO  seconds  by 


amperes. 


0-0003295x30x60 

Answer. — 8 -.430  amperes. 

Example  2. — How  many  grammes  of  copper  would 
be  deposited  by  a  steady  current  of  40  amperes  acting 
for  5  hours  % 

1  ampere  acting  for  1  second  deposits  0*0003295  grammes. 
40  amperes  acting  for  60  x  60  x  5  seconds 

deposit       0  0003295x40x60x60x5  grammes. 

Answer. — 237*24  grammes. 

Example  3. — How  many  amperes  would  deposit  9 
grammes  of  copper  in  2^  hours,  the  current  being  con- 
stant? ATtswer. — 3*035  amperes. 

Example  4. — How  many  grammes  of  copper  would 
be  deposited  by  a  steady  current  of  1  -5  amperes  acting 
for  16  seconds?  Answer. — 0*007908  grammes. 

Example  5. — How  many  grammes  of  sulphuric  acid 
would  be  decomposed  by  a  steady  current  of  12  amperes 
acting  for  one  hour  1  Answer, — 4*028  grammes. 

Example  6. — How  many  amperes  would  deposit  18 
grammes  of  zinc  in  1|  hour,  the  current  being  con- 
stant? Answer. — 8*428  amperes. 

Example  7. — If  the  mixed  gas  produced  in  a  sul- 
phuric acid  voltameter  be  at  20°  C,  and  the  barometer 
stand  at  77*5  centimetres,  what  volume  of  gas  would  be 
produced  in  half  a  minute  by  a  steady  current  of  18 
amperes  ? 


Digitized  by  VjOOQ IC 


14  PRACTICAL   ELECTRIOITY.  [Chap.  I. 


cubic  centimetres  of  gas. 

e 

cubic  centimetres  of  gas- 


1  ampere  in  1  second  produces 
0-1738  X  76  X  (273 +  20) 
77-5  X  273 
18  amperes  in  30  seconds  produce 
0-1738x76x293x18x30 
77-5x273 
Anstoer. — 98-77  cubic  centimetres  of  gas. 

Example  8. — If  the  temperature  of  the  mixed  gas  in 
a  sulphuric  acid  voltameter  be  19°-5C.,  and  the  height 
of  the  barometer  75  centimetres,  what  current  would  pro- 
duce 50  cubic  centimetres  of  mixed  gas  in  one  minute  ? 

Ariswer, — 4-418  amperes. 

7.  Definition  of  the  Direction  of  the  Current — 
The  next  thing  to  define  is  the  direction  of  the  current, 
which,  as  already  explained,  can  only  be  done  in  a  conven- 
tional way.  In  the  case  of  a  sulphuric  acid  voltameter 
we  have  hitherto  only  spoken  of  the  total  quantity  of  gas 
given  off  at  both  platinum  plates,  but  if  these  gases  be  col- 
lected in  separate  tubes,  as  can  very  conveniently  be 
done  in  the  Hoflfmann's  voltameter  (Fig.  2),  then  it  is 
found  that  at  one  of  the  plates  p  oxygen  gas  is  given  off, 
and  at  the  other  p  hydrogen,  exactly  in  the  proportions 
in  which  these  two  gases  have  to  be  combined  together  to 
form  water ;  viz.,  two  volumes  of  hydrogen  and  one  of 
oxygen.*  So  that  the  **  electrolytic '*  action  effected  by 
sending  a  current  from  one  platinum  plate  to  another 
in  dilute  sulphuric  acid,  is  exactly  the  same  as  if  the 
water  had  simply  been  decomposed.  That  sulphuric 
acid  must  be  added  to  distilled  water  in  order  that  an 
electric  current  may  flow  through  it  and  produce  oxygen 
and  hydrogen,  may  easily  be  shown  experimentally,  but 
we  are  not  sure  of  the  exact  action  of  the  sulphuric 
acid ;  it  may  be  that  the  sulphuric  acid  has  to  be  added 

*  That  the  gases  are  hydrogen  and  oxygen  can  he  proved  bv  the  fact 
that  on  turning  the  stop-cocks  a,  s,the  one  H  when  lighted  will  bum  with 
a  pale  blue  flame,  and  the  other  o  will  ignite  a  glowing  piece  of  wood. 
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merely  to  make  the  nonconducting  distilled  water  more 
conducting  in  order  that  it  may  become  possible  to  send/ 
a  strong  current  through  the  mixture  with  ordinary  bat- 
teries ;  or  it  may  be  that  it  is  the 
sulphuric  acid  that  is  decomposed 
by  the  current,  and  that  the  water 
is  decomposed  by  a  secondary 
chemical  action.  In  the  latter 
case  the  action  would  be  repre- 
sented in  chemical  symbols  as 
follows : 

Electrical  decomposition 

Subsequent  chemical  action 

H20-hS04=HoS04+0. 

Whichever  may  be  the  true  ex" 
planation,  the  effect  of  the  ^^  electro' 
lysis "  of  dilute  sulphuric  acid  is 
that  two  volumes  of  hydrogen 
come  off  at  one  platinum  plate 
and  one  volume  of  oxygen  at  the 
other,  and  the  current  is  said  to 
travel  through  the  liquid  towards 
the  plate  at  which  the  hydrogen 
is  given  off,  or  the  current  flows 
through  the  liquid  with  the  hydro- 
gen^ so  that  in  the  Hoffmann's  vol- 
tameter, shown  in  Fig.  2,  the  cur- 
rent would  be  said  to  flow  through 
the  liquid,  in  the  short  horizontal 
tube,  from  right  to  left. 

If  an  acid,  a  copper,  and  a  zinc  voltameter  be  all 
joined  together,  so  that  the  same  current  passes  through 
them,  then  it  will  be  found  that  the  hydrogen  in  the  first, 
the  copper  in  the  second,  and  the  zinc  in  the  third,  all 
travel  in  the  same  direction,  so  that  if  through  the  liquid 
in  an  acid  voltameter  the  current  be  said  to  go  in  the 


Fig.  2. 
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direction  in  which  the  hydrogen  travels,  then  through  the 
liquids  in  a  copper  and  in  a  zinc  voltameter,  it  must  be 
said  to  go  in  the  direction  in  which  the  copper  and  the 
zinc  travel.     With  this  definition  of  direction  of  current 


Fig.  3. 

we  find  that  if  a  compass  needle  be  placed  under  a  tele- 
graph wire  running  north  and  south,  the  north-seeking  * 

*  The  "noT^-sccking"  end  of  a  magnet  is  the  one  that  pomts 
towards  the  geographical  north.  The  simple  expression  **  nmiJi "  end 
is  confusing,  since  in  England  it  refers  generally  to  the  end  of  a  mag- 
net that  points  to  the  north,  while  in  France  it  refers  to  the  end  that 
points  to  the  south,  the  French  using  that  definition  becanse  that  end 
18   attracted   by  the  earth's  magnetism   situated    in    the   southern 
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end  of    the   compass 
needle  is  deflected  to-  < 
wards  the  east  when  I 
the  current  is  flowing  \ 
along    the    telegraph 
wire    from    noi'th  to 
south. 

Or,  again,  if  a 
wire  conveying  a  cur- 
rent be  coiled  round 
a  piece  of  iron  shown 
end-on  to  an  observer, 
then  the  end  of  the 
iron  nearest  him  will 
act  as  the  noi'tltrseeking 
end  of  a  magnet  when 
the  current  appears  to 
the  observer  to  Jlow 
round  tJt/e  wire  in  tlie 

directuyn   opposite    to 

that     in     which     the 

hands  of  a  clock  go  (or 

simply    contra  -  clock- 
wise).   If  the  observer 

now  look  at  the  other 

end   of    the    bar,   he 

will,    of    course,    see 

the  south-seeking  end, 

and  in  his  new  posi- 
tion the  current  will 

now  appear  to  him  to 

flow  round  the   wire  Pig.  4. 

hemisphere,  and  the  unlike  ends  attrcut  one  another.  Calling  the  ends 
of  magnets  "  red  "  and  **  blue  "  is  equally  confusing,  as  some  people 
use  one  of  these  two  colours,  and  others  the  other  colour,  to  stand 
for  the  same  end.  As,  however,  the  north -seeking  end  of  a  magnet  is 
usually  marked  by  instrument  makers  with  a  scratch  or  a  cut,  it  would 
probably  be  best  to  call  the  north-seeking  and  south-seeking  ends  of  a 
magnet  the  "  marked  end  "  and  **  unmarked  end  "  respectively. 
C 
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in  the  same  direction  as  that  in  which  the  hands  of  a 
clock  go  (or  clockwise).  The  relative  magnetic  polarity 
of  the  iron  bar  and  the  direction  of  the  current,  as 
indicated  by  the  arrows,  are  shown  in  Fig.  3. 

Perhaps  the  simplest  method  for  remembering  the  con- 
nection between  the  magnetic  polarity  of  an  iron  bar  and 
the  direction  in  which  a  current  circulates  round  it  is, 
that  if  a  current  circulates  round  the  bar  in  the  direction 
in  which  the  iron  of  the  thi-ead  of  a  corkscrew  (Fig.  4) 
moves  when  the  corkscrew  is  screwed  down  or  up,  the 
point  of  the  screw  will  move  towards  the  north-seeking 
magnetic  end  of  the  iron  bar. 

8.  Objection  to  the  Usual  Mode  of  Constructing 
Voltameters. — The  sulphuric  acid  voltameters,  as  usually 
pictured  in  books,  and  which  are  the  forms  obtainable  at 
shops,  are  extremely  unsuitable  for  practical  use,  as  it  is 
troublesome,  after  the  tubes  in  which  the  gas  is  collected 
are  full  of  gas,  to  fill  them  with  liquid  again  for  a  new  ex- 
periment. The  apparatus  sliown  in  Fig.  2  is  very  con- 
venient when  it  is  required  to  collect  the  oxygen  and 
hydrogen  separately,  but  it  has  the  inconvenience  that, 
the  platinum  plates  being  small  and  far  apart,  it  requires 
the  employment  of  several  galvanic  cells  to  make  the  gas 
come  off  quickly ;  for  although  the  quantity  of  gas  pro- 
duced in  a  given  time  by  the  same  current  is  independent 
of  the  shape  and  size  of  the  plates,  the  ease  with  which 
this  current  can  be  generated  depends  very  materially  on 
the  size  of  the  plates  and  their  distance  apart,  and  if  we 
wish  to  produce  chemical  decomposition  quickly,  we 
ought  to  have  the  plates  large  and  very  near  together, 
and  the  liquid  employed  ought  to  contain  something  like 
33  per  cent,  of  strong  sulphuric  acid  by  weight,  the  mix- 
ture having  a  specific  gravity  of  about  1  -25  at  15°  C. 

9.  Description  of  a  Practical  Form  of  Solphuric 
Acid  Voltameter. — In  Fig.  5  is  shown  a  very  convenient 
form  of  voltameter,  designed  by  the  author,  consisting 
of  a  glass  vessel  closed  at  the  top  with  an  indiarubber 
stopper   I,   and  containing  moderately  dilute   sulphuric 
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acid.     The  two  platinum  plates  P  are  held  together  by 
indiainibber  bands,  but    prevented   from    touching   one 
another  by  small  pieces  of  glass  tubing  put  between  the 
plates  at  the  top  and  bottom.     Wires  coated  with  gutta- 
percha, to   prevent  their  being  corroded  by  acid  being 
spilt  over  them,  go  from  the  plates,  one  to  the  "A-ey"  k, 
which  is  raised  up  above  the  general  level  of  the  appa- 
ratus also  to  prevent  '*"°  i^in**  ,*^^»^rxA^A  K,r 
drops  of  acid,  and  the 
the  terminal  binding  sc: 
On  pressing  down  K, 
by  a  generator  attache 
binding  screws,  seen 
at  the  right-hand  side 
of  the  figure,  isallowed 
to  pass  through  the 
apparatus.     The  gra- 
duated tube  ty  which 
passes     air-tight 
through     the     india- 
rubber   stopper,   and 
reaches  nearly  to  the 
bottom  of  the  vessel,  I 
terminates  at  the  up- 
per end  in  a  thistle 
funnel,  so  that  if  the 
current  is  by  accident 

kept  on  for  a  longer  time  than  is  necessary  to  cause  the 
liquid  to  rise  to  the  top  of  the  graduated  tube,  the  liquid 
collects  in  the  funnel  instead  of  spilling  over.  This  tube 
is  also  sloped  so  that  the  rise  of  liquid  in  the  tube  may 
increase  the  pressure  of  the  gas  in  the  upper  part  of  the 
voltameter  as  little  as  possible.*  The  second  tube  might 
be  simply  terminated  with  a  piece  of  indianibber  tubing 

•  If  the  veasel  be  full  of  liquid  so  that  there  is  no  gas  between 
the  top  of  the  liquid  and  the  indianibber  stopper  f  at  the  commence- 
ment of  the  experiment,  the  error  arising  from  the  compression  of  the 
gas  produced  1^  the  riae  of  liquid  in  the  tube  t  may  be  neglected. 
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closed  with  a  pinch-cock,  on  opening  which  the  gas  is 
allowed  to  escape,  and  the  liquid  runs  back  out  of  tho 
tube  t.  If  this  is  done  suddenly,  however,  there  is  & 
tendency  for  small  particles  of  the  liquid  to  be  jerked  out 
of  the  lower  tube.  To  prevent  these  particles  being  thrown 
on  to  the  stand  of  the  apparatus,  the  tube  is  carried  up, 
and  its  cord  is  bent  over  into  the  thistle  funneL 

10.  Relative  Advantages  of  Voltameters  and  Oal- 
vanometers. — The  disadvantage  of  employing  a  voltameter 
for  the  practical  measurement  of  currents  is,  that  it  re- 
quires a  strong  current  to  produce  any  visible  decompo- 
sition in  a  reasonable  time.  Even  the  current  of  one 
ampere,  which  is  about  that  used  in  an  ordinary  Swan 
incandescent  lamp,  would  require  two  hours,  fifty -eight 
minutes,  and  forty-five  seconds  to  decompose  one  gramme 
of  dilute  sulphuric  acid,  whereas  the  weak  currents  used 
in  telegraphy,  and,  still  more,  the  far  weaker  currents 
used  in  testing  the  insulating  character  of  specimens  of 
guttapercha,  indiarubber,  &c.,  might  pass  for  many  days 
through  a  sulphuric  acid  voltameter  before  their  presence 
could  be  detected,  much  less  their  strength  measured. 
Indeed,  not  to  mention  the  enormous  waste  of  time,  and 
the  difficulty  of  keeping  the  current  strength  which  it  was 
desired  to  measure  constant  all  this  time,  the  leakage  of 
the  gas  which  would  take  place  at  all  parts  of  the  appa- 
ratus that  were  not  hermetically  sealed,*  would  render 
such  a  mode  of  testing  quite  futile.  Hence,  although  the 
voltametric  method  is  the  most  direct  way  of  measuring 
a  current  strength,  and  although  it  is  constantly  made 
use  of  for  measuring  th'3  large  currents  now  used  indus- 
trially, still  the  very  fact  that  the  amount  of  chemical 
decomposition  produced  in  a  given  time  by  a  certain 
current  is  independent  of  the  shape  or  size  of  the  instru- 
ment, makes  it  impossible  to  increase  its   sensibility. 

*  A  glass  vessel  is  said  to  bo  hennetically  sealed  when  any  opening 
that  previously  existed  in  it  has  been  closed,  by  heating  the  glass  round 
the  opening  until  it  becomes  soft  and  sticky,  and  pressing  the  edges 
together. 
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Consequently  some  other  apparatus  must  be  employed  for 
practi(^ly  measuring  small  currents,  and  the  law  of  the 
apparatus,  that  is,  the  connection  between  the  real 
strength  of  the  current  and  the  effect  produced  in  the  ap- 
paratus, must  be  experimentally  ascertained  by  direct 
comparison  with  a  voltameter. 

But  if  we  are  going  to  compare  together  the  indica- 
tions of  the  two  instruments  produced  by  various  currents, 
the  second  instrument  cannot  be  much  more  sensitive  than 
the  voltameter,  and  what  advantage  can  arise  from  em- 
ploying such  an  instrument  1  This  leads  us  to  the  fact, 
that  whereas  in  a  voltameter  there  is  only  one  way  by 
which  the  production  of  the  gas  can  be  more  easily  mea- 
sured, viz.,  by  diminishing  the  bore  of  the  graduated 
tube  t  (Fig.  5),  up  which  the  liquid  is  forced  by  the 
production  of  the  gas,  there  are  two  quite  distinct  ways 
in  which  the  magnitude  of  the  deflection  of  a  ^*  galvano- 
meter'** needle  can  be  more  easily  read.  The  first  consists 
in  using  a  microscope  or  some  magnifying  arrangement, 
or  in  simply  lengthening  the  pointer,  both  of  which 
methods  correspond  with  using  a  tube  of  smaller  bore  in 
a  voltameter ;  the  second  consists  in  winding  a  long  fine 
wire,  instead  of  a  shorter  thicker  wire,  on  the  bobbin  of 
t^e  galvanometer,  and  which  causes  the  deflection  of  the 
magnet  to  be  greater  with  the  same  current.  This 
second  mode  has  no  analogy  with  any  possible  change 
in  a  single  voltameter. 

Now  experiment  shows  tJuit  a  galvanometer  of  a  par- 
ticular shape  and  size,  and  with  a  definite  magnetic  needle, 
acted  on  by  a  definite  controlling  force,  j^oduced  say  by 
the  earth*s  magnetism,  or  by  some  fixed  perinanent  magnet, 
has  a  perfectly  definite  law  connecting  the  magnitude  of 
the  deflection  toith  the  strength  of  the  current  producing  it, 

*  WMle  a  **  galvanoscope^*  is  the  name  given  to  an  instrument  used 
for  ascertaining  whether  a  current  is  flowing,  or  merely  which  of  two 
cnrrentB  is  the  stronger,  a  ** galvanometer**  is  the  name  given  to  an 
instniment  by  means  of  which  the  relative  strengths  of  currents  can  be 
compared.  Any  galvanoscope  when  calibrated  becomes  a  more  or  less 
lenutiTe  galvanometer. 
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although  the  absolute  value  of  the  current  in  amperes 
necessary  to  produce  any  particular  deflection  can  be  in- 
creased or  diminished  by  using  fewer  turns  of  thick  -wire 
or  more  turas  of  fine  wire  to  make  a  coil  of  the  same 
dimension.     If,  for  example,  with  a  particular  gauge  of 
wire  employed  to  fill  up  the  bobbin  it  requires  2^  times 
as  many  amperes  to  produce  a  deflection  of  40°  as  it  re- 
quires to  produce  a  deflection  of  20°,  then  if   a  much 
finer  gauge  of  wire  be  employed  to  fill  the  bobbin  there 
will  still  be  required  2f  times  as  many  amperes  to  pro- 
duce a  deflection  of  40°  as  are  required  to  produce  a  de- 
flection  of   20°       But  in  the   second  case  y^o    o^  ^^ 
ampere  may  be  all  that  is  required  to  pix>duce  the  20° 
deflection,  whereas  five  amperes  may  be  required  to  pix>- 
duce  the  same  deflection  in  the  first.     The  law  of  the 
instrument  remains  the  same,  although  its  sensibility  may 
be  increased  5,000  times  by  using  finer  wire  to  wind 
on  the  bobbin. 

Thus,  while  we  take  advantage  of  the  absolute  charac- 
ter of  the  amount  of  chemical  action  to  furnish  us  with 
our  "  standard  current  fjuter"  we  avail  ourselves  of  the 
variation  that  can  easily  be  made  in  the  deflection  of  a 
galvanometer  needle  corresponding  with  the  same  current, 
to  furnish  us  with  instruments  of  greater  and  greater 
degrees  of  delicacy. 

11.  Meaning  of  the  Relative  and  the  Absolute 
Calibration  of  a  Galvanometer. — Two  distinct  things 
are  required  to  be  known  with  i^eference  to  a  particular 
galvanometer :  first,  the  law  connecting  the  various  de- 
flections with  the  relative  strength  of  the  currents  required 
to  produce  them;  secondly,  the  absolute  values  of  the 
currents,  that  is,  the  number  of  amperes  required  for  the 
same  purpose,  or,  what  is  sufiicient  if  the  first  has  been 
ascei-tained,  the  number  of  amperes  required  to  produce 
some  one  deflection.  The  first  is  sometimes  called  the 
**  relative  calibration,"  the  second  the  "  absolute  ccUibra- 
tion  "  of  the  galvanometer. 

A  galvanometer  with  its  bobbin  wound  with  thick 
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i«rire  may  be  compared  directly  with  a  vottameter, 
and  the  rehitive  calibration  of  the  galvanometer  de- 
termined ;  then  if  the  same  space  on  the  bobbin  be 
wound  with  any  other  gauge  of  wire  the  relative  cali- 
bration of  the  galvanometer  will  be  the  same,  and  there- 
fore known,  provided  that  neither  the  length  of  the 
suspended  magnet  nor  the  magnitude  of  the  controlling 
force  is  in  any  way  altered.  Or  if  a  galvanometer 
wound  with  thick  wire  be  compared  with  a  voltameter, 
and  its  absolute  calibration  determined,  and  if,  further, 
the  law  of  change  of  sensibility  with  gauge  of  wire  has 
also  been  ascertained  experimentally,  then  the  absolute 
calibration  of  the  same  galvanometer,  when  wound  with 
any  gauge  of  wire,  filling  the  same  space,  will  be  known 
without  further  experiments,  provided  that  the  length 
of  the  suspended  magnet  and  the  magnitude  of  the  con- 
trolling force  remain  unaltered. 

If  the  length  of  the  suspended  magnet,  or,  more  accu- 
rately, the  distance  between  its  "magnetic  poles, ^  remains 
unaltered,  a  change  in  the  strength  of  its  poles  will 
neither  affect  the  relative  nor  the  absolute  calibration 
of  the  galvanometer.  For  when  the  current  is  sent  round 
the  galvanometer,  the  suspended  magnet  takes  up  a 
particular  position,  because  in  that  position  the  forces  on 
its  two  ends,  due  to  the  current,  balance  the  control- 
ling force  produced  by  the  earth's  magnetism  or  by  some 
permanent  magnet.  And  as  any  vaiiation  of  strength 
of  the  poles  of  the  suspended  magnet  will  alter  these  two 
sets  of  forces  exactly  in  the  same  ratio,  they  will  still 
balance  one  another  for  the  same  position  of  the  sus- 
pended magnet 

A  magnet  whose  length  is  great  compared  with  its 
breadth  and  thickness,  acts  as  if  all  the  magnetism  were 
concentrated  at  its  two  ends,  or  the  magnetic  poles  are  at 
its  ends.  If  the  breadth  or  thickness  be  not  small  com- 
pared with  its  length,  the  poles  are  not  quite  at  its  ends, 
and  the  distribution  of  magnetism  along  the  bar  may  be 
measured  as  follows. 
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11a.  Measuring  the  Distribution  of  Magnetism  in 
a  Permanent  Magnet. — This  may  be  done  with  the 
appai-atus  shown  in  Fig.  5a,  where  M  M  is  the  permanent 
magnet  placed  on  a  boaixl,  one  end  of  which  is  attached 


Fig.  5a. 

to  a  hinge,  while  the  other  end  can  be  raised  or  lowered 
by  turning  the  "  micrometer  screto  "  s.*  L  L  is  a  brass 
bai*,  supported  on  knife  edges  at  F,  like  the  beam  of  an 
ordinary  balance,  and  on  the  upper  surface  of  this  beam 
there  i»s  a  series  of  equidistant  grooves,  in  any  one  of 
which  can  be  placed  a  knife  edge  made  like  a  hook,  and 
from  which  hangs  a  brass  box,  w,  containing  leaden  shot. 
A  soft  iron  bally  B,  hangs   by  a   thread,  which  passes 

♦  A  micrometer  screw  is  a  screw  of  small  pitch,  accurately  cut, 
and  provided  with  a  Urge  head,  the  circumference  of  which  is  accu- 
rately subdivided.  If  the  distance  between  two  of  the  threads  of  the 
screw  be,  say  i^th  of  an  inch,  and  the  circumference  be  subdivided 
into  200  equal  parts,  the  screw  will  advance  :i^*jj?jth  of  an  inch  when  the 
head  is  turned  through  a  space  equal  to  one  tUvision. 
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ihrough  a  small  vertical  hole  in  the  beam,  from  a  brass 
pin  p,  to  which  the  thread  is  attached.  Before  the  magnet 
is  placed  on  the  board,  the  quantity  of  shot  in  this 
box  and  the  counterpoise  o  are  so  adjusted  that  when  the 
knife  edge  supporting  w  is  placed  in  the  groove  marked 
nought,  the  beam  rests  horizontal.  Turning  p  winds 
up,  or  unwinds,  a  little  of  the  thread,  and  so  slightly 
raises  or  lowers  the  ball.  The  experiment  is  pei'formed 
by  first  cleaning  the  upper  surface  of  the  magnet  and  the 
lower  surface  of  the  ball  with  fine  emery  cloth,  and 
wiping  off*  the  emery.  The  board  is  next  levelled,  the 
magnet  put  on  it,  and  the  pin  p  turned  until  the  ball  is 
just  in  contact  with  the  magnet,  when  the  left-hand  end 
of  the  beam  is  resting  at  the  bottom  of  the  slot  s  8,  in 
which  position  the  beam  is  horizontal.  The  knife  edge 
carrying  the  weight  is  now  placed  in  the  different  grooves 
on  the  upi)er  edge  of  the  beam  until,  by  trial,  two  are 
found  close  to  one  anotJier,  such  that  if  the  knife  edge  is 
put  in  the  one  of  them  nearer  the  fulcrum  p  the  iron  ball 
remains  in  contact  with  the  magnet,  when  the  micrometer 
screw  s  is  turned  vnthout  shaklmj,  so  as  to  lower  the 
magnet — or  in  other  words  the  lef  trhand  end  of  the  beam 
rises  up  as  the  magnet  is  lowered, — whereas  if  the  knife 
edge  carrying  w  be  put  in  the  next  groove,  the  magnet 
cannot  pull  the  ball  down  with  it  when  it  is  lowered — or 
turning  the  micrometer  screw  s  so  as  to  lower  the  magnet, 
fails  to  raise  the  left  hand  end  of  the  beam.  It  may 
then  be  assumed  that  if  the  knife  edges  wei-e  put  about 
half-way  between  these  two  adjacent  grooves,  the  weight 
w  would  prwluce  a  force  exactly  equal  to  that  exerted  by 
the  magnet  on  the  ball,  and  which,  therefore,  is  known. 
Of  course  the  experiment  should  be  repeated  several 
times,  hanging  the  knife  edge  first  in  one  of  the 
grooves  and  then  in  the  other,  to  make  quite  sure  that 
the  two  i-ight  grooves  have  been  found,  and  that  the 
detaching  of  the  magnet  was  not  produced  by  shaking. 

The  magnet  is  now  moved  along  the  board  to  a  new 
position,  and  the  force  which  is  exerted  when  the  iron 
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ball  is  pu  t  in  contact  with  another  pai*t  of  it  ascertained 
in  a  similar  way,  care  being  taken  that  in  all  cases  the 
thread  is  quite  vertical  If  experiments  be  made  at 
points  equidistant  from  one  another  all  along,  say,  the 
central  line  of  the  magnet,  it  will  be  found  that  the 
force  exei-ted  by  the  magnet  on  the  ball  is  very  large 
towards  each  end,  rapidly  diminishes  as  we  approach  the 
centre,  and  becomes  practically  nought  at  the  middle  of 
the  magnet  If  similar  experiments  be  conducted  along 
a  line  parallel  to  the  long  edge  of  the  magnet,  but  much 
nearer  to  one  edge  than  the  other,  similar  results  will  be 
obtained,  but  the  forces  at  the  ends  of  the  magnet  will  be 
even  greater  than  before.  If  the  magnet  be  "  uniformly 
magnetised "  the  attraction  of  the  iron  ball  will  not  indi- 
cate any  difference  between  the  forces  at  two  points 
similarly  situated  relatively  to  the  two  ends  of  the 
magnet,  but  if  we  approach  our  bar  magnet  M  M  to  a 
suspended  compass  needle  we  find  that  the  north  seeking 
end  of  the  compass  needle  is  attracted  by  one  end  of  the 
bar  magnet  and  repelled  by  the  other,  and  so  for  the 
south-seeking  end  of  the  compass  needle. 

Hence,  alUiough  the  forces  exerted  on  a  piece  of  soft 
iron  by  points  symmetrically  situated  relatively  to  the 
two  ends  of  a  uniformly  magnetised  steel  bar  are  the 
same  in  every  respect,  the  forces  exerted  by  the  two  ends 
of  the  large  magnet  on  one  end  of  a  compass  needle  are 
opposite  in  chaiticter. 

Further,  if  we  slip  the  bar  magnet  M  M  through  a 
stirrup  of  paper  suspended  by  a  filament  of  unspim  silk, 
and  place  it  so  that  it  is  balanced  and  turns  freely,  we 
can  find  which  is  its  north-seeking  and  which  is  its  south- 
seeking  pole,  by  observing  the  position  it  takes  up 
relatively  to  the  earth.  This  being  done  we  note  that  it 
was  the  north-seeking  pole  of  our  large  magnet  that 
attracted  the  south-seeking  pole  of  the  compass  needle^  and 
repelled  the  ^lorth-seekitig  pole.  Hence  we  are  led  to  the 
general  rule  thai  similar  poles  repel  one  anotlier,  dis- 
similar p>oles  attract  one  another. 
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12.  Experiment  for  Calibrating  a  Oalvanometer 
Relatively  or  Absolutely.  —  Fig.  6  shows  a  volta- 
meter V,  connected  up  with  a  galvanometer  g,  and  a 
**  box  of  resistance  coils  "  R,  ready  for  use  for  a  relative  or 
for  an  absolute  calibration  experiment.  The  course  of 
tlie  current  is  shown  by  the  thick  and  dotted  lines  ;  the 
thick  lines  representing  the  wires  above,  and  the  dotted 
lines  the  wires  underneath,  the  board  on  which  the  ap- 
paratus is  placed,  and  by  means  of  which  it  can  be  moved 


Pig.  6. 

about  from  place  to  place  without  disconnecting  the  in- 
strument. T  T  are  the  terminals,  or  binding  screws, 
to  which  the  wires  coming  from  the  battery,  dynamo 
machine,  accumulators,  or  other  source  of  electricity,  are 
attached.  The  galvanometer  in  this  case  consists  of  a 
vertical  circular  coil  of  wire  G,  at  the  centre  of  which  is 
suspended  a  very  short  magnetic  needle  carrying  a  long 
pointer  of  aluminium  or  of  brass  wii-e,  or,  best  of  all,  made 
of  a  thin  thread  of  glass.  ^  is  a  shallow  circular  box,  with 
a  glass  lid.  A  scale  is  fixed  to  the  bottom  of  the  box, 
and  from  the  centre  of  the  glass  lid  the  small  magnetic 
needle  hangs  by  a  filament  of  unspun  sUk.  The  posi- 
tion of  the  pointer  on  the  scale  can  easily  be  read  off"  if 


Digitized  by  VjOOQ IC 


28  PRACTICAL    ELECTRICITY.  [Cliap.  I. 

the  ends  of  the  pointer  are  blackened,  and  parallax* 
can  be  avoided  by  fixing  the  scale  close  under  the 
pointer.  As  this,  however,  is  liable  to  lead  to  one  or 
other  of  the  ends  of  the  pointer  touching  the  scale, 
if  the  instrument  is  not  very  well  made  and  carefully 
levelled,  it  is  better  to  avoid  parallax  by  fastening  the 
scale,  which  in  this  case  takes  the  form  of  a  mere  circu- 
lar ring,  to  a  disc  of  looking-glass,  and  by  the  observer 
always  taking  care,  when  making  a  reading,  to  hold  his 
^M^  head     so     that     the 

^^^  pointer  exactly  hides 

its  reflection  in  the 
looking  -  glass  under- 
neath it. 
^  Fig.  7  shows  the 
interior  of  the  resist- 
ance box  R,  which  con- 
tains coils  of  wire  w\ 
ttc,  w^ound  on  wooden 
or  ebonite  bobbins  B, 
&c.  The  ends  of  these 
coils  are  soldered  to 
stiff  wires  w,  which 
Fig.  7.  again  are  fastened  to 

the  brass  pieces  c^,  C-, 
d*,  (fee,  the  latter  being  screwed  to  the  wooden  or  ebonite 
top,  E  E.  of  the  resistance  box.  When  a  plug  p2  is 
inserted  tightly  between  the  conti\ct  pieces,  c^  and  c^ 
(which  can  be  best  done  by  giviaig  to  the  plug  a  down- 
ward screwing  motion)  the  current  flows  along  the  short 
path,  c"  p2  c^,  across  the  metal  plug,  and  pi-actically 
none  through  tlie  wire  wound  on  the  bobbin  w^.  If, 
however,  a  plug  p^  be  withdrawn,  then  all  the  current 
passes  through  the  coil  w^,  and  none  across  the  space 

*  Parallax  is  the  error  arising  from  looking  at  the  pointer  rather 
sideways,  instead  of  looking  directly  down  on  it,  and  so  causing  its 
end  to  appear  to  be  over  a  part  of  the  scale  a  little  to  the  right,  or  a 
little  to  the  left,  of  its  true  x)osition. 
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separating  c^  and  c^.  Hence,  by  taking  out  one  or  more 
plugs  the  path  for  the  current  may  be  lengthened  at 
will,*  and  the  strength  of  the  current  diminished.  The 
brass  pieces,  c^,  c^,  c^,  are  undercut,  as  seen  in  the  figure, 
so  that  a  strip  of  clean  waslileather  can  be  inserted 
between  them,  and  the  ebonite  cleaned.  If  the  ebonite 
between  the  bi-ass  pieces  were  left  dirty  there  would  be 
leakage  of  the  electricity  across  the  film  of  dirt  when  the 
plug  was  removed,  and  the  resistance  between  two  of  the 
brass  pieces  would  be  a  little  less  than  that  of  the  coil  of 
wire  connecting  them.     (See  §  140,  page  266.) 

For  the  benefit  of  those  who  may  be  accustomed  to 
use  resistance  coils,  it  may  be  noticed  that  in  the  particular 
experiment  shown  in  Fig.  6,  it  is  quite  unnecessary  to 
know  the  length  or  gauge  of  the  wiie  that  has  been 
wound  on  the  various  bobbins,  nor  is  it  at  all  necessary 
that  all  the  coils  should  be  made  of  the  same  wire,  since 
whatever  resistance  be  inserted  in  the  box  r,  the  cur- 
rent that  .passes  through  the  voltameter  is  the  same  as 
the  current  that  passes  through  the  galvanometer,  so 
that  the  variation  in  strength  of  the  current  is  known 
from  the  voltameter  observations,  and  not  from  the 
length  of  wire  that  has  been  introduced  into  the  circiut. 
Indeed  the  resistance  box  in  this  experiment  may  be 
dispensed  with  altogether  when  there  is  any  easy  mode 
of  altering  the  current  strength  by  using  different  num- 
bers of  cells  or  a  diflerent  kind  of  battery  to  produce 
the  current,  but  in  practice  this  result  is  generally  most 
easily  attained  by  the  use  of  a  box  of  resistance  coils. 

The  calibration  is  performed  by  observing  for  a  num- 
ber of  different  currents  the  rise  of  the  liquid  in  the  gra- 
duated tube  of  the  voltameter  v  (Fig.  6),  in  a  given  time, 
and  the  corresponding  steady  deflection  of  the  needle,  or  of 
the  pointer,  of  the  galvanometer.  More  accurate  obser- 
vations can  be  made  if,  instead  of  observing  the  different 
lengths  of  the  tube  through  which  the  liquid  rises  in  the 

*  Further  details  of  the  construction  of  resistance  ooUs  will  be 
found  in  §  89,  page  151 ;  §  94,  page  159 ;  §  95,  page  163. 
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same  time  corresponding  with  the  different  currents,  the 
times  be  noted  during  which  the  liquid  rises  through  a 
fixed  length  of  the  tube,  say  the  whole  of  it,  and  from 
these  results  a  calculation  be  made  of  the  distances 
through  which  the  liquid  would  have  risen  in  the  same 
time.  In  this  case  two  marks  only  are  necessary,  one  at 
each  end  of  the  tube. 

If  the  tube  t  (Fig.  5)  has  been  graduated  in  cubic 
centimetres  or  cubic  inches,  and  if  the  apparatus  be  so 
constructed  that  it  can  be  kept  during  the  experiment 
under  water,  so  that  the  temperature  of  the  gas  is  the 
same  as  that  of  the  water,  and  therefore  can  be  easily 
measured  by  a  thermometer  dipping  into  the  water,  then 
the  actual  currents  in  amperes  producing  any  particular 
deflection  on  the  galvanometer  will,  from  what  is  given 
previously  on  page  12,  be  known,  or  the  galvanometer  will 
have  been  calibrated  ahsolviely.  If,  however,  the  tube 
has  been  divided  into  portions  having  equal  volumes,  but 
of  unknoton  value  in  cubic  centimetres,  or  in  cubic  inches, 
or  if,  what  is  approximately  the  same  in  the  case  of  a 
well-drawn  tube,  the  divisions  merely  mark  off  equal 
lengths  of  the  tube,  then  the  result  of  the  experiment  will 
merely  give  the  relative  calibi*ation  of  the  galvanometer. 

13.  Oraphically  Recording  the  Results  of  an  Ex- 
periment.— ^The  results  of  this  experiment,  and  indeed  of 
all  experiments,  are  best  recorded  graphiosdly  by  points 
on  a  sheet  of  squared  paper,*  that  is,  paper  subdivided 
into  a  number  of  small  squares,  by  a  large  number  of 
straight  lines  drawn  at  right  angles  to  one  another.    The 

*  Prior  to  the  commencement  of  the  courses  at  the  Finsbnry 
Technical  College,  in  1879,  squared  paper  was  practically  used  in 
England  only  for  the  recording  of  results  of  original  experiments. 
And  as  these  results,  rather  than  the  training  of  the  experimenter, 
were  the  most  important  part  of  the  investigation,  the  paper  was 
very  accurately  divided,  and  sold  at  a  high  price  totally  out  of  the 
reach  of  students.  It  became,  therefore,  necessary  to  have  squared 
pai>er  specially  made,  cheap,  and  at  the  same  time  sufficiently  accu- 
rately divided  for  students  purposes  ;  and  such  paper,  machine-ruled, 
can  now  be  obtained  at  between  a  farthing  and  a  halfpenny  per  sheet, 
or  at  about  one-twentieth  of  the  cost  of  the  older  squared  paper. 
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distances  of  the  points  from  o  Y  (Fig.  8)  should  be  taken 
to  represent  the  deflections  on  the  galvanometer  G,  and 
the  distances  of  the  same  points  from  o  x  the  correspond- 
ing amounts  of  gas  produced  in  a  given  time,  that  is,  the 
corresponding  values  of  the  current.  In  Fig.  8  the  two 
sets  of  lines  at  right  angles  to  one  another,  which  divide 


gdmnometer  Affection 

Fig.  8. 

the  paper  into  squares,  have  been  omitted  to  avoid  con- 
fusion. They  will,  however,  be  seen  on  referring  to 
Fig.  93,  page  245. 

It  may  be  asked  how  distances  along  a  line  can  re- 
present the  angular  deflections  on  a  galvanometer,  or 
the  amount  of  gas  produced  in  a  given  time.  What  is 
meant  is  this  :  the  line  o  x  is  subdivided  into  a  number 
of  equal  divisions  by  the  ruling  on  the  squared  paper ; 
one  or  any  convenient  number  of  these  subdivisions  is 
taken  arbitrarily  to  stand  for  1°,  then  any  deflection  is 
represented  by  this  number  of  divisions  that  we  have 
arbitrarily  taken  to  stand  for  1°,  multiplied  by  the  num- 
ber of  degrees  on  the  deflection.  Similarly  one  or  any 
convenient  number  of  the  divisions  along  o  y  is  taken 
arbitrarily  to  stand  for  one  cubic  centimetre  of  gas,  or 
the  volume,  it  may  be,  contained  in  unit  length  of  the 
tube,  then  any  number  of  cubic  centimetres,  or  the 
volume  contained  in  any  length  of  the  tube,  will  be  re- 
presented by  th)B  number  of  divisions  along  o  y  that  has 
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been  taken  to  stand  for  one  cubic  centimetre,  or  for  unit 
length  of  the  tube,  multiplied  into  the  number  of  cubic 
centimetres,  or  into  the  length  of  the  tube. 

In  selecting  the  scale,  that  is,  in  determining  the 
number  of  divisions  along  o  x  or  along  o  Y,  that  is  to  be 
taken  to  represent  1  ®  deflection,  or  unit  volume  of  the 
tube,  we  must  remember  that  it  is  desirable  that  the  curve, 
which  we  are  about  to  draw,  shall  be  as  large  as  possible, 
since  the  larger  it  is  the  more  accurately  we  can  draw  it. 
The  scale  should,  therefore,  be  so  selected  that  the  maxi- 
mum deflection  of  the  galvanometer  that  has  been  used 
in  the  experiment  should  be  represented  by  nearly  the 
whole  of  0  X,  and  the  corresponcfing  maximum  quantity 
of  gas  developed  in  the  given  time  by  nearly  the  whole 
of  o  Y,  since  with  this  arrangement  the  curve  would  occupy 
nearly  the  whole  of  the  sheet  of  squared  paper.  For  ex- 
ample, suppose  that  the  length  o  x  is  divided  by  the  ruling 
of  the  paper  into  170  equal  divisions,  and  o  Y  into  100, 
and  suppose  that  the  maximum  galvanometer  deflection 
was  60^,  and  that  when  that  deflection  was  produced  the 
liquid  ascended  from  the  zero  mark  at  the  bottom  of  the 
tube  to  the  top  mark  in  twenty-two  seconds,  then,  if 
one  minute  be  the  fixed  time  decided  on,  the  most  suit- 
able scales  for  distances  measured  along  o  x  and  along 
0  Y  would  be  selected  as  follows : — 


170       „„ 
60   =  '■' 

about. 

i  =  - 

5> 

f?  =  - 

» 

2*8  divisions  per  1°  woftld  be  a  little  awkward  to  em- 
ploy when  deflections  of  17°,  29  J°,  &c.,  had  to  be  repre- 
sented ;  2^  divisions  per  1°,  or  25  divisions  |)er  10^, 
would  therefore  be  better.  37  divisions  along  OY,  to 
represent  the   whole   length  of   the   tube    would  just 
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enable  the  maximum  volume,  corresponding  with  2*7 
lengths  of  the  tube  in  the  minute,  to  be  represented  by 
the  whole  of  o  Y ;  but  37  divisions  for  the  whole  length 
would  be  a  Utile  awkward  to  employ  when  other  lengths 
of  the  tube  had  to  be  represented ;  probably,  therefore, 
30  divisions  along  o  Y,  to  stand  for  the  whole  of  the  tube, 
would  be  more  convenient. 

Having  obtained  a  sufficient  number  of  points  by  ex- 
periment, a  curve  should  be  drawn  connecting  these  points. 
Such  a  curve  can  be  best  drawn  by  bending  an  elastic 
piece  of  wood,  and  holding  it  so  as  to  pass  as  nearly  as  pos- 
sible through  all  the  points  that  are  plotted  on  the  squared 
paper  to  record  the  results,  and  then  using  the  bent  piece 
of  wood  as  a  ruler,  along  which  to  draw  a  Una    But  unless 
the  experiment  has  been  performed  with  great  accuracy 
— to  attain  which  requires,  not  merely  the  careful  at- 
tention of  those  engaged  in  making  the  experiment,  but  a 
certain  amount  of  practice  in  experimenting — it  must  not 
be  expected  that  a  curve  so  di-awn  wiU  pass  through  all 
the  points  ;  some  of  them,  h,  are  sure  to  be  a  little  too 
low,  meaning  that  the  deflection  on  the  galvanometer  has 
been  read  too  high,  or  that  the   rise  of  liquid  in  the 
graduated  tube  has    been  read  too  low,  from,  perhaps, 
an  error  having  been  made  in  taking  the  time,  or  from 
the  current  not  having  been  kept  on  for  a  sufficient  time 
before  the  pinch-cock  c  (Fig.  5)  was  closed  for  the  gas  to 
have  commenced  to  come  off  regularly.     Some  of  the 
points  e  (Fig,  8),  on  the  other  hand,  are  sure  to  be  too 
high,  meaning  that  the  deflection  on  the  galvanometer 
has  been  read  too  low,  or  the  rise  of  Uquid  in  the  graduated 
tube  too  high ;  or  it  may  bo  that  the  experiments  were 
fairiy  well  made,  and  that  b  and  e  are  merely  plotted 
incorrectly,  and  so  do  not  represent  the  results  of  the  ex- 
perimeatL 

14.  Pritctical  Value  of  Drawing  Carves  to  Oraphic- 
aUy  Record  the  Results  of  Experiments.  —  It  may 
l>e  asked.  But  is  it  not  possible  that  the  points  b  and  e, 
Although  not  on  the  curve,  may  be  quite  correct?    The 

D 
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answer  is.  No.  because  experience  makes  us  quite  sure,  from 
the  fact  that  the  connection  between  the  deflection  of  the 
galvanometer  G  and  the  current  strength  must  be  a  con- 
tinuoics  one,  that  the  points  correctly  representing  the 
true  connection  must  all  lie  on  an  elastic  curve,  or  on. 
such  a  curve  as  can  be  obtained  by  bending  a  thin  piece 
of  wood  or  steel,  and,  consequently,  that  if  no  mistake 
has  been  made  in  plotting  the  points  b  and  e,  some  mis- 
take must  have  been  made  in  taking  the  observations. 
But  what  is  even  more  important,  we  are  also  sure  that 
the  points  b'  and  e  on  the  curve,  obtained  by  drawing 
lines  through  b  and  e  respectively  parallel  to  o  Y,  give 
far  more  accurately  the  relative  strengths  of  the  currents 
producing  respectively  the  two  deflections  in  question, 
than  the  currents  obtained  directly  from  the  experiment 
itself.  Drawing  the  curve,  tJien,  corrects  the  results  ob- 
tained by  the  experiment.  But  it  does  something  more 
than  that — it  gives,  by  wJiat  is  called  "  interpolation,^'  tJte 
results  tliat  would  have  been  obtained  from  intermediate 
experiments  correctly  made,  that  is  to  say,  it  tells  us  what 
would  be  the  relative  strengths  of  the  currents  that 
would  produce  deflections  intermediate  between  the  de- 
flections that  were  actually  observed.  For  example, 
suppose  it  be  required  to  know  the  strength  of  current 
which  will  produce  a  deflection  of  43°,  for  which  deflection 
no  experiment  has  been  made,  compared  with  that  which 
will  produce  a  deflection  of,  say  27°,  for  which  deflection 
also  no  experiment  has  been  made,  then  all  that  is  neces- 
sary is  to  draw  a  line  parallel  to  o  Y,  through  the  point 
A  in  ox  corresponding  with  43°,  similarly  to  draw  a 
line  parallel  to  OY,  through  the  point  B  in  ox,  corre- 
sponding with  27°,  and  observe  the  lengths  of  the  lines 
between  o  x  and  the  points  p  and  Q,  where  they  cut  the 
curve,  then  the  sti'ength  of  the  current  which  produces 
the  deflection  48°  on  this  particular  galvanometer  bears 
to  the  strength  of  the  current  that  produces  the  deflection 
37°  the  ratio  of  the  length  A  p  to  the  length  B  Q. 

If  the  curve  is  an  absolute  and  not  merely  a  relative 
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calibration  cun-e,  then  the  scale  on  which  it  is  drawn 
"wiil  be  known,  and  therefore  the  number  of  amperes  cor- 
responding with  either  A  P  or  B  Q. 

The  method  of  plotting  the  results  of  experiment  on 
squared  paper,  and  drawing  a  curve  through  them  to 
graphically  record  the  result,  has  a  third  important  use  in 
that  it  enables  us  to  see  the  nature  of  the  law  connecting  the 
currerU  tvith  the  deflection^  which  might  easily  escape 
observation  if  only  a  few  disconnected  experiments  had 
been  made.  For  example,  suppose  that  the  results  ob- 
tained in  some  particular  case  are  : — 


Deflection. 

Relative  Strength  of  Current. 

10 

24. 

17-3       ... 

41-5. 

22-8       ... 

64-7. 

29-6       ... 

70-8. 

37-4       ... 

89-7. 

then  plotting  the  results  on  squared  paper  a  straight  line 
is  obtained,  and  from  this  we  see  at  once  that  this  par- 
ticular galvanometer  has,  somehow  or  other,  been  so 
made  that  the  angular  deflection  of  the  needle  is  directly 
proportional  to  the  strength  of  the  current. 
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CHAPTER    IT. 

GALVANOMETERS. 

15.  Tangent  Galvanometer— 16.  Scale  for  a  Tangent  Galvanometer — 
17.  Mode  of  Making  a  Tangent  Scale— 18.  Beat  Deflection  to  use 
with  a  Tangent  Galvanometer— 19.  When  the  Tangent  Law  is 
True— 20.  Preceding  Conditions  are  fulfilled  in  the  Tangent  Gal- 
vanometer—21.  Adjusting  the  CoD  of  a  Tangent  Galvanometer— 

22.  Variation  of  the  Sensibility  of  a  Galvanometer  with  the 
number  of  Windings  and  with  the  Diameter  of  the  Bobbin— 

23.  Thomson's  Galvanometer  for  Large  Currents — 24.  Values 
in  Amperes  of  the  Deflections  of  a  Tangent  Galvanometer  con- 
trolled only  by  the  Earth's  Magnetism — 25.  Galvanometers  having 
an  Invariable  Absolute  Calibration  —  26.  Calibrating  any  Gal- 
vanometer by  Direct  Comparison  with  a  Tangent  Galvanometer— 
27.  Pivot  and  Fibre  Suspensions— 28.  Sine  Law :  under  what 
Conditions  it  is  True  —  29.  Preceding  Conditions  are  fulfilled 
in  the  Sine  Galvanometer— 30.  Calibrating  a  Galvanometer  by 
the  Sine  Method — 31.  Calibration  by  the  Sine  Method  of  the 
Higher  Parts  of  the  Scale— 32.  Calibration  by  the  Sine  Method 
witn  a  Constant  Current  —33.  Method  of  Making  a  Sine  Scale- 
Si.  Portable  Galvanometer  with  Approximately  Invariable  Abso- 
lute Calibration — 35.  Construction  oi  Galvanometers  in  which  the 
Angular  Deflection  is  Proportional  to  the  Current— 36.  Shielding 
Galvanometers  from  Extraneous  Magnetic  Disturbance— 37.  Direct 
Reading  Gralvanometers— 38.  Advantages  of  the  Previous  l^rpes 
of  Galvanometers— 39.  Ammeter. 

16.  Tangent  Galvanometer.  —  Using  the  particular 
galvanometer  of  the  shape  shown  as  o  (Fig.  6),  experi- 
ment proves  that  the  calibration  curve  has  the  shape 
shown  in  Fig.  9,  page  37,  if — 

(1st)  The  controlling  force  be  produced  by  the  needle 
moving  in  a  "  uniform  magnetic  field  "  \iike  that  produced 
by  the  earth's  magnetism,  and  in  which  the  force  acting 
on  a  given  magnetic  pole  is  uniform  in  magnitude  and 
dii'ection ; 

(2nd)  The  diameter  of  the  bobbin  round  which  the 
wire  is  wound  be  large  compared  with  the  length  of  the 
suspended  magnetic  needle ; 
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(3rd)  The  centre  of  this  needle  be  at  the  centre  or 
the  bobbin ; 

(4th)  The  plane  of  the  bobbin  be  so  placed  that  it 
contains  the  "  magnetic  axis "  of  the  needle,  that  is,  the 


line  joining  its  magnetic  poles,  when  no  current  is  passing 
round  the  coil. 

And  it  is  easy  to  ascertain  by  measurement  that 
if  any  thi-ee  points,  p,  Q,  R,  be  taken  on  this  curve, 
the  lengths  A  p,  b  Q,  o  R,  parallel  to  o  Y,  bear  to 
one  another  the  ratios  of  the  tangents*  of  the  angles 

*  To  find  the  tangent  of  anv  angle  a  o  B  (Fig.  10).  In  either  line 
0  A  or  o  B  take  an^  point  P,  ana  drop  a  perpendicular  P  Q  on  the  other. 
Then  in  the  triangle  p  o  q  we  have  two  perpendiculars  *.  one^  p  Q, 
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represented  oy  o  a,  o  b,  and  o  c  respectively.    Such  a  gal- 
vanometer is,  therefore,  called  a  **  tangent  galvanometer^" 


Fig.  11. 

and  it  may  be  henceforth  used  without  reference  to  any 
voltameter  for  the  comparison  of  current  strengths, 
as   they  will   be   simply  proportional   to   the    tangents 

opposite  to  the  given  angle ;  the  other, 
o  Q,  adjcxent  to  it ;  and  a  third  side, 
opposite  the  right  angle,  called  the 
hypotenuse.  The  ratio  of  the  opposite 
side  to  the  adjacent  side  is  called  the 
tangent  of  the  angle  a  o  B, 

or  ?^  =  tan.  AG B. 

OQ 

The  ratio  of  the  opposite  side  to  the 
hypotenuse  is  called  the  sine  of  that 
angle, 

PO 

or  -— ^  =  am.  A  o  B. 
Pig.  10.  OP 
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of    the    angles    through  which   the   magnetic  needle  is 
deflected. 

16.  Scale  for  a  Tangent  Galvanometer. — Tlie  scales 
of  tangent  galvanometers  are  frequently  simply  divided 
into  degrees,  and  a  reference  has  constantly  to  be  made 
to  a  table  of  tangents  to  enable  the  galvanometer  to  be 
used.  A  better  plan  is  to  divide  the  scale,  not  into  equal 
divisions,  but  into  divisions,  the  lengths  of  which  become 
smaller  and  smaller  as  we  depart  from  the  zero  or  un- 


F\g.  12. 

deflected  position  of  the  needle,  in  such  a  way  that  the 
number  of  divisions  in  any  arc  is  proportional,  but  not 
necessarily  equal,  to  the  tangent  of  the  angle  corre- 
sponding with  that  arc.  Or  the  scale  may,  as  shown  in 
Fig.  11,  be  divided  into  degrees  on  one  side,  and  on 
the  tangent  principle  on  the  other. 

17.  Mode  of  Making  a  Tangent  Scale. — Fig.  12 
sViows  the  method  of  constructing  such  a  tangent  scale. 
The  lengths  A  B,  b  c,  CD,  cfec,  along  the  line  a  f,  which  is  a 
tangent  to  the  circle  at  the  point  A,  are  all  made  equal 
to  one  another ;  hence  if  from  the  centre,  o,  of  the  circle 
straight  lines,  o  a,  o  b,  o  c,  &c.,  be  drawn,  cutting  the  cir- 
cumference of  the  circle  in  the  points  a,  1,  2,  3,  <fec.,  the 
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numbers  1,  2,  3,  4,  &c.,  will  be  respectively  proportional 
to  the  tangents  of  the  angles  AOl,  A0  2,  A03,  &o. 

For  tan.  A  o  1  =      — 
o  A 

AC 

O  A 

2  AB 

OA 

A  D 

O  A 

_    3  AR 

J  ~        OA 

and  so  on. 
Beginners  are  apt  to  tliink  that,  because  the  divisions 
on  such  a  tangent  scale  are  very  much  crowded  together 
in  the  higher  part  of  the  scale,  the  value  of  a  current  can 
be  more  accurately  ascertained  by  taking  a  reading  on 
the  degree  side,  and  then  finding  the  value  of  the  tangent 
in  a  table  of  tangents,  than  by  reading  it  off  on  the  tangent 
scale.  But  this  seeming  greater  accuiucy  is  quite  delusive, 
since  what  has  to  be  ascertained  in  either  case  is  the 
tangent  of  the  angle,  not  merely  the  angle,  and  although 
on  the  degree  side  of  the  scale  the  angle  can  be  read  much 
more  accurately  than  can  be  its  tangent,  or  a  number  pro- 
portional to  its  tangent,  on  the  other  side,  this  only  indi- 
cates that  the  error  of  a  tenth  of  a  degree  in  a  large  angle, 
although  a  much  smaller  proportional  error  than  a  tenth 
of  a  degree  in  a  smaller  angle,  produces  a  far  greater  pro- 
portional eiTor  in  the  tangent.  For  example,  if  20° -1 
be  read  instead  of  20°,  the  error  is  2^^,  whereas  if  85°*1 
be  read  instead  of  85°,  the  error  is  only  -g^,  or  less 
than  a  quarter  of  the  preceding  error.  But  the  tangents 
are  in  the  first  case  0*3659,  and  0*3640,  the  error  in  the 
tangent,  therefore,  is  ^^5^,  or  about  yj^,  whereas  the 
tangents  in  the  second  case  are  11*66  and  11*43,  so  that 
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the  proportional  error  is  ifij,  or  about  ^,  which  is 
nearly  four  times  as  great  as  before.  Hence  in  this  case, 
when  the  proportional  angular  error  is  diminished  to  one- 
quart  3r,  the  corresponding  proportional  error  in  the  tan- 
gents is  increased  four  timea  The  crowding  together  of 
the  divisions  on  the  tangent  scale  at  the  higher  readings 
is,  therefore,  a  correct  indication  of  the  inaccuracy  likely 
to  occur  in  taking  readings  in  that  part  of  the  scale. 

18.  Best  Deflection  to  nse  with  a  Tangent  Gal-   /* 
vanometer. — It  can  be  shown  that  if  one  current  strength  (1  c 
has  to  be  measured  by  a  tangent  galvanometer,  the  result, -kx^^ 
other  things  being  the  same,  will  be  most  accurate  when  - 
the  deflection  produced  is  45° ;  or  if  two  currents  are  to 

be  measured,  the  measurements  will  be  most  accurate 
when  the  deflections  are  as  nearly  as  possible  at  equal 
distances  on  the  two  sides  of  45°. 

19.  When  the  Tangent  Law  is  True. — Any  galvano- 
meter may  now  be  calibrated  either  relatively  or  abso- 
lutely, by  comparison  with  a  tangent  galvanometer ;  and 
if  the  galvanometer  to  be  calibrated  be  a  very  sensitive 
one,  a  tangent  galvanometer  with  a  bobbin  wound  with 
fine  wire  should  be  selected.  Before,  however,  entering 
into  the  calibration  of  other  galvanometers  in  this  way,  it 
may  be  well  to  consider  under  what  circumstances  a  gal- 
vanometer will  be  a  tangent  galvanometer,  especially  as 
beginners  are  too  apt  to  think  that  if  the  law  of  some 
galvanometer  is  unknown  to  them,  then  it  must  be  the 
tangent  law. 

The  apparatus  shown  in  Fig.  1 3  enables  us  to  decide 
under  what  conditions  a  force  acting  on  a  body  turning  on 
a  pivot  is  proportional  to  the  tangent  of  the  angle  through 
which  the  body  is  deflected  from  the  position  it  had  before 
the  force  acted  on  it.  A  slwrt  piece  of  wood,  N  n',  turning 
on  a  pivot,  o,  is  acted  on  by  a  weight,  w,  which  produces  a 
force  constant  both  in  magnitude  and  direction.  Variable 
weights,  w',  are  put  into  the  scale-pan  hanging  at  the  end 
of  a  long  cord,  which  passes  over  a  distant  pulley,  ;?,  and 
which  is  attach  id  at  its  other  end  to  the  piece  of  wood 
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at  N.  The  height  of  the  pulley,  p^  is  such  that  the  long 
portion  of  tlie  cord  is  horizontal  when  N  n'  is  vertical, 
that  is,  when  there  is  no  weight  in  the  scale-pan,  which 
in  the  figure  is  shown  holding  a  weight,  w'.  And  owing 
to  the  pulley  being  distant  from  N  n',  the  long  portion  of 
the  cord  remains  nearly  horizontal,  even  when  the  piece 


Fig.  13. 

of  wood  N  n'  is  deflected  through  an  angle.  Under  these 
circumstances  experiment  shows  that  the  weights  w'  put 
successively  into  the  scale-pan  are  proportional  to  the 
distance  s  p,  intercepted  between  the  position  s  on  the 
scale  where  the  cord  supporting  w  cuts  the  scale  when 
N  n'  is  vertical,  and  the  point  p  where  the  pointer  p  n  cuts 
the  scale  when  N  n'  is  deflected  by  the  weight  put  into  the 
scale-pan.  Now  this  length  8 p  divided  by  so  is  the 
tangent  of  the  angle  through  which  N  n'  is  deflected,  and, 
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therefore,  since  9  o  is  a  constant  length, «  P  is  proportional 
to  the  tangent  of  the  angle  through  which  N  N'  is  deflected. 
Sence  wiUi  the  apparatus  the  tangent  law  holds.  What 
are  the  conditions  of  the  apparatus  1    They  are  : — 

1st.  The  ccyiitrolling  force  is  unaltered  in  magnitude 
and  direction  by  tfie  motion  of  N  n'. 

2nd.  TJie  deflecting  force  always  acts  in  the  same 
direction,  and  at  right  angles  to  the  controlling  force. 

Hence,  whenever  these  two  conditions  are  fulfilled 
the  deflecting  force  will  be  measured  by  the  tangent  of 
the  angle  of  deflection. 

20.  Preceding  Conditions  are  Fulfilled  in  the  Tan- 
gent Galvanometer. — ^The  first  condition,  constancy  in 
magnitude  and  direction  of  the  controlling  force,  is  prac- 
tically fulfilled  in  all  galvanometers  where  the  controlling 
force  is  produced  by  a  distant  magnet,  since  such  a  mag- 
net produces  a  practically  unifoiin  magnetic  field  through- 
out the  space  in  which  the  galvanometer  needle  can 
move,  for,  as  the  length  of  the  needle  is  small  compai*ed 
with  its  distance  from  the  poles  of  the  controlling  magnet, 
the  controlling  force  exerted  on  the  needle  cannot  be 
mateiially  altered  in  magnitude  and  direction  when  it  is 
deflected.  In  all  galvanometers,  therefore,  in  which  the 
controlling  force  is  due  to  the  attraction  produced  by  the 
earth's  magnetism,  condition  (1)  is  absolutely  fulfilled. 
Next  with  reference  to  condition  (2) — with  all  flat  coils 
the  magnetic  force  due  to  a  current  passing  round  them 
is  perpendicular  to  the  plane  of  the  coil  for  all  points  in 
the  plane  of  the  coil.  But  the  direction  of  this  force 
rapidly  alters  as  we  proceed  outside  the  coil,  unless  we 
are  near  the  axis,  in  which  case  the  direction  of  the  force 
remains  practically  perpendicular  to  the  plane  of  the  coil. 
And,  indeed,  for  all  points  on  the  axis  itself  the  magnetic 
force  is  strictly  perpendicular  to  the  plane  of  the  coil,  that 
is,  acts  along  the  axis.  In  Fig.  14  are  seen  a  number 
of  lines,  called  "  lines  of  force"  These  lines  tell  us  the 
paths  along  which  a  magnetic  pole  would  be  pulled,  or 
pushed,  by  the  action  of  a  current  passing  round  a  circular 
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wire  or  coil*  perpendicular  to  the  paper,  and  cutting  it  in 
the  two  small  circles  c  c.  It  will  be  seen  that  at  any  point 
p  on  the  axis  a  a  of  the  coil  the  direction  is  everywhere 
perpendicular  to  the  plane  of  the  coil,  also  that  near  the 
axis  the  direction  is  nearly  perpendicular  to  this  plane  for 


Fig.  U. 


a  considei-able  distance,  while  near  the  coil  itself  the 
direction  of  the  force  changes  rapidly.  Hence,  if  we  sus- 
pend at  the  centre  of  a  coil  a  very  short  magnetic  needle, 
m  m,  having  a  length  not  greater  than  one-tenth*^or  one- 

♦  This  wire  or  coil,  the  plane  of  which  is  in  reality  perpendicular 
to  that  of  the  paper,  is  represented  in  the  figure  in  a  kind  of  oblique 
perspective  by  a  double  line. 
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twelfth  the  diameter  of  the  coil,  the  deflecting  force  due 
to  a  current  passing  round  the  coil  will  be  perpendi- 
cular to  the  plane  of  the  coil,  even  after  the  needle  is 
deflected,  and  will  be  also  perpendicular  to  the  controlling 
force,  if  the  controlling  force  acts  in  the  plane  of  the 
coil,  that  is,  if  the  coil  is  so  placed  that  its  plane  contains 
i  suspended  needle  when  no  cur- 
he  coil. 

icupies  the  position  of  the  semi- 
^.  13,  and  if  this  wire  is  in  the 
^leridian,^**  the  conditions  neces- 
force  being  proportional  to  the 
will  be  fulfilled. 

^he  experiment  described  in  §  15, 
it  of  itie  deflection  of  the  needle 
3r  is  directly  proportional  to  the 
Qply  to  the  current ;  hence,  we 
»rce  acting  on  a  magnetic  pole  at 
Eir,  the  axis  of  a  circular  coil  is 
the  current  flowing  round  that 
1  see  that  this  law  is  true  for  a 
ly  position  relatively  to  the  coil 
wing  round  a  coil  of  any  shape, 
hat  the  coil  of  a  tangent  galva- 
nometer should  be  circular,  but  in  order  to  obtain  the 
straightness  of  the  lines  of  force  in  the  neighbourhood  of 
the  axis,  as  seen  in  Fig.   14,  and  not  merely  for  points 
actually  on  the  axis,  of  which  we  could  only  avail  our- 
selves  by  using  an  infinitely  short  magnet,  the  diameter 
of  all   parts   of  the  coil   must  be  large.     Hence,  if  an 
elliptic,  or  other  non-circular  coil,  were  used,  its  smallest 
diameter  would  have  to  be  large,  and  consequently  its 
largest  diameter  unnecessarily  so. 

From  what  has  been  said,  and  from  an  examination 
of  Fig.  14,  it  will  be  seen  that  for  very  small  deflections 
of  the  needle  any  galvanometer,  no  matter  what  be  the 

*  The   "plnne  of  Vie  magnetic  me^'idian"  at  any  place  is  that 
▼ertical  plane  in  which  lies  the  axis  of  a  compass  needle. 
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size  of  the  needle  and  of  the  coil,  or  how  near  be  the  con- 
trolling magnet,  will  be  a  tangent  galvanometer.  And 
further,  since  the  tangents  of  very  small  angles  are  simply 
propoi-tional  to  the  angles,  the  deflections  of  the  needle, 
as  long  as  they  are  very  snially  in  any  galvanometer  are 
directly  proportional  to  the  strengths  of  the  currents  pro- 
ducing them. 

21.  Adjusting  the  Coil  of  a  Tangent  Galvanometer. 
— Returning  now  to  ordinary  tangent  galvanometers  to 
be  used  for  large  deflections,  how  can  we  adjust  the  coil 
so  as  to  be  sure  that  its  plane  contains  the  axis  of  the 
needle  1  Owing  to  the  coil  having  a  certain  breadth,  it 
is  impossible  to  see  the  needle  when  looking  down  on  to 
the  coil ;  indeed,  it  is  for  this  reason  that  the  long  light 
pointer  attached  to  the  needle  is  placed  at  right  angles 
to  the  needle.  It  would  not  be  right  to  assume  that  be- 
cause the  instrument  has  been  so  turned  that  the  pointer 
points  to  the  zero  on  the  scale,  therefore  the  plane  of  the 
coil  contains  the  magnetic  axis  of  the  needle,  for  even  if 
the  scale  has  been  attached  to  the  instrument  so  that  the 
line  of  zeros  is  at  right  angles  to  the  plane  of  the  coil,  it 
does  not  follow  that  the  pointer  itself  is  at  right  angles 
to  the  needle.  The  two  may  even  have  been  placed  at 
right  angles  to  one  another  by  the  maker,  and  yet  the 
pointer  may  have  been  bent  subsequently,  so  that  they 
are  not  at  right  angles  at  present ;  or  no  experiment  may 
have  been  made  by  the  maker  to  test  this,  as  he  is  aware 
that  the  user  will  probably  make  a  test  and  adjust  the 
pointer  for  himself.  This  test  may  most  simply  be  made 
as  follows  : — Turn  the  instrument  until  the  pointer  points 
to  0°,  send  any  convenient  current  through  it,  and  observe 
the  deflection,  then  reverse  the  direction  of  the  current 
without  altering  its  strength,  and  observe  the  deflection  on 
the  other  side.  If  these  deflections  are  exactly  equal,  then 
the  plane  of  the  coil  contains  the  axis  of  the  needle  when 
the  pointer  points  to  0°,  and  the  instrument  is  properly 
adjusted.  But  if,  on  the  other  hand,  one  deflection  is, 
say,  47°  to  the  left,  and  the  other,  say,  44°  to  the  right,  the 
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pointer  is  not  at  right  angles  to  the  magnetic  axis  of  the 
needle,  supposing,  of  course,  that  the  scale  has  been  so 
6xed  that  the  line  of  zeros  is  exactly  at  right  angles  to 
the  plane  of  the  coiL  Next,  turn  the  instrument  a  little 
about  its  centre  in  the  direction  opposite  to  that  in 
which  the  needle  moved  when  the  greater  deflection  was 
obtained.  The  pointer  will  now,  of  course,  not  point  to 
zero  ;  let  it  stand  at  P  to  the  left.  Again  send  a  current, 
first  in  one  direction,  obtaining  a  deflection,  say,  46°  to 
the  left,  and  in  another  direction,  when  it  gives  a  deflec- 
tion of,  say,  45°  to  the  right.  Now  remembering  that  the 
pointer  started  from  1°  to  the  left,  the  true  deflections  of 
the  needle  are  respectively,  46°  - 1°,  or  45°  to  the  left, 
and  45°  +  1°,  or  46°  to  the  right.  Hence,  the  fault  is 
now  on  the  other  side,  or  the  left  deflection  is  smaller  than 
the  right,  and  we  have,  consequently,  turned  the  instru- 
ment too  much.  Turn,  therefore,  the  coil  round  a  very 
little  in  the  opposite  direction,  so  that  when  no  current 
is  passing  through  the  instnmient  the  pointer  stands  at, 
**y>  i°  to  the  left,  and  send  as  before  reverse  currents 
of  equal  strength,  obtaining  apparent  deflections,  45  J°  to 
the  left  and  44J°  to  the  right,  which,  corrected  for  the 
initial  zero  error,  correspond  with  equal  deflections  of 
45°  to  either  sida 

The  instrument  will  now  be  correct  when  it  is  so 
placed  that  for  no  current  the  pointer  stands  at  J°  left, 
and  it  can  be  so  used,  but  not,  however,  with  the  tan- 
gent scale.  To  enable  us  to  employ  the  side  of  the 
dial  graduated  in  tangents,  as  well  as  to  avoid  having  to 
remember'  the  J°  left  error,  do  not  alter  the  position  of 
the  instrument,  but  bend  the  pointer  until  it  points  to 
0°  for  the  same  position  of  the  instrument  in  which 
it  previously  pointed  to  ^°  left.  The  instrument  will 
now  behave  as  a  correct  tangent  galvanometer  when  the 
pointer  stands  at  0°  for  no  current. 

We  have  spoken  of  reversing  the  direction  of  the  cur- 
rent without  altering  its  value.  Th's  may  be  done  by 
causing  the  current  to  pass  through  any  galvanoscope, 
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the  law  of  which  may  be  quite  unknown ;  and  taking  care 
that  the  deflection  of  the  needle  after  the  current  has 
been  reversed  is  the  same  in  amount  as  it  was  before 
the  current  was  reversed ;  indeed,  if  we  reverse  the 
connections  of  the  galvanoscope  at  the  same  time  that 
we  reverse  the  connections  of  the  battery  or  other  cur- 
rent generator  employed  in  the  experiment,  it  will  not  be 
even  necessary  to  know  that  the  coil  and  needle  of  this 
auxiliary  galvanoscope  are  symmetrical,  or  that  the 
strength  of  a  current  producing  a  deflection  to  the 
right  is  the  same  as  that  of  a  current  producing  a  de- 
flection to  the  left. 

22.  Variation  of  the  Sensibility  of  a  Galvanometer, 
with  the  number  of  Windings  and  with  the  Dia- 
meter of  the  Bobbin. — A  tangent  galvanometer,  on  the 
bobbin  of  which  a  short  thick  wire  has  been  coiled,  can  be 
calibrated  absolutely  by  direct  comparison  with  a  volta- 
meter. To  obtain  a  more  delicate  tangent  galvanometer, 
we  must  replace  this  thick  wire  with  many  turns  of  fine 
wire,  and  the  numbers  of  amperes  or  fractions  of  an 
ampere  producing  any  particular  deflection  on  this  deli- 
cate galvanometer  will  also  be  known  if  we  know  the 
exact  change  in  the  sensibility  produced  by  replacing  the 
thick  wire  with  many  turns  of  fine.  The  apparatus  shown 
in  Fig.  15  is  for  the  purpose  of  enabling  this  to  be  ex- 
perimentally tested,  as  well  as  for  testing  the  variation  in 
sensibility  produced  by  altering  the  diameter  of  the  coiL 
^  ^  is  a  flat  cylindrical  box,  containing,  as  in  Fig.  6,  a 
scale  fastened  to  its  bottom,  and  a  short  needle  carrying 
a  long  light  pointer,  suspended  by  a  short  piece  of  unspnn 
silk,  fastened  to  the  centre  of  a  circular  piece  of  glass, 
forming  the  cover,  c  c  is  a  bobbin  of  large  diameter,  and 
such  that  its  centre  is  exactly  the  same  height  above  the 
base-board  b  B  as  is  the  centre  of  the  suspended  magnetic 
needle,  c  c  is  a  smaller  bobbin,  of  which  the  diameter  is 
exactly  half  that  of  the  larger  bobbin,  but  still  large  com- 
pared with  the  length  of  the  suspended  magnet.  The 
centre  of  the  smaller  bobbin  is  also  on  the  same  level 
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as  the  suspended  magnet  when  the  base-l)oard  bb  oi  the 
smaller  bobbin  is  placed  on  that  of  the  larger.  On  the 
lai-ger  bobbin  c  c  arc  wound  two  distinct  coils  of  insulated 
wire,  one  consisting  of  twelve  convolutions,  and  having  its 
ends  attached  to  two  of  the  binding  screws,  1,  2,  the  other 


Tig.  15. 

of  four  convolutions,  and  having  its  ends  attached  to  the 
other  two  binding  screws,  3,  4.  If  the  binding  screw  2  at 
the  end  of  the  first  coil  be  joined  by  a  piece  of  wire,  as 
shown  in  the  figure,  to  the  binding  screw  3  attached  to 
the  beginning  of  the  second,  the  current  will  go  12  +  4, 
or  sixteen  times  round  the  bobbin  ;  whereas  if  the  wire 
connect  the  end  of  the  first  coil,  2,  with  the  end  of  the 
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second.  4.  and  the  current  enter  and  finally  leave  the 
bobbin  by  the  two  binding  screws  1,  3,  attached  respec- 
tively to  the  beginnings  of  the  two  coils,  then  the  current 
will  go  twelve  times  round  the  bobbin  in  one  direction 
and  four  times  in  the  other,  or  practically  12-4,  or 
eight  times  round  the  bobbin.  Now,  experiment  shows 
that  if  the  controlling  msignet  be  untouched,  and  a  cur- 
rent of  constant  strength  be  passed  successively  first  four, 
then  eight,  then  twelve,  then  sixteen  times  round  the 
bobbin,  which  is  kept  fixed  in  position  during  the  expe- 
riment, the  tangents  of  the  corresponding  deflections  pro- 
duced will  be  as  four  to  eight,  to  twelve  to  sixteen,  that  is, 
simply  proportional  to  the  number  of  times  the  current 
passes  round  the  bobbin.  The  constancy  of  the  current 
can  be  tested  by  the  deflection  on  the  auxiliary  galvano- 
scope  G,  and  if  the  insertion  in  the  circuit  of  the  greater 
or  less  number  of  coils  on  the  bobbin  c  c,  or  any  other 
cause,  tends  to  make  it  vary  in  strength,  its  constancy 
can  be  maintained  by  sliding  the  screw  clip  8  along  the 
stretched  wires  w  w^*  by  means  of  which  the  length  of  the 
wire  in  the  circuit  can  be  increased  or  diminished,  and 
the  current  strength  diminished  or  increased.  If  we  next 
experiment  with  the  bobbin  c  c  of  half  the  diameter,  and 
on  which  a  coil  of  four  convolutions  is  wound,  we  find 
that  if  the  two  bobbins  be  placed  so  as  to  be  in  one  plane, 
and  if  their  centres  coincide  with  that  of  the  suspended 
magnet,  the  tangent  of  the  deflection  produced  by  a 
certain  current  flowing  round  the  smaller  one  is  twice  as 
great  as  the  tangent  of  the  deflection  produced  by  the 
same  current  flowing  four  times  round  the  larger  bobbin ; 
and  also  if  the  same  current  pass  four  times  round  the 
smaller  in  one  direction,  and  eight  times  round  the  larger 
in  the  opposite  direction,  that  no  deflection  is  produced. 

*  To  prevent  these  wires  being  accidentally  damaged,  it  is  better 
to  put  them  in  a  groove  formed  in  the  base-boaitl  inst^  of  above  the 
board  as  shown  in  Fig.  15.  In  that  case  it  is  convenient  to  shape  the 
clip  8  so  that  it  can  slide  in  the  groove  in  the  base-board,  the  ends  ol 
the  clip  being  guided  by  the  sides  of  the  groove. 
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From  this  we  learn  that  the  tangent  of  the  deflection 
produced  by  a  current,  that  is,  the  sensibility  of  tlie 
instrument  is  direcUy  proportional  to  the  number  of 
convoltUions  of  wire,  and  inversely  proportional  to  their 
diameter.  On  the  bobbin  c  c  the  sixteen  convolutions  of 
wire  all  occupy  practically  the  same  position  relatively  to 
the  suspended  magnet.  If,  however,  many  turns  are  to 
be  wound  on  a  bobbin,  the  bobbin  will  haVe  a  certain 
depth  in  the  direction  of  the  diameter  of  the  coil,  and  a 
certain  width  at  right  angles  to  the  plane  of  the  coiL  The 
error  introduced  by  the  depth  of  the  coil  is  that  of  making 
the  convolutions  of  wire  have  different  diameters,  and 
the  effect  of  this  we  have  just  seen.  The  error  intro- 
duced by  the  width  of  the  coil  can  be  seen  by  observing 
how  the  deflection  produced  by  a  constant  current  varies 
as  the  bobbin  cc  is  moved  parallel  to  itself  along 
its  axis.  The  additional  error  introduced  by  the  non- 
centring  of  the  coil  and  the  needle  may  also  be  experi- 
mentally investigated  by  examining  how  the  deflection 
produced  by  a  constant  current  alters  as  the  bobbin  is  slid 
in  its  own  plane. 

It  is  not  necessary  in  this  book  to  consider  exactly 
how  to  correct  these  errors,  nor  the  error  arising  from 
the  diameter  of  the  bobbin  in  all  actual  tangent  galva- 
nometers not  being  infinitely  large  compared  with  the 
length  of  the  needle ;  and  it  will  be  sufficient  to  state 
that  with  a  tangent  galvanometer  made  with  a  single 
bobbin  having  a  rectangular  channel,  within  which  the 
coils  of  insulated  wire  are  to  be  wound.  Prof.  Silvanus 
Thompson  has  shown  that  the  tangent  law  is  most  ac- 
curately fulfilled  when  the  depth  of  the  channel  in  the 
radial  direction  bears  to  the  breadth  in  the  axial  direction 
the  ratio  of 

ystovT, 

or  about  eleven  to  nine. 

When  an  experiment  is  made  to  determine  the  altera- 
tion in  sensibility  produced  by  moving  the  coil  parallel  to 
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itself  along  its  axis,  it  is  found  that  the  tangent  of  the  de- 
flection produced  by  the  same  current  when  a  coil  of  radius 
r  is  made  to  occupy  different  positions  parallel  to  itself  at 
distances  a;,  measured  along  the  axis  from  the  centre  of 
the  needle,  is  propoi-tional  to 


(v/r3  +  x^ 

that  is,  the  sensibility  of  the  galvanometer  is  propoi-tional 
to  this  expression. 

Example  9. — A  tangent  galvanometer  is  made  with 
two  coils  of  equal  diameter,  the  first  consisting  of  500 
convolutions  of  wire,  the  second  of  one  convolution.  If 
a  current  of  0  25  ampere  sent  through  the  first  cause  a 
deflection  of  45°,  what  current  sent  through  the  second 
in  the  opposite  direction,  while  the  same  current  was 
still  flowing  through  the  first,  would  cause  the  deflection 
to  become  one  of  10°  ] 

Let  X  be  the  unknown  number  of  amperes : 

rj^  ^  500  X  0-25 -a;  __  tan.  10° 
^^        500  X  0-25  "  tan.  45° 

Answei'. — 103  amperes. 

Example  10. — A  galvanometer  is  about  to  be  con- 
structed of  two  coils :  the  first,  six  inches  in  diameter, 
consists  of  350  convolutions  of  wire ;  the  second  has 
two  convolutions  only.  A  current  of  •0*4  ampere  sent 
through  the  first  causes  a  deflection  of  30°.  What  must 
be  the  diameter  of  the  second  coil,  in  oixler  that  a  cur- 
rent of  80  amperes,  in  the  opposite  direction,  sent  through 
it,  while  04  amperes  is  stiU  flowing  through  the  first, 
may  cause  the  deflection  to  become  5°  ? 

Let  x  be  the  diameter  of  the  second  coil. 

Since  the  effect  of  the  cun*ent  is  directly  proportional 
to  the  number  of  convolutions,  and  inversely  proportional 
to  the  diameter — 
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0-4  X  350      80  X  2 

6  aj  tan.  5° 


0-4  X  350  tan.  30° 

6 

Answer, — 8  inches  nearly. 

Example  11.  —A  galvanometer  is  about  to  be  con- 
structed of  two  loils :  the  first,  seven  inches  in  diameter, 
consists  of  600  convolutions  of  wire ;  the  second  is  to 
be  5*5  inches  in  diameter.  A  current  of  0*1656  ampere 
sent  through  the  first  causes  a  deflection  of  40°.  Of 
how  maiiy  convolutions  of  wire  must  the  second  coil 
consist,  in  order  that  while  0*1656  ampere  is  still  flowing 
through  the  first,  a  current  of  65  amperes  flowing  through 
the  second  may  cause  the  deflection  to  become  8°  ? 

Answer. — One  convolution. 

23.  Thomson's  Galvanometer  for  Large  Currents. — 
A  tangent  galvanometer,  with  a  scale  graduated  in  tan- 
gents, and  controlled  by  a  permanent  magnet  rigidly  fixed 
to  the  instrument,  has  been  arranged  by  Sir  William 
Thomson,  and  is  shown  in  Fig.  16.  It  has  the  peculiarity 
that  the  needle,  scale,  and  permanent  magnet  m  can  be 
slid  along  a  board  p,  and  so  withdrawn  parallel  to  itself 
farther  and  farther  from  the  action  of  the  coil  c ;  hence  a 
wide  range  of  sensibility  can  be  given  to  the  instrument,  in 
accordance  with  the  last  formulas.  To  prevent  the  current 
which  flows  in  the  long  wires  connecting  the  galvano- 
meter with  the  rest  of  the  circuit  acting  directly  on  the 
suspended  magnetic  needle,  these  coming  and  going  wires 
are  twisted  together  into  a  form  of  cable,  which  is  shown 
ill  the  figure,  and  which  is  supplied  with  the  instrument. 

The  advantage  of  this  galvanometer  is  that,  first,  owing 
to  its  being  a  tangent  galvanometer  the  ratio  of  two 
current  strengths  can  be  very  accurately  compai-ed; 
secondly,  from  the  method  of  sliding  the  needle  away  from 
the  coil,  two  currents,  widely  differing  in  strength,  can  be 
compared.     The  disadvantage  is  that,  on  account  of  the 
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small  action  that  the  coil,  even  with  a  very  strong  cur- 
rent flowing  round  it,  can  exei-t  on  the  needle,    -when 

they  are  at  opposite 
ends    of     the    base- 
board, the  controlling 
force  of  the  perma- 
nent magnet  has   to 
be  kept  small ;  hence 
the  instrument,  as  we 
shall  see  afterwards, 
cannot  be  made  very 
''dead  beat  "{see  §38, 
page    78),    and    fur- 
ther, the  indications 
are   much   disturbed 
by  any  external  mag- 
net    In  fact,the  in- 
»     strument  is  rather  for 
^     use  in  a  laboratory, 
^     where   the   magnetic 
field   is    constant   in 
strength,  and  known, 
than    in    a    dynamo 
room    or    workshop, 
where  large  pieces  of 
iron    and     powerful 
magnets     are    being 
moved  about 

24.  Values  in 
Amperes  of  the  De- 
flections of  a  Tan- 
gent Oalvanometer 
controlled  only  by 
the  Earth's  Mag- 
netism.—  The  sensi- 
bility of  a  tangent 
galvanometer  dej>ends  not  merely  on  the  bobbin,  but  also 
on  the  strength  of  the  controlling  field.     If,  however,  the 
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^^ horizontal  component  of  the  earth* 8  magnetic  force^^*  in 
London  be  alone  emplo3'ed  as  the  controlling  force,  and 
if  the  instrument  be  used  with  the  centre  of  the  coil  and 
the  centre  of  the  needle  coinciding,  then  the  connection 
between  the  current  A  in  amperes,  the  deflection  d  in 
degrees,  the  radius  r  of  the  coil  in  inches,  and  the  number 
of  convolutions  N  of  wire  on  the  bobbin,  is  given  by 
the  foUowing  equation  for  1886  : 

.         0-73735  X  r  X  tan.  fl? 
A  =  : 

N 

the  coefficient  0*73735  for  1886  becoming  073844  for 
1887,  0-73953  for  1888,  and  0-74062  for  1889.  From 
this  it  follows  that  in  the  year  1887  a  deflection  of 
45°  will  be  given  by  one  ami:>ere  when  there  are  five 
convolutions  of  wire  on  a  bobbin  6*772  inches  in 
radius. 

Example  12. — How  many  amperes  would  deflect  the 
needle  of  a  tangent  galvanometer  60°  in  the  year  1886, 
the  controlling  force  being  the  horizontal  component  of 
the  earth's  magnetism,  and  the  galvanometer  having 
a  bobbin  five  inches  in  radius,  wound  with  six  con- 
volutions of  wire  ? 

rpu           V       r                 •    0-73735  X  5  X  v3 
The  number  of  amperes  is . 

Answer. — 1-064  amperes. 

Example  13. — Through  what  angle  would  0  598 
ampere  deflect  the  needle  of  a  galvanometer  with  a 
bobbin  seven  inches  in  radius,  wound  with  five  con- 
volutions of  wire,  in  the  year  1888,  the  controlling 
force  being  the  horizontal  component  of  the  earth's 
magnetism  ? 

♦  The  horizorUal  component  of  the  eaiih^s  magnetic  force  is  that 
portion  of  the  eturth*8  force  which  acts  on  a  compass  needle. 
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0-598         =  ^'^^^^^  x7  xtsLSLd 
• '.  tan.  d  =: 


5 
5  X  0-598 


0-73953  X  7 
=  0-5775 
d=  30°  ilTWMw.— 30^ 

Having  tan.  d,  d  may  be  found  either  by  looking  in  a 
table  of  tangents  or  in  the  following  way  : — 

Take  a  sheet  of  squared  paper,  and  on  it  select  two 

axes,  or  lines  of  reference,  o  x,  o  y,  at  right  angles  to  one 

another.     Choose  any  number  of  the  divisions  on  your 

paper  to  represent  unity,  taking  care  that  there  are  more 

than  100  of  these  larger  divisions  along  ox,  and  at  least 

58  along  oy.     These  numbers  are  chosen  because  the 

tangent  of  the  angle  required  is  approximately  given  by 

57*7 
the  ratio  -^.     Along  ox  mark  off  o  A,  equal  to  100  of 

the  divisions,  then  on  the  line  through  a,  parallel  to 
o  Y,  mark  off  A  B  as  nearly  as  possible  equal  to  57*7  of  the 
divisions.     Join  o  b.     Then  b  o  a  is  the  angle  d 

For  tan.  B  o  A  =  ?A 

OA 

57-7 


100 
=  tan.  d. 

The  angle  d  may  now  be  found  by  means  of  a  pro- 
tractor. 

Eocample  14. — If  the  horizontal  component  of  the 
earth's  magnetism  in  1887  be  the  controlling  force  in  a 
tangent  galvanometer,  the  bobbin  of  which  is  11  inches 
in  diameter,  how  many  convolutions  of  wire  must  be 
wound  on  the  bobbin  in  order  that  a  current  of  1*015 
amperes  may  give  a  deflection  of  45°  1 

Answer. — 4  convolutions. 
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Example  15. — If  the  horizontal  component  of  the 
earth's  magnetism  in  1885  be  the  controlling  force  in  a 
tangent  galvanometer,  the  bobbin  of  which  is  wound 
with  eight  convolutions  of  wire,  what  must  be  the  radius 
of  the  bobbin  in  order  that  a  current  of  0'384  ampere 
may  give  a  deflection  of  50°  1        Answer, — 3  J  inches. 

Tan.  50^  may  be  found  either  in  a  table  of  tangents 
or  in  the  following  way  : — 

Take  a  sheet  of  squared  paper ;  on  it  take  axes  o  x, 
o Y ;  with  a  protractor  make  the  angle  box,  equal  to 
50°  and  produce  o  B  as  far  as  the  paper  will  allow.  Let 
A  B  be  the  farthest  line  from  o,  pai*allel  to  o  Y,  which  cuts 

B  o.   Then  tan.  50°  =  —  . 
o  A 

Count  the  number  of  divisions  and  fractions   of 
division  in  a  B  and  o  A,  and  divide  the  one  by  the  other. 

If  the  angle  be  large,  great  care  must  be  taken  to  lay 
it  down  accurately  with  the  protractor,  since  a  small 
error  in  a  large  angle  will  introduce  a  large  error  in  the 
tangent. 

Example  16. — About  how  many  times  the  horizontal 
component  of  the  earth's  magnetism  must  the  controlling 
force  be  in  a  tangent  galvanometer,  having  a  bobbin  five 
inches  in  radius  wound  with  six  convolutions  of  wire,  in 
order  that  a  current  of  20  amperes  may  make  a  deflection 
of  45^  %  Answer, — Nearly  32^  times. 

26.  Oalvanometers  having  an  Invariable  Absolute 
Calibration. — In  order  that  the  absolute  calibration  of 
any  galvanometer  may  remain  invariable,  the  magnetic 
field  in  which  the  suspended  magnet  moves  must  remain 
constant  in  strength  ;  and  if  the  galvanometer  is  to  be 
moved  about  near  masses  of  iron,  or  near  the  large  power- 
ful electromagnets  of  dynamo  machines,  probably  the 
most  satisfactory  of  all  the  methods  that  have  been  tried 
for  securing  approximate  constancy  of  the  controlling 
field  is  either  to  attach  a  powerful  permanent  magnet 
to  the  instrument,  or  still  better  to  substitute  the  force  of 
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a  Spring  for  a  magnetic  controlling  force.*  In  either 
case  this  controlling  force  must,  of  course,  be  large 
compared  with  any  magnetic  forces  that  are  likely 
to  be  exerted  by  outside  magnets  on  the  suspended 
needle,  and  must  be  very  many  times  as  large  as  that 
due  to  the  earth's  magnetism.  But,  in  that  case,  un- 
less the  instrument  is  only  to  be  employed  to  measure 
the  most  powerful  currents,  the  coil  must  be  near  the 
needle,  so  that  the  condition  (Na  1,  page  36)  for  obtain- 
ing the  tangent  law  cannot  be  complied  with.  And  gene- 
rally the  necessity  of  having  a  coil  of  very  large  diameter 
compared  with  the  length  of  the  needle  makes  a  tangent 
galvanometer  unsuitable  for  a  portable  galvanometer,  or 
else  necessitates  the  employment  of  so  short  a  needle  that 
its  oscillations  are  much  impeded  by  the  mass  of  even  an 
extremely  light  pointer  attached  to  it  Hence  with  all 
portable  galvanometers,  and  especially  in  the. case  of  those 
which  may  be  used  near  masses  of  iron  or  dynamos 
without  serious  error,  it  is  better  to  abandon  any  attempt 
to  obtain  the  tangent  law,  and  calibrate  the  galvano- 
meter by  direct  comparison  with  a  tangent  galvanometer. 
26.  Calibrating  any  Galvanometer  by  Direct  Com- 
parison with  a  Tangent  Galvanometer.— Fig.  17  shows 
the  simplest  way  of  doing  this.  G  is  the  standaixi 
tangent  galvanometer,  D  the  galvanometer,  which,  if 
rough  and  portable,  is  sometimes  called  a  "detector," 
requiring  to  be  calibrated,  v  is  a  vessel  containing  two 
zinc  plates  dipping  into  a  small  quantity  of  a  solu- 
tion of  zinc  sulphate,  which  is  used  for  vaiying  the 
strength  of  the  currents  passing  through  g  and  D  by 
altering  the  distance  between  the  bottoms  of  the  platea 
The  wires  coming  from  the  generator  of  electricity 
are  attached  to  the  terminals,  one  only  of  which,  t, 
is  seen  in  the  figure,  and  a  key  placed  between  g  and 
D  enables  the  current  to  be  made  or  broken.  As  the 
same  current  passes  through  G  and  D,  it  is  quite  unneces- 

*  For  further  infonnation  on  shielding  galvanometers  from  extra- 
neous magnetic  disturbance,  see  ^36,  p,  73;}  SS,'p.l(^;  and  §202,  p.  39a 
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sary  to  know  the  value  of  the  resistance  introduced  by  v ; 
all  that  has  to  be  done  is  to  observe  a  number  of  cor- 
responding deflections  of  the  needles  of  g  and  of  d,  then, 
since  the  true  value  of  the  current  is  proportional  to  the 
tangent  of  the  deflection  in  g,  a  calibration  curve  can  be 
drawn  for  D,  in  which  horizontal  distances  represent  the 
observed  angular  deflection  of  the  needle  of  D,  and  verti- 
cal distances  the  relative  strengths  of  the  currents  pro- 
ducing these  deflections.      If  the  number  of  amperes 


producing  any  particular  deflection  in  G  is  also  known, 
then  D  will  be  calibrated  absolutely. 

It  frequently  happens  that,  on  account  of  the  great 
increase  in  sensitiveness  produced  by  putting  the  wires 
conveying  the  current  close  to  the  needle,  a  rough  galva- 
nometer with  a  few  turns  of  wire  is  even  more  sensitive 
than  a  tangent  galvanometer  with  many  turns.  Under 
such  circumstances  it  would  be  difficult  to  compare  them, 
as  a  large  deflection  on  d  would  only  correspond  with  a 
small  one  on  o,  and  a  smaller  deflection  on  d  would  not 
produce  deflections  on  G  large  enough  to  be  read  at  all 
accurately.  This  difficulty  may,  however,  be  overcome  by 
patting  a  piece  of  wire  s  (Fig.  17),  a  ^* shunt "  as  it  is  called. 
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between  the  terminals  of  d,  and  which  allows  a  portion 
of  the  current  to  pass  through  it  instead  of  through 
D.  As,  however,  for  the  same  shunt  the  same  fraction 
of  the  total  current  is,  as  we  shall  see  later  on  (page  1 78), 
always  shunted  past  D,  the  sensibility  alone  of  D,  and 
not  the  law  connecting  current  strength  with  de- 
flection, is  altered  by  using  such  a  shunt.  The  use  of 
a  shunt,  therefore,  alters  tie  absolute  but  not  the  rela- 
tive calibration  of  a  galvanometer ;  consequently,  if  D  is 
absolutely  calibrated,  the  same  shunt  must  always  be 
employed  when  it  is  desired  to  use  the  absolute  calibra- 
tion curve  of  that  galvanometer. 

27.  Pivot  and  Fibre  Suspensions. — The  galvano- 
meters G  and  D  differ  also  in  another  particular,  namely,  in 
the  way  in  which  the  magnetic  needle  is  supported.  In  D 
the  little  magnet  has  a  jewel  in  its  centre,  and  rests  on  a 
sharp  pivot,  as  in  an  ordinary  pocket  compass ;  whereas 
in  G  the  needle  is  supported  by  a  fine  fibre  of  unspun 
silk,  the  upper  end  of  which  is  rolled  round  a  brass  pin 
A,  by  turning  which  the  needle  can  be  lowered  on  to  the 
card  8  8^  on  which  the  scale  is  engraved,  when  the  instru- 
ment is  being  carried  about,  or  i-aised  again  so  as  to  be 
in  the  centre  of  the  coil  when  the  instrument  is  in  use. 
The  fibre  suspension  introduces  far  less  friction  to  the 
motion  of  the  needle  than  the  best  jewel  and  pivot,  and, 
in  addition,  costs  far  less ;  but  with  a  fibre  suspension  it 
is  generally  necessary  that  the  instrumect  should  have 
levelling  screws,  such  as  are  seen  attached  to  G,  Fig.  17, 
and  that  it  should  be  levelled  before  being  used. 

There  is  one  form  of  fibre  suspension,  however,  which 
is  used  by  Sir  Wm.  Thomson  in  his  ^^  marine  galvano- 
meter,^' and  which,  although  not  employed  in  other  in- 
struments, has  advantages  that  make  it  worthy  of  more 
general  adoption  in  portable  galvanometers.  To  a  silk 
fibre  stretched  between  a  fixed  support  and  one  end  of  a 
spring,  there  is  attached  the  magnetic  needle  and  pointer, 
or  other  indicating  arrangement,  and  when  these  ai*e  well 
balanced,  the  whole  instrument  may  be  tilted  thix)ugh 
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several  degrees  without  any  practical  alteration  of  the 
deflection.     {See  §  53,  page  103.) 

28.  Sine  Law :  Under  what  Conditions  it  is  True. 
— When  the  controlling  force  acting  on  the  needle  of  a 
galvanometer  remains  constant  in  magnitude  and  direc- 
tion on  the  needle  being 
deflected  (a  result  that 
will  always  practically 
happen  when  the  control- 
ling force  is  produced  by 
the  attraction  of  a  distant 
magnet),  there  is  a  very 
simple  plan,  suggested  to 
the  author  by  Prof.  Carey 
Foster,  for  calibrating  the 
galvanometer  relatively 
by  employing  what  is 
^own  as  the  "  sine  prin- 
ciple" in  a  particular  way, 
and  which  does  not  require 
the  use  of  any  other  gal- 
\'anometer  at  all.  We 
have  already  seen  under 
what  conditions  a  force 
acting  on  a  body  is  pro- 
portional to  the  tangent  of 
the  angle  through  which 
the  body  is  deflected,  and 
in  a  similar  way  the  ap-  Fig.  18. 

paratus  shown  in  Fig.  18 

wOl  enable  us  to  decide  under  what  circumstances  a  force 
acting  on  a  body  is  directly  proportional  to  the  "  sine  " 
of  the  angle  of  deflection,  x  o  is  a  piece  of  wood,  in  this 
case  not  necessarily  short,  turning  on  a  pivot  at  o,  and 
having  suspended  from  its  lower  end  a  weight  w,  which 
produces  a  force  constant  both  in  magnitude  and  direc- 
tion The  same  end  of  the  piece  of  wood  n  o  is  also 
acted  upon  by  a  force  produced  by  a  cord  caiTying  the 
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scale-pan  in  which  is  pla(;ed  the  weight  w',  the  magnitude 
of  which  can  be  vari^.  Now  experiment  shows  that,  i€ 
different  weights  be  successively  put  into  the  scale-pan, 
and  if  in  each  case  the  framework  ab  carrying  the 
pulley  c  be  turned  about  the  centre  o,  so  that  the  piece 
of  wood  N  o  always  occupies  the  same 
position  relatively  to  A  b,  the  weights 
are  proportional  to  the  horizontal  dis- 
tance (s«,  Fig.  19),  measured  along 
the  scale  between  the  point  where  the 
cord  carrying  w  cuts  now,  and  where 
it  cut  it  when  w  was  nought.  But  s  8, 
or  PN,  which  is  equal  to  it,  divided 
by  N  o,  the  half-length  of  the  deflected 
lever,  is  equal  to  the  sine  of  the  angle 
PON,  through  which  N o  has  been  de- 
flected. It  is  also  obvious  that  turning 
AB,  so  that  it  always  takes  up  the 
same  position  relatively  to  N  o,  is  only 
a  means  of  causing  the  angle  between 
the  cord  carrying  w'  and  no  to  be 
constant,  in  order  that  the  only  change 
in  the  force  exerted  by  the  string 
carrying  w'  may  be  that  caused  by  the 
change  of  weight,  not  by  any  change 
in  the  direction  of  the  pulL  From 
this  we  conclude  that  in  order  that  a 
force  acting  on  a  body  turning  on  an 
axis  may  be  directly  proportional  to 
the  sine  of  the  angle  through  which  the 
body  is  deflected : 

1.  T/i€  controlling  force   must  be 
Constant  in  magnitude  and  direction, 

2.  The  deflecting  force,  although  variable  in  its  direc- 
tion in  space,  must  be  fixed  in  direction  relatively  to  the 
deflected  body, 

29.  Preceding  Conditions  are  Fulfilled  in  the  Sine 
Oalvanometer. — In  any  galvanometer  in  which  the  con- 
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tJoUing  force  is  produced  by  the  earth's  magnetism,  or  by 
aoy  distant  fixed  magnet,  this  force  will  be  constant  in 
magnitude  and  direction,  and  independent  of  the  needle 
cbaoging  its  position ;  also  the  deflecting  force  produced  by 
the  current  passing  round  the  bobbin,  can  be  made  to  have 
an  invariable  direction  relatively  to  the  needle,  if  the 
bobbin,  or  the  framework  of  the  instrument  to  which  the 
bobbin  is  attached,  be  turned  round  after  the  deflected 
needle ;  for  it  will  be  found  that,  although  on  turning  the 
bobbin  the  needle  turns  away  from  the  bobbin,  it  does 
not  turn  as  fast  2&  the  bobbin.  Under  these  circum- 
stances, the  sine  of  the  angle  through  which  the  needle 
has  been  deflected  from  the  position  of  rest  which  it  had 
when  no  current  was  passing  through  the  bobbin,  will  be 
directly  proportional  to  the  current  strength.  Now,  if 
the  coil  be  placed  so  as  to  have  a  fixed  position  relatively 
to  the  needle,  both  when  no  current  passes  through  the 
coO  and  when  a  given  current  passes  through  the  coil, 
then  the  angle  through  which  the  coil  has  to  be  turned  from 
the  first  position  to  the  second,  is  the  same  as  the  angle 
through  which  the  needle  has  been  deflected ;  and  hence, 
in  the  so-called  sine  galvanometers,  there  is,  in  addition 
to  the  scale  moving  with  the  bobbin,  an  independent 
fixed  scale,  to  show  through  what  angle  the  coil  has  been 
turned.  This,  however,  is  not  absolutely  necessary,  since, 
if,  after  the  coil  has  been  turned  until  it  has  the  fixed 
position  relatively  to  the  needle,  the  current  be  inter- 
rupted, without  the  position  of  the  instrument  being 
disturbed,  then  the  needle  will  swing  back,  and,  after  a 
few  oscillations,  will  take  up  its  original  undeflected  posi- 
tion, the  angle  between  wluch  and  its  deflected  position 
will  be  the  angle  of  which  the  sine  has  to  be  taken. 

As  a  current  passing  through  a  coil  has  usually  the 
greatest  effect  on  a  magnetic  needle  suspended  inside  it 
when  the  axis  of  the  needle  is  perpendicular  to  the  axis  of 
the  coil,  this  is  the  fixed  position  of  the  coil  relatively  to  the 
needle  usually  adopted,  and  the  one  in  which  the  pointer 
stands  at  0^  on  the  movable  scale.      Bat  this  particular 
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position  is  not  at  all  necessary  for  the  fulfilment  of  tJie 
sine  law,  and  therefore  special  precautions  need  not  be 
adopted,  as  in  the  case  of  the  tangent  galvanometer  {»^e 
ante,  page  45),  to  insure  the  axes  of  the  needle  and  of 
the  coil  being  at  i-ight  angles  when  the  pointer  stands  at 
zero  on  the  scale. 

Any  galvanometer  which  is  controlled  by  a  distant 
magnet,  and  which  can  be  turned  round  a  point  that  is 
approximately  the  centre  of  the  needle,  can  be  used  as  a 
sine  galvanometer,  and,  therefore,  can  be  calibrated  by 
the  employment  of  the  sine  principle.  All  that  is  neces- 
sary to  be  done  to  make  a  measurement  is  as  follows : — 
Place  the  instrument  so  that  the  pointer  points  to  some 
fixed  mark  on  the  scale ;  0°  is  a  convenient  mark,  but  not 
a  necessary  one;  then  send  any  convenient  current 
through  the  galvanometer,  obtaining  a  deflection  of,  say, 
d°.  Tuvii  the  instrument  until  the  pointer  again  points 
to  the  fixed  mark  on  the  scale.  Stop  the  current,  and 
observe  through  what  angle  D,°  the  needle  comes  back. 
Di°  will,  of  course,  be  larger  than  dy^.  Now  turn  the  in- 
strument round,  so  that  the  pointer  points  to  its  original 
mark  on  the  scale,  0°  for  example,  and  repeat  with  a 
second  current,  obtaining  in  the  same  way  deflections 
d°,  Dj°.  Then  the  currents  producing  the  deflections 
d°  and  d^°  respectively  with  the  galvanometer,  are  pro- 
portional to  the  sines  of  Dj°  and  D°. 

30.  Calibrating  a  Oalvanometer  by  the  Sine  Method. 
— Fig.  20  shows  an  apparatus  arranged  for  calibrating 
the  galvanometer  in  this  way.  Three  little  blocks  of  wood, 
two  only  of  which,  cCy  can  be  seen  in  the  figure,  are 
temporarily  fixed  so  as  to  allow  the  galvanometer  to  be 
turned  round  without  shifting  its  position,  a  precaution 
of  practically  no  consequence  if  the  controlling  force  be 
due  to  the  earth's  magnetism  alone,  but  desirable  if  the 
whole  or  part  of  the  controlling  force  is  produced  by  a 
not  very  distant  magnet.  Of  course  the  magnet  must  be 
so  far  away  that  neither  the  magnitude  nor  direction  of 
its  attraction  on  the  suspended  needle  is  altered  by  the 
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turning  of  the  needle ;  but  this  need  not  be  very  far,  unless 
the  needle  employed  is  long,  v  is  a  vessel  containing  two 
zinc  plates  for  adjusting  the  strength  of  the  current  in 
the  manner  described  in  a  previous  experiment,  w  is' 
one  of  the  wires  leading  to  the  current  generator,  and 
T  is  the  terminal  to  which  the  other  is  attached. 

To  calibrate  a  galvanometer  by  the  employment  of 
the  sine  principle,  requires  the  current  in  each  case  to 
remain  constant  long  enough  for  the  instrument  to  be 


Fig.  20. 

turned  round  after  the  needle,  until  the  two  are  in  a 
fixed  position  relatively  to  one  another.  But  when  once 
the  calibration  curve  has  been  drawn,  a  galvanometer  so 
calibrated  can,  of  course,  be  used  to  measure  currents  as 
transient  as  a  galvanometer  calibrated  in  any  other 
way. 

31.  Calibration  by  the  Sine  Method  of  the  Higher 
Parts  of  the  Scale.— If  the  first  deflection  is  more  than  about  45® 
it  is  found  impossible  to  use  the  sine  principle  in  the  ordinary  way, 
because,  on  attempting  to  turn  the  coil  after  the  deflected  needle, 
80  as  to  bring  the  fixed  mark  on  the  scale  under  the  pointer,  the 
needle  moves  bo  far  round  in  advance  of  the  coil  that  at  last  the 
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attraction  of  the  earth  or  other  controlling  magnet  begins  to 
assist  the  current  instead  of  opposing  it.  The  equilibrium  then 
becomes  unstable,  and  the  needle  swings  right  round.  The  cali- 
bration of  the  higher  parts  of  the  scale,  however,  may  be  effected  by 
the  sine  method,  by  using  currents  which  produce  a  first  deflection  of 
less  than  45®,  in  the  following  way  : — Select  some  other  starting-- 
point, say  40®  on  the  scale,  for  the  zero,  that  is,  let  the  galvano- 
meter be  turned,  so  that  the  pointer  points  to  +40",  when  no 
current  is  flowing ;  now  send  a  current  through  the  galvanometer, 
deflecting  the  pointer  to,  say,  -f-  60®   (Fig.  21).    Next,  turn  the 

galvanometer  round 
until  the  0**  division, 
or  whatever  fixed 
mark  was  previously 
used  in  §§  29  and 
30,  comes  under  the 
pointer.  Lastly,  stop 
the  current  and  let 
the  pointer  now  take 
up  a  position — 30® 
say;  then,  when  the 
galvanometer  is 
I'ig  21.  placed  in  the  ordi-. 

nary  position,  so  that 
the  pointer  points,  say,  to  0®,  when  no  current  ia  passing,  the 
current  that  will  deflect  the  pointer  to  60®  will  be 

sin.  30®  X  sin.  60® 
sin.  (60®— 40®)  ' 

or,  generally,  the  current  that  will  deflect  the  pointer  to  any  angle 
rf®  wiUbe 

sin.  D®  X  sin.  rf® 

"Hm."  (rf®— 40^^y    ' 

where  d®  is  the  angle  through  which  the  jwinter  comes  back  on 
.  stopping  the  current. 

After  experiments  have  been  made  in  the  way  described 
in  §§  29  and  30,  and  a  curve  drawn  with  the  values  of  rf®  as  ab- 
scissa), and  of  D®  as  ordinates  for  values  of  rf®  up  to  abiut  45®, 
experiments  may  be  made  in  the  way  just  described,  and  the  curve 
extended  by  using  for  the  ordinates  the  values  of 

sin.  D®  X  sin.  f/" 
"  mn.  "(rf®— 40®) 

The  reasoning  of  this  extended  method  of  calibration  is  as 
follows  : — From  Fig.  19  we  see  that  when  a  needle  is  controlled  by 
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a  uniform  magnetic  field,  the  moment  of  the  controlling  force*  is  pro- 
{xatioiial  to  p  n,  that  is,  to  the  sine  of  the  angle  through  which  the 
needle  is  deflected.  If,  then,  a  galvanometer  is  so  placed  that  the 
pointer  pointii  to  0^  when  no  current  is  passing,  it  follows  that,  in 
order  that  a  coirent  shall  produce  a  deflection  of  d^y  it  must  pro- 
duce a  force  whose  moment  is  proportional  to  sin.  rf**.  When, 
however,  the  instrument  is  turned,  as  shown  in  Fig.  21,  the  cur- 
rent which  is  deflecting  the  needle  to  d°  produces  a  force  whose 
moment  is  proportional  to  sin.  (rf** — 40**).  Now,  what  is  the  rela- 
tive strength  of  this  current  measured  by  the  method  described  in 
§§29  and  30  ?  It  is  proportional  to  the  sin.  d**.  Hence,  a  current 
proportional  to  sin.  d**  deflects  the  needle  to  rf**  when  the  con- 
trolling force  has  a  moment  proportional  to  sin.  (rf**— 40**).  Con- 
sequently, a  current  proportional  to 

sin.  D**  X  sin.  rf° 

sin.  (rfo— 40«) 

win  deflect  the  pointer  to  d^  when  the  controlling  force  has  a 
moment  proportional  to  sin.  d^.,  that  is,  when  the  pomter  points  to 
0**  when  no  current  is  passing. 

32.  Calibration  by  the  Sine  Method  with  a  Con- 
stant Current. — ^The  following,  due  to  Mr.  ll^Iather,  is  perhaps 
the  neatesit  of  the  methods  of  calibrating  a  galvanometer  on  the 
sine  principle,  since,  by  means  of  it,  the  calibration  can  be 
eflfected  throughout  the  whole  range  of  the  scale,  and  no  other 
apparatus  than  the  galvanometer  to  be  calibrated,  and  a  current 
generator,  such  as  a  **  BanielVs  celly''  which  will  give  fairly  con- 
stant currents,  is  required.  Send  a  current  through  the  galvano- 
meter, such  as  will  produce  a  deflection  of  about  30**  when  the 
galvanometer  is  so  placed  that  the  pointer  points  to  0**  when  no 
current  is  passing.  Next,  without  varying  the  current,  turn  the 
galvanometer  until  the  pointer  points'  to  about  36**.  Stop  the 
current  and  observe  the  position  ^ken  up  by  the  pointer  when  it 
comes  to  rest.  Turn  the  galvanometer  roimd  farther  and  farther, 
and  repeat,  observing  in  each  case  the  position  of  the  pointer 
when  the  current  is  flowing,  and  the  position  the  pointer  takes  up 
when  the  current  has  been  broken.  Also  make  a  series  of  obser- 
vations with  the  galvanometer  placed  in  such  positions  that  the 
first  deflection  is  less  than  30*^.  In  some  one  position  of  the 
galvanometer  let  rf**  be  the  angular  deflection  from  0**  when  the 
current  is  flowing,  and  z°  when  the  current  has  been  interrupted ; 
t>en  it  follows,  from  what  was  stated  in  §  31,  that  this  current, 
vhich  we  may  call  our  unit  current,  passing  round  the  galvano- 

•  The  ^^  moment  of  a  force  about  a  point  ^^  is  the  product  of  the 
nagnitudtt  of  the  force  into  the  length  of  the  perpendicular  let  fall 
from  the  point  on  the  line  representing  the  direction  of  the  force. 
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meter  coils,  is  able  to  produce  a  deflecting  force  whose  moment  ia 
proi>ortional  to  sin.  {d° — z'')  when  the  needle  is  deflected  to  ti^. 
Hence  it  follow8  that  the  current  which  would  be  necessary  to 
produce  a  force  whose  moment  should  be  proportional  to  sin.  d^ 

for  the  same  position  of  the  needle  must  be '- — '■ — •  times  our 

sin.  {d^—z'*) 
unit  current,  that  is,  must  be  proportional  to 

sin,  rf^ 

gin.  (rfo— ««») ' 

but  such  a  current  would  deflect  the  pointer  to  rf®  when  the  galva- 
nometer was  so  placed  that  the  pointer  pointed  to  0^  for  no  current 
passing.  Hence,  to  obtain  the  c^bration  curve,  we  have  simply  to 
plot  values  of  d^  for  the  abscissae,  and  the  corresponding  values  of 

sin,  d^ 

Bin.  {d^—z^) 
for  the  ordinatcs. 

83.  Method  of  Making  a  Sine  Scale.— Instead  of  find- 
ing in  a  table  of  sines  the  sines  of  the  various  angles  through 


Fig.  22. 

which  the  needle  swings  back,  we  may  construct  a  sine  scale  in 
the  following  way  :— On  a  p.  Fig.  22,  any  tangent  of  the  circle 
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on  which  the  scale  is  to  be  made,  mark  off  equal  parte  ab,  b  o, 
c  D,  &C.  From  b,  c,  d,  &c.,  draw  perpendiculars  to  a  p,  b  1,  c  2, 
B  Z,  &c.f  meeting  the  circle  in  1,  2,  3,  &c. 

Then  the  sines  of  the  angles  aoI,  ao2,  aoS,  &c.,  are  propor- 
tkHialto  the  numbers  1,  2,  3,  &c.  For  drop  perpendiculars  l  a,2  b, 
8«,&c,onoA:  Thensin.Aoi  =  L? 

o  1 

BA 

OA 

since  b  a  equals  la,  and  o  a  equals  o  1. 
Similarly  sin.  ao2   =  — 

OA 

and  BO  on. 

Therefore,  the  sines  of  the  angles  are  proportional  to  ab,  a  o, 
A  D,  &c. 

Therefore,  they  are  proportional  to  the  numbers,  1,  2,  3,  &c. 

If  we  wish  to  divide  the  whole  quadrant  into  an  exact  number 
of  subdivisionB  in  this  way,  we  must  commence  by  marking  off 
on  the  tangent  ap  a  length  af,  equal  to  the  radius  of  the  cirde, 
and  then  subdivide  a  f  into  any  desired  number  of  equal  parts  in- 
stead of  taking  a  b,  b  c,  &c.,  any  equal  lengths. 

If,  when  using  this  scale,  it  be  found  on  sending  two  currents 
through  the  galvanometer  that  the  needle  deflects  through  the 
angles  aoS,  ao3  respectively,  the  mistake  must  not  be  made  of 
considering  that  the  currents  are  in  the  proportion  of  two  to  three, 
for  this  will  only  be  the  case  when  ao2,  ao3  are  the  angles 
through  which  the  needle  swings  back  after  the  galvanometer  has 
been  tomed  in  eadi  case. 

84.  Portable  Galvanometer  with  Approximately 
Invariable  Absolute  Calibration. — A  type  of  portable 
galvanometer  (Fig.  23),  to  which  was  attached  a  very 
powerful  ^^permanent  magnet"  having  its  needle  made 
of  a  number  of  small  pieces  of  soft  iron,  was  made  and 
calibrated  absolutely  by  M.  Deprez,  in  1880.  The  scale 
was  divided  simply  into  degrees,  and  a  table  of  numbers 
giving  the  value  in  amperes  of  the  various  deflec- 
tions was  attached  to  the  instrument.  This  instrument 
rendered  considerable  service  in  the  early  days  of 
commercial  electric  lighting,  but  there  were  two  dis- 
advantages in  connection  with  its  use :  first,  as  the  scale 
was  divided   simply  into  degrees,  the  deflection  with- 
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out  the  use  of  the  table  of  vahies  gave  no  indication  of 
the  strength  of  the  current  measured ;  and,  secondly,  it 
was  necessaiy  to  refer  to  this  table  twice  over    'when 


P4 


measuring  two  different  currents,  as  the  deflection  was 
not  directly  proportional  to  the  current,  llie  current, 
in  faet,  increased  more  rapidly  than  the  angular  deflec- 
tion, a  result  which  is  genei-aJly  found  to  occur  in  ordi- 
nary galvanometers,  and  which  arises  from  the  deflection 
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of  the  needle  causing  it  to  move  into  a  position  in  which 
the  current  passing  round  the  coil  acts  with  less  force 
on  the  needle  than  when  it  is  in  the  zero  position  or 
parallel  to  the  plane  of  the  coiL 

35.  Congtruction  of  Gidvanometers  in  which  the 
Angular  Deflection  is  Proportional  to  the  Current. 
— ^We  have  alreatly  seen  (page  43)  that  the  current  is 
proportional  to  the  tangent  of  the  deflection  of  the 
galvanometer  needle,  when  neither  the  magnitude  noi 
direction  of  the  controlling  force  is  altered  as  the  needle 
nioves  into  a  new  position  on  being  deflected,  and  when, 
in  addition,  the  direction  of  the  controlling  force  is  at 
right  angles  to  the  direction  of  the  force  with  which  the 
current  passing  round  the  coil  acts  on  the  needle. 

In  order,  therefore,  that  the  angular  deflection  may  be 
directly  proportional  to  the  current,  we  must  either 
cause  the  needle  on  being  deflected  to  move  into  a  posi- 
tion in  which  the  current  passing  round  the  coil  acts 
more  powerfully  on  it,  or  into  a  position  in  which  the 
conti-olling  force  becomes  weaker;  or  we  may  arrange 
that  both  these  results  may  be  produced. 

The  first  condition  may  be  obtained  in  a  rough  way 
by  employing  the  very  defect  of  construction  previously 
referred  to  in  the  adjustment  of  the  tangent  galvano- 
meter, and  which  made  the  deflection  on  one  side  of  the 
zero  lai-ger  than  that  produced  by  the  same  current  on 
the  other — viz.,  not  putting  the  coil  so  that  its  plane  was 
parallel  to  the  suspended  magnet  when  no  current  was 
passing  through  the  coiL  The  needle,  when  deflected  to 
that  aide  on  which  the  greater  deflection  is  obtained,  will, 
instead  of  moving  from  a  stronger  to  a  weaker  part  of 
the  magnetic  field  produced  by  the  current,  move  at  first 
into  a  stronger  part,  and  then  afterwards  into  a  slightly 
weaker  part.  The  effect  of  this  arrangement  is  to  make 
the  proportional  law  connecting  current  and  deflection 
true  for  a  much  larger  deflection  from  the  undeflected 
position  of  the  needle  than  if  we  commenced  with  the 
needle  paraUel  to  the  plane  of  the  coil  for  no  cun*ent 
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But  this  arrangement  has  the  disadvantage  that  it  can 
only  be  used  for  currents  deflecting  the  needle  to  one 
side  of  the  scale,  for,  if  the  current  be  flowing  in  the 
opposite  direction,  the  defect  of  want  of  proportionaUty 
between  current  strength  and  deflection  will  be  in- 
creased. 

This  plan,  by  means  of  which  the  proportionality  on 
one  side  of  the  scale  is  sacrificed  to  increase  that  on  the 
other,  has  been  employed  by  the  author,  and  later  on  by 


PiR.  24. 

MM.  Carpentier  and  Deprez,  for  making  proportional 
galvanometers. 

If  the  ^^controlling  field *^  be  a  uniform  field,  such  as 
is  produced  by  the  earth's  magnetism,  that  is,  if  the  con- 
trolling force  acting  on  the  pole  of  a  given  magnet  is  the 
same  both  in  magnitude  and  direction  at  all  points,  then 
the  arrangement  shown  in  Fig.  24,  and  which  has  been 
worked  out  by  Messrs.  Walmsley  and  Mather,  two  of 
the  assistants  at  the  Finsbury  Technical  College,  may  be 
employed.  The  instrument  consists  of  two  coils  shaped 
as  shown,  and  the  special  device  consists  in  fixing  them 
so  that  they  are  separated  by  a  distance  a  little  less  than 
the  length  of  the  needle.  Tho  instrument  is  placed  so 
that  when  no  current  is  passing  through  the  coils  the 
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needle  hangs  S3'miuetricall7  between  them,  and  it  is 
found  that  direct  proportionality  of  current  and  deflec- 
tioQ  up  to  45°  to  50*^  is  obtained  from  the  fact  that,  with 
the  arrangement  indicated,  the  needle,  on  being  de- 
flected, moves  into  a  position  in  which  the  current  acts 
more  powerfully  on  it,  or  shortly  into  a  more  powerful 
part  of  the  ** deflecting  field"  Galvanometers  of  this 
type  are  shown  in  use  in  Figs.  15  and  20. 

36.  Shielding  Oalyaiiometers  from  Extraneous 
Magnetic  Disturbance. — If,  however,  the  instrument  is 
to  be  portable,  and  if  it  be  desired  that  the  deflections  of 
the  needle  should  be  unaffected  by  the  moving  about  of 
neighbouring  magnets  or  pieces  of  iron,  the  galvanometer 
must  be  **  shielded"  and  this,  as  stated  in  §  25,  can  be  done 
by  attaching  a  powerful  permanent  magnet  to  the  instru- 
ment, the  action  of  which  on  the  suspended  magnet  is  &ir 
stronger  than  that  likely  to  be  caused  by  any  other  neigh- 
bouring magnet.  When  using  such  a  permanent  magnet, 
there  are  two  well-defined  ways  employed  by  the  author 
for  obtaining  direct  proportionality.  The  first  consists  in 
winding  the  insulated  wire  on  the  two  halves  of  a  brass 
bobbin  A  (Fig.  25),  separated  by  a  brass  tube  T,  in  which 
the  pivot^  soft  iron  needle  carrying  the  pointer  moves, 
and  attaching  soft  iron  pole-pieces  P  P,  hollowed  out  as 
shown  in  the  figure,  to  the  permanent  magnet  m  m.  The 
wire  is  wound  on  the  bobbin  (which  in  the  figure  is 
shown  unwound),  much  as  cotton  is  wound  on  a  reel ;  none 
is  wound  on  the  tube  T,  and  the  coils  on  the  two  halves 
of  A  are  electrically  connected  with  a  wire  passing  by  the 
side  of  T ;  into  the  ends  of  the  brass  bobbin,  soft  iron 
cores  F  p  are  screwed,  the  outer  ends  of  which  are  seen 
in  the  figure.  The  other  ends  of  these  soft  iron  cores 
project  a  considerable  distance  into  the  brass  tube, 
and  the  result  is  that  on  the  needle  being  deflected 
from  the  position  it  occupies  when  no  current  is  pass- 
ing round  the  coils,  and  which  is  along  a  diameter 
of  the  tube  T  at  right  angles  to  the  axis  of  a  a,  its 
come  nearer  the   noses  of  these  soft  iron  cores 
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inside  the  bobbin  a  a.  Hence  the  deflecting  force 
grows  much  stronger  as  the  soft  iron  needle  is  deflected. 
The  alteration  in  the  strength  of  the  controlling  force 
depends  on  the  exact  curvature  given  to  the  ends  of  the 
soft  iron  pole-pieces  p  p,  which  embrace  the  brass  tube  T. 


If  the  curvature  of  the  pole-pieces  is  much  greater  than 
that  of  the  tube  t,  and  the  pointed  edges  of  the  pole- 
pieces  be  pressed  against  the  tube  so  as  to  approach  the 
needle  as  nearly  as  possible,  then  the  action  of  the  con- 
trolling field  will  somewhat  increase  in  strength  when 
the  needle  is  deflected,  since  the  ends  of  the  needle  will 
come  nearer  the  iron  of  the  pole-pieces  when  the  needle 
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is  deflected  ;  whereas,  if  the  curvature  of  the  ends  of  the 
pole-pieces  be  much  less  than  that  of  the  tube — if,  in  fact, 
the  ends  of  the  pole-pieces  be  nearly  flat — then  the  action 
of  the  controlling  field  will  become  weaker  as  the  needle 
is  deflected. 

When  no  soft  iron  cores  ff  are  employed,  the 
"  straight  line  "  or  ^^proportional"  law  can  be  produced  by 
taking  advantage  of  the  fact  that  the  deflecting  field 
inci-eases  in  strength  as  the  needle  is  deflected,  in  conse- 
quence of  its  poles  entering  more  into  the  coils  wound 
on  the  two  halves  of  the  bobbin  A  a.  In  that  case  the 
ends  of  the  pole-pieces  p  p  should  only  be  very  slightly 
curved.  For  the  purpose,  however,  of  making  the 
final  adjustment  for  sensibility,  bo  be  described  a  little 
farther  on,  the  use  of  the  soft  iron  cores  p  P  screwed, 
more  or  less,  into  the  ends  of  the  bobbin  is  found  to  be 
very  convenient,  and,  as  already  explained,  their  pre- 
sence leads  to  the  deflecting  force  much  increasing  in 
strength  as  the  needle  is  deflected.  The  result  of  this 
is  that  the  correction  is  too  great,  that  is  to  say,  instead 
of  the  angular  deflection  increasing  less  rapidly  than  the 
current,  which  is  the  ordinary  result  obtained  with  gal- 
vanometers, the  deflection  would  increase  much  more 
rapidly  than  the  current,  giving  a  flat  instead  of  a  steep 
calibration  curve.  To  avoid  this  over-correction  the  cur- 
vature of  the  pole-pieces  must  be  considerable. 

The  final  result  then  obtained  is  as  follows : — If  the 
cores  F  p  are  too  far  in,  the  calibration  curve  is  flat,  that 
is,  the  angular  deflection  increases  more  rapidly  than  the 
current ;  if  too  far  out,  the  calibration  curve  is  steep,  or 
the  angular  deflection  increases  less  rapidly  than  the 
current ;  but  between  these  two  limits  there  are  several 
positions  of  the  cores  giving  nearly  perfect  proportionality 
between  deflection  and  current.  Within  these  limits  the 
cores  may  be  adjusted,  and  the  sensibility  of  the  instru- 
ment altered.  If  they  be  screwed  out,  it  will  require  a 
larger  current  to  produce  the  same  deflection ;  while,  on 
the  other  hand,  if  they  be  screwed  in,  the  opposite  eflect 
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will  be  produced  Hence,  within  these  limits,  any  deflec- 
tion may  be  made  to  correspond  i>ermanently  with  any 
current. 

87.  Direct-Beading  aalvanometers.  —Hence,  by  the 


Fitf.  26. 

employment  of  these  cores,  we  can  not  only  construct 
an  instrument  in  which  the  deflection  shall  be  directly 
proportional  to  the  current,  but  we  can  use  a  dial 
graduated  in  amperes  instead  of  in  degrees,  and  so  ob- 
tain   a    "  direct  -  reading    gcUvcmotneter "   as   shown    in 
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Kg.  26.*  For,  although  it  would  be  very  difficult  to  fill 
the  bobbin  with  a  particular  gauge  of  wire,  so  that  with 
a  particular  controlling  magnet  a  given  number  of 
amperes  shall  produce  exactly  a  particular  deflection,  it 


is  easy  by  trial  to  approximate  to  this,  and  then  finally 
adjust  the  instrument  by  screwing  the  soft  iron  cores  a 
little  in  or  out  until  any  particular  deflection  on 
the  dial  is  produced  by  exactly  the  number  of  amperes 
of  currents  marked  opposite  that  deflection  on  the  dial. 

*  See%  221,  page  431,  for  further  details  regarding  the  double  scale 
and  commutator  P  shown  in  Fig.  26. 
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And  should  the  pei-manent  magnet  lose  its  strength  from 
time  to  time,  when  the  instrument  will  of  course  become 
more  sensitive,  we  can,  by  screwing  out  the  cores,  re- 
adjust it  so  that  it  will  still  continue  to  be  a  correct 
direct-reading  galvanometer. 

Another  plan,  and  probably  a  still  better  one  tor 
obtaining  all  the  above  results,  is  to  make  the  opening 
in  the  bobbin  a  through  which  the  pivoted  needle  is 
inserted,  in  the  construction  of  the  instrument,  much 
smaller,  as  shown  in  Fig.  27,  so  that  the  wire  can  be 
coiled  almost  continuously  from  one  end  of  the  bobbin  to 
the  other  without  the  gap  in  the  bobbin  necessitated  by 
the  tube  T  (Fig.  25).  With  the  arrangement  of  Fig.  27 
the  deflective  force  is  but  slightly  increased  as  the  needle 
is  deflected  ;  hence,  to  obtain  the  proportional  line  the 
controlling  force  must  be  made  to  diminish  as  the  needle 
turns,  which  result  can  be  obtained  by  curving  the  ends 
of  the  soft  iron  poh^pieces  in  the  way  shown  in  p  p  (Fig. 
27)  that  is,  by  making  them  convex  instead  of  concave 
to  the  coil,  as  was  done  with  the  previous  arrangement. 

38.  Advantages  of  the  Previous  Types  of  Gtalvano- 
meters. — All  these  instruments  have  the  advantages  that 
their  indications  are  "  shielded^"  that  is,  are  not  seriously 
affected  by  the  presence  of  neighbouring  magnets  or 
pieces  of  iron ;  secondly,  if  the  needle  is  well  balanced 
the  instrument  can  be  used  in  any  position  without  any 
error  being  introduced  in  the  readings ;  and,  thirdly,  as 
the  needle  is  very  light  (or,  more  strictly,  has  only  a  very 
small  "  moment  of  inertia  ")*  and  as  it  is  moving  in  a  very 
powerful  magnetic  field,  the  oscillations  of  the  needle  are 
very  quick,  and  die  out  very  rapidly,  so  that  if  the 
current  that  is  being  measured  has  a  sudden  change  in 
its  strength,  the  needle  moves  sharply  from  one  point  of 
the   scale   to   another   point,    where   it   stops   dead    in 

•  The  moment  of  inertia  of  a  body  about  any  axis  is  found  by 
imagining  the  body  divided  up  into  a  large  number  of  very  small  parts, 
and  taking  the  sum  of  the  pioducts  of  the  mass  of  each  part  into  the 
.square  of  its  distance  from  the  axis. 
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response  to  the  change  in  the  current  strength,  or  the 
instrument  is  "  dead-heai  " ;  whereas,  if  a  needle  of  large 
moment  of  inertia  were  employed  moving  in  a  weak 
magnetic  field,  then  on  any  change  taking  place  in  the 
current  strength  the  needle  would  simply  begin  to 
oscillate  over  the  scale,  and  many  changes  might  take 
place  in  the  current  strength,  the  current  even  remaining 
constant  at  each  of  its  various  values  for  a  very  decided 
time  before  the  needle  would  come  to  rest  and  allow  any 
measurements  to  be  taken.  The  advantage  of  employing 
a  dead-hecU  instrument  is  very  marked  when  the  current 
produced  by  a  dynamo  worked  by  a  gas-engine  has 
to  be  measured.  If  the  instrument  is  dead-heat  every 
change  in  the  current  produced  by  the  slight  change 
of  speed  of  the  gas-engine  at  each  explosion  of  the  gas  is 
accorately  recorded ;  indeed,  the  slight  change  of  speed 
that  occurs  each  time  the  joint  in  the  driving  belt,  if  it 
be  a  "  lap-joint,'^*  and  not  a  "  buttrjoint"  passes  over  the 
driving  pulley,  is  observed  ;  whereas,  if  the  instrument  be 
not  dead -beat  these  fluctuations  in  the  current  merely 
cause  the  needle  to  keep  up  a  constant  vibration  over  the 
scale,  and  so  prevent  any  accurate  readings  being  taken. 

Other  forms  of  current  galvanometers  are  given 
farther  on  (page  377),  and  another  method  of  shielding 
by  putting  the  galvanometer  in  an  iron  box,  with  very 
thick  sides,  is  considered  in  §  53,  page  103,  and  by  giving 
the  needle  a  motion  of  translation  in  §  202,  page  390. 

39.  Ammeter. — Such  a  dead-beat  direct -reading  gal- 
vanometer is  frequently  called  an  '* ammeter"  hence  the 
name  on  the  dial  of  Fig.  26,  and  we  may  temporarily 
regard  such  an  ammeter  as  our  commercial  instrument 
for  measuring  cuirent  strengths  in  amperes. 

Oth  er,  and  mere  modem,  types  of  ammeters  are  described 
farther  on  (page  382),  where  also  are  stated  the  advantages 
and  disadvantages  of  some  of  the  most  important  kinds. 

*  A  li^ joint  is  made  bj  putting  one  end  of  the  leather  belt  over 
the  other,  and  lacing,  or  riveting,  them  together ;  while  in  a  butt- 
joint  the  ends  are  simply  brought  together,  but  not  put  one  over  the 
other. 
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CHAPTER  III. 

DIFFBRBNCB  OF  POTENTIALS,  ELECTRIC  QUANTITT,  DENSITY, 
AND  THEIR  MEASUREMENT. 

40.  Difference  of  Potentia]R--4L  Potential  of  the  Earth  Arbitruily 
taken  at  Nousht — 42.  The  Difference  of  PotentialB  between  Two 
Conductora  doea  not  Measure  the  Difference  in  their  Electrie 
Charges  —  4d.  Volt  —  44.  Measuring  Potential  Difference  hy 
Weigning — 46.  Increasmg  the  Sensibility  of  the  Weight  Electro- 
meter by  Using  an  Auxiliary  High  Potential — 46.  Bough  Electro- 
meter—47.  Action  of  a  Gold-leiu  Electroscope — 48.  Objections  to 
the  Ordinary  Methods  of  Constructing  Gold-leaf  Electroscopes — 
49.  Conduction  and  Induction— 50.  Potential  Uniform  at  all 
Points  inside  a  Closed  Conductor— 61.  No  Force  inside  a  Closed 
Conductor  due  to  Exterior  Electrification— 62.  A  Metallic  Box 
not  a  Magnetic  Screen  unless  made  of  Very  Thick  Iron — 63. 
Marine  GaTvanometer— 64.  Reflecting  Galvanometers — 66.  Angular 
Motion  of  the  Reflected  Ray  is  Tvdce  the  Angular  Motion  of  the 
Mirror — 56.  Connection  between  the  Motion  of  the  Image  on  a 
Plane  Scale  and  the  Angular  Deflection  of  the  Mirror — 67.  Statio 
Electrical  Apparatus  should  be  Enclosed  in  a  Metallic  Case  — 
68.  Quantity  of  Electricity — 59.  Comparison  of  Quantities  of 
Electricity—^.  Quantity  of  Electricity  produced  by  Rubbing 
Two  Bodies  Together— 61.  Object  of  Rubbing  Two  Bodies 
Together  to  Produce  Electrification— 62.  Proof -plane— 63.  Electric 
Density— 64.  Density  is  Nought  on  the  Inner  Surface  of  a  Closed 
Conductor — 65.  Potential  of  a  Conductor  Depends  Partly  on  the 
Amount  of  Electricity  on  it  —  66.  Potential  of  a  Conductor 
Depends  Partly  on  its  Shape — 67.  Potential  of  a  Conductor  De- 
pends Partly  on  its  Position — 68.  Modes  of  Varying  the  Potential 
of  a  Conductor — 69.  Examples  showing  the  Difference  between 
Potential.  Density  and  Quantity  —  70.  Static  and  Current 
Methods  of  Measuring  Potential  Differences  Compared — 71.  When 
a  Potential  Difference  Gkdvanomoter  may  be  Employed — 72.  Volt- 
meter. 

40.  Difference  of  Potentials. — When  a  current  of 
electricity  is  flowing  through  a  wire  it  has  the  same 
strength  at  all  cross-sections  of  the  wire ;  if,  for  example, 
the  wire  be  cut  anywhere,  and  a  galvanometer  be  put  in 
the  circuit,  the  galvanometer  will  always  show  the  same 
deflection  while  the  same  current  is  flowing.  In  the 
same  way  in  the  case  of  a  water-pipe,  the  quantity  of 
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water  passing  every  cross-section  of  the  pipe  per  second 
is  exactly  the  same  as  soon  as  the  flow  of  water 
becomes  a  "steady"  one.  Just  at  the  commencement, 
when,  for  example,  some  water  has  entered  at  one  end 
of  the  pipe,  and  none  has  flowed  out  at  the  other — when 
the  pipe  is  filling,  in  fact — the  flow  at  different  cross- 
sections  may  be  different ;  so  also,  in  many  cases,  just 
at  the  moment  after  completing  an  electric  circuit,  the 
current  will  differ  at  different  cross-sections.  But  as  soon 
as  the  flow  in  each  case  becomes  a  steady  one  this  dif- 
ference disappears,  and  the  strength  of  the  water  current, 
that  is,  the  number  of  gallons  of  water  passing  per 
minute  (not,  of  course,  the  velocity  of  the  particles  of 
water)  is  the  same  at  all  parts  of  the  pipe,  even  if  the 
pipe  be  broad  at  some  points  and  narrow  at  others,  so 
also  the  strength  of  the  electric  current  flowing  through 
a  single  circuit  is  "  uniform  "*  at  all  parts  of  the  circuit, 
independently  of  the  thickness  of  the  conductor  and  of 
the  material  of  which  it  is  made. 

But,  although  the  stream  of  water  is  the  same  at  all 
parts  of  the  pipe,  the  pressure  per  square  inch  of  the 
water  is  by  no  means  the  same,  even  if  the  pipe  be  quite 
horizontal  and  of  uniform  gauge.  This  pressure  per 
square  inch  of  the  water  on  the  pipe,  which  is  the  same 
as  the  pressure  per  square  inch  of  one  portion  of  the 
water  on  another  portion  at  the  same  part  of  the  pipe, 
becomes  less  and  less  as  we  proceed  in  the  direction  of 
the  flow,  along  a  horizontal  pipe  of  uniform  sectional  area. 
It  is,  in  fact,  this  difference  of  pressure,  or  "  loss  qf/iead," 
as  it  is  sometimes  called,  that  causes  tlie  flow  to  take  place 
against  the  friction  of  the  pipe,  the  difference  of  pressure 
at  any  two  points  in  the  case  of  a  steady  flow  through  a 
horizontal  pipe  of  uniform  sectional  area  being  equal  to 

*  Uniform  refers  to  space,  constant  to  time.  The  height  of 
the  hoTiaes  in  a  street  is  generally  not  uniform,  bat  it  is  constant 
as  long  as  thero  is  no  change  made  in  the  height  of  the  houses. 
If  water  be  run  out  of  a  cistern  the  level  at  all  parts  of  the  surface 
of  the  water  is  uniform,  but  it  is  not  constant,  since  it  stervdily  falls  as 
the  water  runs  out. 
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the  frictional  resistance  of  that  length  of  pipe  for  that 
particular  flow. 

Quite  analogous  with  this  there  is,  in  the  case  of 
an  electric  current  flowing  through  a  conductor,  a 
"  difference  of  potefUiaU**  at  two  points  in  the  conductor, 
and  this  diff'ere7ice  of  potentials  is  necessary  to  overcome 
the  *^ resistance"  of  the  conductor,  or  opposition  that  it 
oflfers  to  the  passage  of  an  electric  current  through  it. 


Pig.  28. 

The  pressure  per  square  inch  of  the  water  at  any 
point  in  a  tube  conveying  a  stream  can  be  ascertained  by 
attaching  a  vertical  stand-pipe  to  the  tube,  and  seeing  to 
what  height  the  water  is  forced  up  in  this  stand-pipe,  and 
if  at  a  number  of  |X)ints  A,  B,  c,  D,  E,  F  (Fig.  28)  in  a 
glass  tube  1 1,  conveying  a  stream  of  water,  a  series  of 
vertical  glass  stand-pipes  s„  Sj,  &c.,  be  fixed,  the  height 
to  which  the  water  is  forced  up  in  them  will  show  the 
distribution  of  pressure  along  the  pipe.  If  the  tube  1 1 
be  horizontal,  straight,  and  of  uniform  cross- section,  and 
if  the  flow  of  water  be  a  steady  one,  then  the  tops  of  the 
water  in  the  stand-pipes  will  be  found  to  all  lie  in  one 
straight  line,  from  which  it  follows  that  the  diflerence 
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of  pressure  between  any  two  points  is  proportional  to 
the  distance  between  the  points. 

If  the  screw  pinch-cock  s  be  fully,  or  nearly  fully,  open, 
and  that  at  s'  fully  open,  the  stream  of  water  through 
the  tube  1 1  will  be  rapid,  and  the  tops  of  the  columns  of 
water  in  the  stand-pipes  will  lie  in  a  straight  line  such  as 
T,  Tj  Tj.  If  the  cock  s  be  screwed  up  a  little  so  as  to 
squeeze  the  bit  of  indiarubber  tube  (that  at  s'  still  re- 
maining fully  open)  the  flow  will  be  diminished,  and  the 
line  joining  the  tops  of  the  columns  of  water  in  the  stand- 
pipes  will  make  a  less  angle  with  the  horizontal,  or 
occupy  a  position  t,t,t^  As  the  cock  s  is  screwed 
up  more  and  more  the  line  is  tilted  up  more  and  more, 
until  at  last,  when  the  cock  is  shut  and  the  water  turned 
off  altogether,  the  line  becomes  horizontal,  t^^t^^t^^,  and  is  at 
the  same  level  as  the  top  of  the  water  in  the  cistern. 
The  inclination  of  this  line  to  the  horizontal,  therefore, 
diminishes  as  the  flow  of  water  diminishes,  and  becomes 
nought  when  the  flow  ceases  altogether. 

So,  in  the  same  way,  the  *^  electric  potential"  at  different 
pcnnts  of  a  wire  conveying  a  current  can  be  measured 
statically  by  an  apparatus  Uiat  will  be  described  farther  on 
(§  7^9  pc^  i^O),  and  if  a  number  of  measurements  be  made 
of  the  potential  at  different  {joints  of  a  circuit  conveying  a 
current,  it  will  be  found  that  the  results  are  smaller  and 
smaller  as  we  proceed  in  one  direction ;  and,  farther,  if 
the  conductor  be  all  of  uniform  gauge,  and  made  of  the 
same  material,  and  the  electric  current  be  a  steady  one, 
it  will  be  found  that  the  difference  of  potential  between 
any  two  points  is  proportional  to  the  length  of  the 
conductor  between  these  points. 

This  analogy  between  the  distribution  of  water- 
pressure  and  of  electric  potential,  is  a  very  useM  one  for 
students  in  enabling  them  to  grasp  the  idea  of  electric 
potential ;  but,  like  many  other  analogies,  it  must  not  be 
pressed  too  far;  for  example,  a  bend  in  a  pipe,  even 
with  a  steady  flow  of  water,  is  found  to  cause  a  falling  off 
in  the  water-pressure ;  whereas,  a  bend  in  a  wire  has  no 
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effect  on  the  electric  potential  if  a  steady  current  is 
flowing;  or,  again,  if  there  be  a  sudden  expansion  or 
contraction  in  a  pipe,  there  is  a  sudden  alteration  of 
the  water-pressure,  which  has  no  analogy  in  any  sudden 
alteration  of  the  electric  potential  at  a  point  in  a  circuit 
where  the  sectional  area  of  the  conductor  changes 
abruptly. 

In  fact,  the  flow  of  water  or  of  gas  in  a  pipe  can  bo 
diminished  to  any  extent  by  a  contraction  of  one  point 
onlyf  which  may  be  practically  effected  by  partially  closing 
a  tap.  For  example,  if  the  screw  pinch-cock  s'  be  par- 
tially closed,  a  great  resistance  to  the  flow  of  the  water 
will  be  introduced  at  this  point,  shown  by  the  fact  that 
the  line  joining  the  tops  of  the  columns  of  water  in  the 
stand-pipes  now  breaks  up  into  two  portions  T^  t^  t^  and 
Tg'  Tj,'  Tg',  parallel  to  one  another,  but  the  one  much  below 
the  other  ;  whereas,  if  an  electric  circuit  consist  of  many 
yards  of  wire,  no  appi'eciable  alteration  of  the  current  will 
be  produced  by  making  only  half  an  inch  of  the  wire 
have,  say,  one-tenth  of  its  previous  sectional  area.  If, 
however,  the  current  be  so  strong  as  to  fuse  the  wire,  then 
the  current  will  become  nought,  just  as  the  sti*eam  of 
water  or  gas  becomes  nought  on  the  tap  being  entirely 
closed,  and  the  analogy  of  fluid  and  electric  flow  will 
again  hold. 

41.  Potential  of  the  Earth  Arbitrarily  taken  as 
Nought. — Unfortunately  the  statical  measurement  of 
electric  potential  is  not  nearly  as  simple  as  the  statical 
measurement  of  fluid  pressure,  in  consequence  of 
the  forces  produced  by  the  mutual  attractions  of  any 
two  ordinary  bodies  charged  with  electricity  being  very 
small.  Potential  has  also  to  be  measured  relatively,  in 
the  way  that  temperature  is  usually  measured,  and  not 
from  a  zero,  or  starting-point,  as  can  be  employed  in  the 
measurement  of  length  or  weight.  The  same  length  may 
be  called  one  yard,  or  three  feet,  or  thirty-six  inches,  or 
91*44  centimetres,  but  a  length  that  is  nought  on  any  one 
of  these  systems  of  measurement  is  nought  on  them  all ; 
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whereas,  not  only  is  the  temperature  which  is  called  15^ 
<m  the  Centigrade  scale  caUed  59°  on  the  Fahrenheit,  but 
the  temperature  that  is  called  0°  on  the  former  is  called 
32**  on  the  latter.  In  the  measurement  of  temperature, 
then,  we  take  the  temperature  of  some  definite  body  and 
call  it  0%  and  we  do  not  imply  by  doing  so  that  no  lower 
temperature  can  be  obtained ;  so,  in  the  measurement  of 
potential  we  take  the  potential  of  a  certain  body  and 
call  that  potential  nought — the  electric  potential  that  is 
arbitrarily  taken  as  nought  being  that  of  the  earth. 

In  thus  taking  the  potential  of  the  earth  as  the 
potential  level  to  measure  from,  no  assumption  is  made  as 
to  the  earth  having  no  charge  of  electricity  on  it ;  indeed, 
80  far  from  that,  experiment  shows  that  the  earth 
produces  exactly  the  same  electrical  effects  as  it  would  if 
it  were  "  negatively  "  or  "  resinously  "  electrified  :  that  is, 
electrified  in  the  same  way  as  is  a  piece  of  ebonite  after 
being  rubbed  with  a  piece  of  dry  flannel,  and  oppositely 
electrified  to  a  piece  of  dry  smooth  glass,  which,  after 
being  rubbed  with  a  piece  of  dry  silk,  is  said  to  be 
**  positively,^*  or  "  vitreotisly"  electrified. 

Measuring  potentials  relatively  to  that  of  the  earth 
18  simply  like  measuring  heights  above  the  Trinity  watei'- 
mark,  or  measuring  longitude  east  or  west  of  Greenwich. 

42.  The  Difference  of  Potentials  between  Two  Con- 
ductors does  not  Measure  the  Difference  in  their  Electric 
Chargea — The  fact  that  two  conductors  differ  in  poten- 
tial tells  us  nothing  about  the  quantities  of  electricity  in 
either  of  them,  nor  whether  these  quantities  are  positive  or 
negative,  nor  even  whether  either  of  the  bodies  is  charged 
with  electricity  at  all  {see  8,  §  69,  page  124).  All  that  we 
can  deduce  from  the  fact  that  two  conductors,  made  of  the 
same  material,  differ  ia  potential  is  that  if  they  be  joined 
by  a  wire  there  will  be  a  flow  of  electricity,  or  a  current 
from  one  to  the  other,  until  this  difference  of  potential  is 
destroyed ;  and  we  say  that  the  one  from  which  ^*  positive  " 
electricity  flows  has  lie  "  higher  potential^**  or  a  "  positive 
potential^"  relatively  to  the  other.     In  the  same  way,  by 
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knowing  the  fsuct  that  the  pressure  of  the  gas  in  two 
gas-holders  is  diiTerent^  we  have  no  information  as  to  the 
quantities  of  gas  in  either  of  the  vessels,  but  we  merely 
are  sure  that,  if  the  vessels  be  joined  by  a  pipe,  gas  will 
flow  from  the  vessel  in  which  the  pressure  is  greater  into 
that  in  which  it  is  less  as  long  as  any  difference  in 
pressure  remains.  So,  in  the  same  way,  if  two  vessels 
standing  on  the  table  contain  water,  and  if  we  merely 
know  that  the  level  of  the  water  in  one  of  them  is  higher 
than  that  in  the  other,  we  can  tell  nothing  about  the 
number  of  gallons  of  water  in  the  two  vessels ;  but  what 
we  do  know  is,  that  quite  irrespectively  of  the  size  of  the 
vessels,  or  of  the  quantity  of  water  in  them,  if  the  two 
vessels  be  joined  together  by  a  pipe  anywhere  below  the 
lower  water-level,  water  will  flow  from  that  in  which  the 
level  is  higher  into  that  in  which  it  is  lower  until  this 
diflerence  of  level  is  destroyed. 

So,  again,  we  can  form  no  conception  from  the  ^t 
iliat  one  body  is  hotter  than  another  as  to  the  amount  of 
heat  either  will  give  out  in  cooling  down  to  the  freezing 
temperature,  or  even  which  of  the  two  will  give  off  the 
greater  amount  of  heat  when  so  cooled ;  the  existence  of 
a  difference  of  temperature  between  two  bodies  only 
justifies  us  in  concluding  that  if  the  bodies  be  so  placed 
that  heat  can  pass  from  one  to  the  otlier,  heat  will 
pass  from  the  hotter  to  the  colder  as  long  as  any  dif- 
ference of  temperature  exista 

Difference  of  potential  in  electricity  is  therefore 
analogoiLS  with  difference  of  pr^sure  in  gases,  ivith 
difference  of  level  in  liquids,  and  toith  difference  of 
temperature  in  heat. 

From  what  has  been  said,  it  follows  that  if  two 
conductors  of  the  same  material  be  in  electric  connection 
with  one  another,  and  if  no  current  be  flowing  from  one 
to  the  other,  the  potential  of  the  two  bodies  must  be  the 
same.  Hence  tlie  potential  at  all  points  qfa  conductor  on 
which  electricity  is  at  rest  must  he  uniform, 

48.  Volt. — If  two  conductors,  having  different  electric 


Digitized  by  VjOOQIC 


Cbrnp^ra.]  THE  VOLT.  87 

potentials,  be  brought  into  the  immediate  neighbourhood 
of  one  another,  what  is  called  ^inductive  action"  will 
take  place  between  them  :  that  is  to  say,  the  presence 
of  each  will  disturb  the  distribution  of  electricity  on  the 
other,  and  there  will  be  an  attractive  force  tending  to 
make  the  bodies  approach  one  another.  The  magnitude 
of  tiiis  force  is  connected  in  a  perfectly  definite  way 
with  the  diflference  of  potentials  between  the  bodies, 
their  sizes  and  shapes,  and  their  positions  relatively  to 
one  another,  but  this  connection  is  in  general  a  com- 
plicated one;  If,  however,  the  opposed  surfJEu^es  of  the 
two  conductors  be  planes  parallel  to  one  another,  this 
force  will  be 

4-508  X  10-»«  X  V» 
— grammes 

for  each  square  centimetre  of  the  opposed  surfaces,  where 
V  is  the  potential  difference  in  ^* volts"  between  the 
conductors,  and  d  the  perpendicular  distance  in  centi- 
metres between  the  surfaces. 

If  the  force  be  measured  in  grains,  the  distance  in 
inches,  and  the  unit  of  attracted  area  be  one  square  inch, 
then  the  force  becomes 

6-955  X  10-^  X  V 
d^ 

In  order  that  this  formula  may  be  rigorously  true,  it 
is  necessary  <hat  the  bit  of  the  plane  surface  on  which 
we  are  considering  the  attraction  should  be  situated  at  a 
distance  from  the  edge  of  the  plane  which  is  large  in 
comparison  with  d 

The  particular  values  of  the  constants  employed  in 
the  last  two  expressions  have  not  been  selected  arbitrarily. 
The  selection  of  special  imits  for  the  measurement  of 
force,  distance  area,  and  potential  difference  determines 
the  values  of  the  constants  in  each  particular  case,  so 
that  while  the  first  set  applies  to  grammes,  centimetres, 
and  volts,  the  second  set  applies  to  grains^  inches,  and 
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volts.  For  a  certaia  set  of  units  of  force,  distance,  area, 
and  potential  difference  (viz.,  dynes,  centimetres,  square 
centimetres,  and  absolute  electrostatic  units  of  potential 
difference),  the  constants  become  still  simpler,  and,  indeed, 
the  magnitude  of  the  electrostatic  unit  of  potential  differ- 
ence was  selected  so  as  to  make  the  fundamental  equations 
of  attraction  as  simple  as  possible.    This  unit  of  potential 


Fig.  29 

difference,  however,  is  not  use^  practically  for  several 
reasons,  one  of  which  is  that  it  is  much  too  large  for 
such  purposes ;  hence,  the  equations  just  given,  and 
which  are  expressed  in  what  are  called  engineer's  units, 
contain  what,  at  first  sight,  might  appear  to  be  arbitrary 
constants. 

44.  Measuring  Potential  Diflference  by  Weighing. 
— We  can,  therefore,  measure  the  potential  difference 
between  two  conductors  by  weighing  the  attraction,  and 
Fig.  29  shows  a  rough  lecture  model  of  a  "  weight  eUctro- 
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meier  "  for  effecting  this  result  a  is  a  metallic  plate  insu- 
lated from  the  ground,  but  in  electric  connection  with  any 
conductor  p,  and  therefore  having  the  potential  of  P.  B 
is  a  plate  susi)ended  by  fine  wires  from  one  end  of  the  beam 
of  a  balance  which  is  well  insulated  from  the  ground,  but 
in  metallic  connection  with  c  and  D,  and  with  a  body  Q, 
B,  c,  and  D  have  therefore  the  potential  of  Q.  c  D  is 
in  reality  a  square  or  circular  plate,  with  a  hole  cut  in 
it,  which  is  nearly  filled  up  by  b,  as  seen  in  Fig.  30,  the 
distance  between  the  outer  edge  of  b 
wad  the  inner  edge  of  c  D  being  about 
three-quarters  of  a  millimetre,  or  0*03  of 
an  inch.  The  use  of  the  "  gtcard  ring,** 
as  it  is  called,  c  D,  is  to  cause  the  law 
given  above  to  be  accurately  true  for  all 
parts  of  B  when  the  lower  surface  of  b  is 
in  the  same  plane  as  the  lower  surface  Fig.  30. 

of  c  D  (see  the  last  paragraph  but  one, 
page  87)  ;  and  the  instrument  is  so  adjusted  that  when  the 
pointer  points  to  nought  on  the  scale,  that  is,  when  the 
balance  indicates  the  equality  of  the  weight  in  the  light- 
hand  scale-pan  and  the  attraction  of  B,  the  lower  surfaces 
of  B  and  c  D  are  in  one  plane. 

Such  an  apparatus  can  be  used  to  measure  a  large 
difference  of  potential  absolutely  in  volts,  and  we  might 
define  2,000  volts  as  the  difference  of  potential  between 
A  and  B  when,  the  distance  between  A  and  b  being  half  a 
centimetre,  and  the  area  of  b  100  square  centimetres,  the 
force  acting  on  b  was  0*72128  grammes.  As  will  be  seen, 
however,  later  on  (§81,  page  141),  it  is  more  convenient 
to  define  a  volt  in  terms  of  the  ampere  (the  standard 
of  current)  and  the  "  ohm  "  (the  standard  of  resistance). 

Example  17.— If  in  the  apparatus  shown  in  Fig.  29 
the  suspended  plate  b  were  square,  and  its  edge  1  -4  centi- 
metres long,  and  if  the  distance  between  it  and  the  fixed 
plate  A  were  3  millimetres,  what  potential  difference  in 
volts  must  be  maintained  between  a  and  b  so  that  the 
attractive  force  may  be  1  milligramme ) 
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From  what  has  preceded,  we  see  that  the  attractive 
force  on  each  square  centimetre  of  the  area  of  the  sus- 
pended plate  is 

4-508  X  10-wV» 

— grammes, 

therefore  the  force  on  the  whole  sxispended  plate  is 

,  ,,      4-508  X  10-»«V» 

0^3* grammes, 

and  this,   by   the  question,  has  to  be  equal  to  OOOl 
grammes.     Hence 

0-3  X  10*         /  0-001 


V  = 


4^ 


1-4  V    4-508 

Anstoer, — 319*2  volts. 


Example  18. — If  the  movable  plate  be  circular,  what 
must  be  its  diameter  so  that  when  at  a  distance  of  1 
millimetre  from  the  fixed  plate  a  difference  of  potentials 
of  10  volts  shall  produce  an  attraction  of  ^^  gramme  ? 

Let  X  be  the  diameter  of  the  circular  movable  plate  in 
centimetres,  then  its  area  equals 

4  * 

Hence,  as  the  potential    difference    is    10    volts,   the 

force  is 

iro^      4-508  X  10-^^  X  10* 

T  ^ 00^ gn^n^mes, 

and  this  is  to  be  equal  to  y^ ;  therefore 

a;  =  2  X  01  X  10<     -    '         "^^ 


/— -OT 


4-508 
Answer. — 53-14  centimetres. 

Example  19. — If  the  suspended  plate   be  3-5  square 
centimetres  in  area,  what  must  be  its  distance  from  the 
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fixed  plate  80  that  120  volts  may  produce  an  attraction  ol 
^^grammel 

If  a;  be  the  dist&nce, 

„  ,      4-508  X  10-^<>  X  120*        1 

3-5  X 1 =  — — > 

Q^  500 


.-.      «=  120  X  10-»  v/3'5  X  4-508  x  500 

Answer, — 1-066  millimetre. 

Example  20. — ^What  force  will  be  produced  on  a 
movable  plate  of  4*3  square  centimetres  4  millimetres 
distant  from  the  fixed  plate,  if  the  potential  difference  be- 
tween them  is  75  volts  ? 

Answer — 0  0681 6  milligrammes. 

46.  Increasing;  the  Sensibility  of  the  Weight  Elec- 
trometer by  using  an  AiudHary  High  PotentiaL— 
It  would  be,  however,  quite  impossible  with  such  an  apparatus 
to  measure  a  potential  difference  of  one  or  two  volts,  since  unless 
the  distance  between  the  plates  was  very  small — in  which  case  want 
of  perfect  parallelism  of  the  plates  woiJd  introduce  a  serious  error 
—the  force  of  attraction  even  with  a  fairly  large  suspended  plate 
would  he  extremely  small.  By  employing  the  following  device, 
however,  the  distance  between  the  plates  may  be  several  milli- 
metree,  and  the  force  of  attraction  some  grains  when  a  potential 
difference  of  one  or  two  volts  between  the  bodies  p  and  q  (Fig.  29) 
has  to  be  measured. 

Let  the  fixed  plate  a  be  charged  permanently  to  a  very  high 
and  constant  potential,  V  volts,  by  being  connected  with  a  body  a 
which  is  at  that  |>otential,  V  being  measured  relatively  to  a  motailic 
case  (not  shown  in  the  figure)  which  encloses  the  apparatus.  First 
let  ihib  suspended  plate  b  and  the  guard  ring  c  d  be  connected  with 
one  of  the  bodies  p,  having  a  potential  t^j,  in  volts,  relatively  to  the 
case  of  the  apparatus,  then  if  /i  is  the  force  in  grains  when  the 
suspended  plate  of  area  a  square  inches  is  in  the  plane  of  the  guard 
ring,  and  at  a  distance  d  inches  from  the  fixed  plate, 

a  (V-r,)« 
/i  =  6-965  X  10-8  X      ^^2^ 

From  this  equation  it  will  be  seen  that  even  if  f^  is  larger  than 
it  was  when  p  and  a  were  connected  with  a  and  u  respectively,  d 
may  now  be  very  much  larger  than  the  distances  previously  em- 
ployed to  separate  the  plates,  since  Y-  f*]  is  very  great  compared 
wiih#i. 
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Next  ccmnect  q  with  the  suspended  plate  b  and  the  guard  lio^ 
c  D,  then  if  the  potential  of  a  be  r^  volts  relatively  to  the  outside  of 
the  apparatus,  and  if /j  be  the  attraction  in  g^ns  for  the  same  dis- 
tance d  between  the  plates, 

/,  =  6-965  X  10-»  x"*^"*"*^- 
a* 

Hence 

V-r,-(V-ri)orri-i^=  ———————  f^ ^  ^^^ 

-v/6-956  X  10-»  X  a  ^^•''      ^"^  ' 

If /i  and/,  be  measured  in  grammes,  d  in  centimetres,  and  a  in 
square  centimetres,  then  reasoning  in  the  same  way,  we  obtain 

Vi-^^-rz  .      —  C//7-  \//i)- 

v/4-508  X  lO-i®  X  a  ^""^      ^"^^^ 

Of  course  ^/T\^ '/T\  ^^  ^  ^^  larger  than  would  have  been  the 
square  root  of  the  force  of  attraction  if  p  and  q  had  been  respectively 
connected  simply,  one  with  the  fixed  plate  a,  and  tibe  other  with  the 
movable  plate  and  g^uard  ring,  and  if  the  high  potential  of  u  had 
not  been  used ;  but /j  and  f^  the  two  forces,  will  be  each  large,  and 
can  be  accurately  measured,  and  what  is  especially  important,  d 
will  be  large,  and  the  error  arising  from  want  of  perfect  parallelism 
of  the  plates  entirely  eliminated. 

Another  and  simpler  method  of  using  the  preceding  apparatus 
consists  in  keeping  the  attractive  force  constant,  and  in  varying,  by 
means  of  a  micrometer  screw,  the  distance  between  the  fixed  and 
movable  plates,  so  that  this  constant  force  (which  must  of  course 
be  known  in  grains  or  grammes)  is  exerted  between  the  plates 
when  the  lower  surface  of  the  movable  one  is  in  the  same  plane  as 
the  lower  surface  of  the  guard  ring.  If  then  di  and  d^  be  the 
distances  in  centimetres  respectively  when  the  same  force  /  in 
grains  is  produced  when  b  is  connected  respectively  with  p  and  q, 
A  being  connected  with  r, 

/=  6-906  X  10-.  i^^'. 

»1 


/=  6-956  X  10-» 


rj-rj  =  {dt-di) 


a/; 


6-955  X  10'»  X  a 
If  pi^vt  is  very  small,  so  also  will  be  d^—  di,  bat  d^  and  d^  will 
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themselves  be  large,  so  that  no  error  will  be  produced  on  account  of 
want  of  perfect  parallelism  of  the  fixed  and  movable  plates. 

Two  electrometers  on  this  principle  have  been  invented  by  Sir 
William  Thomson;  in  the  one,  the  "absolute  eUetrometer,'*  the 
force  exerted  on  the  movable  plate  b  (Fig.  29)  is  known  in  grammes 
or  grains,  so  that  the  potential  difference  is  measured  absolutely  in 
▼dts;  in  the  other,  the  ^^  portable  electrometerj^  the  value  of  this 
force  is  not  known,  but  it  is  always  the  same  when  the  lower  sur- 
face of  tho  movable  plate  b  is  in  the  same  plane  as  the  lower 
surface  of  the  guard  rin^  c  d.  With  this  latter  arrangement  we 
cannot  determine  a  potentud  difference  Vi  -  v^  absolutely  in  volts, 
hut  we  can  use  the  instrument  as  a  relative  electrometer,  and 
measure  the  ratio  of  Vi  to  t>j  by  taking  a  third  or  earth  reading, 
obtained  by  reducing  the  potential  of  a  b  to  nought  by  connecting 
it  to  the  metallic  case  of  the  instrument :  then  ild^iR  the  distance 
in  inches  between  the  fixed  and  movable  plates, 

/=  6-956  X  10-»  -^  grains. 

Combining  this  with  the  two  other  equations  for/,  we  have 


f 


6-956  X  10-»  X  a 

f^  ""  <^  -  «^* 

With  Sir  William  Thomson's  absolute  and  portable 
electrometers^  a  potential  difiference  of  one  volt  can  just 
be  measured. 

A  fer  more  sensitive  relative  electrometer,  but  one 
which  is  not  at  all  portable,  as  hitherto  constructed,  is 
Sir  WiUiam  Thomson's  **  quadrant  electrometer,^^  which 
owes  its  great  sensibility  to  the  fact  that,  unlike  the  last 
two  instruments,  the  sensibility  of  the  quadrant  electro- 
meter is  increased  by  increasing  the  potential  of  the 
auxiliary  electrified  body.  The  quadrant  electrometer  in 
its  most  perfect  foim  is  too  complicated  an  instrument 
to  be  employed  by  a  beginner,  but  a  description  of  the 
details  of  the  construction  of  a  simplified  type  is  given 
m§  75,  page  130. 
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46.  Rough  Electrometer. — A  ^'^oidrleaf  electroscope'* 
IB  a  rough  electrometer  or  potential  difference  measurer. 
This  instrument,  as  generally  made,  has  a  variety  of  de- 
fects, which  will  be  referred  to  later  on,  but  a  form  devised 
by  the  author,  and  in  which  these  defects  are  eliminated, 
is  shown  in  Fig.  31.     It  consists  of  a  glass  shade  G  G 

resting    on     a    wooden 
base,  and  covered  inside 
with  strips  of  tin-foil   T 
so  as  to  leave  only  suffi- 
cient of  the  glass  bare  to 
enable  the  gold-leaves  to 
be  visible.     These  strips 
of  tin-foil  are  bent  round 
the  bottom  of  the  glass 
shade,     and     connected 
electrically  with  a  brass 
ring  round  the   bottom 
of    the   outside   of    the 
shade.       To    this    ring 
three     horizontal    brass 
legs    are    attached    for 
fixing  the  shade  to  the 
base,  and  in  one  of  them 
is  a  binding-screw  s  for 
':  holding  any  wire  which 
we  wish  to   electrically 
connect   with    the    tin- 
Fig.  31.  foil  coating.     Inside  the 
shade   o  o,   a   thin   rod 
of  flint-glass  g  g,  shaped   as   shown,  is   cemented   into 
two  holes  in  the  base,  and  at  the  centre  of  this  i-od  is 
cemented  a  little  metallic  tube  t  <,  carrying  a  thick  wire 
w  w,   and    the   gold-leaves   l.      This   wire .  w    w  passes 
through  the  top  of  the  instrument  vnthout  touching  it, 
and  may  carry  at  its  top  a  little  knob  or  a  little  binding- 
screw.     V  is  a  vessel  containing  pumice-stone  soaked  in 
strong  sulphuric  acid,  which  has  the  effect  of  keeping  the 
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intorior,  and  consequently  the  glass  rod  g  g^  quite  diy. 
When  the  instrument  is  not  in  use,  the  little  ebonite 
stopper  p,  sliding  a  little  stiflBly  on  the  wire,  is  pushed 
down,  and  so  closes  the  hole  in  the  top  of  the  instrument. 
47.  Action  of  a  Gold-leaf  Electroscope. — It  has 
been  stated  (§  43,  page  87)  that  when  two  conductors  in 
the  immediate  neighbourhood  of  one  another  are  at 
different  potentials  they  t^nd  to  approach  one  another 
with  a  force  which  depends  solely  on  the  potential  dif- 
ference, and  on  the  shape  and  relative  position  of  the 
conductors.  Hence  it  follows  that  when  the  gold-leaves 
and  the  tin-foil  coating  of  the  electroscope  are  at  different 
potentials,  there  will  be  for  each  potential  difference  a 
certain  definite  force  pulling  each  gold-leaf  towards  the 
tin- foil  coating  on  its  own  side.  This  causes  the  gold-leaves 
to  diverge,  and  consequently  to  be  slightly  raised  until 
the  forces  due  to  their  weight  exactly  balance  the  forces 
of  attraction  between  them  and  the  tin-foil  coating. 

For  a  given  gold-leaf  electroscope,  then,  the  di- 
vergence of  the  gold-leaves  depends  simply  on  the  poten- 
tial difference  between  tJie  gold-leaves  L,  a'iid  the  tin-foil 
eocUing  t  ;  and  the  value  of  any  particular  divergence 
of  the  leaves,  noted  on  a  fixed  graduated  scale  attached 
to  the  electroscope,  but  not  shown  in  the  figure,  can 
be  ascertained  in  volts  for  any  particular  electroscope 
by  comparison  with  a  weight  electrometer  previously  de- 
scribed, or  it  can  be  calibrated  by  the  method  described 
in  §  191,  page  354. 

Experiment  shows  that  a  well-made  electroscope, 
with  the  leaves  male  of  thin  pure  gold — not  "Dutch 
gold,"  which  is  often  employed  for  this  purpose — will 
show  a  perceptible  divergence  for  a  potential  difference  of 
about  100  volts. 

If  w  w  be  connei:ted  with  the  screw  s  by  means  of  a 
piece  of  wire,  no  difference  of  potentifils  can  be  set  up 
between  the  gold-leaves  and  the  outside,  hence  no  diver- 
gence of  the  gold-leaves  can  be  produced  even  by  putting 
the  electroscope  on  an  insulating  stand,  and  charging  it 
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SO  that  sparks  can  be  drawn  from  any  part  of  the  electro- 
scope on  the  finger  being  approached. 

If  the  wire  w  w  be  connected  with  any  body  A,  and 
the  binding-screw  s  with  any  body  b,  then  the  divergence 
of  the  gold-leaves  serves  to  show  the  potential  difference 
between  A  and  b  in  accordance  with  the  absolute  cali- 
bration curve  of  the  particular  instioiment.  If  then  B 
be  a  gas-  or  water-pipe  in  connection  with  the  eaHh,  the 
potential  of  the  tin-foil  coating  will  be  nought,  and  the 
divergence  of  the  gold-leaves  will  measure  simply  the 
potential  of  a. 

In  a  moist  country  like  England  the  divergence  of  the 
gold-leaves  will  approximately  measure  the  potential  of 
WW,  or  of  any  conductor  electrically  connected  with  w w, 
relatively  to  the  earth  without  connecting  s  with  the 
earth  by  means  of  a  wire,  since  the  film  of  moisture  which 
condenses  on  the  dusty  wooden  base  makes  a  more  or  less 
good  electric  connection  between  s  and  the  ground,  so 
that,  unless  special  precautions  be  taken  to  insulate  the 
wooden  base  from  the  ground,  the  tin-foil  coating  may 
be  regarded  as  being  approximately  at  the  potential  of 
the  eaith. 

48.  Objections  to  the  Ordinary  Methods  of  Con- 
structing Gold-leaf  Electroscopes. — In  the  gold-leaf 
electroscopes  commonly  met  with  in  shops,  the  rod  w  w, 
carrying  the  gold-leaves  L,  is  supported  from  the  top  of 
the  instrument,  as  if  the  sliding-plug  p  (Fig.  31)  were 
permanently  kept  pressed  down,  and  the  glass  rod  g  g 
removed.  The  consequence  is  that  there  is  a  great 
tendency  for  electricity  to  leak  down  the  outside  of  the 
glass  shade,  on  account. of  the  moisture  and  dust  on  it. 
And  farther,  even  if  the  inside  of  the  glass  shade  were 
clean  and  dry,  and  had  no  tin-foil  pasted  on,  much  more 
electricity  would  leak  along  its  surface  than  would  leak 
along  the  surface  of  the  thin  flint-glass  rod  g  g.  For  the 
breadth  of  the  surface  at  right  angles  to  the  direction  of 
leakage  is  much  greater  in  the  case  of  the  shade  than  in 
the  case  of  the  rod,  or  simply  the  width  of  the  road 
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iJoDg  which  leakage  takes  place  is  much  greater  for  the 
sorface  of  the  glass  shade  than  for  the  surface  of  the  rod. 
To  avoid  this  leakage,  it  is  the  practice  of  electrical 
instminent  makers  to  endeavour  to  render  the  surface 
of  the  shade  as  insulating  as  possible  by  coating  it  with 
shellac  yarnish,  which  is  less  hygroscopic,  or  attractive 
of  moisture,  than  the  glass,  and  by  not  using  any  tin-foil. 
But  the  effect  of  rendering  the  glass  shade  insulating  is 
to  cause  some  conductor  outside  the  instrument  (the 
table,  or  the  walls  of  the  room,  or  it  may  be  the  body  of 
the  experimenter)  to  replace  electrically  the  tin-foil 
coating  T  seen  on  the  glass  shade  in  Fig.  31.  Hence, 
the  gold-leaf  electroscope,  when  constructed  of  the  form 
usually  met  with  in  shops,  measures  when  dry  the  dif- 
ference of  potentials  between  the  gold-leaves  and  some 
vague  body  outside  the  apparatus.  And  whenever  we 
use  it,  we  are  landed  on  the  horns  of  a  dilemma — if  we 
leave  the  outside  of  the  shade  damp  (as  it  frequently  will 
be  in  England  unless  it  be  dried  near  a  fire),  the  jw^tential 
of  the  outside  of  the  glass  becomes  practically  that  of  the 
earth,  and  the  indications  of  the  instrument  have  a 
definite  meaning.  But  the  insulation  of  the  glass  being 
much  lowered  by  tliis  coating  of  moisture,  the  mere  con- 
necting of  any  charged  body  by  a  wire  with  the  knob  of 
the  electroscope  tends  to  discharge  the  body,  or  lower  its 
potentiaL  On  the  other  hand,  if  we  take  precautions  to 
clean  and  dry  both  surfaces  of  the  glass  shade,  this 
leakage  difficulty  may  be  overcome,  but  then  a  most 
serious  vagueness  is  introduced  as  to  which  of  the 
various  conductors  outside  the  electroscope  is  the  one 
with  whose  potential  the  potential  of  the  body  under 
test  is  being  compared.     {See  §  57,  page  108.) 

49.  Gonduction  and  Induction. — A  conductor  can 
be  electrified  either  by  a  transfer  of  electricity  between 
it  and  another  conductor,  or  merely  by  an  alt&ration  in 
the  distribution  of  the  electricity  on  .its  surface  without 
any  transfer  of  electricity  to  another  conductor.  In 
the  former  case  the  body  is  said  to  be  electrified  "  by 
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conduction"  or  "  conductively  ;  "  in  the  latter  "  by  in- 
duction,'^  or  ^''  inductively y  Loading  or  unloading  a  ship 
would  be  analogous  with  electiic  conduction,  while  shift- 
ing some  of  the  cargo  from  the  bow  to  the  stern  would 
be  analogous  with  induction.  Acting  inductively  on  a 
charged  insulated  conductor  neither  increases  nor  dimi- 
nishes the  charge  on  the  conductor  as  a  whole,  although 
it  alters  the  distribution  of  the  charge  {see  2—7,  §  69, 
page  123).  If  the  conductor  be  previously  uncharged, 
then  acting  inductively  on  it  produces  no  charge  on  it  as 
a  whole,  but  merely  induces  equal  and  opposite  charges 
on  its  two  sides  or  ends  {see  8,  §  69,  page  124).  An  in- 
ductive method  may,  however,  be  conveniently  employed 
to  charge  a  conductor  by  connecting  it  with  the  earth 
by  a  wire,  while  an  electrified  body  is  held  near  it,  then 
removing  the  earth  connection,  and  lastly,  the  electrified 
body.  If  this  electrified  body  has  a  positive  potential, 
the  charge  induced  in  tlie  conductor  will  be  negative. 
Instead  of  connecting  the  conductor  with  the  earth  by  a 
wire,  one's  own  body  may  be  used,  and  the  conductor 
touched  with  the  finger. 

When  the  gold-leaves  of  an  electroscope  are  charged 
inductively  in  this  way,  care  must  be  taken  not  to  in- 
duce too  great  a  charge  in  the  knob,  as  otherwise  on 
removing  the  electrified  body,  the  leaves  will  diverge  so 
widely  as  to  be  torn  asunder. 

50.  Potential  Uniform  at  All  Points  Inside  a 
Closed  Conductor. — We  have  seen  that  when  electricity 
is  at  rest  on  a  conductor  the  potential  at  all  points  of  the 
conductor  is  the  sauie.  The  following  experiment  will 
show  that  not  only  is  this  the  case,  but  that  the  potential 
at  all  points  inside  a  closed  hollow  conductor  is  uniform, 
and  has  tJie  sarne  value  as  at  any  point  on  the  surface  of 
the  conductor: — Attach  one  end  of  a  fine  wire  to  the 
knob  of  the  electroscope,  and  the  other  to  the  end  of 
a  clean  dry  glass  rod,  which  is  to  be  used  as  an  insulating 
handle  for  holding  the  end  of  the  wire  by.  Then,  if  this 
end  be  touched  against  the  outer  surface  of  a  conductor, 


Digitized  by  VjOOQIC 


Chap,  m  ]    NO  FORCE  INSIDE  A  CLOSED  CONDUCTOR.  99 

chaiged  oonductively  or  inductively,  or,  after  being  intro- 
daoed  insido  the  conductor  through  a  hole  in  its  surface, 
it  be  first  touched  against  the  inside  surface,  and  then  be 
held  merely  inside  the  hollow  conductor  without  touch- 
ing it,  or  be  liioved  about  inside  the  hollow  conductor, 
the  dirergence  of  the  gold-leaves  will  be  exactly  the 
same,  proving  what  is  stated  above.  The  hole  in  the 
surface  of  the  conductor  through  which  the  test  wire  is 
introduced  may  be  fairly  large— as  large,  for  example,  as 
the  opening  at  the  top  of  a  coffee-pot — without  altering 
what  has  just  been  stated,  excepting  for  points  in  the  air 
just  inside  the  pot  close  to  the  opening,  where  the 
potential  will  be  somewhat  different  from  the  uniform 
potential  inside  the  pot.  If,  however,  the  opening  be 
small,  then  the  potential  even  just  inside  the  opening 
will  be  found  to  be  the  same  as  the  uniform  potential  of 
the  pot,  so  that  if  the  metallic  surface  of  the  conductor  be 
not  continuous,  but  be  made  of  wire  gauze,  or  even  of 
bits  of  wire  like  a  bird-cage,  the  potential  is  found  to  be 
uniform  inside,  unless  the  meshes  of  the  wire  gauze  be 
very  large. 

51.  No  Force  Inside  a  Closed  Conductor  Due  to 
Exterior  Eleotriflcation. — Since  the  potential  at  all 
points  inside  a  hollow  closed  conductor  is  xmiform  and 
equal  to  the  potential  of  the  surface  of  the  conductor,  as 
far  as  exterior  electrification  is  concerned,  it  follows  that 
if  there  be  electrified  bodies  inside  a  hollow  conduc- 
tor, either  some  or  all  insulated  from  the  conductor,  the 
raising  or  lowering  of  the  potential  of  the  conductor 
relatively  to  the  earth  will  not  alter  in  the  slightest  the 
potential  difference  between  any  two  bodies  inside.  In 
fact,  no  matter  what  electrified  bodies  there  may  be  in- 
side the  conductor,  the  relative  internal  distribution  of 
potential  will  be  quite  unaffected  by  electrifying  the  con- 
ductor outside,  either  conductively  or  inductively.  This 
experiment  was  first  tried  by  Faraday  on  a  large  scale ; 
be  found  on  taking  his  most  delicate  electri^  appa- 
ratus inside  a  room  which  he  had  had  built  of  wood 
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twelve  feet  cube,  covered  with  tin-foil  to  make  it  con- 
ducting, and  insulated  so  that  it  could  be  charged,  that  he 
was  totally  unable  to  detect  the  slightest  evidence  of  this 
room  being  electrified  outside,  even  when  it  was  so  power- 
fully electrified  that  sparks  were  being  given  off  by  the 
walls  of  the  room,  nor  could  he  detect  any  evidence  of 

any  electric  disturbance 
produced  outside  the 
room.  This  important 
fact  may  be  expressed 
by  saying  that  there  is 
no  electric /orce  inside  a 
condtictor  due  to  exterior 
electrification^  or  a  me- 
tallic shelly  no  matter 
how  thin,  completely 
screens  inside  bodies 
from  exterior  electrifica- 
tion. 

This  fact  may  be 
tried  experimentally, 
thus— c  c  (Fig.  32)  is  a 
cage  made  of  rather  fine 
wire  gauze,  and  sup- 
ported on  an  insulating 
stand.  Inside  this  cage 
are  suspended  one  pair 
of  pith  balls,  by  means 
Fig.  32.  of  silk  fibres,  which  are 

fairly  insulating,  and 
one  pair  by  pieces  of  cotton,  which  is  relatively  a  fairly 
good  conducting  substance.  Outside  the  cage  one  or 
more  pairs  of  pith  balls  are  suspended  by  pieces  of 
cotton.  Then  it  will  be  found  that,  whereas  the  pith 
balls  outside  the  cage  can  be  made  to  diverge  from 
one  another,  either  by  bringing  an  electrified  body  near 
the  cage  so  as  to  electrify  it  inductively,  or  by  giving 
it  a  charge,  it  is  impossible  by  any  method  to  produce 
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the  slightest  divergence  of  either  of  the  pairs  of  the  pith 
balls  inside  the  cage. 

The  converse  of  this,  however,  is  not  univeraaUy 
true,  that  is,  a  metallic  box  may  or  may  not  screen 
bodies  placed  otUside  it  from  the  action  of  an  electrified 
body  put  inside  the  box.  Four  distinct  cases  must  be 
considered. 

1.  If  the  box  be  connected  with  the  earth  the 
screening  action  ¥dll  be  perfect  whether  the  box  be  small 
mr  \aTge, 

2.  If  the  metallic  box  be  not  connected  with  the 
earth,  and  be  not  much  larger  than  the  electrified  body 
inside  it,  the  screening  action  will  be  very  small. 

3.  If  the  box  be  not  connected  with  the  earth,  but 
if  the  dimensions  of  the  side,  which  is  between  the  body 
inside  it  and  the  body  outside,  be  fairly  large  compared 
wiih  the  distance  between  the  bodies,  the  screening  action 
will  be  considerable. 

i.  If  the  dimensions  of  the  side  referred  to  in  3  be 
very  large,  then  the  screening  action  will  be  as  perfect 
as  with  arrangement  1. 

52.  A  Metallic  Box  not  a  Magnetic  Screen  unless 
made  of  Very  Thick  Iron. —  Contrasted  with  the  ex- 
periment made  with  the  apparatus  shown  in  Fig.  32, 
the  following  may  be  tried  : — b  b  (Fig.  33)  is  a  wooden 
stand  coTer^  with  a  glass  shade,  and  having  inside  it  a 
small  magnetic  needle  m,  suspended  by  a  fibre  of  unspun 
silk  from  a  fixed  wire  bridge.  Attached  to  the  needle  is 
a  long  -pointer  pp,  by  means  of  which  the  deflection  of 
the  needle  is  read  off  on  a  scale  fastened  at  the  base  of  the 
instrument.  The  magnetic  needle  takes  up  a  particular 
position  due  to  the  earth's  magnetic  atti-action,  from  which 
it  may  be  deflected  by  means  of  the  magnet  m,  which  can 
be  fixed  in  any  desired  position.  If,  now,  when  the 
needle  m  has  been  deflect^  30°  or  40°  from  the  position 
it  occupied  due  to  the  earth,  screens  of  copper- wire  c  c, 
brass  wire  6  6,  Ac,  be  successively  put  over  the  stand  and 
glass  shade  B  b,  and  thus  iiiterposeid  between  h  and  m,  it 
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will  be  found  that  not  the  slightest  change  will  be  pi-oduced 
in  the  deflection  of  wi,  or,  in  other  words,  the  insertion  of 
these  screens  does  not  in  any  way  diminish  the  magnetic 
attraction  between  M  and  m.  And  this  will  be  found  to 
be  still  the  case  even  when  a  screen  made  of  iron  wire  is 
interposed. '  In  making  this  latter  expeiiment  it  is  some- 
times found  that  the  interposition  of  a  screen  made  of 
iron  wire  does  vary  the  deflection,  but  on  examination  it 
will  be  found  that-  this  variation  is  due  to  the  iron  wire 
itself  having  been  previously  magnetised,   and   having 


Fig.  33. 

retained  some  of  its  previous  magnetism  from  its  being 
hard,  and  not  to  its  shielding  m  from  M.  The  proof  of 
this  is  that  turning  round  the  screen  will  alter  the  deflec- 
tion of  7/1,  and  hence  that,  while  with  one  position  of  the 
iron  screen  the  deflection  of  m  is  diminished,  with  another 
it  will  be  much  increased.  This  disturbing  effect  arising 
from  residual  magnetism  on  the  screen,  can  be  avoided 
by  constructing  the  screen  of  soft  iron  wire,  and  making 
it  red-hot  just  before  the  experiment. 

If,  however,  a  wide  plate  of  thick  soft  ii*on  be  in- 
serted between  m  and  7n,  the  deflection  of  m  from  its 
position  due  to  the  earth's  magnetism  will  be  diminished, 
and  if  B  B  be  inserted  inside  an  iron  box,  whose  sides 
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have  the  thickness  of  the  sides  of  an  ordinary  iron  safe, 
then  not  merely  will  this  box  screen  m  from  the  action  of 
M,  but  alscrfrom  the  earth's  magnetic  action. 

53.  Marine  Oalvanometer. — This  plan  of  screening 
a  suspended  magnetic  needle  from  outside  magnetic  atti*ac- 
tion,  by  inserting  the  former  in  an  iron  box  with  ver}' 
thick  sides  to  it,  has  been  employed  by  Sir  W.  Thomson 
in  his  **  marine  galvanometer"  an  instrument  intended  to 
be  used  on  board  steam-ships,  where  the  motion  of  the 
large  masses  of  iron  composing  the  engines,  the  shaft  of 
the  screw,  &a,  would  seriously  disturb  the  deflection  of 
an  ordinary  unshielded  galvanometer.  Oscillations  of 
the  needle  that  might  be  produced  by  the  rolling  of  the 
ship  are  avoided  by  suspending  the  needle  by  a  fibre 
attached  above  and  below,  and  passing  through  the 
centre  of  gravity  of  the  needle,  as  described  in  §  27, 
page  60. 

54.  fieflecting  Oalvanometers.  —  With  the  manne 
galvanometer,  and  generally  with  all  Sir  W.  Thomson's 


Fig.  w. 

galvanometers,  a  very  small  deflection  of  the  needle  can 
be  observed  without  the  employment  of  a  long  pointer 
(which  would  be  unwieldy,  and  by  adding  to  the  mo- 
ment of  inertia  of  the  suspended  arrangement,  would 
render  the  needle  sluggish),  as  well  as  without  the  em- 
ployment of  a  microscope,  by  the  reflection  of  a  ray  of 
light  from  a  small  piece  of  looking-glass  fastened  to  the 
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magnetic  needle,  and  turning  with  it.  In  Fig.  34,  s  is  the 
mirror,  reflecting  a  ray  of  light  from  a  lamp  on  to  a  scale 
tj  shown  more  in  detail  in  Fig.  35,  the  double  convex 
lens  L  being  for  the  purpose  of  making  an  image  of  the 
slit  mm,  on  the  scale  t,  which  could  not  be  done  by 
a  plane  mirror  «,  as  shown  in  the  figure.  To  avoid  the 
direct  light  of  the  lamp  producing  a  general  illumination 


Fig.  85 

of  the  scale,  and  preventing  the  reflected  image  being 
clearly  seen,  the  lamp  is  sometimes  shut  up  in  a  box  ajs 
shown,  but  a  comi)lete  box  is  not  absolutely  necessaiy,  the 
mere  front  of  the  box,  as  seen  in  Fig.  36,  being  sufficient 
to  keep  off"  direct  light. 

The  handle  s  (Fig.  35)  works  a  I'ack  and  pinion  for 
moving  the  scale  horizontally,  so  as  to  bring  the  zero 
mark  on  the  scale  opposite  the  spot  of  light  or  image.  If 
a  slit  mp  m.2(Fig.  35)  alone  be  employed,  it  must,  of  course, 
be  made  very  narrow  so  as  to  obtain  a  sharp  line  of  light 
on  the  screen ;  but  a  better  plan  is  to  use  a  wide  sliti  or, 
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rather,  a  round  hole,  and  to  stretch  a  fine  wire  across  it 
vertically,  the  image  of  this  wire  on  the  screen,  and  not 
the  edges  of  the  spot  of  light,  being  used  to  read  by.  Be- 
cause not  merely  can  the  spot  of  light  be  large,  in  which 
case  the  numbers  on  the  graduated  scale  can  be  easily 
seen  by  it,  but  any  flickering  of  the  flame,  produced  by 
a  draughty  although  causing  the  spot  of  light  on  the  scale 
to  flicker  in  a  coiTesponding  manner,  does  not  produce 
any  flickering  of  the  image  of  the  wire. 


Pig.  86. 

An  objection  to  the  use  of  a  plane  mirror  s  and  the 
lens  1^  is  that  the  image  on  the  scale  is  necessarily  very 
much  larger  than  the  object,  and  hence  not  nearly  as  well 
illuminated.  A  better  plan  is  to  use  a  concave  mirror, 
with  which  an  image  can  be  formed  on  the  scale  without 
the  use  of  a  lens  at  all,  the  distance  between  the  lamp  and 
the  mirror  being  then  equal  to  the  radius  of  the  mirror. 
But,  perhaps,  the  best  method  is  that  due  to  Mr.  Mud- 
ford,  a  former  student  of  the  Finsbury  Technical.  College, 
which  consists  in  using  the  concave  mirror  and  putting  a 
double  convex  lens  l  l  between  the  wire  w  and  the  flame  f, 
as  shown  in  Fig.  36.     With  this  arrangement  a  good 
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image  is  obtained  with  a  compamtively  small  flame.  The 
lens  should  be  placed  close  behind  the  wire,  and  the  flame 
should  be  at  about  the  principal  focus  of  the  lens,  so  that  the 
eflect  is  to  produce  a  general  illumination 
of  the  lens,  which  is  found  to  give  very 
good  results  if  it  has  a  focal  length  of 
about  four  inchea  Instead  of  a  wire, 
Mr.  Mather  has  found  that  a  vertical 
scratch  on  the  lens  produces  a  very  good 
image,  and  may  be  employed  instead  of 
the  wire  placed  just  in  front  of  the  lens. 

A  paraflSn  lamp,  with  an  ordinary  flat 
flame,  is  commonly  employed  with  reflect- 
ing instruments,  the  edge  of  the  flame 
being  turned  towards  the  lens ;  but  a  gas- 
jet,  shown  partially  in  section  in  Fig.  37, 
and  constructed  by  Mr.  Mudford,  may  be 
conveniently  substituted  for  the  paraffin 
lamp.  To  obtain  a  fairly  intense  light, 
this  burner  is  constructed  on  the  regene- 
rative principle,  that  is,  the  air  is  heated 
before  coming  in  contact  with  the  flama 
This  result  is  obtained  by  having  no 
opening  for  the  air  at  the  bottom,  and 
causing  it  after  entering  the  holes  H  to 
pass  down  between  the  outer  cylinder  J  j 
and  the  hot  inner  cylinder  cc^  at  the 
I  bottom  of  which  a  ring  is  cut  away  to 
■  allow  it  to  get  to  the  flame.  The  ray  of 
Fig.  37.  light  passes  out  through  a  small  disc  of 

glass  at  T,  and  to  avoid  the  glass  being 
blackened  by  tlie  flame  being  accidentally  turned  up  too 
high,  the  burner  should  be  governed,  a  Suggs's  two  cubic 
feet  steatite  float  burner  answering  well  for  this  purpose.* 

66.  Angular  Motion  of  the  Beflected  Bay  is  Twice 
the  Angular  Motion  of  the  Mirror.— Let  x  o  (Fig.  38)  be 

*  A  flat  albo-oarbon  burner  with  a  special  form  of  chimney  has 
also  been  used  by  the  author  with  good  rcsulta. 
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the  incident  tAj,  and  o  b,  o  k'  the  reflected  rays  when  the  mirror 
is  in  the  positioiis  s  s  and  s*  a*  respectively.  Let  o  p,  o  p'  be  per- 
pendicular to  the  mirror  when  it  is  in  these  two  positions.  Then 
by  the  law  of  reflection, 

angle  i  o  p  =  angle  r  o  p, 
and  angle  i  o  p'  =  angle  a'  o  p' ; 

therefore,  subtracting  the  first  from  the  second,  wd  have 

angle  p'  o  p  f:=  angle  r'  o  It— angle  p'  o  p, 
or  angle  r' o  r  =  2.angle  p'  o  p  ; 

but  b'  0  a  is  the  angle  through  which  the  reflected  ray  is  deflected, 
and  p'  o  p  is  the  angle  between  the  perpendiculars  to  the  mirror  in 


Fig.  38. 

its  two  positions,  and  is,  therefore,  the  angle  through  which  the 
minor  is  turned ;  hence,  tchen  a  mirror  is  turned  through  any  augUy 
ihi  refUeted  ray  turns  through  twice  that  angle. 

56.  Ck>iineotioii  between  the  Motion  of  the  Image  on 
a  Plane  Scale  and  the  Angular  Deflection  of  the  Mirror. 
—Let  the  mirror  be  parallel  to  the  scale  when  no  current  is  passing, 
and  let  the  image  be  reflected  to  r  and  k'  for  currents  c  and  cf  re- 
spectively ;  then,  since  the  deflection  of  the  magnet  in  a  mirror 
f^vanometer  is  always  stnally  and  since  we  have  seen  (§  20,  page 
^)  that  for  small  deflections  the  current  is  always  proportional 
to  the  tangent  of  the  deflection,  no  matter  what  be  the  shape  of 
the  coil  or  the  shape  or  size  of  the  needle,  provided  its  magnetic 
axis  ig  parallel  to  tiie  plane  of  the  coil  when  no  current  is  passing, 
itfoIlow8that(Fig.  38) 

C:(y::tan.  li^.  tan.  ?^. 
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y/  l  +  tan.«ioB~-l       y/  1  +  tan.«  i o a^— 1  ^ 
tan.  I  o  B  •  tan.  i  o  a'. 


IB  i£. 

OI 


01 

Hence,  when  i  b  and  i  b'  are  nearly  equal,  we  may  say  that 

0  IB  .11 

^  =  — ,  approximately, 

but  for  very  accurate  obseryations  this  approximation  must  not  be 
employed. 

57.  static  Electrical  Apparatus  should  be  Enclosed 
in  a  Metallic  Case. — In  constructing  static  electrical 
apparatus,  we  must  carefully  consider  what  are  the  ac- 
tions we  wish  to  take  place,  and  what  to  avoid ;  for  ex- 
ample, in  the  case  of  a  gold-leaf  electroscope  we  wish  the 
divergence  of  the  gold-leaves  to  measure  the  potential 
diflference  between  one  conductor  attached  to  the  knob 
w  (Fig.  31),  and  another  attached  to  the  screw  s.  If,  then, 
w  and  s  be  joined  by  a  piece  of  wire  so  as  to  be  at  the 
same  potential,  we  wish  that  no  divergence  of  the  leaves 
shall  be  able  to  be  pix)duced  either  by  electrifying  the 
electroscope  as  a  whole  conductively,  or  by  electrifying 
it  inductively  by  bringing  a  charged  body  near  it.  And 
it  will  be  found,  if  the  tin-foil  coating  t  cover  nearly 
all  the  glass  shade,  only  just  sufficient  space  being  left 
without  tin-foil  to  see  the  gold-leaves  through,  that  it  is 
impossible  in  any  way  to  produce  a  divergence  when  w  is 
electrically  connected  with  s ;  whereas,  if  there  be  not  in- 
foil,  or  if  the  tin-foil  only  cover  a  portion  of  the  shade, 
that  a  divergence  of  the  leaves  can  be  easily  produced. 

"Want  of  care  in  this  particular  prevented  Piazzi 
Smyth  from  being  able  to  determine,  by  his  experiments 
on  atmospheric  electricity,  made  on  the  Peak  of  Teneriffo, 
even  whether  this  electricity  was  positive  or  negative. 
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68.  Quantity  of  Electricity. — We  have  seen  that  it 
is  possible  to  electrify  a  non-conductor,  such  as  ebonite, 
by  rubbing  it  with  a  piece  of  dry  clean  flannel,  and  ex- 
periment shows  that  it  can  be  either  highly  electrliied  by 
a  prolonged  rubbing,  so  that  the  gold-leaves  of  the  elec- 
tiosoope  diverge  widely  when  the  ebonite  is  held  at  a  foot 
or  two  away  &om  the  knob  of  the  electroscope,  or  it  may 
be  only  slightly  electrified  by  being  only  jnst  touched 
with  the  flannel,  in  which  case  the  ebonite  may  be 
brought  quite  close  to  the  knob,  or  may  even  be  made  to 
touch  the  knob,  without  any  perceptible  divergence  of  the 
leaves  being  produced.  The  rubbed  ebonite  may,  there- 
fore, be  said  to  possess  a  greater  or  smaller  '^electric 
change,**  or  the  "  quantity  of  electricity  "  in  the  ebonite  in 
the  first  case  may  be  said  to  be  greater  than  in  the  second. 
Strictly  speaking,  however,  as  we  have  no  conception  of 
the  existence  of  electricity  apart  from  the  body  which  is 
said  to  be  electrified  (as  we  have  of  a  pint  of  water  apart 
from  the  pint  pot),  it  is  more  correct  to  speak  of  the 
^*  amount  of  a  body  8  electrification  "  than  of  its  charge  of 
electricity,  or  of  the  quantity  of  electricity  in  it.  But 
just  as  it  is  very  convenient  to  speak  of  an  electric  current, 
as  if  it  had  an  independent  existence  apart  from  the  con- 
ductor through  which  it  is  said  to  be  flowing,  so  it  is 


Tig.  39. 


convenient  to  speak  of  a  charge,  or  a  quantity  of  elec- 
tricity, as  if  electricity  existed  independently. 

In  order  to  decide  what  we  mean  by  saying  that  one 
quantity  of  electricity  is  two  or  three  times  as  great  as 
another  quantity,  or  simply  one  quantity  is  two  or  three 
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times  another,  we  shall  adopt  the  following  arbitraiy 
definition : — 

When  one  condtictiTig  body  A  is  entirely  surrounded  by 
another  conducting  body  B  (Fig.  39),  iJiC  quantity  of  elec- 
tricity in  k^  or  the  electric  cliarge  m  A,  m  directly  propor- 
tional to  the  potential  difference  between  A  and  B  as  lorig  as 
tlie  position  of  A,  relatively  to  B,  is  absolutely  fixed* 

For  example,  if  A  be  an  insulated  conducting  body 
suspended  in  a  room  B,  the  walls,  ceiling,  and  floor  of 
which  are  made  of  conducting  material,  then  the  quantity 
of  electricity  on  a  is  directly  proportional  to  the  potential 
difierence  between  a  and  b  as  long  as  the  position  of  A  in 
the  room  is  unaltered. 

If  not  only  a  be  inside  the  room  b,  but  if  in  addition  there  be 
another  electrified  body  c  fixed  in  position  in  the  room,  as  in  Fig.  134, 
page  341,  it  can  be  shown  that,  if  the  potential  difference  between  a 
and  B  bo  represented  by  a  b,  and  the  potential  difference  between 
o  and  B  be  represented  by  c  b,  the  total  charges  on  a  and  on  c  may 
each  bo  regarded  as  being  composed  of  two  parts — the  total  charge 
on  A  being  equal  to  the  (£arge  a  would  have  if  the  potential  differ- 
ence  between  it  and  b  were  a  b,  and  c  were  connected  with  b,  plu$ 
the  choi'ge  a  would  have  if  it  were  connected  with  b,  and  if 
the  potential  difference  between  c  and  b  were  c  b,  c  being  now,  of 
course,  insulated  from  b.  Also  the  total  charge  on  c  is  the  charge 
0  would  have  if  the  potential  difference  between  it  and  b  were  o  b, 
and  A  were  connected  with  b,  plus  the  chaj^  c  would  have  if  it 
were  connected  with  b,  and  the  potential  difference  between  a  and 
B  were  ab,  a  being  now,  of  course,  insulated  from  b. 

If,  however,  A  be  moved  about  inside  B,  then  the 
potential  difference  between  A  and  B  gives  us  no  indica- 
tion of  the  relative  charges  on  A.  Or,  again,  even  if  A 
and  c  be  at  rest  inside  B,  the  potential  differences  be- 
tween A  and  B,  and  between  c  and  b,  give  by  themselves 
no  idea  of  the  relative  amounts  of  electricity  on  A  and 
on  c.  In  exactly  the  same  way,  although  the  prennare  of 
gas  in  a  given  vessel,  at  a  constant  temperature,  is  pro- 
portional to  the  weight  of  gas  in  the  vessel,  the  pressure 
of  gas  in  a  vessel  whose  temperature  is  varied  in  some 
unknown  way,  or  the  pressures  of  the  gas  in  different 
vessels  of  unknown  volumes,  give  no  indications  of  the 
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Tarious  weights  of  the  gases.  The  height  of  the  baro- 
meter, for  example,  tells  us,  by  itself,  nothing  about  the 
total  weight  of  air  in  the  room. 

59.  Comparison  of  Quantities  of  Electricity. — In 
order  that  the  indications  of  a  difference  of  potential 
measurer  may  be  directly  proportional  to  the  charge  on 
a  body  connected  with  it,  or  rather  to  the  charge  on 
the  body  in  excess  of  what  it  might  have  inductively 
when  its  potential  is  nought,  the  body  must  be  fixed  in 
size  and  shape,  and  in  its  position  relatively  to  other 
bodies.  So,  in  the  same  way,  in  order  that  the  indica- 
tions of  a  pressure  gauge  may  be  directly  proportional  to 
the  weight  of  a  gas,  it  is  necessary  that  the  vessel  con- 
taining it  should  be  fixed  in  size  and  kept  at  a  constant 
temperature.  In  order,  therefore,  to  compare  the  weights 
of  the  same  kind  of  gas  in  difierent  vessels  at  different 
temperatures  by  means  of  measurements  of  pressure,  we 
must  first  equalise  the  temperatures,  and  then  succes- 
sively entirely  empty  the  gas  in  each  vessel  into  a 
standard  vessel,  and  measure  the  pressure  that  each  of 
the  quantities  of  gas,  when  put  into  the  standard  vessel, 
will  produce  by  itsell 

To  empty  all  the  gas  out  of  a  vessel  into  a  standard 
gas-holder,  to  which  the  pi-essure  gauge  is  attached,  for 
the  purposes  of  thus  ascertaining  the  weight  of  gas  in 
the  first  vessel,  would  be  an  extremely  difficult  and  in- 
convenient process ;  whereas,  to  empty  all  the  electricity 
out  of  a  body  into  a  standard  body,  attached  to  an  elec- 
troscope, is  an  extremely  simple  one.  Because,  since  there 
is  no  electricity  at  the  bottom  of  the  inside  of  a  conduct- 
ing pot  (see  §  64,  page  118),  it  follows  that  if  a  charged 
body  be  pnt  inside  a  conducting  pot  and  touched  against 
the  bottom,  it  will  give  up  all  its  charge  to  the  pot,  and 
when  drawn  out,  without  touching  the  sides  of  the  pot, 
will  be  found  to  be  completely  discharged. 

Hence,  using  this  principle,  we  can,  with  the  appa- 
ratus shown  in  Fig.  40,  compare  the  electric  charges  that 
are  given,  say,  to  the  metallic  bodies  b,  b,  when  hung  up 
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by  their  silk  cords,  and  charged,  say,  to  the  same  poten- 
tial. All  that  has  to  be  done  is  to  put  first  one  of  them 
inside  the  insulated  tin-pot  p,  touch  it  against  p  near  the 
bottom,  and  observe  the  divergence  di,  of  the  gold-leaves 


Pig.  40. 

of  the  electroscope.  Then,  after  withdrawing  the  first 
body  and  discharging  the  electroscope,  place  the  second 
one  in  the  metal  pot  p,  touch  it,  as  in  the  case  of  the 
other  body,  near  the  inside  of  the  bottom  of  p,  obtaining 
a  divergence  of  the  gold-leaves,  say  d^  Then  d^  and  dg 
will,  according  to  the  proper  calibration  curve  of  the 
electrosco{)e,  measure  the  potentials  of  the  pot  p  in  the 
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two  cases,  and  Leuce  will  measure  the  relative  quantities 
of  electricity  on  the  two  bodies  a 

From  what  has  been  said  it  will  be  seen  that  if  either 
of  the  bodies  had  touched  p  on  the  outside,  this  result 
would  not  have  been  obtained ;  also  that  we  must  not,  for 
example,  stand  close  to  p  when  making  the  fii-st  mea- 
sorement,  and  not  close  to  p  when  making  the  second, 
since  the  essence  of  the  test  is  that  the  charges  on  the 
two  bodies  B  shall  be  successively  entirely  trans/erred  to 
the  conductor  p,  and  that  p  shall  be  ahaohUely  fioced  in 
external  shape  and  in  position  relatively  to  other  bodies. 

Further  information  regarding  the   unit  of  electric 
quantiiy,  and  more  exact  modes  of  measuring  quantities  of 
electricity,  will  be  found  in  Chapter  VIL,  §  155,  page  289. 
60.  Quantity  of  Electricity  produced  by  Bubbing 
Two   Bodies    Together.  —  On    putting   the    insula^^d 
charged  body  B,  in  the  last  experiment,  into  the  pot  p, 
it  is  noticed  that  (i/ter  B  ?uis  been  lowered  so  far  into  the 
pot  that  it  is  well  vmder  cover  of  tJie  sides  (which  occurs 
when  B  cannot  he  easily  seen  from  outside),  no  further 
increase  is  produced  in  the  divergence  of  the  gold-leaves 
by  Jurther  lowering  B,  or  even  by  touching  B  against  tJie 
sides  or  bottom  of  the  pot.     Hence,  in  order  to  measure 
the  charge  on  a  body,  it  is  not  absolutely  necessary  to 
dischai^  that  body  into  p,  since  experiment  shows  that 
the  potential  of  p  remains  tlie  same  whether  B  is  dis- 
charged into  P,  or  whether  b  is  merely  well  inside  p. 
The  fiBbct  is  that  as  soon  as  b  is  well  under  cover  of  the 
sides  of  P,  there  is,  as  was  first  shown  by  Faraday,  a 
cha/rge  induced  on  the  inside  of  the  pot  p,  exactly  equal 
to  the  charge  on  b,  but  of  tlie  opposite  sign,  and  another 
charge  on  the  outside  of  the  pot,  also  equal  to  tlie  c/iarge 
on  B,  but  of  the  same  sign.     This  latter  charge  remains 
unaffected  by  touching  b  against  the  pot,  as  this  has  only 
the  effect,  if  b  be  a  conductor,  of  allowing  the  charge  on 
B  to  neutralise  the  charge  whic<h  has  been  .induced  on 
the  inside  of  the  pot  equal  to  that  on  b,  but  opposite  in 
iign. 
I 
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This  important  fact  that,  as  soon  as  B  has  been 
lowered  a  certain  distance  into  the  pot,  the  potential  of 
the  pot  becomes  equal  to  what  it  would  have  been  if  all 
the  charge  on  B  had  been  given  up  to  the  pot,  enables  us 
to  measui'e  the  charge  on  an  insulator,  which  chaise 
could  not  easOy  be  all  communicated  to  P,  even  on 
touching  the  insulator  against  p. 

Consequently  this  apparatus  may  be  conveniently  em- 
ployed for  testing  the  amounts  of  positive  and  n^ative 
electricity  that  are  simultaneously  produced  when  two 
bodies  are  rubbed  together,  s  and  p  (Fig.  40)  are  re- 
spectively discs  of  ebonite  and  of  wood,  the  latter  bein^ 
covered  with  catVfur.  The  ebonite  is  a  good  insulator  ; 
the  cat's-fur  and  wood  make  but  poor  insulators;  both  discs 
are,  however,  as  seen  in  the  figure,  mounted  on  long,  thin, 
insulating  glass  handles.  If,  now,  the  glass  handles  be 
cleaned  and  diied,  and  if  the  ends  of  them  be  held  in  the 
hands,  the  two  discs  may  be  rubbed  together  without  prac- 
tically any  of  the  charge  of  electricity  pixxluced  in  the  ebo- 
nite or  in  the  cat's  fur  being  lost.  When  either  of  these 
discs  is  held  inside  the  metal  pot  P,  it  is  found  that  the  gold- 
leaves  will  diverge ;  but  there  is  this  difference  between 
the  divergence  that,  whereas  when  the  divergence  is  pro- 
duced by  the  rubbed  cat*s-fur  being  held  inside  the  pot, 
this  divergence  can  be  increased  by  bringing  either  near 
the  pot,  or  near  the  knob  of  the  electroscope,  or  near  the 
wire  connecting  them  a  piece  of  dry  clean  glass  rod  that 
has  been  previously  rubbed  on  dry  silk,  on  the  other 
hand,  if  the  gold-leaves  are  diverging  because  the 
rubbed  ebonite  is  held  inside  the  pot,  the  divergence  of 
the  gold-leaves  is  diminished  by  the  approach  of  the 
piece  of  i-ubbed  dry  clean  glass.  Hence,  the  electricities 
are  of  the  opposite  sign,  that  on  the  rubbed  cat*8-fur  being 
like  the  electricity  on  rubbed  glass,  which,  as  already 
stated  in  §  41,  page  85,  is  called  vitreous  or  positive, 
while  that  on  the  rubbed  ebonite  is  called  resinous  or 
negative. 

But  more  than  that,  experiment  shows  that  if,  by 
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means  of  the  insulating  handles,  both  the  rubbed  discs  be 
held  well  inside  the  pot,  either  both  not  touching  the 
pot,  or  both  touching  it,  or  one  or  other  touching  it,  or 
touching  one  another,  the  divergence  of  the  gold-leaves 
is"  absolutely  nought.  Hence  we  conclude  that  the  changes 
of  electricity  in  tlie  ebonite  and  cat's^ur,  which  Iiave  been 
rubbed  together,  a/re  not  only  opposite  in  kind,  but  are 
equal  in  amount. 

Before  trying  this  experiment  it  is  well  to  make  sure 
that  there  is  no  residual  charge  of  electricity  in  the  ebo- 
nite disc.  This  can  be  ascertained  by  seeing  whether 
any  divergence  of  the  gold-leaves  is  produced  on  insert- 
ing the  disc  into  the  pot  before  it  is  rubbed  with 
the  catVfur.  If  it  is  found  that  such  a  divergence  is 
produced,  then  the  disc  should  be  discharged  by  being 
passed  through  the  flame  of  a  spirit-lamp  before  it  is 
rubbed  with  the  disc  of  catVf ur. 

When  this  apparatus  is  not  in  use,  the  plug  p  at  the 
top  of  the  electroscope  should  be  pushed  down  to  pre- 
vent dust  and  moisture  entering  the  electroscope;  and 
the  two  halves  of  the  indiarubber  stopper  i  should  be 
inserted  in  the  neck  of  the  glass  bottle  belonging  to  the 
insulating  stand,  to  prevent  dust  and  moisture  settling  on 
the  glass  rod  of  this  stand. 

6L  Object  of  Rubbing  Two  Bodies  Together  to 

Prodace  Electrification. — The  sole  object  of  rubbing 

together  the  two  bodies  when  one  or  both  of  them  is 

more  or  less  a  non-conductor,  is  to  bring  the  various 

parts  of  the  surfaces  of  the  two  bodies  successively  into 

intimate  contact     The  energy  expended  in  the  friction 

IB  not  only  far  greater  than  the  electric  energy  developed, 

but  is  in  no  way  a  measure  of  the  latter.     This  may  be 

experimentally  seen  from  the  fact  that  if,  after  rubbing 

a  rod  of  ebonite  with   a  piece  of  cat's-fur,  the  two  be 

brought  together  towards  the  knob  of  the  electroscope 

with  the  fur  wrapped  round  the  ebonite  as  it  is  during 

the  opei'atiou  of  rubbing,  practically  no  divergence  of  the 

gold-leaves  will  be  observed ;  whereas  if  the  ebonite  and 
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the  cat's-fur  be  separated  after  being  rubbed  together, 
the  ebonite  will  produce  a  marked  divergence.  In  fact^ 
as  will  be  more  clearly  seen  later  on  (§  189,  page  352),  the 
electric  energy  stored  up  in  the  rubbed  ebonite  after  being 
separated  from  the  fur  is  not  the  equivalent  of  t/ie  toork 
done  in  the  rubbing^  but  of  Hie  small  amount  of  work 
done  in  tlie  separation  against  tJie  electric  attraction  of 
lite  negative  electricity  vn  tlie  ebonite  for  Vie  positive  in 
tite  fur. 

If  the  bodies  are  both  conductors,  simply  touching 
them  together  without  rubbing  is  all  that  is  necessary 
to  produce  the  full  electrification,  and  no  inci*ease  in  the 
charges  will  be  produced  by  rubbing  the    two    bodies 


Fig.  41. 

together.  Of  course,  if  the  bodies  are  conductors,  one  or 
both  of  them  must  be  held  by  insulating  handles^  other- 
wise the  charges  of  positive  and  negative  electricity  re- 
siding in  them  respectively  during  contact  will  flow 
together  through  the  body  of  the  operator,  and  neutralise 
one  another  on  the  conductors  being  separated. 

62.  Proof-plane. — The  preceding  experiments  for 
measuring  potential  differences  and  the  charges  of  elec- 
tricity in  bodies,  must  be  carefully  distinguished  from 
another  experiment,  with  which  the  student  is  prob- 
ably more  familiar — viz.,  that  of  successively  touching 
various  parts  of  the  surface  of  a  charged  conductor  with 
a  small  disc  of  metal  m  fixed  at  the  end  of  an  insulating 
handle  h,  shown  in  Fig.  41,  and  called  a  ^^  proof-plane,^* 
and  testing  the  various  electric  states  of  this  proof-plane 
by  touching  it  against  the  knob  of  the  electroscope  each 
time  after  it  has  been  touched  Against  some  particular 
part  of  the  sui*face  of  the  chargcu  conductor. 
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68.  Bectrio  Density. — ^What  this  experiment  decides 
18  the  various  potentials  of  the  proof-plane  at  the  different 
times  when  it  is  being  tonched  against  the  knob  of  the 
electroscope^  and  not  the  potentials  of  the  various  parts 
of  the  Boiface  of  the  conductor  against  which  it  has  been 
touched.  The  proof-plane  when  touching  the  charged 
conductor  has  the  potential  of  the  conductor;  and, 
further,  if  when  in  contact  with  the  conductor  it  be 
pressed  flat  against  the  surface,  the  quantity  of  electricity 
that  was  previously  on  the  bit  of  the  surface  of  the 
conductor  now  covered  by  the  proof-plane  rests  on  the 
sar£eice  of  the  pix)of-p]ane,  inst^ul  of  on  the  surface  of 
the  conductor.  When  the  proof-plane  is  removed  by  the 
insulating  handle,  it  will  carry  away  with  it  the  charge 
of  electricity,  provided  that  in  taking  the  proof-plane 
away  it  be  moved  without  tilting  along  a  line  per- 
pendicular to  the  surface.  But  its  potential  alters  as  it 
is  bein^  moved,  so  that  while  when  the  proof-plane  is  in 
contact  with  the  charged  conductor,  its  potential,  quite 
irrespectively  of  the  quantity  of  electricity  that  happens 
to  be  on  it^  is  simply  that  of  the  charged  conductor,  its 
potential,  but  not  its  charge  of  electricity,  varies  as  it  is 
moved ;  .ajid,  finall}',  when  the  proof-plane  has  been 
moved  out  of  the  influence  of  the  charged  conductor,  and 
is  then  put  into  contact  with  the  knob  of  the  electro- 
scope, its  potential  becomes  simply  proportional  to  the 
charge  of  electricity  on  it 

Hence  t/ie  divergence  of  the  gold-leaveSy  which  (accord- 
ing to  the  calibration  curve  of  ihe  electroscope)  measures 
directly  the  potential  of  the  proof-plane,  measures  in- 
directly the  electric  charge  residing  on  it,  and  which 
previously  resided  on  that  small  bit  of  the  surface  of  the 
charged  conductor  that  was  covered  up  by  the  proof-pUme, 
This  quantity  of  electricity  is  proportional  to  the 
"  electric  density ^^  or  the  quantity  of  electricity  residing 
on  a  unit  of  area  at  that  part  of  the  surface  of  the 
charged  conductor  touched  by  the  proof-plane.  And  the 
density  is  called  positive  or  negative,  according  as  the 
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charge  taken  away  on  the  proof-plane  is  positive  or 
negative. 

Experiments  made  thus  with  a  proof -plane  show  that, 
in  the  case  of  an  electrified  flat  sheet  of  metal  which  is 
far  away  from  other  conductors,  the  density  is  very  much 
larger  near  the  edges  than  it  is  at  points  far  removed 
from  the  edges,  and  is  less  and  less  the  farther  the  point 
is  from  the  edge.  If,  however,  two  flat  sheets  of  metal 
such  as  A  and  B  (Fig.  29,  page  88)  be  placed  parallel  to 
one  another,  and  near  together,  the  density  at  any  point 
on  either  of  the  opposed  surfaces  is  found  to  be  the 
same  in  value,  but  is  positive  on  the  surface  of  one  of 
the  plates  and  negative  on  the  other.  At  points  near 
the  edge  of  the  upper  surface  of  A  the  density  will  be  a 
little  less  than  when  it  is  nearer  the  middle  of  that  surface, 
but,  if  the  potential  of  B  and  of  the  guard  ring  c  D  be 
the  same,  the  density  at  all  points  on  the  lower  surface 
of  B  will  be  ahaoltUely  the  same. 

In  the  case  of  a  charged  conically-shaped  conductor, 
such  as  is  shown  in  Fig.  118,  page  316,  the  density  is  very 
great  at  the  pointed  end,  and  comparatively  small  at  the 
rounded  end.  The  use  of  the  special  apparatus  on  which 
the  conical  body  is  supported  for  enabling  accurate  ex- 
periments on  density  to  be  made  is  described  in  §  171, 
page  316. 

64.  Density  is  Nought  on  the  Inner  Surface  of  a 
Closed  Conductor. — Experiments  made  with  a  proof- 
plane  in  the  way  just  described  show  that  the  density  is 
nought  on  the  inner  surface  of  a  nearly  closed  hollow 
conductor,  and  even  when  the  conductor  is  only  partially 
closed  the  density  is  found  to  be  nought  at  any  point  on 
the  inner  surface  from  which  bodies  outside  the  con- 
ductor are  not  easily  visible.  For  example,  the  density 
on  the  parts  near  the  bottom  of  the  interior  of  a  charged 
metal  coffee-pot,  or  even  on  the  parts  near  the  bottom  of 
the  interior  of  a  charged  shallow  metal  tea-pot  with  the 
lid  open,  is  practically  nought,  but  will  be  no  longer 
nought  i^  one  end  of  a  metal  rod,  say  the  end  of   a 
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poker,  be  held  inside  the  pot  without  touching  it.  And 
not  merely  on  the  inner  surface  of  a  pot  made  of 
continuoas  metal  will  the  density  be  found  to  be  nought, 
but  in  the  case  of  a  pot  made  of  wire-gauze,  even  with 
fairly  wide  meshes,  the  density  is  also  nought  at  all  parts 
on  the  inner  surface  except  close  to  any  very  large 
opening.  But  in  this  case,  as  in  the  other,  if  a  metal 
rod  be  held  partly  inside  and  partly  outside  the  pot,  the 
distribution  of  density  will  be  quite  altered. 

From  the  preceding  experiments  we  see  that  electricity 
€U  rest  resides  only  an  the  sv/r/ace  of  a  conductor ,  and 
therefore,  as  far  as  the  effects  of  electricity  at  rest  are 
concerned,  it  is  immaterial  whether  our  conductors  are  of 
solid  or  hollow  metal  or  whether  they  be  simply  made  of 
wood  and  coated  with  tin-foil  or  gold-leaf. 

65.  Potential  of  a  Conductor  Depends  Partly  on 
the  Amount  of  Electricity  on  it — This  is  easily  seen 
from  the  fact  that  the  divergence  of  the  gold-leaves  can 
be  varied  by  chai-ging  more  or  less  a  conductor  in  electric 
connection  with  them. 

66.  Potential  of  a  Conductor  Depends  Partly  on 
its  Shape. — ^That  altering  the  shape  of  a  conductor  alters 
its  potential  may  be  proved  thus : — P  (Fig.  42)  is  a  metal 
plate  fixed  to  the  wire  w  w  of  the  electroscope  in  place  of 
the  knob,  and  M  is  an  insulated  piece  of  metal  carried  by 
a  clean  dry  glass  handle  H,  by  means  of  which  m  may 
be  laid  on  P,  or  separated  more  or  less  from  p.  If  now 
M  be  laid  on  P,  and  a  charge  given  to  p  and  m  as 
one  conductor,  the  leaves  will  diverge,  indicating  the 
common  potential  of  P  and  M ;  and  it  will  be  found  that 
on  sliding  M  over  p,  or  tilting  m  up,  without  in  either 
case  separating  M  from  p,  the  divergence  of  the  gold- 
leaves  diminishes.  But  on  putting  M  back  into  its 
original  position,  the  divergence  of  the  gold-leaves  regains 
its  original  value,  proving  that  the  alteration  of  the  form 
of  the  compound  body  M  P,  without  altering  the  amount 
of  electricity  on  it,  alters  its  potential. 

67.  Potential  of  a  Conductor  Depends  Partly  on 
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its  Positdon. — The  fact  that  the  potential  of  a  condnctor 
can  be  changed  by  varying  its  position  relatively  to  other 
bodies  can  be  proved  also  with  the  apparatus  shown  in 
Fig.  42.  If,  M  having  been  removed  to  some  distance 
from  p,  a  charge  be  given  to  P,  it  will  be  found  that 
on  approaching  m,  held  by  its  insulating  handle,  towards 
p,  the  divergence  of  the  gold-leaves  or  the  potential  of  P 


Pig.  42. 

diminishes.  Further,  if,  when  M  is  near  P,  M  be  con- 
nected with  the  tin-foil  coating  of  the  electroscope,  or 
with  the  earth  with  which  the  tin-foil  coating  is  already 
connected,  the  divergence  of  the  gold-leaves  will  dimi- 
nish much  more.  And,  lastly,  if  M,  still  in  connection 
with  the  tin-foil  coating,  be  placed  very  near  the  plate  P, 
and  parallel  to  p,  but  without  touching  it,  the  divergence 
of  the  gold-leaves  will  be  almost  nought,  showing  that 
the  potential  of  P  has  practically  become  that  of  the  tin- 
foil coating,  or  nought.  On  removing  m,  the  divergence 
will  regain  its  original  value,  showing  that  the  potential  of 
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p  was  diminished,  not  by  p  having  been  discharged  (which 
is  also,  of  course,  one  way  of  diminishing  its  potential,  and, 
therefore,  care  must  be  taken  that  m  does  not  touch  p) 
but  by  the  mere  approximation  of  the  piece  of  metal  m 
connected  with  the  tin-foil  coating. 

68.  The  Potential  of  a  Condnctor  can  therefore  be 
Varied  by— 

1.  Aliering  the  charge  of  electricity  an  it. 

2.  Altering  the  external  shape  of  the  conductor  witliout 
aliering  the  cliarge  of  electricity  on  it. 

3.  Altering  its  position  relatively  to  other  bodies. 

In  the  same  sort  of  way  the  pressure  of  a  gas  (say 
oxygen)  in  a  gasometer  can  be  varied  by — 

1.  Altering  tlie  weiglU  oftJie  oxygen  in  the  gasometer. 

2.  Altering  the  size  of  the  gasometer  without  altering 
iJu  toeight  of  oxygen  in  it. 

3.  Altering  t/ie  temperature. 

69.  Examples  showing  the  Difference  between 
Potential,  Density,  and  Quantity. — To  familiarise  the 
student  with  the  difference  between  potential,  den- 
sity, and  quantity,  the  following  examples  may  be 
considered  a  (Fig.  43)  is  an  insulated 
piece  of  metal  charged  positively,  and  far 
away  from  other  bodies,  so  as  to  be  beyond 
the  range  of  their  inductive  action ;  then 
its  potential,  the  density  on  its  two  sides, 
and  the  quantity  of  electricity,  or  charge 
on  it  (the  approximate  modes  for  measur-  Pig.  43. 
ing  which    have    been    described,   §    59, 

page  1 1 2),  are  given  in  the  following  table ;  a  positive 
potential  meaning  that  if  the  body  were  joined  to  the 
ground  by  a  wire,  or  "put  to  eartl^**  as  it  is  technically 
called,  positive  electricity  would  flow  to  the  ground  from 
tins  body. 

Now,  let  a  large  body  b,  in  metallic  connection  with 
the  earth  (Fig.  44),  be  brought  near  a  on  its  right  side, 
then  2  will  represent  the  electric  state  of  A.  Let  B  be 
brought  nearer  to  a  ;  a's  state  will  now  be  given  by  3. 
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If,  on  the  other  hand,  ▲  and  b  be  separated  more  and  moi^ 
a's  state  will  be  more  and  more  like  that  given  in  1, 
Next  let  a  large  positively  charged  body,  c  (Fig.  45),  be 


Pig..44. 


brought  near  A  on  its  left  side,  4  will  then  represent  a's 
state.  Bring  c  nearer  to  A,  but  not  so  near  that  a  spark 
or  a  brush  discharge  *  can  pass  between  a  and  c  ;  a's  state 


Fig.  45. 

will  be  changed  to  5.  Now,  while  c  is  near  a,  let  a  be 
connected  electrically  with  the  ground  (Fig.  46) ;  positive 
electricity  will  pass  from  A   to  the  ground,  and  6  will 

•  See  notes  to  }  192,  puge  358,  and  §  196,  page  369. 
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then  be  the  potential,  density,  and  charge  of  A.  Lastly, 
let  A  be  disconnected  from  the  ground,  and  then  let  o  be 
removed  to  a  great  distance  from  a,  when  7  will  be 
arrived  at. 

STATE  OF  THE  CONDtJCTOE  A. 


1 

a 

1 

Potential. 
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+ 
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— 

-q,My 

7 

Negative. 
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m6. 

Bringing  np  the  positively  charged  body  o  near  the 
body  A  in  Fig.  45  has  exactly  the  same  sort  of  effect 
as  heating  considerably  the  left  end  of  an  elongated 
gas-holder,  and  slightly  cooling  the  right  end.  The 
pressure  of  the  gas  at  all  points  in  the  gas-holder  is 
of  course  uniform,  but  greater  than  before  any  heat  was 
applied,  just  as  the  potential  of  all  parts  of  a  in  ^^  is 
uuform,  but  greater  than  in  1,  The  quantity  of  gas 
in  the  gasholder,  like  the  quantity  of  electricity  in  A, 
remains  unaltered,  whereas  the  density  or  weight  of  a 
cubic  inch  of  the  gas  at  the  cold  end  is  greater  than 
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before,  while  the  density  at  the  hot  end  is  less  than 
before,  just  as  the  density  at  the  right  side  of  A  is  greater, 
and  at  the  left  side  less  than  in  1, 

8,  Next  let  p,  an  insulated  uncharged  conductor,  be 
brought  near  m,  a  negatively,  charged  body,  then  the 
potential  of  p  is  negative,  since  negative  electricity  would 
go  from  it  to  the  ground  if  it  were  put  to  earth  by  a 
conducting  wire;  the  density  on  the  side  next  m  is 
positive,  and  on  the  side  away  from  M  is  negative,  and 


Fig.  46. 

the  charge  on  p  is  nought,  since  no  electricity  has  been 
put  into  it  or  taken  away  from  it 

9,  Without  moving  p  or  M,  let  P  be  connected  with 
the  earth,  then  its  potential  is  nought,  the  density  on  the 
side  next  m  is  positive  and  greater  than  before,  nought  on 
the  side  away  from  m,  and  the  charge  on  p  is  positive, 
-h  Q,  say. 

10.  Now  let  the  wire  connecting  p  with  the  ground  be 
removed,  and  let  p  and  m  be  separated  slightly,  then  the 
potential  of  p  is  positive ;  the  density  on  the  side  next  m 
is  positive,  but  not  so  great  as  it  was  before  p  and  if  were 
separated ;  on  the  side  of  p  away  from  m  there  is  a  slight 
positive  density,  and  the  charge  on  p  remains  +  Q. 
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It  Let  M  be  brought  nearer  p  than  in  9,  then  the 
potential  of  p  becomes  negative,  because  negative  elec- 
tricity will  go  out  of  P  if  it  be  put  to  earth ;  the  density 
cm  tlie  side  next  if  will  be  positive,  and  greater  than 
in  5,  while  the  density  on  the  side  away  from  M  will  be 
sli^tly  n^ative,  and  the  charge,  as  before,  -|-  Q. 

p  is  therefore  in  such  a  condition  that  its  potential 
will  be  nought  without  being  connected  with  the  ground 
if  M  be  brought  to  the  same  distance  from  p  that  it  was 
in  9 ;  its  potential  will  be  positive  if  M  is  farther  away,  as 
in  M>,  and  n^ative  if  M  is  nearer,  as  in  11, 

All  this  can  be  very  well  seen  experimentally  if  m 
(Tig.  42)  be  charged  negatively,  and  p  be  connected  with 
the  tin-foil  coating  of  tibe  electroscope  for  a  moment  and 
then  insulated  when  m  is  at  a  certain  distance  d  fiom  p, 
and  parallel  to  p.  Then,  when  m  is  at  a  greater  distance 
than  d  from  p,  the  gold-leaves  will  diverge  with  positive 
electricity,  or  the  potential  of  p  is  positive ;  whereas  if  m 
be  at  a  less  distance  than  d  from  p,  the  gold-leaves  will 
diverge  with  negative  electricity,  or  the  potential  of  p  is 
negative ;  and  when  M  is  at  a  distance  d  from  P,  the  gold- 
leaves  will  not  diverge  at  all,  or  the  potential  of  p  is 
nooght.  In  the  above,  m  is  supposed  to  be  moved  parallel 
to  itself,  and  along  a  line  perpendicular  to  p,  otherwise 
the  distance  from  p  will  not  accurately  determine  its 
position  relatively  to  that  of  p. 

70.  Static  and  Current  Methods  of  Measuring 
Potential  Differences  Compared. — To  measure  the 
pressure  of  steam  or  of  water,  a  static  pressure  gauge 
is  A  very  convenient  and  sensitive  instrument ;  whereas, 
on  account  of  the  extreme  smallness  of  the  forces 
produced  by  the  attractions  of  ordinary  charges  of 
electricity,  a  static  method  of  measuring  a  small  electric 
potential  is  either  most  insensitive,  or  requires  the 
employment  of  a  delicate  piece  of  apparatus  that  can 
only  well  be  used  in  a  laboratory,  hence  such  a  measure- 
ment cannot  at  present  be  performed  with  any  portable 
apparatus.     In  fact,  a  static  portable  electrometer,  that 
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will  measure  accurately  a  small  fraction  of  a  volt,  is  at 
present  a  great  desideratum. 

But  just  as  the  pressure  of  water  at  any  given  point 
in  the  side  of  a  vessel  containing  it  can  be  ascertained 
by  measuring  the  flow  of  water  that  is  produced  through 
a  particxilar  pipe  inserted  in  an  opening  in  the  side 
of  the  vessel  at  the  point  in  question,  so  the  potential 
difference  between  two  bodies  can  be  ascertained 
by  measuring  the  current  that  is  produced  through 
a  particular  wire  used  to  electrically  connect  these 
two  bodies;  for  it  can  be  shown  experimentally  {see 
§  75,  page  135)  that  if  the  current  passing  through 
a  particular  wire  be  measured  in  amperes,  and  the 
potential  difference  maintained  at  the  ends  of  the  wire 
be  measured  in  volts,  by  means  o^  say,  a  quadrant 
electrometer,  the  number  of  amperes  is  directly  pro- 
portioned to  the  number  of  volts.  In  the  case  of  water 
this  current  method  would  be  most  troublesome  to  carry 
out  practically,  on  account  of  the  alteration  of  flow 
produced  by  bends  and  irregularities  in  the  sectional  area 
of  the  pipe,  and  especially  because  slight  changes  in  the 
mode  in  which  the  water  enters  the  pipe,  arising  from 
slight  differences  in  the  way  in  which  the  pipe  is 
attached  to  the  vessel,  produce  decided  changes  in  the 
current  But  in  the  case  of  electricity  this  current 
method  of  measuring  potential  difference  is  most 
convenient,  since  for  a  given  potential  difference  the 
current  flowing  through  a  wire  depends  only  on  the  wire 
and  on  its  temperature,  and  not  at  all  on  the  shape  the 
wire  is  made  to  assume,  or  on  the  form  of  the  coil 
in  which  the  wire  is  wound ;  nor  does  the  current  depend 
on  the  exact  way  in  which  the  ends  of  the  wire  are 
joined  to  the  two  bodies,  provided  only  that  the  contact 
at  each  end  is  a  clean  metallic  one.  A  gcUvanameter, 
t/ien,  which  directly  measures  current  may  be  used  to 
indirectly  measure  potential  difference. 

Both  in  the  case  of  measuring  water-pressure  and 
electric  potential,  the  production  of  a  current  through 
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the  test-pipe  or  "wire  tends  to  diminish  the  very  thing  we 
desire  to  measure.  Hence,  unless  there  be  some  efficient 
means  of  keeping  up  the  water-pressure,  or  the  electric 
potential  difference,  we  must  be  content  to  employ  only 
a  small  current,  and  use  a  proportionately  delicate  in- 
stroHient  to  measure  it.  In  some  cases — as,  for  example, 
with  two  insulated  ordinary  metallic  bodies  charged 
to  a  different  electric  potential — ^the  current  method  of 
measuring  this  potential  difference  would  be  practically 
impossible,  as  the  potential  difference  which  it  was  our 
object  to  measure  would,  by  joining  the  bodies  together 
with  the  wire  of  a  galvanometer,  be  entirely  neutralised 
before  the  needle  of  the  most  delicate  galvanometer 
b^^an  to  move.  In  such  a  case  the  static  method  is  the 
only  one  that  can  be  employed. 

71.  When  a  Potential  Difference  Galvanometer 
may  be  Employed. — In  all  cases,  however,  where  there 
exists  some  means  of  keeping  the  potential  difference 
constant  between  two  bodies  even  after  they  are  allowed 
to  discbarge  one  into  the  other  through  the  coil  of  a 
galvanometer,  this  galvanometric  method  of  measuring 
potential  difference  can  be  employed.  If  the  coil  of  the 
galvanometer  is  made  of  a  long  fine  wire,  there  is  much 
less  chance  of  the  potential  difference  being  altered  by 
the  application  of  the  galvanometer  than  if  it  were  made 
of  a  short  thick  wire,  and  for  that  reason  potential 
cUference  galvanometers  are  wovmd  with  a  long  fine  wire. 
In  certain  special  cases,  before  the  application  of  our 
galvanometers,  the  two  bodies  whose  potential  difference 
we  desire  to  measure  are  already  joined  by  a  short  thick 
wire— as,  for  example,  two  ])arts  near  together  in  a 
circuit  carrying  a  current — and  in  such  cases  the  wire 
used  for  the  coil  of  the  galvanometer  employed  to 
measure  the  potential  difference  between  these  two 
points  need  not  be  very  long  or  fine.  Generally,  how- 
ever, a  long  fine  wire  must  be  used  in  making  a  potential 
difference  galvanometer. 

For  practical  purposes  a  potential  difference  galvano- 
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meter  must,  like  an  ammeter,  be  calibrated  absolutely ; 
only  in  this  case  it  is  not  the  number  of  amperes,  or 
fraction  of  an  ampere,  passing  through  the  instrument^ 
and  producing  any  particular  deflection,  that  we  desire 
to  know,  but  the  number  of  volts  that  must  be  main- 
tained at  the  terminals  of  the  instrument  to  produce  thig 
current. 

72.  Voltmeter. — The  permanent  magnet  proportional 
galvanometer  described  in  §  37,  page  76,  may  be  wound 
with  fine  wire  instecul  of  with  thick,  and  calibrated  in 
volts  by  ascertaining,  by  means  of  a  stuidard  electrometer, 
for  example,  the  number  of  volts  necessary  to  be  main* 
tained  at  its  terminals  to  produce  various  deflections  of 
its  needle ;  such  a  dead-beat  potential  galvanometer  when 
direct-reading  is  called  a  "voltmeter"  and  it  may  be 
taken  temporarily  as  our  commercial  instrument  for 
measuring  potential  difrerence& 

Other  and  more  modem  forms  of  potential  diflerence 
galvanometers  are  described  in  Chapter  VIII.,  and  the 
advantages  and  disadvantages  of  some  of  the  various 
types  entered  into.  Methods  of  practically  calibratiiig 
voltmeters  are  also  given  in  §  213|  page  408,  to  §  215. 
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CHAPTER    IV. 

RESISTANCE  AKD   ITS  MEASUREMENT. 

7S.  BesiBtaDce— 74.  Ohm's  Law— 75.  Experimental  Proof  of  Ohm's 
Law  —  76.  Comparing  Bedstances  —  77.  Simple  Sabititutlon 
Method  of  Comparing  Resistances— 78.  Plug  Key— 79.  Potential 
Difference  Method  of  Comparing  Resistance8--80.  Ohm — 81.  Volt, 
Practical  Definition  of— «2.  British  Association  Unit  of  Resis* 
tanee — 83.  YariationofResistance  withLen^h— 84.  Construction 
of  Coils ;  Multiples  of  the  Ohm — 85.  Variation  of  Resistance  with 
Sectional  Area— -86.  Variation  of  Resistance  with  the  Material — 87. 
Variation  of  Resistanoe  with  Temperature— 88.  Construction  of 
a  Differential  Ofdvanometer — 89.  Construction  of  Plug  Resistance 
Boxes — ^90.  Law  of  the  Variation  of  Besistance  with  Temperature 
— ^91.  Besistance  of  Metak  per  Cubic  Centimetre  and  per  Cubic 
Inch — 92.  Resistance  of  Metals  for  a  given  Length  and  Diameter, 
or  for  a  given  Length  and  Weight — 93.  Comparison  of  Electric 
and  Heat  Conductivities — 94.  Material  Used  in  Resistance  Coils — 
95.  Modeof  Winding ResiBtance Coils— 96.  Calibratinga Galvano- 
meter bjUsinff  Known  Resistances — 97.  Wheatstone's  Bridge — 98. 
Snpericoity  of  the  Wheatstone  Bridge  over  the  Differential  Gal- 
vanometer, and  conditions  affecting  the  Sensibility  of  the  Bridge 
—  99.  Commercial  Form  of  Wheatstone^s  Bridge — 100.  Bridge 
Key— lOL  Use  of  a  Shunt  with  the  Bridge— 102.  Meaning  of  the 
Deflection  on  a  Bridge  Galvanometer — 103.  Shunts — 104.  Midti- 
plying  Power  of  a  Shunt— 105.  Combined  Resistance— 106.  Con- 
struction of  a  Shunt  Box— 107.  Increase  of  the  Total  Current 
produced  b^  the  Employlnent  of  a  Shunt.  ^-The  Use  of  Shunts  with 
a  Differential  Galvanometer^lOS.  Sliding  Resistance  Boxes— 109. 
Measuring  a  Resistance  during  the  Passage  of  a  Strong  CmTent 
— UOl  Ohmmeter — IIL  Amount  of  Heat  generated  by  an  Elec- 
tric Current— 112.  Cooling  Correction  of  the  Observed  Rise  of 
Temperature  Curve — 113.  Measuring  a  Current  by  the  Rate  of 
Proouction  of  Heat — 114.  Work  done  in  an  Electric  Circuit— 115. 
Work  done  by  a  Cuirent  Generator.  Electromotive  Force— 116. 
Variation  of  External  Resistance,  Current,  and  Potential  Differ- 
enoe  at  the  Battery  Terminals. 

73.  Besistance. — ^Whenever  an  electric  current  is 
passing  through  a  circuit,  a  certain  amount  of  obstruction, 
or  ^*  resiitance,"  is  offered  to  the  cun*ent,  and  we  have 
seen  that,  by  the  insertion  o£  a  longer  or  shorter  piece  of 
wire,  or  of  a  longer  or  shorter  column  of  liquid  into  a 
circuity  the  current  can  be  diminished  or  increased  in 
strength.     Any  number  of  amperes  can  be  serU  tlirough 


Digitized  by  VjOOQIC 


130  PRACTICAL   ELECTRICITT,  [Ch^>.  IV 

any  body,  provided  tluU  we  ?iave  a  sufficiently  powerful 
generator,  and  provided  that  the  body  is  not  fused  or 
ot/ierunse  destroyed  by  t/ie  current  before  the  current  hcLS 
reached    Hie    required    strength      Hence,    we    caxinot 
measui*e  the  magnitude  of  the  electric  resistance  of   a 
body  by  the  smallness  of  the  current  strength  unless  -we 
know  something  about  the  power  of  the  generator,  just 
as  the  number  of  gallons  of  water  per  minute  passing 
through  a  pipe  furnishes  no  indication  of  the  resistance  of 
the  pipe  unless  we  know  the  difference  of  pressure  main- 
tained  at  the    two  ends  which  is  driving  the   water 
through  the  pipe.   If,  however,  the  same  electric  potential 
difference  be  maintained  at  the  ends  of  one  wire  A   as 
is  maintained  at  the  ends  of  another  B,  then  the  resistances 
of  these  wires  will  be  inversely  proportioned  to  t/ie  number 
of  amperes  flowing  through  them  respectively ;  or  more 
generally,  the  resistance  is  proportional  to  the  ratio  of 
the  potential  difference  maintained  at  the  ends  of  the  wii-e 
to  the  strength  of  the  current  flowing  through  it. 

74.  Ohm's  Law. — Experiments  originally  made  by 
Ohm  in  1827,  and  verified  to  a  high  degree  of  accuracy 
by  an  elaborate  series  of  experiments  made  at  the 
Cavendish  Laboratory  at  Cambridge  some  years  ago,  show 
that  this  ratio  of  potential  difference  to  current  is  abso- 
Iviely  constant  for  a  definite  piece  qf  metal  at  a  constant 
temperature,  and  may  be  called  simply  the  "  resistance  " 
of  that  piece  of  metal. 

75.  Experimental  Proof  of  Ohm's  Law.— To  test 
Ohm's  law  it  is  necessary  to  employ  a  more  delicate 
statical  potential  difference  measurer  than  a  gold  leaf 
electroscope,  and  a  form  of  Sir  W.  Thomson's  quadi*ant 
electrometer,  constructed  by  Dr.  Edelmann,  of  Municli, 
and  shown  in  the  following  figures,  may  be  con- 
veniently employed  for  this  purpose.  The  instrument 
rests  on  a  metallic  bracket  L  (Figs.  47,  48),  screwed 
to  the  wall,  and  is  levelled  by  means  of  the  three 
levelling  screws,  o  g  (Figs.  47  and  48)  are  four  qn.ar- 
ters   of  a  brass   cylinder  insulated    from   one   another. 
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and  held   in   position   by   ebonite   collars  r  r  and    s  s 
(Fig.  48).     These  quarter  cylinders  are  connected  together 


Pig.  47. 

in  opposite  pairs  by  means  of  two  pieces  of  wire,  the 
first  and  third  being  also  attached  to  the  "  electrode  "♦a 
(Fig.  47),  and  the  second  and  fourth  to  the  electrode  B. 

♦  "  Electrode  *'  is  the  name  given  to  a  wire  or  rod  by  means  of 
which  a  otirrent  enters  or  leaves  a  piece  of  apparatus. 
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Suspended  inside  this  system  of  quarter  cylinders,  tliere 
hangs,  by  means  of  a  fibre  of  unspun  sQk,  a  movable 


Pig.  4a 

piece  of  aluminium  w  w,  shaped  as  shown  in  elevation  in 
Fig.  48,  in  plan  in  Fig.  49,  and  in  perspective  in  Fig.  50, 
and  which  may  be  caUe'i  the  needle.     This  movable 
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amngement,  or  needle,  has  attached  to  its  bottom  a 
io(^)ed  platinum  wire,  to  which  is  fastened  a  small  piece 
of  sheet  platinum,  p  (Figs.  47,  48,  and  50),  dipping  into 
a  small  quantity  of  sulphuiic  acid,  contained  in  the 
glass  vessel  t,  and  electrically  connected  with  the 
wire  p  by  means  of  the  platinum  wire  r,  which  dips 
into  the  acid.  Into  a  small  collar  q  (Fig.  50),  at  the 
top  of  this  needle,  there  is  fixed  a  little  stem  of  tortoise- 
shell,  carrying  the  minx)r  ^  which  reflects  a  ray  of 
light  through  the  window  /  (Figs.  47  and  48),  on  to  a 
distant  scale,  in  accordance  with  Sir  W.  Thomson's  re- 
flecting arrangement  already  described 
in  §  54,  page  103. 

The  movable  arrangement  w  w  is 
kept  at  a  high  potential  by  one  end 
of  what  is  called  a  "  dry  pile "  (see 
%  197,  page  372)  being  attached  to  the 

wire  p,  which  passes  through  a  collar  

K,  let  into  the  outer  glass  vessel  z,  the  ^^^  ^ 

cider  end  of  the  dry  pile  being  attached 
to  the  brass  framework  d  d  of  the  instrument.  When  all 
the  four  quarter  cylinders  are  brought  to  the  same  potential 
by  connecting  the  electrodes  a  and  b  together  with  a  piece 
of  wire,  then  no  matter  how  highly  the  needle  be  charged, 
it  will,  except  for  the  extremely  small  torsion  produced 
by  the  silk  fibre,  which  can  be  made  insignificant  by 
turning  round  the  head  F,  rest  in  any  position  .if  turned 
round  a  vertical  axis  passing  through  its  centre.  But 
when  all  the  four  quarter  cylinders  are  at  the  same  poten- 
tial, we  want  the  spot  of  light  to  stand  at  nought  on 
the  scale,  hence  it  is  necessary  to  give  directive  force 
to  tLe  needle  ;  this  is  done  by  means  of  a  small  magnet 
n$  listened  to  it,  as  seen  in  Figs.  48  and  50,  and 
a  controlling  magnet  which  turns  the  needle  so  that 
it  rests  in  the  symmetrical  position  shown  in  Fig.  49, 
when  all  the  four  quarter  cylinders  are  at  one  potential 
The  deflection  of  the  needle,  or  the  motion  of  the  spot  of 
light  on  the  scale,  which  h  proportional  to  this  deflection. 
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is  very  nearly  directly  proportional  to  the  difference  of 

potential  between  the  opposite  pairs  of  quarter  cylinders 

as  long  as  the  potential  difference  between  the  needle 

w  w  and  the  outside  of  the  instrument  is  constant,  and 

the  magnetic  controlling  force  produced  by 

the  outside  controlling  magnet  is  unaltered 

in  magnitude  or  direction. 

The  complete  formula  for  a  given  position 
of  the  controlling  magnet  may  be  proved  to 
be  as  follows : — Let  N  be  the  potential 
difference  between  the  needle  and  the 
framework  of  the  instrument,  P  the  poten- 
tial of  one  pair  of  quarter  cylinders  rela- 
tively to  the  framework  D,  and  Q  the 
potential  of  the  opposite  psur  of  quarter 
cylinders  also  relatively  to  the  framework, 
d  the  deflection  of  the  spot  of  light  on  the 
scale  from  the  zero  position,  then 

from  which  it  follows,  first,  that  the  sensi- 
bility of  the  instrument  increases  as  N  increases; 
secondly,  that  d  becomes  more  and  more  nearly  pro- 
portional to  P — Q  as  N  becomes  larger  and  larger. 

This  formula  is  calculated  on  the  supposition  that  the  vertical 
edges  of  the  needle  w  are  never  very  near  the  vertiod  edges  of  the 
stationary  quarter  cylinders.  With,  such  a  short  needle  as  is  shown  in 
the  figure,  and  whicn  correctly  illustrates  the  apparatus  as  made  by 
Dr.  Edelmann,  this  condition  is  far  from  being  fulfilled  when  the 
needle  is  deflected.  Hence  the  instrument  would  be  improved  if  each 
half  of  the  needle  were  made  broader,  even  though  the  moment  of  in- 
ertia would  thereby  be  increased,  the  consideration  which  has  probably 
influenced  Dr.  Edelmann  in  making  it  so  narrow.  Another  improve- 
ment would  consist  in  supporting  the  glass  vessel  T  from  ebonite  rods 
instead  of  hy  the  ebonite  ring  8  s,  since  leakage  takes  place  from  the 
sulphuric  acid  in  the  vessel,  over  the  surface  of  the  ebonite  ring  s  s, 
to  the  quarter  cylinders  g,  o,  and,  consequently,  if  either  pair  be  left 
entirely  insulated,  even  for  a  short  time,  the  spot  of  light  rapidly 
moves  off  the  scale,  from  the  potential  of  this  insulated  pair  of  quarter 
cylinders  being  raised  by  the  electricity  leaking  into  them. 

Fig.  51  shows  diagrammatically  the  quarter  cylinders 

oc,   c'c'  of  the  Edelmann   electrometer  joined   to   the 
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termiDals  t,  t'  of  a  resistance  r  through  which  a  current  is 
^ent  by  the  battery  b,  and  its  strength  measured  by  the 


galvanometer  o.  As  the  wire  r  is  long  and  rather  fine, 
IP.  order  that  the  potential  difference  at  its  terminals  may 
be  large  enough  to  be  measured  with  the  electi-ometer,  it 
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would  be  necessary,  if  we  wished  to  vary  the  current 
considerably,  by  increasing  the  I'esistance  in  circait,  to 
introduce  a  resistance  in  the  circuit  several  times  as 
great  as  the  resistance  offered  by  the  wire  R.  A  simpler 
plan  than  employing  such  large  resistances  consists 
in  varying  the  number  of  cells  used  to  send  the  current, 
and  this  is  easily  done  by  keeping  one  wire  attached 
to  the  binding  screw  Sq  and  attaching  the  other  wire  to 
the  screw  s^  or  s^,  <fec.,  according  as  we  wish  the  current  to 
be  sent  by  one  or  two,  &c.  cells.  If  the  current  be  varied  it 
will  be  found  that  if  simultaneous  readings  of  the  electro- 
meter and  galvanometer  are  taken  for  the  different  currents 
that  the  ratio  of  potential  difference  to  current  is  constant. 

76.  Comparing  Resistances.  —  The  simplest  way 
of  insuring  that  the  same  potential  difference — that  is, 
the  same  number  of  volts — shall  be  maintained  at  the 
ends  of  two  wires  is  to  join  the  wires  in  parallel 
circuit,  as  shown  in  Fig.  62,  or  what  may  be  called 
simply  "  in  paralleV*  The  number  of  amperes  flowing 
in  the  two  circuits  can  be  measui-ed,  of  course,  by  pro- 
perly calibrated  galvanometers  put  in  the  two  circuits, 
but  the  coils  of  each  of  these  galvanometers  must  be  made 
of  such  a  short  piece  of  thick  wire  that  the  insertion  of 
the  galvanometer  in  either  of  the  circuits  does  not  * 
weaken  the  current  in  that  circuit,  otherwise  the 
number  of  amperes  will  not  be  inversely  proportional 
simply  to  the  resistances  of  the  wires  A  and  b,  but  to  the 
resistances  of  the  two  circuits,  increased  by  the  addition 
of  the  resistances  of  the  respective  galvanometers. 

It  may  here  be  noticed  that  a  projierly  calibrated 
galvanometer  always  measures  the  current  flowing 
through  the  circuit  in  which  it  has  been  placed.  But  it 
does  not,  of  course,  follow  that  the  current  is  the  same 
as  it  was  before  the  insertion  of  the  galvanometer,  there- 
fore if  it  is  the  latter  we  desire  to  measure  care,  must  be 
taken  that  the  insertion  of  the  galvanometer  shall  not 
diminish  the  current.  Just  in  the  same  way  when 
measuring  temperature,  a  thermometer  put  into  a  vesse 
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of  Hqaid  always  measures  quite  accurately  the  joint 
temperature  of  the  liquid  and  thermometer ;  biit  except 
in  the  very  exceptional  case  of  the  thermometer  bulb 
and  the  liquid  being  at  the  same  temperature  before  the 
insertion  of  the  thermometer  bulb  (so  that  the  mercury 
neither  rises  nor  falls  when  the  thermometer  is  inserted), 
the  thermometer  will  either  slightly  raise  or  slightly 
lower  the  previous  temperature  of  the  liquid,  unless  the 
volume  of  the  bulb  be  very  small  compared  with  the 
volume  of  the  liquid,  or,  more  accurately,  unle^ss  the 
thermal  capacity  of  the  bulb  and  liquid  in  it  is  very 


small  compared  with  that  of  the  liquid  and  vessel 
combined  into  which  it  is  placed.  And  for  that 
reason,  thermometers  with  extremely  small  bulbs,  contain- 
ing very  little  mercury,  have  frequently  to  be  employed. 

So  a  current  galvanometer  should  have  as  small  a 
resistance  as  possible,  and,  for  a  similar  reason,  as  we 
have  already  seen,  a  potential  difference  galvanometer 
should  have  as  high  a  resistance  as  possible,  so  as  to  fulfil 
the  general  law  which  must  be  carefully  attended  to  in 
all  experiments — the  test  must  not  alter  the  thing  tested. 

By  comparing,  then,  the  currents  sent  through  two 
wires,  at  the  ends  of  which  the  same  potential  difference 
is  maintained,  their  resistances  can  be  compared,  and  in 
this  way  two  resistances  can  be  made,  for  example,  equal 
to  one  another.  But  as  the  insertion  of  the  galvano- 
meter will  generally  increase  the  resistance  of  the  circuit 
in  which    it   is  placed,   two  galvanometers   of  known 
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resistances  and  with  known  absolute  calibration  curves 
should  be  employed. 

77.  Simple  Substitation  Method  of  Comparing 
Besistances. — The  folio  wing  ^^aimpleaubsttUUian  method" 
is,  however,  much  simpler  to  be  used  when  one  resistance 
has  to  be  made  equal  to  another,  as  it  requires  the 
employment  o£  only  one  galvanometer  of  unknown 
resistance,  and  of  which  even  the  relative  calibra- 
tion need  not  be  known,  much  less  its  absolute 
calibration ;  in  fact^  a  simple  galvanoscope,  that  merely 
indicates  more  or  less  as  regards  the  current^  is  all 
that  is  needed.  Put  any  convenient  electric  generator 
in  circuit  with  a  galvanoscope  and  a  wire  whose  re- 
sistance we  wish  to  reproduce,  and  observe  the  deflection. 
Next  remove  this  wire,  and  put  in  its  place  another 
wire,  with  which  a  smaller  deflection  is  obtained,  on  the 
same  galvanoscope  using  the  same  generator.  Now 
gradually  diminish  the  length  of  the  second  wire  until  the 
original  deflection  is  reproduced,  then  the  resistance  of  the 
new  wire  will  be  exactly  equal  to  that  of  the  old.  In  mak- 
ing the  experiment^  it  is  desirable  to  select  for  the  second 
wire  one  which,  as  already  stated,  gives  a  smaller  deflec- 
tion, and  therefore  has  a  larger  resistance  than  the  first, 
so  that  by  shortening  it  its  resistance  may  be  made  equal 
to  the  first.  We  shall  see,  however,  later  on,  that  even  if 
the  deflection  with  tlie  second  wire  be  too  large  instead 
of  too  small,  so  that  it  has  too  small  and  not  too  large  a 
resistance,  the  resistance  of  the  second  may  be  increased 
and  made  equal  to  that  of  the  first  wire  by  passing  it 
through  a  draw-plate,  so  that  it  becomes  thinner  and  of 
smaller  diameter.  But  this  is  not  nearly  so  easy  an  adjust- 
ment as  shortening  a  wire  that  has  been  selected  with  too 
great  a  length. 

To  detect  any  possible  change  in  the  sensibility  of 
the  galvanoscope,  or  in  the  power  of  the  generator  during 
the  test — a  change  in  either  of  which  would,  of  course^ 
destroy  the  accuracy  of  the  test — it  is  well  after  the  second 
wire  has  been  altered,  until  the  first  deflection  on  the 
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galvanoflcope  has  been  nearly  reproduced,  to  substitute  the 
first  wire  for  the  second,  and  see  whether  the  deflection 
now  obtained  with  the  first  wire  in  circuit  is  exactly  the 
same  as  was  originally  obtained.  If  it  be  found  to  be 
slightly  difierent,  then  the  final  adjustment  of  the  second 
wire  must,  of  course,  be  made  with  the  new  deflection 
of  the  galvanometer  obtained  with  the  first  wire  in 
circuit,  and  not  with  the  deflection  that  was  origin- 
ally obtained  when  the  first  wire  was  in  circuit.  While 
making  the  preceding  test^  care  must  be  taken  not  to 
alter  the  sensibility  of  the  galvanometer  by  accidentally 


Pig.  53. 

moving  the  controlling  magnet,  and  it  is  well  not  to  keep 
the  current  flowing  continuously  for  too  long  a  time,  as 
the  battery  is  liable  to  become  what  is  called  ^^  polarised" 
and  the  current  in  consequence  diminished. 

The  preceding  method  of  comparing  the  equality  of 
two  resistances  is  exactly  analogous  with  what  is  known 
as  Borda's  method  of  double  weighing,  by  means  of 
which  the  true  weight  of  a  body  can  be  accurately  deter- 
mined, no  matter  how  unequal  be  the  lengths  of  the 
two  portions  of  the  beam,  or  how  unequal  the  weights 
of  the  pans  of  the  balance  employed. 

78u  PlufiT  ^y* — I^  order  to  connect  the  galvanoscope 
and  current  generator  quickly  and  conveniently  with 
either  the  known  or  the  unknown  resistance,  the  plug  key, 
shown  in  Fig.  53,  may  be  employed.  It  consists  of  three 
pieces  of  brass  a,  b,  and  c  fastened  to  a  slab  of  ebonite 
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or  wood  E  E.  By  inserting  the  conical  brass  plug  p  into  the 
hole  H,  the  current  produced  by  the  battery,  one  end  of 
which  is  attached  to  b,  will  pass  through  the  unknown  re- 
sistance, whereas  if  it  be  inserted  in  A  it  will  pass  through 
the  known  resistance  and  not  through  the  unknown. 

79.  Potential  Difference  Method  of  Comparing 
Be8i8tance& — Another  method  of  comparing  two  resist- 
ances, depending  directly  on  the  definition  of  resistance, 
consists  in  sending  a  current  through  the  two  wires  A  B  and 
CD  placed  "  in  series,"  or  end  on  (Fig,  54),  and  comparing, 
by  means  of  a  suitable  galvanometer,  the  potential  dif- 
ference between  a  and  b  with  that  between  c  and  d. 
For  since  the  same  current  passes  through  these  two 


wires,  and  since   resistance  is  the   ratio   of    potential 
difference  to  current^  it  follows  that — 

reaistance  of  AB    potential  difference  between  A  and  B 

resistance  of  CD~  potential  difference  between  C  and  D 

80.  Ohm. — The  legal  unit  of  resistance,  as  settled 
by  the  International  Electrical  Congress,  at  their  meet- 
ing held  in  Paris  iu  1884,  is  tluU  of  a  column  of  pure 
mercury  106  centimetres  long,  1  square  millimeire  in 
sectional  area,  at  a  temperatv/re  of  0°  C.  This  is  called 
the  "  oAm,"  and  is  the  only  one  of  the  electrical  units 
that  has  yet  been  legalised.  All  the  others  have,  how- 
ever, been  accurately  defined  in  terms  of  the  ohm  and 
the  ampere,  but  as  the  exact  rate  of  chemical  action 
corresponding  with  the  ampere  (although  now  generally 
accepted  as  being  that  given  in  §  6,  page  11)  has  not 
yet  been  defined  legaHy,  it  cannot  be  said  that  a  practical 
unit  of  current  has  yet  been  legally  adopted,  and  the 
same  remark  applies  to  the  volt  and  to  all  the  electrical 
units  depending  on  the  ampere. 
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8L  Volt,  Practioal  Definition  of. — A  volt  is  the 
difference  of  potentials  that  must  be  maintained  at  the 
ends  of  a  wire  of  one  ohm  resistance,  so  that  a  current 
of  one  ampere  may  pass  through  it ;  or  generally,  if  Y 
be  the  potential  difference  in  volts  maintained  at  the  end 
of  a  conductor  having  a  resistance  of  o  ohms,  and  if 
A  be  the  current  in  amperes  flowing  through  it 

A=X 
o 

8S.  British  ABSOciation  Unit  of  Besistanca—Pre- 
vious  to  1884,  the  unit  of  resistance  used  most  exten- 
sively in  Great  Britain  and  elsewhere  was  the  British 
AsBoeialiony  or  "  B.  A,'*  unit,  called  also  previously  to 
1884  an  ohm.  The  name  ohm  is,  however,  now  restricted 
to  the  legal  unit,  and  the  older  one  is  called  a  B.  A.  unit. 
The  value  of  this  latter  was  decided  on  by  the  Electrical 
Committee  of  the  British  Association,  after  years  of 
extremely  careful  and  painstaking  work,  and  copies  of 
the  standard  were  first  issued  in  1865,  since  which  time 
they  have  been  multiplied  almost  indefinitely.  The  ideal 
K  A.  unit  (as  distinguished  from  the  actual  one,  which, 
as  will  be  explained  farther  on,  is  slightly  wrong)  is  a 
derived  unit,  and  not  an  arbitrary  one,  that  is  to  say,  it  is 
selected  so  that  the  equations  connecting  current^  resist- 
ance, potential  difference,  work,  4&c.,  shall  be  of  the 
simplest  kind,  without  arbitrary  co-efficients.  The  great 
value  of  this  so-called  ahiolute^  or  British  Association, 
system  of  electrical  units  was  fully  accepted  at  the  meet- 
ing of  the  International  Electrical  Congress  at  Paris  in 
1881,  and  it  was  decided  that  for  purposes  of  reference, 
that  particular  length  of  a  column  of  mercury  one  milli- 
metre square  in  section  which  at  a  temperature  0®  Centi- 
grade was  found  to  have  most  nearly  the  true  B.  A  unit 
of  resistance,  should  be  called  the  ohm,  and  legalised. 
Doubts  having  arisen  as  early  as  1878  as  to  whether 
there  had  not  been  tome  mistake  made  by  the  British 
Association  Committee  in  their  original  determination, 
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the  whole  work  was  repeated,  emd  it  was  eyentuall/ 
agreed,  at  the  meeting  of  the  Conference  in  1884,  that 
the  length  of  mercury  which,  having  one  square  milli- 
metre in  section,  had  at  0°  C.  one  ohm  resistance  should 
be  internationally  accepted  as  106  centimetres,  the  deci- 
mal of  a  centimetre  which  required  to  be  added  to  make 
this  length  perfectly  accurate  being  left  for  further 
experiment  and  consideration.  And  in  England  it  has 
been  also  decided  that  for  the  purposes  of  issuing  practical 
standards  of  electrical  resistance,  the  number  of  B.  A. 
units  adopted,  from  the  means  of  a  large  number  of 
experiments,  as  the  resistance  of  a  column  of  mercury 
100  centimetres  1  square  millimetre,  at  0°  Centigrade, 
which  is  the  ^*  Siemens*  unit  of  resistance^"  shall  be 
0-9540. 

Therefore  it  follows  that 

1  legal  ohm  =  10112  B.  A.  anits. 
1  B.  A.  unit  =  0*9889  legal  ohm. 

Example  21. — With  a  potential  difference  of  108 
volts  maintained  at  the  terminals  of  an  Edison  incande- 
scent lamp,  0*75  ampere  passes  through  it^  what  is  the 
lamp  resistance  ?  A  nswer, — 144  ohms. 

Example  22. — If  the  potential  difference  be  reduced 
to  105  volts,  and  the  resistance  of  the  lamp  remain  the 
same,  what  current  will  now  pass  through  it  ? 

Answer, — 0*729  ampere. 

Example  23. — If  a  wire  have  127*4  B.  A.  units'  resist- 
ance, what  is  its  resistance  in  legal  ohms  1 

A'nsioer, — 126*0  ohm& 

Example  24. — If  a  wire  of  uniform  section  have  27 
B.  A.  units'  resistance,  how  much  per  cent,  must  be  cut  off 
it  so  that  it  may  have  26  ohms'  resistance  ? 

,    27  B.  A.  units  =  27  x  0*9889  ohm. 

Answer, — 26*7  ohms. 
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Answer. — To  reduce  to  the  26  oliins  we  must  cut  off 
yj^,  or  about  2-6  per  cent 

Example  25. — What  percentage  error  would  be  made 
in  assuming  that  the  B.  A.  unit  was  the  same  as  the 
1^^  ohm] 

Answer, — The  resistance  would  be  assumed  to  be 
about  1-1  per  cent,  larger  than  it  really  was. 

To  &miliarise  the  student  with  the  practical  value  of 


an  ohm,  it  may  be  mentioned  that  a  copper  wire  one  foot 
long,  TTHT^th  of  an  inch  in  diameter,  has  roughly  10  ohms' 
resistance,  which  is  also  roughly  the  resistance  possessed  by 
a  mile  of  iron  wire  one-fifth  of  an  inch  in  diameter. 

83.  Variation  of  Resistance  with  Length.— Tlie 
apparatus  shown  in  Fig.  55  is  adapted  for  ascertaining 
this,  and  consists  of  a  thin  platinum  wire  of  uniform 
sectional  area,  stretched  along  the  graduated  bar  between 
the  two  points  w,  w',  and  through  which,  on  pressing  down 
the  key,  a  constant  current  flows,  produced  by  some  cur- 
rent generator  attached  to  the  two  wires  which  come 
from  the  binding  screws  at  the  farther  side  of  the  figura 
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To  one  end  w  is  joined  one  terminal  b  of  a  tangent 
galvanometer,  the  coil  of  which  is  wound  with  a  very  fine 
wire,  and  to  the  other  terminal  b'  is  attached  a  flexible 
wire,  by  which  it  can  be  electrically  attached  to  any 
other  point  of  the  stretched  platinum  wire  by  means  of 
the  binding  screw  9,  Experiment  shows,  tiiat  if  the 
sensibility  of  the  tangent  galvanometer  is  kept  unchanged 
by  the  adjusting  magnet  m  not  being  moved,  the  tangent 


lig.  5«. 

of  the  deflection  is  directly  proportional  to  the  distance 
w  s\  Now,  the  resistance  of  the  wire  forming  the  coil  of 
the  tangent  galvanometer  is  very  great  compared  with 
that  of  the  stretched  platinum  wire  w  w',  hence  it  follows 
(see  §  71,  page  127)  that  the  potential  difference  between 
the  points  w  and  s'  of  the  stretched  wire  is  unaffected  by 
the  presence  of  the  galvanometer.  Consequently  we  may 
condude  that  the  tangent  of  the  deflection  measures  the 
potential  difference  that  would  exist  between  the  points  w 
and  s'  if  the  galvanometer  were  not  present  Hence, 
when  a  constant  current  is  flowing  through  a  particular 
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wire,  the  potential  difference  between  two  points  is 
directly  proportional  to  the  length  of  wire  between  those 
two  points,  so  that  potential  difference  divided  by  cur- 
rent which  we  have  defined  as  the  measure  of  resistance, 
is  directly  proportional  to  the  length  of  wire. 

This  experiment  can  be  performed  for  greater  lengths 
of  wire  by  replacing  the  stretched  wire  shown  in  the 
last  figure  by  lengths  of  the  same  wire  wound  for  cou- 
Tenienoe  round  in  a  sci*ew  groove  turned  on  a  wooden 
cylinder.  Fig.  56  shows  such  an  arrangement,  consisting 
ol  six  coils  of  iron  wire  of  lengths,  say  5,  10,  20,  30,  40, 
and  50  feet  respectively,  aU  the  wire  being  drawn  to 
have  exactly  the  same  diameter,  say  0*0095  inch. 

From  what  has  preceded  it  follows  that,  if  distances 

OA,  OB,  <fea  (Fig.  57) measured  horizontally  from  a  point 

JP 


O,  represent  the  resistance  of  a  circuit  from  some  fixed 
point  up  to  various  points  of  the  circuit,  and  if  vertical 
distances  op,  a q,  &c.,  represent  the  potentials  at  these 
points,  the  points  P,  Q,  r,  s,  4rc.,  v^ill  H^  in  one  straight 
line  when  the  current  is  steady ^  and  the  tangent  of  the 
an^e  this  line  makes  with  o  c  will  measure  the  strength 
of  the  current,  this  strength  being  in  amperes  if  the  re- 
sistances are  measured  in  ohms,  and  the  potentials  in 
Tolts. 

84.  OonBtrnction  of  Coils;  Multiples  of  the  Ohm. 
— ^We  are  now  in  a  position,  if  we  have  a  single  wire 
having  one  ohm  resistance  to  start  with,  to  construct,  in 
the  following  way,  by  the  simple  substitution  method,  coils 
having  a  resistance  of  any  number  of  ohms  we  please. 
First,  make  a  second  coll  having  one  ohm  resistance,  then 
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put  these  two  ohm  coils  in  series  as  in  Fig.  54,  page  140, 
when  the  resistance  of  the  two  will  be,  as  we  have  seen, 
two  ohms.  Now  make  a  single  coil,  having  two  ohma* 
resistance  bj  comparison,  then  using  this  in  series  with 
one  of  the  one-ohm  coils,  we  shall  have  a  resistance  equal 
to  three  ohms,  compared  with  which  we  can  then  make 
a  single  coil  having  three  ohms'  resistance,  and  so  on. 

85.  Variation  of  Resistance  with  Sectional  Area. 
— For  the  purpose  of  testing  experimentally  how  the 
resistance  of  a  wire  depends  on  its  sectional  area,  which 
may  be  done  by  the  simple  substitution  method,  a  board 
somewhat  like  that  shown  in.  Fig.  56  is  employed,  but 
having  wires  of  exactly  the  same  length  (say  twenty-one 
feet)  and  the  same  material  (iron)  wound  round  each  of  the 
cylinders.  The  sectional  areas  of  these  wires  are  how- 
ever different,  being  proportional  to  the  squares  of  the 
diameters,  which  may  be  0-0195,  00158,  00136,  00106, 
0-009,  00078  of  an  inch. 

86.  Variation  of  Reststance  with  the  Material. — 
On  the  cylinders  of  a  third  board  are  wound  wires  of 
exactly  the  same  length  (say  twenty-one  feet),  and  drawn 
to  have  exactly  the  same  diameter  (say  0-012  of  an  inch), 
but  made  of  the  following  materials :  copper,  platinum, 
brass,  iron,  lead,  and  Qerman  silver,  from  which  the  effect 
of  difference  of  material  can  be  ascei-tained. 

As  in  selecting  a  piece  of  wire  there  are  three 
distinct  things  that  have  to  be  considei-ed — ^its  length, 
its  thickness,  and  the  material  of  which  it  is  made — 
it  is  important  that  the  change  in  the  resistance  pro- 
duced by  a  change  in  each  of  these  three  things 
should  be  separately  measured ;  and  generally,  in  experi- 
menting, v)1ien  it  is  possible  to  change  several  of  the  con- 
ditions  tinder  which  the  experiment  is  made^  ii  is  of  tJie 
utmost  importance  tJuU  only  one  of  tlie  conditions  slundd 
be  varied  at  one  time.  The  effect  produced  by  the  varia- 
tion of  one  condition  should  be  fully  inquired  into  before 
any  one  of  the  other  conditions  is  in  any  way  altered, 
otherwise  it  will  be   generally   quite  impossible   after- 
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wards  to  gather  from  the  results  what  portion  of  the 
Tariation  in  the  effect  is  produced  by  any  particular 
diange  in  the  conditions. 

87.  Variation  of  Resistftnoe  with  Temperature. — 
We  have  already  said  that   the  resistance   of  a  wire 


depends  on  its  temperature,  and  the  apparatus  shown  in 
Kg.  58  is  arranged  especially  for  testing  this.  A  coil 
of  ailk-covered  iron  wire  is  wound  on  a  long,  thin,  hollow 
wooden  bobbin,  the  top  of  which  is  seen  at  a.  This  bobbin 
is  placed  in  a  long  thm  glass  tube,  which  itself  is  placed 
in  water  contained  in  the  vessel  v,  the  temperature  of 
which  can  be  raised  by  the  Bunsen  gas-burner  b.  s  is 
the  top  of  a  piece  of  stout  brass  wire  attached  to  a  flat 
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piece  of  wood  in  the  vessel  v,  and  by  means  of  which 
the  water  can  be  stirred  up  and  its  temperature  made 
fairly  uniform  throughout.  The  temperature  of  the  coil 
of  wire  is  shown  by  the  thermometer  t,  the  bulb  of  which 
is  inside  the  thin  hollow  wooden  bobbin ;  but  as  even 
with  this  arrangement  there  may  be  a  difference  of  tem- 
perature between  the  wire  and  the  thermometer  bulb, 
if  the  heating  of  the  water  is  performed  rapidly,  it  is 
better,  before  making  a  measurement  of  the  resistance 
in  the  manner  about  to  be  described,  to  withdraw  the 
Bunsen  lamp,  and  wait  a  few  minutes  for  the  interior  of 
the  water-bath  all  to  settle  down  to  a  uniform  tempera- 
ture, which  is  indicated  by  the  two  thermometers  t 
inside  the  wooden  bobbin,  and  t'  in  the  water-bath  out- 
side the  bobbin  indicating  the  same  temperatura  The 
double  screen  d  d  is  for  the  pui*pose  of  preventing  the  heat 
radiated  from  the  lamp  warming  the  apparatus  used  for 
measuring  the  resistance,  the  action  of  which  is  based 
on  the  mode  of  measuring  resistance  shown  in  Fig.  52, 
page  137.  From  what  was  there  said,  it  follows  that  if 
the  currents  flowing  through  A  and  B  are  equal,  then  the 
resistances  of  A  and  B  are  also  equal  This  equality  of  the 
currents  might  be  ascertained  from  the  deflections  of  two 
galvanometers  placed  in  the  circuits  A  and  B,  these 
deflections  not  being  necessarily  equal,  but  having  values 
which  the  absolute  calibration  curves  of  the  galvano- 
meters show  to  correspond  with  equal  currents. 

This  test  could,  however,  more  easily  be  made  if,  instead 
of  using  two  separate  galvanometers,  a  galvanometer  were 
employed  containing  two  distinct  coils  c»  c'  (Fig.  59),  one 
placed  in  the  circuit  A,  and  the  other  in  the  circuit  B, 
and  if  the  positions  of  these  coils  relatively  to  a  sus- 
pended magnetic  needle  were  so  adjusted,  that  on  equal 
currents  passing  through  them  their  effects  on  this 
needle  exactly  balanced  one  another,  so  that  the  resultant 
deflection  of  the  needle  was  nought.  With  such  an  ar- 
rangement a  deflection  nought  of  the  needle  would  indicate 
that  the  i*esistances  of  the  complete  circuit  a,  including 
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that  of  the  coil  c,  was  equal  to  the  resistance  of  B,  in- 
cluding that  of  the  coil  c'.  Further,  if  these  coils  not 
only  had  equal  and  opposite  effects  on  the  needle  when 
equal  currents  were  passing  through  them,  but  had  also 
equal  resistances,  then  a  deflection  nought  of  the  needle 
would  indicate  not  merely  that  the  resistances  of  the  cir- 
cuits A  and  B,  but  also  that  the  resistances  of  the  re- 
mainders of  the  two  circuits  A  and  B,  after  excluding  the 
resistances  of  the  two  coils  c  and  c',  were  also  equal 

Hen^,  with  the  conditions  of  equal  magnetic  effect 
and      equal 
resistance  of 
the  two  coils 
c  and  (/,  it' 
follows  that 

when    there  _ 

is  no  deflec-  Pig,  59^ 

tion  of   the 

galvanometer  needle,  the  two  wires,  a  and  b,  short  or  long, 
used  to  join  the  point  p  with  the  ends  of  the  coils,  have 
equal  resistancea 

The  instrument  for  measuring  resistance,  constructed 
on  this  principle,  is  called  a  " dyffh'erUial  galvanometer" 
and  such  a  galvanometer  is  seen  to  the  left  of  Fig.  58. 

In  the  apparatus  shown  in  Fig.  58,  these  two  wires, 
A  and  B  of  Fig.  59,  are  our  experimental  coil  of  iron  wire 
in  the  water-bath,  and  the  wire  in  the  resistance  box  r, 
hence,  as  the  resistance  of  the  w^ire  in  the  water-bath 
varies  by  being  warmed,  we  can,  by  varying  the  resistance 
in  r  so  as  to  always  obtain  no  deflection  of  the  needle  of 
the  differential  galvanometer,  measure  the  change  of  re- 
sistance produced  by  the  variation  of  temperature. 

88.  Constmction  of  a  Differential  Galvanometer. — 
The  actual  way  in  which  the  two  conditions,  equality  of 
magnetic  effects,  and  equality  of  resistance  of  the  wires 
of  the  two  coils  of  the  differential  galvanometer 
are  fulfilled,  is  as  follows  : — ^Two  reels  of  silk-covered 
copper   wire  are   chosen,    so  that  the  diameter  of  the 
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wire  on  each  is  as  nearly  as  possible  the  same,  and 
the  two  wires  are  wound  side  by  side  on  the  galva- 
nometer bobbin  until  it  is  nearly  full;  the  wires  are 
then  tested  and  cut,  so  that  the  resistance,  but  not  of 
course  necessarily  the  length,  of  each  wire  is  the  same. 
A  current  is  now  sent  in  opposite  directions  through  the 
two  coils  in  sei-ies,  when  it  will  be  found  that,  although 
the  wires  have  been  wound  on  side  by  side,  one  of  them 
will  have  a  greater  magnetic  effect  than  the  other, 
partly  perhaps  because,  being  a  trifle  thicker,  it  has  to  be 
longer  than  the  other,  so  as  to  have  the  same  resistance, 
or  partly  because  it  is,  on  the  whole,  nearer  the  suspended 
needle  than  the  other.  To  remedy  this,  a  small  portion 
of  the  wire  having  the  greater  magnetic  effect  is  un- 
wound, and  without  being  cut,  which  would  of  course 
destroy  the  equality  of  the  resistances  of  the  two  coils, 
the  portion  so  unwound  is  coiled  up  out  of  the  way  in 
the  base  of  the  instrument.  In  this  way,  by  unwinding 
more  or  less  from  the  coil  that  was  magnetically  the  more 
powerful,  a  very  good  balance  can  be  obtained.  In  the 
use  of  differential  galvanometers  in  which  the  needle  is 
suspended  by  a  ulk  fibre  (as,  for  example,  it  is  in 
Fig.  58,  where  the  silk  fibre  is  inside  the  tube  t),  a  final 
and  most  delicate  adjustment  can  be  obtained  by  raising 
or  lowering  one  of  the  levelling  screws  8  8  slightly,  so  as 
to  tUt  the  needle  nearer  to  or  farther  from  one  of  the 
coils.  And  the  spirit-level  l  should  then  be  permanently 
adjusted  so  that  the  bubble  is  in  the  centre  of  the  glass 
cover  of  the  level,  after  the  instrument  has  been  tilted 
in  the  manner  just  described.  The  plugs  P*,  P*,  seen 
in  the  figure^  are  for  the  purpose  of  enabling  the  two 
coils  of  this  differential  gidvanometer,  which  is  known 
as  Latimer  Clark's  differential  galvanometer,  to  be  joined 
so  as  to  oppose  one  another's  effect^  or  to  assist  one 
another  when  it  is  desired  to  use  the  instrument  as  an 
ordinary  galvanometer  instead  of  a  differential  one,  and 
the  plugs  P^,  p*  are  for  the  purpose  of  shundng  eiUier  coil 
of  the  differential  galvanometer  {see  §  107,  page  185). 
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89.  Constnictioii  of  Plug  Resistance  Boxes. — ^The 
general  constmction  of  a  resistance  box  was  explained  in 
§  12,  page  28 ;  but  in  the  one  shown  in  Fig.  58,  the  coils 
used  to  connect  the  various  pieces  of  brass  on  the  top  of 
the  box  are  not  equal,  but  may  conveniently  have  the 
following  values  going  round  them  consecutively,  starting 
from  one  of  the  binding  screws  : 

0-1,  0-2,  0-2,  0-5,  1,  2,  4,  10,  20  ohms. 

lliere  is  also  an  <^  infinity  plitg"  that  is,  two  of  the  pieces 
of  brass  are  not  connected  by  a  coil  at  alL  Hence,  if  we 
take  out  the  first  and  second  plugs,  the  rest  being  left  in, 
the  resistance  in  the  box  will  be  0*1  +  0*2  or  0*3  ohms ; 
if  we  take  out  the  first  and  fourth,  replacing  the  second, 
it  will  be  0-1  +0*5  or  0*6  ohms,  &c.  So  that  with  the 
coils  above-mentioned,  any  resistance  between  0*1  and  38 
(duns  can  be  obtained  with  the  nine  coils.  The  brass 
plugs  and  the  holes  into  which  they  fit  are  made  conical^ 
and  the  plugs  should  be  well  ground  into  the  holes  during 
manufacture.  To  prevent  a  resistance  being  intix)duced 
between  the  plug  and  the  two  pieces  of  brass  on  each 
side  of  it,  a  good  contact  is  necessary,  and  to  insure  this, 
a  plug,  when  put  into  the  hole,  should  receive  a  slight 
screwing  motion,  when  it  will  be  found,  with  well-made 
plugs,  that)  although  there  is  no  screw  thread  on  the 
plug,  the  whole  resistance  box  can  be  easily  lifted 
up  by  taking  hold  of  one  plug  after  it  has  properly  been 
put  in.  Such  closeness  of  contact  it  would  be  extremely 
difficult  to  secure  by  simply  pressing  down  the  plug, 
unless  a  large  downward  pressure  were  employed,  and  a 
corresponding  tugging  when  taking  it  out,  which  would 
soon  wrench  off  tiie  ebonite  head.  The  ebonite  heads 
are  usually  screwed  on  to  the  tops  of  the  brass  plugs,  but 
to  prevent  the  head  unscrewing  in  use,  a  pin  should 
always  be  driven  through  the  ebonite  top  and  the  head 
of  the  brass  plug  after  they  have  been  fitted  together. 

The  holes  in  the  figure,  seen  in  the  brass  pieces 
themselvesi  are  for  tho  purpose  of  holding  the  plugs, 
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when  they  are  not  placed  between  the  pieces  of  brass  to 
short-circuit  the  intervening  coil  ;  but  the  use  of  the 
holes  in  the  brass  pieces  cannot  be  recommended,  since, 
when  the  resistances  corresponding  with  the  holes  that 
are  unplugged  are  being  rapidly  counted,  a  plug  stuck 
in  one  of  the  pieces  of  brass  is  liable  to  be  mistaken  for 
a  plug  between  two  pieces  of  bi'ass,  and  hence  coils 
which  are  actually  in  circuit  are  liable  to  be  missed  out 
in  the  counting  up.  Further,  unless  the  pieces  of  brass 
are  very  large,  the  ebonite  head  of  a  plug  stuck  into  one 
of  them  prevents  the  next  plug  being  properly  inserted,  or 
removed,  when  the  resistance  of  the  next  coil  is  to  be 
subtracted  from  or  added  to  the  resistance  in  circuit 

90.  Law  of  the  Variation  of  Resistance  with 
Temperature. — Experiments  made  with  the  apparatus 
seen  in  Fig.  58,  show  that  the  resistance  of  copper 
increases  about  0-388  per  cent,  per  1°  C,  or  1  per 
cent  for  a  rise  of  temperature  of  2° '67  0.  Tliis  increase 
of  resistance  is  not  due  simply  to  the  wire  becomuig 
longer,  for  if  the  change  of  resistance  were  due  merely 
to  alteration  of  size,  then,  since  the  co-efficient  of  increase 
of  length  by  temperature  is  the  same  as  the  co-efficient 
of  increase  of  diameter,  and  as  the  resistance  is  directly 
proportional  to  the  length,  and  inversely  propoitional  to 
the  square  of  the  diameter,  it  follows  that  as  far  as  mere 
size  is  concerned,  increase  of  temperature  should  diminish 
the  resistance.  The  fact,  however,  that  the  expansion 
of  a  metal  by  heating  has  the  effect  of  separating  all 
the  particles  of  which  the  metal  is  composed  from  one 
another,  may  have  something  to  do  with  the  greater 
difficulty  a  current  has  in  passing  through  a  hot  wire  than 
through  a  cold  one.  But  even  this  rough  figurative  expla- 
nation must  be  received  with  caution,  since  the  resistauce 
of  a  liquid  which  also  expands  in  all  directions  with 
increase  of  temperature,  diminishes  as  the  temperature 
rises  instead  of  increasing  as  is  the  case  with  metals. 

Very  careful  experiments  made  on  the  increase  of 
resistance  of   metals  with  temperature,  show  that   the 
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increase,  although  roughly  proiK)rtionaJ,  is  not  absolutely 
proportional  to  the  increase  of  temperature,  the  resistance 
increasing  in  fact  more  rapidly  than  the  temperature  for 
all  pore  metals  except  mercury,  so  that  the  expression 
connecting  resistance  with  temperature  must  contain  a 
tenn,  involving  at  least  the  square  of  the  temperatura 
The  actual  result  obtained  by  Dr.  Matthiessen  for  most 
pore  metals,  excepting  iron,  is  approximately 

R=r  (1  +  0003824«  +  0-00000126 <»), 

where  r  is  the  resistance  at  0°  C,  and  R  the  resistance  at 
any  temperature  ^  C. 

For  mercury  the  formula  is 

R=r  (I  +  0-0007485 <- 0000000398  i^); 

£or  the  gold-silver  alloy  in  Table  L, 

R=r  (1  +  0-0006999  t  -  0000000062  t^) ; 

for  German  silver, 

R=r  (1  +  0-0004433 1  -f  0-000000162  ^)  ; 

£or  the  platinum-silver  alloy  in  Table  I., 

R=r(l  +0-0003U). 

Carbon  is  an  exception  to  the  otherwise  universal 
law,  that  the  resistance  of  elementary  substances,  as  dis- 
tinguished from  compounds,  increases  as  the  temperature 
rises.  This  fact  is  a  reason  for  thinking  that  very 
possibly  carbon  is  really  a  compound  body. 

9L  Resistance  of  Metals  per  Cubic  Centimetre 
and  per  Cubic  Inch. — ^The  following  table,  deduced  from 
Dr.  Matthiessen's  results,  and  expressed  in  terms  of  the 
1884  legal  standard  (see  §  80,  page  140),  gives  the  value  at 
0^  C.  of  the  resistance  in  microhms,  or  millionths  of  an 
ohm,  of  a  cubic  centimetre  and  of  a  cubic  inch,  which 
means  the  resistance  from  one  face  to  the  opposite  face 
across  the  cube. 
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TABLE  No.  I. 

Chemieally  Pure  Subttancet  arranged  in  order  of  Increasing  ResiUanee 
for  the  same  Length  and  Sectional  Area, 

.    LEGAL  MICR0HM8. 


NanMofMeUL 


BesiftaBoe  in  Mksrolmia 
at  0°  Centagiade. 


Cabio 
Centi- 


Cnbio 
inch. 


BeUthre 


Silver,  annealed 

Copper,  annealed 

Silver,  hard  drawn    .... 

Chopper,  hard  drawn  .... 

Qold,  annealed 

Gold,  hard  drawn     .... 

Aliimmiiim^  annealed    .     .     . 

Zinc,  pressed 

Platmum,  annealed  .... 

Iron,  annealed 

Gold-silver  alloy  (2  oz.  gold, 
1  oz.  silver),  hard,  or  an- 
nealed       

Nickel,  annealed 

Tin,  pressed 

Lead,  pressed 

Gtennan  silver,  hard,  or  an- 
nealed      

Platinum-silver  alloy  (1  oz. 
platinmn,  2  oz.  silver), 
hard,  or  annealed      .    .    . 

Antimony,  pressed   .... 

MercoiT 

Bismuth,  pressed 


1-604 
1-698 
1-634 
1-634 
2-058 
2-094 
2-912 
6-626 
9057 
9-716 


10-87 
12-47 
13-21 
19-63 

20-93 


24-39 
35-50 
94-32 
131-2 


0-6921 

0-6292 

0-6433 

0-6433 

0-8102 

0-8247 

1-147 

2-216 

3-566 

3-825 


4-281 
4-907 
6-202 
7-728 

8-240 


9-603 
13-98 
37-16  . 
61-66 


1 

1063 

1-086 

1086 

1-369 

1-393 

1-936 

3-741 

6022 

6-460 


7-228 
8-286 
8-784 
1306 

13-92 


16-21 
23-60 
62-73 
87-28 


From  the  preceding  table  we  see  that  of  the  various 
metals,  annealed  eilver  is  the  one  having  the  leasi^ 
and  bismuth  the  one  having  the  greaUst^  resistance  for  a 
given  length  and  sectional  a/rec^ 

The  resistances  of  ^^  commercial "  metals  are  always 
higher  than  tfie  values  given  in  tfie  precedhig  table,  and  the 
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difference  is  often  very  considerabla  As  copper  can, 
however,  now  be  easily  obtained  having  as  much  as  95 
per  cent,  of  the  *5  conductivity  "  of  pure  copper  (which 
means  that  the  resistance  of  a  wire  of  commercial  copper 
exceeds  that  of  a  wire  of  the  same  length  and  sectional 
area  made  of  pure  copper  by  not  more  than  5*3  per 
cent),  copper  of  less  conducting  power  than  this  should 
not  be  bought  for  electrical  purposes. 

Conductivity  ia  the  reciprocal  qf  resiatance,  so  that  if 
Ti  and  r,  be  the  resistances,  and  0|  and  c^  the  conduo- 
tivities^ 

c,      n* 

From  the  preceding  table,  the  resistance  of  a  wire  of 
any  length  and  sectional  area,  at  0°  C,  can  be  easily  found, 
by  employing  the  formulae  given. 

Example  26. — ^To  find  the  resistance  of  a  wire  52 
metres  long,  1  square  millimetre  in  section  at  22^  G, 
made  of  pure  copper^  hard  drawn. 

Resirtance  required  )  _1'634      52  x  100 
in  ohms  j        10«  1 

Too 

X  (1+  0-003824  X  22  +  000000126  x  22«). 
Answer. — 09221  ohms. 

Example  27. — ^To  find  the  resistance  of  a  wire  110 
feet  long  -^th  of  an  inch  in  diameter  at  46°  C,  made  of 
pure  annealed  platinum. 
Resistanoe  required )      3  565      110  x  12 
in  ohms  )  "  10«    ^    x        1 

4  ^20* 
X  (1+  0003824  X  46  +  000000126  x  46«). 
Answer, — 2*825  ohms. 
Example  28. — At  what  temperature  will  a  wire  3| 
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miles  long  ^th  of  a  square  inch  in  section,  made  of 
Glerman  silver,  have  a  resistance  of  22*23  ohms  ) 

«n  no      8*240      3-5  X  5280  x  12 

22*23  = X 

10»  1 

12 

x(l  +  0*000443  <  +  0000000152  +  <2). 

Solving  this  quadratic  equation  for  t,  we  find  t  equals 
37°-5  0. 

Example  29. — If  the  resistance  of  a  sample  of  com- 
mercial metal  is  97*5  ohms,  whereas  the  resistance  of 
the  same  piece  of  metal,  if  quite  pure,  would  be  94*3  ohms 
at  the  same  temperature,  what  is  its  percentage  conduo- 
tivitj  in  terms  of  that  of  the  pure  metal  ? 

The  conductivity  of  the  sample  of ")  _     1 
commercial  metal  i""  97*5  * 

The  conductivity  of  the  same  if)  _     1     . 
pure  would  J  ~  94*3  ' 

.  •.  if  a;  be  the  percentage  conductivity, 

97-5      100  ^  94-3' 
.*.  aj  =  96*72. 
Anstoer. — 96*72  per  cent,  conductivity. 

92.— Besistance  of  Metals  for  a  given  Length  and 
Diameter,  or  for  a  given  Length  and  Weight. — It  is 
frequently  convenient  to  know,  not  merely  the  resistance 
of  a  cubic  centimetre,  or  of  a  cubic  inch,  but  of  a  wire  of 
a  given  length  and  diameter,  or  of  a  given  length  and 
weight  The  following  numbers,  giving  the  resistance 
at  0°  0.  of  pure  substances,  are  deduced  from  Dr.  Mat- 
thiessen's  experiments,  and  are  expressed  in  terms  of  the 
1884  legal  ohm.  The  substances  are  arranged  in  order 
of  increasing  resistance  for  the  same  length  and  weighty 
the  order  for  increasing  resistance  for  the  same  length  and 
sectional  area  being  that  given  in  Table  No.  L,  page  154. 
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TABLE  No.  n. 

Cktmically  I^trt  Subttancet  at  0^  Centigrad$t  arrtmged  in  ortUr  of 
Inereating  Retittanoe  for  the  $am$  Length  and  Weight, 


LEGAL 

OHMS. 

B«si«taiioe 
of  a  wire 

1  foot  long, 
weighing 
1  grain. 

Beelstance 

Kame  of  Hetals  aznmged 

of  a  wire 

of  a  wire 

of  a  wire 

1  foot  long. 

1  metre 

1  metre 

reaistaaoe  for  the  nme 
length  and  weight. 

^^ir 

wef^ig 

long, 
Imillimetre 

diameter. 

Igxamme. 

in  diameter. 

Ohms. 

Ohms. 

Ohms. 

Ohms. 

AlnmiTniiTn^  annealed 

0-1074 

17-63 

0-0749 

0-03710 

Copper,  annealed  .    . 

0*2041 

9-612 

0-1424 

0-02034 

Co|)per,  bard  drawn  . 

0-2083 

9-831 

0-1463 

0-02081 

SilTer,  annealed     •    . 

0-2190 

9-048 

0-1627 

0-01916 

SaTer,  hard  drawn     . 

0-2389 

9-826 

0-1662 

0-02080 

Zinc,  preflsed     .    .    . 

0-6766 

83-85 

0-4023 

0-07163 

Gold,  annealed  .    .    . 

0-6785 

12-38 

0-4036 

0-02620 

Oold,  bard  drawn  .     . 

0-6884 

12-60 

0-4104 

002668 

Iron,  annealed  .    .    . 

1-086 

68-46 

0-7670 

01237 

Tin,  pressed.    .    .    . 

1-380 

79-47 

0-9632 

0-1682 

Gold-silTer  alloy  (2  oz. 

fold,   1  oz.  silver), 

:  lard,  or  annealed    . 

2-364 

65-37 

1-660 

0-1384 

German    silver,  hard, 

or  annealed    .    .    . 

2-622 

126-91 

1-830 

0-2666 

Platinum,  annealed    . 

2-779 

64-49 

1-938 

0-1163 

Lead,  prised    .    .     . 

3-200 

2-232 

0-2498 

Antimony,  pressed 
Platinum-silver  (1  oz. 

3-418 

213-6 

2  384 

0-4621 

platinum,  2  oz.  sil- 

ver),  hard,  or   an- 

nealed   

4-197 

146-70 

2-924 

0-3106 

Bismuth,  pressed   .    . 

18-44 

789-3 

12-88 

1-670 

Mercury 

18-61 

572-3 

12-91 

1-211 

From  this  we  see  that  of  the  metals  alwrninitmh  has 
the  least  resistance  for  a  given  length  and  weighty  and 
m&rcury  the  greatest ;  whereas  we  saw  from  Table  No.  I, 
page  154,  that  for  a  given  length  and  sectional  area  it  was 
annealed  silver  that  had  the  least  resistance,  and  bismtU/^ 
the  greatest. 
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Example  30 — What  will  be  the  weight  of  an  iron 
wire  100  yards  long,  having  a  resistance  of  1  ohm  at 
0^  C.  1 

An  iron  wire  1  ft.  long  weighing  1  grain  has  1*085 
ohms  at  0^  C,  therefore  an  iron  wire  x  ft.  long  weighing 
X  grs.  has  aj  x  1 085  ohms  at  0°  0.     Hence  an  iron  wire 

X  ft.  long  weighing  y  grs.  has  —  X  1  "085  ohms  at  0°  C. 

y 
In  the  question  x  is  300,  and  the  resistance  is  1  ohm. 
Therefore 

300«      ,  ^^^       , 
-^  X  1085  =  1: 

y 

.-.  y=  300«  X  1-085  grs. 

Atifitver. — 13  lbs.  16  oz. 

Example  31.— What  will  be  the  length  of  a  platinum 
wire  weighing  2*8  grains,  and  having  a  resistance  of 
0-7891  ohms  at  250°  C.  1  Answer,— 1^  inches. 

Example  32. — Which  has  the  greater  resistance,  a 
copper  wire  20  feet  long  0-015  inch  in  diameter,  or  a 
platinum-silver  wire  10  feet  long  0*037  inch  in  diameter, 
atO°C.1 

The  resistance  of  thie  copper  wire  will  be  to  that  of 

^      ,    .             20  X  9-612 .        10  X  146-7       ,       , . 
the  platinum  as rr— ^ —  is  to — — ,  and  as  this 

ratio  is  0*7973,  it  follows  that  the  former  has  rather  more 
than  three-quarters  of  the  resistance  of  the  latter. 

Eocanvple  33. — What  will  be  the  resistance,  at  95°  C, 
of  a  copper  wire  20  metres  long  weighing  12  grammes, 
and  having  92  per  cent,  of  the  conductivity  of  pure 
copper?  Answer. — 7*092  ohms. 

93.  Comparison  of  Electric  and  Heat  Conductivi- 
ties.— ^The  reciprocals  of  the  numbers  given  in  column 
4  of  Table  No.  I.  will  express  the  relative  electric  con- 
ductivities of  the  metals  for  the  same  length  and  sec- 
tional area.     These  numbers  are  given  in  column  2  of 
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Table  No.  IIL  On  comparing  these  with  the  conductivi- 
ties of  the  metals  for  heat  for  the  same  length  and  sec- 
tional area  as  given  in  column  3  of  Table  No.  III.,  and 
which  are  the  numbers  obtained  hj  Wiedemann  and  Franz, 
we  observe  that  the  metals  arrange  themselves  approxi- 
mately^ but  not  absolutely,  in  the  same  order  for  the  two 
ocmductivities. 

TABLE  No.  in. 


Jtelative  Conductivities  per  Cubic  Unit. 

Name  of  Metal. 

Electrio. 

Heat 

Bihrer,  annealed 

100 

100 

esr    :;  ::: 



941 
73 

74-8 
64-8 

PlaJJTHtfn      



16-6 

9-4 

Iron             

16-5 

101 

Impressed 

,,     .,,     , 

11-4 

16-4 

Lead            

.,     , ,,, 

7-6 

7-9 

Bimnth      



11 

1-8 

As  we  experiment  with  worse  and  worse  conductors, 
we  find  that  the  electric  conductivity  diminishes  much 
more  rapidly  than  the  heat  conductivity.  For  example, 
the  electric  conductivity  of  copper  is  about  lO^o  times  the 
conductivity  of  vulcanised  indmrubber,  whereas  the  heat 
conductivity  of  copper  is  only  about  10*  times  that  of 
vulcanised  indiarubber.  ffencs,  while  we  can  obtain  in- 
nUatars  /or  electricity,  or  bodies  which  relatively  to  the 
metals  do  not  practicatly  condv>ct  electricity  at  all,  insula- 
tors/or  heat  a/re  unknaum, 

91  Material  Used  in  Resistance  Coils.— We  see 
then  that  it  is  not  merely  sufficient  to  know  the  length 
and  diameter  of  a  wire  as  well  as  the  material  of  which 
it  is  made,  but  we  must  know  also  the  temperature  of  the 
wire  if  we  wish  to  be  swre  aboiU  its  resistance.  Fixity  of 
length,  diameter,  and  material,  are  easy  enough  to  obtain, 
but  constancy  of  temperature  it  is  much  more  difficult  to 
secure,  ])artly  on  account  of  change;s  of  temperature  of 
the  room,  and  partly  on  account  of  the  slight  heating  of 
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a  coil  of  wire  produced  by  a  current  passing  through  it. 
Consequently,  in  the  construction  of  resistance  coils  it  is 
important  to  use  a  metal  of  which  the  resistance  changes 
as  little  as  possible  with  temperature,  and  which  is  not  too 
costly.  To  ascertain  what  that  metal  was,  Dr.  Matthies- 
sen,  in  1862  and  1863 — ^that  is,  in  the  early  days  of  re- 
sistance coils — made,  on  behalf  of  the  Electrical  Standards 
Committee  of  the  British  Association,  a  large  number 
of  very  accurate  experiments  on  the  change  of  resist- 
ance with  temperature,  and  a  few  of  his  results  are 
contained  in  the  following  table. 

TABLE  No.  IV. 
Appboxhcatb  Pebcbntaob  Vabiation  ih  Eesistancb  peb  l^G. 

AT  ABOUT  20''  0. 

Platinum-silver  alloy  [I  oz.  platinum,  2  oz. 

Bilver),  hard,  or  annealed        .        .        .  0*031 

German  silver,  hard,  or  annealed  .        .        .  0*044 
Gold-silver  alloy  (2  oz.  gold,  1  oz.  silyer),  hard, 

or  annealed 0*06o 

Mercury 0072 

Bismuth,  pressed 0*354 

Gold,  annealed   ) 

Zinc,  pressed      ( '  .  0*365 

Tin,  pressed       ) 

Silver,  annealed 0*377 

Lead,  pressed 0*387 

Copper,  annealed 0*388 

Antimony 0*389 

Iron about  0*5 


From  this  we  see  that,  whereas  (of  the  substances  ex- 
perimented on  by  Dr.  Matthiessen)  an  alloy  qfplcUinum- 
silver,  hard  or  annealed,  is  the  one  of  wMch  the  re- 
sistance changes  least  by  temperature,  German  silver, 
which  is  a  very  much  cheaper  sJloy,  is  nearly  as  good  in 
this  respect.  Hence,  nea/rly  all  resistance  coils  are  made 
of  Oerman  silver,  except  when  greater  lightness  and  port- 
ability are  required,  in  which  case  the  alloy  of  one  part 
of  platinum  and  two  of  silver  by  weight  is  employed. 

A  new  alloy,  called  "  platinoid/*  consisting  of  German 
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'  silver,  with  one  or  two  per  cent,   of  metallic  tungsten 

added,  has  been  recently  found  by  Mr.  J.  Bottomley  to 
have  a  resistance  per  cubic  centimetre  of  about  34  mi- 
crohms, or  about  60  per  cent,  higher  than  that  possessed 


Pig.  60. 

by  Oerman  silver ;  and,  what  is  still  more  important,  its 
percentage  variation  of  resistance  per  1°  C.  is  only  about 
0-021,  or  less  than  half  that  of  German  silver.  We  may, 
therefore,  expect  that  platinoid  will  supersede  both  Ger- 
man silver  and  platinum-silver  for  resistance  coilsi   if 
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its  resistance  be  found  to  be  equally  unchanged  by  lapse 
of  time. 

Iron,  we  see,  is  the  worst  of  the  substances  shown  in 
the  table  to  be  used  in  the  construction  of  resistance 
coils,  as  far  as  the  temperature  error  is  concerned ;  but  it 
is  not  unfrequentlj  used  when  cheap  resistance  coils  are 
required  for  large  currents,  and  when,  as  sometimes  is 
the  case,  great  constancy  of  resistance  is  not  necessary. 

The  resistance  coil,  when  used  as  an  accurate  standardy 
is  wound  inside  a  brass  box  B,  shown  in  Fig.  60,  so  that 
it  may  be  inserted  in  a  vessel  of  water  y  y,  and  its 
temperature  accurately  noted  by  means  of  the  thermo- 
meter t  The  brass  box  b  for  holding  the  coil  is  made 
cylindrical  inside  and  outside,  with  a  large  diameter  and 
small  thickness,  so  as  to  expose  as  much  surface  as 
possible  to  the  water,  in  prder  that  the  coil  inside  may 
acquire  the  temperature  of  the  water  as  quickly  as  pos- 
sible ;  and  the  vessel  v  v  containing  the  water  may  with 
advantage  have  double  sides,  with  an  air-space  between 
them,  as  seen  in  the  figure,  to  prevent  transference  of 
heat  between  the  water  and  outside  space. 

The  tubes  tt  are  to  prevent  the  coils  being  short 
circuited  by  water  getting  through  the  holes,  by  which 
the  rods  w  w  attached  to  the  ends  of  the  resistance  coil 
are  brought  out.  These  tubes  are  made  of  brass,  but 
they  are  lined  with  tubes  of  ebonite  to  prevent  electric 
contact  between  these  brass  tubes  and  the  rods  ww. 
Electric  connection  with  these  rods  is  made  by  dipping 
their  ends  e  b  into  little  wooden  cups  containing  mercury. 

Example  34. — At  what  temperature,  approximately, 
would  a  German  silver  coil,  which  had  one  British  Asso- 
ciation unit  of  resistance  at  16°  C,  have  the  resistance 
of  one  legal  ohm  1 

1  legal  ohm  =1-0112  B.A.  units, 

therefore  the  temperature  must  be  raised  sufficiently  to 
increase  the  resistance  of  the  coil  by  1*12  per  cent. 
Therefore,  since  the  resistance  of  Qerman  silver  increase^ 
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(H)44  per  cent  per  degree,  as  stated  in  the  last  table,  if  i 
be  the  temperature  above  16*^  to  which  the  coil  must  be 
raised, 

0-044  X  «=M2, 

or  <  =  25°*5  approximately. 

AnstD&r, — ^The  B.A.  coil  will  have  a  resistance  of  one 
1^  ohm  at  4^*5  C. 

Example  35. — A  set  of  resistance  coils  made  of  plati- 
num-silver are  correct  at  14°  C.  Between  what  limits  of 
temperature  approximately  may  they  be  used  without 
correcting  the  results,  if  the  temperature  error  is  not  to 
exceed  \  per  cent  ? 

The  resistance  of  platinum-silver  increases  about 
0-031  per  cent  per  1°  0.,  as  stated  in  the  last  table ; 
therefore,  if  <  be  the  number  of  degrees  above  or  below 
14°  C,  within  which  the  coils  may  be  used  without  the 
error  exceeding  ^  per  cent, 

0-031  X  <  =  0-25, 
.•.<  =  8°. 

Answer, — ^The  limits  of  temperature  are  approxi- 
mately 6°  and  22°  0. 

ExovmpU  36. — If  the  greatest  change  of  temperature 
at  some  particular  place  between  summer  and  winter  is 
from  —  8°  to  25°  0.  in  the  shade,  what  is  the  greatest  per- 
centage variation  in  the  resistance  of  a  set  of  German 
silver  coils  t    Answer, — 1*45  per  cent  approximately. 

Exwrrvple  37. — ^At  what  temperature  would  a  metre  of 
mercury  one  square  millimetre  in  section  have  one  ohm 
resistance  1  Answer, — 83°-3  C. 

95.  Mode  of  Winding  Eesistance  Coils. — ^Not  only 
must  a  special  metal  be  employed  in  making  resistance 
GoW&t  but  the  wire  must  not  be  wound  on  the  bobbin  in 
the  ordinary  way.  If  it  were  wound  on  the  bobbin  as 
cotton  is  on  a  reel,  then  each  bobbin  in  a  resistance  box 
would  act  as  a  magnet  when  a  current  passed  through 


Digitized  by  VjOOQ IC 


1 


164  PRACTICAL  ELECTRICITT.  [Chap.  17. 

it,  and  a  box  full  of  electro-magnets  would  be  a  moot 
inoonvenient  thing  to  have  near  a  delicate  galvanometer 
used  in  testing  resistances,  since  one  wotdd  be  constantly 
in  doubt  as  to  whether  the  deflection  observed  on  putting 
on  the  current  was  due  to  want  of  adjustment  in  the 
resistance,  or  to  the  temporary  magnetisation  of  the 
adjacent  resistance  box.  Hence,  the  wire  of  a  resistance 
coil  is  wound  back  on  itself  as  shown  in  Fig.  7,  page  28, 
so  that  the  current,  in  passing  through  the  wire,  first  goes 
several  times  round  the  bobbin  in  one  direction,  and 
then  an  equal  number  of  times  in  the  opposite  direction, 
and  the  two  magnetic  effects  neutralise  one  another. 

The  disturbing  magnetic  effect  that  might  otherwise 
have  arisen  when  using  resistance  coils,  is  overcome  by 
this  double  mode  of  winding ;  but  the  magnetic  action  of 
a  current  passing  round  an  ordinary  reel  of  wire,  or  a 
coil  wound  for  a  galvanometer  or  for  an  electromagnet^ 
&c.,  must  be  carefully  taken  into  consideration  when 
anything  of  this  £orm  has  to  be  tested  for  resistance.  As 
such  coils  are  frequently  wound  before  being  tested,  they 
must,  when  it  is  desired  to  test  them,  be  placed  so  far 
away  from  the  galvanometer  that  the  mere  passage  of  the 
current  round  the  coil  produces  by  itself  no  deflection  of 
the  galvanometer  needle,  when  no  cuiTcnt  is  allowed  to 
pass  through  the  galvanometer. 

96.  Calibrating  a  Galvanometer  by  Using  Known 
Resistances.— From  Ohm's  law  (§  74,  page  130),it  follows 
that  the  curi'ent  passing  through  any  circuit  is  inversely 
proportional  to  its  resistance  if  a  constant  potentiid 
difference  be  maintained  at  the  ends  of  the  circuit  Con- 
sequently if  a  constant  potential  difference  be  maintained 
at  the  terminals  t  t  (one  only  of  which  is  seen  in  Fig. 
61)  of  the  circuit,  consisting  of  the  key  k,  the  detector  d, 
and  the  resistance  box  b,  the  current  passing  through  the 
detector  will  be  inversely  proportioniJ  to  the  sum  of  the 
resistances  of  the  key,  detector,  and  resistance  box.  Such 
a  constant  potential  difference  can  be  maintained,  as  will 
be  seen  in  §  139,  page  261,  by  attaching  to  the  terminals  TT 
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an  accumulator  or  any  galvanic  cell,  the  resistance  of 
which  is  small  compared  with  the  rest  of  the  resistance 
in  the  circuit 

To  perform  the  calibration,  it  is,  perhaps,  best  to  first 
employ  such  a  resistance  in  the  box  r  that  the  deflection 
on  the  detector  is  about  10° ;  let  this  be  r^,  and  let  the 


Fig.  6L 

galvanometer  resistance  be  g^  and  let  the  deflection  be 
(f  1.    Next  employ  a  resistance  n,  such  that 

or     r^-\r^-\g, 

then  the  current  will  be  doubled  since  the  resistance  of 
the  key  K  is  practically  nought,  tf  the  platinum  contact 
poifUt  be  cleaned  by  inserting  a  piece  of  paper  between 
theniy  then  pressing  them  together^  and  pulling  out  tlie 
faper  udth  the  points  pressed  tagetJier,  (Emery  paper 
shoold  not  be  used  as  it  rubs  away  the  platinum,  and 
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Btill  less  should  the  contacts  be  scraped  with  a  knife  or  a 
file.)  Let  the  deflection,  with  this  value  of  r^  be  <P^ 
Next  employ  a  resistance  r^  such  that 

or    r8=Jn-f5r, 

then  the  current  will  be  trebled.  Let  this  produce  a 
deflection  of  d^^  kc.  In  this  way  a  series  of  deflections 
will  be  obtained^  corresponding  with  currents  propor- 
tional to  1,  2,  3,  4,  &c.,  and  a  relative  calibration  curve 
can  be  drawn  in  the  way  already  described. 

Thb  Wheatstone  Bridge. 

97.  Wheatstone's  Bridge. — The  diflerential  galvano- 
meter, in  its  simple  form,  is  a  very  convenient  apparatus 

v^6 


Pig.  62. 

for  testing  the  equality  of  two  resistances,  but  there  is  a 
still  better  method  for  accurately  and  rapidly  comparing 
any  two  resistances,  which  was  originally  devised  by  Mr. 
Christie,  and  brought  into  public  notice  by  the  late  Sir 
Charles  Wheatstone,  and  hence  has  been  called  a 
"  Wheatstone's  bridge^''  or  a  "  Wli^eatstone's  balance,'* 

The  principle  of  the  Wheatstone's  bridge  is  seen  from 
Fig.  62,  and  is  as  follows  : — In  passing  from  P  to  Q,  either 
along  the  wire  p  s  q,  or  along  p  t  q,  there  are  points  having 
all  potentials  between  the  potential  of  P  and  that  of  Q, 
therefore  it  follows  that  for  every  point  in  the  circuit 
P  8  Q,  there  must  be  a  point  on  the  circuit  P  T  Q,  having 
the  same  potential.  Let  s  and  t  be  two  such  points ; 
then,  if  they  were  joined  with  a  galvanomet<ev»  no  current 
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would  flow  through  it,  or  if  joined  to  the  opposite  quarter 
cylinders  of  the  electrometer  described  in  §  75,  page  130, 
iiiere  would  be  no  deflection.  Let  A  be  the  current 
flowing  along  p  s,  and  which  also  must  be  the  current 
flowing  along  sQ,  since  no  current  passes  through  the 
galvanometer,  and  B  the  current  flowing  along  P  T  Q,  and 
let  OfbyCydhe  the  resistances  respectively  of  p  s,  a  Q,  pt, 
T  q ;  then,  since  the  potential  difference  between  P  and  a 
is  the  same  as  the  potential  difference  between  p  and  t, 

Aa=  Be 

Similarly,  since  the  potential  difference  between  s  and  q 
is  the  same  as  the  potential  difference  between  t  and  q, 

A6  =  Bd 

Therefore,  combining  these  two  equations,  we  have 

a  __c 

which  is  the  law  of  the  Wheatstone's  bridge. 
The  last  equation  may  be  written  in  the  foi-m 

a  ^  b 

and  this  is  the  equation  that  we  should  have  obtained  for 
no  current  through  the  galvanometer,  had  its  terminals 
joined  p  and  q,  and  the  current  geneiator  been  placed 
between  s  and  T.  Hence  when  balance  is  obtained  ivith  a 
Wliealstone's  bridge,  the  balance  wUl  not  be  disturbed  by 
interchanging  tJie  galvanometer  and  battery. 

In  order,  then,  to  tell  the  value  of  one  of  the  resist- 
ances, say  a,  by  the  Wheatstone's  bridge  method,  we  must 
know  the  value  of  either  of  the  adjacent  ones,  say  6,  in 
ohms,  and  the  ratio  only  of  the  other  two,  say  c  and  d. 
Hence  one  mode  of  using  the  bridge  to  measure  the  resist- 
ance of  a  is  to  keep  the  ratio  of  c  to  ef  constant,  and  simply 
vary  the  resistance  of  b  until  no  current  passes  through 
the  galvanometer.    Another  method  consists  in  keeping  b 
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constant,  and  varying  the  ratio  of  c  to  c^  For  example, 
the  resistances  c  and  d  may  be  the  resistances  of  different 
lengths  of  the  same  kind  of  wire,  in  which  case  we  know 
that  c  will  be  to  6?  simply  as  the  ratio  of  these  lengths, 
whatever  be  tlie  absolute  resistance  in  ohms  of  the  two 
parts.  A  form  of  Wheatstone's  bridge,  in  which  P  tq,  of 
Fig.  62,  was  one  piece  of  stretched  wire,  and  the  ratio  of 
c  to  c^  varied  by  moving  the  connection  of  the  wire  lead- 
ing to  one  terminal  of  the  galvanometer,  was  originally 
employed  by  the  Electrical  Committee  of  the  British 
Association,  and  is,  for  this  reason,  sometimes  called  the 
British  Association  bridge ;  at  other  times,  the  "  metre 
bridge"  from  the  stretched  wire  being  a  metre  long.  The 
wire  may  be  made  of  platinum,  or  bettor  still,  of  platinum- 
iridium,  which,  being  very  hard,  prevents  the  wire  being 
worn  at  any  part. 

A  convenient  form  of  metre  bridge  is  shown  in  Fig.  63. 
It  has  three  stretched  wires  to  t&,  each  a  metre  in  length, 
and  so  arranged  that  either  one  of  them  alone,  or  two  of 
them  in  series,  or  all  three  in  series,  can  be  made  use  of 
to  form  the  two  sides  c  and  d  of  the  Wheatstone's  bridge 
(Fig.  62).  When  the  plug  E  is,  as  in  the  figure,  placed  in 
the  hole  H,  the  current  simply  passes  through  the  stretched 
wire  which  is  nearest  to  the  observer.  If  on  the  other 
hand  the  plug  e  be  put  in  the  hole  A,  then,  sinoe  the 
brass  plate  P  is  permanently  connected  with  the  plate  p 
by  a  thick  copper  strip  under  the  base  of  the  instrument, 
the  middle  stretched  wire  is  short-circuited,  and  the  wire 
nearest  to  the  observer  is  in  series  with  the  one  farthest 
from  him.  Lastly,  if  the  plug  be  removed  altogether 
the  three  wires  are  in  series. 

The  object  of  thus  lengthening  the  wire  is  to  increase 
the  sensibility  of  the  test  when  desired,  and  a  still  further 
increase  in  the  sensibility  can  be  effected  by  removing  the 
short-circuit  pieces  s^  8„  and  inserting  coils  of  known  re- 
sistance in  place  of  them.  For  example,  suppose  that  the 
ratio  of  the  unknown  to  the  known  resistanoe  be  f,  then 
the  slide  k  must  be  placed  so  as  to  divide  the  stretched 
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wine  into  two  parts  having  this  ratio.     Hence,  if  one  of 
the  three  wires  only  be  used,  the  lengths  of  the  two  parts 


which  will  give  exact  balance  will  be  60  and  40  centi- 
metres, and  an  eiTor  of  1  centimetre  in  the  position  of 
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the  slider  will  correspond  with  an  error  in  the  determina- 
tion of  the  i*atio  of 


61^       60 

39   "  40 

1-5 


X  100  per  cent.,  or  4  per  cent 


If,  on  the  other  hand,  the  three  wires  in  series  be  em- 
ployed, then  the  lengths  into  which  the  three  metres  of 
wire  must  be  divided  to  obtain  exact  balance  will  be  180 
and  120  centimetres,  and  an  error  of  one  centimetre  in 
the  position  of  the  slider  will  correspond  with  an  error  in 
the  determination  of  the  ratio  of 

181        180 

119  ""  120 

X  100  percent.,  or  1*4  per  cent 

1-5  t-  >  r- 

If  now  two  coils,  each  having  a  resistance  equal  to, 
say,  1,000  centimetres  of  the  stretched  wire  be  inserted 
in  place  of  the  short  circuit  pieces  Sj  and  s^,  an  error  of 
a  centimetre  in  the  position  of  the  slider  will  only  corre- 
spond with  an  error  of 

1381        1380 

-il? i?L  X  100  per  cent,  or  0-18  per  cent 

1-5 

Contact  between  the  platinum-tipped  knife-edge  k 
and  one  or  other  of  the  stretched  wires,  is  produced  by 
depressing  the  knob  K,  which  causes  the  lever  to  which 
this  knife-edge  is  attached  to  turn  on  an  axis  A  A.  On 
removing  the  pressure,  the  lever  is  pressed  up  by  a  spring 
underneath  it;  and  the  slider  should  never  be  moved 
with  the  knife-edge  k  depressed,  as  this  would  scrape  the 
stretched  wire  and  alter  its  diameter.  In  order  to  enable 
k  to  make  contact  with  either  the  first,  second,  or  third 
wire,  the  knob  k  is  not  fastened  rigidly  to  the  lever,  but 
can  slide  along  it  in  a  slot,  and  can  be  so  placed  that 
the  near  end  of  the  spring  S  rests  in  either  of  the  three 
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grooves  on  the  top  of  the  lever  corresponding  with  the 
three  positions  of  k  when  it  is  in  contact  with  the  three 
stretched  wires  respectively. 

98.  Saperiority  of  the  Wheststone's  Bridge  over 
the  Differential  Galvanometer,  and  Conditions  affecting 
the  Sensibility  of  the  Bridge. — The  Wheatstone^s  bridge 
is  euperior  to  the  difererUial  galvanometer^  in  that  not 
merely  can  two  resistances  be  ascertained  to  be  equal  to 
one  another,  but  the  value  of  any  resistance  in  terms  of 
another  can  be  exactly  measured,  so  that  if  we  possess  one 
single  resistance  the  value  of  which  is  known  exactly  in 
ohms,  we  can,  without  knowing  the  resistance  of  any  other 
wire,  measure^  by  means  of  the  metre  bridge,  the  value  in 
ohms  and  fractions  of  an  ohm  of  any  unknown  resistance. 

Practically,  however,  the  sensibility  of  the  bridge  is  limited  by 
the  galvanometer  not  being  sensitive  enough  to  indicate  the  small 
corrent  that  passes  through  it  when  the  ratio  of  a  to  6  is  not  quite 
equal  to  that  ot  e  to  d  (Fig.  62,  page  166),  and  when  both  ratios 
are  far  from  unity.  In  met  it  can  be  shown  that  the  bridge  is  tnost 
uneitive  when  aU  the  four  resistcMces,  a,  b,  c,  d,  are  equal  to  one 
another.  If,  however,  it  is  impossible  to  make  them  equal,  then  it 
is  desirable  to  consider  whether  the  galvanometer  or  the  battery 
{ste  §  129,  page  226)  have  the  higher  resistance,  because  greater 
HneibUity  wiU  be  obtained  by  using  the  one  that  has  the  higher  resist- 
ones  to  connect  the  junction  of  the  two  greater  of  a,  bj  c,  d,  with  the 
junction  of  the  two  less^  than  if  the  galvanometer  and  battery  be 
joined  up  in  the  opposite  way.    For  example,  if 

a=      1  ohm 
b  =  100  ohms 
c=     4  ohms 
d  =  400  ohms, 

and  the  resistances  of  the  galvanometer  and  battery  be  37  ohms 
and  5  ohms  respectively,  one  terminal  of  the  galvanometer  ouffht 
to  be  connected  with  uie  junction  of  a  and  Cy  and  the  other  with 
the  junction  of  b  and  d.     {See  also  §  238,  page  467.) 

Further,  it  ifl  important  to  consider  whether  we  should  select  a 
galvanometer  wound  with  fine  wire  or  one  wound  with  thick  wire, 
m  order  to  obtain  the  most  accurate  measurements  with  a  Wheat- 
stone's  bridge.  Calculation  and  experiment  show  that  if  nothing 
but  the  gauge  of  wire  used  in  winding  the  bobbins  of  the  galvano- 
meter be  varied,  that  is  to  say,  if  the  bobbins  and  the  space  on 
them  occupied  hy  the  oovered  wire  remain  the  same,  as  well  oi 


Digitized  by  VjOOQ IC 


172  PRACTICAL   ELECTfilCItY.  tChap.TV. 

the  strength  and  direction  of  the  controlling  field  and  the  sospea- 
don  of  &Le  galvanometer,  then  with  a  given  testing  battery, 
and  with  given  values  of  Uie  four  **  armt "  of  the  bridge,  a,  b^  e,  <f, 
the  greatest  deflection  will  be  produced  on  a  galvanometer  on 
makmg  a  definite  change  in  one  of  tiie  four  armt,  say  a,  if  the  wire 
wound  on  the  galvanometer  bobbin  be  such  tiiat  the  resistance 
of  the  gahanometer  equals  the  product  of  the  sum  of  the  resistances  of 
the  two  arms  on  one  side  of  it  into  the  sum  of  the  resistances  of  the  tfco 
arms  on  the  other  side  of  it^  divided  by  the  sum  of  the  resistances  of  the 
four  arms.  For  example,  if  the  galvanometer  connect  the  junction 
of  a  and  e  with  the  junction  of  b  and  d,  the  wire  used  in  winding 
tiie  galvanometer  bobbins  ought  to  be  selected  of  such  a  thicknw 
that  the  galvanometer  when  wound  has  a  resistance  of 

{a-\-b)  (e-^d) 

Of  course  this  does  not  mean  that  a  roughly -made  pivot  galva- 
nometer having  this  resistance  will  give  bett^  results  than  a  delicate 
fibre-suspended  reflectinggalvanometer  with  a  mudi  greater  or  a 
much  less  resistance.  The  formula  can  only  be  used  on  the 
assumption  that  nothing  but  the  gauge  of  wire  employed  in  winding 
the  galvanometer  can  be  varied,     {See  §  237,  page  466.) 

99.  Commercial  Form  of  Wheatstone's  Bridge. — 
In  the  Wheatstone  bridges,  as  commonly  constructed, 
the  resistances  of  all  three  branches  are  made  up  of 
coils,  the  values  of  which  are  known  in  ohms,  and  the 
apparatus  is  frequently  made  of  the  form  shown  in  Fig. 
64,  where  the  c  and-  d  of  Fig.  62  are  each  replaced  by 
three  coils  of  10,  100,  and  1,000  ohms,  called  the  "pro- 
portional coils"  and  the  b  of  Fig.  62  is  made  up  of  the 
following  coils,  1,  2,  2,  5,  10,  10,  20,  50,  100,  100,  200, 
500,  1,000,  1,000,  2,000,  5,000.  With  these  latter  six- 
teen coils,  any  integral  resistance  between  1  and  10,000 
may  be  formed,  and  this  special  arrangement,  although 
not  requiring  the  least  number  of  coik  to  enable  any 
resistance  between  1  and  10,000  to  be  obtained,  is  found 
in  practice  to  be  the  most  convenient.  With  this  bridge, 
then,  we  can  measure  any  resistance  between  xi^  ^  ^» 
or  yixth  of  an  ohm,  and  ^4i^  X  10,000,  or  one  million 
one  hundred  and  ten  thousand  ohms. 

In  Fig.  64,  the  battery  seen  at  the  left-hand  side 
18  indicate  symbolically  by  three  thin  lines,  which  stand 
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for  the  copper  plates,  and  by  three  shorter  and  thicker 
lines,  which  stand  for  the  zinc  plates  or  rods.  The  cells 
are  understood  to  be  coupled  by  the  zinc  plate,  or  rod,  of 
the  upper  cell  being  joined  to  the  copper  plate  of  the 
second,  and  the  zinc  plate  of  the  second  to  the  copper 
plate  of  the  third ;  so  that  the  six  lines  in  Fig.  64  are  a 
symbolical  representation  of  the  battery  shown  in  the 
next  figure  (Fig.    65).     This  symbolical  representation, 


Fig.  64. 

which  is  commonly  used  to  stand  for  a  battery,  will  be 
employed  in  the  rest  of  this  book,  and  will  be  found  still 
farther  explained  in  §  135,  page  240. 

The  reeistance  coils  sold  in  boxes  are  always  made 
80  that  the  resistance  of  each  is  an  exact  number  of 
ohms  or  certain  special  fraction  of  an  ohm  at  the  same 
temperature,  which  is  specified  on  the  box,  and  the 
trouble  of  adjusting  a  number  of  coils  to  fulfil  this  con- 
dition causes  resistance  boxes  to  be  rather  costly.  It  is 
undoubtedly  more  convenient  that  the  resistance  of  each 
coil  should  be  an  exact  number  of  ohms  or  a  certain 
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special  fractioii,  but  it  would  be  ^ir  cheaper  if  the  coils 
were  made  approximately  to  have  the  resistance  1,  2,  5 
ohms,  &c,f  and  their  actual  resistances  in  ohms  and  frac- 
tions of  an  ohm,  when  tested  at  some  one  temperature, 
were  marked  on  the  box. 

100.  Bridge  Key. — ^In  using  a  Wheatstone's  bridge  it 
is  desirable  to  send  the  current  through  the  four  arms  of 
tho  bridge  a,  b,  c,  d  (Fig.  62),  before  it  is  allowed  to  pass 
through  the  galvanometer,  and  this  is  especially  impor- 
tant when  testing  the  resistance  of  the  copper  con-, 
ductor  of  a  long  submarine  cable,  since  the  current  in  such 
a  case  takes  an  appreciable  time  to  reach  its  maximum 
value  and  become  steady,  due  to  the  cable  acting  as  a 
^^  condenser**  (see  §  162,  page  301).  Hence,  if  the  galva- 
nometer circuit  were  completed  when  the  battery  was 
attached  to  the  bridge,  an  instantaneous  swing  of  the 
galvanometer  would  be  produced,  even  if  a  bore  to  b  the 
ratio  of  c  to  c?.  And  althougli,  since  the  ratio  of  re- 
sistances having  been  effected,  the  deflection  of  the  galva- 
nometer would  become  nought  as  soon  as  the  current  in 
the  four  branches  of  the  bridge  became  steady,  great 
delay  in  the  testing  would  be  caused  by  this  first  swing 
of  the  needle.  A  similar  difficulty  would  occur  in 
measuring  the  resistance  of  an  electromagnet  or  even  of 
any  coil  without  an  iron  core,  if  it  were  not  wound  doubly 
as  are  the  coils  in  resistance  boxes  (see  Fig.  7,  page  28) ; 
because  whenever  a  coil  is  so  wound  that  a  current  pass- 
ing through  it  produces  magnetic  action,  a  short  interval 
of  time  has  to  elapse,  after  putting  on  the  battery,  before 
the  current  reaches  its  maximum,  or  steady,  value,  arising 
from  what  is  called  the  "  self-induction  "  of  the  coil. 

A  key  for  sending  the  current  through  the  four 
arms  of  the  bridge  before  it  is  allowed  to  pass  through 
the  galvanometer,  is  shown  at  K  (Fig.  65),  and  is  a 
modification  of  the  one  originally  employed  by  the  Elec- 
trical Committee  of  the  British  Association.  On  press- 
ing down  the  button,  contact  is  first  made  between  the 
^exible  piece  of  brass  a  and  the  flexible  piece  of  brass  b. 
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This  completes  the  battery  circuit,  and  causes  the  cur- 
rent to  flow  through  the  four  arms  of  the  bridge  shown 
symbohcaUj  in  Fig.  65  bj  the  spiral  lines.  On  the 
button  being  still  further  pressed  down,  b  is  brought 
into  contact  with  a  little  knob  of  ebonite  e  on  the  top 
of  the  flexible  piece  of  brass  c.     This  does  not  complete 


Pig.  65. 

any  other  electric  circuit ;  but  on  the  button  being  still 
foriher  depressed,  o  is  brought  into  contact  with  d,  and 
the  galvanometer  circuit  is  completed. 

This  form  of  key  is  to  be  prefen-ed  to  the  ordinary 
bridge  key,  because  all  the  connections  are  above  the 
base  of  the  key  and  in  sight,  whereas  when  the  connec- 
tions are  made  under  the  base,  it  frequently  happens 
that  the  pieces  of  guttapercha-covered  wire  used  to 
make  the  connections  are  either  badly  insulated,  or  are. 
loosely  connected  at  their  ends  with  the  tenninals  of  the 
key,  and  so  intro^luce  unnecessary  resistance. 
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101.  Use  of  a  Shunt  with  the  Bridga — ItisdesiraUe 
to  employ  also  another  key  k  (Fig.  65),  which  may 
be  quite  simply  made  of  a  twisted  bit  of  hard  brass  wire, 
bent  so  as  to  press  up  against  a  sort  of  bridge  of  hard 
brass  wire,  since  the  resistanoe  at  the  contact  is  in  this 
ca^e  of  no  consequence.  When  the  key  ia  not  depressed, 
a  portion  of  the  current  is  shunted  past  the  galvanometer 
through  any  convenient  shunt  t,  the  resistance  of  which 
need  not  be  kmomn,  as  it  does  not  enter  into  the  calcula- 
tions. The  object  of  this  shunt  ia  merely  to  diminish  the 
sensibility  of  the  galvanometer  when  the  first  approxi- 
mation is  being  made  to  the  value  of  the  unknown  re- 
sistance. As  soon  as  this  has  been  done  the  key  k  should 
be  depressed,  and  all  the  current  in  the  galvanometer 
circuit  arising  from  want  of  perfect  balance  allowed  to 
pass  through  the  galvanometer  itself,  and  the  resistances 
adjusted  until  perfect  balance  is  obtained.  Another  de- 
vice to  expedite  the  testing,  and  also  to  prevent  power- 
ful currents  being  sent  through  the  galvanometer,  consists 
in  not  holding  the  key  k  down  when  the  first  rough 
approximation  is  being  made,  but  merely  giving  it  a  tap, 
which  has  the  effect,  when  the  balance  is  far  from 
perfect,  of  giving  the  needle  of  the  galvanometer  a  slight 
impulse  to  one  side  or  the  other,  according  as  the  ratio 
of  a  to  5  is  larger  or  smaller  than  that  of  c  to  (2,  instead 
of  causing  the  needle  to  violently  swing  against  the  stops 
on  one  side  or  the  other  as  it  would  do  if  the  key  k  were 
held  down  before  balance  was  arrived  at 

102.  Meaning  of  the  Deflection  on  a  Bridge  Galva- 
nometer.— A  considerable  amount  of  time  will  be  saved 
in  testing  if  the  meaning  of  a  deflection  of  the  galvano- 
meter needle,  say  to  the  right,  be  once  for  all  definitely 
ascertained,  and  a  note  be  made  whether  it  means  that  the 
ratio  of  a  to  6  is  too  large  or  too  smalL  The  simplest 
way  of  recording  this,  if  we  assume,  for  example,  a  to 
be  the  unknown  resistance,  ia  to  put  the  words  ^^  in- 
crease h  "  and  "  diminish  h  "  one  on  each  side  of  the  gal- 
vanometer^ these  being  the  directions  to  be  followed 
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according  as  the  needle  deflects  towards  one  or  other  of 
them.     Ilie  position  of  these  two  directions  must,  of 
coniBe,  be  reversed  if  the  terminals  of  the  testing  battery  . 
be  reversed. 

Shunts. 

103.  Shunts. — We  have  already  seen,  for  example,  in 
the  apparatus  shown  in  Fig.  17,  page  59,  and  again  when 
offlDg  a  Wheatstone's  bridge  (§  101,  page  176),  that  it  is 
sometimes  convenient  to  use  a  wire  as  a  Ky-path  or  shunt 
to  convey  a  portion  of  the  current,  the  remainder  only 
passing  through  the  galvanometer.  We  will  now  consider 
what  must  be  the  relative  resistances  of  ihe  shunt  and 
galvanometer  to  allow  any  particular  fraction  of  the  whole - 
current  to  pass  through  the  galvanometer.     Let  8,  ghe 
the  resistances  in  ohms  of  the  shunt  and  galvanometer, 
and  S,  G  the  currents  in  amperes  passing  through  them 
respectively ;  tlien,  if  V  be  the  potential  difference  in  volts 
at  the  terminals  of  the  shunt  and  galvanometer,  it  fol- 
lows from  Ohm's  law  (§  74,  page  130)  that 

9 
G_« 

or  the  current  strengths  in  the  gsllvanometer  and  shunt 
are  inversely  as  their  resistances. 

Also,  by  a  well-known  rule  in  proportion,  it  follows 
that 

Q 8_ 

S  +  G  "  «  +  5^' 
and  S  g 

S  +  G"«  +  ^^ 
but  S  +  G  is  the  sum  of  the  currents  dowing  through  the 
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shiint  and  the  galvanometer  respectively,  and  therefore  is 
equal  to  the  whole  current  in  the  circuit,  A  amperes  say, 
hence 

G  8 


A~ 

s-^g' 

and 

8 

9 

A~ 

B'\'g 

104. 

Multiplying  Power  of  a 

Shunt — 

Since 

..     8-^-  g  . 

A  = 

frwiiiAT 

8 
if.1v  nftll 

tA     f.VlA     «4 

potver  of  the  shunt"  that  is,  the  quantity  that  the  cur- 
rent flowing  through  the  galvanometer  must  be  multiplied 
by  to  obtain  the  total  current. 

As  an  example  of  the  last  equation,  let  us  suppose 
that  we  desire  that  G  shall  be  one-tenth  of  A,  then 


8  +  g      10 

1 
or  «=^5^; 


or,  again,  if  we  wish  that  G  shall  be  one-thousandth  of  A, 
then 

_8 1_ 

«  +  i7  ■"  1000  ' 
1 

105.  Combined  Besistance.— It  would  be,  of  course, 
possible  to  substitute  for  the  two  resistances  8  and  g^ 
which  are  in  parallel,  a  single  wire  of  resistance  x  such 
that  /or  the  same  potential  difference^  V,  at  iU  terminaUy 
the  current  flowing  through  it  should  be  equal  to  the  sum 
of  the  currents  flowing  through  the  two  parallel  dronita 
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To  £nd  X  we  have 

V 
the  current  that  would  flow  through  it  =  — » 

V 

the  current  flowing  through  s      .     .     =  — » 


the  cument  flowing  through  g 


V       V      V 


8^g' 

or  if  two  wires  be  in  parallel,  then  the  product  of  their 
resistances  divided  by  their  sum  represents  the  resistance 
(A  a  single  wire  through  which  a  current  will  pass,  equal 
to  the  sum  of  the  currents  passing  through  the  two  wires, 
fw  the  same  potential  diference.  Such  a  single  resistance 
is  called  the  ^* combined  resistance^*  or  the  "parallel 
resistancey''  of  the  two. 

From  what  has  preceded  we  see  that  when  O  is  a 
tenth  of  A, 

sg  1 


s  +  g^  10 


9f 


at  the  combined  resistance  of  the  shunt  and  galvanometer 
is  one-tenth  of  the  resistance  of  the  galvanometer. 

In  the  same  way,  if  there  be  any  number  of  resistances 
OjbyCydy  &c.y  ui  psrallcl,  and  a;  be  a  single  resistance, 
sach  that  toiih  the  same  potential  difference  at  its  termi- 
nals the  current  that  will  flow  through  x  is  equal  to  the 
ram  of  the  currents  that  flow  through  aU  the  resistances 
a,  6,  c,  dy  <fec.,  the  combined  resistance 

1 


aB  = 


M-i-l-- 
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If  A,  B,  0,  D,  &e.,  be  the  currents  flowing  throu^ 
the  various  circuits,  and  X  be  the  total  current^  thea 

1^ 

I 

B  ^ 


^  ^-^^^- 


Example  38. — What  must  be  the  resistance  of  a  shunt 
so  that  \  of  the  whole  current  shall  pass  through  a  galva- 
nometer having  452  ohms'  resistance  ? 

Here  .       s      _  4 

.%         *  =  4^. 

Anstioer. — 1,808  ohms. 

Example  39. — ^If  the  resistance  of  a  shunt  be  1  ohm, 
and  that  of  the  galvanometer  2  ohms,  what  fraction  of  the 
total  current  passes  through  the  galvanometer  and  what 
through  the  shunt  % 

We  have      —  = , 

A      s^g 

therefore,  substituting  the  values  given, 

G  _1 
A~3- 

Answer, — One-third  of  the  current  passes  through  the 
galvanometer,  and  two-thirds  through  the  shunt 

Example  40. — If  a  galvanometer  have  1,980  ohms' 
resistance,  and  a  shunt  be  attached  so  that  the  current 
passing  through  the  galvanometer  is  onlj  x^^^  ^^  ^^ 
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total  current^  what  will  be  the  resistance  of  the  shunt, 
and  hj  how  many  ohms  will  the  resistance  of  the  circuit 
be  diminished  by  employing  the  shunt  1 

Here  s  1 

8 +  9"  Tod' 

or,  in  this  case^  =  20  ohms; 

8  0 

and  — ; — =  19-8  ohms ; 
8  +  9  ' 

.  •.  the  diminution  of  the  resistance  of  the  circuit  pro- 
duced by  applying  the  ^hunt  is  1,980  -  19*8,  or  1,960*2 
ohraa 

106.  Constmction  of  a  Shunt  Box. — ^The  three  coils, 
having  respectively  the  ^th,  -^th,  and  ^|eth  of  the  re- 
sistance of  the  galvanometer,  are  usually  inserted  in  a 
small  box  b  (Fig.  66),  which  accompanies  the  galvanometer. 
The  terminals  of  the  galvanometer,  as  well  as  the  two  wires 
which  connect  the  galvanometer  with  the  rest  of  the  cir- 
cuit, are  joined  to  the  binding  screws  s  s  on  the  shunt 
box,  and  each  of  the  three  shunt  coils  has  one  of  its  ends 
connected  with  the  brass  piece  c,  while  the  other  ends 
are  connected  respectively  with  the  brass  pieces  D,  E,  and 
F.  If,  then,  the  brass  plug  p'  be  inserted  in  the  hole  be- 
tween the  brass  bar  A  B  and  the  brass  piece  c,  all  the 
current  will  pass  from  A  B  to  c,  through  the  plug,  and 
none  through  the  galvanometer,  since  the  resistance  of 
A  B  to  c  through  the  plug  is  extremely  small  compared 
with  that  through  the  ^vanometer.  If,  on  the  other 
hand,  the  plug  be  inserted  in  the  hole  between  A  b  and  d, 
as  in  the  figure,  the  current  will  pass  from  ab  to  d 
through  the  plug,  and  from  d  to  o  through  the  coil  in 
the  shunt  box,  which  connects  with  a  Aiid  as  this  coil 
has  ^th  of  the  resistance  of  the  galvanometer,  ^th  of  the 
total  current  will  pass  through  the  galvanomet^.     Simi- 
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larly,  if  the  plug  be  inserted  in  the  ho]e  between  a  b  and 
B,  or  A  B  and  p,  ihs^  or  nJinjth  of  the  whole  current  will 
pass  through  the  galvanometer. 

Tn  order  to  obtain  very  good  "  sua/ace  inmlation  " 
{see  §  140,  page  267),  the  brass  pieces  a,  b,  o,  d,  e,  and  f  are, 


Pig.  66. 

in  the  particular  shunt  box  shown  in  the  figure,  mounted 
on  ebonite  pillars  p,  p,  p,  p,  and  to  avoid  the  insertion  of  the 
plug  into  one  or  other  of  the  holes  pushing  these  pillars 
outwards,  and  so  preventing  the  plug  making  firm  contact 
with  the  pieces  of  brass  on  each  side  of  it>  there  is  a 
spring  cap  c  c,  sliding  on  the  plug,  which  passes  over  the 
two  vertical  pins  on  each  side  of  the  hole^  and  so  holda 
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the  brass  pieces  together  against  the  wedging  action 
which  tends  to  force  them  asunder  when  the  plug  is  pressed 
in.  The  plug  has  a  long  ebonite  handle  i,  which  should 
be  held  by  the  flat  part  at  the  end  to  prevent  leakage 
taking  place  along  the  surface  of  the  handle  and  through 
the  body  of  the  experimenter  to  the  ground. 

107.  Increase  of  the  Total  Current  produced  by  the 
Employment  of  a  Shunt — The  Use  of  Shunts  with  a 
Differential  Galvanometer.— The  insertion  of  a  shunt 

8  Q 

diminishes  the  resistance  of  the  circuit  from  a  to  — r~  • 

In  some  cases  this  produces  practically  no  effect  on  the 
total  current,  so  that  the  current  flowing  through  the 

galvanometer  will  be  —r —  ^^  *^®  current  that  too*  flow- 
ing through  it  before  the  insertion  of  the  shunt.  But  in 
other  cases  this  variation  of  the  resistance  in  circuit  ma- 
terially affects  the  total  current,  so  that,  although  G  is 

always  —7 —  of  the  total  current,  this  total  current  may 

be  so  increased  by  the  diminution  of  the  total   resist- 

g 

ance  that  the  fi^action  — ; —  of  the  new  total  current  is 
8  +  g 

practically  as  large  as  the  previous  total  current,  or,  in 
other  wonls,  shunting  the  galvanometer  may  produce  prac- 
tically no  diminution  in  the  current  passing  through  it. 

ITiis  effect  produced  on  applying  a  shunt,  which 
18  often  entirely  overlooked  by  beginners,  may  be  ex- 
perimentally investigated  with  the  apparatus  shown  in 
Kg.  67.  B  is  a  battery  consisting  of  six  cells  fitted  with 
terminal  binding  screws,  so  that  one,  two,  or  any  number 
of  cells  up  to  six  can  be  used ;  m  is  a  galvanometer  of 
very  small  resistance,  and  r^,  Rj,  R3,  R4,  resistance  coils 
in  the  main  circuit,  o  is  a  galvanometer  of  some  500 
ohms'  resistance,  also  in  the  main  circuit,  but  fitted  with 
a  shunt  a  Any  one  of  the  coils,  b^,  b^,  B3,  or  R4,  can  be 
cut  out  of  circuit  by  turning  the  handle  h  so  that  a  small 


Digitized  by  VjOOQ IC 


184  PRACTICAL   ELECTRICITY.  TChp.  IV. 

bridge-piece  h  of  flexible  brass  makes  contact  between  two 
metallic  buttons  k  k,  which  are  attached  respectively 
to  the  two  ends  of  the  coil.*  The  resistance  in  the  shunt  8 
can  be  varied  either  by  taking  out  or  inserting  the  plugs 
in  its  base  in  the  usual  way,  or  by  turning  the  handle 
which  varies  the  resistance  in  a  way  to  be  explained  a 
little  farther  on.  Then  it  is  found  that  if  the  resistance 
in  the  main  cii-cuit  is  fairly  large,  say  1,000  ohms,  alter- 
ing the  resistance  of  s  alters  the  deflection  of  g,  but  does 


Fig.  67. 

not  sensibly  alter  that  of  M  ;  while,  on  the  other  hand,  if 
the  resistance  in  the  main  circuit  is  small,  that  is,  if  the 
four  bridge  pieces  at  the  tops  of  the  four  coils  are  turned 
so  as  to  short-circuit  all  the  four  coils,  then  the  value  of 
8  may  be  altered  within  wide  limits  without  altering  the 
value  of  the  deflection  of  o,  but  the  deflection  of  m  will 
be  large  when  the  resistance  in  s  is  small,  and  small  when 
the  resistance  in  s  is  large.  It  is  necessary  to  be  able  to 
vary  the  number  of  cells  fix)m  one  to  six  in  order  that 

*  This  plan  of  cutting  out  a  coil  was  the  one  originally  em- 
plored  by  tne  late  Sir  Charles  Wheatstone  with  the  earliest  forms  of 
resistance  coils. 
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Ml  all  the  experiments,  each  made  with  a  particular  value 
^  the  resifltance  in  the  main  circuit,  and  for  a  series  of 
values  of  the  shunt,  the  largest  deflection  of  G,  which  is 
obtained  when  the  galvanometer  is  unshunted,  may  be 
about  the  same. 

We  have  merely  referred  to  the  two  extreme  cases, 
a  very  large  and  a  very  small  resistance  respectively  in 
the  main  circuit ;  but  readings  should  be  taken  of  the 
deflection  of  G  for  a  series  of  values  of  the  resistance  of 
the  shunt,  with  each  of  several  values  of  the  resistance  in 
the  main  circuit ;  and  a  series  of  curves  should  be  drawn 
connecting  deflections  of  G  with  values  of  s,  each  curve 
for  a  different  resistance  in  the  main  circuit. 

The  mathematical  working  out  of  this  experiment, 
together  with  the  consideration  of  the  construction  of 
"constant  total  cu/rrerU  shunts"  will  be  found  farther  on 
(§  137,  page  253). 

We  have  seen  (§  87,  page  149)  that  if  the  two  coils  c 
and  cf  (Fig.  59)  of  the  differential  galvanometer  have 
equal  refdstances,  and  if,  in  addition,  they  be  so  adjusted 
relatively  to  the  needle  that  no  deflection  is  produced 
when  equal  currents  flow  round  the  coils,  no  deflection  will 
be  produced  when  a  and  B  have  equal  i-esistances,  and  a 
difference  of  potentials  is  set  up  between  p  and  Q  by  any 
convenient  current  generator.  If,  now,  one  of  the  coils, 
say  c,  be  shunted  with  a  shunt,  having,  say,  one-ninth  of 
the  resistance  of  c,  then  the  parallel  resistance  of  c  and 
its  shunt  will  be  one-tenth  of  the  resistance  of  c  alona 
Therefore  if  the  resistance  of  A  be  also  diminished  to  one- 
tenth  of  what  it  was,  the  total  resistance  of  the  branch 
PACQ  will  become  one-tenth  of  what  it  previously  was, 
hence  ten  times  as  much  current  will  pass  through  A  and 
through  B,  but  of  this  larger  current  only  one-tenth  part 
will  pass  round  the  coil  o,  and,  consequently,  there  will 
still  be  no  deflection  of  the  needle.  We  can  generally 
conclude  that  if  one  coil,  o,  having  a  resistance  g  ohms,  of 
a  differential  galvanometer  be  shunted  with  a  shunt  a£  9 
ohms,  no  deflection  will  be  produced  when 
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resistsnce  of  A  _     s 
resistanqe  of  B  *~  »  -h  ^* 

If,  therefore,  we  have  a  box  of  resistance  coils,  the 
resistance  of  which  can  be  varied  from,  say,  1  to  10,000 
ohms,  we  can,  by  the  addition  of  a  tenth  shunt  to  one  of 
the  coils  of  a  differential  galvanometer,  measure  resist- 
ances varying  between  0*1  and  100,000  ohms. 

108.  Sliding  Resistance  Bozea — The  resistance  box 
8  (Fig.  67)  is  different  from  any  of  the  forms  used  in 
the  previous  experiments.  Fig.  68  shows  this  resistance 
box  in  plan,  and  from  that  it  will  be  seen  that  there 
are  two  ways  of  altering  the  resistance,  the  one  by 
inserting  plugs  into  the  holes  between  p  and  Q,  or 
by  removing  these  plugs  in  the  manner  previously  de- 
scribed, the  other  by  turning  one,  or  boi^  of  the  slid- 
ing handles  h  h.  Turning  these  handles  can  be  effected 
without  looking  at  the  box,  and  hence  such  sliding 
resistance  boxes  are  commonly  employed  for  "  duplex 
tdegraphy,^  or  the  sending  of  two  messages  simulta- 
neously, in  opposite  directions,  along  one  telegraph  wire, 
in  connection  with  which  the  signaller  requires  to  vary 
the  resistance  without  having  to  take  his  attention  off 
the  message  he  is  sending  or  receiving. 

Between  each  pair  of  adjacent  studs  9^,  8^  8^  drc,  in 
one  half  of  the  box  are  coils,  each  having  ihe  value  of  40 
ohms,  while  between  each  pair  of  adjacent  studs  Si,  82, 8,, 
&c,,  in  the  other  half  of  the  box  are  coils,  each  having  the 
value  of  400  ohms.  Hence,  with  the  arms  in  the  positions 
shown  in  the  figure,  the  current  entering  at  the  binding 
screw  T  has  first  to  pass  through  as  many  of  the  coils 
between  p  and  q  as  are  unplugged,  next  through  eight 
coils,  each  of  40  ohms,  then  from  the  arm  h  to  the  arm  H, 
and  lastly  through  five  coils,  each  of  400  ohms,  and  out 
by  the  terminal  t  In  addition,  therefore,  to  any  re- 
sistance that  may  be  unplugged  between  p  and  Q,  there  is 
a  resistance  of  2,320  ohms  in  circuit 

Eesistance    boxes    with    sliding    arms    are    much 
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cheaper  to  construct  than  plug  resistance  boxes,  as  the 
jftbonr  and  expense  of  grinding  the  plugs  into  the  coni- 
cal holes  18  saved.  As,  however,  it  is  very  difficult  to 
avoid  an  unknown  small  resistance  being  introduced  at 


Tig.  ea 

the  contact  of  a  stud  and  the  revolving  arm,  well-made 
plug  resistance  boxes  are  far  better  for  accurate  work. 

109.  Measuring  a  Resistance  during  the  Passage 
of  a  Stronc^  Oorrent. — In  cases  where  a  conductor  is 
warmed  by  the  passage  of  a  strong  current,  and  so  has 
its  resistance  altered,  it  is  not  sufficient  to  know  what 
the  resistance  of  the  conductor  was  when  cold,  but  we 
must  know  "what  it  is  tohile  the  current  is  passing  through 
U,    This  cannot^  of  course,  be  done  with  a  Wheatstone's 
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bridge  or  a  differential  galvanometer,  but  an  approxi- 
mation to  the  true  resistance  can,  in  some  cases,  be  made 
by  stopping  the  current  that  was  passing  through  the 
conductor,  and  then  measuring,  as  qicickly  as  possible^  its 
resistance  with  a  Wheatstone's  bridge  or  differential 
galvanometer  in  the  ordinary  way  (see  §  97,  page  167). 
This,  at  the  best,  can  give  but  an  approximation,  and 
when  the  conductor  cools  very  rapidly  on  the  stoppage 
of  the  current,  as,  for  example,  in  the  case  of  the  fila- 
ment of  an  incandescent  lamp,  the  result  so  obtained 
would  differ  very  seriously  from  the  true  value.  Further, 
this  method  could  not  be  employed  at  all  when  it  is 
desired,    for  example,  to  measure  the  resistance  of  an 
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"  electric  arc,"  that  is,  the  intensely  heated  space  between 
the  carbon  points  in  an  "  arc  lamp,^^  because  the  are 
ceases  to  exist  immediately  the  current  producing  it  is 
stopped. 

In  such  a  case,  the  following  method  must  be  em- 
ployed.  By  means  of  an  electrometer,  or  a  voltmeter 
V  (Fig.  69),  measure  the  potential  difference,  in  volts, 
at  the  ends  of  the  conductor  c,  whose  resistance  we  desire 
to  know,  and  simultaneously  measure  with  an  ammeter 
the  current  A,  in  amperes,  passing  through  the*  con- 
ductor; then,  tf  0  be  the  unknown  resistance  of  c  in 
ohms,  we  have,  from  the  definition  of  resistance, 

V 

This  method  can,  of  course,  be  employed  in  all  cases, 
but  is  especially  useful  when  a  conductor  has  a  fairly 
fitrong  current    passing  through  it,  and   we   desire  tb 
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measure  the  resistance  of  the  conductor  while  this  strong 
current  is  passing  througL 

If  the  instrument  used  to  measure  the  potential 
difference  be  an  electrometer,  through  which  no  current 
passes,  the  deflection  of  the  ammeter  will  measure  the 
true  current  i)assing  through  the  conductor  only ;  but,  on 
the  other  hand,  if  a  voltmeter  be  employed,  through 
which  some  current  passes,  then  it  must  not  be  forgotten 
that  the  current  passing  through  the  ammeter  is  the 
sum  of  the  currents  passing  through  the  conductor  c  and 
the  voltmeter.  As  a  rule,  this  will  not  introduce  any 
serious  practical  error,  as  the  resistance  of  the  voltmeter 
being  very  large  compared  with  that  of  c,  the  current 
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passing  through  the  voltmeter  is  veiy  small  compared 
with  that  passing  through  c.  If,  however,  this  be  not 
quite  the  case,  on  account  of  the  resistance  of  c  being 
large,  then  the  current  passing  through  the  voltmeter 
must  be  subtracted  fi*om  that  measured  by  the  deflec- 
tion of  the  ammeter  to  obtain  the  value  of  A  in  the 
above  formula.  Or,  more  simply,  interrupt  the  volt- 
meter circuit  and  now  observe  the  ammeter  reading. 

If,  however,  the  resistance  of  c  be  large,  the  making 
and  breaking  of  the  voltmeter  shunt  circuit  may  very 
possibly  alter  not  merely  the  cuiTent  passing  through 
the  ammeter,  but  even  that  passing  through  c,  so  that  the 
reading  given  by  the  ammeter  when  the  voltmeter  shunt 
circuit  is  broken,  although  indicating  quite  accurately 
the  current  then  passing  through  c,  would  not  give  the 
amount  that  loas  passing  through  c  when  the  voltmeter 
reading  was  taken.  Therefore,  from  these  two  observa- 
tions the  resistance  of  c  could  not  be  accurately  deter- 
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mined,  unless  the  resistance  of  the  voltmeter  were  known, 
and  the  current  passing  through  it  calculated  and  allowed 
for.  In  such  a  case  it  is  better  to  make  the  voltmeter 
a  shunt  to  both  the  ammeter  and  c,  as  shown  in  Fig.  70 ; 
for,  with  this  arrangement,  the  resistance  of  c,  plus  that 
of  the  ammeter,  will  be  correctly  found,  and  if  the  re- 
sistance of  the  ammeter  be  either  small  compared  with 
that  of  c,  or  if  it  be  correctly  known,  then  the  resistance 
of  c  can  also  be  found  by  a  simple  subtraction. 

The  determination  of  the  resistance  of  a  battery  by 
means  of  simultaneous  readings  on  an  ammeter  and 
voltmeter  will  be  found  describ^  in  §  116,  page  205. 

110.  Ohmmeter. — The    necessity  of  observing  two 


Pig.  71. 

instruments  at  the  same  time  is  a  disadvantage  in  the 
employment  of  the  method  of  testing  just  described,  and 
hence  the  following  instrument,  called  an  ** ohmmeter^* 
was  devised  by  the  author  for  measuring,  by  a  single 
observation,  the  resistance  of  any  part  of  a  circuit  through 
wliich  a  strong  current  is  passing.  The  ohmmeter  con- 
tains two  coils  acting  on  the  same  soft  iron  needle  ;  one 
of  these  coils,  c  c  (Fig.  71),  attached  to  the  terminals  tt 
(Fig.  72),  is  made  of  a  short  piece  of  thick  wire,  and  is 
placed  in  series  with  the  resistance  o  to  be  measured  j 
while  the  other,  c  c  (Fig.  71),  attached  to  the  terminals 
tt  (Fig.  72),  is  composed  of  veiy  fine  wire,  and  is  put 
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as  a  shont  to  the  unknown  resistanoa  Hence  the  main 
corrent  A  produces  its  effect  by  means  of  the  thick  wire 
coilf  and  the  difference  of  potentials  Y  at  the  terminals 
of  the  unknown  resistance  by  means  of  the  fine  wire 
coil ;  these  coils  are  placed  at  right  angles  to  one  another, 
and  in  consequence  of  this,  it  may  be  shown  that  the  action 
on  the  needle  is  due  to  the  ratio  of  Y  to  A,  that  is,  to 
the  value  of  o.     When  no  current  is  passing  through 
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either  coil  the  needle  will  rest  in  any  position,  but  on 
sending  a  current  through  the  thick  coil  alone  the 
pointer  at  once  moves  to  nought.  And  by  properly  pro- 
portioning the  shapes  of  the  coils,  and  by  winding  the 
wire  on  them  in  a  definite  way,  it  is  possible  to  make 
the  angular  deflection  of  the  needle  from  the  zero 
position  directly  proportional  to  the  resistance  o.  The 
thick  wire  coil  may  be  always  kept  in  the  main  cir- 
cuit, or  in  any  branch  circuit,  then  on  attaching  the 
terminals  it  to  any  two  points  on  the  same  circuit  by 
means  of  wires  Uie  needle  will  at  once  move  to  a 
number  on  the  dial,  which  will  indicate  the  resistance 
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in  ohms  at  the  time  in  question  of  that   part  of    the 
circuit  between  the  two  points. 

On  account  of  the  alteration  of  resistanoe  by  heating, 
it  is  very  difficult,  unless  very  thick  German  silver  wire  is 
employed,  to  construct  resistance  coils  for  use  with  strong 
currents,  so  that  the  resistance  shall  not  be  changed  by 
the  passage  of  the  currents.  But  the  use  of  an  ohm- 
meter  permits  the  employment  of  an  iron  wire,  or  even 
of  a  bit  of  wet  rope,  as  a  temporary  resistance  for  ex- 
perimental purposes,  the  resistanoe  of  the  iron  wire  or 
of  the  wet  rope  being  determined  with  the  ohmmeter  at 
the  moment  the  experiment  is  being  made. 

Heat  Generated  and  Work  Done  bt  an  Electric 
Current. 

111.  Amount  of  Heat  Generated  by  an  Electric 
Current. — ^When  considering  the  effects  produced  by  a 
current  earlier  in  the  book,  we  saw  that  the  rise    of 
temperature  of  the  calorimeter  in  a  given  time  was  not 
proportional  to  the  current   strengUL      We  will  now 
examine    this    more    fully,    and    for    doing    this    the 
apparatus    shown    in   Fig.   73    may   be    conveniently 
employed.     It  consists  of  a  coil  of  German  silver  wire 
dipping  into  a  small  metal  vessel  of  paraffin  oil,   the 
temperature  of  which  can  be  observed  by  means  of  a 
delicately  graduated  thermometer  t,  the  bulb  of  which 
dips  into  the  oiL      t  is  supported  by  an  indiarubber 
stopper,  through  which  it  passes,  and  which  itself  fits 
into  a  small  wooden    cap,  seen  in    the    figure,  which 
forms  the  top    of    the    vessel  containing    the  paraffin 
oiL     This  little  vessel  is  supported  in  the  middle  of  a 
very   much  larger    metal    vessel,  seen    in  the    figure, 
made  with  double  sides,  double  top,  and  double  bottom, 
the  ispace  between  the  two  being  filled  with  water.     This 
water  jacket,  as  it  is  called,  is  for  the  purpose  of  pre- 
venting heat  passing  from  the  body  of  the  experimenter, 
or  from  any  adjacent  lamp,  into  the  paraffin  oil,  which 
would  interfere  with  the  experiment,  seeing  that  our 
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object  is  to  mea.sin*e  the  heat  produced  in  the  vessel  of 
paraffin  oil  solely  by  the  current  passing  through  the 
coil  of  German  silver  wire  immersed  in  it.  It  might,  at 
first  sight,  appear  that  the  simplest  plan  of  avoiding  tliis, 
as  well  as  of  avoiding  the  loss  of  heat  from  the   vessel 
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of  paraffin  oil,  would  be  to  surround  it  by  a  sort  of  coat 
of  cotton-wool  or  of  fur.  As,  however,  it  is  impossible  to 
make  such  a  coat  which  sJudl  ^yr event  all  loss  of  h^.at, 
theft  being  no  insulators  for  heat  {see  §  93,  page  159),  and 
as  this  loss,  nlthmigh  small,  woidd  be  vague  in  amoitnt,  it 
is  better  to  allow  a  greater  loss  provided  that  the  loss  is 
known  in  amount  ;  this  result  is  obtained  by  using  a 
water  jacket,  and  by  maintaining  this   water  jacket  at 
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constant  temperature,  which  can  be  tested  by  means  of 
the  thermometer  t'  dipping  into  the  water  of  the  jacket. 
The  two  wires  to  the  left  side  of  tlie  figure  go  to  the 
current  generator,  which,  on  pressing  down  the  key, 
sends  a  current  through  the  coil  of  wire  in  the  calori- 
meter, the  galvanometer,  and  a  longer  or  shorter 
lioiiiion  of  the  stretched  wire  shown  at  s  in  the  figure. 
The  length  of  this  stretched  wire  put  in  the  circuit  can 
l)e  regulated  by  a  loose  flexible  wire,  not  shown  in  the 
figure,  which  is  attached  at  one  end  to  the  fi'ee  binding 
screw  of  the  galvanometer,  and  at  the  other  end  to  one 
of  the  binding  screws  s. 

It  will  be  seen  that  in  the  experiments  shown  in 
Figs.  6,  15,  and  73,  the  current  strength  is  varied  by 
inseHing  a  shorter  or  a  longer  length  of  wire  in  the 
circuit,  whereas  in  the  experiments  shown  in  Figs.  17 
and  20  the  same  result  is  much  more  simply  attained 
by  altering  the  distance  between  two  zinc  plates,  or 
rods,  dipping  into  a  small  quantity  of  a  saturated  solu- 
tion of  zinc  sulphate.  The  reason  of  this  is  that  in  the 
first  and  third  experiments  the  current  must  be  kept 
quite  constant  for  a  minute  or  so  while  the  gas  is 
being  steadily  generated  in  the  first  case,  and  the  heat  is 
being  generated  in  the  calorimeter  in  the  third,  whei-e- 
as  in  the  last  two  experiments  it  is  only  necessaiy 
to  keep  the  current  constant  just  long  enough  to  tike 
a  reading  of  the  galvanometers.  Now  it  would  be 
somewhat  difficult  to  maintain  a  current  quit«  constant 
for  some  little  while  by  means  of  plates  dipping  into 
liquid,  unless  some  plan  of  fixing  the  plates  in  any  par- 
ticular position  were  employed  ;  and  even  then,  as  will 
be  seen  later  on,  a  liquid  resistance  would  not  be  as 
constant  in  value  as  that  produced  by  a  given  length 
of  wire.  Hence  the  latter  plan  should  always  be 
adopted  when  it  is  necessary  to  maintain  the  current 
constant  for  any  length  of  tima 

In  Fig.  73,  M  is  a  controlling  magnet,  and,  as 
already  explained,  if  m  bo  placed  near  the  galvanometer, 
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the  latter  must  be  calibrated  with  m  in  the  same  position 
as  it  is  in  when  the  galvanom  '^r  is  used,  since 
changing  the  position  of  a  magnet  when  it  is  near  a 
galyanometer  not  only  alters  the  absolute,  but  generally 
tlso  the  relative  calibration  curve. 

To  carry  out  the  heating  experiment,  a  certain 
current  is  allowed  to  pass  through  the  apparatus,  and 
the  deflection  on  the  galvanometer  is  observed.  The 
current  being  kept  constant,  the  linie  rise  of  tempera- 
ture of  the  liquid  in  the  calorimeter  is  measured  by  the 
thermometer  T,  the  liquid  being  kept  constantly  stirred 
with  the  stirrer  R  to  prevent  its  becoming  hotter  in  one 
part  than  in  another.  The  time  lise  of  temperature 
is  obtained  by  making  a  series  of  simultaneotia  observa- 
tions of  time  and  tempei-ature ;  for  example^  successive 
observations  of  the  thermometer  may  be  made  by  one 
observer  at  times  which  are  noted  on  a  watch  by  another. 
A  curve  can  now  be  drawn  having  its  abscissae,  or 
distances  measured  along  one  line,  proportional  to  the 
times  measured  from  the  instant  of  closing  the  cir- 
cuit, or  better,  from  the  instant  that  the  first  observation 
of  temperature  is  made  after  the  current  has  become 
steady,  and  its  ordinates,  or  distances  measured  along  a 
line  perpendicular  to  the  former,  proportional  to  the 
temperature  at  the  ends  of  each  of  the  periods  of  time. 
From  this  curve,  which  experiment  shows  to  be  concave 
to  the  axis  along  which  time  is  reckoned,  the  tempera- 
ture of  the  thermometer  T  at  any  instant  of  time,  or  the 
rise  of  temperature  during  any  interval  of  time,  can  be 
seen.  This  time  rise  of  temperature  curve  does  not^  how- 
ever, represent  the  time  production  of  heat,  since^ 
while  the  calorimeter  \a  gaining  heat  from  the  coil  in 
it  through  which  the  cummt  is  passing,  it  is  losing  heat 
on  account  of  radiation  ami  convection,*     Now  it  is  the 

*  Radi&tion  ia  the  transferenoe  of  heat  from  one  body  to  another 
vithoat  ^e  intervening  space  becoming  warm,  as,  for  example,  the  way 
in  which  the  sim  warms  the  earth ;  conduction  is  the  transference  of 
i»»t  from  one  part  of  a  boily  to  nnother,  due  to  all  the  intervening 
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rate  of  production  of  heat  that  we  want  to  ascertain, 
not  the  time  rise  of  temperature,  wliich,  without  alter- 
ing the  current  strengtli,  or  the  coil  through  which  it 
is  passing,  or  the  liquid  in  which  the  coil  is  placed, 
can  be  made  greater  or  less  by  diminishing  or  increas- 
ing the  facility  of  the  liquid  for  cooling. 

112.  Cooling  Correction  of  the  Observed  Rise 
of  Temperature  Curve. — Hence  we  must  make  ex- 
periments and  ascertain  the  amount  of  heat  that  was 
lost  while  the  temperatui-e  was  rising,  and  this  may 
be  done  with  great  accuracy  by  stopping  the  current 
and  obsei*ving  the  (inie  fall  of  teinpenUure,  since  the 
calorimeter  is  now,  while  cooling,  suiroundod  by  the  same 
body  at  the  same  temperature  as  it  was  while  it  was 
being  warmed.  From  observations  on  the  time  fall  of 
temperature,  a  time  cooling  curve,  which  will  be  found 
convex  to  the  axis  nlong  which  time  is  reckoned,  can 
be  constructed.  This  second  curve  must  be  used  to 
correct  the  first,  and  so  to  obtain  a  third  curve  in- 
dicating what  the  rise  of  temi)erature  would  have 
been  had  there  been  no  loss  of  heat.  To  obtain  this 
third  curve  divide  the  time  into  a  number  of  small  equal 
intervals  ;  then,  starting  from  the  lowest  part  of  the 
heating  curve,  observe  what  was  the  observed  lise  of 
temperature  in  the  first  short  interval  of  time  ;  next, 
referring  to  the  cooling  curve,  observe  what  was  the 
observed  loss  of  temperature  in  the  same  interval  of  time 
and  for  about  the  same  value  of  a  mean  temj)ei*ature. 
This  observed  rise  and  observed  loss  must  then  be 
added  together,  and  the  sum  will  measure  what  the  rise 
of  temperature  would  have  been  during  the  first  interval 
of  time  had  there  been  no  loss  of  heat.  This  gives  us  a 
new  point  indicating  what  the  temperature  would  have 

portions  of  tho  body  becoming  necessarily  wanned,  as,  for  example,  the 
way  in  which,  when  one  end  of  a  cold  iron  poker  is  inserted  in  the 
fire,  the  other  end  gradually  becomes  warmed  ;  convection  is  the 
transference  of  heat  from  one  place  to  another  by  the  bodily  con- 
ve3rance  of  heated  liquid  and  gas ;  as,  for  example,  the  way  in  which 
the  top  of  a  chimney  over  a  lighted  fire  becomes  warm. 


Digitized  by  LjOOQIC 


Chtf.  ly.]  CORRECTION   FOB  COOLINO.  197 

been  had  there  been  no  cooling.  Do  the  same  for 
the  second,  third,  fourth,  &c,,  intervals,  and  add  what 
the  rise  in  temperature  during  each  interval  would 
have  been  without  cooling  to  what  the  temperature  would 
hare  been  at  the  commencement  of  that  interval  without 
cooling. 

In  examining  this  third  cui've  we  find  that  it  is  a 
straight  line,  which  means  that  for  a  constant  current 
the  amount  of  heat  produced  in  every  second  would, 
were  there  no  loss  of  heat,  be  able  to  mise  the  tempera- 
ture by  the  same  amount.  Hence  the  amount  of  heat 
actually  produced  in  every  second  is  a  constant  quantity, 
and  this  constant  rate  of  production  is  measured  by 
the  tangent  of  the  angle  between  this  line  and  the  line 
along  which  time  is  measured. 

Next  vary  the  current  by  changing  the  length  of  the 
wires  (Fig.  73)  in  circuit,  which,  as  stated  above,  is 
done  by  connecting  the  free  terminal  of  the  gal  van  o- 
raeter  with  a  different  binding  screw  at  s,  and  obtain  the 
corrected  curve  as  befora  On  comparing  the  slopes  of  the 
straight  lines  so  obtained  from  the  two  experiments,  it  will 
be  found  that  they  are  not  proportional  to  the  respective 
current  strengths  as  measured  by  the  galvanometer,  but 
to  the  squares  of  the  current  strengths.  And  the  same  re- 
sult will  be  obtained  if  any  other  two  current  sti-engths 
be  employed  in  the  experiment.  We  conclude,  therefore, 
from  this  experiment,  that  the  heat  generated  in  a  con- 
ductor by  a  current  in  a  given  time  is  proportional  to  the 
square  of  the  current  strength,  or  simplt/  to  the  square 
of  the  current,* 

113.  Measuring  a  Current  by  the  Bate  of  Pro- 
duction of  Heat. — This  method  of  measuring  the  rise 
of  temperature  by  the  heat  generated  in  a  coil  of  wire 
may  be  conveniently  employed  when  the  cuiTents  are 
80  strong  as  to  i^ise   the   temperature   several   degrees 

*  In  practice  it  is  foand  best  to  take  tbe  observations  on  cooling  at 
the  end  of  tbe  experiment,  after  the  complete  series  of  observations 
of  the  heating  prcMluced  by  the  various  currents  has  been  carried  out. 
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in  a  time  so  short  that  in  it  no  appi-ecmble  loss  of 
heat  can  occur,  since  in  that  case  the  two  currents  will 
be  simply  proportional  to  the  square  roots  of  the  ele- 
vations of  temperatui*e  in  the  same  time,  and  no  cooling 
experiments  need  be  made.  And  the  method  is  espe- 
cifijly  useful  when  we  desire  to  measure  an  "  alternating 
current"  that  is,  a  current  the  direction  of  which  is  being 
rapidly  reversed,  since  in  such  a  case  neither  a  voltameter 
nor  a  galvanometer  with  a  controlling  permanent  magnet 
can  be  used  to  measure  the  current  strength.  As  to  the 
voltameter,  the  compound  gas,  of  which  we  measured 
the  volume  in  the  experiment  described  in  §  3  and 
§  12,  was,  as  seen  from  the  experiment  described  in  §  7, 
composed  of  hydrogen  steadily  given  off  at  one  of  the 
platinum  plates,  and  oxygen  steadily  given  off  at  the 
other,  so  that  if  the  current  were  rapidly  reversed  many 
times  a  minute,  a  little  hydrogen  would  fii-st  be  formed 
at  one  of  the  plates,  then  a  little  oxygen  at  the  same 
plate,  which,  combining  with  the  hydrogen  previously 
formed,  would  re-form  water,  so  that  on  the  whole 
no  gas  would  be  produced  which  could  be  collected  and 
measured. 

If  the  coil  of  wire,  having  a  resistance  of  o  ohms 
in  the  vessel  in  Fig.  73,  be  replaced  by  another  coil  of 
wire  having  a  different  resistance  of  o'  ohms,  it  will  be 
found  that  for  the  same  current  and  for  the  same  quantity 
of  liquid  in  the  calorimeter,  the  corrected  elevations  of 
temperature  in  the  two  cases  in  the  same  time,  which  are 
proportional  to  the  amounts  of  heat  pi*oduoed,  will  be 
in  the  ratio  of  o  to  o\  Combining  this  with  the  result 
pi-eviously  obtained  with  different  currents  flowing 
through  the  same  coil,  it  follows  that  the  heat  generated 
in  a  conductor*  by  a  current  in  a  given  time  is  propor- 
tional to  the  product  of  the  square  of  the  current  into  the 
resistance  of  the  conductor. 

If  the  water  equivalent  of  the  calorimeter,  that  is, 
the  weight  of  water  that  is  raised  as  much  in  tempera- 
ture as  is  the  calorimeter  with  its  contents  by  the  addi- 
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tion  of  tie  same  amount  of  heat,  be  determined,  we  can 
measure  the  actual  amount  of  heat  produced  per  minute 
by  a  given  number  of  amjieres  flowing  through  a  given 
number  of  ohms.  And  experiment  shows  when  the 
unit  of  heat  is  taken  as  the  amount  of  heat  that  will 
raise  1  lb.  of  water  from  0^  C.  to  1°  C,  that  A  amperes 
flowing  through  r  ohnut  produce  jyer  mimUe  0*0315  A^r 
yinxts  of  heat,  or,  generally,  if  H  be  the  number  of  units 
produced  in  t  minutes, 

H  =  00315  A2r<. 

If  we  take  as  the  unit  of  he^t  the  heat  required  to 
raise  one  gramme  of  water  from  0^  0.  to  1°  C,  and  if  t  be 
measured  in  seconds,  then 

H  =  0-239  k^rt 

114.  Work  done  in  an  Electric  Circuit— If  two 
conductors  at  different  potentials  be  joined  by  a  wire, 
electricity  will  flow  from  the  one  of  higher  potential  to 
that  of  lower  as  long  as  any  potential  difference  exists 
between  them,  exactly  as,  when  a  reservoir  containing 
water  at  a  higher  level  than  the  surrounding  country 
has  an  opening  made  in  the  bottom  of  it,  water  will  flow 
out  of  the  reservoir  from  the  higher  to  the  lower  level 
Tintil  all  the  water  has  fallen  to  the  same  level.  In 
ord^y  therefore,  to  keep  up  a  constant  electric  current  we 
mat  employ  a  machine  t/iat  will  transport  electricity 
from  a  place  of  low  to  a  place  of  high  jyotential,  just  as,  to 
keep  up  a  steady  stream  of  water,  we  must  have  some 
machine  or  pump,  or  it  may  be  the  evaporating  power 
of  the  sun,  to  keep  raising  the  water  from  a  low  to  a  high 
level.  With  any  such  pump  a  certain  portion  of  the 
power  ex|>ended  on  it  would  be  spent,  not  in  actually 
raisiug  water,  but  in  ovei-coming  the  friction  oppos:^d  by 
the  channels  inside  the  pump  to  the  passage  of  the  water, 
and  the  portion  of  the  power  so  spent  would  be  con- 
verted into  heat,  so  that  the  work  the  water  could  do  in 
fnlling  would  Ijo  less  than  that  spent  on  the  pump  by  the 
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amount  that  had  been  wasted  in  heat  in  the  puuip. 
CJonsequently,  the  number  of  feet  to  which  a  pump 
could  raise  a  pound  of  water  would  be  less  than  the 
number  of  foot-pounds  of  work  expended  on  the  pump 
to  raise  the  pound  of  water,  and  experiment  shows  that 
this  difference  would  be  greater  the  more  quickly  the 
pound  of  water  was  raised. 

Now  a  generator  of  an  electric  current,  for  example,  a 
galvanic  battery,  a  dynamo  machine,  a  magneto  machine, 
or  a  thermopile,  is  employed  for  the  same  sort  of  object 
as  a  pump,  viz.,  to  raise  electricity  from  a  low  to  a  high 
potential,  in  opposition  to  the  tendency  the  electricity 
apparently  possesses  to  flow  from  a  place  of  high  to 
a  place  of  low  potential.  The  work  the  electricity  so 
raised  in  potential  can  do  per  second,  or  per  minute, 
in  the  external  circuit,  in  the  form  of  an  electric  cur- 
rent, may  be  partly  done  in  turning  an  electromotor, 
or  may  be  partly  done  in  decomposing  the  substances 
in  a  voltameter,  but  in  both  cases  a  portion  must 
be  done  in  heating  the  external  circuit ;  or  the  whole 
of  the  work  may  be  done  in  merely  heating  the  external 
circuit,  and  since  we  know  from  the  experiment  de- 
scribed in  §  113,  page  198,  that  the  heat  generated  by  the 
curi-ent  is  proportional  to  the  product  of  the  square  of 
the  current  into  the  resistance,  it  follows  tha^  when 
all  the  work  done  in  a  circuit  is  done  in  the  form  of 
heat,  the  total  work  done  is  proportional  to  the  square  of 
the  current  into  the  resistance  But  we  also  know  that 
in  this  simple  case  the  ciurent  is  proportional  to  the 
potential  difference  at  the  terminals  of  the  generator 
divided  by  the  resistance  of  the  external  circuit.  Hence^ 
in  this  case,  the  work  miLSt  be  proportional  to  the  pro- 
diLct  of  ilie  current  into  the  potejUial  difference. 

To  express  this  result  numerically,  let  the  current  A 
be  measured  in  amperes,  the  potential  difference  V  in 
volts,  the  resistance  r  in  ohms,  the  work  W  in  foot- 
pounds, and  the  time  t  in  minutes.  Then,  since,  as  we 
have  already  seen  (§113,  page  199)  that  H,  the  heat 
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generated,  equals  0'0315  A^rt^  and  since  Joule  has 
shown  that  the  quantity  of  heat  required  to  raise  1  lb. 
of  water  from  0°  C.  to  1°  C.  (that  is  our  unit  of  heat)  is 
equivalent  to  1,400  foot-pounds  of  work,  it  follows  that 

W=  1,400  X  00315  A2r« 
=  U'25  A^rL 

Also  we  know  tliat  when  all  the  work  done  in  the  circuit 
is  expended  in  producing  heat, 

r 
.-.    W  =  44-25  AV<. 

And  this  result  is  true  in  all  cases  whenever  a  steady 
current  flows  through  any  circuit,  whether  it  consist  of 
merely  a  resistance  or,  in  addition,  of  an  electromotor,  or 
of  both  an  electromotor  and  a  voltameter  in  addition  to 
mere  resistance.  Consequently,  whenever  a  steady  cur- 
rent of  k  amperesjlows  through  a  circuit,  at  the  terminals 
of  whidi  V  volts  are  maintained,  tJie  work  done  in  foot- 
fmiuk  per    minute    is    44 '25    AV,    and    tlie    lioi^se- 

44*25  AV 

pwer  expended    mi   Ute   circuit  — -tt-  AV,  or  z — >  or 

33,000  746 

0*00134  A  V,  since  one   horse-power  corresponds   with 

33,000  foot-pounds  per  minute.    {See  also  Chap.  IX.) 

Example  41. — If  4  amperes  flow  through  a  resistance 
of  i\  ohms  for  twenty  minutes,  how  many  foot-pounds 
of  work  are  done  1  Answer. — 63,720. 

Example  42. — If  three-quarters  of  an  ampere  flows 
through  an  Edison  lamp  when  108  volts  are  maintained  at 
its  terminals,  how  many  foot-pounds  of  work  per  minute 
are  expended  on  the  lamp  1  Answer. — 3,584  J. 

Example  43. — A  horse-power  being  33,000  foot- 
pounds per  minute,  how  many  such  Edison  lamps  as  are 
referred  to  in  the  last  question  would  be  made  to  incan- 
desce with  the  expenditure  of  2^  horse-power  ? 

Answer, — 23. 
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Example  44. — If  a  lamp  through  wliicli  half  an  ampere 
is  flowing,  and  at  the  terminals  of  which  85  volte  are 
roaiatained,  emit  10  caudles  of  light,  how  manj  candles 
per  horse-power  are  being  produced  1 

The  horse-power  expended  equals 

4425  X  ^  X  85  , 

33,000         ' 

therefore  one  candle  i-equires  an  expenditure  of 

44-25  X  i  X  85  ^ 

— ^^j^^^^^—  horse-power; 

therefore  one  hoi*se-power  will  produce 

330,000         .„      .      . 

---rr ; r-  illumination. 

44-25  X  i  X  85 

Answer, — 175*5  candles'  illumination  nearly. 
As  already  stated,  it  can  be  shown  in  all  cases 
tliat  the  total  work  done  in  the  external  circuit  equals 
44 '25  AV  foot-pounds  per  minute,  whether  there  be 
electromotors  or  voltameters  or  not  in  this  circuit  If, 
however,  there  be  either  of  these,  the  total  work  done 
will  be  more  than  44*25  A^  r  foot-pounds  per  minute 
where  r  is  the  total  resistance  of  the  external  circuit, 
tliat  is, 

44-25  AV.  >  44-25  A^r. 

In  fact,  44*25  A^  r  foot-pounds  per  minute  represents 
the  portion  of  the  energy  that  is  turned  into  heat,  and 
the  difference  represents  the  amount  of  electric  energy, 
measured  in  foot-pounds  per  minute,  that  is  transformed 
into  some  form  of  energy  other  than  heat. 

ELECrUOMOTiVE    FoRCE, 

116.  Work  done  by  a  Current  Generator.  Electro- 
motive Force. — In  order  that  a  given  amount  of  work  may 
be  done  on  the  external  circuit,  a  greater  amount  of 
work  must  be  done  by  tlie  generator  itself,  on  account  of 
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Ij^  ''^sistance  of  the  generator  against  which  the  current 
tli^*^  be  sent,  just  as  a  pump  has  to  do  more  work 
^  ^  ^he  energy  stored  up  ui  the  water.  Consequently,  if 
^tk  ^®  resistance  of  the  generator  in  ohms,  44*25  A^  b 
^Uvjf^unds  per  minute  must  be  expended  in  sending  the 
.V  ^^Xit  through  the  generator  itself,  and,  consequently, 
vhe  total  work  done  by  the  generator  in  foot-pounds  pei 
minute  equals 

44-25  A2  (r  +  5). 

Now  if  V  be  the  potential  difference,  that  would  send 
the  current  A  amperes  through  b  ohms, 

or  A26  =  At?.  . 

Hence  the  total  work  done  by  the  generator  equals 

44*25  A  (V  4-  v)  foot-pounds  per  minute. 

Further,  we  know  that  when  a  current  passes  through 
a  voltameter,  the  amount  of  chemical  action  that  is  pro- 
duced in  a  given  time  is  proportional  to  the  current ; 
indeed,  it  was  the  amount  of  chemical  action  per  minute 
that  gave  us  our  original  definition  of  current  strength. 
And  a  galvanic  battery  is  but  a  form  of  voltameter, 
hence  we  may  conclude  that  the  amount  of  each  of  the 
various  chemical  actions  that  take  place  in  a  battery  in 
a  given  time  is  proportional  to  the  cun-ent,  if  no  action 
takes  place  when  no  current  is  passing,  a  condition  that 
is  approximately  fulfilled  in  a  good  galvanic  hatteiy. 
Also  we  know  that  the  amount  of  chemical  action 
that  takes  place  in  a  given  time  in  a  batteiy  represents 
the  amount  of  fuel  burnt  in  that  time,  and  therefore  is 
proportional  to  the  total  amount  of  work  done  by  the 
battery  in  the  same  time.  The  total  work,  therefore, 
done  by  the  battery  per  minute  is  proportional  to  A ; 
but  we  have  seen  that  it  is  also  proportional  to 
A  (V+v),  consequently,  V+v  must  be  a  constant  for  a 
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particular  battery.  This  constant  is  called  the  **  electro- 
motive force^^  and  is  shortly  represented  by  the  letters 
"^.  M,  F"  If  the  current  passing  through  the  battery 
is  very  large  its  chemical  constitution  changes  somewhat^ 
so  that  the  same  current  passing  througli  it  for  the  same 
time  does  not  produce  the  same  chemical  decomposition 
as  before ;  hence  the  work  now  done,  compared  with  the 
work  previously  done,  ceases  to  be  in  the  ratio  of  the 
present  value  of  the  current  to  the  former  value,  or,  in 
other  words,  V+  v  or  the  E.  M.  R  is  no  longer  constant 
However,  excluding  such  extreme  cases,  we  can  say 
that  the  cuiTent 


A  = 

V 

or  A  = 

V 

V' 

or  A  = 

E 
r  +  6 

ce  V  = 

r 

E, 

if  E  stands  for  the  electromotive  force  of  the  battery. 

116.  Variation  of  External  Besistance,  Current,  and 
Potential  Difference  at  the  Battery  Terminala — When 
r,  the  external  resistance,  is  extremely  great  compared 
with  6,  and  the  current,  as  seen  from  the  third  equation 
above,  is  very  small,  V,  the  **  terminal  potential  difference,^ 
is,  as  seen  from  the  last  equation,  a  maximum,  and 
becomes  equal  to  E.  And  as  long  as  r  is  fairly  lai^e 
in  comparison  with  6,  the  current  remains  small,  and  V 
remains  nearly  equal  to  E.  When  r  diminishes  so  as  to 
become  small  compared  with  6,  A  increases  rapidly,  until 
when  r  is  nought  A  becomes  a  maximum,  and  equals 

E 

— .     V,  then,  is  nought. 

6 
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The  pi-eceding  is  all  given  concisely  in  the  following 
table  :  — 


r 

V 

A 

Infinity. 

E 

0 

Great  compared 
with  b. 

Verv  little  less 
than  E. 

Small. 

P,  say 

~P  +  b^' 

E 
P  +  ** 

Small  compared 
with  *. 

Small. 

Great. 

O, 

0. 

Maximum,    and 
E 
equal  to  --  • 
b 

The    apparatus   shown  in  Fig.   74,    consisting  of    a 
battery  B,  a  delicate  ammeter  A, 
a  voltmeter  V,  and  a  variable  re- 
sistance R,  enables  all  the  preced- 
ing to  be  tried  experimentally. 

First,  make  R  equal  to  in- 
finity, then  the  i-eading  on  the 
voltmeter  gives  E. 

Secondly,  make  R  have  any 
suitable  value,  so  that  the  cur- 
rent can  be  easily  read  accurately  p,^  ^^ 
on  the  ammeter;   let   it  be  A 

amperes,  and  the  corresponding  potential  difference  at  the 
terminals  of  the  battery  V  volts  ;  then, 

V=E-A6, 
where  h  is  the  battery  resistance  ; 

• '  •    6  = 1 —  ohms. 
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The  resistance  of  the  battery  can  in  this  way  he 
determined  witliout  knowing  r  the  vahie  of  R,  that  is, 
without  employing  resistance  coils  of  known  value,  and 
this  is  the  best  method  of  measuring  the  resistance 
of  a  current  generator  when  the  resistance  is  very  small, 
as  in  the  case  of  an  "  accurmdator,*^ 

Thirdly,  take  various  values  of  r,  and  see  whether  the 

E 

cun*ent  always  equals amperes,  and  the  terminal 

r  -|-  6 

potential  difference  E  —  A  6  volts. 

As  a  rough  analogy,  the  tei*rainal  potential  difference 
of  a  battery  may  be  likened  to  the  force  exerted  by  a 
locomotive  engine  in  dragging  the  carriages,  which  is,  of 
course,  equal  to  the  pull  on  the  coupling  connecting  the 
engine  with  the  first  carriage,  while  the  current  strength 
may  be  likened  to  the  speed  of  the  train,  and  the  external 
resistance  to  the  mass  of  the  carriages  composing  the 
train.  If  the  train  be  long  and  heavy,  corresponding 
with  a  great  external  resistance,  the  pull  exerted  by 
the  engine  is  great,  but  the  speed  of  the  train  is  slow. 
Whereas  if  there  be  only  a  few  carriages  the  pull  is 
less  but  the  speed  is  greater,  and  in  the  extreme  case, 
when  the  engine  is  running  alone  the  pull  exerted  on  the 
coupling,  which  is  now  hanging  loose,  is  nought,  and  the 
speed  of  the  train  is  the  greatest  Also  the  pull  exerted 
by  the  engine  on  the  first  carriage  is  always  less  than  the 
total  force  exerted  by  the  engine,  unless  the  engine  is 
attempting  to  pull  so  heavy  a  train  that  it  does  not  move, 
cori-esponding  with  infinite  external  resistance  and  cur- 
rent nought,  because  if  the  engine  is  moving  at  all,  some 
of  its  pulling  power  is  employed  in  moving  itself.  And 
so  with  a  battery,  if  any  current  at  all  is  flowing,  the 
terminal  potential  difference  must  always  be  slightly  less 
than  the  electromotive  force. 

Example  45.— A  Daniell's  cell  has  an  E.  M.  F.  of  1  07 
volts,  and    an   internal   resistance  of    2\   ohms;  what 


Digitized  by  VjOOQIC 


(^p.lV.J  EXAMPLES.  207 

carrent  will  it  send  through  an  external  resistance  of 
^*2obms1  Answer, — 0  031  ampere  nearly. 

Example  46. — A  battery  having  an  E.  M.  F.  of  15 
vo\tB,  and  an  internal  resistance  of  2b  ohms,  is  sending  a 
carrent  through  an  external  resistance  of  5  ohms  ;  what 
is  the  potential  difference  at  the  battery  terminals  1 

Answer, — 2 J  volta 

Example  47. — What  current  must  the  battery  in  the 
last  question  send  so  that  its  terminal  potential  ditFerence 
may  be  7*5  volts?  A^iswer, — 03  ampere. 

Exam])le  48. — If  a  battery,  having  an  R  M.  F.  of  8 
volts,  have  its  terminal  potential  difference  reduced  to 
2  volts  on  sending  a  current  of  2  amperes,  what  is  its 
internal  resistance  1  Anavyer, — 3  ohms. 

Example  49. — A  battery  has  a  terminal  potential 
difference  of  15  volts  when  sending  a  current  of  2 
amjieres,  and  12  volts  when  sending  a  curi-ent  of  3 
amperes ;  what  is  its  internal  resistance  1 

If  E  be  the  unknown  E.  M.  F.  of  the  battery,  and  h 
its  resistance, 

we  have  15  =  E-  2  6, 

alsol2  =  E  -  36, 
or      6  =  3  ohms. 

Answer, — 3  ohms. 
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CHAPTER  V. 

CURRENT     GENERATORS. 

117.  Current  Generatore— 118.  Batteries— 119.  Danicirs  Cell~120. 
Minotto's  Cell— 121.  Gravity  DanicU — 122.  Chemical  Action  in 
the  Daniell*8  CeU— 123.  Local  Action— 124.  Grove's  Cell— 125. 
BuMen*8  Cell— 126.  Leclanch^  CeU— 127.  Potash  Bichromate 
Cell— 128.  Measuring  the  Electromotive  Force  of  a  Current 
Generator  — 129.  Measuring  the  Resistances  of  Batteries — 
130.  P.  D.— 131.  Comparing  the  Electromotive  Forces  of  Bat- 
teries—132.  Poggendortf's  I^Iethod  of  comparing  Electromotive 
Forces — 133.  Electromotive  Force  of  a  Ceil  is  Independent  of 
its  Sise  and  Shape— 134.  Calibrating  a  Galvanometer  by  Em- 
ploying Known  Kesistances  and  a  Cell  of  Constant  E.  M.  F. 
— 135.  Arrangements  of  Cells— 136.  Arrangement  of  a  given 
Number  of  Cells  to  produce  the  Maximum  Current  through  a 
given  External  Resistance —137.  Variation  produced  in  the  Total 
Current  by  Shunting  a  Portion  of  the  Circuit— 138.  Constant 
Total  Current  Shunts— 139.  Independence  of  the  Currents  in 
Various  Circuits  in  Parallel. 

117.  Current  Generators. — The  current  generators  in 
practical  use  may  be  divided  into — 

1.  "Batteries." 

2.  "  Accumulators  "  or  "  Secondary  batteries." 

3.  '^  Magneto  machines." 

4.  "Dynamos." 

6.  "  Thermopilea" 

All  of  these  are  simply  contrivances  for  converting 
various  forms  of  energy  into  electric  energy.  In  thermo- 
piles heat  energy  is  directly  transformed  into  electric 
energy,  just  as  in  a  steam-engine  heat  energy  is  directly 
transformed  into  mechanical  energy,  or  energy  of  visible 
motion.  In  dynamos  and  magneto  machines  there  is  a 
direct  transformation  of  mechanical  energy  into  electric 
energy,  whereas  in  accumulators  and  batteries  it  is 
stored  upy  or  potential,  chemical  energy  that  is  converte<l 
into  electric  energy. 
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118i  Batteries. — A  "  battenj  "  is  the  name  given  to 
a  collection  of  ^^  galvanic  cells j*^  ari*anged  so  as  to  pro- 
duce a  lai-ffer  current  ^ 
than  could  be  obtained 
with  a  single  cell  under 
the  particular  circum- 
stances. Fig.  75  shows 
a  battery  composed  of 
five  cells  of  the  veiy 
simplest  form,  each  cell 
consisting  of  a  plate  of 
zinc  z  and  a  plate  of 
copjier  c,  dipping  into 
dilute  sulphuric  acid. 
Such  a  cell  is  frequently 
caWed 2k ''simple  Voltaic 
eUmeiU.'*     Tlie  copper 

plateof  one  cell  is  joined  jrf 

by  means  of  a  copper  ej) 

wire  to  the  zinc  plate  ^ 

of  the  next,  so  that  the 
cells  are  in  series  (see 
Arrangements  of  Cells, 
§135,  page  239),  and  on 
joining  the  two  terminal 
copper  wires  marked  + 
wid  —  m  the  figure, 
directly  together,  or  to 
the  terminals  of  a  gal- 
vanometer, voltameter, 
or  other  indicator  of 
the  direction  of  the 
current,  the  current  is 
found  to  flow  in  the 
direction  of  the  arrows 
(*?<;  Definition  of  the  Direction  of  the  Current,  §  7,  page  1 4). 

A  great  number  of  cells  have  been  devised  from  time 
to  time,  but  the  most  important  are  the 
0 
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1.  "Danieirs"  cell 

2.  "Grove's"  cell 

3.  "Bunsen's''  cell. 

4.  "LeclancW  cell. 

5.  *'  Potash  bichromate ''  cell. 

Other  cells,  such  as  the  "  Lalande  C/uiperon,''  the  **^o««," 
the  "  Upward"  the  "  Jie(/etU"  tfec,  may  be  used  for  the 


Fig.  76. 

comparatively  cheap  production  of  large  currents,  when  a 
dynamo  is  not  available,  but  such  cells  cannot,  as  &r  as  the 
author  is  aware,  compare  with  the  dynamo  in  economy. 

119.  Daniell's  Cell— The  ''DanieWa''  cell  consists 
of  a  copper  plate  c,  Fig.  76,  dipping  into  a  solution  of 
copper  sulpJuite  contained  in  a  glass,  or  glazed,  highly 
vitrified  stoneware  jar,  J,  and  a  zhw  plate ^  or  rod,  z,  to 
which  a  copper  wire,  or  strip,  w,  is  soldered,  dipping  into 
either  dihite  sulphuric  acid  or  a  sohUion  of  zinc  sulphate, 
the  two  solutions  being  separated  by  a  porous  j^rtition  p, 


Digitized  by  VjOOQIC 


ChapY.l  DANIELL's   CKLL.  211 

m&de  of  unglazed  earthenware,  and  called  a   ^^jxyrous 

poC    The   E.  M.  F.  of  a  Daniell's  cell,  and  of  all  its 

modifications,  is  roughly  1*1   volts,  but  it  varies  from 

about  1*07  volts  to  1*14  volts,  depending  on  the  densities 

of  Ae  solutions  of  copper  and  zinc  sulphate.     With  equi- 

dejue  solutions,  and  withjplates  of  pure  zinc  and  copper, 

the  E.  M.  F.   is  1*104  volts.     This  value  is  increased  by 

increasing  the  density  of  the  copper  sulphate  solution, 

and  diminished  by  increasing  the  density  of  the  zinc 

sulphate  solution,  and  is  scarcely  at  all  affected  by  the 

ordinary    atmospheric   changes   of    temperature.      {See 

§215,  page  411.) 

The  resistance  of  the  cell  varies  with  the  area  of  the 
copper  and  zinc  plates  immersed  in  the  liquids,  the  dis- 
tance between  the  plates,  and  the  thickness  and  constitu- 
tion of  the  walls  of  the  porous  cell.  With  a  cell  about 
7  inches  high,  of  the  relative  dimensions  shown  in  the 
above  figure,  the  resistance  may  be  as  low  as  j^  of  an 
ohm  when  the  solution  in  which  the  zinc  plate  is  im- 
I  njersed  is  dilute  sulphuric  acid  of  a  specific  gravity  of 

I  about  115  at  15"  C.      Occasionally,  however,  porous  pot 

Daniell's  cells,  with  smaller  plates,  are  used,  having  a 
\  resistance  of  as  much  as  10  ohms.     The  E,  M.  F.  of  the 

Daniellj  or  of  any  other  form  of  cell,  is  quite  independerU 
of  the  size  of  the  various  parts  of  the  cell,  or  of  the  cell  as 
a  whole,  arid  depends  solely  on  the  materials  employed  in 
its  construction,     (See  §  133,  page  236.) 

120.  Minotto's  Cell.— In  the  ''Minotto's''*  cell  the 
porous  pot  is  replaced  by  a  layer  of  sand  or  sawdust, 
and  it  is  constructed  as  shown  in  Fig.  77.  At  the  bot- 
tom of  a  glass,  or  glazed  and  highly  vitrified  stoneware 
jar  J,  there  is  placed  a  disc  of  sheet  copper  c,  to  which  is 
attached  one  end  of  an  insulated  copper  wire,  which 
passes  up  tlirough  the  cell.  Above  this  plate  are  placed 
some  crystals  of  copper  sulphate  c  s,  and  on  the  top  a 
piece  of  thin  canvas  c,  separating  the  copper  sulphate  from 
the  layer  of  sand  or  sawdust  s,  and  on  the  top  of  the  saw- 
•  Often  wrongly  spelt  "  MawUi's,"^ 


Digitized  by  VjOOQ IC 


212  PRACTICAL    ELECTRICITY.  [Chap.  V. 

dust  rests  the  zinc  plate  z,  separated  from  the  sand  or  saw- 
dust by  a  piece  of  thin  canvas  c.  The  cell  is  completed  bj 
pouring  in  some  solution  of  zinc  sulphate,  so  as  to  cover 
the  zinc  disc,  but  not  so  much  as  to  reach  up  to  the  brass 
binding  screw  b,  cast  into  the  top  of  a  little  column  of 
zinc,  forming  part   of  the   zinc   disc.      Before   putting 

in  the  sand  or  sawdust, 
it  should  be  soaked  in  a 
solution  of  zinc  sulphate, 
and  squeezed  partially 
dry,  because,  if  put  into 
the  cell  quite  dry,  a  long 
time  must  elapse  before 
the  liquid  will  soak 
through  the  sand  or  saw- 
dust, and  until  this  hap- 
pens the  cell  will  not 
come  into  action. 

It  is  better  to  employ 
sand  in  stationary  Min- 
otto's   cells,  as    it    sinks 
down     as     the     copjier 
Fig.  77.  sulphate  is  consumed,  but 

if   the   cells  have    to  be 
moved  about,  then  it  is  better  to  use  sawdust. 

121.  Gravity  DanielL — In  some  types  of  DanielPs 
cells,  no  form  of  porous  partition  is  employed,  and  the 
copper  sulphate  and  zinc  sulphate  are  kept  separated  solely 
by  the  action  of  gravity,  the  zinc  sulphate  solution  being 
put  at  the  top,  as  it  is  the  lighter  of  the  two.  Such  cells 
are  called  " gravity  DanieWsy^  and  examples  of  them  are 
shown  in  Figs.  78,  79,  and  80.  Fig.  78  shows  two  forms 
of  the  "  Meidinger  "  cell,  in  each  of  which  the  copper  plate 
is  put  inside  a  small  inner  glass  tumbler  dd,  so  that  the 
particles  of  zinc  sulphate,  which  may  become  detached 
from  the  zinc  plate,  may  fall  clear  of  the  copper  plate, 
and  be  prevented  from  coming  into  contact  with  it. 
In  the  type  of  Meidinger  shown  on  the  left,  the  crystals 
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of  copper  sulphate  are  in  a  glass  tube  A,  with  only  a 
small  hole  at  the  bottom,  while  in  the  type  to  the  right 
the  crystals  are  contained  in  an  inverted  flask  open 
at  the  neck.  In  both,  the  zinc  plate  z  z,  which  is  in 
the  form  of  a  cylinder,  is  supported  on  a  shoulder  bb, 
formed  by  a  contraction  of  the  lower  part  of  the  outer 
glass  vessel.  The  Callavd  cell.  Fig.  79,  is  a  simplifica- 
tion of  the  Meidinger,  being  without  the  reservoir  for 


Fig.  78. 

the  copper  sulphate  crystals,  and  the  small  glass  tumbler 
to  hold  the  copper  plate. 

In  the  **  Lockivood'*  cell,  Fig.  80,  the  zinc  plate  is 
made  like  a  kind  of  wheel  with  spokes,  so  as  to  expose  a 
large  surface  to  the  liquid,  and  is  supported  by  three 
lugs  resting  on  the  edge  of  the  glass  vessel.  The 
copper  plate  is  made  of  thick  copper  wire,  bent  into 
the  form  of  a  double  spiral,  with  the  crystals  of  copper 
sulphate    placed  between   the   spirals,  the  upper  spiral 


Digitized  by  VjOOQ IC 


214  PRACTICAL   KLKCTRICITY.  [Chap.  V. 

being  found  to  retard  the  travelling  up  of  the  copper 
sulphate  solution  to  tho  zinc  plate  if  the  cell  be  kept 
sending  even  only  a  weak  current  For  the  lower  spiral, 
a  copper  disc,  similar  to  that  used  with  the  Minotto's 
cell  (§  120,  page  211),  may  be  substituted,  and  for  the 
upper  one,  a  perforated  copper  disc,  without  interfering 
with  the  action  of  the  Lockwood  cell.  All  gravity  cells 
have  the  disadvantage  that  they  cannot  be  moved  about. 


F'K-  79.  Pig.  80. 

otherwise  the  liquids  mix,  and  the  sulphate  of  copper 
solution  coming  into  contact  with  the  zinc  plate,  deposits 
copjier  on  it  This  impairs  the  action  of  the  cell  by 
causing  the  zinc  plate  to  act  electrically  like  a  copper  one. 
Indeed,  without  any  shaking,  the  liquids  mix  by  diffu- 
sion, even  when  a  porous  pot  is  employed,  and  hence  a 
Daniell's  cell  is  found  to  keep  in  better  order  if  it  be 
always  allowed  to  send  a  weak  current  when  not  in 
use,  since  the  current  uses  up  the  copper  sulphate  solu- 
tion instead  of  allowing  it  to  diffuse. 
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122.  Chemical  Action  in  the  Daniell's  Cell.— ^A« 
DamMs  cell,  and.  all  its  modifications,  produce  a  cv/r- 
reiU  by  the  formation  of  zinc  sulphate,  and  the  usiiig  up 
of  copper  sulphate,  the  zinc  plate  being  eaten  up  to  form 
the  zinc  sulphate,  and  the  copper  plate  grovnng  by  t/te 
deposit  of  metallic  copper  on  it.  Chemically,  the  action 
may  be  represented  as  follows — the  "  water  of  crystaHi- 
saiion  "  of  the  copper  and  zinc  sulphate  crystals,  as  well 
as  the  water  employed  to  form  the  solutions,  being 
omitted  for  the  sake  of  simplicity : — 

I 
Before  sending  a  current  33 

Ar(Cu)+/(CuS04)  I     w(ZnS04)+fa(Zn), 

P4 
after  sending  a  current  g 

(A:+l)(Cu)+(^l)(CuSOJ   8     («+l)(ZnSO,)  +  («-l)(Zn); 

o 

iand  n  being  any  arbitrary  quantities  of  copper  and 
zinc  used  in  the  copper  and  zinc  plate,  and  I  and  m  any 
arbitrary  quantities  of  the  copper  sulphate  and  zinc  sul- 
phate employed.  Substituting  the  "  atomic  weights  "  for 
the  various  substances  employed,  we  lind  that  for  every 
26  ounces  of  zinc  that  are  dissolved  off  the  zinc  plate,  about 
100  ounces  of  copper  sulphate  crystals  are  decomposed,  and 
about  25  ounces  of  copper  added  to  the  copper  plate.  If 
dilute  sulphuric  acid  be  employed  in  place  of  a  solution 
of  zinc  sulphate,  the  resistance  of  the  cell  is  lower,  and  the 
E.  M.  F.  higher,  but  the  latter  is  not  so  constant  as  when 
zinc  sulphate  alone  is  used,  because,  if  we  start  with  dilute 
sulphuric  acid,  zinc  sulphate  will  be  gradually  formed 
hy  the  action  of  the  cell,  and  the  increase  of  the  amount 
of  zinc  sulphate  we  have  already  seen  lowers  the  E.  M.  F. 
The  chemical  action  in  that  case  will  be  as  follows  : — 

d 
Before  sending  the  cunent         -is 

*(Cu)-|-/(CuS04)  I  ^(HaSOJ-fwCZn), 

after  sending  the  current  2 

(l  +  l)Cu+(/-l)(CuS04)    2  «i(IlaSOJ  +  (ZnSOJ  +  («-l)(Zn). 
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When^  tJiere/are,  constancy  of  K  M.  F,  is  desired,  a 
solution  of  zinc  sutpliate  should  be  used,  and  not  dilute 
sulphuric  acid. 

If  the  copper  sulphate  solution  becomes  too  weak,  the 
water  is  decomposed  instead  of  the  copper  sulphate,  and 
hydrogen  is  deposited  on  the  cop[>er  plate.    This  deposition 
of  hydrogen  lowers  the  E.  M.  F.,  and  care  should  therefore 
be  taken  to  keep  up  a  suflScient  supply  of  crystals  of  copper 
sulphate.     Indeed,  it  was  for  the  purpose  of  preventing 
the  deposition  of  hydrogen  on   the  copper  plate  which 
occurs  with  a  simple  voltaic  element,  that  Prof.  Daniell 
was  led  to  use  copper  sulphate  as  a  "  depolariser,"  and 
thus  invent  the  "  two-fluid  cell"      This  polaiisation  is 
easily  seen  by  dipping  two  pieces  of  clean  copper,  Cj  and 
Cg,  and  a  piece  of  zinc,  into  dilute  sulphuric  acid,  a  part 
of  each  of  the  thi^e  pieces  being  inside  the  liquid  and  a 
part  outside,   bub  the  three   pieces  not  touching   one 
another,  either  inside  or  outside  the  liquid.     If  the  two 
pieces  of  copper,  C^  and  Cg,  be  first  joined  by  wires  with 
a  delicate  galvanometer,  no  current  will  be  observed ;  but 
if  one  of  them,  Cj,  be  connected  for  a  time  with  the  zinc 
by  a  wire,  so  that  a  current  flows  from  Cj  to  the  zinc 
thmugh  this  wire,  and  from  the  zinc  to  Cj  through  the 
liquid,  it  will  be  found  on  stopping  this  curi*ent  and  con- 
necting Cj  and  C^  again  with  the  galvanometer,  that  a 
current  now  flows  round  it  from  Co  to  Cj,  that  is,  from 
Cj  to  Cg  through  the  liquid.      Using  C|,  therefore,  as  the 
copper  plate  in  a  simple  voltaic  element,  causes  it  to  act 
subsequently   as  a  zinc   plate  to  a  clean  copper  plate. 
And  the  longer  Cj  is  used  as  the  copper  plate  of  the 
simple  voltaic  cell,  which  is  sending  a  current  through 
a  piece  of  wire  to  the  zinc  plate,  the  more  like  a  zinc 
plate  does  0^  become,  and  the  weaker  grows  the  cur- 
rent that  Cj  with    the   zinc  plate  can  send  through   a 
given   external   resistance,  while  the  stronger   becomes 
the  current  that  Cj  and  a  clean   piece  of  copper  will 
send  through  a  given  resistance.      This  change  in  the 
behaviour  of  Ci  is  due  to  a  deposition  of  hydrogen  on 
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it,  which  deposition  gradually  disappear  when  C|  and 
Cj  are  left  connected.  Both  then  when  the  *^ primary 
eurrerU^*  flows  from  the  zinc  to  C^  through  the  liquid, 
and  subsequently  when  the  ^* secondary  current"  flows 
from  Cj  to  Oj  also  through  the  liquid,  the  hydrogen 
moves  in  the  direction  of  the  current,  the  result 
obtained  with  a  sulphuric  acid  voltameter  (see  §  7, 
page  15). 

If  the  solution  of  zinc  sulphate  in  a  DanielPs  cell 
(Pigs.  77,  80)  becomes  too  strong  by  the  evaporation  of  the 
water,  the  zinc  sulphate  crystallises  on  the  sides  of  the  cell, 
and  the  liquid  passes  up  by  capillary  attraction  between 
the  film  of  crystals  and  the  side  of  the  vessel,  crystallising 
again  abova  At  last  the  film  passes  over  the  edge  of  the 
jar  and  forms  on  the  outside,  thus  making  a  kind  of 
syphon,  which  draws  off"  the  liquid.  This  action  may,  to 
a  great  extent,  be  prevented  by  warming  the  edges  of  the 
glass  or  stoneware  jars,  and  of  the  porous  pots,  before  the 
cells  are  made  up,  and  dipping  them  while  warm  into  some 
paraffin  wax  melted  in  warm  oil.  It  is  desirable  also  with 
those  Daniell's  cells  in  which  the  zinc  is  inside  the  porous 
pot,  as  in  Fig.  76,  to  dip  the  bottom  of  the  porous  pot  into 
the  melted  paraffin  wax,  otherwise  particles  of  metallic 
copper  will  be  gradually  deposited  in  the  pores  at  the 
bottom  of  the  porous  pot  on  which  the  zinc  rests,  and 
the  cell  will  become  ^*  short-circuited "  that  is,  a  strong 
current  will  be  sent  through  this  copper,  and  the  mate- 
rial in  the  cell  will  be  used  up  rapidly,  exactly  as  would 
be  the.  case  if  the  zinc  and  copper  plates  were  perma- 
nently connected  by  a  short  piece  of  thick  copper  wire 
outside  the  cell. 

123.  Local  Action. — Another  cause  of  ^*  local  action," 
or  the  pix>duction  of  useless  currents,  is  impurities,  such 
as  bits  of  coke,  in  the  zinc.  If  a  piece  of  coke  and 
a  piece  of  pure  zinc  be  put  into  dilute  sulphuric  acid, 
then,  as  long  as  the  coke  and  zinc  do  not  touch  one 
another,  either  in  the  liquid,  or  outside,  no  appreciable 
chemical  action  will  take  place ;  but  if  now  the  parts  of 
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the  coke  and  zinc  that  are  in  the  liquid,  or   the  parte 
that  are  outside,  be  touched  together,  a  rapid  evohition 
of  hydrogen  gas  will  take  place,  together  with  the  forma- 
tion of  zinc  sulphate.     And  exactly  the  same  effect  is 
produced  when  a  piece  of  zinc  containing  impurities  is 
dipped   into   dilute    acid.      This    local   action,  however, 
can   be   prevented   by   coating   th^  surface   of  the  zinc 
with  an  "  amalgam  "  of  zinc  and  mercury,  or  *'  amalga- 
mating ''  the  zinc,  as  it  is  shortly  called,  this  amalgam 
covering  up  the  impurities.   To 
amalgamate  a  piece  of  zinc,  it 
should    be   dipped   into   dilute 
sulphuric    acid,    to    clean    the 
surface,  when  a  little  mercury 
should  be  rubbed  over  the  zinc 
with  a  piece  of  rag  tied  to  a 
stick.     A  plate  of  commercial 
zinc     amalgamated,     although 
much  cheaper  tlian  a  plate  of 
pure   zinc,    does    not   give   an 
E.  M.  F.    as  constant  as  is  ob- 
tained with  a  pure  zinc  plate. 

124.  Grove's  Cell.— In  the 
"G^raw'«"  cell  the  copper  plate 
intheDanielFs  cell  is  replaced  by 
p.    gj  a  sheet  oi  platinum,  p.  Fig.  81, 

and  the  solution  of  copper  sul- 
phate hy  strong  nitric  acid.  Dilute  sulphuric  acid,  in  the 
proportion  of  about  one  pint  of  acid  to  ten  pints  of 
wat^r,  is  used  in  place  of  zinc  sulphate  solution,  since,  with 
the  Grove's  cell,  we  wish  to  obtain  the  highest  E.  M.  F., 
and  the  lowest  resistance  rather  than  very  great  con- 
stancy. The  E.  M.  F.  is  about  1  *93  volts,  and  with  good 
jMjrous  cells  the  resistance  is  very  low,  being  only  about 

^.±^  ohms, 
A 

where  d  is  the  distance,  in  inches,  between  the  platinum 
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and  the  zinc  plates,  and  A  the  area,  in  square  inches,  of 
the  platinum  plate  immersed  in  the  nitric  acid.  If,  as  is 
frequently  the  case,  the  zinc  plate  z  z  is  cast  in  the  shape 
shown  in  Fig.  81,  A  must  be  reckoned  on  both  sides 
of  the  platinum  plate  p.  When  the  cell  haa  the  dimen- 
sions indicated  in  the  figure,  the  resistance  is  about  0*15 
ohms  when  the  nitric  acid  is  strong,  and  the  dilute  sul- 
phuric acid  has  but  little  zinc  sulphate  in  it.  After  a 
Grove's  cell  has  been  sending  a  current  for  some  time,  the 
nitric  acid  becomes  weakened,  as  water  is  formed  by  the 
action  of  the  cell,  and  a  considerable  quantity  of  zinc 
sulphate  is  also  dissolved  in  the  dilute  sulphuric  acid, 
both  of  which  have  the  effect  of  diminishing  the  E.  M.  F., 
and  increasing  the  resistance  of  the  cell. 
The  chemical  action  is  as  follows  : — 

Before  sending  a  current  s 

*(Pt)+/(HNO,)  I     frt(H2S04)4-«(Zn), 

after  sending  a  current  (^ 

*(Pt)  +  (/-  2)  (HNOs)  «  .  (m -  1)  (HaSOJ  +  (ZnSOJ 

+  (N,04)  +  2(H30)  2  +(M-l)(Zn); 

o 

the  water  originally  in  the  cell  being  omitted  for  simpli- 
fication.  Peroxide  of  nitrogen,  NgO^,  comes  off  as  a 
dark  brown  gas,  extremely  unpleasant  and  unhealthy 
when  breathed  for  any  time ;  a  Grove's  batteiy  should, 
therefore,  always  be  placed  either  in  the  open  air  or 
under  a  chimney  when  in  use. 

The  lai'ge  E.  M.  F.,  combined  with  the  small  resist- 
ance, makes  Grove's  cells  very  valuable  when  a  very  strong 
current  has  to  be  produced ;  hence,  before  the  perfection 
of  the  dynamo  and  of  secondary  batteries,  they  were 
largely  used  for  the  production  of  the  electric  light 

126.  Bunsen'B  Cell— The  *' Bunsen's"  ceW  differs  from 
the  Grove's  only  in  having  a  jcylinder,  or  block,  of  carbon 
in  place  of  the  sheet  of  platinum,  as  seen  in  Fig.  82, 
which  shows  a  common  form  of  circular  Bunsen's  cell, 
C  being  the  carbon,  and  Zn  the  zinc.     A  Bunsen's  cell  is 
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cheaper  to  construct  than  a  Grove's  cell,  as  carbon  is  so 
much  less  expensive  than  platinum  ;  it  is,  however,  more 
cumbersome,  and  more  nitric  acid  is  required  to  fill  it,  as 
the  nitric  acid  soaks  into  the  pores  of  the  carbon.  The 
E.  M.  F.  of  a  Bunsen*s  cell  is  also  somewhat  lower  than 
that  of  a  Grove's,  although  the  chemical  action  in  the 
two  cells  is  nearly  the  sama 

The  carbons  for  the  Bunsen's  cells  are  either  cut  out 


Tig.  82. 

of  retort  carbon,  or  are  made  by  baking  in  a  furnace  fine 
coke-dust  and  caking  coal  in  an  iron  mould ;  then,  in 
accordance  with  a  process  invented  by  Bunsen,  the  baked 
mass  is  soaked  repeatedly  in  thick  syrup  or  gas-tar,  and 
re-baked  to  impart  solidity  and  conducting  power  to  it. 

126.  Leclanch6  Cell— The  ''Leclanche''  cell  consists, 
as  seen  in  Fig.  83,  of  a  zinc  rod  to  the  left  of  the  figure, 
immersed  in  a  solution  of  ordinary  sal  ammwiiac,  and  a 
plate  of  carbon  put  inside  a  porous  pot,  and  packed 
tightly  with  a  mixture  of  the  needle  form  of  manganese 
peroxide  and  broken  gas-carbon.      Both  the  manganese 
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peroxide  and  the  gas-carbon  must  be  sifted  to  lemoTe  the 
dust,  in  order  that  as  much  surface  as  possible  may  be 
exposed  to  the  action  of  the  liquid.     The  porous  pot  is 
merely  for  the  purpose  of  holding  the  mixture  in  posi- 
tion, and  not  for  keeping  two  liquids  separated,  as  in  the 
cells  previously  described ;  for,  in  fact,  there  is  only  one 
liquid  on   both    sides  of    the 
porous  pot — the  solution  of  sal 
ammoniac.     The  upper  part  of 
the  porous  pot  is  closed  with 
pitch,  in  which  a  small  hole  is 
left)  80  that  a  little  water  or  a 
little  solution  of  sal  ammoniac 
may  be  poured  in  to  start  the 
action. 

The  chemical  action  is  as 
follows  :  ~ 

Before  sending  a  current 

*C-|-/{MnO,)-|-m(NH4a)+w(Zn), 
after  sending  a  current 

*C+  (A-2)(^InO,)  +  {m-2)  (SH^Cl) 
-h  (Mn,0,)  4-  2(NH,)  +  (H^O)  + 
(ZnClj)+(«-l)(Zn). 

Ammonia,  NH^,  therefore, 
comes  off  from   the   cell,  and  Fig.  83. 

substituting  the  atomic  weight 

we  see  that  for  every  50  grains  of  zinc  used  up  about  82 
grains  of  sal  ammoniac  are  consumed,  and  about  134  grains 
of  manganese  peroxide,  MnO,,  are  reduced  to  the  lowei-, 
or  sesqui-oxide,  Mn203.  If  too  little  sal  ammoniac  be  pre- 
sent, zinc  oxide  is  formed  instead  of  zinc  chloride,  and 
the  solution  becomes  milky.  When  this  ha[)pens,  moi*e 
sal  ammoniac  should  be  added.  Connection  -with  the 
carbon  rod  is  made  by  means  of  a  lead  cap  cast  on  it ; 
and  to  prevent  a  salt  of  lead  being  formed  between  tho 
cap  and  the  carbon,  which  would  introduce  a  high  resist- 
ance, the  end  of  the  carbon  rod  is  heated  for  an  hour  in 
paraffin  wax,  at  a  temperature  of  llO^C,  before  the  cap 
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is  cast  on,  then  two  quarter-inch  holes  are  drilled  side- 
ways through  the  carbon,  and  the  cap  cast  on,  the  lead 
which  runs  into  these  holes  serving  br  riyet& 

The  K  M.  F.  of  a  Lecbinche  cell  is  147  volts,  but 
it  falls  rapidly  when  the  cell  is  used  to  send  a  strong 
current.  It  will,  however,  regain  its  value  if  the  cell  be 
left  for  some  time  unused,  and  it  does  not  sensibly 
diminish  when  the  cell  is  put  on  one  side,  even  for  some 
months.  Hence,  while  the  Leclanc/ie  cell  is  mtich  inr 
ferior  to  the  DanielTs  far  the  purpose  of  sending  a  steady 
current  for  am,  hour  or  two,  it  is  much  superior  to  the 
Daniell  for  the  sending  of  intermittent  currents  at  any 
time  during  the  course  of  many  months— for  example^ 
such  currents  as  a/re  employed  for  the  ringing  of  electric 
bells. 

127.  Potash  Bichromate  Cell. — ^These  oells  are  some- 
times made  without  a  porous  cell,  as  seen  in  Fig.  84,  and 
sometimes  with,  as  seen  in  Fig.  85.  The  plates  employed 
are  of  carbon  and  zinc,  and  in  Fig.  84  the  two  outer 
plates  are  of  carbon,  and  dip  continuously  into  the  liquid, 
while  the  middle  plate  is  of  zinc,  and  is  only  pushed 
down,  by  means  of  the  handle  a,  into  the  liquid  when 
it  is  desired  that  the  cell  shall  send  a  cufrent,  and  with- 
drawn as  soon  as  the  current  is  interrupted.  The  follow- 
ing is  the  best  composition  to  give  to  the  liquid  :- — 

Potash  bichromate  lib. 

Strong  sulphuric  add 2  lbs. 

Water     12  lbs. 

or,  as  it  is  inconvenient  to  weigh  the  sulphuric  acid  and 
the  water,  ten  pints  of  the  same  composition  may  be 
made  as  follows  : — Add  with  constant  stirring  to  0*832 
pints  of  sulphuric  acid,  having  a  specific  gravity  of  about 
I '836,  0*955  lbs.  of  pulverised  commercial  potash  bichro- 
mate, KgCrgO^  ;  and  when  the  formation  of  the  chromic 
acid,  CrOg,  and  potash  sulphate,  KgSO^  produced  by 
the  mixture,  is  completed,  pour  in  slowly  9;2  pints  of 
cold  water.  The  liquid  will  become  gradually  warm, 
and  the  crystalline  precipitate  be  entirely  dissolved. 
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The  chemical  action  produced  by  this  mixing  may  be 
represented  as  follows  : — 

KoCroO^  +  7H2SO4  =  2Cr03  -f  K^SO^  +  Hfi 

+  6H2SO^, 

and  the  chemical  action  that  takes  place  in  the  cell  dur- 
ing the  passage  of  the  current  consists  in  the  formation 


Fig.  8*.  Fig.  85. 

of  chromium  sulphate,  Cr.23(SO^)  ;  zinc  sulphate,  ZnSO^ ; 
and  water,  H3O,  and  may  be  represented  thus  : — 

2Cr03  +  GHgSO^  +  3Zn  =  Cro3(S04)  +  3ZnS0^ 

4  6H0O. 

This  cell  gives  rise  to  no  disagreeable  fumes,  has  a 
high  R  M.  F.  of  something  like  two  volts,  and  a  low  in- 
ternal resistance.  The  E.  M.  F.,  however,  i-apidly  falls 
when  the  cell  is  employed  to  send  a  strong  current  con- 
tinuously, but  i-ecovers  its  original  value  when  the  cell 
has  remained  out  of  action  for  some  time. 

With  the  type  of  potash  bichromate  cell,  having  a 
iwrous  pot,  the  zinc  z  (Fig.  85)  is  frequently  cast,  in  the 


Digitized  by  VjOOQ IC 


224  PRACTICAL    ELECTRICITY.  [Chap.  V. 

form  of  a  block,  on  to  a  stout  copper  wire,  caiTying  the 
binding  screw,  and  both  the  block  and  the  wire  are  well 
amalgamated.  In  the  porous  pot  containing  the  zinc, 
there  is  put  a  small  quantity  of  mercury  to  maintain  the 
amalgamation,  and  either  dilute  sulphuric  acid,  in  which 
case  the  chemical  action  is  the  same  as  in  the  cell  with- 
out the  porous  pot,  or,  instead,  a  solution  of  common 
salt,  NaCl,  when  zinc  chloride,  ZnClg,  is  formed  instead 
of  zinc  sulphate,  and  sodium  sulphate,  Na^BO^  in  addi- 
tion to  the  chromium  sulphate.  The  complete  chemical 
action  is  in  this  latter  case  : — 

Before  sending  the  current  -^ 

ArC+/CrOj-|-3/H5S04  A*     mNaCl+»Zn, 

After  sending  the  current  g 

kO  -h  (^-2)00,  -h  I     (m-6)  NaQ  -h  3Na^04  + 

3(^2)H2S04+Cr23(S04)  £         3ZnCl2+6HsO+(ii-3).Zn. 

When  the  supply  of  potash  bichromate  becomes  ex- 
hausted, the  orange  colour  of  the  solution  turns  blue,  and 
when  this  change  of  colour  is  observed,  more  potash 
bichromate  should  be  added  If,  however,  the  cell  be- 
gins to  fail  when  the  orange  colour  still  remains,  then 
more  sulphuric  acid  is  needed. 

As  no  other  form  of  current  generator  than  galvanio 
cells  need  be  employed  for  any  of  the  experiments  that 
precede  this,  or,  indeed,  for  many  that  follow,  the  descrip- 
tion of  dynamos,  thermopiles,  &c.,  will  be  deferred. 

128.  Measuring  the  Electromotive  Force  of  a 
Current  Generator.  —  An  electrometer,  or  voltmeter, 
measures  the  potential  difierence  at  its  terminals,  and, 
as  shown  in  §  116,  page  204,  the  potential  difference  at 
the  terminals  of  a  generator  of  constant  K  M.  F.  is  equal 
to  its  E.  M.  F.  when  no  current  is  flowing,  and  practically 
differs  but  very  little  from  its  E.  M.  F.  when  but  an 
extremely  small  current  is  flowing.  Hence,  to  measure 
the  E.  M.  F.  of  a  generator  of  constant  E.  M.  F.,  we  must 
arrange  that  either  it  shall  send  no  current  at  all,  or,  at 
any  rate,  but  a  very  small  one.  The  first  condition 
can  be  fulfilled  when  an  electrometer  is  employed,  and 
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the  second  even  with  a  voltmeter  if  it  has  a  very  large 
resistance.  In  order  to  ascertain  how  large  this  resist- 
ance maj  be,  we  must  consider  the  equation 

.  r  -\-  0 

and  from  that  we  see  that  in  order  that  V  may  be 
practically  equal  to  E  it  is  necessary  that  r  and  h  should 
be  practically  equal  to  r;  that  is,  r  must  be  large  compared 
with  6,  and  hence  the  battery  mu^t  be  sending  a  very 
small  current  through  the  voltmeter,  compared  with  what 
it  could  produce  if  its  terminals  were  joined  with  a  short 
bit  of  thick  wira  {See  §  131,  page  231,  and  following  sec- 
tions, for  further  details  about  measurement  of  E.M.Fs.) 
129.  Measuring  the  Besistances  of  Batteries. — 
We  have  already  seen,  in  §  116,  page  205,  one  way  of 
determining  the  resistance  of  a  battery  without  the  aid 
of  a  resistance  box,  by  making  simultaneous  measure- 
ments with  an  ammeter  and  voltmeter.  This  method  is 
particularly  suitable  to  be  employed  with  current  gene- 
rators of  very  low  resistance,  such  as  accumulators,  since 
such  genei*ators  would  send  a  very  powerful  current 
through  any  coil  having  a  resistance  comparable  with 
their  own,  and  this  current  would  tend  to  heat  such  a 
ooil,  and  alter  its  resistance,  unless  it  were  made  of  very 
thick  wire.  Hence,  it  would  be  very  difficult  to  employ, 
with  such  a  generator,  resistance  coils  having  perfectly 
constant  and  known  resistances,  unless  their  value,  com- 
pared with  the  resistance  of  the  generator,  was  so  high 
that  the  slightest  proportional  error  in  the  value  of  the 
coils  would  make  a  serious  error  in  the  determina* 
tion  of  the  resistance  of  the  generator,  just  as  a  large 
error  would  probably  be  introduced  if  an  attempt  were 
made  to  weigh  a  few  grains  of  some  powder  in  a  weighs 
ing  machine  suitable  for  weighing  a  hundredweight 
Beginners  are  apt  too  frequently  to  forget  that,  although 
acoD  of  10,000  ohms,  and  another  of  yfeth  of  an  ohm, 
may  be  put  in  boxes  of  about  the  same  size,  there  is  the 
P 
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same  sort  of  difference  between  these  resistances  as  be- 
tween tweWe  pounds  and  one  grain,  or  between  thirty 
tons  and  one  ounce,  and  hence  that  apparatus  which  is 
arranged  to  measure  the  one  is  totallj  unsuited  to 
measure  the  other. 

With  current  generators  of  constant  £.  M.  F.,  and 
having  higher  resistances,  the  following  methods,  wiih 
which  resistance  coils  of  known  value  are  employed, 
may  be  used 

1st.  Let  C  and  C,  as  determined  from  the  deflections 
on  a  galvanometer  and  reference  to  the  relative  calibra- 
tion curve,  be  the  relative  strengths  of  the  currents  pro- 
duced by  the  generator  when  resistances  r  and  r'  in 
ohms  are  inti'oduced  in  the  circuit ;  then,  if  6  be  the 
resistance  in  ohms  of  the  generator,  g  that  of  the  galva- 
nometer, and  E  the  K  M.  F.  in  volts — which  latter  need 
not,  however,  be  known — 

E  ^   E__  _  C 

ft  +  r  +  ^      *     b-\-r'-\-g''  Cy' 

ft  +  r'  +  gr  _  0 

ft  +  r  +  1/  C  ' 

C-C 

If  r  and  /  l)e  so  chosen  that  C  is  twice  C,  then 

ft  =  r—2r—fj, 

2nd.  Let  C  and  C  be  the  i-elative  strengths  of  the 
eurrents  produced  :  first,  when  the  galvanometer  is  uii- 
flhunted,  and  a  resistance  r  ohms  introduced  in  the  main 
circuit ;  secondly,  when  the  galvanometer  of  resistance  g 
ohms  is  shunted  with  a  shunt  of  a  ohms,  and  when  a  re- 
sistance r'  ohms  is  in  the  main  circuit,  then 

E  8  E  _  C^ 

ft-fr-l-^       8-hg  i^^^JJi  "  ^' 
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,  > 


K  «  and  r'  be  so  selected  by  trial  that  C  equals  0, 
then  we  have 

The  objection  to  both  these  methods  is  that  on  ac- 
count of  the  variation  in  the  current  strength,  and  on 
account  of  the  time  that  each  of  the  two  currents  C  and 
C  has  to  be  allowed  to  flow  until"  the  deflection  of  the 
galvanometer  needle  becomes  steady  in  each  case,  the 
£.  M.  F.  and  resistance  in  some  tyi^es  of  cells  is  liable  to 
undergo  a  change  from  polarisation.  On  this  account 
the  "  condenser  method  of  measuring  the  resistance  oj 
currerU  generators^  described  in  §  184,  page  342,  is  to  be 
preferred 

Example  50. — A  Daniell's  battery  produces  a  dejlec- 
tion  of  38°  on  a  tangent  gaivanometer  when  a  resistance 
of  27  ohms  is  inserted  in  the  circuity  and  a  deflection  of 
46^  when  this  resistance  is  reduced  to  12  ohms.  What 
is  the  resistance  of  the  battery  if  that  of  the  galvanometer 
be  24  ohms  1 

Inserting  these  values  in  the  equation,  we  have 

^  _  tan.  38^  x  (27  H-  2^)  -  tan.  46°  x  (12  -f  2^) 
""  tan.  46° -tan.  38°. 

Answer. — 31^  ohms  about 

Example  51. — With  a  galvanometer  having  a  resist- 
ance of  half  an  ohm,  and  constructed  so  that  the  angular 
deflection  is  directly  proportional  to  the  current,  a  bat- 
tery of  20  Grove's  cells  in  series  produces  a  deflection  of 
28  divisions  when  a  resistance  of  two  ohms  is  inserted, 
and  14  divisions  when  a  resistance  of  eight  ohms  is  in- 
serted.   What  is  the  resistance  of  the  battery  I 
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If  6  be  the  resistance  of  the  entire  battery, 
6  =  8-2x2-^ 

Answer, — 3^  ohms. 

Example  52. — When  four  ohms  are  introduced  into 
the  circuit  of  a  sine  galvanometer,  having  6  ohms'  re- 
sistance, and  a  Leclanch^  ceU,  a  deflection  is  produced 
corresponding  with  a  necessary  rotation  of  the  sine  gal- 
vanometer through  22°.  When,  however,  the  sine  galva- 
nometer is  shunted  with  two  ohms,  the  rotation  required 
is  only  8°.     What  is  the  resistance  of  the  Leclanch^  cell  f 

Substituting  the  values  in  the  equation,  we  have 

^_  sin.  22°x (4+6)  X  2 -sin.  8° X  {(2  +  6)  X 4-1-2x6} 

sin.  8°  X  (2  +  6)  -  sin.  22°  X  2 

An8%oer, — 4  ohms  about. 

Example  53. — ^The  same  deflection  is  produced  on  a 
galvanometer  of  2|^  ohms'  resistance,  when  8  ohms  are  in 
circuit,  as  when  only  2  ohms  are  in  circuit,  and  the  gal- 
vanometer is  shunted  with  2  ohms.  What  is  the  resist- 
ance of  the  current  generator  ? 


._2x(8-2)-2ix2 
0  — — , 


2| 

Anatoer, — 2^  of  an  ohm. 

In  making  measurements  of  the  resistance  of  bat- 
teries by  any  of  the  foregoing  methods,  care  must  be  taken 
not  to  introduce  into  the  circuit  resistances  that  are  very 
large  compared  with  the  resistance  of  the  battery  which 
we  desire  to  find,  since  any  error  in  such  a  high  resistance 
will  probably  introduce  a  large  error  into  the  answer.  For 
example,  suppose  it  be  desired  to  use  a  galvanometer 
which  happens  to  be  so  delicate  that  on  attaching  the 
battery  directly  to  its  terminals,  so  large  a  deflection  is 
produced  that  it  requires  a  considerable  resistance  to  be 
introduced  into  the  circuit  to  reduce  this  deflection  to 
readable  limits,  then  it  would  be  better  to  reduce  the  prac- 
tical sensibility  in  some  other  way  than  by  adding  resistance 
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in  the  main  circuit.  This  may  h^  done  either  by  patting 
a  magnet  near  the  galvanometer  or  by  shunting  it  In 
the  latter  case  the  bunted  galvanometer  would  take  the 
I^aee  of  the  simple  galvanometer  in  the  first  method 
given  above  for  determining  the  resistance  of  a  battery, 
and  of  the  unshunted  galvanometer  in  the  second  method  ; 
the  second  experiments  referred  to  in  the  second  method 
being  performed  with  the  galvanometer  shunted  with  a 
different  shunt 

For  example,  suppose  we  desire  to  determine  the  re- 
sistanoe  of  a  battery  that  we  know  to  be  about  one  ohm, 
and  the  only  galvanometer  available  is  a  very  delicate  one, 
having  1,000  ohms'  resistance,  how  should  we  proceed? 
The  deflection  can  be  reduced  to  readable  limits  either  by 
inserting  a  large  resistance  into  the  circuit,  or  by  putting 
a  magnet  near  the  galvanometer,  or  by  shunting  it  As 
the  resistance  of  the  galvanometer  is  1,000  ohms,  which 
is  large  compared  with  that  of  the  battery,  introducing 
another  large  resistance  into  the  circuit  for  the  purpose 
of  diminishing  the  deflection  would  only  increase  the 
probable  error  due  to  the  large  resistance  in  the  circuit 
Putting  a  magnet  near  the  galvanometer  would  be  better 
than  this,  but  a  still  better  method  would  be  to  shunt 
the  galvanometer,  because,  if  it  be  very  sensitive,  a  suit- 
able deflection  may  be  obtained  with  a  shunt  perhaps  of 
one  or  two  ohms,  and  with  one  or  two  ohms  in  the  main 
circuit  Suppose  with  a  shunt  of  two  ohms,  and  a  re- 
sistance of  three  ohms  in  the  main  circuit,  a  deflection 
extending  over  about  half  the  scale  is  obtained,  then  this 
arrangement  can  be  well  used,  either  for  the  first  or  for 
the  second  method  of  measuring  the  battery  resistance. 
For  carrying  out  the  first  method,  we  may  make  two  tests, 
the  first  with  the  three  ohms,  and  the  second  with,  say, 
one-and-a-half  ohms  in  the  main  circuity  the  galvano- 
met^  being  shunted  in  each  case  with  the  two  ohms,  and 
having,  therefore,  a  combined  resistance  with  the  shunt  of 

2x  1000 

^ — iTvTwv  ohma     For  caiTying  out  the  second  method  w6 
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might  make  the  same  first  test  as  before,  but  the  second 
might  be  made  ^ith  an  interposed  resistance  of  perhaps 
one-and-a-half  ohms  in  the  main  circuit,  and  with  the 
galvanometer  shunted  with,  say,  one  ohm  instead  of  the 
two  ohms  previously  employed. 

To  ascertain  what  is  the  formula  to  be  employed 
in  this  case,  let  r  and  r'  be,  as  before,  the  resistances  put 
into  the  main  circuit  in  the  two  tests,  and  s  and  s'  the  two 
shunts  employed,  then 

<  E  8  E  0 


s^9    6+r+  1^       8'  +  ff  6+/+-  *'^         ^ 


ori. 


.  {s'-\-g){b+r')-^8'g  _  C 
«'     {s  +  g){b-^r)-^8g        C' 

•      5  ^  C8'{(8-^g)r+8g}^C'8i(8'+gy+8'g} 
CXs'-^g)-C8'{8-{-gy 

If  the  battery  be  one  that  does  not  polarise  quickly, 
that  is,  be  one  in  which  the  E.  M.  F.  does  not  fall  rapidly 
when  the  battery  sends  strong  currents,  then  the  best  way  of 
carrying  out  the  first  method  of  measuring  the  resistance 
of  the  current  generator  with  a  delicate  galvanometer,  is 
to  put  no  resistance  r  in  the  main  circuit,  but  to  shunt  the 
galvanometer  with  a  shunt  that  has  a  very  small  resist- 
ance compared  with  the  battery,  and  yet  is  not  so  small 
but  that  a  suitable  deflection  may  be  obtained.  Now  intit)- 
duce  such  a  resistance  r'  into  the  circuit  that  the  current 
through  the  galvanometer  becomes  halved,  then  this  re- 
sistance is  necessarily  equal  to  6,  since  b  was  practically 
the  whole  of  the  resistance  in  the  circuit  before  the  intro- 
duction of  r'. 

130.  P.  D. — Throughout  the  remainder  of  this  book 
the  letters  "  P.  DJ*  will  be  used  to  stand  for  potential 
difference,  in  the  same  way  as  the  letters  K  M.  P.  are 
universally  now   employed  to  stand  for  electromotive 
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foroa  As  these  lejbters  P.  D.  are  here  proposed  as  a 
new  abbreviation,  the  ordinary  cumbersome  expression, 
^difference  of  potentials,"  has  been  used  up  to  this  point  in 
the  book,  in  onier  to  familiarise  the  reader  with  the  mean- 
ing of  an  expression  that  he  will  frequently  meet  with. 

131.  Comparing  the  Electromotive  Forces  of 
Batteries. — ^The  relative  electromotive  forces  E  and  £' 
of  the  batteries,  or  other  curi'ent  generators  of  constcmt 
£.  M.  F.,  can  be  compared  by  observing  the  resistance 
through  which  they  will  send  equal  cun*ents.  Let 
b  and  b'  be  the  resistances  of  the  batteries  themselves, 
and  r  and  r'  the  resistances,  including  in  each  case  that 
of  the  galvanometer,  which,  added  to  the  resistances 
b  and  b'  respectively,  cause  the  currents  in  the  two  cases 
to  be  equal,  then 

E     _     E^ 

b  +  r"  b'^r'' 

.    E  ^b+r 

'  '  E'       6'+r'' 

If  the  galvanometer  is  sensitive,  so  that  r  and  r\ 

which  each  include  the  resistance  of  the  galvanometer, 

are  large  compared  with  b  and  b'  respectively,  then 

E        r  .         , 

~  =  ~  approximately. 
E  T 

The  preceding  method  of  comparing  E,  M,  Fa,  has 
the  advantage  that  t/ie  law  of  the  galvanometer  need  not 
be  knaum. 

If  the  currents  be  not  the  same,  let  C  and  C  be  the 
relative  current  strengths  obtained  from  the  deflection  of 
the  galvanometer  and  reference  to  the  ealibi-ation  curve, 
then 

E  F     _C 

b  +  r  '    6'  -f  r'  "  C  ' 

E   _   6-f  r       C  ^ 

^^    E'""   6'+r'  '   0'* 
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And,  as  before,  when  r  and  r'  are  large  compared  with  h 
and  6'  respectively, 

—  =r  —  .   —  approximately. 
E'       r'      C 

Another  method  for  determining  the  ratio  of  £  to  E' 
consists  in  first  joining  the  batteries  up  together  so  that 
they  assist  one  another  in  sending  a  current,  and  secondly 
in  joining  them  up  so  as  to  oppose  one  another's  action. 
Let  C  and  C  be  the  relative  strength  of  the  currents  in 
the  two  cases  ascertained  from  the  deflection  oif  the 
galvanometer  and  the  relative  calibration  curve,  then  if 
f  be  the  total  resistance  in  circuit  in  the  two  cases^  we 
have,  since  77  remains  constant, 

E  +  E' 


or 


This  method  has  the  advantage  that  the  reaistanoeg 
of  neither  of  the  batteries  nor  of  the  gcdvcmameter  need 
he  knovm  ;  but  it  has  the  disadvantage  that  the  sending 
of  currents  in  opposite  directions  through  the  battery 
which  has  the  smaller  electromotive  force  is  very  likely 
to  alter  this  electromotive  force  during  the  experiment. 

Example  54. — Two  batteries  having  internal  resist- 
ances of  10  and  15  ohms  produce  the  same  deflection 
on  a  galvanometer  of  40  ohms,  when  250  and  305  ohms 
are  respectively  introduced  into  the  circuit  What  is 
the  ratio  of  their  E.  M.  Fa  ? 

Substituting  the  values  in  the  equation,  we  have 

E  _  104-40  +  250 
E'~  15  +  40  +  305' 
.-.    E'=  1-2  K 


E  -  E' 
P 

0 

E  +  E' 

0 

E-E' 

=  C'' 

.     E 

c  +  c 

E' 

c  -  c 
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Example  55. — The  same  two  batteries  produce  the  same 
deflection,  on  a  much  more  delicate  galvanometer,  having 
120  ohms'  resistance,  when  5,000  and  6,031  ohms  are  re- 
spectively introduced  into  the  circuit  What  is  the  ratio 
of  their  E.  M.  Fs.  ? 

Using  the  complete  formula,  we  have 
E  _  10  -I-  120  -h  5000 
E'""l5-h  120  +  6031' 
or   E'  =  1-2  E  as  before. 
Using  the  approximate  formula, 
B  _5000 
E'  ~  6031 ' 
or  E'  =  1-206  E, 

from  which  we  see  the  error  made  by  omitting  the  re- 
sistances of  the  batteries  and  of  the  galvanometer  in  the 
calculation. 

Example  56. — A  magneto-electric  machine  running  at 
a  certain  speed,  and  having  a  resistance  of  two  ohms, 
produces  on  a  tangent  galvanometer  a  deflection  of  30^ 
when  a  resistance  of  2,100  ohms  is  introduced  in  circuit 
with  it  and  the  galvanometer,  which  has  three  ohms'  re- 
sistance. A  Daniell's  cell,  on  the  other  hand,  having  an 
E  M.  F.  of  1  07  volts,  and  one-and-Srhalf  ohms*  resistance, 
produces  a  deflection  of  45°  when  84  ohms  is  introduced 
in  the  circuit  What  is  the  E.  M.  F.  of  the  magneto 
machine? 

If  £  be  the  E.  M.  F.  of  the  machine, 

E  =  1'07  — — -  X  --—  volts  approximately. 

3-|-l-5-h84        I  ff  J 

Answer. — 14*7  volts  approximately. 

Example  57. — What  about  is  the  E.  M.  F.  of  a 
Grove's  cell,  if,  when  joined  so  as  to  assist  a  DanielFs 
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cell  having  an  E.  M.  F.  of  11  volts,  a  rotation  of  38° 
of  a  sine  galvanometer  is  necessary  to  be  made  to  bring 
the  needle  to  the  fixed  mark,  whereas,  when  the  Grove's 
cell  is  reversed,  a  rotation  of  about  8^°  in  the  opposite 
direction  is  necessary  ]  Ansioer,  — 1  *83  volts. 

132.  Poggendorff's  Method  of  Comparing  Electro- 
motive  Forcea — With  many  types  of  cells  the  electro- 
motive force  is  fairly  constant,  even  for  wide  Variations  in 
the  current  passing  through  the  cells,  and  in  such  a  case 
any  of  the  previous  methods  can  be  employed  for  com- 
paring their  electromotive  forces.  But  with  other  types, 
a  very  small  current  passing  through  the  cell  is  sufficient 


Fig.  86. 

to  diminish  the  electromotive  force.  In  such  a  case 
the  following  method,  due  originally  to  Poggendorff,  may 
be  employed.  From  what  has  preceded  we  know  that 
if  a  current  of  A  amperes  flow  along  a  wire,  J  K,  the 
potential  difference,  or,  shortly,  the  P.  D.,  in  volts  between 
any  two  points,  l  m,  is  equal  to  the  product  of  A  into  the 
resistance  r  of  the  wire,  in  ohms,  between  the  points  L 
and  M.  Hence  if  l  and  m  (Fig.  86)  be  joined  by  another 
circuit  containing  a  cell  or  battery  of  E.  M.  F.  equal  to  E 
and  a  galvanoscope,  o,  and  if  one  or  both  of  the  ends  of 
this  second  circuit  be  moved  along  the  wire  J  k  composing 
the  firet  circuit  until  no  current  passes  through  the  gal- 
vanoscope G,  then  we  know  that  E  is  equal  and  opposite 
to  the  P.  D.  between  l  and  M,  or 

E  =  Ar. 

If,  now,  a  second  battery  of  E.  M.  F.  equal  to  E',  and  a 
second  galvanoscope,  o',  be  attached  to  two  other  points, 
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u  V,  of  the  wire  J  K  (Fig.  87),  the  points  u  and  v  being 
so  selected  by  trial  that  no  current  passes  through  this 
galyanoscope,  and  if  r'  be  the  resistance  of  the  wire  u  v, 
then 

E'  =  Ar', 

•    1.     !!  • 
*  E'  '  r' ' 

and  hence  the  two  E.  M.  Fs.  can  be  compared  without  our 
knowing  the  value  of  the  current  flowing  through  the 
wire  J  K.  If  the  generator  is  of  such  a  nature  as  to 
produce  a  constant  current  through  the  wire  J  K,  then 


lig.  87. 

there  is  no  occasion  to  use  two  galvanoscopes,  as  the 
points  L  and  h  can  be  first  ascertained  with  the  first  cell, 
and  then  the  points  u  v  with  the  second,  such  that  in 
each  case  no  current  passes  through  the  galvanoscope. 
If,  however,  the  current  in  j  k  is  liable  to  fluctuate, 
then,  since  the  essence  of  the  test  depends  on  the  same 
currents  flowing  from  l  to  h  as  from  u  to  v,  it  is  better 
to  use  two  galvanoscopes,  and  make  the  two  tests  of  no 
currents  through  the  galvanoscopes  simultaneously. 

Of  course,  care  must  be  taken  to  attach  the  cells 
or  batteries  whose  £.  M.  F.  we  desire  to  compare,  in  such 
a  way  that  their  R  M.  Fs.  tend  to  oppose  the  potential 
differences  between  l  and  m  and  between  u  and  v  respec- 
tively, since,  if  either  of  the  cells  or  batteries  be  attached 
in  the  opposite  way,  no  two  points,  L  and  m  or  u  and  v, 
can,  of  course,  be  found  such  that  the  current  passing 
through  the  galvanoscope  attached  to  them  is  nought. 

If  the  wire  J  k  is  everywhere  uniform  in  material, 
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section,  and  temperature,  the  resistances  r  and  /  are 
simplj  proportioned  to  the  lengths  l  m  and  n  v,  so  that 
the  R  M.  Fs.  of  the  batteries  are  simply  proportioned  to 
the  lengths  of  l  m  and  u  v. 

The  great  advantage  of  Poggendofff's  method  o/com- 
pa/rvng  E,  M.  Fs.  is  that  the  comparison  is  made  tchen  neither 
of  the  batteries  is  sending  a  cwrrent ;  hence  the  same  result 
is  obtained  as  if  the  comparison  had  been  made  with 
an  electrometw,  and  the  resistances  of  the  cells  under 
comparison  need  not  be  known.  And,  further,  the  sen- 
sibility of  the  test  may  be  &r  greater  than  could  be  ob- 
tained with  any  electrometer,  since  the  method  is  a 
*^  null "  method,  that  is,  we  aim  at  obtaining  a  deflection 
nought,  instead  of  measuring  the  deflections  corresponding 
with  the  currents  produced  by  the  batteries;  conse- 
quently the  galvauoscope  may  be  made  as  sensitive  as 
we  pleasa 

If  the  galvanometers  G  and  G'  be  both  sensitive,  the 
accuracy  of  the  method  will  be  the  greater  the  longer 
are  the  wires  l  m  and  u  v,  because  any  given  small  error 
in  the  position  of  one  of  the  sliders  corresponding  with 
say  a  millimetre  in  the  length  of  the  wire,  will  represent 
a  less  proportional  error  in  the  length,  and  so  r  and  r'  can 
the  more  accurately  be  compared.  Hence  it  is  desirable 
to  make  the  wire  j  k  a«  long  as  possible,  and  to  send 
through  it  a  steady  current,  so  weak  that  the  P.  D.,  at 
its  extrems  ends,  is  just  equal  to  the  lai*ger  of  the  two 
K  M.  Fs.  to  be  compared.     {See  §  215,  page  413.) 

138.  Electromotive  Force  of  a  Cell  is  Independent 
of  its  Size  and  Shape.— The  Daniell's  ceU  (Fig.  88)  is 
so  arranged  that  the  copper  plate  o,  which  dips  into  a 
solution  of  copper  sulphate,  may  be  made  to  approach, 
or  recede  from,  the  zinc  plate  z,  which  dips  into  a  solution 
of  zinc  sulphate  contained  in  a  porous  cell.  By  turning 
the  screw  p,  the  slider,  carrying  the  wire  supporting  c, 
can  be  clamped  in  any  position,  and  electric  connection 
can  be  made  with  the  binding  screws  B  &  Experiments 
made  with  this  cell  show  that,  although  tfie  resistance  cf 
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the  cell  is  varied  by  moving  Oie  cop])er  plate,  the  E.  J/.  F. 
remains  exactly  the  aanie.     Further,  if  the  screws  s  s  be 


Pig.  88. 

looBened,  and  the  copper  and  zinc  plates  be  raised  up  as 
shown  in  the  lower,  figure,  so  that .  osily  tlie  little  prqjec- 
(wns  (U  the  bottom  of  these  plates  are  in  contact  unth  the 
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liquids  J  the  E.  M,  F,  is  still  unaltered.  This  experiment 
may  be  quickly  made  by  using  Poggendorfi's  method  to 
compare  the  £.  M.  F.  of  the  cell  with  movable  plates 
with  that  of  a  Daniell's  cell  with  fixed  plates,  since, 
as  already  explained,  Poggendorfi's  method  is  indepen- 
dent of  the  resistance  of  the  cells  compared.  The  con- 
denser method  of  comparing  E.  M.  Fs.,  described  in  §  183, 
page  341,  may  conveniently  be  used  in  place  of  Poggen- 
dorff  s  method. 

134.  Calibrating  a  Oalvanometer  by  Employing 
Known  Resistances  and  a  Cell  of  Constant  E.M.F. 
— ^We  have  seen,  in  §  26,  page  68,  that  a  galvano- 
meter can  be  calibrated  by  direct  comparison  with  a 
tangent  galvanometer;  also  in  §  30,  page  64,  that  when 
the  controlling  force  is  that  produced  by  a  uniform 
magnetic  field,  and  when  also  the  galvanometer  can  be 
easily  turned  backwards  and  forwards  round  its  centre, 
the  employment  of  the  sine  principle  enables  us  to  cali- 
brate it  without  the  use  of  any  other  galvanometer.  We 
have  also  seen,  in  §  96,  page  164,  that  when  we  have  no 
other  galvanometer  at  hand  that  has  been  already  cali- 
brated, and  when  the  galvanometer  cannot  be  moved 
without  interfering  with  its  adjustment,  which  is  generally 
the  case  when  we  are  employing  a  galvanometer  with  fibre 
suspension  and  levelling  screws,  we  may  calibrate  the  gal- 
vanometer by  employing  known  resistances,  when  a  con- 
stant P.  D.  is  maintained  at  the  terminals  of  the  circuit 

The  same  thing  may  be  done  without  having  a  con- 
stant P.  D.  between  the  terminals  (Fig.  61,  §  96,  page 
166),  if  we  have  a  coll  of  constant  E.  M.  F.  of  E  volts 
instead.  Let  h  ohms  be  the  resistance  of  the  cell,  then,  if 
d^j  d^^y  d^^f  (be,  be  the  deflections  on  the  galvanometer, 
when  ri,  r^,  r^  &c,,  ohms  are  the  resistances  respectively 
in  E,  we  know  that  the  currents  producing  these  deflec- 
tions are  respectively 

F                     £                       £  • 
, ,    J ,  &c.,  amperes, 
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80  that  an  absolute  calibration  curve  can  be  drawn  for 
this  galvanometer. 

H  the  K  M.  F.  of  the  cell  is  not  known  in  volts,  but 
^  ^ft  are  sure  that  it  is  constant,  we  can  di-aw  the  rela- 
^^e  calibration  curve,  although  not  the  absolute  one. 

In  order  to  see  quickly  the  kind  of  law  connecting 

Reflection  and  current  for  any  particular  galvanometer, 

1^  is  convenient  in  making  this  experiment  to   select 

values  of  R«,  such  that  b  -{- g  -i-  r^  equals  ^  {b  -{-  g  '\-  r^), 

(^-^9  -h  fg)  equals  ^  (6  H-  fl'  H-  ^i),    <fec.,  since  in  that 

case  the  second  current  is  double   the  first,  the  third 

thrice  the  first,  &c.     Of  course  r^  should.be  chosen  so 

that  the  deflection  corresponding  with  this  resistance  is 

a  conveniently  small  one,  for  example,  about  10°  in  an 

ordinary  galvanometer  having  a  scale  reading  up  to  90°. 

136.  Arrangements  of  Cells. — A  battery  may, be 

formed  of  galvanic  cells,  or  elements,  as  they  are  some- 


Fig.  88L 


Fig.  90. 


Pig.  91. 


times  called,  in  a  variety  of  ways.  All  the  ceUs  may 
be  ** in  series"  as  in  Fig.  89,  or  they  may  be  joined  up 
all  "in  parallely"  as  in  Fig.  90,  or  "partly  in  series 
and  partly  in  parallel,'  as  in  Fig.  91.  These  three 
arrangements  are  symbolically  shown  in  A,  B,  c  (Fig.  92), 
where  the  lon^;  thin  lines  stand  for  the  plates  in  the 
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battery  from  which  the  positive  electricity  flows ;  or, 
with  the  definition  of  direction  of  current  we  have 
already  adopted,  the  current  flows  in  the  circuit  out- 
side the  battery  from  the  plate  represented  by  the  long 
thin  line  to  that  represented  by  the  short  thick  line, 
while  in  the  battery  itself  the  cuiTent  flows  from  the 
short  thick  line  to  the  long  thin  one. 

For  example,  in  the  DanielVs  cell,  which  consists, 
as  previously  described  in  §  119,  page  210,  of  a  j)late  of 
copper  in  a  solution  of  copper  sulphate,  separated  by  a 


Pig.  92. 

porous  diaphragm  of  nnglazed  earthenware  from  a 
plate  of  zinc  in  a  solution  of  zinc  sulphate,  the  long 
thin  line  represents  the  copper  plate,  and  the  short  thick 
one  the  zinc  plate ;  the  wavy  line  in  each  case  stands 
for  the  copper  wires  attached  to  the  copper  and  zinc 
plates  respectively.  In  the  Grovels  cell,  consisting,  as 
we  have  seen  in  §  124,  page  218,  of  a  platinum  plate 
in  strong  nitric  acid,  separated  by  a  porous  cell  from 
a  plate  of  zinc  in  dilute  sulphuric  acid,  the  long  thin 
line  represents  the  platinum  plate,  and  the  short  thick 
line  the  zinc  plate.  In  a  Bunsen's  cell,  which,  as  ex- 
plained in  §  125,  page  219,  differs  only  from  a  Grove's  in 
that  the  platinum  plate  is  replaced  by  a  carbon  one,  the 
long  thin  line  stands  for  the  carbon  plate. 

When  all  the  cells  are  in  series,  the  total  current 
produced  by  the  battery  passes  through  each  cell ;  there- 
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fore  it  follows,  from  what  has  preceded  (§  115,  page  203), 

that  tlie  R  M.  F.  of  the  battery  is  equal  to  the  sum  of  the 

£.  Id.  Fs.  of  each  of  the  cells.     If,  on  the  other  hand,  the 

cells  are  joined  up  all  in  parallel,  the  current  divides  itself 

bet^ween  the  cells ;  and  if  the  cells  are  all  made  with  the 

same  materials,  but  not  necessarily  of  the  same  size  nor  of 

the  same  internal  resistance,  the  total  chemical  action,  and 

therefore  the  total  amount  of  fuel  burnt  per  second,  is 

exactly  the  same  as  if  the  entire  current  went  through 

one   of  the  cells.     Hence  the  E.  M.  F.  of  the  battery  is 

simply  that  of  any  one  of  the  component  cells.     The 

resistance,  however,  of  the   battery  will   be   less   than 

that  of  one  cell,  as  the  road  for  the  current  through  the 

battery  is  made  wider  by  putting  cells  in  parallel ;  and 

if  the  cells  have  each  the  same  resistance  of  b  ohms,  and 

if  there  be  j>  of  them  in  parallel,  the  resistance  of  the 

battery  is  —  ohms.     If  the  cells  be  partly  in  series  and 

partly  in  parallel,  we  most  combine  the  last  two  sets  of 
oondnsions,  so  that  if  the  K  M.  F.  of  each  cell  be  e  volts, 
and  if  there  be  a  cells  in  series,  and  p  in  parallel,  the 
total  E.  M.  F.  of  the  battery  E,  and  the  total  resistance 
B,  will  be  given  by 

E  =  «  e  volts, 

B  =  —  ohms: 
P 

so  that  if  A  be  the  current  in  amperes  which  the  battery 

sends  through  an  external  resistance  r, 

se 


A  = 


P 


In  order  to  experimentally  test  the  accuracy  of  these 
results,  a  number  of  cells,  freshly  put  together,  and  having 
their  corresponding  plates  of  the  same  size,  the  plates  in 
the  different  cells  at  the  same  distance  apart,  and  the 
amount  of  liquid  in  each  cell  the  same,  should  be  joined 
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up  in  a  variety  of  ways,  and  the  resistances  of  the  com- 
binations measured,  as  well  as  the  E.  M.  Fs.  of  the  bat- 
teries compared  with  the  E.  M.  F.  of  a  single  cell,  selected 
at  random  from  the  battery,  by  one  or  other  of  the  methods 
of  testing  previously  given.  The  cells  should  be  of  such 
a  type  that  the  K  M.  F.  of  each  cell  is  a  constant,  a  con- 
dition very  satisfactorily  fulfilled  with  Daniell's  cells,  and 
to  avoid  the  cell  used  as  the  standard  having  a  higher  or  a 
lower  K  M.  F.  than  the  average  E.  M.  F.  of  the  cells 
employed,  different  cells  may  be  selected  from  the  com- 
bination as  the  standard  cell  in  the  different  experi- 
ments. 

Example  58.  —  To  find  the  current  that  twelve 
Danieirs  cells,  each  having  a  resistance  of  0*6  ohm  and 
an  E.  M.  F.  of  1*1  volt,  can  send  through  an  external 
resistance  of  5  ohms  if  the  cells  be  formed  four  in  series 
and  three  parallel : 

^_^      4  X  M 

5  +  iii'^:-^" 

3 
Ansvoer, — 0*76  ampere. 

Example  59. — How  many  such  Daniell's  cells  must  be 
used  in  series  to  send  a  current  of  1  ampere  through  an 
external  resistance  of  8  ohms,  if  one  line  of  cells  in  series 
only  be  employed  ? 

Let  X  be  the  required  number  of  cells,  then 

—      ^  X  I'l 

""  8-l-a;  X  0-6* 
.-.  a;=  16. 

Examiple  60. — If  in  the  last  question  the  cuirent  be 
2  amperes  instead  of  1,  then  how  many  cells  will  be 
required! 

8  -f  x  X  0-6 
.\x^  -160. 
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Herefore  no  number  of  such  cells  put  in  one  line  in 
series  oould  send  this  current  In  fact,  if  one  cell  be 
ahorircircoited  with  a  piece  of  thick  wire,  the  current  it 

will  send  will  be -T-T,  or  1*83  amperes,  and   this  is  the 

maiimum  current  one,  or  any  number  of  cells,  arranged 
simplj  in  series,  can  send.  For  if  there  be  n  of  them 
arranged  in  series,  and  the  whole  be  short-circuited,  the 

current  will  be  —   or  1  -83  amperes,  or,  simply,  the 

current  sent  by  one  cell  when  short-circuited.  Hence,  if 
there  be  any  external  resistance,  the  current  sent  by  one 
row  of  these  cells  in  series,  no  matter  how  many  there 
may  be  in  the  row,  will  be  less  than  1  '83  amperes. 

Example  61. — Forty  exactly  similar  cells,  each  having 
an  internal  resistance  of  f  ohm,  when  joined  in  series  send 
a  current  of  0*5  amperes  through  an  incandescent  lamp 
of  80  ohms'  resistance :  how  many  cells  in  series  would 
be  required  to  produce  the  same  current  through  each  of 
two  such  lamps  arranged  in  parallel  1 

Let  «  be  lie  E.  M.  F.  of  one  cell  in  volts,  then 

40  X  e  _ 

80  -h  40  X  0-75  "  *' 

.-.  6=1-375  volts; 
therefore^  if  a;  be  the  required  number  of  cells, 
X  X  1-375 


80 

—  -h  a  X  0-75 
2 


=  1, 


since  the  resistance  of  the  two  lamps  in  parallel  will  be 

80 

-T  ohms,  and  they  will  require  together  I  ampere, 

.-.  x=z  64. 

136.  Arrangement  of  a  Given  Number  of  Cells  to 
produce  the  Maximum  Current  through  a  given  Ex- 
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temal  Besistanca — If  N  be  the  total  number  of  cells 
employed  in  a  battery,  p  beings  arranged  in  parallel,  and 
8  in  series, 

and  the  formulse  on  page  241  may  be  written 

A  = • 

r  A 

N 

li^  therefore,  ire  desire  to  ascertain  what  arrangement  of 
a  definite  number  of  cells,  each  having  a  fixed  K  M.  F.  of 
e  volts,  and  internal  resistance  b  ohms,  will  give  the 
greatest  current  through  a  fixed  external  reaiatanee  of  r 
ohmSf  we  must  ascertain  what  value  of  8  will  make  the 
last  expression  a  maximum.  But  to  do  this  by  trial  by 
calculating  the  value  of  A  corresponding  with  each  of 
a  very  large  number  of  values  of  8  would  be  extremely 
laborious,  and  a  far  better  plan  for  those  who  are  not 
acquainted  with  the  differential  calculus  is  as  foUows  : — 

Give  numerical  values  to  e,  r,  and  — ,  let  them  for  example 

be  2,  3,  and  4,  then  the  expression  becomes 

28 

3  +  4«V 

next  draw  a  curve  having  the  values  of  8  for  the  abscissie, 
and  the  corresponding  value  of  the  expression  for  the 
ordinates,  and  ascertain,  from  the  shape  of  the  curve,  for 
what  value  of  8  the  expression  has  its  maximum  value, 
then  that  value  of  s  is  the  value  required.  In  selecting 
values  for  8,  a  certain  amount  of  practice  is,  of  course, 
necessary,  in  order  to  select  the  best  values,  but  one  may 
be  guided  by  remembering  that  if  on  taking  two  or  three 
values  of  s  we  obtain  practically  the  same  value  for  the 
expression  for  A,  it  can  be  no  use  taking  intermediate 
values  of  8, 

The  curve  obtained  for  A  has  the  general  shape  shown 
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in  Fig.  93,  the  values  of  A  being  calculated  on  the  sup- 
position that  By  r,  and  — ,  have  the  valups  2,  3,  and  4  re- 


Pig.  93. 

spectively,  and  we  find  that  the  value  of  s  that  makes  A 
a  maximum  is  about  0'86,  and  this  is  the  value  of  a 
which  makes  gSg 
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or,  in  other  words,  the  proper  arrBEngement  of  a  given 
number  of  cells  to  send  the  maximum  current  throng 
a  given  external  resistance  is  that  which  makes  the  re- 
sistance of  the  battery  equal  to  the  external  resistance. 

The  curve  falls  more  slowly  for  values  of  8  greater 
than  that  which  makes  A  a  maximum  than  for  values  less 
than  this,  and  this  tells  us  that  the  current  will  be  not 
so  much  lessened  by  making  s  too  large  as  it  will  be  by 
making  it  too  small ;  hence  if  the  number  of  cells  and  the 
resistance  of  each  are  such  that  it  is  impossible  to  arrange 
the  battery  so  tliat  its  internal  resistance  is  equal  to 
the  fixed  external  resistance,  it  is  better,  when  the  ex- 
ternal resistance  is  midway  between  the  resistances  the 
battery  has  when  arranged  in  these  two  ways,  to  select  the 
arrangement  that  puts  rather  too  many  cells  in  series 
than  the  one  that  puts  rather  too  many  in  parallel.  For 
example,  suppose  we  have  twelve  cells,  each  having  a  re- 
sistance of  3  ohms,  and  we  desire  to  arrange  them  so 
that  they  send  a  maximum  current  through  an  external 
resistance  of  3|  ohms,  if  we  arrange  them  three  in  series 
and  four  in  parallel,  the  resistance  of  the  battery  will  be 

— - —  or  2  J  ohms, 

on  the  other  hand,  if  we  put  them  four  in  series  and 
three  in  parallel,  the  resistance  will  be 

— o —  ^^  *  ohms ; 

and  the  given  external  resistance  of  3|^  ohms  is  exactly 
half-way  between  2J  and  4.  Let  us  consider  the  cur- 
rents produced  by  these  two  arrangements  of  the  cells. 
With  the  first, 

if  e  be  the  E.  M.  F.  of  each  cell  in  volts.  With  the  second 
arrangement, 
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ff^  24  32 

The  first  reduces  to  —  e  and  the  second  to  —  c  ampere, 

8 
and  of  these  the  second  is  the  greater  by  -z-r-r  e  of  an 

^  ^   2451 

ampere. 

Example  62. — What  is  the  least  nimiber  of  Grove's 
cells,  each  having  an  £.  M.  F.  of  1  -8  volts,  and  an  inter- 
nal resistance  of  0*09  ohm,  that  must  be  arranged  in 
series  to  send  half  an  ampere  through  a  50  volt  incan- 
descent lamp  ) 

This  question  may  be  solved  in  two  ways— we  may 
either  first  find  the  resistance  of  the  lamp  and  then  the 
number  of  such  Grove's  cells  that  it  is  necessary  to  put 
in  series  to  send  half  an  ampere  through  this  external 
resistance — or  we  may  consider  what  is  the  P.  D.  at  the 
terminals  of  such  a  Grove's  cell,  when  half  an  ampere  is 
passing  through,  and  hence  deduce  how  many  such  cells 
must  be  put  in  series  so  that  when  half  an  ampere  is 
passing  through  them,  the  P.  D.  at  the  terminals  of  the 
battery  is  50  volts. 

50 
1.  The  resistance  of  the  lamp  =  —  ohms, 

=  100  ohms, 
.  *•    if  n  be  the  required  number  of  cells, 

1  ^         n  X  1-8 

2  ~  w  X  0-09  -f  100' 
.-.  n    =28-5. 

Hence,  28  cells  would  produce  rather  too  small  a  current, 
and  29  rather  too  much.  We  should  have,  therefore,  to 
choose  between  using  28  cells  and  having  the  lamp  not 
quite  bright  enough,  or  using  29  oeUs  and  having  it  a 
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little  too  bright,  or  asing  29  ceUs  and  interposing  a 
small  resistance  by  means  of  a  piece  of  wire  or  in  any 
other  convenient  way. 

2.  If  w  be  the  number  of  ceUs  in  series,  then  from 
§  116,  page  206,  the  P.  D.  maintained  at  the  terminals 
of  the  battery  equals 

n  X  1-8-Jw  X  0-09. 

And  this  is  to  equal  50. 
Hence, 

nxVS-in  X  0-09  =  50, 

which  is  the  same  equation  as  was  used  before,  and  there- 
fore must  lead  to  the  same  value  of  n. 

Example  63. — If  29  cells  were  used  in  series  in  th& 
last  question,  what  must  be  the  value  of  the  added  re- 
sistance, so  that  the  current  through  the  lamp  may  be 
exactly  half  an  ampere  1 

Lot  X  be  the  required  resistance  in  ohms,  then 

1__  29  X  1-8^ 

2       29  X  0O9  -f  100  +  X 
.  •.    a;  =     0-895  ohm. 

ExarnipU  64. — If  four  incandescent  lamps,  each  re- 
quiring half  an  ampere,  and  50  volts  P.  D.  maintained 
at  the  terminals,  are  to  be  fed  with  Grove's  cells,  each 
having  an  E.  M.  F.  of  1*8  volts,  and  an  internal  resist- 
ance of  0*1  ohms,  what  arrangement  of  cells  and  of 
lamps  will  require  the  least  number  of  cells  to  be  used  1 

First,  let  the  four  lamps  be  put  in  series,  and  let  all 
the  cells,  n  in  number,  be  in  series,  then  the  P.  D.  at  the 
terminals  of  the  battery  must  be  4  x  50,  and 

n  X  1-8  -  Jn  X  0-1  =  4  X  60, 

.'.     7»=  114-3. 

Next,  let  all  the  lamps  be  put  in  parallel,  and  all  the 
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cells  in  series,  then  the  total  current  required  will  be 
4  X  i  or  2  amperes,  therefore 

n  X  l-8-2n  x  01  =  50, 

.-.  n=  31-2; 

hence,  32  cells,  with  a  small  resistance  interposed,  would 
give  the  required  current,  and  this  arrangement  of  all 
the  lamps  in  parallel  would  only  require  about  one- 
quarter  of  the  number  of  cells  necessary  if  all  the  lamps 
were  in  series. 

Various  other  cases  might  be  tried;  for  example, 
the  lamps  two  in  series,  and  two  in  parallel,  or  the  cells 
two  in  parallel  and  half  in  series ;  but  it  would  be  found 
that  all  the  cells  in  series,  and  all  the  lamps  in  parallel, 
is  the  best  arrangement. 

Example  65. — ^If  40  such  lamps  as  are  referred  to  in 
the  last  few  questions  instead  of  4  had  to  be  fed  with 
Grove's  cells,  what  would  be  the  best  arrangement  of  the 
cells  and  of  the  lamps  1 

first,  let  us  try  all  the  lamps  in  parallel,  and  all  the 
cells  in  series,  which  arrangement  we  found  was  the  best 
in  the  previous  case,  then,  as  the  total  current  required 
will  he  40  X  ^  or  20  amperes,  and  the  P.  D.  at  the  ter- 
minals of  the  battery  50  volts, 

n  X  1-8  -  20n  x  0-1  =  50, 

or     n     =  -  250, 

a  negative  answer.  This  means  that  no  number,  no  matter 
how  great,  of  such  Grove's  cells,  if  the  cells  were  arranged 
in  series,  could  feed  20  such  lamps  if  arranged  in  parallel ; 
and  the  reason  of  this  is  clear,  because,  if  one  Grove's 
cell  were  simply  short-circuited,  the  current  that  it  would 
produce  would  be 

—   or  18  amperes, 

hence,  no  number  of  such  Grove's  cells  arranged  in  series 
can  produoe  more  than  18  amperes,  even  if  short-cir- 
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cuitcd,  and  hence  they  can  only  produce  less  than  18 
amperes  if  there  be  any  external  resistance,  whereas  we 
want  them  to  produce  20  amperea 

Secondly,  let  us  try  half  the  lamps  in  parallel  and  two 
in  series.     In  that  case  the  total  current  must  be  10 
amperes,  and  the  P.  D.  100  volts. 
Hence  we  have 

n  X  1-8-lOn  X  Oa  =  100, 
or  n  =  125. 

We  may  now  try  all  the  lamps  in  parallel  and  half 
the  cells  in  series,  and  two  in  paralleL  Let  n  be  the 
number  in  series^  that  is,  half  the  total  number,  then 

nx  1-8-20   !L2i^  =  50, 
2 

.  •.     n  =  62-5. 

Consequently  the  total  number  of  cells  required  is  125. 
Hence,  whether  we  put  the  40  lamps  two  in  series  and 
20  in  parallel,  and  use  all  the  cells  in  series,  or  put  half 
the  cells  in  series  and  two  in  parallel,  and  use  all  the 
lamps  in  parallel,  exactly  the  same  number,  125,  of  cells 
is  required. 

There  is  one  other  arrangement  that  might  be  tried, 
viz.,  all  the  lamps  and  all  the  cells  in  series,  but  from 
what  we  saw  in  the  first  part  of  example  No.  64,  we  may 
anticipate  that  this  will  be  a  very  bad  arrangement. 
With  this  arrangement  the  current  required  will  be  half 
an  ampere,  the  P.  D.  40  x  50  volts, 

.-.     nx  1-8- J 71  X  0-1   =  2,000, 
or   n  =   1,142-9. 
Hence  1,1 43  cells  would  be  required  with  this  arrangement 

Example  66. — How  many  DanielFs  cells,  each  having 
an  E.  M.  F.  of  1  '1  volts,  and  an  internal  resistance  of 
0*8  ohms,  would  be  required  to  feed  two  Edison  incan- 
descent lamps,  each  requiring  0*75  of  an  ampere,  and  110 
volts  at  its  terminals ) 
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One  such  Darnell's  cell,  short-circuited,  would  produce 

—    or  1*375  amperes, 
0-8 

hence,  if  we  put  the  lamps  in  series,  one  row  of  DanielFs 
oell»  in  series  will  produce  sufficient  current.  If,  how- 
ever, we  put  the  two  lamps  in  parallel,  then,  since  the 
total  current  must  be  1  -5  amperes,  we  must  have  two 
rows  of  cells. 

First,  let  the  lamps  and  cells  be  in  series,  then 

n  X  M  -0-75  nxO'S  =  220, 

or  n  =  440. 

Second,  let  the  cells  be  half  in  series  and  two  in 
parallel,  and  let  n  be  the  number  in  series,  the  lamps 
being  still  in  series,  then 

nx  V1^0'75Vl^^-^-  =220, 
2 

or    n  =  276. 

Hence,  the  total  number  of  cells  necessary  will  be  550, 
or  this  arrangement  is  worse  than  the  preceding. 

Third,  let  the  cells  be  half  in  series  and  two  in 
parallel,  but  let  the  lamps  be  also  in  parallel,  then 


n  X  1-1 -1-5 

•    A    VO     _    jj^ 

2        "        ' 

or    n  =  220. 

Hence,  the  total  number  of  cells  required  is  440,  or  the 
same  as  in  the  first  case. 

Fourth,  let  the  cells  be  three  in  parallel  and  n  in 
series,  and  let  the  two  lamps  be  still  in  parallel,  then 

nx  M-1-5  'L2^^^=  110, 
3 

.-.    n  =  167-1, 

and  the  total  number  of  cells  required  would  be  472. 
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Therefore,  arrangements  Nos.  1  and  3  require  the 
least  number  of  cells,  but  with  any  arrangement  the 
number  of  DanielFs  cells  required  is  very  large  in  con- 
sequence of  the  high  resistance  of  the  cells,  and  of  the  fact 
that  the  greater  part  of  the  energy  is  expended  in  send- 
ing the  current  through  the  cells  themselves. 

Eocample  67. — How  many  lamps  in  parallel,  each  re- 
quiring 80  volts,  and  0*6  of  an  ampere,  can  be  fed  with 
42  accumulators  in  series,  each  having  1-95  volts  E.M.F. 
on  discharging,  and  0005  ohms'  internal  resistance  % 

Let  I  be  the  number  of  lamps,  then,  since  the  total 
current  will  be  Z  x  0*6,  we  have 

42  X  1-95 -Z  X  0-6  X  42  X  0005  =  80. 

Answer, — 15. 

Exa/mple  68. — If  the  number  of  accumulators  in  the 
last  question  be  increased  by  one,  by  how  many  may  the 
number  of  lamps  be  increased  ? 

Answer, — The  number  of  lamps  may  now  be  29*8, 
that  is,  may  be  30  all  a  trifle  too  dull,  or  29  a  trifle  too 
bright,  unless  a  small  resistance  be  introduced.  The  ad- 
dition, therefore,  of  one  accumulator  practically  doubles 
the  number  of  lamps  that  can  be  fed  by  them. 

Example  69. — If  there  be  44  accumulators  in  series, 
and  if  46  lamps  be  fed  by  them,  each  lamp  requiring,  as 
before,  80  volts  at  its  terminals,  and  0  6  of  an  ampere 
passing  through  it  when  properly  glowing,  how  much 
per  cent,  will  the  current  passing  through  the  lamps  be 
too  great  or  too  small  ? 

80 
The  resistance  of  each  lamp  is—  or  133*3  ohms,  hence 

133*3 
the  resistance  of  all  the  lamps  will  be    --— -     or    2*899 

46 

ohms,  consequently  the  current  passing  through  them 

will  be 
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44x1-96 


44  X  0005  +  2-899 
or  27-51 


amperes, 


The  current  that  ought  to  pass  through  the  lamps 
is  46  X  0-6,  or  27-6  amperes.  Hence  the  current  is 
about  0*3  per  cent  too  smalL 

187.  Variation  produced  in  the  Total  Cnrrent  by 
Shunting  a  Portion  of  the  Circuit. — ^We  can  now  cal- 
culate the  entire  effect  produced  on  the  current  passing 
through  a  galvanometer  of  resistance  g,  by  shunting  the 
galvanometer  with  a  shunt  of  resistance  a.  Let  E  be 
die  £.  M.  E.  in  volts,  and  b  the  resistance  in  ohms,  of  a 
battery,  r  the  resistance  in  ohms  of  the  rest  of  the  cir- 
cuity excluding  the  galvanometer,  and  g  the  resistance  of 
the  galvanometer ;  Qien,  before  shunting,  the  current  Gi, 
in  amperes,  that  passes  through  the  galvanometer,  is 
simply  the  whole  current  A^,  that  passes  through  the  bat- 
tery, and  this  equals 

E 

amperes. 

After  shunting,  the  current  Ag,  now  flowing  through  the 
battery,  becomes  £ 

amperes, 

b  +  r+   JLl- 
s  +  ff 

g 

and  the  fraction of  this  passes  through  the  galva- 

s  +  g 
nometer;  therefore,  if  Q^  be  the  current  now  passing 
through  the  galvanometer, 

E 


Q,  = 


s+g 
''  {s  +  gYh  +  r)  4-  Mg 
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If  6  H-  r  be   very    large  compared    with  ^,    then, 
approximately, 

G    -      •  ^ 


and  A3  = 


E 


also  A|    = 


E 


«  +  ^ 
that  is  to  say,  the  current  passiog  through  the  battery 
and  through  r  is  practically  unchanged  by  shunting  the 
galvanometer,  and,  therefore,  after  the  galvanometer  haa 

been  shunted,  it  is  not  merely  the  fraction of  A^ 

g 

but  of  Aj,  that  passes  through  the  galvanometer. 

s  +  g 

On  the  other  hand,  if  6  +  r  be  small  compared  with 
^,  then,  approximately, 

G,  =  il 
=    ^ 

y 

and  Gj  =  Aj  =  — , 
9 
.  • .     Gj  =  Gi  approximately. 

^  9 

Hence,  as  long  as is  large  compared  with  6  +  r, 

8  +  9 
that  is,  as  long  as  the  shunted  galvanometer  is  the  major 
part  of  the  whole  resistance  in  the  circuit,  shunting  the 
galvanometer  produces  no   diminution  in  the  current 
flowing  throu*^'h  it     And  it  is  not  until  the  resistance 
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of  the  shunted  galvanometer  is  reduced  to  a  value  oom- 
ymble  with  6  +  r,  that  the  galvanometer  deflection  is 
fierioiislj  diminished. 

Example  70. — If  the  resistance  of  a  galvanometer  be 
1,000  ohms,  what  must  be  the  resistance  of  a  shunt  to 
diminish  the  current  passing  through  the  galvanometer 
to  one-half,  first,  when  the  resistance  of  the  rest  of  the 
circuit  is  100,000  ohms;  secondly,  when  it  is  only  100 
ohms! 

In  the  first  case  we  have 

«E  1  E 


(8  +  g){b  +  r)-{'8g       2   6  +  r  +  / 


or  substituting 


=  ix  ' 


(«+  1,000)  X  100,000  +  «  X  1,000        2         101,000* 

.  • .  «  =  990-1  ohms  I 

that  is,  9  is  only  a  little  less  than  1,000  ohms,  which 
is  the  resistance  of  the  galvanometer. 
In  the  second  case 

R  1  1 

=    -     X 


(8  -h  1,000)  X  100  +  «  X  1,000        2        1,100 
.  • .    «  =  90*9  ohms, 

or  not  as  much   as   one-tenth  of  the  galvanometer  re- 
sistance. 

Example  71. — What  must  be  the  resistance  of  a 
galvanometer  relatively  to  that  of  the  rest  of  the  circuit, 
so  that  shunting  the  galvanometer  with  a  quarter  of  its 
own  resistance  may  halve  the  current  passing  through  it  1 

From  what  has  preceded,  we  have 

8  1  1 

X 


(9  +  9){h'{-r)^-8y  2  h -\- r -\- g 
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and  sinoe  «  =  -^^ 
4 


ix 


2        b+r+g 


Example  72. — In  example  No.  38,  given  on  page 
180,  what  resistance  must  be  added  to  the  main  circuit, 
so  that  the  insertion  of  the  shunt  shall  not  alter  the  total 
cuiTent ) 

To  solve  this  question  we  must  consider  by  how  mnch 
the  resistance  of  the  circuit  has  been  diminished  by  the 
insertion  of  the  shunt,  this  diminution  being,  of  course, 
equal  to  the  difference  between  the  resistances  of  the 
galvanometer  shunted  and  unshunted. 

The  shunted  galvanometer  has  a  resistance  of 

1,808  X  452 
1,808  +  452 ' 
or    361-6  ohms, 

therefore  the  resistance  of  the  circuit  has  been  diminished 
by  452— 361*6,  or  90*4  ohms,  and  this  resistance  must  be 
added  if  we  wish  that  the  total  current  shall  be  kept 
constant 

Example  73. — What  resistances  must  be  added  to  the 
main  circuit  to  keep  the  total  current  constant  when  a 
galvanometer,  having  1,000  ohms*  resistance,  is  shunted 
with  the  three  shunts  which  respectively  allow  -^th, 
yjTjth,  and  nfciyth  of  the  current  to  flow  through  the 
galvanometer  1 

If  «  be  the  resistance  of  the  shunt,  and  g  the  resist- 
ance of  the  galvanometer,  tho  diminution  of  the  resistance 
produced  by  shunting  the  galvanometer  is 
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*  +  ^       9  +  g 

From  what  has  been  given  in  §  104,  page  178,  the  resist- 

^     1000     1000 
ances  of   the  three  shunts  must  be  — t->    "So"'    *^ 

1000 

— —  ohms  respectively.     Therefore,  the  resistances  that 

most  be  added  are 

^^^* or  900  ohma 


1529  +  1000 


l^_or990 


im  +  1000 
99 

lOOOg 

2229  +  1000 

999 


or  999 


188.  ConBtant  Total  Current  Shunts.— There  are  two 
ways,  dififoring  somewhat  from  one  another,  by  means  of  which  a 
box  of  shunts  can  be  so  arranged  that  the  insertion  of  the  shunt 
coil,  p^i^Hftl  to  the  galyanometer,  also  introduces  a  compensating 
renstanoe  in  the  main  circuit,  and  so  keeps  the  main  current  un- 
altered in  stren«;th.  The  first  of  these  is  due  to  Mr.  Eempe,  and 
the  second  to  "iSr.  Rymer  Jones. 

Fig.  94  shows  symbolically  Mr.  Kempe*s  arrangement,  and  it 
will  he  seen  that  the  insertion  of  a  plug  into  one  of  the  holes 
A,  B,  C,  for  the  purpose  of  introducing  a  shunt  parallel  to  the 
gahranometer  G-,  fuso  adds  one  or  more  of  the  resistances  r^,  r.,  rs» 
to  the  main  circuit,  whereas,  if  the  plug  be  inserted  in  the  hole 
which  is  not  lettered,  the  galvanometer  is  unshuntcd,  and  all  the 
three  coils  t^,  r^  rj,  are  cut  out  of  the  circuit.  A  plan  of  the 
actual  shunt  box  is  seen  in  Fig.  95. 

To  determine  what  should  be  the  values  of  these  resistances, 
we  have  to  remember  that,  if  Mi,  its,  f»t  be  the  three  multiplying 
B 
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powers  of  the  shunts,  so  that  the  three  currents  Gi,  Gj,  G»  passing 
through  the  galvanometer  are  respectively  equal  to  — ,  — »   — , 

Ml        ftj         ^ 

where  C  is  the  total  current  in  each  case,  the  resistancee  of  the 


Fig.  9*. 


f/f  real  size 

FiK.  95. 


shunted  iralvanometer  are  in  the  three  cases  ^  ,  ^-  ,  -^ ,  if  ^ 

be  the  resistance  of  the  galvanometer  itself.  In  order,  therefore, 
that  the  total  resistance  in  the  circuit  may  he  constant,  we  must 
have 

..,  +  „  +  r^  =  ?    -   V 


and     ,;  =  !,-    !L±Il+Ii. 


From  which  it  may  be  shown  that 


n  = 


«l(W2-l) 
Wl(«S-l) 


^fff 


9  -fb 
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r,  =    ^ —  xg-r^-rs. 

Also  that    «,  =    — ^, 
fti-l 

'"■    tiiK-1)      ^' 

«,(«3-l) 

£ramp2^  74.~If  the  galvanometer  have  a  resistance  of  6,000 
QhmB,  and  il  we  wish  either  the  ^ijth,  or  the  T^th,  or  the  t75"5o*^ 


Fig.  96. 

of  the  total  current  to  pass  through  the  galvanometer,  what  must 
be  the  resistances  of  aj,  «s,  f,,  rx,  r^t  and  r^  ? 

Anncer.—a^  =  5006,  «j  =  60-964,  a^  =  616667,  r^  =  46-466, 
r,  ==  604-646,  and  r,  =  4,446-000  ohms. 

Fig.  96  shows,  symbolically,  Mr.  Rymer  Jones's  arrangement. 
To  use  it  tt€o  plugs  have  always  to  be  inserted  in  the  holes  marked 
with  the  corresponding  figures.  If  the  plugs  be  inserted  in  the 
two  holes  marked  1,  we  have  a  shunt  equal  to  a  and  a  resistance 
added  to  the  main  circuit  equal  to  b  '\-  e  '\-  d.  If  the  plugs  be  in- 
serted in  the  two  holes  marked  2,  then  we  have  a  shunt  equal  to 
«+  b  and  a  resistance  e  +  d  added  to  the  main  circuit,  &c  Hence, 
it  follows  that 
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a-^b+c  = 


^^l' 


from  which  a,  6,  e,  d,  e  can  be  easily  calculated  for  any  particalar 
values  of  ^,  fjj,  Wj,  and  #tj. 

If  one  01  the  plugs  be  inserted  in  the  hole  marked  4,  the  dr- 
ouit  will  be  completed  through  the  galvanometer  unshunted. 

Example  75. — If  the  galvanometer  have  a  resistance  of  6,000 
ohms,  and  we  wish  either  the  i^^th,  or  the  t^^)  ^  ^^  it^^ 
of  the  total  current  to  pass  through  the  galvanometer,  what  muflt 
be  the  resistances  of  a^  b^  e,  d^  and  e  f 

Answer.-^a  =  6006,  b  =  46-600,  c  =  606-060,  d  =  4,444*94, 
and  e  =z  56-06  ohms. 

Fewer  coils  are,  therefore,  required  with  this  second  arrange- 
ment, but  it  has  the  slight  disadvantage  that  it  requires  two  plugs 
to  be  inserted  instead  of  only  one  as  with  Mr.  Eempe*8  arrange- 
ment. 

139.  Independence  of  the  Currents  in  Various  Cir- 
cuits in  Parallel. — From  what  has  preceded  it  follows 
that  if  a,  c,  d,  &c  (Fig.  97)  be  circuits  in  parallel 
with  the  battery  6,  the  currents  A,  C,  D,  &c.,  passing 
through  the  circuits  respectively,  will  be  each  indepen- 
dent of  the  stoppage,  or  variation,  of  any,  or  of  all, 
of  the  other  currents,  as  long  as  the  combined  resistance 
of  the  circuits,  that  is, 

1 

i  +  1  +  J  +  &a, 
a       c      a 
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is  large  compared  with  the  I'esistance  of  the  battery,  b. 
Becauae  the  current  through  any  one  of  the  circuits 
simply  depends  on  the  potential  difference  at  the  terminals 
of  the  battery,  and  on  the  resistance  of  the  particular 
circuit  The  latter  is,  of  course,  not  altered  by  altering 
the  resistance  of  any  or  of  all  the  other  circuits,  and  the 
potential  difference  at  the  terminals  of  the  battery  re- 
mains constant  when  the  above  relationship  of  resistance 
isfumiled 

Practically,  therefore,  in  all  cases  where  a  generator 
of  very  small  internal  resistance  is  employed,  the  currents 
in  various  parallel  circuits  fed 
by  it  are  all  independent  of  one 
another.  And  this  is  one  of  the 
great  advantages  of  the  very 
small  resistance  of  "  acciumi- 
latOTs^'  or  "  secondary  balteriss" 
or  ^^  storage  cellsy^  as  they  are 
differently  called,  for  electric 
lighting,  in  that  any  one  of  a 
number  of  lights  fed  in  parallel  pjg.  97, 

by  these  cells  can  be  turned  on 

or  off  without  materially  altering  the  intensity  of  the 
light  given  off  by  any  one  of  the  remainder. 

It  also  explains  why  Grove's  cells,  which,  as  stated  in 
§  124,  page  219,  have  a  small  resistance  compared  with 
Daniell's,  Minotto's,  and  other  well-known  cells,  were 
used  in  the  early  days  in  telegraph  offices,  when  the 
different  messages  used  to  he  sent  along  several  tele- 
graph wires  vnth  arte  battery.  The  trouble  and  expense, 
however,  involved  in  keeping  the  Grove's  cells  in  order 
caused  the  plan  of  working  several  telegraph  wires  with 
one  battery  to  be  abandoned  in  favour  of  having  a  sepa- 
rate battery  of  much  higher  resistance  to  work  each  line 
independently.  But  the  invention  of  accumulators  by 
Plante,  and  the  improvements  that  have  been  effected  in 
them  by  Faure,  Swan,  Sellon,  Volckmar,  and  others, 
durinjq^  the  last  few  years,  are  leading  to  a  return  to  the 
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old  plan  of  several  telegraph  wires  being  worked  with 
one  current  generator. 

Example  76. — If  three  telegraph  wires,  having  re- 
sistances of  200,  250,  and  300  ohms  respectively,  in- 
cluding in  each  case  the  resistance  of  the  **  receiving 
instrument,^*  or  the  instrument  by  means  of  which  the 
messages  are  received,  be  worked  by  one  battery  having 
a  resistance  of  20  ohms,  by  how  much  per  cent,  will  the 
current  passing  along  the  first  line,  when  no  current  is 
passing  along  either  the  second  or  the  third  lines,  be 
altered :  1st,  by  a  current  being  sent  along  the  second 
also  ;  2nd,  by  a  current  being  sent  along  both  the  secx>nd 
and  the  third  lines,  in  addiition  to  the  one  sent  along 
the  first? 

If  E  be  the  E.  M.  F.  of  the  battery  in  volts,  then  the 
current  Cj,  flowing  along  the  first  line  when  no  current  is 
flowing  along  either  the  second  or  the  thii*d,  is 


20  +  200 


amperes. 


If  a  current  is  also  being  sent  along  the  second  wire, 
the  total  current  flowing  through  the  battery  is 

E 

amperes, 


2Q      200  X  250 


200  +  250 

and  of  this  the  current  C^,  flowing  along  the  first  line,  is 
250         ^  E 

200  +  250  20  H-  ^QQ  x  250* 

200  +  250 

25()E 

20(200  +  250)  +200  "x*  250  ^^P^'^ 

Similarly,  if  a  current  is  also  being  sent  along  the  third 
line,  the  current  C^,  flowing  along  the  first  line,  is 


or 
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1 

200 

E 

11           1      ^ 

+         + 
200      250      300 

SO  + 

200      250       300 

Therefore, 

^'  =   220  ''"'P*'""' 

^*  =  236       " 

and 

0           1 

263 


Hence,  Cj  is  diminished  by  about  6*8  per  cent,  by  allow- 
ing a  current  to  flow  along  the  second  line,  and  by  about 
1 1  -7  per  cent,  by  allowing  a  current  to  flow  along  both 
the  second  and  the  third  lines. 

Example  77. — If  two  telegraph  lines  each  have  a 
resistance  of  500  ohms,  including  the  resistances  of  the 
receiving  instruments,  what  may  be  the  greatest  resist- 
ance of  the  battery  employed  to  send  the  current  along 
both,  so  that  the  cuiTent  flowing  along  either  shall  not 
be  diminished  by  more  than  1  per  cent,  by  sending  a 
current  also  along  the  other  ? 

Let  E  be  the  E.  M.  F.  in  volts,  and  h  the  resistance 
of  the  battery  in  ohms,  then  the  current  flowing  along 
either  line,  when  no  current  is  being  sent  along  the 
other,  is 

and  the  current  flowing  along  either  line,  when  a  cur- 
rent is  also  being  sent  along  the  other^  is 


2      6  +  250  «»Pe«». 
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Now  we  want  5  to  be  of  such  a  value  that 

E 1  E        is  not  greater    1      ^         E 

6  +  500      2      6  +  250         than  lOO        6  +  500* 

Consequently,  the  lai^est  permissible  value  of  b  will  be 
found  by  making 


E 

1    .         E 

-     1     y        E 

6  +  600 
or 

2         6  +  250 
99                1 

100  6  +  500 
_     1     .,          1       • 

100   '^    6+500 

2  6  +  250 
Answer. — 5-1  ohms. 

Examn/ple  78. — ^Thei*e  are  two  telegraph  lines,  one 
having  a  resistance  of  400  ohms,  and  the  other  of  500 
ohms,  including  the  resistance  of  the  receiving  instru- 
ments. The  receiving  instiniment  on  the  first  line  is  so 
arranged  that  it  will  work  without  adjustment,  with  cur- 
rents varying  between  5  and  5 '2  thousandths  of  an  am- 
pere. What  must  be  the  K  M.  F.  of,  and  resistance  of, 
the  common  battery,  for  the  two  lines,  so  that  the  car- 
rent  flowing  along  the  first  line  may  be  always  between 
these  limits,  whether  or  not  a  current  is  being  sent  along 
the  second  line  ? 

If  E  be  the  E.  M.  F.  in  volts,  and  6  the  resistance  in 
ohms  of  the  battery,  the  maximum  current  flowing  along 
the  first  line  will  be 

E 


6  +  400  ""■^"''^ 

and  the  minimum 

current 

600 

E 
X am 

400  X  500 
■•"400+600 

400  +  600 

or            ^^^ 

9006  +  200,000 
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The  first  current  must  not  exceed  5/2  thousandths  of 
an  ampere,  and  the  second  must  not  be  less  than  5 
thousandths  of  an  ampere.  Taking,  therefore,  the  limit- 
ing values,  we  may  say  that 

E        _      52 

h  +  '400  "  10,000' 

,           5E               5 
and   = . 

9  6  +  2,000      1,000 

Solving  these  two  equations  for  E  and  6,  we  find 
that 

E  =  2-19  volts  about, 

and     6   =  21  ohms        „ 

In  practice,  larger  K  M.  Fs.  than  this  must  be  used 
to  allow  for  l«skkage  along  the  line,  in  consequence  of 
which  only  a  portion  of  the  current  that  leaves  the  send- 
ing or  signalling  end  arrives  at  the  receiving  end. 

Example  79. — If  10  of  the  30  lamps  in  example  68, 
page  252,  be  turned  out,  what  will  be  the  P.  D.  at  the 
terminals  of  the  remaining  20  ? 

Armoer. — 81*27  volts. 

Example  80. — If  50  or  more  incandescent  lamps  in 
parallel,  each  requiring  0*8  amperes  and  100  volts  to 
glow  properly,  be  fed  with  55  accumulators  in  series, 
each  having  an  K  M.  F.  of  1  *98  volts  when  discharging, 
what  must  be  the  resistance  of  each  accumulator,  and 
what  is  the  maximum  number  of  lamps  that  can  be 
lighted,  so  that  the  P.  D.  at  their  terminals  never  ex- 
ceeds 101,  and  is  never  less  than  99  volts  1 

100 
The  resistance  of  each  lamp  may  be  taken  as  rr-r- 

O'o 

or  125  ohm&  Hence,  considering  the  case  of  the  least 
number  of  lamps,  50,  which  will  correspond  with  the 
highest  number  of  volts,  101^  we  have,  if  6  be  the  resist- 
ance of  one  accumulator, 
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55  X  1-98  ^  101 

556  +  125"li^' 
50         50 

from  which  it  follows  that  b  =  0  003555  ohms. 

Next,  considering  the  case  of  the  largest  number  of 
lamps  n,  which  will  correspond  with  the  lowest  number 
of  volts  allowed,  viz.  99,  we  have 

55  X  1-9     _    99_ 

556  +  1^^         ^ 
n  n 

Substituting  in  this  the  value  previously  found  for  6, 
and  solving  for  n,  we  find  that 

n  =  63-92. 

Hence,    64  lights    would    be    practically    the    largest 
number. 


CHAPTER   VI. 

INSULATION. 

140.  Surface  Leakage,  and  Leakage  through  the  Mass — 141.  Coatiiig 
Insulating  Stems  with  Pai-affin  Wax,  or  Shell-lao  Varnish  —142. 
Sealing  up  One  End  of  a  Cable  when  under  Test— 143.  Construc- 
tion of  an  Insulating  Stand — 144.  Laws  of  Surface  Leakage,  and 
of  Leakage  through  the  Mass — 145.  Corrugating  the  Sides  of 
Ebonite  Pillars  — 146.  Common  Fault  made  in  Constructing 
Ebonite  Pillars— 147.  Telegraph  Insulators— 148.  Testing  Insu- 
lators during  Manufacture— 149.  Measuring  High  Resistances — 
150.  Subdividing  a  P.D.  into  Known  Fractions— 151.  Constant 
of  a  Galvanometer — 152.  Very  DcUcate  Galvanometers  - 163. 
Thomson's  Astatic  Galvanometers — 154.  Importance  of  the  Gal- 
vanometer being  Well  Insulated. 

140.  Surface  Leakage,  and  Leakage  through  the 
Mass. — There  are  two  ways  in  which  electridtj  may 
pass  from  one  body  to  another  ;  it  may  either  creep  along 
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a  layer  of  dirt  and  moisture  on  the  surface  of  an 
insulating  rod,  or  it  may  pass  through  the  mass  of  the 
insnlating  material.  The  former  may  be  called  "  surface 
leakage'' ;  and.  the  latter,  ^^ leakage  thrmi^gh  the  mass.'* 
In  the  case  of  a  charged  body  supported  on  a  rod  of  glass 
or  ebonite,  swrface  leakage  is  the  main  thing  to  guard 
against ;  whereas,  with  a  long  submarine  cable,  consisting 
of  a  copper  conductor  surrounded  with  guttapercha  or 
with  indiarubber,  and  immei'sed  in  the  sea,  the  main  loss 
of  electricity  is  through  the  guttapercha  or  indiarubber. 
If,  however,  the  piece  of  insulated  cable  be  very  short, 
then  the  surface  leakage  at  the  ends,  arising  from  the 
electricity  creeping 
from  the  ends  of  the 
copper  conductor 
over  the  ends  of  the 
guttapercha  covering  Fig.  96. 

to  the  water  or  the 

iron  sheathing  which  is  outside  the  guttapercha,  may 
be  the  cause  of  the  most  imi>ortant  part  of  the  loss. 
Hence,  when  it  is  desii-ed  to  test  the  actual  passage 
<rf  the  electricity  from  the  conductor  through  the  in- 
sulating material,  it  is  usual,  in  order  to  diminish  the 
surface  leakage  to  a  minimum,  to  cut  the  end  of  the 
core  like  a  pencil,  as  shown  in  Fig.  98,  so  as  to  expose 
a  long  frealdy  bared,  clean,  dry  surface  of  guttapercha 
or  indiarubber.  The  insulation  of  the  end  can  be  still 
further  improved  by  coating  the  surface  with  a  thin 
layer  of  clean  paraffin  wax,  which  has  been  first  melted 
by  heating,  to  a  temperature  not  however  much  above 
that  of  boiling  water,  otherwise  the  wax  would  be  par- 
tially decomposed,  and  its  resistance  diminished.* 

141.  CJoating  Insulating  Stems  with  Paraflln  Wax 
or  Shell-lac  Varnish.— Coating  the  surface  of  any  insu- 
lating stem  which  is  exposed  to  the  air  with  paraffin  wax 

*  To  avoid  the  paraflin  wax  being  overheated,  it  is  well  to  warm 
the  ve«el  containing  it  by  means  of  a  vxUer  bath  in  the  same  way  that 
gloe  is  uaually  heated  in  an  ordinary  glue-pot. 
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has  not  only  the  advantage  that  it  renders  the  surface 
much  less  ^^  hygroscopic^*^  or  attractive  of  moisture,  but 
it  enables  the  wax  to  be  easily  partially  scraped  off  at  any 
time,  and  a  new  clean  dry  surface  exposed.  Shell-lac 
varnish,  made  by  dissolving  shell-lac  in  alcohol,  may  be 
employed  in  the  place  of  paraffin  wax,  but,  in  many 
cases,  it  is  not  as  good,  partly  because  shell-lac,  being 
hard  and  brittle,  cannot  be  easily  scraped  so  as  to  expose 
a  new  clean  surface,  and  partly  because,  at  the  present 
day,  it  is  very  difficult  to  buy  really  good  shell-lac^  the 
material  of  commerce  being  much  adulterated.*  If^ 
however,  a  glass  rod  can  he  kept  free  from  dust,  and 
artificially  dried,  then  it  is  better  to  put  neither  paraffin 
wax  nor  any  kind  of  varnish  on  it. 

142.  Sealing  up  One  End  of  a  Gable  when  under 
Test. — ^The  insulation  of  a  cable  may  be  tested  by 
measuring  with  a  very  delicate  galvanometer  the 
current  that  a  battery  of  high  R  M.  F.  can  send 
through  the  indiarubber,  guttapercha,  or  other  insu- 
lating material  used  in  its  construction.  To  do  this 
it  is  only  necessary  to  have  one  end  of  the  copper 
conductor  bare,  hence  it  is  desirable  after  pointing  the 
guttapercha  at  the  other  end,  as  shown  in  the  last  figure, 
to  seal  it  up  altogether  by  dipping  it  into  paraffin  wax 
two  or  three  times,  so  as  to  cause  a  lump  of  paraffin  wax 
to  adhere  to  it,  which  can  be  best  done  when  the  paraffin 
wax  has  cooled  until  it  is  approaching  the  temperature 
of  solidification. 

143.  Construction  of  an  Insulating  Stand. — In 
Fig.  29  the  plate  a,  and  in  Fig.  40  the  pot  P,  are 
supported  on  a  special  form  of  insulating  stand,  in  which 

*  Dr.  A.  Muirhead,  who  has  had  great  experience  in  the  use  of 
BheU-lac  in  the  construction  of  condensers,  recommends  the  following 
process  for  obtaining  good  insulating  varmsh.  Obtain  "  button  '*  lao, 
pick  out  the  cleanest  lumps,  and  dissolve  them  in  ab9clute  aloohoL 
Allow  the  solution  to  stand  for  some  time,  and  use  only  the  upper  part 
of  the  solution.  When  the  highest  insulation  is  required,  first  dissolve 
the  button  lac  in  ordinary  alcohol,  and  precipitate  it  by  allowing  the 
solution  to  trickle  into  distilled  water,  then  dissolve  the  precipitate 
in  absolute  alcohol. 
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the  glass  rod  is  V^ei^i  Jree  from  dust  and  artifictally  dried. 
Hiis  device  for  obtaining  high  insulation  is  far  superior  to 
the  old-&shioned  plan  of  using  a  simple  rod  of  glass  or 
ebonite,  since  such  a  rod,  whether  it  was  coated  with 
TBinish  or  not,  required  perpetual  cleaning  and  drying  to 
prevent  the  electricity  leaking  down  its  surface.  The 
special  arrangement  shown  in  these  figures,  and  which 
lias  been  designed  by  the  author  for  experiments  on 
statical  electricity,  consists  of  a  glass  vessel  made  of  any 
convenient  kind  of  glass,  and  having  at  its  bottom  a 
tabulure  of  glass  attached  vertically  at  the  centre.  This 
tubulure,  or  collar,  of  glass  is  ground  inside  like  the 
inside  of  the  neck  of  a  glass-stoppered  bottle,  and  into  this 
tubulure  the  ground  end  of  a  rod  of  highly  instdcUing 
glass  fits,  much  in  the  same  way  as  a  glass  stopper  does 
into  a  bottla  On  to  the  top  of  this  glass  rod  anything  can 
be  fixed ;  for  example,  the  plate  a  (Fig.  29),  and  the 
pot  p  (Fig.  40),  are  supported  in  position  by  a  little 
collar  of  metal,  which  is  soldered  to  the  bottom  of  a  and 
of  p,  and  which  slips  isMj  tightly  over  the  top  of  the 
glass  rod.  Before  the  glass  rod  is  inserted  a  little  strong 
sulphuric  acid  is  poured  in,  and  rests  on  the  expanded 
bottom  of  the  glass  vessel,  exposing  a  large  surface  of 
add  for  absorbing  the  moisture  contained  in  the  air  in 
the  vessel.  When  the  instrument  is  not  in  use  a  split 
indiambber  stopper  i,  seen  in  Fig.  40  resting  on  the 
base  of  the  instrument,  is  inserted  to  close  up  the  neck 
of  the  glass  vessel,  which  is  contracted  at  the  top,  partly 
for  this  purpose,  and  partly  to  avoid  a  too  rapid  inter* 
change  of  air  between  the  inside  and  the  outside  of  the 
glass  vessel  when  the  instrument  is  in  use. 

The  advantages  of  this  insulating  stand  are  : — 
1.  The  rod  can  be  easily  taken  out  and  cleaned.  To 
dean  such  a  rod  hold  it  by  the  end,  and  wash  it  by 
means  of  a  clean  brush  with  soda  and  warm  water  to 
remove  the  grease ;  then  rub  it  with  another  brush  while 
a  stream  of  warm  ordinary  water  flows  over  it,  to  remove 
thef  soda ;  and,  lastly,  let  a  stream  of  distilled  water  flow 
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over  it  to  remove  the  trace  of  salt  which  is  dissolved  in 
ordinary  water.  The  rod  should  be  dried  before  a  fire ;  or, 
better,  by  being  hung  up  under  a  glass  shade,  or  in  some 
confined  space  free  from  dust,  in  which  there  is  a  vessel 
containing  a  little  strong  sulphuric  acid.  On  no  account 
dry  the  glass  rod  hy  rubbing  it  with  a  cloth,  nor  Umch  it 
toith  the  fingers  except  at  the  extreme  end. 

2.  The  rod  may  be  made  of  dense  flint  glass  which 
insulates  toeU,  while  the  vessel  may  be  made  of  any  kind 
of  glass  that  can  be  easily,  and,  therefore,  cheaply 
blown,  without  reference  to  its  insulating  qualities. 

3.  As  the  rod  is  easily  taken  out,  the  sulphuric  acid 
can  be  put  into  the  vessel  without  splashing  the  rod ;  or 
the  old  acid,  after  it  has  become  weak  by  absorbing 
water-vapour,  may  be  emptied  out,  and  fresh  acid  put  in 
without  fear  of  dirtying  the  rod.  This  it  would  be 
difficult  to  do,  even  with  another  opening  in  the  vessel, 
if  the  rod  were  immovabla 

144.  Laws  of  Surface  Leakage,  and  of  Leakage 
through  the  Mass. — The  film  of  dirt  and  moisture  on  a 
rod  acts  like  an  exceedingly  thin  layer  of  conducting 
matter,  therefore  for  stems  equally  damp  and  dirty  (and 
the  cleanest  glass  stem  rapidly  becomes  damp  and  dirty 
when  exposed  to  the  air),  the  surface  resistance  or  insu- 
lation 

I 
^?' 

whei*e  I  is  the  length,  and  d  the  diameter  of  the  stem, 
since  resistance  is  directly  proportional  to  the  length,  and 
inversely  as  the  sectional  area  of  the  conducting  layer. 
The  stem  also  conducts  through  its  mass,  and  its  resist 
tance  in  ohms  is 

I 

where  g  is  the  resistance  in  ohms  between  the  opposite 
faces  of  a  cubic  unit  of  the  glass  or  other  material^  of 
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wbich  the  insnlating  stem  is  made,  I  its  length,  and  d  its 
diameter.  If  I  and  rf  be  in  centimetres,  g  must  be  the 
resistance  of  a  cubic  centimetre ;  or,  if  I  and  c^  be  in 
inches,  g  must  be  the  resistance  of  a  cubic  inch. 

The  approximate  values  of  g  in  ohms  per  cubic  centi- 
metre, for  some  good  insulators,  are  given  in  Table 
No.  V.  The  resistance  of  an  insulator  increases  'up  to 
a  certain  limit  with  the  time  the  current  is  kept  on,  or 
with  the  time  of  " electrification"  as  it  is  shortly  called, 
so  that  the  values  in  the  table,  which  have  been  obtained 
after  several  minutes'  electrification,  represent  approxi- 
mately this  maximum  value.  The  resistance  of  insula- 
tors also  varies  with  the  temperature,  but  while  the 
resistance  of  conductors  increases  with  elevation  of 
temperature,  the  resistance  of  insulators  diminishes  with 
elevation  of  temperature. 


TABLE  No.  V. 

Approximate  Be- 

Substance. 

Tempera- 
ture — 

sistauceinoliins 
per  cubic  centi- 
raetre     after 

Authority. 

Centigrade. 

several  minutes' 
electrification. 

Mica  ...     . 

20^ 

84  X  101=^ 

Author. 
(  Standard  adopted 

Guttapercha   . 

24« 

450  X  10»2 

I  by  Mr.  Latimer 
(           Clark. 

SheU-lac.     .     . 

28° 

9,000  X  lOi^* 

Author. 

Hooper'sVulca-  | 

nised   India- 

24° 

15,000  X  10" 

Tests  of  Cables. 

rubber     .     .  J 

Ebonite  .    .     . 

^^o 

28,000  X  10" 

Author. 

Paraffin  Wax  . 

46° 

34,000  X  10" 

»» 

The  resistance  of  dense  flint  glass  has  not,  as  far  as 
the  author  is  aware,  been  measured  at  as  low  a  tempera- 
ture as  40°  C.  after  a  long  period  of  electrification.  At 
100**  C,  Mr.  Tliomas  Gray  found  that  it  was  about 
206  X  10^2  ohms  per  cubic  centimetre,  at  60**  C.  about 
1,020x1018,  and  that  it  increased  very  rapidly  as  the 
temperature  diminished.      Some  experiments  made  hy 
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the  author  showed  that,  after  several  hours'  electrifica« 
tion,  the  resistance  per  cubic  centimetre  at  ordinaiy 
temperatures  had  a  far  greater  value  than  this. 

In  the  above  formulae  for  the  surface  resistance  and 
resistance  of  the  mass  of  a  rod,  the  more  I  is  increased,  that 
is  to  say,  the  longer  the  stem  is  made,  the  larger  both  the 
surface  and  the  mass  insulation  become ;  while,  on  the 
other  hand,  the  larger  the  value  of  d,  the  smaller  are  both 
the  surface  and  the  mass  insulation,  the  latter,  however, 
diminishing  much  more  rapidly  than  the  former,  as  c?  is 
increased.     Consequently,  while  for  a  long  thin  rod  of 
fairly  good  insulating  material  the  main  loss  of  electricity 
will  be  over  the  surface,  for  a  very  short  thick  rod,  for  a 
sheet,  in  fact,  of  insulating  material  (for  that  is  what  a 
rod  ultimately  becomes,  as  it  is  made  shorter  and  thicker), 
the  main  leakage  will  be  through  the  material  if  the  elec- 
tricity is  conveyed  to  the  different  parts  at  each  side  of 
the  sheet  by  means  of  a  piece  of  tin-foil,  stuck  on  both 
sides  of  the  sheet  of  insulating  material,  and  if  sufficient 
of  the  surface  of  the  insulating  material  near  the  edges 
of  the  sheet  be  lefl  uncovered  to  prevent  surfiice  leakage. 
(See  construction  of  condensers,  §  173,  page  318.) 

145.  Cormgating  the  Sides  of  Ebonite  Pillars. — 
In  order  to  increase  the  value  of  Z  in  the  case  of  an  in- 
sulating stem  without  making  it  very  tall  and  weak,  it 
may  be  made  with  corrugations,  as  shown  in  Fig.  99. 
These  rings  have  not  only  the  advantage  that  ^  is  in- 
creased, but  the  thin  edges  may  be  very  easily  wiped 
with  a  clean  doth,  and  the  insulation  thereby  improved. 
Further,  although  these  edges  may  be  dirtied  if  the  rod 
be  touched  or  taken  hold  of,  the  cavities  between  them 
will  probably  be  lefl  clean,  and  hence  a  continuous  line 
of  dirt  will  not  be  formed  from  the  top  to  the  bottom  of 
the  pillar,  as  would  probably  be  the  case  if  the  surface 
of  the  pillar  were  smooth  without  corrugations. 

146.  Common  Fault  made  in  Constructing  Ebonite 
Pillars. — A  common  fault  made  in  constructing  insu- 
lating stems  of  ebonite,  and  which  should  be  most  care- 


Digitized  by  VjOOQIC 


Ch«^  VI.]      COMMON  FAULT  IN  EBONITE  PILLARS.  273 

fally  guarded  agaiiiBt,  consists  in  drilling  a  hole  right 
through  the  stem,  and  then  inserting  into  the  top  of 
this  hole  the  screw  which  holds  on  the  terminal,  and  into 
the  hottom  the   screw  which  holds  the    pillar    to    the 


Fig.  99. 

base.  This  continuous  hole  makes  it  impossible  by 
any  amount  of  cleaning  and  paraffining  of  the  outside 
of  the  stem  to  obtain  good  insulation,  for  even  if  the 
sides  of  this  hole  between  the  ends  of  the  screws  were 
quite  clean,  the  length  of  ebonite  surface  separating  the 
ends  of  the  screws  would  be  small  compared  with  the 
length  of  the  pillar  outside,  and  so  the  leakage  from 
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Bcrew  to  screw  inside  the  ebonite  pillar  would  be  gre&ter 
than  along  the  outside ;  but  when  in  addition  the  sides 
of  this  hole   are,  as  is  frequently  the  case,  dirty,    the 
insulation  of  the  pillar  is  immensely  diminished  by    the 
hole  being  bored  right  through.     The  hole  should,  there- 
fore, on  no  account  be  drilled  through ;  and    in     the 
case  of  any  old  apparatus  in  which  this  mistake  has  been 
made,  the  screws  should  be  taken  out,  and  the  sides  of 
the  hole  carefully  cleaned  with  a  small  brush,  such  as 
is  sold  for  cleaning  glass  tubes,  using   first   soda    sjid 
wann  water,  then  warm  water  without  soda,  and,  lastly, 
allowing  a  stream  of  distilled  water 
to  flow  through  the  hole ;   finally, 
when  the  sides  of  the  hole  are  quite 
dry,  melted  paraffin  wax  should  be 
poured  in,  so  that  there  is  a  little 
block  of  paraffin  wax  filling  up  the 
hole  between  the  ends  of  the  screws. 
.  147.  Telegraph  Insnlators. — In 
the   case    of    the  earthenware,    or 
porcelain,  insulators   used   to   sup- 
port telegraph  wires,  length  of  sur- 
face, combined  with  small  periphery 
of  a  transverse  section,  is  obtain^ 
by  means  of  the  "  double  cup  insur 
kUor''  (Fig.  100).      This  form    of 
insulator,  which  was  originally  pro- 
posed by  Mr.   Latimer   Clark,  has 
also  the  advantage  that  the  inner 
Pig.  100.  surface  2,  2   of  the   outer  cup,   as 

well  as  the  inner  4, 4,  and  outer 
surface  3,  3  of  the  inner  cup,  are  kejit  tolerably  clean 
and  dry.  Before  the  electricity  escaping  from  the  wire, 
which  is  bound  in  the  groove  at  the  upper  part  of 
the  insulator,  can  reach  the  iron  stalk,  by  means  of 
which  the  insulator  is  attached  to  the  wooden  or  iron 
bracket  on  the  telegraph  post,  it  must  leak  down  the 
outside  of  the  outer  cup  1, 1,  then  up  the  inside  of  the 


Digitized  by  VjOOQIC 


CIU9-TL]  TELEGRAPH    INSULATORS.  275 

outer  cap  2,  2,  then  down  the  outside  of  the  inner  cup 
3, 3,  and,  lastly,  up  the  inside  of  the  inner  cup  4,  4. 

The  porcelain,  or  earthenware,  cups  should,  as  origi- 
nallj  suggested  by  the  late  Mr.  Cromwell  Yarley,  be 
moidded  separately,  and  cemented  together  after  they 
are  baked,  in  order  that  a  possible  flaw  in  the  one  may 
not  be  accompanied  by  a  flaw  in  the  other,  which  would 
probably  be  the  case  if  they  were  moulded  in  one  and 
then  ba^ed  The  lips  of  the  cups  should  be  shaped  as 
shown  in  the  figure,  for,  with  this  shape,  Mr.  Varley 
found  that  the  drops  of  water  hanging  on  the  lip  during, 
or  after,  ndn,  were  simply  blown  a  little  way  up  inside 
the  cups,  instead  of  being  broken  and  the  moisture 
scattered  all  over  the  inside  of  the  insulator,  moistening 
all  parts. 

148.  Testing  Insulators  during  Manufacture. — In 
order  to  test  the  quality  of  insulators,  a  hundred  of  them 
are  placed,  invertedy  so  that  they  can  hold  water,  in  a 
shallow  metal-lined  trough,  containing  sufficient  water  to 
come  to  within  half  an  inch  of  their  lips,  and  water 
having  been  poured  into  both  the  cups  so  as  to  reach  to 
about  the  same  height,  the  insulators  are  left  in  the  water 
for  at  least  forty-eight  hours,  to  give  time  for  the  water  to 
soak  into  any  cracks  in  the  earthenware  or  porcelain.  The 
metal  stalks  of  all  the  insulators  are  fastened  together 
with  copper  wire,  and  the  resistance  between  this  copper 
wire  and  the  water  in  the  trough,  or,  what  is  electrically 
the  same  thing,  the  metallic  lining  of  the  trough,  will 
measure  the  parallel  resistance  to  leakage  ihr<yugh  the 
earthenware  or  porcelain  of  which  the  cups  are  made, 
and  over  the  surfsu^  of  the  lips  of  the  cups.  To  diminish 
the  surface  leakage  as  much  as  possible,  the  lips  are 
dried,  just  before  ttie  test  is  made,  by  large  red-hot  rollers 
being  rajndly  rolled  backwards  and  forwards  over  the 
troughs  along  iron  rails  fastened  on  the  tops  of  the  sides 
of  the  troughs,  this  operation  being  performed  so  quickly 
that  the  lips  of  the  insulators  are  dried  before  any  appre- 
ciable quantity  of  the  water  in  the  trough  or  in  the 
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insulator  cups  is  evaporated,  and  the  air  in  the  neigh- 
bourhood of  the  cups  thus  rendered  steamy.  Then, 
before  the  lips  have  had  time  to  cool,  and,  therefore, 
before  any  fresh  moisture  can  settle  on  them,  the  parallel 
resistance  is  measured. 

The  resistance  of  one  double  cup  insulator  made  of 
porcelain,  and  tested  in  this  manner,  varies  from  five 
hundred  thousand  million  to  four  million  million  ohms, 
depending  on  the  size  of  the  cups,  and  the  quality  of  the 
clay  of  which  the  cups  are  made.  Taking  two  million  ^^meg- 
okvM^^-  that  is  two  million  million  ohms,  as  the  average 
resistance  of  each  of  a  batch  of  100,  the  100  should  have 
a  parallel  resistance  of  twenty  thousand  megohms.  If  a 
set  of  100  are  found  to  have  a  parallel  resistance  much 
below  the  other  sets  of  100  of  the  same  type,  it  is  either 
due  to  faulty  drying  of  the  lips,  or  to  the  presence  of  one 
or  more  cracked  porcelain  cups  in  the  batch,  or  to  one  or 
more  of  the  porcelain  cups  having  been  badly  baked. 
Under  these  circumstances  a  red-hot  iron  roller  should  be 
again  rolled  backwards  and  forwards  over  the  trough, 
when,  if  the  same  low  resistance  is  again  obtained,  the 
wire  should  be  unwound  from  the  iron  stalks,  and  each 
insulator  should  be  tested  roughly  and  quickly ^  by  touch- 
ing the  stalk  with  one  of  the  copper  wires  connected 
with  the  measuring  appamtus,  the  other  wire  coming 
from  the  measuring  apparatus  being  still  attached  to  the 
metallic  lining  of  the  trough.  In  touching  the  stalk 
with  the  wire,  care  must  be  taken  to  hold  the  india- 
rubber  or  guttapercha  coveiing  at  some  little  distance 
from  the  end,  and  the  insulating  coating  must  be  cut 
like  a  pencil,  as  shown  in  Fig.  98,  page  267 ;  otherwise 
the  leakage  to  earth  along  the  outer  surface  of  the  in- 
sulated wire  will  be  mistaken  for  leakage  through  the 
porcelain  of  an  insulator.  In  this  way  the  defective  in- 
sulator or  insulators  may  be  detected  and  removed  from 
the  batch. 

This  rough  method  of  picking  out  defective  insulators 
may  with  advantage  be  employed  before  the  stalks  of  the 
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insulators  are  wired  together,  and  the  parallel  resistance 
of  the  batch  of  100  tested  accurately.  For  supposing  one 
million  megohms  were  taken  as  the  *'  specified  "  or  con- 
trad  minimum  resistance  of  each  insulator,  then,  if  ninety- 
nine  of  them  happened  to  be  each  of  them  better  than 
the  specified  standard,  having,  say,  each  three  million 
megohms,  whereas  one  of  them  was  much  below  the 
standard,  and  had  only,  say,  twenty  thousand  megohms, 
ihe  parallel  resistance  of  the  100  would  be  12,048 
megohma  But  as  this  would  be  more  than  the  specified 
resistance  of  a  good  hundred,  which  would  be  ten  thousand 
megohms,  it  follows  that^  although  the  batch  contained 
an  insulator  having  only  the  xl^jth  of  the  resistance  of 
each  of  the  remaining  ninety-nine,  the  batch  would  be 
allowed  to  pass  if  the  insulators  were  only  tested  in 
hundreds,  and  were  not  subjected  individually  to  any 
test  But  such  an  insulator,  which  had  only  the  y^^th 
of  the  resistance  of  each  of  the  rest,  should  certainly  be 
rejected,  since,  although  the  defect  at  present  is  only  a 
small  one,  it  is  extremely  probable  that  this  defect  will 
go  on  increasing,  so  that  if  it  be  put  up  with  others 
on  a  telegraph  line,  more  electricity  will  eventually  leak 
through  this  insulator  to  the  ground  than  will  escape 
over  the  surface  of  all  the  insulators  which  support 
several  miles  of  the  telegraph  wire. 

149.  .Measuring  High  Resistances. — With  an  or- 
dinary Wheatstone's  bridge  we  can  test  resistances  up  to 
Ml  million  ohms,  but  not  above  that,  consequently  resist- 
ances of  thousands  of  megohms  are  usually  tested  in  quite 
a  difierent  way,  by  measuring  the  current  that  a  known 
P.  D.  will  send  through  them.  As,  however,  the  gal- 
vanometer must  be  extremely  sensitive  to  enable  such 
small  currents  to  be  measured  by  means  of  it,  and  as  the 
absolute  value  of  the  deflection  of  such  a  very  delicate 
or  sensitive  galvanometer  is  liable  to  vary  from  day  to 
day,  we  do  not  attempt  to  calibrate  the  galvanometer 
absolutely  in  amperes,  or  rather  in  millionths  of  an  am- 
pere.    Further,  it  is  not  necessary  to  know  the  value  in 
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volts  of  the  p.  D.  employed,  since,  if  we  compare  the 
current  sent  by  this  P.  D.  through  the  unknown  resist- 
ance with  that  sent  by  the  same  P.  D.,  or  by  a  known 
portion  of  it,  through  a  known  resistance,  the  value  of 
the  unknown  resistance  can  be  ascertained. 

150.  Subdividing  a  P.  D.  into  Known  Fractions. — 
The  simplest  arrangement  for  obtaining  a  known  fraction 
of  a  P.  D.  is  to  cause  a  steady  current,  by  means  of  a 
battery  b  (Fig.  101),  to  flow  through  a  very  high  resist- 
ance L  M ;   then  the  P.  D.  between  any  two  points  s  t, 

bears  to  the  P.  D-  be- 
tween any  other  two 
points  L  V,  the  ratio 
that  the  resistance  g 
of  the  part  s  t  beai-s  to 
the  resistance  p  of  the 
whole  L  M.  The  P.  D. 
between  tlie  points  t,  M 
Fig.  lOL  may  be   employed    to 

send  a  current  through 
the  unknown  resistance  x,  and  the  P.  D.  between  the 
points  s  t,  through  a  known  resistance  r. 

It  is  not,  of  course,  necessary  that  both  the  points 
s  and  t  should  be  distinct  from  l  and  M ;  one  of  them, 
for  example,  s,  may  be  the  same  as  L. 

161.  Constant  of  a  Galvanometer. — If  the  unknown 
resistance  x  be  very  large,  the  galvanometer  must  be  very 
sensitive  ;  hence  either  the  known  resistance  r  must  be 
also  very  large,  or  q  must  be  very  small  compared  with  p, 
or,  lastly,  the  galvanometer  must  be  shunted  in  taking 
what  is  called  ^HJie  constant  o/ the  galvanometer,"  If  the 
resistance  l  m  be  very  accurately  subdivided,  then  there  is 
no  objection  to  taking  q  as  small  as  we  like ;  indeed,  taking 
q  very  small  has  in  such  a  case  an  advantage  over  shunting 
the  galvanometer,  arising  from  the  fact  that  the  smaller  q 
is,  and  the  higher  the  resistance  of  the  galvanometer  circuit 
(the  coils  of  which  are  attached  to  the  two  points  s  and 
t),  the  more  accurately  is  the  parallel  resistance  between 
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8  and  T  equal  simply  to  q.  If,  on  the  other  hand,  the 
resistance  l  m  be  not  very  accurately  divided,  then  it  is 
not  advisable  to  take  the  points  s  and  t  too  near  together, 
since  a  very  small  absolute  error  in  the  value  of  q  will 
make  a  very  large  error  in  the  ratio  of  ^  to  7?  when  q  is 
very  small  In  that  case,  shunting  the  galvanometer  is  a 
better  method  of  diminishing  the  galvanometer  deflection. 
Let  C  and  C  be  the  relative  strengths  of  the  currents 
paasing  through  the  galvanometer  when,  first,  the  P.  D. 
between  l  and  m  is  employed  in  sending  a  current 
through  X  with  the  galvanometer  unshunted  (Fig.  102), 


Fig.  102.  Fig.  108. 

and  when,  second,  the  P.  D.  between  s  and  t  is  sending 
a  cuiTent  through  r,  the  galvanometer  of  resistance  g, 
being  shunted  with  a  resistance  8  (Fig.  103),  then 

p^    ^ 8_ q __  0 

s-\'g 


X 


p  0  8  +  0/  80    \ 

q        C  8^8  +  9/^ 


89 


Generally  —yt"  ™^y  ^  neglected  in  comparison  with 

r,  and  g   in  compaiison  with  x.     In  which  case  very 
approximately  we  have 

p       0'       8  \-9 
a  =  ^  X  7^  X    — -    X  r, 
9        Q  8 
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If  we  have  not  a  large  subdivided  resistance,  lh 
(Figs.  102,  103),  then  we  must  employ  a  battery  of  many 
cells  in  series  when  sending  the  current  through  the  high 
resistance  x,  and  a  small  battery,  one  cell  perhaps,  when 
sending  the  current  through  the  known  resistance  r.  In 
such  a  case  the  ratio  of  the  electromotive  forces  of  the 
large  number  of  cells  to  that  of  the  small  number  will  be 
approximately  proportional  to  the  numbers  of  cells 
employed,  but  it  may  be  more  accurately  ascertained  by 
one  of  the  methods  already  described  (^  131,  132,  pages 
231,  234)  for  comparing  electromotive  forces.  Let  N  be 
the  ratio  of  the  electromotive  forces,  and  let  b  and  6'  be 
the  resistances,  in  ohms,  of  the  two  batteries,  then  if  C 
and  C  be  the  relative  strengths  of  the  current,  as  before, 

^N^        ^     j_  -      1  _  0 

X  -\-  b  ^  Sf    '    8  -\'  9       r  -\-b'  -\-  H-       ^'' 

.  •.  a:  =  N  X  ^'  X  '-^^  (r  +  ft'  +    -'f  )  -  (6  +  ^), 

8  Q 

Or,  as  usually  b'  -h  —j—   is  small  compared  with  r,  and 

as    b  -\-  g   ia  also   small   comparod   with    a;,    we   have 
approximately 

x  =  Nx  —  X xr. 

0  8 

Example  81. — Using  a  galvanometer,  the  deflection 
of  which  is  directly  proi^rtional  to  the  current  passing 
through  it,  and  having  a  resistance  of  7,500  ohms,  a 
deflection  of  220  divisions  on  the  scale  is  produced  when 
p  is  10,000  ohms,  and  the  current  is  sent  through  the 
unknown  resistance.  On  the  other  hand,  when  ^  is  100 
ohms,  and  the  current  is  sent  through  a  known  resistance 
of  10,000  ohms,  a  deflection  of  300  scale  divisions  is 
obtained  with  the  galvanometer  shunted  with  7*508 
ohms.     What  is  the  value  of  the  unknown  resistance  ] 

Using  the  complete  formula  we  find  that  the  un- 
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known  resistance  is  1,364,561,591,  while  the  approximate 
formula  gives  as  the  result  1,363,636,364.  For  all 
practical  purposes  it  would  be  sufficient  to  know  that  the 
resistance  was  1,364  megohms,  which  result  would  be  ob- 
tained quite  as  accurately  fi*om  the  second  answer  as  from 
the  &rst. 

Example  82. — With  100  cells  and  the  unknown  re- 
sistance a  deflection  of  192  scale  divisions  is  obtained, 
whereas  with  one  cell  and  a  known  resistance  of  25,000 
ohms  in  circuit  a  deflection  of  243  scale  divisions  is  pro- 
duced when  the  galvanometer  is  shunted  with  the  one- 
hundredth  shunt  What  is  the  value  of  the  unknown 
resistance  t        A  nawer. — 31 6  megohms  approximately. 

Example  83. — If  one  cell  give  a  deflection  of  100 
scale  divisions  when  10,000  ohms  &ve  in  circuit,  and  the 
galvanometer  is  shunted  with  the  one-thousandth  shunt, 
how  many  cells  must  be  used  to  test  a  resistance  of 
10,000  megohms  if  a  deflection  of  not  less  than  50  scale 
divisions  is  to  be  obtained  ? 

Anstoer, — 500  cells  approximately. 

Example  84. — If  one  cell  give  a  deflection  of  127 
scale  divisions  when  12,000  ohms  are  in  circuit,  and  the 
galvanometer  is  shunted  with  the  one-thousandth  shunt, 
through  what  resistance  would  one  cell  give  a  deflection  of 
one  scale  division  if  the  galvanometer  were  unshunted? 
Answer, — 1,524  megohms  approximately. 

152.  Very  Delicate  Galvanometers. — For  measuring 
accurately  the  current  that  100  Darnell's  cells  will  send 
through,  say,  20,000  megohms^  which  is  only  the  one  two- 
hundred-mUlionth  part  of  an  ampere,  we  must  employ  a 
galvanometer  which  is  far  more  sensitive  than  anything 
that  has  hitherto  been  described  in  this  book.  To  obtain 
this  high  degree  of  delicacy  three  conditions  must  be 
fulfilled  :— 

1.  The  number  of  turns  of  wire  on  the  galvanometer 
bobbin  must  be  very  large.     {See  §  217,  page  418.) 
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2.  The  suspended  magnetic  needle  must  be  strongly 
magnetised. 

3.  The  controlling  force  must  be  very  weak. 

In  order  to  fulfil  condition  No.  1,  and,  at  the  same 
time,  to  keep  all  the  turns  of  wire  close  to  the  suspended 
magnet,  very  fine  wire  must  be  used  in  winding  the 
bobbin.  No.  2  is  fulfilled  by  making  the  needle  of  hard 
steel;  a  piece  of  watch  spring  heated  to  redness  and 
cooled  suddenly  by  being  dipped  in  water  answers  vreU. 
By  the  proper  adjustment  of  an  auxiliary  magnet   the 

controlling  force  due  to  the 
earth    or  other   controlling 
magnet    may   be    rendered 
veiy    weak    for    any    one 
position   of   the  suspended 
needle  of  the  galvanometer, 
but   unless   the   controlling 
magnet   be  very  lai-ge  and 
far  away  it  is  difficult  to 
obtain  a  sufficiently  uniform 
field     for    the    controlling 
Fig.  i04w  force    acting    on    the    sus- 

pended magnet  to  be  weak 
throughout  the  whole  range  of  motion  of  the  suspended 
magnet.  A  better  plan  is  to  make  the  suspended  ar- 
rangement of  two  magnets  N  S,  N'  S'  rigidly  fastened, 
with  their  poles  reversed,  to  a  stiff  vertical  wire  (Pig. 
104).  If  these  two  magnets  N  S,  N'  S'  be  of  exactly  the 
same  length  and  strength,  and  if  their  poles  be  in  exactly 
the  same  vertical  plane,  the  earth's  magnetism  will  have  no 
effect  on  the  arrangement,  hence  it  will  rest  indifferently 
in  any  position  about  a  vertical  axis  as  far  as  the  earth's 
atti'action  is  concerned.*     But  if  one  of  these  magnets  be 

*  As  it  is  extremely  difficult  to  fix  the  roa^etic  needles  to  the 
vertical  wire  so  that  their  magnetic  axes  are  m  the  same  vertical 
plane,  the  practical  test  for  the  needles  being  equally  strong  is  not 
that  the  arrangement  will  rest  indifferently  in  any  position  when  it  is 
acted  on  by  the  earth's  magnetism  a^one,  but  that  the  needles  place 
themselves  etiU  and  wett,  since  this  is  the  only  position  in  which  the 
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inside  one  coil  of  wire,  and  if  the  other  be  inside  another, 
and  if  the  current  flow  in  opposite  directions  round  these 
coils,  ** the  moment  of  Hie  deflecting  couple"*  acting  on 
the  combination  will  be  the  sum  of  the  moments  of  the 
couples  acting  on  the  two  needles  separately,  and  hence 
may  be  made  as  large  as  we  please.  Such  an  arrangement 
is  called  an  "  astatic  combination  "  of  magnets,  and  with 
it  a  galvanometer  of  great  delicacy,  called  an  "  astatic  gal- 
vanameier,^*  may  be  made. 

In  practice  a  small  directive  force  is  produced  partly 
by  one  of  the  needles  being  a  slightly  stronger  magnet 
than  the  other,  and  partly  by  a  controlling  magnet  M 
(Fig.  108)  being  placed  nearer  one  of  the  needles  than 
the  other,  and  so  acting  more  strongly  on  that  one. 

158.  Thomson's  i^tatic  Oalvanometers. — Usually 
in  Sir   William   Thomson's    astatic   galvanometers   the 

foroet  acting  on  the  arrangement  due  to  the  earth^s  magnetism  balance 
one  another.  Actually  the  needles  place  themselves  so  that  their  axes 
are  equally  inclined  to  the  east  and  west  line,  but  the  inclination  is  so 
alight  that  they  appear  to  lie  east  and  west.     In  Fig.  105  the  equilibrium 


Fig.  105.  Fig.  106. 

position  is  shown,  the  needles  being  seen  in  plan,  and  their  axes,  for  the 
purpose  of  clearness,  being  drawn  more  inclined  to  one  another  than 
they  would  be  in  practice.  Fig.  106  shows  the  arrangement  slightly 
turned  round,  when  it  is  seen  that  equilibrium  cannot  exist. 

*  When  two  equal  forces  opposite  in  direction  and  parallel  to  one 
another,  but  not  in  the  same  line,  act  on  a  body,  they  constitute  a 
'*eoupU"  whose  **mojnerU**  n  the  product  of  either  force  into  the 
perpendicular  distance  between  them. 
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mirror    is    fastened   to   one  of    the   magnets,   and    an 
cUuminium  vane  to  the  other,  to  produce  ^^  damping,^ 
or  resistance  to  quick  vibrations  of  the  needle,  in  con- 
sequence of  which  it  is  rapidly  brought  to  rest  when 
deflected ;  and  the  mirror  and  the  vane  are  attached  to 
a  vertical  wire — made,  like  the  vane,  of  aluminium  for  tiie 
sake  of  lightness — suspended  by  a  fibre  of  unspun  silk. 
This  arrangement,  however,  has  two  disadvantages :  the 
one  that,  as  the  mirror  and  the  vane  are  much  larger 
than  the  magnet,  the  inner  windings  of  the  wire  in  the 
coils  cannot  be  brought  close  to  the  little  magnets ;  the 
other  that,   in  oixler   to    allow   the    reflected  ray   {see 
Fig.  38,  page  107)  to  emerge  from  the  coil  when  the 
mirror  is  deflected,  the  hole  in  the  coil  must  be  enlarged 
at  the  front,  that  is,  made  tnimpet-shaped,  which  causes 
the  wire  to  be  still  farther  removed  from  the  suspended 
magnet     A  better  plan  is  to  dispense  with  the  aluminium 
vane  and  attach  the  mirror  and  the  magnets  to  a  vertical 
strip  of  mica  ss  (Fig.  107),  as  such  a  strip  produces  suffi- 
cient damping  to  render  the  gal  vanometer  dead  beat.    Fur- 
ther, by  attaching  the  mirror  o  to  the  part  of  the  vertical 
strip  that  is  between  the  coils,  as  shown  in  the  figure, 
the  space  inside  the  coils  which  is  not  wound  with  wire 
need  only  be  large  enough  to  allow  sufficient  clearance 
for  the   free  motion    of    the  magnets   when   they   are 
deflected,  so  that  the  convolutions  of  wire  can  be  brought 
close  to   the   magnet  and   the   instrument   made   very 
delicate.     Also  the  arrangement  enables  a  larger  mirror 
to  be  employed  and  a  brighter  image  obtained  on  the  scale. 
The  astatic  combination  shown  in  Fig.  107  consists 
of  four  small  magnets  rtty  in  the  centre  of  one  pair  of 
coils,  with  their  marked  poles,  say,  all  turned  to  the 
right,  and  four  similar  small  magnets  m  in  the  centre  of 
the  other  coil,  with  their  marked  poles  all  turned  to  the 
left.     The  strip  of  mica  s  s,  to  which  these  two  sets  of 
magnets  are  fastened,  hangs  by  a  fibre  of  unspun  silk 
from  a  small  hook  at  the  end  of  a  screw,  which  can  be 
raised  or  lowei'ed  by  turning  the  nut  7i,     To  prevent  the 
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screw  also  turning  and  twisting  the  fibre  when  the  nut  n 
is  turned,  there  is  a  small  vertical  gi-oove  cut  in  the  side 
of  the  screw,  in  which  runs  a  small  pin  attached  to  the 
framework  of  the  galvanometer. 

In  order  to  insert  the  astatic  combination  of  magnetic 
needles  in  the  instrument,  two  of  the  coils  must  be  re- 
moved.    This  is  much  facilitated  if  the  coils  be  mounted 


Fig.  107. 

in  hollow  boxes  b  b,  attached  by  hinges  to  the  frame- 
work of  the  galvanometer,  as  seen  in  Fig.  107,  which 
shows  two  of  these  boxes  containing  the  coils  turned 
hack  so  that  the  interior  of  the  galvanometer  may  be  seen. 
To  prevent  the  coils  touching  the  suspension  when  the 
boxes  are  closed,  strips  of  paraffin  wax  or  guttapercha,  f, 
are  inserted. 

All  reflecting  galvanometers  which  have  not  an  ad- 
justment for  centring  the  fibre  should  be  provided  with 
two  adjustable  spirit-levels  l  l,  attached,  at  right  angles 


Digitized  by  VjOOQ IC 


286  PRACTICAL   ELBCTKICITT.  [Cliap.  VI. 

to  one  another,  to  the  base  of  the  galvanometer.  When 
the  instrument  is  made,  the  levelling  screws,  on  -which 
the  galvanometer  rests,  should  be  adjusted  until  the  bus- 
pended  needles  hang  quite  freely  inside  the  coils,  then 
the  levels  should  be  adjusted  until  the  bubble  of  air  is 
in  the  middle  of  each  tube.  On  all  future  occasions  -when 
the  instrument  is  used,  the  levelling  screws  should  be 
turned  round  until  the  bubbles  are  in  the  centres  of  the 
tubes,  and  then  we  may  be  sure  that  the  needles  are 
hanging  freely  inside  the  coils.  If  the  whole  apparatus 
could  be  made  perfectly  true,  the  mere  levelling  of  the 
base  with  an  ordinary  carpenter's  level  when  the  galvano- 
meter was  about  to  be  used  would  be  sufficient  to  insure 
perfect  freedom  of  the  needles ;  but  if  the  aluminium  wire 
be  not  perfectly  sti-aight,  or  if  the  coils  be  not  perfectly 
symmetrical,  from  the  wire  perhaps  having  bulged,  the 
mere  levelling  of  the  base  would  not  suffice. 

154.  Importance  of  the  Galvanometer  being  Well 
Insulated. — In  many  cases  when  a  high  resistance  has  to 
be  measured  it  is  the  resistance  between  some  insulated 
body  and  the  earth ;  for  example,  the  resistance  of  the 
layer  of  guttapercha  between  the  copper  conductor  of 
a  cable  and  the  water.  It  is  impossible,  of  course,  to 
insert  the  galvanometer  between  the  guttapercha  and 
the  water,  hence  it  must  be  placed  between  the  battery 
and  the  insulated  body.  The  currents,  therefore,  that 
will  jmss  through  the  galvanometer  will  be  the  sum  of 
the  current  that  passes  thix)ugh  the  resistance  that  we 
desire  to  mea.sure,  and  the  current  that  will  leak  to 
earth  from  the  terminal  of  the  galvanometer  that  is 
attached  to  the  insulated  body,  if  this  terminal  be  not 
well  insulated.  The  value  of  this  leakage  current  can  be 
ascertained  by  disconnecting  the  galvanometer  from  the 
body  whose  insulation  we  desire  to  test,  and  testing  the 
insulation  of  the  galvanometer  alone ;  but  a  better  plan 
is  to  endeavour  to  render  these  leakage  currents  prac- 
tically nought  by  having  all  parts  of  the  galvanometer 
well    insulated,   as   well  as  the   wire    connecting    the 
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Fig.  iw. 
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galvanometer  with  the  insulated  body.     To  insulate  the 
coils  of  the  galvanometer  from   the  earth   the    hollow 
boxes  B  B  (Fig.  107)  in  which  the  coils  are  held,  as  well 
as  the  piUars  P  p,  are,  in  the  best  galvanometers,  made 
of  ebonite.      The  ends  of  the  coils  should  be  fastened 
to  ebonite  pillars  p  p,  inside  the  outer  brass  case  of  the 
instrument,   and   the   wires   employed    to   connect    the 
galvanometer  with  other  apparatus  can  be  attached  to 
the  terminals  at  the  top  of  these  pillars  either  by  passing 
the  wires  through  openings  in   the   brass   case,    which 
0]>ening8  may  be  closed  by  little  dooi*s  when  the  galvano- 
meter is  not  in  use,  or,  better  still,  the  flexible  wires  may 
be  attached  to  terminals  t  t,  at  the  ends  of  horizontal 
stiff  bi-ass  wires  w  w,  the  other  ends  of  which  are  screwed 
into  the  terminals  t  t,  at  the  tops  of  the  ebonite  pillars 
p  /),  as  seen  in  Fig.  107.     These  stiff  brass  wires  pass 
through  holes  h  h,  in  the  bnws  cover  q,  which  is  shown 
removed  from  the  galvanometer  in   Fig.   108,  without 
touching  it,  and  by  pushing  in  the  ebonite  collars  E  E, 
which  slide  on  the  wires  w  w,  the  holes  h  h  can  be  closed 
up,  either  when  the  galvanometer  is  not  in  use,  or  when 
it  is  employed  for  expeiiments  not  requiring  the  highest 
insulation   of   the   terminals.      When   it   is   desired   to 
remove  the  cover,  the  wires  w  w  are  first  unscrewed  from 
the  terminals  t  i  and  withdrawn,  then  the  small  screws 
at  the  bottom  of  the  cover  (Fig.  108),  which  screw  into  the 
brass  lugs  at  the  base  of  the  galvanometer  (Fig.  107), 
are  loosened. 

o  (Fig.  108)  is  a  window  let  into  the  cover  for  the 
light  to  pass  through  on  its  passage  to  and  from  the 
mirror ;  «  is  a  screw  held  against  the  worm-wheel  w  by 
a  spring  r,  and  by  turning  the  handle  the  controlling 
magnet  M  can  be  turned  round,  and  the  spot  of  light 
brought  to  the  centre  of  the  scale.  By  raising  or  lower- 
ing M  the  sensibility  of  the  galvanometer  is  increased  or 
diminished. 

In  some  cases  the  unknown  resistance  is  so  large — 
when  it  is,  for  example,  the  insulation  resistance  of  a 
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short  bit  of  good  cable — that  even  the  method  of  testing 
described  iii  §  151,  page  279,  is  not  sensitive  enough  to 
give  its  value  ;  in  such  a  case  the  "  leakage  method  of 
meamring  resistance  "  described  in  §  185,  page  344,  must 
be  resorted  to. 


CHAPTER  VII. 

QUANTITY   AND   CAPACITY. 

156.  Coulomb— 156.  Ballistio  Galvanometer  — 157.  Correction  for 
Damping — ^158.  Logarithmic  Decrement — 159.  Determining  the 
L^arithmic  Decrement  when  the  Damping  is  very  Slight — 
160.  Comparing  Quantities  of  Electricity — 161.  Capacity — 162. 
Condenser— 163.  Capacity  of  a  Condenser  is  Constant— 164. 
Variation  of  the  Capacity  of  a  Condenser  with  the  Area  of  its 
Coatings— 165.  Variation  of  the  Capacity  of  a  Condenser  with  the 
Distance  between  the  Coatings— 166.  Farad— 167.  Charge  in 
Terms  of  Capadtv — 168.  Capacity  of  a  Cylindrical  Condenser — 
169.  Specific  Inductive  Capacity— 170.  Condensers  for  Large 
P.  Ds.— 171.  Leyden  Jar— 172.  Battery  of  Leyden  Jars— 173.  Con- 
structing Condensers  of  very  Large  Capacity— 174.  Comparing 
Capacities — 175.  Condensers  are  Stores  of  Electric  Enersy,  not 
of  Electricity — 176.  Charge  and  Dischartre  Key — 177.  Absolute 
Bf  easurement  of  a  Capacity — 178.  Statical  Method  of  Comparing 
Capacities— 179.  Measuring  Snecific  Inductive  Capacity— 180. 
Standard  Air  Condenser — 181.  Every  Charged  Body  is  One  Coat- 
ing of  a  Condenser — 182.  Capacity  of  a  Spherical  Condenser— 183. 
Condenser  Method  of  Comparing  the  E.  M.  Fs.  of  Current  Gene- 
rators— 184.  Condenser  Method  of  Measuring  the  Resistance  of  a 
Current  Generator — 185.  Measuring  a  Resistance  by  the  Rate  of 
Loss  of  Charge— 186.  Rate  of  Loss  of  Charge  from  Leakage 
through  the  Mass  depends  on  the  Nature  of  the  Dielectric,  and 
not  on  the  Shape  or  Size  of  the  Condenser— 187.  Galvanometric 
Method  of  Measuring  Resistance  by  Loss  of  Charge— 188.  Multi- 
plying Power  of  a  Shunt  used  in  Measuring  a  Discharge— 189. 
Production  of  Large  Potential  Differences  — 190.  Condensing 
Electroscope— 191.  Calibrating  a  Gold-Leaf  Electroscope— 192. 
Electrophorus— 193.  Ebonite  Electrophorus  arranged  to  give 
Negative  Charges — 194.  Accumulating  Influence  Machines— 195. 
Thomson's  Replenisher— 196.  Wimshurst  Influence  Machine— 
197.  Dry  PUes. 

155.  Coulomb. — A  "  coulomb  "  is  the  unit  of  electric 

quantity,  and  it  is  defined  as  the  quantity  of  electricity 

that  flows  per  second  past  a  cross  section  of  a  conductor 

conveying  an  ampere.     In  the  case  of  a  stream  of  water 
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through  a  pipe  we  can  measure  the  current  by  putting  a 
bucket  under  the  end  of  the  pipe,  and  actually  measuring 
the  number  of  cubic  feet  or  gallons  of  water  that  flow 
out  per  minute,  but  in  the  case  of  an  electric  current 
there  is  no  end   to  the   pi|>e   or   conductor,  since  the 
electric  circuit   is  necessarily  a  closed  one,  and  if  we 
attempted  to  cut  the  wire  for  the  purpose  of  inserting 
some  apparatus  in  order  to  catch,  so  to  say,  the  electricity, 
we  should  stop  the  current.     What  we  have,  therefore, 
to  do  in  order  to  measure  a  quantity  of  electricity  is  to 
discharge  the   body  containing   it  thi-ough   the   coil  of 
a  galvanometer,  and  observe  the  current  produced  during 
the  discharge.      This  discharge  of   electricity,  and  the 
current  produced   by  it,   last  a  very  short  time,  and, 
further,  the  current  changes  in  value  rapidly  during  the 
discharge.     For  example,  suppose  that  an  insulated  con- 
ductor containing  K  coulombs  of  electricity,  and  charged 
to  a  potential  of  V  volts,  be  discharged  by  being  con- 
nected with  the  ground  through  the  coil  of  a  galvano- 
meter ;  then,  as  the  electricity  flows  out,  the  potential  of 
the  conductor  will  fall,  hence  the  P.  D.  between  it  and  the 
ground,  and  consequently  the  current,  will  rapidly  grow 
less,  until,  when  the  discharge  is  nearly  completed,  and 
the  potential  is  nearly  reduced  to  that  of  the  earth,  the 
current  will  be  extremely  small.     The  effect,  therefore, 
of  sending   such   a  discharge  of  electricity   through   a 
galvanometer  coil  is  to  cause  the  needle  of  the  galvano- 
meter to  be  suddenly  deflected,  after  which  it  returns 
through  the  zero  position,   at  which  it  finally  stays  at 
rest  after  a  few  swings.     Although  the  curi-ent  during 
the   discharge   is    rapidly  growing   less   and   less,    and 
although,   therefore,   the  impulses  given  to  the  needle 
during  successive  equal  short  intervals  of  time  during 
the  discharge  become  feebler  and  feebler,  it  is  possible, 
when  tlie  whole  discharge  is  completed  before  the  needle 
begins  to  move,  to  sum  up  the  effects  of  all  these  impulses, 
and  so  to  estimate  the  number  of  coulombs  of  electricity 
that  pass  during  the  discharge  from  the  instantaneous 
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deflection  or  "  elongcUian,"  or  "  throw  "  of  the  needle,  as  it 
is  sometimes  called.  The  magnitude  of  this  first  angular 
deflection  of  the  needle  k^  depends — 

1.  On  K  the  number  of  coulombs  that  pass. 

2.  On  the  moment  of  inertia  of  the  needle  and 
pointer,  or  other  indicating  arrangement. 

3.  On  the  moment  of  the  controUifig  forces,  that  is,  the 
forces  which  resist  the  needle  moving  away  from  the  zero 
position,  and  which  tend  to  pull  it  back  to  that  position. 

4.  On  the  moment  of  the  forces  that  "  damp  "  the 
vibrations,  that  is,  the  forces,  due  to  air  or  ^^niagiietic 
friction"  that  simply  resist  the  motion  of  the  needle  (see 
§  156,  page  294). 

5.  On  the  moment  of  the  deflecting  forces  exertetl 
on  the  needle  by  a  given  constant  current  flowing 
through  the  coil. 

Increasing  either  1  or  5  will  increase  the  magnitude 
of  the  first  swing,  which,  on  the  other  hand,  will  be 
diminished  by  increasing  either  2,  3,  or  4.  If  the 
needle  be  set  swinging  when  no  current  is  flowing,  the 
quickness  of  the  vibration  will  depend  on  the  largeness 
of  3,  and  on  the  smallness  of  2  and  4,  so  that  if  P  be 
the  "  jyeriodic  time  of  vibration  "  of  the  needle  in  seconds, 
that  is,  the  numher  of  seconds  that  intervene  between  tlm 
moment  wlien  the  needle  passes  any  position  and  the 
moment  when  it  next  passes  the  same  position  svnnging  in 
the  same  direction,  P  will  be  increased  by  diminishing  3,  or 
by  increasing  2  or  4.  On  the  other  hand,  if  a°  be  the 
angular  deflection  produced  when  a  steady  cuiTent  of 
A  amperes  flows  through  the  coil,  a°  will  be  increased  by 
increasing  5,  or  by  diminishing  3,  but  will  be  unafiected 
by  altering  2  or  4. 

Taking  all  these  effects  into  consideration,  it  can  be 
shown  that,  when  both  k°  and  a°  are  small,  and  when  the 
damping  is  very  small, 

Pre 
A        Sin.  .» 
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If  a  reflecting  galvanometer  be  employed,  k^  and  a° 
will  necessarily  be  both  small,  because,  with  a  scale  say 
two  feet  long,  put  four  feet  away  from  the  mirror,  the 
spot  of  light  wiU  be  deflected  from  the  centre  to  the  end 
of  the  scale  by  the  mirror  turning  through  an  angle  of 
only  7°.  Indeed,  with  a  reflecting  galvanometer,  as 
ex]>lained  in  §  56,  page  108,  we  may,  with  considerable 
accuracy,  replace  the  angular  deflections  by  the  number 
of  divisions  on  the  scale  through  which  the  spot  of  light 
is  deflected.     Let  these  be  k  and  a  respectively,  then 

P      A      A; 
K  =  —  X  -9  X  —  very  approximately. 

In  order  that  we  may  employ  this  formula  without  error 
to  measure  a  quantity  of  electricity  directly  in  coulombs, 
it  is  necessary  to  employ  a  "  ballistic  galvanometer.^ 

166.  Ballistic  Galvanometer. — In  order  to  employ 
an  ordinary  reflecting  galvanometer  as  a  ballistic  galvano- 
meter, the  ^^air  vane^*  should  be  removed  to  diminish 
the  damping  as  much  as  possible,  or  if  the  support  for 
the  mirror  and  the  magnets  be  the  air  vane  as  in  s  s 
(Fig.  107),  it  should  be  replaced  by  a  vertical  aluminium 
wire  ;  and,  in  addition,  the  needle  should  be  weiglUedy  as 
this  not  only  still  further  diminishes  the  damping  action, 
but  makes  the  vibrations  much  slower,  and  so  enables 
the  periodic  time  P  to  be  accurately  determined.  Also 
this  increase  in  the  periodic  time  teiids  to  prevent  tfie 
needle  starting  be/ore  tlie  discluirge  has  been  completed^ 
which  is  the  fundamental  condition  that  must  be  fulfilled 
in  order  that  this  formida  may  be  true.  A  very  suitable 
form  of  galvanometer  to  be  used  as  a  ballistic  galvano- 
meter is  shown  in  Eig.  109,  in  which  R,  R  are  the  coils,  and 
inside  which  is  suspended  a  bell-shaped  magnet,  devised  by 
Messrs.  Siemens  and  Halske,  seen  in  elevation  in  M,  and  in 
plan  in  n«,  to  the  left  of  Fig.  109.  By  means  of  an  alumi- 
nium wire  the  magnet  is  attached  to  a  mirror  s,  and  the 
whole  suspended  by  a  long  fibre  of  unspun  silk,  hanging 
inside  a  glass  tube  r.    The  fibre  can  be  raised  or  lowered 
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by  means  of  the  vertical  pin  at  the  top  of  the  tube,  and  it 
can  be  centred  by  means  of  the  three  horizontal  «crews 
(two  only  of  — 

which  are 
seen  in  the 
figure)which 
hold  in  posi- 
tion  the 
outer    brass 

collar  cover-  ) 

ing  the  ver- 
tical pin. 

In  the 
case  of  a  gal- 
vanometer 
provided 
with  a  cen- 
tring ar- 
rangement, 
such  as  is 
shown  in 
Pig.  109,  it 
18  not  neces- 
sary to  have 
adjustable 
levels,  as 
seen  in  Fig. 
107,because, 
when  the  in- 
strument is 
constructed, 

the  base  can  ^ 

be  levelled 
with  an  ordi- 
nary    level, 

and  the  nee-  ^«-  ^^' 

die  then  centred  by  means  of  the  three  adjusting  screws 
at  the  top  of  the  tube.     On  all  future  occasions  when  it 
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is  desired  to  use  the  galvanometer,  all  that  need  be  <lono 
is  to  level  the  base,  since  when  this  is  done  we  are  sure 
that  the  needle  is  properly  centred. 

This  galvanometer,  as  usually  constructed,  contains  a 
large  copper  ball  inside  the  coils,  which  is  shown  in 
section  in  K,  at  the  upper  right  hand  of  the  figure  ;  but 
this  ball,  which  is  introduced  for  the  purpose  of  damping 
the  vibrations,  must,  of  course,  be  removed  when  it  is 
desired  to  use  the  instrument  as  a  ballistic  galvanometer. 
The  copper  ball  damps  by  the  magnetic  friction  produced 
by  the  attraction  between  the  moving  magnet  and  the 
electric  currents  induced  in  the  copper  by  the  motion. 

When  making  experiments  with  a  ballistic  galvano- 
meter^  great  care  must  he  taken  that  the  needle  is  absolutely 
at  rest  when  the  discl^arge  test  is  m/ide,  otiierwise  the  ap- 
preciable momentumy  which  is  possessed  by  the  needle  of 
large  moment  of  inertia^  even  wlien  moving  slowly^  will  he 
added  to,  or  subtracted  from,  that  given  to  it  by  the  current, 
and  will  introduce  an  eiTor.  This  necessity  of  waiting 
for  the  undamped  needle  to  come  absolutely  to  rest 
makes  observations  with  a  ballistic  galvanometer  most 
tedious,  and  it  is  well  to  place,  at  some  convenient  spot 
outside  the  galvanometer,  a  small  independent  coil  of 
wire,  in  circuit  with  a  cell  and  a  reversing  key,  by  means 
of  which  small  impulses  may  be  given  to  the  needle  to 
stop  it  when  it  is  swinging. 

Example  85. — With  a  galvanometer,  the  needle  of 
which  executes  11  complete  swings  in  6  J  seconds  1 
DanielFs  cell,  having  an  E.  M.  F.  of  1*07  volts,  and  an 
internal  resistance  of  3  ohms,  produces  a  deflection  of 
127  scale  divisions  when  there  is  a  resistance  of  10,000 
ohms  in  the  circuit,  excluding  the  galvanometer  which 
has  a  resistance  of  7,560,  and  which  is  shunted 
with  the  one  -  thousandth  shunt  What  number  of 
coulombs  is  discharged  through  the  galvanometer  when 
an  instantaneous  deflection  of  230  scale  divisions  is 
produced  ) 
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The  current  producing  the  steady  deflection  of  127 
■cale  divisions,  is 

1  1-07 

X amperes, 


1'^^^       3+10,000+1^ 
1,000 

1'07 
or amperes  approximately, 

10,000,000      ^         *^* 

^  6-5  1-07  230       ,     , 

,  •,  K  = X X coulombs 

11  X  TT      2  X  10,000,000       127 

approximately. 
Anstver, — 0'01822  microcoulombs  approximately. 

Example  86. — What  alteration  could  be  made  in  the 
galvanometer  referred  to  in  the  last  example  other  than 
altering  the  coils,  so  that  one-tenth  of  a  microcoulomb 
should  pi*oduce  an  instantaneous  deflection  of  100  scale 
divisions  ? 

Answer, — Either  the  sensibility  of  the  galvanometer 
must,  by  slightly  approaching  the  controlling  magnet,  be 
diminished  in  the  ratio  of  001822  x  100  to  01  x  230, 
or  the  needle  must  be  weighted  so  that  the  periodic  time 
is  increased  in  the  ratio  of  01  x  230  to  001822  x  100. 

Example  87. — Which  galvanometer  would  be  the 
more  sensitive  for  the  measurement  of  quantity,  one 
whose  needle  made  9  complete  vibrations  in  3  seconds, 
and  with  which  a  deflection  of  200  scale  divisions  was 
produced  by  1  Daniell*s  cell  when  10,000  ohms  were  in 
circuit,  and  the  galvanometer  was  shunted  with  the  one- 
hundredth  shunt,  or  one  whose  needle  made  1 1  vibra- 
tions in  7  seconds,  and  with  which  a  deflection  of  85 
scale  divisions  was  produced  by  the  same  Daniell's  cell 
when  6,000  ohms  were  in  circuit,  and  the  galvanometer 
was  shunted  with  the  one-thousandth  shunt  ? 

In  order  to  produce  an  instantaneous  deflection  of 
100  scale  divisions,  there  will  be  required  with  the  two 
galvanometers  respectively, 
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3 1  E  100 

9t  ^  2  X  100  ^  10,000~^  200' 

,7  1  E         100       ,     , 

and  X     X X coulombs, 

11 X      2x1,000      6,000       85 

if  E  be  the  R  M.  F.  in  volts  of  the  Danieirs  cell, 

0-08333  E       ,  006238  E      .  ,      , 

or     and microcoulombs. 

IT  IT 

Consequently  the  sensibility  of  the  second  galvanometer 
for  measuring  quantity  bears  to  that  of  the  first  the 
ratio  of  008333  to  006238,  or  1-336  to  1,  hence  the 
second  is  leather  more  than  one-third  more  sensitive  than 
the  first. 

157.  Correotion  for  Damping.— If  it  is  not  possible 
to  remoye  the  vane  of  a  galvanometer  so  as  to  diminish  the  damp- 
ing to  a  very  small  value,  or  if  it  is  desired  to  make  very  accarate 
experiments,  in  which  case  the  damping,  however  small,  oaght  to 
be  allowed  for,  the  following  formula  should  be  employ^ : — 

K  =  ^x|xl(l+|), 

where  /  is  what  is  known  as  the  **  Napierian  logarithmic  decrement  J** 
This  formula  is  correct  when  the  damping  is  too  great  to  be  en- 
tirely neglected,  but  still  not  exceedingly  large,  in  which  case  the 
formula  is  much  more  complicated. 

158.  Logarithmic  Decrement. — When  there  is  damping, 
the  amplitude  of  the  oscillations  of  the  needle  wUl  g^w  gp:tulually 
less  and  less,  and  the  **  decrement "  is  the  name  given  to  the  ratio  of 
the  ampHtude  of  one  oscillation  to  the  amplitude  of  the  succeeding  one^ 
and  this  ratio  experiment  shows  is  the  same  for  any  two  successive 
vibrations.  The  Napierian  logarithmic  decrement  is  the  logarithm 
of  this  ratio  to  the  base  e,  or  2*71828,  and  this  again  equals  the  log- 
arithm of  this  ratio  to  the  base  10,  divided  by  the  logarithm  of 
ff  to  the  base  10,  that  is, 

log.,  ratio  =  l^?Joi5*l2, 
log-io« 
__  log.to  ratio 
0-4343 

If  not  merely  the  value  of  log.-^o  ratio  be  found  in  a  table  of 
logarithms,  but  if  the  value  of  the  fraction  be  also  calculated  by 
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nsing  logarithms,  care  must  be  taken  to  employ  log.^^  log.jo  ratio, 
that  is,  to  extract  the  logarithm  twice  over,  because 

log-io  Iofir«€  ratio  =  log.j^  log.j^  ratio  —  log.io  0-4343. 

159.  Determining  the  Ijogarithmio  Decrement 
when  the  Damping  is  Very  Slight. — If  the  damping  is 
Tory  slight,  it  will  be  very  difficult  to  detect  any  difference  between 
the  amplitudes  of  two  succeeding  vibrations,  so  that  the  ratio  or 
decrement  will  appear  to  be  unity,  and  its  logarithm  nought  The 
decrement  can,  however,  be  determined  as  follows : — Since  the 
ratio  of  the  amplitude  of  the  first  oscillation  to  the  amplitude  of 
the  second  equals  the  ratio  of  the  amplitude  of  the  second  to  the 
amplitude  of  the  third,  &c.,  each  ratio  being  equal  to  the  decre- 
ment, it  follows  that  the  ratio  of  the  amplitude  of  the  first  oscilla- 
tion to  the  amplitude  of  the  fith  oscillation  after  it,  that  is  the 
(ff  +  l)th  oscillation,  equals  the  >ith  power  of  tho  decrement,  or 
generally  the  ratio  of  the  amplitude  of  any  oscillation  to  the 
amplitude  of  the  fith  oscillation  after  it  equals  the  nth  power  of 
the  decrement. 

Consequently, 

J        amplitude  of  any  oscillation n  v  / 

„         „  the  ftth  „      after  it 

. 1       I        amplitude  of  any  oscillation 

«  „  „  the  wth  „  after  it 

Now,  although  it  may  be  difficult  to  distinguish  the  decre- 
ment from  unity,  it  is  comparatively  easy  to  measure  the  ratio  of 
the  amplitude  of  an  oscillation  to  the  amplitude  of  the  nth  after  it, 
since  n  may  be  taken  so  large  that  the  ratio  differs  considerably 
from  unity. 

Example  88. — If,  on  causing  the  needle  of  a  galvanometer  to 
vibrate,  the  readings  on  the  scale,  at  which  the  spot  of  light  stops, 
be  +  130,  —  120,  +  105,  -  97,  +  86,  &c.,  the  +  and  -  indicating 
deflections  to  the  opposite  side  of  the  zero,  what  is  the  value  of  the 

factor  1  +  ~*  the  correction  for  damping  ? 

Answer, — The  amplitude  of  the  first  oscillation  is  130  +  120, 
of  the  second  120  -f  105,  of  the  third  105  -[-  97,  &c.  Hence,  the 
dearement  equals 

?^  or— ,    &c.,  or  about  Mil. 
225        202 

All         1  111        ^^S'W  1111 
And  log..  Mil  =   -ol^y^y-' 
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__  00457 
""  0-4343' 
=  01052. 

Hence,  1+1    =  10526. 

Example  89. — What  amount  of  damping  is  allowable  so  that 
the  omission  of  the  factor  employed  to  correct  for  damping  shall 
not  make  an  error  of  more  than  J  per  cent.  P 

Answer, — /  must  equal  0-01,  consequently  if  <f  be  the  decre- 
ment 

log.e  d  =  0-01, 

log.jo  d  =  001  X  0-4343, 

,'.   d=z  1-010, 

or  the  ratio  of  the  amplitude  of  ono  vibration  to  the  amplitude  of 
the  next  must  not  exceed  1-01,  or  the  amplitude  of  one  ^abration 
must  not  exceed  that  of  the  next  by  more  than  1  per  cent. 

JBxample  90. — With  the  value  of  the  decrement  given  in  the 
last  answer,  what  will  be  the  ratio  of  the  amplitudes  of  the  Ist 
and  the  15th  vibrations  P 

^  ^,  ,         amplitude  of  Ist  vibration 

An.u,er.-         001  =  ^  log..     -^  ^  " -^^^ 

amplitude  of  1st  vibration  ^j^ 

„  „  15th      „ 

or  more  simply,  thus : — 

amplitude  of  Ist  \-ibration  i-010^< 

„         „    16th      „ 

=    1160. 

Example  91. — If  the  ratio  of  the  amplitude  of  the  Ist  vibration 
to  that  of  the  21st  is  1*2,  what  is  the  value  of  the  decrement  P 

Answer, —  I  =z  -^  log.,  1*2, 

.  • .       1=  000912, 
and    d=  1-009; 

or  we  may  say  at  once,  _i 

dz=  1-2^ 
.-.     d  =  1-009. 

From  this  and  the  previous  examples  we  see  that  the  error  in 
neglecting  the  damping  will  be  about  J  per  cent,  when  the  ampli- 
tude of  any  vibration  exceeds  the  amplitude  of  the  nth  vibration 
after  it  by  n  per  cent,  of  the  latter. 
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160.  CSomparing  Quantities  of  Electricity. — If  two 
quantities  of  electricity  K  and  K'  coulombs  are  to  be 
compared  with  one  another,  it  is  not  necessary  to  deter- 
mine P  nor  a  since,  if  k  and  k'  be  the  number  of  divisions 
on  the  scale  over  which  the  spot  of  light  swings  in  the 
two  cases,  we  have  from  the  complete  formula  in  §  157, 
page  296, 

K'  "  k'' 

The  correction  for  damping  has  also  disappeared, 
hence  when  simply  comparing  two  quantities  of  elec- 
tricity our  galvano- 
meter may  conveni- 
ently, and  without  in 
the  least  complicating 
the  calculation,  have  a 
certain  small  amount 
of  damping. 

A  simple,  conveni- 
ent, and  cJieap  reflect- 
ing galvanometer,  to 
be  used  for  the  simple 
comparison  of  quanti- 
ties of  electricity,  has 
been  arranged  by  Mr. 
Mather,  and  is  shown 
in  Fig.  110.  It  con- 
sists of  two  coils,  cc', 
supported    in   position  Yig.  no. 

by  fitting  into  channels 

formed  on  the  base,  and  a  vertical  narrow  strip  of  mica, 
8  8,  suspended  by  a  fibre  of  unspun  silk,  p,  carrying  the  mir- 
ror H,  and  three  sets  of  magnets,  m^,  mg,  and  m^ythe  first  and 
third  of  which  form  an  astatic  combination  with  the  middle 
set,  y/ig,  which  is  inside  the  coils  :  m^  and  ;».^,  although  not 
surrounded  with  wire,  are  nevertheless  deflected  by  the 
current  passing  round  the  adjacent  convolutions  of  the  coil 
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in  the  same  direction  as  m^y  which  is  inside  the  coil,  so 
that  the  magnetic  forces  acting  on  all  three  sets  of 
magnets  conjoin  in  their  effects.  The  damping  arising* 
from  the  resistance  of  the  air  to  the  motion  of  the 
mirror  will  be  sufficient  for  very  accurate  capacity  experi- 
ments, and  the  strip  s  s  may  be  I'eplaced  by  an  aluminiunx 
wire.  If,  however,  rather  greater  damping  be  desired  it 
can  easily  be  produced  by  using  the  narrow  strip  of 
mica  to  support  the  needles  and  mirror,  as  in  the 
galvanometer  shown  in  Fig.  110.  The  magnets  may  be 
raised  or  lowered  by  the  pin  p,  and  to  avoid  torsion 


Pig.  m. 

being  given  to  the  fibre  by  the  head  of  the  pin  being 
turned  round  in  an  unknown  way,  there  is  a  vertical  line 
drawn  on  the  pin,  and  a  mark  made  on  the  collar  in 
which  this  pin  slides,  and  by  keeping  the  line  on  the  pin 
always  opposite  the  mark  on  the  collar  when  the  pin  ia 
raised  or  lowered,  all  turning  of  the  pin  can  be  avoided. 
This  contrivance  is,  of  course,  cheaper  than  the  simplest 
mechanical  arrangement  for  preventing  rotation  of  the 
pin  when  it  is  raised  or  lowered. 

161.  Capacity. — When  one  conductor  is  completely 
surrounded  by  another,  the  **  capacity  "  of  the  inner  one 
is  the  number  of  coulombs  required  to  be  given  to  the  inner 
to  produce  1  volt  P.  D.  between  the  two.  For  example,  the 
capacity  of  A  (Fig.  Ill),  is  the  number  of  coulombs  on  a 
when  there  is  1  volt  P.  D.  between  A  and  b. 

The  capacity  of  a  conductor,  therefore,  depends  on  its 
external   shape,  and  on   its  position   relatively  to   the 
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conductor  surrounding  it,  since,  as  seen  in  §§  66,  67, 
page  119,  the  potential  of  a  conductor  relatively  to 
another  can  be  varied  without  altering  the  quantity  of 
electricity  on  the  former,  by  varying  either  its  external 
shape  or  its  position  relatively  to  the  latter.  If  a 
metallic  plate  a  (Fig.  112)  be  surrounded  with  a  flat 
metallic  box  b,  the  top  and  bottom  of  the  box  being 
parallel  to  A,  and  very  near  A,  then  the  capacity  of  a  will 
be  very  large,  since  it  will  require  a  very  large  charge  of 


Pig.  112. 

electricity  to  be  given  to  a  in  order  to  raise  the  P.  D. 
between  A  and  b  to  1  volt. 

162.  Condenser. — An  arrangement  of  conductors  such 
as  is  shown  in  the  last  figure  is  called  a  **  condenser ^^^  so 
that  a  condenser  may  be  defined  as  ttjoo  conductors 
separated  by  an  insulator^  and  so  placed  relatively  to 
one  another  thai  the  capacity  of  Hie  arrangement  is  large 
compared  tvith  the  size  of  tlie  conductors, 

A  condenser  having  a  large  capacity  does  not,  of 
course,  mean  that  it  would  hold  a  large  charge  without 
its  insulation  breaking  down,  but  that  it  would  hold  a 
large  charge  for  the  P.  D.  between  its  coatings.  As  far 
as  power  to  hold  a  charge  from  the  non-breaking  down 
of  the  insulation  is  concerned,  a  condenser  of  small 
capacity  may  be  able  to  hold  a  larger  charge  than  a 
condenser  of  much  larger  capacity. 

If  A  (Fig.  112)  be  charged  with  positive  electricity, 
there  will  be  a  charge  of  negative  electricity  on  the 
inside  of  B,  whereas  if  a's  charge  be  negative,  then  the 
charge  on  the  inside  of  b  will  be  positive.  We  have 
further  seen  (§  60,  page  113)  that  the  quantity  of  elec- 
tricity on  A  is  exactly  equal  in  amount  to  the  charge  of 
the  opposite  kind  of  electricity  on  the  inside  of  a     We 
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ma  J,  therefore,  define  the  capacity  of  tlie  coiidenser  either 
as  t/i£  number  of  coulombs  necessary  to  be  given  to  A^  or 
tlie  number  of  couUynibs  on  the  inner  surface  of  B  when  Uve 
P.  D.  between  tliem  is  1  volt. 

If  we  desire  to  make  a  condenser  with  a  very  large 
capacity,  we  may  either  make  the  plates  very  lai*ge,  or 
the    distance   between    them   very   small.      There    arc 


Fig.  113. 

obviously  practical  diBSculties  in  making  the  distance 
separating  the  plates  very  small,  as  the  insulation  is 
liable  to  be  insufficient^  either  from  particles  of  dust 
passing  I'apidly  backwards  and  forwards  between  the 
charged  plates,  and  so  discharging  them,  or  from  actual 
sparks  passing  when  the  P.  D.  between  the  plates  is 
high.     On  the  other  hand,  if  the  plate  a  and  the  box  B 


Fig.  114. 

(Fig.  112)  be  veiy  large  in  area  the  apparatus  becomes 
cumbersome.  This  difficulty,  however,  may  be  overcome 
by  making  both  A  and  B  consist  of  a  series  of  plates 
(shown  in  section  in  Fig.  113),  and  a  condenser  is  usually 
symbolically  represented  in  this  way,  or,  still  more 
simply,  by  two  lines  drawn  parallel  to  one  another,  as  in 
Fig.  114,  and  the  sets  of  plates,  A  and  B,  are  called  the 
"  coatings  "  of  the  condenser. 

163.  Capacity  of  a  Condenser  is  Constant.— By 
charging  a  condenser  with  different  P.  Ds.,  and  measuring 
with  a  galvanometer  the  quantity   of  electricity  that 
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enters  one  of  the  coatings,  or  the  quantity  that  leaves 
this  coating  when  the  condenser  is  discharged,  it  can  be 
experimentally  proved  that  this  quantity  is  directly  pro- 
portional to  the  P.  D.  The  capacity  of  a  condenser  may, 
therefore,  be  defined  as  iJte  ratio  of  tlie  number  q/ 
coulombs  in  one  coating  to  Uie  P,  D.  in  volts  bettoeen  the 
coaiingsy  this  ratio  being  a  constant  for  a  given  condenser. 
Unless  the  galvanometer  employed  be  very  sensitive, 
it  is  better  when  making  the  experiment  just  referred  to, 
for  testing  the  constancy  of  the  capacity  of  a  condenser, 
to  use  a  condenser  of  large  capacity  of  the  type  described 
in  §  173,  page  317. 

164.  Variation  of  the  Capacity  of  a  Condenser  with 
the  Area  of  its  Coatings. — ^That  the  capacity  of  a  con- 
denser is  directly  proportional  to  the  effective  area  of  either 
of  the  coatings  hardly  needs  proof,  because  a  condenser 
with  coatings  of  large  area  may  be  regarded  as  being 
made  up  of  two  or  more  smaller  condensers,  such  that 
the  sum  of  the  areas  of  one  set  of  coatings  of  the  smaller 
condensers  is  equal  to  the  area  of  one  of  the  coatings  of 
the  larger,  the  distance  between  the  coatings  in  the  large 
condenser  and  in  each  of  the  smaller  ones  being  the 
same,  and  it  is  clear  that  the  capacity  of  the  set  of 
smaller  condensers  is  the  sum  of  their  capacities. 

165.  Variation  of  the  Capacity  of  a  Condenser  with 
the  Distance  between  the  (Ratings. — If  we  had  a  con- 
denser of  large  capacity,  and  the  distance  between  the 
coatings  of  which  could  be  varied  at  will,  an  examination 
of  the  variation  of  the  capacity,  with  the  distance  between 
the  coatings,  mi^ht  be  made  by  fixing  the  coatings  at 
various  distances  from  one  another,  and  measuring  the 
number  of  coulombs,  or  the  fraction  of  a  coulomb,  required 
to  charge  the  condenser  in  the  different  cases  with  the 
same  P.  D.  But  practically  it  is  found  that  any  condenser, 
the  size  of  whose  coatings  is  not  so  large  but  that  the 
distance  between  them  can  be  conveniently  adjusted,  has 
80  small  a  capacity  that  when  charged  with  even  a  large 
battery  of  galvanic  cells  in  series,  its  charge  cannot  be 
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measured  with  even  a  very  delicate  galvanometer.  Hence 
we  are  compelled  to  use  some  statical  method  for  in- 
vestigating the  variation  of  the  capacity  of  a  condenser 
with  the  distance  between  its  coatings.  One  plan  would 
be  to  give  the  condenser  a  charge,  and  then,  on  varying 
the  distance  between  the  coatings'  without  discharging  it^ 
to  measure  the  variation  of  P.  D.  between  the  coatings  by 
means  of  a  suitable  electrometer.  From  this  the  variation 
of  the  capacity  could  be  at  once  determined,  since,  with 
a  constant  charge  in  the  condenser,  the  capacity  must 
be  inversely  proportional  to  the  P.  D.  between  the 
coatings. 

The  following  method,  devised  by  the  author,  however, 
enables  us  to  ascertain  the  law  of  variation  of  the  capacity 
with  the  distance  between  the  coatings,  without  making 
measurements  either  of  the  various  distances  between  the 
coatings,  or  of  the  various  P.  Ds.  corresponding  with 
these  distances,  be,  b'b',  Fig.  115,  are  wooden  boards 
(one  of  which  b'  b'  in  the  figure  is  shown  removed  from  the 
apparatus,  in  order  that  the  interior  may  be  seen)  with 
their  surfaces  opposed  to  one  another,  carefully  planed  so 
as  to  be  parallel,  and  coated  with  tinfoil,  so  as  to  make 
them  conducting.  These  surfaces  together  form  the 
outer  coating  of  a  condenser  corresponding  with  B 
(Fig.  112).  The  inner  coating  consists  of  the  two  sheets 
of  tinfoil,  T  T,  T*  t',  which  are  parallel  to  the  surfaces  of 
B  B  and  b'  b'.  This  tinfoil  is  stuck  on  thin  cloth  to  give 
it  strength,  as  it  has  to  roll  over  the  small  roUers  R  r', 
when  the  rod  n,  to  which  one  of  the  edges  of  each  of  the 
sheets  of  tinfoil  is  attached,  is  pulled  down  by  the  thin 
silk  cord  c  c,  or  when,  on  this  cord  being  slackened,  the 
weight  w  w,  to  which  the  opposite  edges  of  the  two  sheets 
of  tinfoil  are  attached,  pulls  T  T  and  t'  t'  down,  and  the 
^  rod  n  up.  The  rollers  R  r',  which  are  made  of  steel,  are 
only  about  one-tenth  of  an  inch  thick,  and  are  placed 
close  together,  so  that  the  surface  of  the  tinfoil  wrapped 
round  them  may  be  as  small  as  possible,  and  so  tliat 
there  may  be  no  inductive  action  between  the  tinfoil  on 
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the  vertical  wooden  boards  and  the  inner  surfaces  of  the 
sheets  tt  and  t't'.     The  rollers  are  pointed  at  their 


ends,  where  tliey  are  supported  by  the  brass  pieces  b  h', 
which  are  firmly  cemented  to  the  tops  of  the  glass  rods 
G  g'.     The  two  sheets  of  tinfoil  are,  therefore,  insulated 
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from  the  ground.  To  keep  the  glass  rods  dry  they  are 
each  surrounded  with  a  tube  p  p,  inside  which  is  placed 
dry  flannel  which  absorbs  moisture.  The  tubes  are 
hinged  down  their  sides,  so  that  they  can  easily  be  opened 
and  removed,  and  in  the  figure  the  one  belonging  to  the 
rod  a'  has  been  removed.  Swaying  of  the  weight  w  w  side- 
ways, as  weU  as  side  attraction  of  the  suspended  sheets 
of  tinfoil  T  T,  t'  t',  are  prevented  by  the  weight  being 
guided  by  the  cord  c  c  passing  through  it. 

The  boards  B  b  and  b'  b',  which  are,  as  seen  in  the 
figure,  strongly  stayed  at  the  back  to  prevent  warping, 
can  be  made  to  recede  from  one  another  by  pushing  in 
the  wedge  w  w,  by  means  of  the  screw  s,  or  to  approach 
one  another  by  turning  the  screw  in  the  opposite  direction, 
when  the  wedge  is  withdrawn,  and  a  spring  pressing 
against  each  plate  pushes  them  together.  In  addition  to 
the  horizontal  boards  H  h',  carrying  b  b  and  b'  b',  being 
always  pressed  by  these  springs  against  the  side  of  the 
wedge  wWjQ.  pin  on  the  undei*side  of  each  board  slides  in 
a  groove,  the  gi-oove  g'  g  seen  in  the  figure  being  that  in 
which  the  pin  attached  to  h'  slides.  B  B  and  b'  b',  there- 
fore, move  parallel  to  then^selves,  so  that  in  all  positions 
the  opposed  sui-faces  are  parallel.  The  cord  c  c  first 
passes  under  a  little  pulley  p  attached  to  the  base  of  the 
instrument,  then  under  a  second  pulley  /?,  moving  with 
the  wedge,  and  its  end  is  attached  to  the  pin  q  (the  wedge 
in  the  figure  being  cut  away  to  show  the  pulleys).  Hence 
on  turning  the  screw  s,  so  as  to  push  in  the  wedge  and 
separate  B  b  and  b'  b',  the  cord  c  c  is  slackened,  and 
consequently  the  rod  n  rises,  and  the  weight  w  w  descends, 
causing  the  area  of  the  surface  of  the  tinfoil  T  T  and  t'  •!< 
opposed  to  B  B  and  b'  b'  to  increase,  and  by  selecting  a 
proper  angle  for  the  wedge  w  w^  and  a  proper  pitch  for  the 
screw,  the  area  of  the  two  surfaces  of  the  tinfoil  t  t  and 
t't'  can  be  made  to  increase,  so  as  to  be  exactly  pro- 
portional to  the  distance  separating  them  from  the 
surfaces  of  B  B  and  b'  b'. 
.     Under  these  conditions,  if  the  inner  coating  of  the 
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condenser  be  connected  with  the  gold-leaves  of  an  electro- 
scope, and  the  outer  coating  of 'the  condenser  be  connected 
with  the  outside  of  the  electroscope,  and  if  a  potential 
difference  be  set  up  between  the  coatings,  it  will  be  found 
that  no  alteration  of  the  divergence  of  the  gold-leaves 
will  be  produced  by  approaching  or  separating  b  b  and 
b'  b'.  Now  the  quantity  of  electricity  on. the  outer  sur- 
faces of  T  T  and  t't'  is  a  constant,  since  there  is  no 
electricity  inside  a  conductor  (§  64,  page  118).  Conse- 
quently this  experiment  tells  us  that  if  the  ratio  of  the 
area  of  the  inner  coating  to  the  distance  between  the 
coatings  is  kept  constant,  the  capacity  of  the  condenser  is 
constant  But  we  have  seen  (§  164,  page  303)  that  the 
capacity  of  a  condenser  is  directly  proportioned  to  the 
eflfective  area  of  either  of  the  coatings,  hence  it  fol- 
lows that  the  capacity  of  a  condenser  with  plans  pa/raUeL 
plates  is  inversely  proportional  to  the  distance  between  tJie 
coatings. 

166.  Farad. — ^A  ^^farad*^  is  the  unit  of  capacity, 
and  a  condenser  has  a  capacity  o/ one  farad  when  a  P,  D. 
of  7  voU  betioeen  its  two  sets  of  plaies  charges  each  of 
them  with  1  cotUomb, 

If  A  be  the  area  in  square  centimetres  of  the  entire 
surfiEtce  of  either  of  the  two  sets  of  opposed  parallel 
plates  of  an  air  condenser,  and  t  be  the  distance  in  centi- 
metres separating  them,  and  if  F  be  the  capacity  of  the 
condenser  in  farads, 

F= ^ 

1131  X  10i»  X  t 

If  A  be  reckoned  in  square  inches,  and  t  in  inches, 


4-452  X  1013  X  t 


A  farad  is  rather  a  large  unit  of  capacity  for  ordinary 
purposes,  hence,  one-millionth  of  a  farad,  or  a  "micro- 
farad,**   is  more  commonly  employed.      If    M   be  the 
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capacity  in  microfarads  of  the  air  condenser,  and  A  and 
<  be  in  square  centimetres  and  centimetres  respectively, 

M=— — A__. 
M31  X  107  X  <' 

whereas,  if  A  and  ^  be  in  square  inches  and  inches  re- 
spectively, 

M=  A 

4-452  X  10«  X  i 

In  order  that  the  preceding  formulae  may  be  strictly 
correct,  the  linear  dimensions  of  the  plates  must  be  lar^ 
compared  with  the  distance  between  them.  It  can, 
however,  be  made  rigorously  true  even  when  this  is  not 
the  case  if  a  guard-ring,  described  in  §  44,  page  89,  be 
employed  with  one  of  the  plates,  and  be  at  the  same 
potential  as  this  plate.  In  that  case  A  is  the  area  of 
the  smaller  plate,  not  including  the  area  of  the  guard -ring^, 
and  F,  or  M,  is  the  capacity  of  this  plate,  not  including 
the  capacity  of  the  guard-ring  itself. 

167.  Charge  in  Terms  of  Capacity.— If  K  be  the 
charge  in  coulombs  in  an  air  condenser,  having  a 
capacity  of  F  farads,  when  there  is  a  P.  D.  between  the 
coatings  of  V  volts,  it  follows  from  the  definition  of 
capacity,  that 

K  =  F  X  V, 

also  if  M  be  the  capacity  in  microfarads  that 

M  X  V 


K  = 


10« 


168.  Capacity  of  a  Cylindrical  Condenser. — If  the 

two  coatings  of  an  air  condenser  consist  of  two  concentric  cylinders 
A  fi,  c  D  (Fig.  1 16),  of  length  /  centimetres,  and  of  radii  or  diameters, 
R  and  r  respectively,  the  capacity  F  in  feirads 


2-413  / 

X 


10"        log-ioR-log-io*- 
As  log.jo  R— log.jjjf  equals   log.jo-i   it  is  obvious  that  it 
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18  quite  immaterial  what  units  of  length  arc  employed  in  measur- 
ing R  and  r,  provided  that  the  same  unit  is  employed  in  each 
case. 

If  M  be  the  capacity  in  microfarads, 
„_  2-413  I 


107  log-ioR— log-ior 

A  common  example  of  a  condenser  having  its  coatings  con- 
centric cylinders  is  a  submarine 
cable  («v  Fig.  98,  §  140,  page 
267),  the  outer  coating  being  the 
water  or  the  iron  sheathing  in 
contact  with  the  insulating  coie, 
and  the  inner  coating,  the  sur- 
face of  the  copper  conductor. 
Consequently,  if  R  be  the  radius  Fiy.  116. 

of  the  core,  and  r  the  radius  of 

the  conductor;  and  if  «  be  the  length  of  the  cable  in  knots,  the 
capacity  in  microfarads 

„       2-413  X  2029  X  91-44  n 

10'  log-ioR— log.ior 


4-476  n 

X 


10»  log.ioR— log-ior 

169.  Specific  Inductive  Capacity. — The  capacity  of 
a  condenser  can  be  still  further  inci*eased  by  using,  in- 
stead of  air  for  the  insulator,  glass,  guttapercha,  india- 
rubber,  paraffin  oil,  or  some  other  solid  or  liquid  insulator. 

If  K  be  the  number  of  coulombs  of  positive  electricity 
required  to  be  given  to  a,  and  of  negative  electricity  to 
B,  so  as  to  produce  1  volt  P.  D.  between  them  when  they 
are  separated  by  air,  then  if  the  aii*  be  replaced  by  some 
other  substance,  and  no  other  change  be  made  in  the 
condenser,  the  number  of  coulombs  now  required  to  pro- 
duce 1  volt  P.  D.  between  a  and  b,  will  be 

K  X  "  the  specific  inductive  capacity^ 

Hence  the  sjyedfic  inductive  capacity  of  a  auhatance  is 
the  ratio  of  t/ie  capacity  of  a  condenser  wlien  its  plates 
are  separated  by  this  substance  to  tlie  capacity  of  the 
same  condenser  when  its  plates  are  separated  by  air. 

The  following  table  gi\  es  a  list  of  the  specific  inditctive 
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capacities  of  some  importaDt  substances  as  determined 
by  various  experimenters,  whose  names  are  given  in  the 
third  column : — 

TABLE  No.  VI. 
Spec\fie  Inductive  CapaeUy, 


Sabstuioe. 

Speoiflo  Inductive 
Capacitiy. 

Authoritj. 

Vacuum,  air  at  about  0*001 
millimetre  pressure      .     . 

0-94  about. 

Author, 

Vacuum,  air  at  about  6  milli- 

0-9986 

Author. 

metres'  pressure      .    .     . 

0-99941 

Boltzmann. 

Hydrogen  at  about  760  milli- 

0-9997 

Boltzmann. 

metres'  pressure      .    .     . 

0-9998 

Author. 

Air  at  about  760  millimetres' 

1 

Taken    as    the 

pressure 

standard. 

Carbonic  Dioxide  at  about 

1-000356 

760  millimetres*  pressure . 

1:0008 

Author. 

Ollefiant  Gas  at  about  760 
millimetres'  pressure  .    . 

1-000722 

Boltzmann. 

Sulphur  Dioxide   at  about 
760  millimetres'  pressure  . 

1-0037 

Author. 

'1-92 

Schiller. 

1-96 

Wiillner. 

ParaflSn  Wax,  Qear  .     .    . 

•   1-977 

Gibson  and  Bar- 
day. 

U-32 

Paraffin  Wax,  Milky  .    .     , 

2-47 

Schiller. 

Indiarubber,  Pure  .... 

2-34 

Schiller.' 

„          „      Vulcanised.     . 

2-94 

Schiller. 

Resin       

2-55 

Boltzmann. 

2-56 

WuUner. 

Ebonite 

2-76 

SchiUer. 

(3-15 

Boltzmann. 

Sulphur 

/  2-88  to  3-21 
13-84 

Wiillner. 
Boltzmann. 

Shell-lac 

2-95  to  3-73 

WiiUner. 

Guttapercha      ..... 

4-2 

Mica        

5 

Flint  Glass,  Very  Hght  .    . 

6-67 
6-85 

■« 

„        „      Dense     .    .     . 

7-4 

>  J.  HopkinBon. 

„        „       Double     extra 

10-1 

dense 
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Not  merely  is  the  capacity  of  a  condenser  increased 
by  using,  say  glass  instead  of  air,  as  the  "  dielectric  "  or 
insulating  material  through  which  the  induction  takes 
place,  but  the  resistance  to  loss  of  charge  by  sparking  is 
immensely  increased ;  hence,  with  a  glass  condenser  far 
greater  P.  Ds.  can  be  used  than  with  an  air  condenser  of 
the  same  size.  The  resistance  to  sparking  does  not  de- 
fjend  on  the  insulating  quality  of  tlie  substancCy  but  on 
its  rigidity  arul  the  resistance  it  in  coTisequence  op- 
poses to  rupture. 

liy  instead  of  air,  a  substance  having  a  specific  induc- 
tive capacity  i  be  employed,  in  a  condenser  made  of 
parallel  plates, 

F  =  iX 
and  M  =  i  X 


M31  X  10^8  X  t 

A       __ 

M31  X  107  X  < 


if  A  and  t  are  reckoned  in  square  centimetres  and  centi- 
metres respectively ;  and 

F  =  ix 

4-452  X  1012  X  t 

and  M  =  i  X 

4-452  X  100  X  « 

if  A  and  t  are  reckoned  in  square  inches  and  inches  re- 
spectively. 

Similarly  the  logarithmic  formulee  given  in  §  168, 
page  308,  for  the  capacity .  of  a  cylindrical  condenser, 
must  be  multiplied  by  t,  the  specific  inductive  capacity  of 
the  dielectric  when  this  is  parafiin  wax,  glsxss,  <fec.,  or 
when,  as  in  the  case  of  a  submarine  cable,  guttapercha  or 
indiarubber  fills  up  the  space  between  the  two  con- 
ductors. 

Eoeample  92. — If  the  distance  between  the  plates  in 
an  air  condenser  be  1  millimeti*e,  what  must  be  the  area 
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of  each  set  of  plates  in  order  that  the  capacity  may  be  1 
microfarad  1  Answer, — About  1,131,000  sq.  cent. 

Example  93. — How  many  plates  about  1  foot  square 
would  be  necessary  to  produce  the  area  required  in  the 
last  answer,  and  what  would  be  the  exact  size  of  each 
plate? 

If  we  assume  that  the  plates  were  each  1  square  foot, 
then,  since  the  area  on  both  sides  of  each  plate  is  utilised, 
it  follows  that  the  number  of  plates  required   would  be 

-i-i^'  ^^  or  608-7.     We  could,  therefore,  either  use  608 
1,858-02 

plates,  each  a  little  larger  than  1   square  foot,  or  609 

plates,  each  a  little  smaller.     The  latter  will  be  nearer  in 

size  to  the  square  foot,  and  using  this  number,  it  is  easy 

to  calculate  that  each  plate  must  be  0-9994  square  feet, 

or  1 1  -99  inches  square.     For  the  other  coating  b  (Fig. 

113,  page  302),  there  must  be,  of  course,  610  plates,  since 

one  surface  of  each  of  the  outer  plates  of  B  will  have  no 

action  as  a  condenser. 

ExampU  94. — If  the  insulating  material  in  a  condenser 
be  paraffined  paper,  and  if  we  assume  that  the  specific 
inductive  capacity  of  the  paraffined  paper  is  the  same  as 
that  of  paraffin  wax,  1*977,  what  must  be  the  thickness  of 
the  paper  in  order  that  the  condenser  may  have  one-third 
of  a  microfarad  Ci\pacity  when  the  area  of  each  set  of 
plates  is  205  square  feet?     Answer, — 0*03933  of  an  inch. 

Example  95. — A  cylindrical  glass  jar  one-tenth  of  an 
inch  thick,  and  3  inches  in  diameter,  is  coated  inside 
and  outside  with  tinfoil  on  the  bottom,  and  on  the  sides 
for  a  height  of  3  inchea  If  the  glass  be  extra  dense 
flint,  what  must  be  the  P.  D.  between  the  tinfoil  coat- 
ings so  that  the  charge  may  be  one- millionth  of  a  coulomb  ? 

The  glass  being  very  thin,  the  formulae  for  a  condenser 

formed  of  plane  parallel  plates  may  be  used      The  area 

T  X  32 
of  tinfoil  at  the  bottom  is  — - —  sq.  inches,  that  on  the 
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sides  r  X  3  X  3  sq.  inches.     If,  therefore,  Y  be  the  un- 
known P.  D.  in  volts, 

^^  +  xx3x3 

lo^  ^  ^^'^  ^     4-452  X  1012  X  A    ^' 

.-.  V  =  1247  Answer.— 12^7  volta 

Example  96. — What  is  the  capacity  of  the  glass  con- 
denser referred  to  in  the  last  question  ] 
If  F  be  the  capacity  in  farads, 

F= I , 

10«  X  1,247 

hence  the  capacity  is  0*0008021  microfarada 

Example  97. — ^The  diameter  of  the  copper  conductor  of  the 
Direct  United  States  cable  being  0*16  of  an  inch,  the  diameter  of 
the  guttapercha  core  0*446  of  an  inch,  and  its  length  2,443  knots, 
what  is  its  capacity  ? 

From  the  formula)  in  §  168,  page  309,  we  have 


10»  ,  446 

'''^•■»  m 

=  1031.  -4ff«uvr.— 1031  microfarads.^ 

The  actual  capacity  determined  by  experiment  is  1000*4  micro- 
fuads. 

170.  Condensers  for  Large  P.  Ds. — The  charge  in  a 
condenser,  K  coulombs,  equals,  as  we  have  already  seen, 

F  X  V, 

hence  this  charge  can  be  made  great  by  making  one  or 
other,  or  both  of  the  factors,  F  and  V  large  For  experi- 
ments with  the  old  form  of  ^[frictional  electrical  machines  " 
or  with  the  more  modem  form  of  "  iri/luence  machines  " 
(#ee§  196,  page  371),  it  is  V  that  is  always  made  large, 
whereas  when  galvanic  batteries  are  used  as  the  source  of 
the  P.  D.,  it  is  F  that  is  usually  made  larga  In  the 
recent  experiments,  however,  made  by  Dr&  De  La  Rue 
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and  Hugo  Milller,  witli  their  large  silver  chloride  battery, 
consisting  of  some  20,000  cells,  the  condensers  have  beea 
made  to  stand  the  high  P.  D.  produced  by  this  battery  as 
well  as  to  have  a  large  capacity.  When  thousands  of 
volts  are  to  be  employed,  a  large  resistance  to  sparking  is 
therefore  quite  as  important  as  high  specific  inductive 
capacity,  and,  as  already  stated,  requires  that  the  dielectric 
should  be  rigid.     (See  the  note  to  §  192,  page  358.) 

171.  Leyden  Jar. — Some  kind  of  glass  is  usually 
employed  in.  the  construction  of  condensers  that  are  to  be 

charged  with  a  very 
large  P.  D.,  and  the 
condenser  takes  the 
form  of  a  ^^  Ijcyden 
javy'  a  type  of  which 
is  seen  in  Fig.  117. 
The  name  is  derived 
from  the  town  of 
Leyden,  at  which  the 
property  of  electric 
capacity  was  accident- 
ally discovered  in 
1746,  by  Musschen- 
broek,  and  his  pupil 
Pj    JJ7  C  uncus.     Desiring  to 

collect  the  supposed 
electric  fluid,  they  used  a  bottle  partly  filled  with  water, 
into  which  dipped  a  nail,  passing  through  the  cork,  to  cairy 
the  fluid  from  the  electric  machine  to  the  water,  and  on 
Cuneus  touching  the  nail  with  one  hand,  the  bottle  being 
held  in  the  other,  he  received  a  shock. 

In  the  ordinary  Leyden  jar,  such  as  is  seen  in  Fig. 
117,  the  tin  coatings  are  sheets  of  tinfoil,  one  pasted 
inside  the  jar,  and  the  other  outside.  Electric  connec- 
tion is  made  witli  the  inside  coating  either  by  a  metal 
rod  or  rods  resting  on  the  bottom,  or  more  commonly, 
by  a  chain  or  a  flexible  bit  of  wire  hanging  from  a 
brass  rod,  which,  in  this  case,  is  supported  by  a  wooden 
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cover  to  the  jar  to  which  the  rod  is  fixed.  But  such  a 
Leyden  jar,  even  when  the  surface  of  the  glass,  which  is 
not  covered  with  tinfoil,  is  coated  with  shell-lac  or  other 
varnish,  has  but  a  poor  insulation  in  damp  weather,  and 
requires  the  glass  to  be  constantly  held  in  front  of  the 
fire  to  be  dried.  For  with  the  wooden  cover  in  contact 
with  both  the  metal  rod  and  with  the  edge  of  the  jar, 
in  accordance  with  the  unscientific  form  of  construction 
usually  adopted,  the  interior  of  the  glass  helps  but  little 
towards  holding  the  charge,  seeing  that  if  the  outside  of 
the  wooden  cover  and  of  the  jar  be  dirty  and  moist,  there 
is  a  direct  road  for  the  electricity  to  leak  from  the  rod  to 
the  tinfoil  outside,  without  passing  at  all  over  the  glass  on 
the  interior.  Hence,  that  portion  of  the  glass  which  it 
is  most  easy  to  keep  dry  and  clean,  is  rendei*ed  useless  by 
the  presence  of  the  wooden  cover  in  contact  with  the  rod. 
On  this  account  the  form  of  Leyden  jar  shown  in  Fig. 
118,  and  originally  employed  by  Sir  William  Thomson, 
is  much  to  be  preferred.  The  outer  coating  consists  of 
tinfoil  T  T,  as  in  the  ordinary  Leyden  jar,  but  the  inte- 
rior is  formed  of  strong  sulphuric  acid  ss,  into  which 
dips  a  leaden  rod  l,  expanded  at  the  lower  part  into  a 
sort  of  foot  so  as  to  stand  firmly  on  the  bottom  of  the 
glass  jar.  Both  rod  and  foot  are  made  of  lead  so  as  not 
to  be  acted  upon  by  the  acid,  but  the  upper  part  i  of  the 
rod,  which  does  not  dip  into  the  acid,  may  be  conve- 
niently made  of  iron,  being  less  liable  to  bend  than  lead. 
The  mouth  of  the  jar  is  partially  closed  with  a  wooden 
cover  w,  to  keep  out  dust,  and  retard  a  too  rapid  inter- 
change of  the  air  between  the  inside  and  outside,  which 
would  prevent  the  sulphuric  acid  being  able  to  keep  the 
interior  surface  of  the  glass  dry.  A  cork  c,  sliding  on 
the  rod  i,  is  pressed  down  when  the  jar  is  not  in  use, 
but  is  raised  up  to  prevent  electric  contact  between 
the  rod  and  the  cover  ww,  when  the  jar  is  to  be 
charged. 

In  Fig.  118  there  is  seen  carried  by  the  iron  rod  a 
metallic  cone.    This  may  be  used  for  making  experiments 
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in  density  with  the  proof  plane  {see  §  63,  page  118), 
and  the  advantage  of   attaching   the  charged  cone,  or 
other  conductor  (the  distribution  of  density  over  whose 
surface   we    desire    to    measure),    to    another    conduc- 
tor of  large  capacity,  is  that  the  amount  of  electricity 
removed  by  the  proof  plane,  each  time  we  touch  the 
surface  of  the  cone,  does  not  sensibly  diminish  the  poten- 
tial or  the  total  charge  pos- 
sessed by  the  cone.    Without 
the  use  of   the  Leyden  jar, 
the   effect   of   touching   any 
point  A  on  the  cone  with  the 
proof    plane,   and   removing 
the  proof  plane,  is  not  merely 
to    remove    the    amount    of 
electricity  that  was   on  the 
surface  of  the  cone  touched 
by  the  proof  plane,  but    to 
slightly  diminish  the  density 
of   every  other  part  of    the 
surface    of   the    cone,    sinco 
electricity  has  to  flow  from 
the  rest  of  the  body  to  re- 
charge the  part  touched  by 
the  proof  plane.     Hence,  if 
the  cone  be  first  charged  to 
Fig.  118.  a  given  potential,  and  then 

the  relative  densities  at  any 
points  A  and  b  be  determined  by  touching  them  succes- 
sively with  the  proof  plane,  slightly  different  results  will 
be  obtained,  according  to  the  order  in  which  these  two 
points  are  touched.  The  use  of  a  well-insulated  Leyden 
jar  removes  the  difficulty,  which  may  also,  to  a  certain 
extent,  be  overcome  by  first  touching  A,  and  measuring 
the  charge  q^,  taken  away  by  the  proof  plane,  then 
touching  B,  and  measuring  the  charge  q^^  removed, 
and  thirdly,  touching  A  again,  and  measuring  the 
charge  ^g,  removed  by  the  proof  plane  on  touching  A  a 
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second   time,  because  the  density  at  B  will  be   to  the 
density  at  a  approximately,  as 


9z  to 


2 


A  glass  jar,  with  a  contracted  neck,  as  shown  in  Fig. 
119,  would  have  a  much  higher  insulation  as  long  as  the 
interior  of   the  neck  was   clean,  but   there    would   be 
greater  difficulty  in  introducing  the 
acid  without  splashing  the  neck,  and 
in  cleaning  the  inside  of  the  neck 
when  it  became  dirty,  even  if  we  took 
out  the  metal  rod  which  fits  into  a 
tubului^  at  the  bottom  of  the  vessel, 
as  does  the  glass  rod  in  the  insulating 
stand.  Fig.  40,  page  112. 

172.  Battery  of  Leyden  Jars.— 
If  a  greater  capacity  is  desired  than 
can  be  obtained  with  one  such  Ley- 
den jar,  when  the  glass  is  made  as 
thin  and  as  large  as  is  practicable, 
then  a  "  battery  of  Leyden  jars^^^  that 
is,  a  number  of  sulphuric  acid  Leyden 

jars  in  parallel,  should  be  employed.  Fig.  119. 

173.  Constructing  Condensers  of 

Very  Large  Capacity. — When  a  very  large  capacity  is 
required  the  dielectric  employed  consists  usually  of  alteets 
of  paper  or  of  mica,  which  have  been  soaked  in  melted 
paraffin  wax  or  in  a  solution  of  shell-lac  in  alcohol. 

The  sheets  of  tin-foil  are  shaped  as  shown  in  a 
(Fig.  120),  one  comer  being  cut  off,  and  the  sheets  of 
insulating  material  h  are  made  about  two  inches  wider 
and  two  inches  longer,  and  have  two  comers  cut  off.  On 
a  sheet  of  insulating  material  there  is  first  laid  a  sheet 
of  tinfoil,  as  in  c,  then  a  sheet  of  insulating  material  is 
laid  on  the  top,  then  a  second  sheet  of  tinfoil  with  its 
uncut  comer  turning  the  other  way,  and  so  on,  so  that 
finally  there  are  a  number  of  alternate  sheets  of  tinfoil 
with  their  comers  projecting  over  the  sheets  of  insulating 
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material  to  the  right,  and  the  other  set  of  alternate  sheets 
of  tinfoil,  with  their  uncut  corners  projecting  over  to  the 
left.  Each  of  the  exposed  sets  of  comers  is  soldered 
together,  and  forms  an  electrode  or  terminal  of  the 
condenser. 

When  paraffined  paper  is  employed  as  the  insulating 
material,  the  paper  is  first  very  carefully  examined  by 
holding  it,  sheet  by  sheet,  up  to  the  light,  so  that  the 
existence  of  any  small  holes  may  be  detected,  and  any 
sheet  possessing  such  holes  is  discarded.  The  good 
sheets  are  then  placed  in  a  bath  of  melted  paraffin  wax 


Fiff.  120. 

warmed  by  steam  to  about  110°C.,  or  a  little  above  the 
boiling  point,  so  that  all  water  may  be  driven  off.  On  a 
horizontal  slab  of  cast  iron,  also  warmed  by  steam  to 
about  the  same  temperature,  the  sheets  of  paraffined  paper 
and  tinfoil  are  laid  in  the  way  just  described,  the  sheets 
being  carefully  smoothed  with  a  flat  strip  of  wood  as 
they  are  laid  on.  Two  sheets  of  paper  are  placed  be- 
tween each  pair  of  sheets  of  tinfoil  to  avoid  the  possi- 
bility of  a  hole  in  the  paper  causing  leakage,  it  being,  of 
course,  most  improbable,  even  if  there  were  a  minute 
hole  in  each  sheet,  that  the  holes  would  come  exactly 
opposite  one  another.  After  the  condenser  has  been 
built  up  in  this  way  it  is  placed  between  two  warm  metal 
plates,  and  pressed  with  a  weight  of  about  eight  cwts. 
while  it  is  cooling,  in  order  that  the  surplus  paraffin  wax 
may  be  squeezed  out  and  the  whole  consolidated. 
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To  avoid  the  paraffin  wax  being  wasted,  it  is  desirable 
to  have  a  kind  of  gutter  all  round  the  cast  iron  plate,  on 
which  the  condenser  is  built  up,  for  the  paraffin  wax  to 
ran  into. 

It  is  not  desirable  to  use  the  paraffin  wax  in  the  baths 
more  than  once,  since  even  when  the  temperature  is  not 
raised  more  than  about  IW  0.  or  120°  C,  slight  decom- 
position  of  the  wax  may  occur,  which  diminishes  its  high 
specific  resistance.  The  paraffin  employed  for  raakmg 
condensers  is  highly  purified,  and  the  residue  in  the  baths 
is  sold  to  be  used  for  making  candles. 

174.  Comparing  Capacities. — The  capacities  of  two 
condensers  can  be  easily  compared  by  successively 
charging  each  condenser  with  the  same  P.  D.,  and  ob- 
serving, by  means  of  a  suitable  galvanometer,  the 
amounts  of  electricity  that  rush  into  the  condenser  to 
charge  them,  or  by  charging  them  with  the  same  P.  D., 
and  then  discharging  them  successively  through  a  suit- 
able galvanometer,  the  instantaneous  deflection  produced 
in  either  case  being  dii'ectly  proportional  to  the  capacity. 

If  the  condensers  differ  much  in  ca|)acity,  so  that 
when  the  galvanometer  is  properly  adjusted  and  a  suit- 
able P.  D.  selected  to  obtain  a  convenient  deflection  on 
the  galvanometer  with  the  smaller  condenser,  the  deflec- 
tion obtained  with  the  larger  would  be  much  too  great, 
or  conversely  if  the  sensibility  of  the  galvanometer  were 
arranged,  and  the  P.  D.  selected  with  reference  to  the 
larger  condenser,  the  deflection  obtained  with  the  smaller 
condenser  would  be  much  too  small ;  hence,  in  order  to 
make  the  comparison  of  the  capacities,  either  the  galvano- 
meter must  have  different  sensibilities,  or  the  P.  D.  em- 
ployed must  be  different  in  the  two  cases. 

The  only  easy  way  of  altering  the  sensibility  of  a  gal- 
vanometer by  a  definite  amount  is  by  shunting  it,  and  even 
this  method,  as  was  fii'st  pointed  out  by  Mr.  Latimer 
Clark,  introduces  a  certain  vagueness  when  we  are  deal- 
ing with  instantaneous  deflections  and  **  transient  cur- 
rents"  or  currents  only  lasting  for  a  very  short  time.    {See 
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§  188,  page  349.)  Hence,  it  is  better  to  use  different 
P.  Ds.  in  the  two  cases,  and  the  simplest  method  of 
obtaining  two  P.  Ds.  of  a  known  ratio  to  one  another 
is  that  described  in  §  150,  page  278. 

Let  F  and  F'  be  the  capacities  of  the  two  condensers, 
V  and  V  the  P.  Ds.  employed  in  charging  them,  and  k 
and  k'  the  instantaneous  deflections  produced  either  on 
charging  or  on  discharging,  then 

F_V'      ^ 

F  "  "V    ^  k' ' 

175.  Charge  and  Discharge  Key.— If  it  be  merely 
desired  to  observe  the  instantaneous  deflection  on  charg- 
ing a  condenser,  any  simple  key  for  closing  the  circuit 


Fig.  121. 

may  be  employed,  but  if  we  desire  to  obsei*ve  the  dis- 
charge immediately  after  removing  the  battery,  and 
tlierefore,  before  tlie  condenser  has  lost  any  of  its  charge 
by  leakage  from  one  coating  to  the  other,  some  special 
form  of  key  must  be  employed,  and  that  shown  in  Fig. 
121  will  be  found  convenient,  and  has  very  high  insula- 
tion. If  joined  up  as  shown  in  this  figure,  it  will  be 
seen  that,  on   depressing   the  lever  l,  contact  will  be 
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made  between  the  lever  and  the  lower  stop  s,,  while 
that  between  L  and  the  up|)er  stop  Sg  will  be  broken. 
This  will  enable  the  battery  B  to  charge  the  condenser  c 
withoxit  deflecting  the  galvanometer  o.  If,  now,  the 
pressure  on  the  bent  lever  L  be  withdrawn,  it  will  fly  up, 
breaking  the  contact  at  s^,  and  so  disconnecting  the 
battery,  while  immediately  afterwards  the  contact  at  s^ 
will  be  made  and  the  condenser  discharged  through  the 
galvanometer. 

If  the  key  be  joined  up  as  shown  in  Fig.  122,  the 
galTaiiometer  will  measure  the  charge  put  into  the  con- 


Fig.  122. 

denser  on  depressing  the  key,  but  not  the  discharge  that 
will  take  place  on  liberating  the  key.  If  the  insulation 
of  the  condenser  be  slightly  defective,  so  that  there  is 
a  small  leakage  from  one  coating  to  the  other,  the  swing 
of  the  galvanometer  needle  on  charging  the  condenser 
(Kg.  122)  will  be  larger  than  it  would  be  were  there  no 
leakage,  while,  on  the  other  hand,  the  swing  on  discharg- 
ing wSl  be  smaller ;  the  mean  of  the  two  swings  may  be 
taken  as  a  measure  of  the  true  charge  of  the  condenser, 
independently  of  the  leakage,  if  the  effect  due  to  the 
leakage  is  small. 

When  the  apparatus  is  arranged  sa  in  Fig.  123,  both 
the  charge  and  discharge  will  be  measured,  producing 
deflections  on  opposite  sides  of  the  zero,  and  therefore 

V 
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producing  practically  no  efiect  at  all,  if  made  to  follow 
one  another  fairly  rapidly.  The  effect  of  either  on  the 
galvanometer  can  be  prevented  by  short-circuiting  it 
during  either  the  charge  or  discharge  by  means  of  the 
short-circuit  plug  p. 

176.  Condensers  are  Stores  of  Electric  Energy,  not 
of  Electricity. — If  a  suitable  galvanometer  be  inserted 
in  each  of  the  wires  connecting  the  two  coatings  of  the 
condenser  c  with  the  two  ends  of  the  battery  b  (Fig.  1 24), 
it  will  be  found  on  completing  the  circuit  by  closing  a  key 


Fig.  123. 

at  K,  that  the  fii*st  swings  on  the  two  galvanometers  are 
such  as  indicate  equal  quantities  of  electricity  passing 
through  them.  And  if  when  the  condenser  is  charged 
the  battery  be  removed,  and  the  condenser  be  discharged 
by  connecting  together  the  wires  p  and  Q  coming  from 
the  galvanometer,  then  the  first  swings  of  the  galvano- 
meter needles  will  again  be  such  as  to  indicate  that  equal 
quantities  of  electricity  pass  through  them,  but  in  this 
case  in  the  opposite  direction  to  that  in  which  the  elec- 
tricity passed  during  the  charge.  Hence,  both  on  charg- 
ing and  on  discharging  a  condenser  as  Tnuch  electricity 
passes  into  one  coating  as  jxisses  out  of  tJie  other,  and 
there  is  no  storing,  or  accumulating,  of  electricity.  In 
fact,  as  far  as  the  galvanometer  deflections  during  the 
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charge  show,  we  could  not  say  whether  there  was  a  con- 
denser at  c  or  a  resistance,  the  value  of  which  was,  from 
some  cause,  rapidly  increased,  to  practically  infinity,  on 
completing  the  circuit  The  sudden  deflections,  however, 
produced  on  the  galvanometer  when  the  wires  p  and  q 
are  joined  together  after  removing  the  battery,  could  not 
be  produced  if  c  were  a  resistance,  since  no  alteration 
of  the  value  of  a  resistance  can,  by  itself,  and  without 
any  current  generator,  produce  a  current.  When  the 
condenser  has  a  large  capacity,  and  when  the  P.  D.  em- 
ployed in  charging  it  is  large,  the  current  obtained  on 


weare  led  to  conclude  that,  although  a  cliarged  cond^e^ 
^nlatns  nostoreofehctTunty,  it  contains  a  store  of  electric 
^gy,  and  it  can  be  shown  that,  if  the  capacity  of  the 
condenser  be  F  farads,  and  if  it  be  charged  with  a  P.  D 

IL  ^i^n  wl,'*^?!.''^  ^^^'*'^'  ^^^^"^'  ^^  *^^  ^^"-k  this 
store  can  do  when  the  condenser  is  discharged,  equals 


F  X  \'- 

foot  II)S. 

2-712 


J'a^^/i;)/^  98  -How  many  times  per  second  would  a 
condenser  of  10  microfarads  have  L  be  charged  ^dth 
86  volts,  and  discharged  so  that  it  would  give  out  aW 
one-Uiousandth  of  a  horse-power  ?      Ar^rZThoxS, 

Sxamph  99._If  a  battery  having  an  E.  M.  F  equal 
^ny  toot  lbs.  of  work  are  wasted  in  the  charging? 
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Let  K  be  the  charge  in  coulombs  held  by  the  con- 
denser when  the  P.  D.  between  its  coatings  is  E,  then 

K  =  FE, 

and  the  store  of  energy  equals,  from  §  176,  page  323, 

foot  Iba 

2-712 

The  work  done  in  t  minutes  by  a  battery  of  R  M.  F. 
equal  to  E  volts,  when  a  cun*ent  of  A  amperes  flows 
through  it^  equals,  from  §  115,  page  203, 

44-25  A  E  t  foot  lbs., 

.  ' .     the  work  done  in  t  seconds  ia 

i:*"^lAE<  foot  lbs. 
60 

Now  A  t  equals  the  number  of  coulombs  that  flow 
through  the  battery  in  the  time  t,  whether  t  be  short  or 
long,  and  although  when  charging  the  condenser  the 
current  will  at  first  be  very  strong,  and  then  will 
gradually  diminish  until  it  becomes  nought,  we  may 
consider  it  to  remain  constant  during  a  small  fraction  of 
a  second.  Hence,  if  A;  be  the  number  of  coulombs  that 
pass  during  a  time  so  short  that  the  current  may  be 
regarded  as  remaining  constant  during  this  time,  the 
work  done  by  the  battery  during  this  time  equals 

fi*^  AjEfootlbs., 
60 

and  this  is  true  for  each  short  time  during  the  charging. 
Hence,  the  total  work  done  by  the  battery  equals 

^^'^^KE  foot  lbs.. 


60 
60 


or    li^    FE«  foot  lbs. 
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Hence,  the  waste  of  energy  during  the  charging  equals 

(li:^ ?-)f  Effect  lbs., 

\   60  2-712/ 

or      i^l^EESfootlbs., 

or  half  the  energy  expended  by  the  battery  is  wasted, 
no  matter  what  be  its  resistance^  or  the  resistance  of  the 
rest  of  the  circuit. 

Example  100. — If,  instead  of  employing  a  battery 

having  an  E.  M.  F.  of  E  volts  to  charge  the  condenser, 

E 
we  first  charge  it  with  a  battery  of  -  volts  ;  then  increase 

2E 
the  K  M.  F.  of  the  battery  to and  further  charge 

the  condenser  ;  next  increase  the  R  M.  F.  of  the  battery 

3E 

to >  and  stDl  fui-ther  charge  the  condenser,  and  so 

n 

on,  what  will  be  the  total  waste  of  energy  9 

The  number  of  coulombs  put  into  the  condenser  in 

the  first  charge  equals 

FE 

"^' 

and  the  work  done  by  the  first  battery  equals 

44-25       F  E2  ^      „ 
—  -   X  —r-  foot  lbs. 
60  n* 

The  number  of  coulombs  put  into  the  condenser  in  the 
second  charge  equals 

FE 

IT' 

and  the  work  done  by  the  battery  equals, 

44-25       FE       2E  ,       „ 

---  X X foot  lbs., 

60  n  »  * 
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44-25  W 

or    ^l^^  2  F    — „  foot  lbs.,  &c 

So  that  the  total  work  done  in  charging  the  condenser 
eqaals 


44-25 
60 


FE2   /  \ 

x-^[l+2  +  34-....+w| 


44-25        FE2.,   ,     vn 

60  ^2n      2/ 

The  store  of  energy  in  the  condenser  eqaals,  as  before, 

FE? 

foot  lbs,. 

2-712 

quite  independently  of  the  way  in  which  the  condenser 
has  been  charged.     Hence,  the  waste  equals 

^i^FE^-L    foot  lbs., 
60  2n 

which  becomes  the  same  as  before  if  n  is  unity,  but  on 
the  other  hand  becomes  as  small  as  we  please  if  n  be 
made  larger  and  larger.  In  fact,  the  more  nearly  we 
make  the  rate  of  increase  of  the  E.  M.  F.  in  charging 
equal  to  the  rate  of  the  decrease  of  the  P.  D.  between 
the  coatings  of  the  condenser  in  discharging,  the  less 
will  be  the  waste  in  charging. 

Example  101.  —If  an  air  condenser  be  formed  of  two 
parallel  metallic  plates,  each  two  square  feet  in  area, 
placed  ^th  of  an  inch  apart,  and  charged  with  a  P.  D. 
of  250  volts,  what  amount  of  work  must  be  done  in 
sepsurating  the  plates,  so  that  the  distance  between  them 
is  increased  to  -^yth  of  an  inch,  if  the  wires  used  in 
charging  the  condenser  be  removed  before  the  plates  are 
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separated,  so  that  the  charge  in  the  condenser  remains 
unaltered  during  the  separation  ? 

The  cajmcity  before  separation  equals  from  §    166, 
lioge  307, 

—  -    -     ,--„ fai*aas, 

4-452  X  1012  X  ^ 

or    1-940  X  10-»  „ 

and  after  separation, 

288 


4-452  X  1012  X  ^      " 

or    6-467  x  lO'io  „ 

therefore  if  K  be  the  charge  in  coulombs  in  the  con- 
denser, and  V  the  P.  D.  after  separation  in  volts, 

K=  1-940  X  10-»   X  250 

=  6-467  X  10-10^  X  V, 

.•.     V  =  750  volts. 

The  store  of  energy,  in  the  condenser  before  separation 

equals 

1-940  X  10-»  X  2502  ^      „ 

~^r^77: foot  lbs., 

2-712  ' 

or  4-471  X  10-5  „ 

and  the  stoi-o  of  energy  after  separation  equals 

6-467  X  10-i«  X  7502  ^    ^  ,^ 

— — foot  lbs., 

2-712  * 

or  1-341  X  10-*  „ 

hence  the  work  done  in  the  separation  equals 

8-939  X  10-5  foot  lbs. 

1??.  Absolute  Measurement  of  a  Capacity. — The 
aWlute  capacity  of  a  condenser  can  be  determined  in 
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farads  by  using  a  battery,  whose  E.  M.  F.  we  know  in 
volts,  to  charge  it,  when  there  is  in  the  circuit  a 
galvanomet-er  which  has  been  calibrated  so  that  the 
number  of  coulombs  or  fraction  of  a  coulomb  that  causes 
any  particular  instantaneous  swing  is  known.  But  this 
absolute  measurement  of  a  capacity  can  more  easily  be 
effected  as  follows,  the  only  thing  that  is  required  to  be 
previously  known  being  the  value  of  a  resistance  in 
ohms. 

Let  B  (right  hand,   Fig.   125)  be  a  battery  of  un- 
known  K  M.  F.   and   resistance,  but  of   such   a   large 


Fig.  125. 

number  of  cells,  that  when  it  is  used  to  charge  the 
condenser  c,  F  farads  in  capacity,  a  suitable  instan- 
taneous deflection  is  obtained  on  a  reflecting  galvano- 
meter o.  In  order  that  we  may  use  two  P.  Ds.,  whose 
ratio  is  known,  shunt  the  battery  with  a  large  resist- 
ance r,  then  if  a  portion  r'  (right  hand,  Fig.  125)  of 
this  resistance  bears  to  the  whole  r,  a  ratio  equal  to  R, 
it  follows,  without  our  knowing  either  r  or  r'  in  ohms, 
that  V,  the  P.  D.  between  l  and  N,  the  terminals  of  r'; 
bears  to  V,  the  P.  D.  between  L  and  m,  the  terminals  of  r, 
the  same  ratio  R. 

Charge  the  condenser  with  the  battery  thus  shunted, 
by  depressing  the  key  k  (left  hand,  Fig.  125),  and  let 
the   instantaneous    deflection   be   d^      Next   using   V 
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(right  hand,  Fig.  125),  send  a  steady  current  through 
the  galvanometer  in  series  with  a  large  resistance  coil, 
and  let  the  value  of  the  resistance  of  these  two  be  o 
ohma     Let  d^  be  the  steady  deflection  so  obtained,  then 

„       T        B,       d. 

F=  —  X —  X  -  '. 

2  IT        o        dc^ 

For  if  K  be  the  unknown  number  of  coulombs  re- 
quired to  charge  the  condenser  to  the  unknown  P.  D.  of 
V  volts, 

K  =  F  X  V, 

also  from  §  155,  page  292,  we  know  that 

^        P       A        ^, 
K  =  -  X  —  X     % 
w       2        a 

where  a  is  the  steady  deflection  that  is  produced  by  A 
amperes.  But  since  the  deflection  is  proi)ortional  to  the 
current,   and  since  the  deflection  d^  is  produced  by  a 

current  of  —  amperes, 

0 


a 

A  X 
Rx 

V 

0 
0 

K 

_P 

R  X 
2  X 

V 

—  X 
0 

% 

F 

P       R      rf, 

2ir        0       d^ 

If  the  vibrations  of  the  needle  be  damped,  then  the 

above  must  be   multiplied  by  1  H ,  where  I  is  the 

2 

Napierian  logarithmic  decrement  {see  §  157,  page  296),  in 

order  to  obtain  the  correct  value  of  F. 
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This  method  was  employed  by  the  late  Professor 
Fleeming  Jenkin,  in  1867,  in  making  the  first  absolute 
measurements  of  the  capacity  of  a  condenser. 

178.  Statical  Method  of  Comparing  Capacities. — 

lict  F  and  f'  bo  the  capacities  of  the  two  condensers  that  are  to  bo 
compared.  Bymeans  of  the  arrangement  shown  to  the  left  (Fig.  126), 
charge  the  two  condensers  with  the  P.  Ds.  between  the  points  l  and 
c,  and  c  and  m  respectively.  Let  these  P.  Ds.  be  called  V.and  V 
volts,  the  numerical  value  of  which  it  is  not  necessary  to  know. 
Now,  without  discharging  the  condensers,  separate  the  coating  ▲ 
of  the  one  and  the  coating  b'  of  the  other  from  the  resistance  coil, 
and  join  these  coatings  together  as  shown  to  the  right  (Fig.  126),  the 
other  coatings  b  and  a'  being  j  oined  together  as  before.  Let  Y^  be  the 
resultant  P.  D.  in  volts  between  a  b'  and  b  a',  the  numerical  value 
of  which  also  need  not  be  known,  let  K  and  -  K'  be  respectively  the 
numbers  of  coulombs  on  the  plates  a  and  b'  before  discharge,  then 

K=  FV 

and  K'=-F'V', 

also  we  know  that  K  —  K'  is  the  charge  in  the  compound  plate 
A  b'  of  the  joint  condenser  to  the  right  (Fig.  126),  of  capacity  F  +  F', 

.-.     K-K'=(F-f  F')Vi. 

Substituting,  we  have    F  V  -  F  V  =  (F  -f  F')  Vi, 

.-.      F__V'-fV, 


In  order  to  compare  V,  V,  and  Vi,  observe  the  deflection  pro- 
duced by  Vj  on  a  suitable  electrometer,  and,  without  altering  the 
arrangement  of  the  battery  and  resistance  coil  shown  to  the  right 
(Fig.  126),  let  two  points,  separated  by  a  resistance  r^  be  found,  by 
tiiaJ,  such  that  the  P.  D.  between  them  produces  the  same  deflection 
on  the  electrometer,  then 

V:V':V,  i:  rif^iri. 
Consequently,  F  *^jMj 

If  r'  and  r  be  so  selected  by  shifting  the  connection  c  (Fig. 
126),  in  one  direction  or  other,  that  K  equals  K',  or  Vj  is  nought, 
then  Y       ^ 


This  method  of  discharging  one  condenser  into  another,  and 
measuring  the  resultant  P.  D.,  may  be  employed  not  only  when  the 
condensers  are  small,  but  when  one  or  both  of  them  are  long 
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lengths  of  submarine  cable,  in  which  case,  owing  to  the  "  retarda- 
tion^''*  or  timo  taken  in  charging  or  discharging  the  cable,  the  sim- 
ple galvanometer  method  would  give  erroneous  results  unless  the 
period  of  the  needle  were  made  most  inconveniently  long  so  as  to 
insure  the  charge  or  discharge  being  completed  before  <£e  needle 
began  to  move. 

If,  however,  the  method  just  described  of  discharging  one 
condenser  into  the  other,  and  measuring  the  resultant  effect  be 
employed,  not  on  account  of  the  smallness  of  the  capacities  of  the 
condensers  under  comparison,  but  because  one  or  both  of  them  have 
considerable  retardation,  then  a  galvanometer  can  be  used  to  measure 
approximately  the  resultant  P.  D.,  the  test  giving  perfectly  accurate 
results  when  the  point  c  is  so  selected,  by  trial,  that  the  discharge 
of  the  compound  condenser  through  the  galvanometer  is  nought. 


Fig.  126. 

If  the  resultant  charge  be  not  absolutely  nought,  we  can,  in- 
stead of  making  a  great  number  of  tests  to  find  the  point  c,  for 
which  it  would  be  absolutely  nought,  and  which  may  occupy  more 
time  than  is  at  our  disposal,  correct  approximately  for  a  sniall  re- 
sultant discharge  as  follows :  — 

Let  d  be  the  resultant  deflection,  and  let  df  be  the  deflection 
obtained  on  charging  the  compound  condenser  with  the  P.  D.  be- 
tween two  points  in  the  resistance  coil,  separated  by  a  small  re- 
sistance Tj ;  then,  if,  as  before,  ri  be  the  resistance  between  two 
points  in  the  coil  having  a  P.  D.  between  them  equal  to  Vp  but 
which  we  cannot  now  find  directly,  as  we  are  not  using  an  electro- 
meter, it  follows,  disregarding  the  retardation,  that 


Hence,     -  — * 
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F       dTr-dr^ 

179.  Heasnring  Specific  Inductive  Capacity. — ^If 
we  know  the  area  A  of  each  of  the  coatings  of  a  con- 
denser in  square  centimetres,  and  t  the  thic^ess  of  the 
dielectric  in  centimetres,  then,  from  §  169,  page  311,  it 
follows  that  i,  its  specific  inductive  capacity, 

F  X  M31  X  10"  X  t 


where  F  is  the  capacity  of  the  condenser  in  farads,  which, 
if  large  enough,  can  be  measured  either  absolutely  by 
the  method  described  in  §  177,  page  328,  or  relatively 
by  comparison  with  another  condenser,  whose  capacity  is 
known  in  fai*ads,  using  the  method  described  in  §  174, 
page  319. 

Frequently,  however,  we  desire  to  measure  the  specific 
inductive  capacity  of  a  comparatively  small  specimen  of 
an  insulating  material,  too  small  to  be  employed  in 
making  a  condenser  of  large  capacity,  unless  the  dielectric 
were  made  so  thin  that  it  would  be  extremely  difficult  to 
determine  its  thickness  accurately.  In  such  a  case  we 
may  employ  the  statical  method  described  in  §  178, 
page  330,  of  comparing  the  capacity  of  a  condenser 
made  with  the  specimen  of  insulating  material  with  the 
capacity  of  a  condenser  of  somewhat  similar  dimensions, 
but  having  air  for  the  dielectric.  To  use  this  method, 
however,  we  must  have  an  electrometer  of  considerable 
sensibility,  with  its  quarter  cylinders  far  better  insulated 
from  one  another  and  &om  the  outside  of  the  instrument 
than  are  those  in  the  instrument  illustrated  in  Fig&  47 
and  48,  §  75,  page  131.  We  also  must  have  a  charge 
and  discharge  key  of  high  insulation,  and  enclosed  in  a 
metallic  box,  so  as  to  be  shielded  from  induction  (see 
§  51,  page  99).  This  statical  method,  therefore,  of 
comparing  the  capacities  of  two  condensers,  each  of  small 
capacity,  although  susceptible  of  giving  extremely  accurate 
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results  when  carried  out  with  the  various  precautions 
that  would  be  adopted  by  a  skilled  experimenter,  is  alto- 
gether unsuitable  to  be  employed  by  a  beginner. 

The  following  method,  however,  based  on  a  plan  of 
experimenting  originally  suggested  by  Dr.  Sauty,  has 
been  used  by  the  author  with  good  results.  c  and  c' 
(Fig.  127)  are  the  two  condensers  of  small  capacity,  M 
and  M',  that  we  desire  to  compare ;  a  and  h  are  two  ad- 
justable resistances  wound  double  in  the  ordinaiy  manner 
employed  in  constructing  resistance  coils  (see  Fig.  7,  §  12, 


Pig.  127. 

page  28),  K  is  a  key,  turning  about  its  centre  and  making 
contact  either  at  h^  or  at  Ato,  so  that  by  moving  the 
handle  down  and  up  the  two  condensers  can  be  charged 
by  the  battery  b  or  discharged,  and  t  is  an  ordinary 
Bell  telephone  connecting  the  points  p  and  Q,  and 
which  is  an  extremely  delicate  instrument  for  detecting 
small  rapid  fluctuations  in  the  strength  of  a  current  passing 
through  it.  If  the  key  K  be  alternately  moved  up  and 
down  there  will  be  a  succession  of  currents  in  opposite 
directions  through  the  telephone,  unless  the  potentials  at 
p  and  Q  always  remain  equal  to  one  another,  and  in 
order  that  the  P.  D.  between  these  two  points  may  be 
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always  nought,  the  rise  or  fall  of  potential  at  each  of 
these  points  mast  be  the  same  in  the  same  time.  This 
condition  will  be  fulfilled  when  the  quantities  of  elec- 
tricity that  flow  into,  or  out  of,  the  two  condensers  in 
the  8a7n£  time,  are  directly  proportional  to  their  capaci- 
ties, and  when  there  is  no  sensible  retaixlation.  Further, 
if  the  potentials  at  p  and  Q  are  equal  to  one  another,  the 
quantities  of  electricity  that  flow  through  the  two  wires, 
o  P  and  o  Q  respectively,  must  be  inversely  proportional 
to  their  resistances  a  and  h.  Hence,  combining  these 
two  conditions,  no  sound  will  be  heard  in  the  telephone 
if  a  and  h  are  adjusted  until 

M  _h 

The  substance  of  which  we  desire  to  measure  the 

specific  inductive  capacity,  as,  for  example,  a  sheet  of 

glass   or    a  sheet  of   guttapercha^ 

^  should  have  pasted  on  each  side  of 

it  sheets  of  tinfoil  of   equal  size, 

and   about    one    inch    smaller  all 

round  than  the  sheet  of  dielectric, 

so  as  to  secure  little  surface  leakage. 

If  the  sheet  of  dielectric  be  itself 

p.    J28.  small,  the  space  left  uncovered  with 

tinfoil  must  be  less  than  one  inch  in 

width,  but  in  that  case  the  uncovei-ed  poi-tion  should  be 

carefully  cleaned  and  dried.     It  is  also  desirable  for  the 

purpose  of  diminishing  this  surface  leakage  to  rest  the 

condenser  on  a  block  B,  as  shown  in  Fig.   128,  so  as  to 

keep  the  underneath  portion  of  the  sheet  of  dielectric  D 

that  is  not  covered  with  a  sheet  of  tinfoil,  corresponding 

with  T  above,  from  touching  anything. 

180.  Standard  Air  Condenser. — The  standard  air 
condenser  may  be  conveniently  constructed,  as  shown 
in  Fig.  129,  of  thin  slabs  of  plate  glass  about  one-eighth 
of  an  inch  thick,  coated  on  both  sides  with  tinfoil. 
These  sheets  of  glass  do  not  act  as  the  dielectric,  but 
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merely  form  convenient  supports,  with  very  plane  sur- 
faces, for  the  sheets  of  tinfoil,  hence  the  two  sheets  of 
tinfoil  on  the  two  sides  of  any  one  of  the  slabs  of  glass 
must  be  electrically  connected.  With  every  alternate 
slab  1,  3,  5,  *fec.,  the  sheets  of  tinfoil  are  pasted  over  the 


Pig.  129. 


whole  surface  of  the  glass,  and  may  be  each  about  one 
square  foot  in  area,  while  in  the  case  of  the  other  set 
2,  4,  6,  &c.,  there  is  one  inch  left  all  round  the  glass  not 
coated  with  tinfoil,  as  seen  on  the  top  plate  P  P  of  the 
condenser  in  the  figure.  This  is  in  reality  the  top  plate 
but  one,  the  top  plate  T  t,  which  is  wholly  covered  with 
tinfoil,  having  been  removed  to  enable  the  plate  P  P  to  be 
seen.     The  first  set  form  together  the  outer  coating,  and 
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their  terminal  A  is  connected  with  s  (Fig.  127),  while  all 
the  smaller  sheets  of  foil  form  the  inner  coating,  and 
their  terminal  B,  mounted  on  a  block  of  ebonite,  is  con- 
nected with  p.  The  glass  slabs  are  piled  one  on  the 
top  of  the  other,  but  separated  by  fragments  of  glass 
pp,  all  of  the  same  thickness,  conveniently  about  one- 
tenth  of  an  inch  ;  and  there  is  one  more  of  the 
slabs  with  the  larger  sheets  of  tinfoil  on  it  than  of  the 
others,  so  that  there  is  one  of  the  former  both  at  the 
bottom  and  at  the  top  of  the  condenser  when  it  is  thus 
built  up.  The  glass  plates  are  prevented  from  sliding 
over  one  another  when  the  condenser  is  moved,  by  their 
comers  fitting  into  grooves  in  the  four  ebonite  pillars 

E,  E,  E. 

The  capacity  of   the  standard  condenser,  in  farads, 
equals 

A 

4-452  X  lOia  x  i 

where  A  is  the  sum  of  the  areas,  reckoned  in  inches,  of  all 
the  smaller  sheets  of  tinfoil,  and  t  is  the  thickness  of 
one  of  the  little  glass  fragments. 

The  capacity  of  the  experimental  condenser  equals 

A' 


t  X 


4-452  X  1019  X  if 


where  A'  is  the  area  of  one  of  the  tinfoil  coatings,  t  the 
thickness  of  the  sheet  of  dielectric  under  test,  and  t  its 
specific  inductive  capacity.  Hence,  if  the  resistances  a 
and  h  (Fig.  127)  are  so  adjusted  that  no  sound  is  heard 
in  the  telephone, 

o       A        <' 

The  construction  of  the  Bell's  telephone,  such  as  may 
be  used  in  the  previous  experiment,  is  shown  in  Figa  130 
and  131,  where  m  is  a  permanent  magnet,  terminated  at 
the  right-hand  end  (Fig.  130)  by  a  piece  of  soft  iron  of 


Digitized  by  VjOOQIC 


Chap.  VII.]  THE    BELL   TELEPHONE.  337 

the  same  thickness.  Round  this  piece  of  iron  is  a  coil  of 
wire  b  6,  the  ends  of  which  d  d  are  led  to  the  terminals 
V  V.  Close  to  the  end  of  the  piece  of  soft  iron,  but 
not  touching  it,  is  a  thi7i  plate  of  ferrotype  iron  c  e.    The 


Pig.  130. 

piece  of  soft  iron  is  magnetised  by  the  permanent  magnet 
7W,  and  thus  attracts  the  centre  of  the  thin  plate  of  iron, 
and  the  amount  of  this  attraction  is  varied  by  any  cuiv 
rent  that  passes  round  the  coil  b.  Hence,  if  there  be 
rapid  fluctuations  in  the  strength  of  the  current  passing 
round  this  coil,  and  still  more,  if  there  be  rapid  alterna- 


Vig.  13L 

tions  in  the  direction  of  the  current  passing  round  this 
coil,  the  thin  iron  plate  will  be  set  in  i-apid  vibration, 
and  a  sound  will  be  emitted.  If  the  telephone  be  well 
made,  and  if  the  ear  be  placed  near  the  opening  shown 
at  the  right  hand  in  Fig.  130,  and  at  the  left  hand  in 
Fig.  131,  the   sound  produced  by  evon  extremely  sniaU 
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alterations  in  the  cuiTent  strength,  can  be  heard,  if  they 
follow  one  another  with  sufficient  rapidity. 

181.  Every  Charged  Body  forms  One  C!oating  of  a 
C!onden8er. — In  practice,  as  already  explained,  a  con- 
denser is  the  name  given  to  two  sets  of  sheets  of  metal 
so  arranged  that  the  one  set  has  a  large  capacity  rela- 
tively to  the  other ;  but,  in  reality,  every  charged  body 
forms  a  condenser  with  some  other  body ;  it  may  be  witJi 
the  walls  of  the  room,  or  the  ceiling,  or  the  table,  or  the 
body  of  the  experimenter,  or  with  all  of  them  )  hence 
we  see  that  the  statement  made  at  the  foot  of  page  109, 
that  when  one  conducting  body  A  is  entirely  surrounded 
by  another  conducting  body  B,  the  quantity  of  electricity 
on  A  is  directly  proportional  to  the  P.  D.  between  A  and 
B  as  long  as  the  position  of  A,  relatively  to  B,  is  abso- 
lutely fixed,  is  only  another  way  of  saying  that  tiie 
capacity  of  A  relatively  to  B  is  constant  as  long  as  their 
relative  positions  are  unchanged. 

In  §  67,  page  120,  it  was  explained  that  the  poten- 
tial of  the  charged  metal  plate  p  could  l)e  diminished  by 

bringing  near  it  the 
metal  plate  M,  connected 
with  the  earth.  We 
now  undei'stand  that 
this  arises  from  the 
capacity  of  P  relatively 
to  H  being  increased  by 
appi*oaching  them,  in 
consequence  of  which 
the  potential  of  P,  oor- 
i*e8ponding  with  a  given 
charge  on  it,  is  dimin- 
ished (see  §  167,  page 
Fig.  132.  308). 

182.  Capacity  of  a 
Spherical  Condenser. — If  a  metallic  sphere  a  (Fig.  132) 
of  a  centimetres'  radius  be  insulated  concentrically  inside 
another  hollow  metallic  sphere  B  of  6  centimetres'  radius, 
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and  if  the  dielectric  separating  them  be  air,  the  capacity 
of  A,  relatively  to  B,  can  be  proved  to  be 

ab 

farads. 


9  X  10"  (6-a) 
This  last  expression  can  be  written  iii  the  form 


9  X  10" 


(•-"5) 


from  which  we  see  that  as  b  grows  greater  and  greater, 
the  capacity  of  a  grows  smaller  and  smaller.  Con- 
sequently, although  wo  have  no  experience  of  a  single 
charged  body  insulated  alone  in  space,  we  can  see  what 
is  the  limit  to  which  the  capacity  of  A  approaches,  as  b 
becomes  larger  and  larger.  The  value  of  this  limit  is 
obtained  by  making  b  equal  to  infinity,  when  the  capacity 
of  A  becomes 

--—  farads, 

9  X  10"  ' 

and  this  is  practically  the  capacity  of  a  sphere  when,  as 
in  the  cose  of  a,  Fig.  43,  page  121,  it  is  so  far  away  from 
other  bodies  as  to  be  practicaMy  beyond  the  range  of 
their  inductive  action. 

But  because  we  can  calculate  the  capacity  of  a  body 
when  it  is  so  far  away  from  other  bodies  as  to  be  practi 
colly  beyond  the  range  of  their  inductive  action,  it  must 
not  be  imagined  that  we  can  have  a  charged  body  exist- 
ing cUoTie  in  space.  Indeed,  as  seen  in  §  60,  page  115, 
we  cannot  produce  only  a  single  quantity  of  electricity, 
since  equal  and  opposite  quantities  ore  produced  simul-* 
toneously,  therefore  it  is  impossible  to  have  one  body 
chaiged  positively  or  negatively  without  some  other 
body  existing  with  an  equal  and  opposite  charge  on  it. 

And  just  as  we  have  no   experience  of  a  single 
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charged  body  existing  by  itself,  so  it  is  equally  impossible 
to   obtain   two   Ixxiies  charged  with  the  same  kind  of 
electricity  without  a  thii-d  one  oppositely  charged.     Al- 
though, therefore,  we  are  accustomed  to  speak  of  two 
positively  or  of  two  negatively  electrified  bodies  repelling 
one  another  as  if  this  action  could  take  place  without  the 
presence  of  any  third  body,  we  must  not  allow  this  very 
convenient  form  of  ex- 
pression to  cause  us  to 
forget  that  all  our  ex- 
perience of  the  action 
of  electrified  bodies  is 
derived     from     experi- 
ments   made    inside   a 
room,  the  walls,  ceiling, 
and  floor  of  which  are 
more  or  less  good  con- 
ductors,     and      which 
form    condensers    with 
the  electrified  bodies  in- 
side the  room.    For  ex- 
ample, if  A  and  c  (Fig. 
133)    be    two    spheres 
electrified       positively, 
and     placed    inside     a 
Fig.  133.                         conducting    room    b  b, 
the  distribution  of  the 
density  will  be  roughly  as  in  the  figure,  the  density  being 
greatest  where  the  plus  or  minus  signs  are  nearest  to- 
gether.    If  A  and  c  be  free  to  move,  then,  as  is  well 
known,  they  will  separate  from  one  another,  and  ap- 
proach the  sides  of  the  room.     This  action  is  usually 
i-egarded  as  being  caused,  partly  by  the  repulsion  of  the 
positive  electricities  on  A  and  C,  and  partly  by  the  at- 
traction of  the  positive  electricity  on  each  of  the  bodies 
by  the  negative  electricity  on  the  side  of  the  wall  ad- 
jacent to  the  two  bodies  respectively.    But  aa  we  have  no 
exi)erimental  evidence  of  what  would  happen  if  A  and  c 
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could  exist  with  their  positive  charges  apart  from  B  b,  it 
may  be  that  it  is  the  attraction  of  the  opposite  elec- 
tricities that  causes  A  and  c  to  8e[>arate,  and  that  there 
is  no  repulsion  at  all  between  the  similarly  electrified 
bodies  a  and  c ;  and  this,  of  course,  is  true  whether  A  and 
c  be  spheres  inside  a  conducting  room  with  flat  walls, 

ceiling,     and     floor,     or 

whether  they  be  conduc- 
tors of  any  shape  inside 
another  of  any  other 
shape,  as  shown  in  Fig. 
134. 

Example  102.— What 
is  the  capacity  of  the 
earth  regarded  as  a  sphere 
insulated  in  space  1  ^^'  ^^• 

A  nswer.  — The    mean 
radius  of  the  earth  is  6-3703  x  10^  centimetres,  hence  its 
capacity  is  0*0007078  farads,  or  roughly  708  microfarads, 
which  is  the  capacity  of  about  2,000  miles  of  ordinary 
submarine  telegraph  cable. 

188.  Condenser  Method  of  Comparing  the  E.  M.  Fs. 
of  Current  Generators. — We  have  already  seen  (§  132, 
page  234)  that  with  cells  which  polarise,  as  it  is  called, 
the  ordinary  galvanometer  methods  of  comparing  E.M.Fs. 
cannot  be  employed  to  obtain  accurate  results,  and  that 
a  null  method  like  that  of  Poggendorff's  is  much  to  be 
preferred.  When,  however,  a  condenser  and  a  suitable 
reflecting  galvanometer  for  measuring  capacity  are  at 
hand,  the  following  method  may  be  employed  instead  of 
Poggendorff^s.  Charge  the  condensers  successively  with 
the  two  current  generators,  and  in  each  case  measui^  the 
charge  or  discharge  with  the  galvanometer,  then,  since 
the  deflections  are  proportional  to  the  charges  or  dis- 
charges (§  160,  page  299),  and  since  these  charges  are 
proportional  to  the  E.  M.  Fs.  employed,  it  follows  that 
the  E.  M.  Fs.  are  proportional  to  the  deflections. 

If  the  plates  of  the  cell  have  only  a  vert/  small  surface 
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in  contact  with  the  liquid,  the  polarisation  arising  from 
the  flow  of  electricity  into  the  condenser  to  charge  it 
may  be  sensible  if  the  condenser  have  a  large  capacity. 
Hence,  in  such  a  case,  it  is  important  to  use  a  condenser 
of  as  small  a  capacity  as  can  be  employed  to  give  a 
mtisfactory  deflection  with  the  most  delicate  galvano- 
meter available.  Such  a  precaution  is  especially  neces- 
sary when  experiments  on  the  E.  M.  Fs.  of  cells  made 
of  simple  pieces  of  wire  dipping  into  various  liquids  are 
performed. 

184.  Condenser  Method  of  Measuring  the  Besistance 
of  a  Current  Oenerator. — We  have  seen,  §  115,  page  204, 
that  if  a  current  generator  having  a  fixed  E.  M.  F.  equal 
to  E  volts,  and  a  resistance  of  b  ohms,  be  shunted  with  a 
resistance  of  r  ohms,  the  P.  D.  at  the  terminals  will  be 

^      X  E  volts. 


r  +  b 


If,  then,  we  employ  first  the  generator  unshunted  to 
charge  the  condenser,  and  obtain,  on  charging  or  on  dis- 
charging through  a  suitable  galvanometer,  a  first  swing  d^ 
of  the  spot  of  light ;  second,  if  the  generator  be  shunted^ 
with  a  resistance  r  ohms,  and  we  obtain,  on  charging  or 
on  discharging,  a  first  swing  d^  we  know  that 

rfg  r  -f  6 

.    bz=  Li^lIL^) 
d,       ' 

With  cells  that  polarise  it  is  very  important  that  the 
battery  should  be  shunted  with  the  resistance  r  only  at  the 
moment  of  cliarging  the  condenser^  and  that  the  act  of 
disconnecting  the  battery  from  the  condenser  should  also 
disconnect  the  shunt  This  may  be  conveniently  effected, 
without  the  employment  of  any  special  key,  by  joining 
up  the  arrangement  as  shown  in  Fig.  135,  the  key  in  the 
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figure  being  exactly  the  same  in  principle  as  that  shown 
in  Fig.  121,  page  320,  but  not  possessing  such  high 
insulation,  as  this  is  unnecessary  with  the  present  experi- 
ment. One  pole  q  of  the  battery  b  ls  permanently  con- 
nected with  one  end  of  the  resistance  r,  with  one  coating 
c,  of  the  condenser,  and  with  the  upper  screw  Sg  of  the 
key ;  the  other  pole  P  of  the  battery  is  insulated  as  long 
as  the  contact  at  Sj  is  broken.  On  depressing  the  lever 
the  contact  at  s^  is  broken  and  that  at  s^  made ;  this  has 
the  effect  of  connecting  the  pole  P  of  the  battery  to  the 


Fiff.  1S5. 

other  end  of  the  resistance  r  and  to  the  other  coating  c^ 
of  the  condenser  through  the  galvanometer  g,  hence  the 
condenser  is  charged  through  the  galvanometer  with  the 
cell  shunted.  On  liberating  the  key,  which  ahoidd  he 
clone  dvrecUy  thejirat  swing  is  completed,  the  contact  at 
Bj  is  broken  and  that  at  Sg  made  ;  p  is  therefore  discon- 
nected from  the  shunt  and  the  galvanometer,  and  the 
condenser  is  discharged  through  the  galvanometer. 

To  observe  the  charge  with  the  battery  unshunted,  the 
infinity  plug  in  r  must  be  withdrawn,  or  one  of  the  ends 
of  the  resistance  r  must  be  disconnected  from  the  rest  of 
the  circuit 
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185.  Measuring  a  Resistance  by  the  Rate  of  Iioss 
of  Charge. — When  a  resistance  of  not  merely  thousands  of 
megohms,  but  of  millions  of  megohms  has  to  be  measured,  the 
galvanometer  piethod  described  in  §  151,  page  278,  is  not  sensitive 
enough,  unless  an  enormously  largo  battery  be  employed,  and  a 
mode  of  testing  depending  not  on  measuring  the  rate  of  leakage 
but  on  measuring  tho  amount  that  has  leaked  in  a  given  time  hai> 
to  be  resorted  to,  as  follows: — If  a  charged  condenser  have 
its  two  coatings  connected  by  a  resistance,  it  will  be  discharged 
with  more  or  less  rapidity  depending  on  the  magnitude  of  the 
resistance,  and  the  capacity  of  the  condenser.  If  F  farads  be  the 
capacity,  r  ohms  the  resistance,  and  if  the  P.  D.  between  the  coat- 
ings be  V  volts  at  a  certain  time,  and  V  volts  t  seconds  afterwarda, 
then  we  can  prove  that 

0-4343 1 

hence  the  resistance  r  may  be  ascertained  if  we  know  F,  V,  V, 
and  t. 

To  prove  this  formula  we  shall  assume  that  the  whole  interva* 
t  seconds,  during  which  the  discharge  is  observed,  is  subdivided  into 
a  great  number  n  of  very  small  equal  intervals  of  time  t,  so  small 
that  during  the  whole  of  any  one  of  these  small  intervals,  the  P.  D 
between  the  coatings  may  be  supposed  to  remain  constant,  so  that 
instead  of  the  P.  D.  falling  gradually  from  V  volts  to  V  volts,  we 
suppose  it  to  fall  by  n  small  jumps,  one  jump  being  made  at  the 
end  of  each  interval.  The  same  sort  of  approximation  to  the 
truth  is  made  when  a  curve  is  supposed  to  be  formed  of  a  very 
great  number  of  very  short  straight  lines,  each  two  adjoining 
straight  lines  differing  very  slightly  from  one  another  in  direction, 
since,  instead  of  the  gradual  change  of  direction  which  occurs  in 
going  along  a  real  curve,  we  have  a  discontinuous  change  in 
moving  along  the  succession  of  short  straight  lines. 

At  the  commencement,  the  number  of  coulombs  in  one  coating 
of  the  condenser  is 

FV, 

and  during  the  first  interval  the  quantity  in  coulombs  that  flows 
out  of  the  one  coating  into  the  other  is 

V 

BO  that  the  quantity  that  will  remain  in  this  coating  is 

FV--TorFvA  -— ^; 
r  \        Fr/ 
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hence,  the  P.  D.   between  the  coatings  at  the  end  of  the  first 
intemd  equals 


0-0 


Daring  the  second    interval   of  r  seconds  the  number  of 
coulombs  that  will  flow  from  one  coating  into  the  other  equals 

80  that  the  quantity  that  will  remain  in  each  coating  will  be 

"(■-f?)-:o-f)- 

"  ("-F')(-Fr> 

or    F  V I  1  —  —I  coulombs. 
V         Pr/ 

Similarly,  the  number  of  coulombs  remaining  on  each  coating  at 
the  end  of  the  third  interval  equals 

and  at  the  end  of  the  ft,  the  interval  that  is  at  the  time  t, 

bat  this  is  equal  to  F  V, 

.-.    FV/l- JL-\'*  =  PV', 

or  dividing  both  sides  by  F,  and  substituting  —  for  t,  it  follows 
that 


V        Fr  n/ 
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and  this  is  more  and  more  true  the  larger  n  be  made.    Bat  it  can 
be,  shown  mathematically  that  when  n  is  infinitely  great 


\        Frn) 


Fr 


when  c  stands  for  2*71828.    So  that 


Consequently,  convertiDg  the  logarithm  to  the  base  c  to  a 
logarithm  to  the  base  10,  by  the  method  given  in  §  158,  page  296, 
we  have 

0-4343 1 


Flog-io^, 


If  an  electrometer,  with  well-insulated  quarter  cylinders,  be 
available,  Uien  the  loss  of  potential  can  be  easily  observed  by 
attaching  the  two  coatings  of  the  condenser  to  the  opposite  pairs 
of  quarter  cylinders,  giving  the  condenser  a  charge,  and  observing 
the  times  at  which  Uie  spot  of  light  passes  two  definite  positions  on 
the  scale,  for  V  and  V  may  be  measured  in  any  units,  since  we 
have  mei^y  to  deal  with  the  ratio  of  V  to  V.  In  this  way  the 
insulation  of  even  a  short  length  of  well-insulated  cable  can  be 
measured.  For,  as  the  cable  is  shorter,  and  r  is  larger,  F  is  pro- 
portionately smaller,  so  that  the  time  the  P.  D.  takes  to  faXL  from 
one  given  value  to  another  is  independent  of  the  length  of  the 
cable. 

186.  Bate  of  Iioss  of  Charge  firom  Iieakage  through 
the  Mass  depends  on  the  Nature  of  the  Dieleotrio 
only,  and  not  on  the  Shape  or  Sixe  of  the  Condenser. 
— Not  merely  is  the  time  the  P.  D.  takes  to  fall  from  one  given 
value  to  another  independent  of  the  area  of  the  coatings  of  the 
condenser,  but  it  is  independent  of  the  thickness  of  the  uelectric. 
Take  the  case  of  a  condenser  with  flat  parallel  plates.  Then,  If  A 
be  the  area  of  one  of  the  coatings  in  square  indies,  d  the  distanoa 
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between  them  in  inches,  and  a  the ''  apecijlc  rmstancey^  or  resistance 
per  cnhic  inch  of  the  dielectric, 

and  from  §  169,  page  311,  if  t  be  the  specific  inductive  capacity  of 
the  dielectric, 

F  =  ix ; 

4-462  X  IQi*  X  d 

•  *  •    if  <  be  the  time  in  seconds  during  which  the  P.  D.  falls 
from  V  to  V, 

dxs  _   0-4343/  X  4-462  x  W^ d 

^  iAlog.io^ 

log- 10  Y'      1-934  X  10i« 


the  right-hand  expression  depending  only  on  the  specific  re- 
sistance, and  specific  inductive  capacity  of  the  dielectric,  and  not 
on  its  shape  or  size. 

So  in  the  same  way  with  a  cylindrical  condenser  the  capacity 
in  farads,  as  we  have  seen  from  §  16S,  page  308,  and  §  169,  page 
311,  is 

ix?l?^x:  ' 


10"       log.ioD-log.io<* 

where  i  is  the  specific  inductive  capacity  of  the  dielectric,  I  the 
length  of  the  condenser  in  centimetres,  and  D  and  d  the  diameters 
of  Uie  coatings.  It  may  also  be  shown  that  if  f'  be  the  resistance, 
in  ohms,  per  cubic  centimetre  of  the  dielectric,  r,  the  resistance  oi 
length  I  of  the  cylindrical  condenser  is 


Consequently, 


%-io  V'     _  4-912  X  101^ 
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It  has  to  be  remembered  that  whereas  for  the  condenser  with 
flat  parallel  plates,  8  was  the  resistance  per  cubic  inch  of  the  dielec- 
tric, here  /  is  the  resistance  per  cubic  centimetre.  Hence,  since  the 
resistance  is  proportional  to  the  thickness,  and  inversely  as  the 
sectional  area, 

or    y  =  2-64  <; 

that  is,  the  resistance  per  cubic  centimetre  of  any  tubstance  is  2*54 
times  the  resistance  per  cubic  inch.  The  specific  inductive  capacity, 
t,  is  independent  of  the  unit  of  leng^  or  area.  Hence,  substi- 
tuting the  value  for  «',  we  obtain 

loff      — 
^'  ^'  V  1-934  X  1012 


which  is  the  same  expression  as  that  obtained  with  flat  parallel 
plates. 

187.  Galvanometrio  Method  of  Measuring  Besist- 
ance  by  Loss  of  Charge.— In  the  formula  given  in  §  185, 
page  344,  we  may  substitute  for  V  and  V  the  number  of  cou- 
lombs K  and  E',  on  one  of  the  coatings  of  the  condenser  when  the 
P.  D.  between  the  coatings  is  V  and  V'  volts,  so  that 

0-4343  t 
r  =  — 


Flog.,,  I 


If  the  capacity  of  the  condenser  be  sufficiently  large,  K  and 
K'  can  be  measured  by  charging  the  condenser  through  a  gal- 
vanometer at  a  certain  moment,  and  discharging  it  again  at  the 
end  of  t  seconds,  using  the  arrangement  shown  in  Fig.  123,  page 
322.  To  enable  the  lever  L  of  the  key,  seen  more  plainly  in  Fig. 
121,  page  320,  to  be  left  without  completing  the  contact  at  Sj 
or  at  82  during  the  time  the  condenser  is  left  insulated,  the  screw 
which  makes  the  upper  contact  S,  should  be  screwed  out  so  far 
that  it  would  require  a  slight  upward  pressure  to  be  given  to  the 
lever  to  cause  it  to  make  this  upper  contact.  If  the  resistance  to 
leakage  be  very  large,  K  and  K'  will  be  nearly  equal  to  one 
another  unless  t  be  taken  inconveniently  long.  This  difficulty 
may  be  overcome  by  using  a  large  battery,  and  charging  the  con- 
denser with  the  galvanometer  shunted  at  the  beginning  of  the 
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timo  t,  and  then  char^g  it  again  with  the  galvanometer  un- 
shunted,  and  therefore  m  a  much  more  sensitive  condition  at  the 
end  of  tile  time  t.  In  this  way  K  and  K  -  K'  wUl  be  measured,  and 
by  properly  choosing  the  shunt,  the  second  test  may  be  made  as 
delicate  as  the  first.  Since,  however,  as  mentioned  in  §  174,  page 
319,  a  difficulty  is  introduced  when  comparing  two  quantities  of 
electricity  if  tiie  galvanometer  be  shunted  in  one  case  and  not  in 
the  other,  this  method  is  not  a  perfectly  accurate  one  unless  the 
following  correction  be  introduced. 

188.  Multiplying  Power  of  a  Shtuit  used  in  Mea- 
suring a  Discharge. — ^When  a  quantity  of  electricity  is 
passed  through  a  shunted  galvanometer,  the  quantities  that  pass 
respectively  through  the  galvanometer  and  shunt  are  inversely  as 
their  resistances  exactly  as  in  the  case  of  a  steady  current ;  but 
when,  after  the  discharge  has  been  completed,  the  needle  begins 
to  move,  its  motion  induces  a  current  m  the  galvanometer  and 
■hunt  in  such  a  direction  as  to  tend  to  stop  its  motion.  This  in- 
duced current,  therefore,  damps  the  motion  of  the  needle,  and  we 
have,  therefore,  to  use  the  formula  for  damped  vibrations  given  in 
§  157,  page  296.  It  can,  however,  "be  proved  mathematically  that 
icUh  a  given  gtUvanotneter,  and  with  a  given  adjustment  of  th^  con- 
trolling  magnet^  ^c,  the  damping  in  this  case  has  simply  the  effect  of 
increofing  the  resistance  of  the  galvanometer  by  a  definite  amount^  in* 
dependentlg  of  the  resistance  of  the  shunt.  So  that  if  ^  be  the  actual 
galvanometer  resistance,  and  s  that  of  the  particular  shunt  em- 
ployed, the  multipl>-ing  power  for  a  discharge  is 


where  /  has  a  definite  value,  independent  of  that  of  «,  for  a  given 
galvanometer  with  a  given  adjustment  of  the  controlling  magnet, 
&c.  Instead,  therefore,  of  employing  the  formula  for  damped 
vibrations,  to  do  which  we  must  measure  the  decrement  when  its 
vibrations  are  damped,  we  may  simply  determine  the  constant  g*  in 
the  following  way : — 

Charge  a  condenser  with  a  small  P.  D.,  say  of  V^  volts, 
through  the  galvanometer  unshunted,  obtaining  a  first  swing  d^, 
say.  Next,  having  discharged  the  condenser,  dhunt  the  galvano- 
meter with  any  convenient  shunt  of  resistance  «,  increase  the  P.  D. 
to  a  suitably  larger  value  Vj  volts,  and  charge  the  condenser 
through  the  shunted  galvanometer,  obtaining  a  first  swing  d^ 
Then,  since  the  quantities  which  pass  into  the  oondonser  arc  pro- 
portional to  Vj  and  Vj, 

V,  ^  s-\-g-\^g'   ^  d^ 
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or  the  multiplying  power  of  the  shunt, 

s  Vi  *  di 


and    ^+y=«C^i.X?-l\ 


Aa  Vj  and  V,  only  occur  in  a  ratio,  we  do  not  require  to 
know  their  absolute  values  in  volts,  and  the  simplest  method  of 
obtaining  two  P.  Ds.  having  a  known  ratio  is  that  given  in  §  150, 
page  278. 

Example  103.  —  On  charging  a  slightly  leaky  condenser 
through  a  galvanometer  of  1,000  ohms'  resistance,  shunted  with  the 
•j^th  shunt,  a  deflection  of  230  scale  divisions  is  obtained.  The 
condenser  is  then  insulated,  and  at  the  end  of  half  a  minute  it  ib 
again  charged  but  with  the  galvanometer  unshunted,  and  a  deflec- 
tion of  112  scale  divisions  is  obtained.  What  is  the  resistance  of 
the  condenser  ? 

To  ascertain  the  value  of  the  first  deflection  in  farads,  as  well 
as  to  find  the  increased  multiplying  power  of  the  shunt  for  a  dis- 
charge, let  us  charge  a  well-insulated  condenser  of  known  capacity, 
say  ^rd  of  a  microfarad,  with  the  same  P.  D.  as  was  used  in  the 
previous  experiment ;  let  this  give  a  deflection  of  175  scale  divi- 
sions with  the  galvanometer  unshunted.  Next  discharge  the  con- 
denser, shunt  the  galvanometer  with,  say,  the  same  ^unt  as 
was  used  before,  increase  the  P.  D.  employed,  and  again  charge 
the  condenser,  obtaining,  say,  a  deflection  of  295  scale  divisions. 
Let  these  two  P.  Ds.  be  those  between  the  points  S  and  T,  Fig.  101, 
page  278,  and  L  and  M,  and  let  the  ratio  of  the  resistances  of  q 
and  JO  be  in  the  ratio  of  iO  to  1,736. 

The  multiplying  power  of  the  shunt  for  a  discharge  equals 

•_+!_+/_  1736  ^    176^ 
i  10  296* 

=    103, 

therefore  the  capacity  of  our  slightly  leaky  condenser  is 

103  ??5^x  — ferads, 

176      3  X  10« 

or    45*12  microfarads. 

Next,  K  being  the  number  of  coulombs  in  one  coating  of  ooz 
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slightly  leaky  condenser  at  the  moment  of  charging,  and  K  the 
quantity  at  the  end  of  half  a  minute, 

j^ 1^' 

— — -  =  112 -T- 230  X  103, 
Jv. 

K 


Henoe^ 


log-  w  -    =  0-0021. 


^•^343  X  30_^j^^^ 


^^'^^.  X  0-0021 


10« 

Answer. — 137*5  megohms. 

Largb  Potential  Differences. 

189.  Prodaotion  of  Large  Potential  Difference& — 
When  any  two  dissimilar  substances  are  brought  into 
contact,  there  is  a  certain  P.  D.  set  up  between  them  in 
consequence  of  what  is  known  as  the  **  contact  potential 
difference.**  The  two  substances,  therefore,  become 
charged,  like  the  two  coatings  of  a  condenser,  with 
equal  and  opposite  amounts  of  electricity,  depending  on 
the  contact  P.  2>.,  the  proximity  of  the  two  bodies  and 
their  size.  If  either,  or  both,  of  these  bodies  be  an  in- 
sulator, or  be  held  by  an  insulating  handle,  some,  or  all, 
of  the  charge  will  remain  when  the  bodies  are  separated. 
If  the  bodies  be  separated  in  such  a  way  that  pmctically 
€dl  the  points  of  contact  are  broken  at  the  same  <tW, 
then  aU  the  charge  will  remain  on  each  of  the  bodies  if 
they  be  properly  insulated.  As  the  distance  between 
the  bodies  increases  the  capacity  of  the  condenser  rapidly 
diminishes,  hence  the  P.  13.  between  the  bodies  rapidly 
increases.  In  this  way  a  P.  D.  of  many  hundreds,  or 
thousands,  of  volts  can  easily  be  produced  by  bringing  a 
piece  of  dry,  clean  glass  into  close  contact  with  a  piece 
of  silk,  or  a  piece  of  dry,  clean  ebonite  into  close  contact 
with  a  piece  of  cat's-skm^  and  then  separating  them ;  and 
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just  as  work  has  to  be  done  in  separating  the  two  plates 
of  a  charged  condenser  (see  Example  100,  page  326),  work 
has  to  be  done  in  separating  the  glass  from  the  silk,  or 
the  ebonite  from  the  cat's-skin,  and  the  power  that  the 
glass  or  ebonite  has  to  give  a  spark  when  the  knuckle  is 
brought  near  it,  arises  from  the  condenser  possessing  a 
store  of  potential  energy.  (See  §  176,  page  322.)  The 
ebonite  forms  one  of  the  coatings  of  this  condenser,  and 
the  surface  of  the  room  the  other,  because,  as  the  cat's- 
skin  is  not  a  good  insulator,  the  charge  of  positive  elec- 
tricity induced  on  it  when  it  is  in  contact  with  the 
ebonite,  spreads  itself  over  the  walls,  ceiling,  and  floor  of 
the  room  on  the  separation.  As  explained  in  §  61,  page 
115,  the  object  of  rubbing  the  glass  with  the  silk  is  to 
bring  all  parts  of  the  surface  of  the  instdating  glaiss  into 
successive  contact  with  the  silk. 

The  well-known  cylindrical  and  plate-glass  frictional 
electrical  machines  are  merely  contrivances  for  bringing 
difierent  portions  of  the  surface  of  a  cylinder,  or  a  sheet 
of  glass,  successively  into  close  contact  with  a  silk  rubber, 
and  separating  them  again.  The  electrical  energy  pro- 
duced by  such  an  apparatus  depends  simply  on  the  work 
required  to  perform  the  separation  of  the  positively  elec- 
trified portions  of  glass  from  the  negatively  electrified 
rubber,  whereas  the  actual  power  expended  in  turning 
such  a  machine  is  mainly  wasted  in  overcoming  friction 
and  producing  heat.  Hence,  STich  frictional  machhies  are 
extremely  inefficient  converters  of  mechanical  energy  into 
electrical  energy,  and  they  are,  therefore,  rapidly  becoming 
obsolete,  and  being  replaced  by  the  much  more  efficient 
influence  machines,    {See  §  194,  page  361.) 

190.  Condensing  Electroscope.  —  The  increase  of 
P.  D.  between  the  two  coatings  of  a  charged  condenser, 
produced  by  separating  the  plates,  may  be  employed  to 
cause  an  ordinary  gold -leaf  electroscope  to  indicate  the 
P.  D.  existing  at  the  terminals  of  two  or  three  cells  in 
series.  For,  let  the  plate  M,  Fig.  42,  page  120,  be  con- 
nected electrically  with  the  tinfoil  coating  of  the  gold- 
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leaf  electroscope,  and  placed  dose  to  the  plate  p ;  then 
let  them  be  connected  with  the  terminals  of,  say,  three 
Danieirs  cells  in  series,  which  will  cause  Uiem  to  be 
charged  with  a  P.  D.  of  about  3*3  volts.  Now,  discon- 
nect p  from  the  cells,  and  remove  m  altogether,  then  the 
P.  D.  in  volts  between  the  gold-leaves  and  the  tinfoil 
coating  of  the  electroscope  will  become  3*3  multiplied  by 
the  ratio  of  the  capacity  of  p  when  m  was  close  to  it,  to  its 
capacity  when  m  has  been  removed  far  away,  that  is,  when 
p  fonns  a  condenser  with  the  walls  and  ceiling  of  the 
room,  and  with  the  tinfoil  coating  of  the  electroscope ; 
since,  with  a  given  charge  on  the  coatings  of  a  condenser 
the  P.  D.  between  the  coatings  is  inversely  as  the 
capacity  (see  §  167,  page  308).  This  ratio  will  be  the 
greater  the  nearer  m  was  brought  to  p  during  the  charg- 
ing, and  may  easily  be  made  100  or  more  (so  that  the 
P.  D.  between  the  gold-leaves  and  the  tinfoil  coating  is 
now  between  300  and  400  volts)  by  having  the  sui-faces 
of  the  plates  carefully  coated  with  a  layer  of  shell-lac, 
and  by  simply  resting  M  on  p.  Strictly  speaking,  the 
ratio  of  capacities  to  be  considered  is  that  of  p  plus  that 
of  the  gold-leaves  when  m  is  close  to  P,  to  that  of  p  plus 
that  of  the  gold-leaves  when  M  is  far  away ;  and  although 
the  capacity  of  the  gold-leaves  is  iusignificant  in  compari- 
son with  that  of  p  when  M  is  very  near  p,  it  is  not  so 
when  H  has  been  removed.  The  above  will  be  practi- 
cally the  same  whether  h  be  disconnected  or  not  from 
either  the  tinfoil  coating  or  the  cells,  before  it  is  re- 
moved. 

In  order  that  the  distances  separating  all  parts  of  m 
and  P  may  be  very  small,  their  surfaces  must  be  made 
quite  plane,  and  it  is  difficult  to  do  this  unless  the  plates 
be  fairly  thick.  But  if  they  are  thick  they  will  be  too 
heavy  to  rest  on  the  stem  of  the  electroscope,  hence  it  is 
better  to  support  p  as  the  plate  a  (Fig.  29,  page  88),  is  sup- 
poiiied,  by  means  of  an  insulating  stand  having  a  fairly 
strong  glass  rod,  and  to  connect  it  with  w  of  the  electro- 
scope by  a  thin  piece  of  wire. 

X 
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19L  Calibrating  a  Gold-Leaf  Electroscope. — If  the 
ratio,  r,  say,  that  the  sum  of  the  capacities  of  P  and  of 
the  gold-leaves  when  m  is  placed  in  a  fixed  position  near 
p  bears  to  the  sum  when  M  is  far  away,  be  accurately 
known,  then  a  gold-leaf  electroscope,  which  will  not  in- 
dicate directly  a  P.  D.  of  less  than  100  or  200  volte,  may 
he  calibrated  for  any  divergence  of  the  leaves  by  tlie 
employment  of  some  ten  or  twelve  cells.  For  if  P  an<l 
M,  when  near  together,  be  charged  with  one  cell,  and 
then  M  be  removed,  and  the  divergence  of  the  gold-leaves 
di  noted,  then  P  and  h  be  charged  with  two  cells,  M  be 
removed,  and  the  divergence  d^  noted,  <fec.,  these  diver- 
gences dyy  c?2>  ^^'t  ^i^l  correspond  with  a  P.  D.  between 
the  gold-leaves  and  the  tinfoU  coating  of  r  E,  2  r  E,  &c., 
volts,  where  E  is  the  £.  M.  F.  of  one  cell,  and  which  is 
1*104  volts  if  the  cells  be  DanielFs  cells  made  -with 
equidense  solutions  of  copper  and  zinc  sulphate,  and  if 
pure  zinc  and  copper  plates  be  employed  (see  §  119, 
page  211). 

It  would  be  practically  impossible  to  determine  this 
ratio,  r,  by  calculation,  owing  to  the  difficulty  of  calcu- 
lating the  capacity  of  P,  and  the  gold-leaves  when  M  was 
removed.  To  determine  it  experimentally  would  be 
nearly  as  difficult  as  calibrating  the  gold-leaf  elec- 
troscope directly  by  experiment.  We  must,  therefore, 
employ  some  condenser,  the  capacity  of  which  can  be 
made  to  have  two  very  distinct  values,  both  of  which  are 
large  compared  with  the  capacity  of  the  gold-leaves, 
having  a  known  ratio  to  one  another  of  about  100  ;  or  we 
may  employ  the  arrangement  suggested  by  Sir  William 
Thomson,  in  1885,  for  increasing  a  P.  D.  in  a  known 
ratio,  and  which  is  shown  symbolically  in  Fig.  136.  A, 
B,  c,  (fee,  are  well-insulated  condensers  of  not  necessarily 
equal  capacities,  joined  up  in  series,  the  outer  coating  of 
the  first  a  being  connected  with  the  outside  of  the  electro- 
scope, and  the  inner  coating  z  of  the  last  with  the  gold- 
leaves.  A  well-insulated  battery,  ss,  of  a  convenient 
number  of  cells,  having  an  R  M.  F.  equal  to  E  volts,  has 
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its  terminals  connected,  first  with  a  and  b,  then,  instead, 
with  b  and  c,  then  with  c  and  d,  &c  On  the  battery  ter- 
minals being  connected  with  a  and  b,  the  coatings  of  the 
first  condenser  will  have  a  P.  D.  of  E  volts  produced 
between  them,  and  similarly  on  the  battery  terminals 
being  connected  with  b  and  c  a  P.  D.  of  E  volts  will  be 
produced  between  b  and  c,  therefore  the  P.  D.  between  a 
and  c  will  be  2  E  volts. 
Again,  on  connecting  the 
Imttery  terminals  with  c 
Mid  d,  the  P.  D.  between 
a  and  d  will  become  3  E 
volts,  ifec.  Hence,  if  there 
be  100  condensers  in  series, 
and  if  the  battery  be  moved 
along  so  that  its  terminals 
make  successive  contacts 
with  the  pairs  of  coatings 
of  each  of  the  condensers, 
the  P.  D.  between  a  and  2, 
that  is  between  the  outer 
coating  of  the  electroscope 
and  the  gold -leaves,  will 
become  100  E,  and  by 
making  E  first,  say  2  volts, 
next  3  volts,  and  so  on, 
the  electroscope  can  be  calibrated  with  P.  Ds.  of  200, 
300,  Ac.,  volts. 

In  the  last  paragraph  it  is  stated  that  the  coatings  of 
the  condensers  are  well  insulated  from  one  another,  but 
if  the  battery  terminals  s  8  be  rapidly  moved  backwards 
and  forwards  so  as  to  inake  rapid  successive  contacts  with 
the  coatings  of  the  various  condensers,  it  will  only  be 
necessary  for  the  insulation  of  the  condensers  to  be  fairly 
good,  as  there  will  be  no  time  for  leakage  to  take  place 
between  the  successive  contacts  of  the  coatings  of  each 
condenser  with  the  battery  terminals. 

The  following  gives  the  result  of  the  approximate 
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calibration  of   a  gold-leaf   electroscope,  the  gold-leaTes 

being  about  1^  inch  long : — 

P.  D.  between  the  leaves  and 

the  tinfoil  <K>ating 

in  Tolta. 

*      600 

760 

1,000 


Angle  between  the  gold- 
leaTes. 

42«»-6 
60<'-2 


92''-7 


1,500 


192.  BleotrophoruB.— The   oldest   form  of   if^uence 
machine  i&ihe  **  electropliorus,^'  which  consists  of  a  plate  of 

some  insulating  sub' 
stance  i  (Fig.  137), 
usually  ebonite  in  the 
modem  electropho- 
rus,  fastened  into  a 
metal  backing  b,  and 
a  movable  metal  plate 
p,  into  which  screws 
a  metal  ferrule  at- 
tached to  an  insu- 
lating rod  or  handle 
R.  The  electrophoruB 
can  be  made  to  give 
a  succession  of  either 
positive  or  n^ative 
charges  of  high  po- 
tential by  the  varior 
tion  ofcapctcity  of  the 
condenser  formed  of 
the  ebonite  and  the 
plate  p,  produced  by 
altering  theirdistanoe 
from  one  another 


0fi 


Pig.  137. 


The  ebonite,  on  being  rubbed  with  a  piece  of  cat's- 
skin,  becomes  negatively  charged,  and  forms  a  condenser 
of  fixed  capacity  with  the  uninsulated  backing  B,  the  upper 
surface  of  which  is  therefore  charged  positively.  Further, 
this  condenser-action  causes  the  negative  charge  produced 
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on  the  upper  surface  of  the  ebonite  to  be  attracted  a  small 
distance  downwards  into  the  insulating  substance  of  the 
ebonite,  and  so  prevents  the  charge  being  easily  removed 
by  the  metal  plate  p  when  it  is  laid  for  a  short  time 
on  the  ebonite.  If  this  plate  be  held  by  the  insulating 
handle  r,  and  placed  on  the  ebonite,  the  potential  of 
the  ebonite  will  be  slightly  diminished  numerically — that 
is,  become  less  negative — (see  §  67,  page  120),  and  the 
plate  P  will  be  raised  to  a  fedrly  high  negative  potential, 
the  density  on  its  lower  surface  being  positive,  and  on 
its  upper  negative  (see  §  69,  5,  page  124) ;  p,  in  fact, 
forms  a  condenser  with  the  ceiling  and  walls  of  the  room. 
If  now,  by  means  of  the  insulating  handle,  held  at  the 
extreme  end  to  diminish  the  surface  leakage  as  mitch  as 
possible,  p  be  removed  again  without  being  touched,  its 
negative  potential  will  grow  less  and  less  as  its  distance 
from  the  ebonite  grows  greater  and  greater,  and  the 
density  on  its  upper  and  lower  surfaces  will  also  be 
diminished,  until  at  last  when  p  is  beyond  the  range  of 
ihe  inductive  action  of  the  ebonite  it  will  be  simply  an 
uncharged  body  at  a  potential  nought. 

But  if,  on  the  other  hand,  while  p  is  resting  on  the 
ebonite,  it  be  connected  with  the  backing,  B,  or  with  the 
earth,  by  means  of  a  wire,  or  more  simply  by  touching 
it  with  one's  finger,  its  potential  will  be  reduced  to 
nought,  and  the  potential  of  the  ebonite  will  be  numeri- 
cally diminished.  Hence,  some  of  the  positive  charge 
previously  induced  in  the  backing  will  flow  away,  all  the 
n^ative  charge  on  the  upper  surface  of  p  will  also  dis- 
appear, and  some  more  positive  electricity  will  be 
attracted  to  the  lower  side  of  p,  the  density  on  its  upper 
surface  will  become,  therefore,  nought,  and  on  its  lower 
surface  more  positive  than  before,  p  and  b  together 
now  form  the  earth  coating,  and  the  ebonite  the  insu- 
lated coating,  of  a  condenser.  On  removing  p  by  means 
of  the  insulating  handle  R,  its  potential  rapidly  rises 
positively,  and  that  of  the  ebonite  increases  negatively 
When  p  has  been  removed  some  little  distance  from  the 
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ebonite,  its  potential  becomes  high  enough  to  enable  it 
to  give  a  positive  ppaik*  to  a  conductor  brought  near  it. 
And  as  the  ebonite  is  not  sensibly  discharged  by  the 
action  of  placing  p  on  its  surface  and  removing  it,  the 
o|)eration  of  inductively  giving  p  a  large  positive  charge 
can  be  repeated  again  and  again ;  and  we  may  thus 
charge  an  insulated  conductor  with  even  a  large  capacity 
to  a  high  positive  i>otf»ntial. 

To  save  the  trouble  of  having  to  electrically  connect 
p  with  B  each  time  p  is  laid  on  the  ebonite,  it  is  desirable 
(if  an  electrophorus  is  made  simply  for  practical  use  and 
not  also  for  the  purposes  of  instruction,  as  is  the  case 
with  the  one  shown  in  Fig.  137)  to  drill  a  hole  through 
J  _^  the  backing  b  (Fig.  138)  and  the 
ebonite  i,  and  insei*t  a  small  brass 
screw  s  into  it  of  such  a  length 
that,  when  screwed  in,  its  point  is  a 
little  below  the  upper  surface  of  the 
ebonite,  for  with  this  arrangement  a  spark  passes 
across  the  small  air  space  when  p  is  laid  on  the  ebonite 
in  consequence  of  the  high  negative  potential  induced 
in  p;  but  no  spark  passes  on  raising  p,  since  its  posi- 
tive potential  only  becomes  large  when  p  is  raised 
so  far  from  the  ebonite  that  a  spark  cannot  pass  to 
the  screw.  The  presence,  therefore,  of  this  screw, 
with  its  slightly  countersunk  point,  has  precisely  the 
same  effect  as  connecting  P  with  b  when  p  is  resting 

*  When  the  P.  D.  between  two  conductors  reaches  a  certain  value, 
depending  on  their  shapes,  their  dibtance  apart,  and  the  insulating 
material  separating  them,  a  crack  or  liole  is  found  in  the  insulator, 
and  a  i>park,  produced  by  the  burning  of  minute  particles  of  the  sur- 
faces of  the  conductors,  passes  along  the  crack  or  hole.  The  P.  D.  re- 
?[uired  to  produce  a  spark  through  air  is  given  in  §  196,  page  370,  but 
or  paraffined  paper,  guttapercha,  glnss,  &c.,  it  is  much  greater. 
While  the  air  is  momentarily  cracked,  during  the  passage  of  a  spark, 
its  resistance  is  comparatively  small,  but  after  the  spark  has  passed, 
the  crack  closes  up,  and  the  resistance  r^ains  its  original  value  ;  if, 
however,  the  spark  has  passed  through  paper,  a  small  hole  may  be 
seen,  differing,  however,  irom  a  hole  made  by  a  pin,  in  that  the  former 
is  burred  on  both  sides,  as  if  the  electric  force  making  it  had  actod  from 
the  centre  of  the  paper  outwards  towards  each  side. 
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on  (he  ebonite,  and  removing  this  connection  before  p 
is  raised. 

If  it  be  desired  to  charge  an  insulated  conductor  of 
large  cajmcity  to  a  high  negative  potential,  we  might  use 
an  elect rophorus  with  i  (Fig.  137)  made  of  glass,  which 
becomes  charged  positively  on  being  rubbed  with  silk ; 
but  as  glass  is  a  much  more  hygi'oscopic  body  than  ebonite, 
and  therefore  much  more  difficult  to  keep  electrified  when 
ex{)osed  to  the  air,  it  is  better  to  use  an  ebonite  electro- 
phorus  in  the  following  manner. 

193.  Ebonite  Electrophorus  arranged  to  give  Nega- 
tive Chargee. — Unscrew  the  handle  from  the  plate  P  and 
screw  it  into  the  back- 
ing (Fig.  139).  Excite 
the  ebonite  by  rubbing 
it  with  cat's-skin,  and 
suppose  that  the  back- 
ing has  been  brought 
to  a  potential  nought 
by  connecting  it  for 
a  moment  with  the 
ground  when  it  was 
held  at  some  distance 
from  p,  which  is  lying 
on  the  table.  The 
ebonite  is  now  the  in- 
sulated coating  of  a 
condenser,  the  uninsu- 
lated one  being  b  and 
the  walls  of  the  room. 
Next  holding  the  back- 
ing and  ebonite  by  the 
insulating  handle  k, 
place  the  ebonite  on  p 
(Fig.  140).  The  po- 
tential of  the  ebonite 

will    then    become   less  negative,    the    potential   of    B 
will  be  raised  to  a  high  positive  value,  the  density  on 


Fig.  139. 
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its  upper  side  will  become  positive,  the  density  on  its 
lower  side  less  positive  than  before,  and  the  density  of 
the  upper  surface  of  P  positiva  Connect  b  with  p,  the 
potential  of  B  will  be  reduced  to  nought,  the  potential  of 
the  ebonite  will  be  made  still  less  n^ative,  the  density 
on  the  upper  surface  of  p  made  less  positive,  the  density 
on  the  upper  surface  of  b  nought,  and  on  its  lower  sur- 
isce  more  positive  than  before. 
Kaise  the  backing  and  the  ebonite 
by  the  handle,  the  potential  of  the 
ebonite  will  become  more  negative, 
and  that  of  b  will  become  negative 
and  will  reach  a  high  n^;ative  value 
when  the  backing  and  ebonite  are 
removed  some  little  distance  from 
p,  so  that  a  spark  of  negative  elec- 
tricity can  be  taken  from  b  by  a 
conductor  brought  near  it. 

In  the  preceding  we  have 
considered  the  various  electrical 
changes  that  take  place  on  all  the 
parts  of  an  elec4ax>phorus  when  in 
use,  but  probably  the  simplest  way 
of  looking  at  the  action  of  the 
electrophorus,  whether  it  be  used 
to  give  positive  or  negative  charges 
to  some  conductor,  is  to  remember 
that  when  p  is  in  contact  with  the  ebonite  plate,  and 
p  and  B  are  electrically  connected  together  and  with 
the  earth,  there  are  charges  of  positive  electricity  on 
the  surfaces  of  p  and  b  facing  the  ebonite,  and  these 
charges  may  in  each  case  be  r^arded  as  being  due  to 
the  excess  of  the  inductive  action  of  the  Tiegative  charge 
on  the  ebonite  over  that  of  the  positive  charge  on  the 
other  metal  plate,  the  effect  of  the  negative  charge  in 
each  case  preponderating.  Consequently  if  both  P  and  B 
could  be  separated  from  the  ebonite  by  means  of  insu- 
lating handles,  both  would  be  found  to  have  a  positive 
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potential,  and  to  be  in  a  condition  to  give  a  positive 
charge  to  some  other  conductor.  And  if  the  ebonite  and 
backing  be  removed  without  separation,  p  will,  as  before, 
have  a  positive  potential ;  but  the  action  on  B  will  now 
be  quite  diferent  from  before,  for,  instead  of  the  induc- 
tive action  of  the  positive  electricity  on  p,  together  with 
the  preponderating  inductive  action  of  the  negative 
electricity  on  the  ebonite,  being  removed  simtdtaneously, 
only  the  former  is  removed.  Hence  the  inductive  effect 
on  B  of  this  negative  electricity  on  the  ebonite  will  pro- 
duce an  effect  greater  than  beforef  B  will  therefore  have 
a  negative  potential,  and  be  in  a  condition  to  give  a 
negative  charge  to  some  other  conductor. 

In  the  electrophorus  shown  in  the  figures  the  ebonite 
IB  held  to  the  backing  by  three  pins  p  p,  instead  of  being 
cemented  to  it  as  is  usual  in  an  electrophorus,  and  can 
be  removed  by  withdrawing  these  pins.  Hence  we  can 
examine  the  electrification  of  the  ebonite  or  of  the 
backing  in  any  stage  of  the  experiments  described  above. 
To  charge  a  body  of  large  capacity  with  a  simple  electro- 
phorus is  a  slow  process,  and  hence  a  '*  rotatory  electro- 
phorus '*  has  been  devised  by  Bertsch  for  enabling  the 
operations  described  in  §  192  to  be  rapidly  performed, 
but  even  this  apparatus  is  inferior  to  Uie  machines 
described  in  the  following  sections. 

194.  Aconmnlating  Influence  Machines. — ^With  the 
electrophorus  we  can,  as  we  have  seen,  increase  the 
potential  of  an  insulated  body  until  it  is  equal  to  that 
of  p,  when  p,  with  its  induced  charge  in  it,  has  been 
removed  far  away  from  the  ebonite,  but  we  have  no 
means  of  increasing  the  charge  in  tlie  ebonite  itself; 
and  so,  in  order  to  use  an  electrophorus,  it  is  necessary 
to  commence  by  charging  the  ebonite  by  rubbing  it  with 
a  piece  of  cat's-skin.  With  an  "  accumulating  inflv,ence 
machine^"  on  the  other  hand,  we  are  able  to  increase  the 
charge  on  the  inductor,  and  hence  to  stai*t  such  a  machine 
with  practically  little  or  no  charge  on  the  inductor.  The 
action  of  all  such  machines  depends  on  the  following  prin- 
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ciple  : — If  A  and  B  (Fig.  141),  be  two  insulated  metallic 
pots  possessing  a  small  P.  D.  between  them,  the  potential 
of  A  being  the  higher,  and  if  c  and  D  be  two  iinchiirged 
conductors,  c  being  placed  near  the  outside  of  A,  and  D 


Fig  141. 

near  the  outside  of  b,  the  potential  of  c  will  be  a  little 
higher  than  that  of  D ;  hence  if  c  and  D  be  connected  by 
a  piece  of  wire  w,  or  other  conductor,  a  small  quantity 
of  positive  electricity  will  flow  from  c  to  D,  so  that  there 
will  be  a  small  charge  of  positive  electricity  on  D,  and  of 
negative  on  c.  If,  now,  the  wire  be  disconnected  from  c 
and  D,  and  hy  means  of  insulating  threads  c  be  put  in- 
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side  B  and  be  made  to  touch  b  near  the  bottom,  while  D 
is  put  inside  a,  and  is  made  to  touch  A  near  the  bottom 
(Fig.  142),  the  negative  chai*ge  on  c  will  be  given  up 
entirely  to  b,  and  the  positive  charge  on  D  entirely  to  a 
{8ee  %  64,  page  118);  hence  the  P.  D.  between  A  and  B 


Fig.  142. 

will  be  increaseil.  c  and  D  are  now  withdrawn,  totally 
discharged  from  B  and  A,  and  on  being  put  again 
into  the  pasition  shown  in  Fig.  141,  the  operation  is 
repeated.  If  this  be  performed  a  sufficient  number  of 
times,  the  P.  D.  between  a  and  b  may  be  made  as  large 
as  we  like  ;  and  as  the  charges  induced  in  c  and  D  depend 
on  the  P.  I),  already  existing  between  A  and  B,  it  follows 
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that  the  increase  of  P.  D.  goes  on  more  and  mere  rapidly 
according  to  the  "  compound  interest  law,** 

195.  Thomson's  Beplenisher. — An  accumulating  in. 
fiuence  machine  for  rapidly  performing  the  operations 


Fig.  143.  . 

described  in  the  last  section  was  devised  by  Sir  William 
Thomson  about  1867,  and  has  been  much  employed 
The  balls  c  and  d,  in  Fig.  141,  are  replaced  by  two  gilt 
brass  "  carriers  **  c,  d,  seen  in  perspective  in  Figs.  143, 145, 
and  in  plan  in  Fig.  144.  These  are  carried  eccentrically 
at  the  ends  of  an  ebonite  rod  R,  fixed  to  an  ebonite 
spindle  E,  and  by  turning  this  spindle  by  means  of  the 
milled  head  M  at  the  top  (Fig.  145),  the  carriers  are 
rapidly  carried  round.  The  metal  pots  a  and  b,  of  Fig.  141, 
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become  the  gilt  brass  "inductors"  ab  (Figs.  143,  144, 
145),  and  the  wire  w  is  replaced  by  two  springs  s  s',  con- 
nected by  a  strip  of  brass  M  fixed  round  the  edge  of  the 
piece  of  ebonite  p.  This  ebonite  carries  the  springs  and 
also  the  end  of  the  spindle,  and  is  itself  supported  as  seen 
in  Fig.  145.     When  the  carriers  c  d  simultaneously  touch 


Fig.  144. 

the  springs  s  s',  they  are  practically  in  the  same  electric 
condition  as  are  o  and  d  (Fig.  141),  and  are  acted  on 
inductively  by  the  charges  in  the  inductors  A  b  ;  while, 
on  the  other  hand,  when  they  have  been  turned  round 
further  in  \he  direction  of  the  arrow  (Fig.  144)  until  they 
touch  the  springs  s'  8,  which  are  connected  respectively 
with  the  two  inductors,  the  carriers  are  electrically  in  the 
same  condition  as  are  c  and  d  (Fig.  142) — that  is,  they 
are  under  cover  of  the  inductors,  and  so  part  with  their 
charges  to  these  inductors. 

It  is  found  that  there  is  always  a  sufficiently  lai^ 
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P.  D.  between  the  inductors  A  b  (Fig.  143),  no  matter 
how  well  they  may  have  been  previously  discharged,  to 
start  the  action  of  the  "  Thamson^a  replenishes',**  and  to 
enable  the  apparatus  (if  it  be  well  constructed,  and  also 
clean  and  dry )  to  mpidly  produce  sparks  on  the  compound 
interest  principle. 

To  prevent  the  carriers  c  D  causing  the  inductors  A  b 

to  lose  electricity  by 
being  left  in  contact 
with  them,  or  by  being 
electrically  attracted 
round  so  as  to  come 
into  contact  with  them, 
when  the  replenisheris 
not  in  use,  the  milled 
head  m  (Fig.  145)  is 
fixed  in  the  position 
seen  in  this  figure  by 
a  pin  attached  to  the 
farther  side  of  the 
square  head  h,  fitting 
into  a  hole  in  tiie  head 
M.  On  turning  the 
head  H,  this  pin  is 
withdrawn  from  the 
milled  head  m,  which 
is  then  free  to  turn, 
and  the  spring  K  pres.s- 
ing  against  the  square 
Fig.  145.  head  n  is  for  the  pur- 

pose of  holding  the 
head  in  one  or  other  of  two  definite  positions — in  one 
of  which  the  pin  locks  the  milled  head  H,  and  in  the 
other  leaves  it  quite  free. 

The  earliest  machine  in  which  this  compound  interest 
principle  of  electrophoric  action  was  used,  was  the  "  re- 
volving doubler  "  invented  by  Nicholson  more  than  one 
hundred  years  ago.     This  apparatus,  however,  seems  to 
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have  remained  practically  unknown,  and  unused.  In 
1860  C.  F.  Varley  invented  a  somewhat  similar  appa- 
ratus, and  still  later  a  well-known  machine  was  devised 
by  Holtz,  which,  however,  required  an  initial  P.  D.  to 
be  set  up  between  the  inductors  by  a  piece  of  rubbed 
ebonite  in  order  to  start  the  action.  So  far  the  Holtz 
machine  resembles  the  electrophorus,  but  while  in  a 
simple  electrophonis,  or  even  in  Bertsch's  rotatory  elec- 
trophorus, there  is  no  contrivance  for  even  maintaining 
the  P.  D.  between  the  inductors,  the  Holtz  machine 
is  so  designed  that  the  P.  D.  is  increased  by  the  action 
of  the  machina  This  machine  differs,  however,  from 
Thomson's  replenisher :  first,  in  that  the  carriers  are 
practically  infinite  in  number ;  secondly,  in  the  connect- 
ing wire  w  (Figs.  141,  142),  and  s  s'  (Figs.  143,  144), 
having  a  break  in  it  so  that  it  is  divided  into  two  parts, 
and  the  P.  D.  that  is  set  up  between  these  two  parts  when 
any  pair  of  carriers  are  simultaneously  in  electrical  contact 
with  them,  being  the  P.  D.  that  is  practically  made  use  o£ 

The  next  improvement  was  made  by  Voss,  who  pro- 
duced an  accumulating  influence  machine  which  com- 
bined  the  advantages  of  the  Thomson's  replenisher  and 
of  the  Holtz's  machine,  in  that  it  required  no  initial 
P.  D.  to  be  given  to  the  inductors  to  start  the  action,  and 
produced  considerable  quantities  of  positive  and  negative 
electricity  for  an  influence  machine.  It  is,  however,  un- 
necessary to  describe  either  this  or  the  Holtz  machine  in 
detail,  because  the  latest  accumulating  influence  machine 
constructed  by  Mr.  Wimshurst  is  not  only  extremely 
simple  in  construction,  but  is  probably  the  most  perfect 
madiine  of  this  type  that  has  yet  been  devised. 

196.  WimBhurst  Influence  Machine. — This  machine 
consists  of  two  circular  discs  of  ordinary  window  glass 
(Fig.  146),  each  attached  to  the  end  of  a  hollow  boss  of 
wood,  or  ebonite,  upon  which  is  turned  a  small  pulley. 
These  bosses  are  mounted  on  a  fixed  horizontal  steel 
spindle,  so  that  the  glass  discs  are  about  one-eighth  of  an 
inch  apart,  and  are  rotated  in  opposite  directions  by  the 
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cords  which  pass  over  the  pulleys  at  the  base  of  the  in 
strument,  one  of  the  driving  cords  being  crossed  for  this 
purpose.  The  glass  discs  are  carefully  coated  with  shell- 
lac  varnish,  and  on  the  outside  of  each  of  them  there  are 
cemented  an  equal  number  of  radial,  sector-shaped  plates  of 


Tig.  146. 

thin  metal  at  equal  distances  apart,  which  act  the  part  not 
only  of  the  carriers  c  d  (Figs.  143,  144,  pages  364,  365), 
but  also  of  the  inductors  A  B,  the  carriers  on  one  disc 
acting  as  the  inductors /or  the  carriers  on  the  other.  If 
only  ten  sectors  be  stuck  on  each  of  the  glass  discs,  it  is 
found  that  the  machine  will  only  excite  itself  under  very 
favourable  circumstances,  whereas  if  there  be  sixteen  or 
eighteen,  it  will  excite  itself  under  all  atmospheric  con- 
ditions.     Two  curved  brass  rods,  terminating  at   their 
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between  a  pur  of  combs,  it  is  pi^actically  inside  a  con- 
ductor ;  and  we  have  seen  that  when  a  body  is  inside  a  con- 
ductor, no  charge  that  the  conductor  may  have  can  prevent 
the  body  discharging  itself  into  the  conductor^  and  as, 
in  addition,  the  density  is  very  great  at  a  point  {see  §  63, 
page  118),  the  charge  easily  passes  across  the  small  air 
space  separating  t)ie  points  of  the  teeth  of  the  comb 
from  the  surface  of  a  carrier  when  it  is  passing  the  comb. 
Hence,  in  all  modem  frictional  or  influence  machinew, 
such  combs  have  been  used  as  the  collectors. 

By  attaching  the  inner  coatings  of  Leyden  jars  to  the 
sets  of  collecting  brushes,  the  outer  coatings  of  the  jars 
being  connected  together,  the  capacity  of  the  collectors 
is  much  increased,  hence  the  biightness  of  a  spark  and 
the  noise  that  it  makes  in  passing  from  one  of  the  balls 
to  the  other  is  also  much  increased.  As,  however,  we 
cannot  augment  the  rate  of  work  done  by  the  machine  in 
this  way,  and  as  the  work  given  out  by  each  spark 
equals 

foot  lbs., 

2-712 

(see  §  176,  page  323),  where  F  is  the  capacity  in  farads  of 
one  of  the  Leyden  jars  that  is  discharged,  and  Y  the 
P.  D.  between  their  inner  coatings,  it  follows  that  for  a 
given  influence  machine  and  for  a  given  rate  of  turning, 
the  rapidity  of  producing  sparks  will  be  diminished  by 
connecting  Leyden  jars  with  the  collecting  combs. 

The  P.  D.  produced  between  the  terminals  of  an  in- 
fluence machine  can  send  a  spark  from  one  of  the  balls 
to  the  other  when  they  are  separated  by  a  distance  of 
several  inches.  When  the  surfaces  of  two  metallic  baUs 
are  separated  by  more  than  about  one-tenth  of  an  inch, 
the  experiments  made  by  Drs.  De  la  Hue  and  Hugo 
Miiller,  show  that  the  P.  D.  required  to  pixxluoe  a 
spark  is  nearly  proportional  to  the  distance  between 
their  surfaces,  and  increases  at  the  rate  of,  roughly, 
10,000   volts    per  one-tenth   of   an    inch,    so    that    it 
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would  require  a  P.  D.  of  about  100,000  volts  to  start 
a  spark  between  two  metal  balls  separated  by  a  distance 
of  one  inch.  If  the  bodies  between  which  the  spark 
passes  be  a  point  and  a  plate,  the  "  striking  distance  "•is 
greater  for  the  same  P.  D.,  being  at  the  rate  of  one  inch 
for  every  23,400  volts  P.  D.  between  the  point  and  the 
plate.  From  this  it  will  be  seen  that  an  influence 
machine  can  produce  a  P.  D.  between  its  terminals  of 
some  hundreds  of  thousands  of  volts ;  consequently, 
the  quantity  of  electricity  that  passes  in  the  sparks  must 
be  very  small,  since  the  work,  in  foot  pounds,  done  per 
minute  by  the  machine,  equals 

44-25  A  V, 

(see  §  114,  page  201),  where  A  is  the  mean  value  in 
amp<^res  of  the  current  passing,  and  V  the  mean  P.  D.  in 
volts  between  the  terminals,  and  this  product  cannot  ex- 
ceed about  5,000,  the  greatest  work,  in  foot  pounds  per 
minute,  that  a  man  can  do  in  turning  the  machine.  Hence, 
although  brilliant  sparks  and  powerful  shocks  can  be  pro- 
duced with  such  a  machine,  we  cannpt  expect  that  it 
will  produce  any  visible  decomposition  in  a  voltameter 
used  to  join  its  terminals,  or  that  it  will  cause  a  de- 
flection of  the  needle  of  even  a  sensitive  galvanometer. 
A  galvanic  cell  of  small  resistance  can  produce  a  cur- 
rent of  many  amperes  through  a  small  external  resist- 
ance, and  yet  can  only  produce  a  maximum  P.  D. 
of  a  volt  or  two,  whereas  an  influence  machine  is^  to  a 
certain  extent,  like  a  very  large  number  of  ceUs  in  series, 
each  cell  having  a  very  high  resistance,  for  such  a  bat- 
tery can  produce  a  very  high  P.  D.  between  its  terminals 

*  The  ttriking  distance  is  the  distance  that  separates  two  condao- 
tors  when  a  spark  is  ttarted  between  them.  To  maintain  a  continaons 
**  electric  arc  "  between  two  conductors  requires  a  much  smaller  P.  D. 
than  to  start  a  spark  between  them  ;  for  example,  to  maintain  an  arc 
one  inch  long  between  two  carbon  rods  only  requires  a  P.  D.  of  about 
118  volts  if  the  carbons  be  hard,  and  a  less  P.  D.  if  they  be  soft.  {See 
*'The  Resistance  of  the  Electric  Ara'*  PhiL  Mag.,  Maj,  1883.)  Henoe 
in  all  *'  are  lampe  "  there  must  be  some  mechanism  for  first  bringing 
the  carbons  into  contact,  to  start  the  arc,  and  then  separating  them. 


Digitized  by  VjOOQ IC 


372  PRACTICAL   ELECTRICITY.  [Chmp.  VH. 

if  they  be  insulated,  but  only  a  very  weak,  steady  current^ 
even  if  its  terminals  be  joined  together  wiUi  a  short 
thick  piece  of  wire,  and  the  battery  short-circuited. 
The  low  resistance  cell  is  in  fact  analogous  with  a  Uvrge 
shallow  reservoir  of  water  which  is  constantly  kept  filled 
with  a  big  supply  tap,  while  an  influence  machine  wiUi 
the  balls  at  some  distance  apart  is  analogous  with  a  very 
taU,  very  narrow  tube,  into  which  water  slowly  but 
steadily  trickles.  If  a  tap  at  the  side  of  the  former  be 
opened  and  left  open,  there  will  be  a  large,  steady  stream 
of  water,  but  the  distance  thrimgh  which  the  stream  will 
spurt /rom  tlie  side  of  the  reservoir  will  be  smally  whereas 
if  a  tap  at  the  side  of  the  tall,  narrow  tube,  near  the 
bottom,  be  opened,  the  water  mil  spurt  oiU  through  a 
distance  of  many  feet,  but  the  stream  wiU  rapidly  fall  off 
as  the  tube  empties,  and  the  spurt  can  only  be  repeated 
by  keeping  the  tap  at  the  bottom  of  the  tube  closed, 
while  the  tube  is  refilling. 

The  distance  at  which  the  balls  of  an  influence 
machine  are  separated^  determines  the  maadmum  P.  D. 
that  can  be  set  up  between  the  discharging  rods,  or  be- 
tween any  two  conductors  connected  with  them ;  hence, 
by  placing  the  balls  at  a  given  distance  apart,  and  then 
turning  the  machine  until  a  spark  is  just  going  to  pass 
between  them,  we  know  approximately  the  P.  D.  set  up 
between  two  conductors  connected  with  them. 

197.  Dry  Pile. — When  it  is  desired  to  maintain  a 
high  P.  D.  between  two  conductors  that  are  well  insu- 
lated from  one  another,  as.  for  example,  the  outside  of 
an  electrometer,  and  the  needle  inside  {see  §  75,  page 
130),  a  battery  consisting  of  a  large  number  of  celLs  in 
series,  each  cell  having  a  high  resistance,  may  be  em- 
ployed, since,  as  the  resistance  external  to  the  battery  is 
infinite,  the  P.  D.  at  its  terminals  will  be  simply  the 
E.  M.  F.  of  the  battery,  no  matter  how  high  may  be  the 
resistance  of  each  cell.  Fig.  1 47  shows  a  section  of  such 
a  batteiy,  consisting  of  a  large  number  of  small,  simple 
voltaic  elements,  joined  up  in  series.     The  liquid  part 
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of  each  cell  may  be  made  smaller  and  smaller  without 
affecting  the  P.  D.  at  the  terminals  of  the  battery,  pro- 
vided that  it  is  not  required  to  send  any  current,  and  it 
may  be  reduced  to  simply  the  moisture  which  exists  in 
ordinary  paper  when  exposed  to  the  air.  In  that  case 
the  zinc  and  copper  plates  may  be  pieces  of  metallic  foil 
stuck  on  to  the  two  sides  of  each  piece  of  paper,  or  the 
cell  may  be  formed  simply  of  a  piece  of  paper  with  a 
little  powder  rubbed  on  each  side.     In  Zamboni's  con- 


Pig.  147. 

struction  of  a  dry  pile,  sheets  of  paper  are  prepared  by 
posting  ^W^  laminated  ziiic  or  tin  on  one  side,  and  rub- 
bing manganese  peroxide,  or  what  is  sometimes  called 
black  oxide  of  manganese,  on  the  other.  Discs  are  punched 
out  of  this  paper,  and  several  hundred  of  them  are  piled 
up  into  a  column,  with  their  similar  sides  all  facing  the 
same  way,  inside  a  glass  tube  tt  (Fig.  148),  which  has 
been  carefully  coated  inside  and  out  with  shell-lac 
varnish.  The  discs  are  kept  in  contact  with  one  another, 
and  electric  connection  is  made  with  the  two  outside  ones 
by  their  being  pressed  between  the  brass  plate  p  and 
the  brass  cap  b,  cemented  to  the  bottom  of  the  tube. 
The  plate  p  is  pressed  down  by  the  wire  w,  which  Ls  held 
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in  position  by  a  small  pinching  screw  s  (Fig.  149),  which 
fixes  it  in  a  collar  c  soldered  to  the  inside  of  the  other 
brass  cap  a,  which  latter  is  cemented  to  the  tnbe  at  the  top. 
The  dry  pile  may  be  conveniently  hung  by  one  of  its 
terminal  wires  from  the  outside  of  the  Edelmann  electro- 


Fig.  148.  Pig.  149. 

meter  seen  in  Fig.  48,  page  132,  and  its  lower  wire  con- 
nected with  the  wire  p  of  the  electrometer.  Although 
the  pile  will  bring  any  two  insulated  bodies  attached  to  its 
ends  to  a  fixed  P.  D.,  its  resistance  is  too  high  to  enable 
it  to  instantly  supply  the  electricity  necessary  to  do  this  if 
the  capacity  of  one  of  the  bodies  be  suddenly  changed, 
therefore,  to  avoid  the  capacity  of  the  brass  end  of  the 
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CHAPTER    Vin. 

COMMERCIAL   AMMETERS   AND   VOLTMETERS. 

198.  Defect  of  Permanent  Magnet  Meters — 199.  Siemens*  Electro* 
Dynamometer— 200.  Cunynghame's  Ammeter  and  Voltmeter — 
201.  Instruments  vrith  Magnifying  Gearing  —  202.  Magnifying 
Spring  Ammeter  and  Voltmeter— 203.  Gravity  Control  Meters— 
204.  Crompton  and  Kapp's  Meters— 205.  Paterson  and  Cooper*8 
Electro-magnetic  Control  Meters— 206.  Testing  Ammeters- 207. 
Test  for  Accuracy  of  the  Graduation —208.  Test  for  Residual  Mag- 
netism— 209.  Test  for  Error  on  Reversing  the  Current — ^210.  Test 
for  Error  Produced  by  External  Magnetic  Disturbance— 211.  Test 
for  Permanent  Alteration  of  Sensibility- 212.  Testing  Voltmeters 
—213.  Test  for  Accuracy  of  the  Graduation— 214.  Latimer  Clark*s 
Cell— 215.  Standard  Daniell's  Cell— 216.  Test  for  Heating  Error 
—217.  Variation  of  the  Sensibility  of  a  Galvanometer  with  its 
Resistance — ^218.  Rate  of  Production  of  Heat  in  Galvanometer 
Coils— 219.  Standard  Voltmeter— 220.  Cardew's  Voltmetei--221. 
Commutator  Ammeter  and  Voltmeter— 222.  Calibrating  a  Com- 
mutator Ammeter — 223.  Calibrating  a  Commutator  Voltmeter 
— 224.  Best  Resistance  to  Give  to  a  Galvanometer. 

Commercial  instruments  for  the  accurate  direct  measure- 
ments of  amperes  and  volts  are  quite  as  important  as 
boxes  of  resistance  coils  accurately  graduated  in  ohms ; 
but  while  the  construction  of  resistance  coils  has  engaged 
the  attention  of  manufacturers  for  the  last  twenty  years, 
it  is  only  since  about  1880  that  the  construction  of  com- 
mercial ammeters  and  voltmeters  has  been  considered. 
This,  combined  with  the  fact  that  it  is  far  more  easy  to 
cx>n8truct  a  coil  of  wire  that  will  have  a  perfectly  con- 
stant resistance  at  a  fixed  temperature,  and  even  a  fairly 
constant  resistance  within  a  considerable  range  of  tem- 
perature, than  a  measuring  instrument  that  will  be  con- 
stant in  its  indications,  makes  it  desii'uble  to  devote  a 
chapter  to  commercial  ammetera  and  voltmeters. 

198.  Defect  of  Permanent  Magnet  Meters. — ^The 
ammeters  and  voltmeters  described  in  §§  36,  72,  pages 
73  128,  have  the  disadvantage  that,  if  they  be  placed  too 
near  a  large  powerful  magnet,  such  as  a  dynamo  machine 
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or  an  electromotor,  not  only  is  the  strength  of  the  con- 
trolling field,  and  consequently  the  sensibility  of  the  in- 
stimment,  temporarily  varied,  but  the  permanent  magnet 
of  the  ammeter,  or  voltmeter,  may  have  its  magnetism 
permanently  altered,  in  which  case  the  sensibility  of  the 
instrument  will  also  be  permanently  altered  without  the 
user  being  in  many  cases  aware  that  any  such  change  has 
taken  place. 

To  avoid  the  possibility  of  this  very  serious  error 
arising,  the  permanent  magnet  must  be  dispensed  with, 
and  the  controlling  force  produced  in  some  other  way. 
Three  forms  of  controlling  force  not  produced  by  perma- 
nent magnets  have  been  made  use  of,  namely  : — 

1 .  The  pull  of  a  spring ; 

2.  The  attraction  of  gravity  ; 

3.  The  attraction  of  an  electro-magnet  temporarily 
magnetised  by  the  whole  or  a  portion  of  the  current  to 
be  measured. 

Spring  Control  Meters. 

199.  SiemenB'  £lectro-D3rnamoineter. — Probably  the 
oldest  form  of  commercial  current  measurer,  employing 
a  spring  to  produce  the  controlling  force,  is  "  Siemens^ 
electro-dynamometer"  shown  in  perspective  in  Fig.  150, 
and  symbolically  in  Figs.  151  and  152.  It  consists  of  a 
fixed  coil  A  BOD  (Fig.  151),  and  a  movable  coil  K  P  g, 
which  latter  is  frequently  made  of  a  single  stiff  wire.  The 
current  passes  ix)und  tiie  fixed  coil  and  through  the 
movable  coil  or  wire  in  series,  electric  connections  with 
the  two  ends  of  the  lattor  being  maintained  by  their  dip- 
ping into  mercury  cups  wm'  (Fig.  151). 

The  movable  coil  is  suspended  by  a  thread  and  by  a 
delicate  spiral  spring  N  (Fig.  151),  which  latter  can  be 
twisted  by  turning  the  milled  head  T  (Figs.  151  and  152) 
through  an  angle,  which  is  measured  by  the  i)ointer  M 
attached  to  the  head  t,  turning  over  a  scale  gradu- 
ated in  degrees,  or,  instead,  in  400  equal  divisions, 
and   seen   in  Fig.    152.      The   instrument  having  been 
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levelled  by  means  of  the  plumb-line,  seen  to  the  right 
of  Fig.  150,  the  head  T  is  turned  until  the  plane  of  the 
movable  coil  E  F  o  is  at  right  angles  to  that  of  the  fixed 
coil  A  B  c  D,  which  is  indicated  by  the  pointer  p  attached 
to  the  movable  coil  (Figs.  151  and  152)  coming  opposite 


Tig.  150. 

the  0^  on  the  dial.  Should  the  pointer  M  not  now  also 
point  to  the  0^,  a  small  pinching  sci*ew  which  clamps 
the  pointer  M  to  the  head  t  is  loosened,  and  M  is  turned 
to  the  0°  without  turning  the  milled  head  T,  or  twisting 
the  spring  N.  If  a  current  be  sent  through  the  instru- 
ment entering  at  the  left-hand  binding  screw  (Fig.  151), 
and  following  the  path  a  B  c  D  /??  e  F  o  m\  and  leaving 
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therefore  by  the  right-hand  binding  screw,  the  movable 
coil  turns,  tending  to  place  its  plane  parallel  with 
that  of  the  fixed  coil,  until  the  pointer  p  comes  up 
against  the  right-hand  stop  s  (Fig.  152).  On  turning  the 
head  t,  and  the  pointer  m  attached  to  it,  through  an  angle, 
say,  of  60°,  p  can  be  again  brought  to  0°.  The  couple 
exerted  between  the  coils  is  balanced  by  the  couple 
exerted  by  the  twisted  spring,  and  the  moment  of  the 
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the  zero  position  to  bring  tfie  pointer  t  to  0^,  is  propor- 
tional to  the  square  of  the  current. 

In  the  actual  instrument,  as  seen  in  Fig.  150,  there 
are  two  fixed  deflecting  coils  having  a  different  number 
of  convolutions,  and  either  of  which  can  be  employed 
by  using  the  middle  and  the  right-hand  binding  screw,  or 
the  middle  and  the  left-hand  ona  The  two  coils  have 
usually  the  one  about  five  times  as  many  convolutions  aa 
the  other,  so  that  the  sensibility  of  the  instrument  when 


using  the  one  is  about  five  times  as  great  as  when  using 
the  other. 

The  advantages  of  this  instrument,  in  addition  to  the 
one  already  mentioned  that  it  contains  no  ])ermanent 
magnet,  are  : — First,  since  the  fixed  and  moving  parts 
between  which  the  electric  attraction  is  exerted  always 
occupy  exactly  the  same  position  relatively  to  one  another 
when  an  observation  is  being  made — that  is,  since  the 
dynamometer  is  a  '*zero  instrument " — one  experiment  is 
all  that  it  is  necessary  to  make  to  enable  the  graduation 
of  the  wJwle  scale  to  be  effected  with  gieat  accuracy, 
since  the  law  of  the  instrument  is  known  exactly,  arising 
from  the  fact  that  as  long  as  two  wires  occupy  exactly 
the  same  relative  positions  the  force  exerted  by  each  on 
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the  other  is  directly,  proportional  to  the  product  of  the 
currents  passing  through  them  respectively  ;  second,  this 
dynamometer  can  be  iised  with  considerable  accuracy  to 
measure  an  aUematinff  current — that  is,  one  the  direc- 
tion of  which  undergoes  rapid  reversals,  since  the  direc- 
^on  of  the  current  in  both  the  moving  and  stationary 
coils  will  be  reversed  simultaneously,  and  the  force  be- 
tween them  will  therefore  remain  the  same  as  before  the 
reversal 

The  disadvantages  of  the  Siemens'  dynamometer  ai^e : 
— First,  the  instrument  being  one  in  which  the  moving 
coil  has  always  to  be  brought  to  zero,  cannot  sliow  at 
once,  without  adjustment,  the  strength  of  a  current,  and 
as  a  little  time  is  necessary  to  enable  tliis  adjustment  to 
be  made,  the  instrument  cannot  be  used  for  measuring 
sudden  variations  in  the  strength  of  a  current ;  second, 
owing  to  the  moment  of  inertia  of  the  suspended  coil 
being  rather  large,  the  instrument  is  not  dead-beat; 
third,  the  ladings  are  much  affected  by  neighbouring 
magnets,  or  wires  conveying  currents  ;  indeed,  the  wires 
leading  the  current  into  and  out  of  the  dynamometer 
must  be  carefully  twisted  together,  so  that  their  mean 
distance  from  the  moving  coil  may  be  the  same,  and  the 
action  of  the  current  in  the  one  leading  wire  balanced  by 
the  action  of  the  equal  and  opposite  current  flowing  in 
the  other ;  further,  as  the  suspended  coil  when  traversed 
by  a  current  is  acted  on  by  the  earth's  magnetism,  the 
instrument  must  always  be  placed  so  that  the  plane 
of  the  suspended  coil,  when  p  is  at  0°,  is  at  right  angles  to 
t/ie  plane  of  the  eartKs  magTietic  mei^idian,  since  ^is  is 
the  position  in  which  the  coil  desires  to  place  itself  as 
far  as  the  action  of  the  earth's  magnetism  is  concerned 
when  a  current  is  passing  through  it;  fourth,  as  the 
instrument  must  be  placed  in  this  particular  position 
before  use,  also  as  it  must  be  levelled  and  mercury  poured 
into  the  cups  m  and  m'  (Fig.  151)  if  it  has  been  spilt 
when  the  instrument  is  carried  about,  it  is  not  very 
ix)i-table ;  fifth,  the  movable  coil  being  quite  uncovpred^ 
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is  blown  about  by  draughts  of  air,  and  the  spring  is 
liable  to  be  accidentally  damaged  by  things  being  knocked 
against  it ;  sixth,  the  scale,  being  graduated  in  degrees, 
or  arbitrary  divisions,  is  not  direct-reading ;  and  lastiy, 
the  instrument  gives  no  indication  of  the  direction  of 
the  current^  which,  in  electroplating,  electrotyping,  the 
charging  of  accumulators,  &c.,  is  as  important  as  the 
strength  of  the  current. 

Shortly,  therefore,  we  may  say  that  the  Siemens' 
dynamometer  is  an  extremely  valuable  standard  intiru- 
nient  when  it  can  be  kept  and  used  in  &  fixed  position  in 
a  laboratory  far  away  from  all  moving  magnets,  or  wires 
in  which  strong  currents  are  passing,  iS^,  and  its  con- 
stant experimentaUy  determined  in  that  fixed  position ; 
but  for  a  portable  instrument  to  be  carried  about  in  a 
workshop  or  room  containing  dynamos  in  motion,  and 
used  wherever  required,  there  are  other  instruments 
more  convenient. 

200.  Cunynghame's  Ammeter  and  Voltmeter. — 
These  zero  instruments  are  a  modification  of  the  Siemens' 
djmamoraeter,  an  electro-magnet  be  (Fig.  154)  being 
substituted  for  the  stationary  deflecting  coil,  and  a 
pivoted  soft  iron  needle  N  (Figs.  153  and  154)  for  the 
movable  one,  the  magnetic  axis  of  the  needle,  as  seen 
in  Fig.  153,  which  ^ows  a  sectional  plan  of  the  in- 
strument, making  an  angle  of  about  30^  with  the  line 
joining  the  poles  p  p  of  the  electro-magnet,  when  a 
pointer  attached  to  the  moving  needle  is  at  0°  The 
soft  iron  core  c  c  of  the  electro-magnet,  seen  in  sectional 
elevation  in  Fig.  154,  is  made  massivey  in  order  that  a 
considerable  magnetic  force  may  be  produced  by  it  for  a 
comparatively  small  magnetic  at;tion  of  the  current,  be- 
cause experiment  shows  that  when  the  core  of  an  electro- 
magnet is  only  slightly  magnetised^  the  strength  of  tihe 
magnet  is  directly  proportional  to  the  current,  the  strength 
of  the  magnet  being  measured  by  the  force  with  which  it 
attracts  or  repels  one  end  of  a  hard  steel  permanent 
magnet,  put  in  a  given  position  relatively  to  the  electro- 
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magnet ;  whereas  if  the  magnetic  action  of  the  coil  be 
gi'eat,  the  soft  iron  core  becomes  "  saturated,^*  and  its 


Fig.  158. 


strength  hardly  increases  with  an  increase  in  the  current. 
The  soft  iron  needle  is  magnetised  inductively  by  the 
electro-magnet,  and  for  a  given  relative  position  of  the 
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two  the  amount  of  magnetism  induced  in  the  iron  needle 
will  be  directly  proportional  to  the  strength  of  the  electro- 
magnet, provided  the  needle  is  so  viussive  that  it  is  far 
from  being  "  saturated  "  (see  page  388).  Under  these  cir- 
cumstances the  couple  exerted  by  tJve  electro-magnet  on  tJie 
needle  tmll  be  j^^oportional  to  the  square  of  the  currenL 


Fig.  154. 

This  couple  is  balanced  by  the  twist  given  to  the  spiral 
spring,  as  in  the  Siemens'  dynamometer,  and  therefore  is 
also  proportional  to  the  angle  through  which  the  pointer  m, 
attached  to  the  milled  head  T,  has  been  turned.  As  long, 
therefore,  as  we  are  dealing  with  currents  not  strong  enough 
to  saturate  the  iron  core  and  the  iron  needle,  the  angle 
through  which  the  pointer  attached  to  the  milled  head  has 
to  be  turned  to  bring  the  pointer  attached  to  the  moving 
needle  to  0°  is  proportional  to  the  square  of  the  current 
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The  scale  is,  therefore,  graduated  not  in  degrees,  but  in 
numbers  proportional  to  the  square  roots  of  the  number 
of  degrees,  and  the  adjustable  pole-pieces  p  p  enable  the 
instruments  to  be  made  direct-reading  (see  §  37,  page  76). 
The  wires  leading  the  current  to  and  from  the  instrument 
are  fastened  to  the  binding  screws  bb  (Fig.  153). 

The  advantages  of  this  type  of  instrument  are  : — 
First,  the  controlling  force  not  being  produced  by  a  per- 
manent magnet,  the  sensibility  cannot  be  permatiently 
changed  by  placing  the  instrument  near  a  powerful 
magnet ;  second,  its  indications  are  but  little  affected  by 
an  outside  magnet,  as  the  mass  of  soft  iron  in  the  core 
and  pole-pieces  of  the  electro-magnet  shields  the  needle 
to  a  great  extent  from  external  magnetic  disturbance  {see 
§  52,  page  102) ;  third,  it  is  direct-reading ;  fourth,  it  is 
dead  beat ;  fifth,  it  has  no  mercury  cups,  does  not  require 
levelling,  can  be  used  in  any  position,  is  not  likely  to  be 
damaged,  as  the  pointers  and  spring  are  all  boxed  in ; 
and  hence  the  Cunynghame  instruments  are  very  portable. 

The  disadvantages  are : — First,  being  a  zero  instru- 
ment^ an  adjustment  has  to  be  made  before  the  value  of  a 
current  can  be  read,  and  therefore  the  magnitude  of  sudden 
changes  in  a  current  cannot  be  measured ;  second,  it  can 
only  be  used  to  measure  currents  in  one  direction  ;  third, 
in  spite  of  the  mass  of  iron  the  current  is  not  quite  pro- 
portional to  the  square  root  of  the  angle,  and  therefore 
the  reading  is  a  little  too  small  for  large  currents  (see 
§208,  page  401);  fourth,  in  consequence  of  ^^  residual 
magnetism"*  the  value  of  a  current  corresponding  with 
a  particular  reading  depends  somewhat  on  whether  the 
currents  previously  passing  through  the  instrument  were 
larger  or  smaller  than  the  one  being  measured  (see  §  208, 
page  401) ;  fifth,  in  consequence  also  of  residual  magnetism, 
a  reverse  current  sent  for  a  short  time  through   the 

*  **Re9id%ud  magnetism**  is  the  name  ^ven  to  the  magnetism  that 
remains  in  a  substance  after  the  magnetising  force  has  ceased.  With 
Terr  soft  iron  the  amomit  of  residual  magnetism  is  small,  whereas 
with  hard  steel  it  is  very  large. 

Z 
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instrument  diminishes  the  subsequent  indications  for  small 
direct  currents  (see  §  209,  page  403). 

Shortly,  therefore,  we  may  say  that  while  the  instru- 
ment has  not  an  exact  law,  and  cannot,  therefore,  like  a 
Siemens'  dynamometer,  be  used  as  a  stmidard  instrument, 
it  is  far  more  convenient  for  general  use  in  the  workshop 
and  in  an  electric  lighting  establishment 

201.  Instruments  with  Magnifying  Clearing. — We 
have  seen  (§  20,  page  46)  that  if  all  the  deflections  of  a 
galvanometer  are  small,  the  deflections  will  be  directly 
proportional  to  the  current  whatever  be  the  shape  of  the 
coil  and  needle  ;  hence,  attempts  have  been  made  by  M. 
Deprez  to  use  a  form  of  portable  current  galvanometer, 
in  which  the  needle  could  only  deflect  through  a  small 
angle,  and  to  magnify  this  deflection  by  attaching  the 
pointer  to  a  small  grooved  pulley  geared  by  a  tine  end- 
less thread  to  a  much  larger  grooved  wheel  attached  to 
the  needle.  A  similar  result  has  been  attained  by  the 
author  by  using  instead  of  the  small  and  large  grooved 
wheels  a  small  toothed  wheel,  or  pinion,  attached  to  the 
pointer,  and  a  larger  toothed  wheel  to  the  axle  or  staff  of 
the  needle.  Such  contrivances,  however,  for  magnifying 
the  motion  by  means  of  pivoted  gearing  cannot  be  recom- 
mended, as  they  introduce  friction  as  well  as  add  to  the 
moment  of  inertia  of  the  moving  parts,  and  so  diminish 
the  dead  beat  character  of  the  apparatus.  These  difli- 
culties,  however,  have  been  overcome  in  the  following 
apparatus  : — 

202.  Magnifying  Spring  Ammeter  and  Voltmeter. 
— In  these  instruments,  devised  by  the  author,  a  special 
form  of  spring  is  employed,  shaped  like  a  narrow  shaving 
curled  up  into  a  cylinder  of  very  small  diameter  (Fig. 
155).  Such  a  spring,  quite  imlike  an  ordinary  spiral 
spring,  has  the  peculiarity  that  for  a  smaU  increase  in 
length  along  the  axis  tJiere  is  la/rge  rotation  of  one  end  of 
the  spring  relatively  to  the  other,  the  angle  of  rotation 
being  directly  proportional  to  the  axial  extension.  Hence, 
if  one  end  of  the  spring  be  fixed  and  the  other  be  slightly 
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pulled  axially,  a  pointer  attached  to  this  end  will  turn 
through  a  large  angle,  and  so  will  measure  in  a  very 
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"  Diagnetically  saturated  "  for  a  comparatively  weak  cur- 
rent— that  is,  so  that  a  current  passing  round  the  coils 
much  weaker  than  the  instrument  is  intended  to  measure 


Fig.  156. 

is  able  to  impart  to  the  iron  as  much  magnetism  as  it  is 
possible  for  any  current  to  give  to  it — also  by  fixing  the 
iron  tube  so  that'  it  projects  into  the  solenoid  a  definite 
distance,  which  has  been  carefully  determined,  partly  by 
calculation  and  partly  by  experiment,  and  lastly  by  con- 
structing the  spring  so  as  to  produce  a  lai^  rotation 
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instrument,  the  direction  of  the  currents  in  the  latest 
magnifying  spring  instruments  is  indicated  by  a  much 
larger  magnet,  suspended  on  a  horizontal  axis  in  front 
of  the  instrument,  which  points  to  the  binding  screw 
at  which  the  current  enters. 

The  advantages  of  this  instrument  are  : — First,  owing 
to  the  controlling  force  not  being  produced  by  a  perma- 
nent magnet,  the  sensibility  of  the  instrument  cannot  be 
permanently  affected  by  placing  it  near  a  powerful  mag- 
net ;  secondly,  the  sensibility  will  not  be  even  temporarily 
affected,  no  matter  how  strong  this  outside  magnet  may 
be,  provided  that  it  is  so  far  away  that  the  magnetic  field 
is  uniform  throughout  the  small  space  in  which  the  little 
iron  tube  tt  moves  {see  §  15,  page  36).  For  example, 
although  an  ordinary  compass  needle  is  turned  round  by  a 
uniform  magnetic  field,  there  is  no  force  tending  to  pull  the 
compass  needle  bodily  along,  as  may  easily  be  proved  by 
floating  a  compass  needle  on  a  piece  of  cork  in  a  basin  of 
water,  when  it  will  be  found  that  while  the  needle  will 
place  itself  at  once  so  that  its  axis  points  north  and  south, 
it  will  not  move  towards  the  side  of  the  basin  as  it  would 
if  it  were  pulled  as  a  whole  in  some  direction.  Or  the 
experiment  may  be  tried  thus  : — suspend  a  bar  of  unmag- 
netised  hard  steel  by  one  of  its  ends  from  the  pan  of  a 
delicate  balance,  so  that  the  bar  hangs  vertically  down- 
wards, and  weigh  it,  then  magnetise  the  bar,  and 
weigh  it  again,  when  it  will  be  found  that  its  weight  is 
neither  increased  nor  diminished  in  the  slightest  by  the 
magnetic  action  of  the  earth.  This  fact  is  expressed  by 
saying  that  a  uniform  magnetic  field  can  prodtLce  a 
motion  of  rotation^  hut  not  a  motion  of  translation  of  a 
inagnet.  Now,  the  magnet  that  is  moved  in  the  magni- 
fying spring  instrument  is  the  soft  iron  tube  T  t,  which 
has  a  north-seeking  pole  induced  on  its  lower  end,  say, 
and  a  south-seeking  pole  on  its  upper  end,  or  vice  versd^ 
by  the  current  passing  round  the  coil  of  wire  or  strip, 
and  this  tube  is  simply  pulled  downwards  by  the 
attraction  of  the  current  passing  round  this  coiL    Hence, 
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this  pulling  action  is  neither  increased  nor  diminished  by 
the  magnetic  action  of  the  earth,  nor  by  the  action  of 
any  magnet,  no  matter  how  strong  it  may  be,  if  the  field 
it  produces  is  uniform  over  the  space  in  which  the  iron 
tube  moves  ;  second,  by  using  the  magnification  introduced 
by  the  special  form  of  spring,  the  distance  moved  through 
by  the  attracted  iron  tube  is  not  large,  so  that  the  in- 
strument has  much  of  the  advantage  of  a  zero  instrument 
{see  §  199,  page  380),  that  is,  the  force  depends  simply 
on  the  current,  and  is  practically  unaffected  by  the 
motion  of  the  attracted  soft  iron  tube.  This,  combined 
with  the  small  mass  of  iron,  causes  ths  increase  of  force 
to  be  directly  proportional  to  the  increase  of  current.  The 
scale  is  therefore  long,  and  the  distances  corresponding 
with  a  given  fraction  of  an  ampere  or  of  a  volt  are 
equal  throughout  the  whole  length  of  the  scale,  which 
not  only  facilitates  the  manufacture  of  the  scale,  but 
greatly  increases  the  power  of  estimating  by  eye 
the  decimal  parts  of  a  division.  Hence,  a  current,  or 
a  P.  D.,  can  be  read  to  a  very  small  fraction  of  its  total 
value. 

The  main  disadvantage  of  the  instrument  is  that 
currents  or  P.  Ds.  less  than  about  one-fifth  of  the 
maximum  current  or  P.  D.  that  the  instrument  is  in- 
tended to  be  used  for  cannot  be  measured^  since  for 
currents  under  this  value  the  iron  tube  is  not  mag- 
netically saturated. 


Gravity  Control  Meters. 

203.  Oravity  Control  Meters.  —  Instruments  in 
which  the  controlling  force  is  produced  by  a  weight  at- 
tached to  the  needle  have  been  devised  by  Sir  William 
Thomson,  Messrs.  Schuckert,  Edelmann,  Statter,  and 
others. 

j      The  advantages  of  such  instruments  are  :  first,  as  the 
.controlling  force  is  absolutely  constant,  the  sensibility  oi 
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the  instrument  cannot  vary  from  time  to  time  on  account 
of  a  variation  in  the  force ;  second,  the  price  is  low, 
arising  from  the  simplicity  of  construction. 

The  disadvantages  are :  first,  the  readings  usually  are 
easily  varied  by  extraneous  magnetic  disturbance ;  second, 
there  is  generally  a  certain  want  of  quickness  of  action, 
so  that  any  small  temporary  change  in  the  strength  of  the 
current  or  P.  D.  that  is  being  measured  is  not  instantly 
recorded.  For  this  purpose  the  needle  and  pointer  must 
not  only  be  very  light,  but  the  controlling  force  must  be 
great  {see  §  38,  page  78).  Now,  if  gravity  be  used,  the 
only  way  to  obtain  a  large  controlling  force  is  to  use  a 
large  mass  to  be  attracted,  but  if  a  large  mass  be 
attached  to  the  needle  and  pointer,  the  moment  of  inertia 
will  be  seriously  increased,  and  slow  motion  will  be  the 
result ;  whereas,  by  using  a  powerful  controlling  magnet 
or  a  comparatively  strong  spring,  we  obtain  a  dead-beat- 
ness  so  great  that  the  number  of  times  the  joint  in  the 
driving-belt  passes  over  the  dynamo  pulley  can  be  easily 
counted,  every  adjustment  in  the  carbons  on  an  arc  lamp 
be  seen  on  the  ammeter  and  voltmeter,  and  even  the  effect 
on  an  arc  lamp  produced  by  whistling  may  be  instantly 
observed  on  the  distant  ammeter. 

The  gravity  control  meters  of  Sir  William  Thomson 
not  yet  being  in  common  use,  the  author  has  had  no  ex- 
perience with  them,  and,  therefore,  cannot  speak  of  their 
advantages  or  disadvantages. 


Electro-magnetic  Control  Meters. 

204.  Crompton  and  Eapp's  Meters. — The  third  de- 
vice, which  consists  in  using  for  the  controlling  force  that 
produced  by  an  electro-magnet,  round  which  flows  the 
whole  or  a  portion  of  the  current  to  be  measured,  appears 
at  first  sight  to  be  the  best ;  but  it  is  attended  with  very 
serious  practical  ditficulties.  The  possibility  of  using  a 
current  to  deflect  a  needle,  and  the  very  same  current  to 
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resist  its  being  deflected,  without  obtaining  the  same  de- 
flection for  all  currents  (a  result  which  would  occur  if  the 
deflecting  and  controlling  forces  varied  proportionally  to 
one  another  as  the  current  was  increased),  arises  fi*om  the 
fact  that  whereas  the  magnetic  force  exerted  on  a  mag- 
netic pole  at  a  particular  point  by  a  current  flowing  round 
a  coil  of  wire  is  directly  proportional  to  the  current,  the 
force  exerted  on  the  same  magnetic  pole  by  the  iron  core 
of  an  electro-magnet  round  which  the  cuirent  is  flowing 
increases  nearly  proportionately  to  the  current  when  the 
current  is  small,  but  becomes  nearly  constant  for  all 
values  of  the  current  above  a  certain  value,  in  conse- 
quence of  the  magnetic  saturation  of  the  iron  core.  Hence, 
by  using  the  force  due  to  a  coil  without  an  iron  core 
for  the  deflecting  force,  and  the  force  due  to  the  ii-on 
core  of  the  electro-magnet  for  the  controlling  force, 
Messrs.  Crompton  and  Kapp  have  made  extremely  in- 
genious current  and  P.  D.  meters,  which  require  the 
employment  of  neither  permanent  magnets,  springs,  nor 
weights. 

The  coil  of  the  electro-magnet  has  a  magnetic  action 
as  well  as  its  iron  core,  and  as  the  former  increases  in 
direct  proportion  to  the  current,  its  action  must  be  neu- 
tralised if  we  wish  the  controlling  force  to  be  constant 
This  can  be  done  either  by  the  use  of  a  third  coil  of  a 
suitable  size  and  number  of  convolutions,  placed  in 
such  a  position  that  when  the  current  flowing  round 
the  electro-magnet  also  flows  round  this  coil,  its  action 
exactly  neutralises  that  of  the  electro-magnet  coil,  or  the 
neutralisation  may  be  more  simply  eflected  by  placing  the 
deflecting  coil  in  such  a  position  that  it  is  equivalent  to 
two  coils,  one  the  deflecting  coil,  and  the  other  a  coil 
whose  efiect  neutralises  that  of  the  coil  round  the  electro- 
magnet. \ 

205.  Paterson  and  Cooper's  Electro  -  magnetic 
Control  Meters. — ^These  are  the  same  in  principle  as  those 
invented  by  Messrs.  Crompton  and  Kapp,  with  the  addi- 
tion of  movable  pole-pieces  similar  to    those  shown  in 
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Fig.  25,  page  74,  for  adjusting  the  sensibility  of  the  in- 
strument. 

The  advantage  of  electro-magnetic  control  meters  is 
that,  as  neither  permanent  magnets  nor  springs  are  em- 
ployed in  their  constiniction,  their  sensibility  cannot  be 
affected  by  variations  in  their  strength,  and  hence  their 
behaviour  from  year  to  year  remains  exactly  the  same. 

The  disadvantage  arises  from  the  fact  that  as  the 
entire  controlling  force,  corresponding  with  that  produced 
by  the  powerful  permanent  magnet  in  the  apparatus 
shown  in  Fig.  23,  page  70,  for  example,  has  to  be  produced 
by  an  iron  core  of  the  electro-magnet,  the  mass  of  iron 
must  not  be  too  small,  otherwise  any  external  piece  of 
iron  or  magnet  will  affect  the  indications  of  the  instru- 
ment. But  it  is  found  by  experiment  that  unless  the 
iron  be  not  only  very  soft,  but  also  he  very  small  in  mass, 
there  is  considerable  residual  niagneti^m,  which  causes  the 
magnetic  force  exerted  by  the  iron  to  depend  not  merely  on 
the  strength  of  the  current  passing  round  it  at  any  par- 
ticular time,  but  also  on  the  strength  of  the  previous  cur- 
rents, and  this  is  the  case  even  when  the  iron  is  still  too 
small  to  prevent  very  serious  variations  in  the  reading 
of  the  instruments  being  produced  by  the  presence  of  a 
neighbouring  magnet  {see  §  210,  page  407).  The  read- 
ings, therefore,  in  the  lower  part  of  the  scale,  instead  of 
corresponding  with  definite  values  of  the  current^  or  of 
the  P.  D.,  correspond  with  currents  or  P.  Ds.  differing  in 
some  of  these  electro-magnetic  control  instruments  by  as 
much  as  thirty  per  cent,  depending  on  whether  it  is  an 
increasing  cun*ent  or  a  decreasing  current  that  is  being 
measured.     (See  §  208,  page  402.) 

206.  Testing  Ammeters. — The  faults  to  be  looked  for 
in  an  ammeter,  and  for  which  it  must  be  carefully  tested, 
are : — 

1.  An  error  ansing  from  the  ampere-standards  em- 
ployed by  different  makers  differing  from  one  another. 

2.  All    error  arising  from  a  current  producing  a 
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accurately  weighed ;  with  a  diameter  of  4  inches,  and  a 
depth  of  rather  more  than  1^  inches,  it  need  not  weigh 
more  than  78  grammes. 

This  silver  disc  is  held  in  position  by  a  strip  8,  at- 
tached to  it,  held  in  a  clamp  c,  the  two  sides  of  which 
are  pressed  together  by  turning  the  nut  n.  The  disc 
and  the  strip  s  ai^e  in  one  piece,  cut  out  of  a  thick. 


Pig.  157. 

flat  sheet  of  silver,  the  strip  being  bent  up  at  right  angles 
to  the  disc  after  it  is  cut  out. 

Electric  connection  is  made  with  the  platinum  dish  d, 
by  its  resting  on  three  metal  pins  /?,  connected  with  the 
wire  Wg,  and  connection  is  made  with  the  silver  disc  by  the 
wire  soldered  to  c,  the  other  end  of  which  is  connected 
with  one  terminal  of  the  ammeter.  The  other  terminal 
of  the  ammeter  is  connected  through  an  adjustable  carbon 
resistance  R  with  the  wire  Wj,  and  the  circuit  is  closed 
by  putting  the  metallic  bridge-piece  B  into  the  small 
mercury  cups  H  H.      The  current  produced  by  a  current 


Digitized  by  VjOOQIC 


Chap.  Yin.]  CALIBRATING   AMMETERS.  397 

gonei-ator,  the  terminals  of  which  are  attached  to  the 
wires  w,  and  Wg,  can  be  conveniently  varied  within  wide 
limits  bv  screwinsr  or  unscrewing  the  nut  at  the  too  of 
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are  of  about  the  same  size  as  the  carbon  discs,  and  the 
hole  in  the  centre  of  each  is  shaped  like  the  section  of 
the  rod  h — that  is,  not  quite  round,  so  that  jOj  and  />2 
can  slide  up  and  down  this  rod  without  being  able  to 
turn  round  it 

Starting  with  a  pressure  sufficiently  great  to  keep  the 
discs  fairly  well  in  contact,  so  that  they  cannot  shake 
about  and  thus  produce  a  varying  resistance,  and  gra- 
dually increasing  this  pressure,  but  not  to  such  an 
extent  as  to  damage  the  discs,  the  resistance  of  the  whole 
column  can  be  varied  from  about  ^  to  9^  ohms  when  the 
discs  are  about  1^  inch  in  diameter,  and  when  the 
height  of  the  column  of  them  is  about  3  inches.  A  re- 
sistance still  less  can  be  obtained  by  attaching  the  wires 
to  the  plates  p^  and /^j  (Fig.  158),  instead  of  to  the  top 
and  bottom  plates  as  in  Fig.  157. 

When  skdjusting  the  carbon  resistance  R  so  as  to 
obtain  the  desired  current,  it  is  desirable  that  no  decDra- 
position  should  take  place  in  the  silver  voltameter,  for 
in  that  case  the  drying  and  weighing  of  the  platinum 
dish  D  would  have  to  be  carried  out  after  the  carbon  re- 
sistance was  adjusted,  and  it  would  probably  be  found 
that  a  fresh  adjustment  was  required  when  it  was  desired 
to  start  the  decomposition.  To  avoid  this  difficulty,  the 
circuit  through  the  silver  voltameter  should  not  be  closed 
during  the  adjustment,  but  Wg  and  the  left-hand  terminal 
of  the  ammeter  should  be  joined  instead  by  a  piece  of 
German  silver  wire,  having  the  same  resistance  as  the 
voltameter.  A  third  mercury  cup,  not  shown  in  the 
figure,  but  which  we  may  call  h',  may  be  easily  arranged 
so  that  when  the  bridge-piece  B  is  put  into  the  holes  h  and 
h',  the  circuit  through  the  Grerman  silver  wire  is  closed, 
whereas  when  one  of  its  ends  is  shifted  from  h'  to  H, 
the  other  being  left  in  the  other  hole  H,  the  circuit 
through  the  voltameter  is  closed. 

At  the  commencement  of  the  experiment  the  platinum 
dish  D  (Fig.  157)  should  be  carefully  washed  with  distilled 
water,  to  remove  any  dust  or  dirt,  then  diied  over  a 
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spirit  lamp,  and  placed  on  the  triangle  t  over  the  vessel 
V  of  strong  sulphuric  acid,  and  the  glass  cover  G  left 
over  while  the  platinum  dish  is  cooling.  When  it  is 
cool  it  should  be  carefully  weighed.  The  dish  is  now 
put  in  position  on  the  pins  p,  the  silver  disc  placed  so 
that  its  edges  are  equally  distant  from  the  sides  and 
bottom  of  the  dish,  and  the  solution  of  silver  nitrate 
poured  in.  Next,  a  current  is  sent  through  the 
carbon  resistance  R,  the  ammeter  a,  and  the  German 
silver  wire  above  referred  to,  and  the  carbon  resistance 
adjusted  until  the  current,  as  observed  on  the  ammeter, 
has  the  right  value.  The  maximum  value  that  may  be 
given  to  the  current  so  as  to  obtain  a  gootl  adherent 
deposit  with  a  particular  platinum  dish  is  (as  stated  in 
the  foot-note,  §  6,  page  11)  one  ampere  per  six  square 
inches  of  surface.  At  a  time  noted  on  a  watch 
the  current  is  sent  through  the  voltameter  instead  of 
through  the  German  silver  wire,  and  its  strength  is  kept 
constant  by  slightly  turning  from  time  to  time  the  nut  n 
(Fig.  158)  at  the  top  of  the  carbon  resistance  so  as  to  keep 
the  ammeter  deflection  constant,  and  at  a  noted  time,  at 
the  end  of  from  ten  to  thirty  minutes,  depending  on  the 
current  used,  the  circuit  is  interrupted.  Tlie  silver 
nitrate  solution  having  been  put  back  into  the  bottle, 
the  platinum  dish,  with  the  layer  of  deposited  silver  in 
it,  is  carefully  rinsed  out  with  distilled  water  ;  next  it  is 
filled  with  distilled  water,  and  left  standing  for  ten  or 
fifteen  minutes  to  remove  traces  of  the  silver  nitmte 
solution,  then  having  been  rinsed  out  again  with  distilled 
water,  it  is  rinsed  out  with  alcohol  to  remove  the  water, 
and  with  ether  (which  evaporates  with  great  rapidity)  to 
remove  the  alcohol,  and  finally  it  is  dried  over  a  spirit 
lamp,  and  left  to  cool  under  the  desiccator  g,  when  it  is 
again  carefully  weighed.  Then,  if  W  be  the  increase  in 
weight  in  grammes  produced  in  t  seconds  by  a  current  of 
mean  strength,  A  amperes, 

. w_ 

000111816 « 


Digitized  by  VjOOQ IC 


400  PRAOTIOAL   BLECTRIGITY.  (Obap.  Ym. 

It  is  desirable  to  repeat  this  test  for  two  or  three 
very  different  currents  that  the  ammeter  is  adapted  to 
measure,  as  the  calibiution  may  be  right  in  even  two 
very  different  parts  of  the  scale,  and  not  at  some  inter- 
mediate part,  arising  from  the  law  of  the  instrument  not 
being  exactly  what  the  maker  has  supposed ;  for  ex- 
ample, he  may  have  determined  accurately  the  currents 
corresponding  with  two  points  of  the  scale,  and  have 
interpolated  the  intermediate  graduations  on  the  assump- 
tion that  the  increase  of  deflection  was  directly  propor- 
tional to  increase  of  current,  which  may  not  be  quite 
true  with  the  particular  instrument. 

208.  Test  for  Besidual  Magnetism. — In  order  to 
ascertain  whether  a  current  produces  the  same  deflection 
on  an  ammeter,  independently  of  whether  the  currents 
previously  passing  through  the  instrument  were  much 
smaller  or  much  larger  than  the  particular  current  in 
question,  the  instrument  should  be  joined  up  in  series 
with  a  Siemens'  dynamometer,  or  other  current  meter 
containing  absolutely  no  iron  or  steel,  and,  therefore, 
having  no  error  due  to  residual  magnetism,  together  with 
an  adjustable  carbon  resistance,  care  being  taken  to  put 
the  dynamometer  so  far  away  from  the  other  instrument 
that  any  magnetism  produced  in  the  latter  will  not  affect 
the  dynamometer.  Then,  starting  with  the  carbon  re- 
sistance unscrewed,  so  that  its  resistance  is  great,  the 
circuit  should  be  closed,  and  successive  simultaneous 
readings  of  the  two  instruments  taken;  first,  as  the 
carbon  resistance  is  gradually  screwed  down,  and  the 
current  increased  up  to  the  maximum  current  the 
instrument  is  intended  to  measure ;  then,  as  the  carbon 
resistance  is  gradually  unscrewed,  and  the  current  di- 
minished again. 

The  following  are  the  results  of  such  tests  made  with  a  strongly 
magnetised  permanent  magnet  ammeter,  like  that  shown  in  Fig. 
26  page  76 ;  with  a  spring  x^ntrol  meter,  like  that  shown  in  Fig. 
154,  page  384 ;  with  a  magnifying  spring  ammeter,  like  that 
shown  in  Fig.  166,  page  388 ;  and  with  an  e&tro-magnetic  control 
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AmpeiM  aa  meararedl^  a  Par-  Amperea  aa  measured  by  a 

manmt  Magnet  Ammeter;  ^mi™«I»^i?^™«^«*iL 

reading  froSoto  26  ampere^.  Slememi  Dynamometer. 

6-1  t  6-58 

12-2 1  12-31 

18-3 1  18-32 

About    24-4 1*  Not  read 

18-3  P  18-3 

12-2 1  12-3 

6-1  I  6-4 


Amperea  aa  measured  by  a  Sprtny 

Control  Meter,  with  mossiva  iron  a  w»««»«w.  •>  ,,■„..■■, ..jji  v_  « 

magnets  with    tnoMivd    oor«;  w*wm«mhi  ^jruwuw«u«M». 
reading  from  0  to  100  amperes. 

20     ^  19-6 

25     S  26-3 

36     3  36*2 

46     &  471 

66    '!«  68-1 

68-6  61-4 

66     H  67*4 

46     I  460 

36     §  34-4 

25     I  23-2 

20    &  17-2 
That  it  required  a  smaller  current  at  the  end  of  the  experiment 
to  produce  the  same  deflection  as  was  produced  at  the  beginning, 

showed  tiiat  the  iron  core  of  the  deflecting  electro-magnet  retained 

some  of  the  magnetism  put  into  it  when  the  strong  current  was 
flowing  round  it. 


Amperes  aa  measured  by  the 
Jf  oynt/vitig  Spriny  Amme- 
ter;  reading  from  4*5  to 

Amperes 

as  measured  by  a 

Siemens'  Dynamometer. 

25  amperes. 

6 

^ 

4-96 

10 

s 

9-9 

16 

0 

15 

20 

1 

20-4 

23 

24-45 

20 

? 

20-85 

15 

1 

16 

10 

1 

9»87 

6 

4-85 

AA 
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Amperes  as   measured  by 

the  EUctro-Magnetie  Con-                        Amperes  as  measured  by  a 

trol  Meter ;  reading  from  0  Sieimens'  I>ynamometer. 
to  100  amperes. 

10  8-82 

25     t  27-6 

30     i  32 

40     a  41-9 

50     §  52-3 

60     ■  63-6 

60     H  64-4 

50     I  53-6 

40     I  44*3 

30     I  34-7 

20    <g  24-9 

10     '  11-5 

That  it  required  a  much  higher  current  at  the  end  of  the 
experiment  to  produce  the  same  deflection  as  was  produced  at  the 
beginning,  showed  that  the  iron  core  of  the  controlling  electro- 
magnet retained  some  of  the  magnetism  put  into  it  when  the 
strong  current  was  flowing  round  it. 

209.  Test  for  Error  on:  Reversing  the  Gnrrent — 
Certain  instruments,  such  as  the  spring  instrument  of 
Mr.  Cunynghame,  and  the  electro-magnetic  control  instru- 
ments of  Messrs.  Crompton  and  Kapp,  are  intended  to  be 
used  only  when  the  current  flows  through  them  in  one 
direction,  and  therefore  they  ought  not  to  be  inten- 
tionally used  with  the  current  flowing  through  them  in 
the  wrong  direction-  As,  however,  in  the  cbsurging  and 
discharging  of  accumulators,  &c.,  the  cun-ent  is  liable  to 
be  reversed,  it  is  desirable  to  try  experimentally  the  kind 
of  error  that  would  be  produced  if  the  current  were  re- 
versed, and  then  reversed  back  again  so  as  to  again  flow 
through  the  instrument  in  the  proper  direction.  To 
make  the  experiment,  the  instrument  to  be  tested 
should  be  joined  in  a  series  with  some  standard  instru- 
ment, like  a  Siemens'  dynamometer,  and  the  dii'ection 
of  the  current  through  the  former  instrument  only 
should  be  reversed,  to  avoid  the  possibility  of  any  error 
being  introduced  into  the  readings  by  the  reversal  of 
the  current  through  the  Utter,     The  two  instruments 
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sent  through  the  instraments,  and  the  readings  taken 
first  with  no  outside  magnet  near,  then,  when  a  fairly 
strong  bar  magnet  is  moved  roimd  in  a  plane  f>assing 
through  the  centre  of  the  instrument,  the  magnet  being 
held  so  as  to  always  point  towards  the  centre  of  the  in- 
strument, and  with  its  end  at  always  the  same  distance 


d 


\ 


M»risfontal  PUiiu 


\ 


Fig.  159. 

from  the  centre.  A  foot  Ls  found  to  be  a  convenient 
distance  to  take,  and  the  plane  in  which  the  bar  magnet 
is  moved  should  be  that  in  which  the  magnet  must  pro- 
duce the  greatest  disturbance ;  for  example,  with  an  in- 
strument having  a  needle  turning  round  on  a  vertical 
axis,  the  plane  in  which  the  magnet  is  moved  should 
be  horizontal,  as  shown  in  Fig.  159,  whereas  with  a 
magnifying  spring  instrument  in  which  the  soft  iron  tube 
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TT  (Fig.  166)  is  piilled  downwards,  the  plane  should  be 
a  vertical  one,  as  seen  in  Fig.  160. 

The  experiment  should  be  made  with  a  weak  current 
passing  through  the  instrument,  and  also  with  a  strong 
one,  as  frequently  the  magnetic  disturbance  differs  in 


[ 


d 


Vertleal  Plan^ 


\ 


Fig.  160. 

amount  for  different  currents,  and  in  both  cases  the  con- 
stancy of  the  current  during  the  experiment  should  be 
assured  by  its  passing  also  through  some  other  instru- 
ment, such  as  a  Siemens'  dynamometer,  placed  so  far 
away  that  the  motion  of  the  magnet  does  not  affect  it. 
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The  following  show  the  results  of  this  test  made  with  sereral 
instruments,  always  using  the  same  permanent  magnet  to  produoe 
the  disturbance  at  the  same  distance  from  the  centre  of  the  instru- 
ment 

Magnet  moved  round  a  Permanent  Magnet  Ammeter  in  a  Horizontal 
Plane, 


Amperes    m    xnea- 
sored  by  the  F«r- 
matMiU       MaqMl 
Ammeter ;    read- 
ing from  0  to  25 

Amperes    as 
meurared    by 
a  Siemens' Dy- 
namometer. 

amperes. 

22-2 

22-0 

No  magnet  near. 

22-1 

•  22-4 

22-3 

220 
220 
220 

Magnet  in  position  a 
»»                »        * 
»»                i»        ^ 

Fig.  159. 

220 

22  0 

»»                »»        * 

) 

22-2 

220 

No  magnet  near. 

Magnet  moved  round  a  Magnifying  Spring  Ammeter  in  a  Vertical 

Plane. 

Amperes    as    mea- 

Eored  by  the  Mag- 

Amperes       as 

nifying  Spring  Am- 
meter ;      reading 

measured  by  a 

Siemens'   Dy- 

from 45  to 25 am- 

namometer. 

peres. 

6 

6-59 

No  magnet  near. 

6 

6-59 

Magnet  in  position  a 

1 

6 
6 

6-69 
6-69 

>  Pig.  160. 

6 

6-69 

»»               »>        *   , 

' 

6 

5-59 

No  magnet  near. 

21 

21-6 

No  magnet  near. 

21 

21-6 

Magnet  in  position  a 

21 
21 

21-5 
21-5 

Fig.  160. 

21 

21-5 

if                      »»            «^    . 

21 

21-5 

No  magnet  near. 
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Magnet  moved  round  an  EUctrO'tnagnetie  Control  Meter  in  a 
JScr'iZontal  Plane, 


bj  the  BUcbro^ag- 

Amperes  as  measured 

iMtu;  Control  Meter : 
reading  from  0  to  100 

bj  a 

Siemens' 

Dy- 

namometer. 

amperes. 

10 

9-2 

No  ma^et  near. 

10-1 

9-2 

Magnet  in  position  a. 

14-6 

9-2 

»i                »i        •'• 

10-9 

9-2 

> »               >»        ^» 

7-9 

9-2 

d 

9-6 

9-2 

No  magnet  near. 

82 

90 

No  magnet  near.  . 

81-8 

90 

Magnet  in  position  a. 

84-6 

90 

„        b. 

84-6 

90 

„               »        <»• 

81-3 

90 

>»               »        d. 

'  82-2 

90 

No  magnet  near. 

211.  Test  for  Permanent  Alteration  of  Sensibility. — 
This  test  is  one  that  must  necessarily  extend  over  a  long 
period,  as  permanent  magnets  are  found  to  slowly  de- 
maguetise,  springs  to  become  permanently  strained,  or, 
as  it  is  called,  get  a  **  permanent  fic<,"  kc.  Frequent  com- 
parisons should,  therefore,  be  made  between  the  readings 
of  an  ammeter,  and  the  amount  of  silver  deposited  in  a 
given  time  by  the  cun*ents  giving  these  readings. 

Errors  in  Voltmeters. 

212.  Testing  Voltmeters. — In  addition  to  the  ^vq 
errors  given  in  §  206,  page  394,  and  which  aftect  volt- 
meters equally  with  ammeters,  there  is  a  most  important 
sixth  error  arising  from  the  sensibility  of  a  voltmeter 
varying  with  its  resistance,  and,  therefore,  with  its  tem- 
peratura  This  change  of  resistance  is  due  partly  to  the 
variation  of  the  temperature  of  the  room,  and  partly  to 
the   coils  of   the  instiiiment   becoming   heated   by   the 
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passage  of  the  current  through  them.  Voltmeters  in  this 
respect  differ  entirely  from  ammeters;  an  increase  of 
resistance  of  an  ammeter  may  diminish  the  current  in 
the  circuit,  but  the  ammeter  will  accurately  measure  the 
current  so  diminished  ;  consequently,  the  sensibility  of  an 
ammeter  is  unchanged  by  a  dumge  in  the  resistance  alone. 
For  example,  if  two  exactly  similar  ammeters  be  wound, 
the  one  with  copper,  and  the  other  with  German  silver 
wire  of  the  same  gauge,  and  with  the  same  number  of 
conTolutions,  the  sensibility  of  the  one  will  be  exactly 
the  same  as  that  of  the  other,  in  spite  of  the  resistance 
of  the  latter  instrument  being  thii-teen  times  that  of  the 
former;  whereas  an  increase  in  the  resistance  of  a 
voltmeter  causes  a  less  current  to  pass  through  it  for  the 
same  P.  D.  at  its  terminals,  and  hence  tJ^  sensibility 
of  a  voltmeter  varies  vnth  change  in  its  resistance. 

213.  Test  for  Accuracy  of  the  araduation.  — 
From  the  definition  of  a  volt  (§81,  page  141),  it  follows 
that  if  we  know  the  current  in  amperes  passing  through 
a  resistance,  the  value  of  which  is  known  in  ohms,  we 
know  the  P.  D.,  in  volts,  at  its  terminals,  since  this  is 
equal  to  the  product  of  the  number  of  amperes  into  the 
number  of  ohms.  This  leads  to  a  very  simple  and  accu- 
rate method  for  calibrating  voltmeters,  and  which  is 
shown  symbolically  in  Fig.  161.  v  is  the  voltmeter  to 
be  calibrated,  r^  a  resistance  formed  of  a  long  coil  of 
fairly  thick  copper,  or  better  of  platinoid  wire  wound 
double  so  as  not  to  produce  any  external  magnetic 
action,  and  coiled  up  loosely  so  as  to  cool  fairly  quickly. 
A  is  an  ammeter  which  has  been  accurately  graduated, 
and  w  a  Wheatstone's  bridge,  or  differential  galvanometer, 
with  battery  complete  for  measuring  the  parallel  resist- 
ance between  the  points  c  and  B,  and  which  is  made  up 
of  ri  and  of  v.  Between  the  terminals  t^  and  T^,  there  is 
some  suitable  current  generator,  not  shown  in  the  figure, 
which  will  send  a  current  through  the  arrangement 
on  inserting  the  plug  Pi ;  r^  is  an  adjustable,  but  not 
necessarily  a  known,  resistance  for  varying  this  current, 
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and  P2  is  a  plug  key  for  completing  or  interrupting  the 
circuit  through  the  measuring  a{2])aratus  w. 

The  experiment  is  performed  thus  : — Po  being  opened 
and  P,  closed,  rg  is  adjusted  so  that  a  convenient  deflec- 
tion is  obtained  on  v.     This  deflection  is  read  hy  one 
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one,  the  resistance  may  not  alter  by  the  passage  of  the 
current;  but  if  it  be  desired  to  produce  a  P.  D.  of 
100  or  more  volts  between  the  points  c  and  B,  and  to 
use  an  ordinaiy  ammeter  a,  graduated  up  to,  say,  20 
amperes,  the  resistance  r^  would  have  to  be  something 
like  10  ohms,  and  able  to  take  a  current  of  10  amperes 
without  heating  at  all.  Such  a  wire  would  have 
to  be  very  long  and  thick,  and,  therefore,  expensive, 
whereas  the  device  of  taking  tinie  measurements  of  the 
resistance  enables  the  coil  to  be  made  of  even  copper 
wire. 

The  preceding  method  is  based  on  our  knowing  the 
exact  value  of  a  current  and  of  a  resistance,  but  we  may 
calibrate  a  voltmeter  by  comparing  its  readings  with  the 
E.  M.  F.  of  a  cell,  if  this  K  M.  F.  be  accurately  known 
iu  volts.     The  cells  best  suited  for  this  purpose  are  a 

^^  Latimer  Clark's  cell^^  or 
some  form  of  gravity 
Daniell,  in  which  the  cop- 
per sulphate  and  zinc  sul- 
phate solutions  mix  very 
slowly. 

214.  Latimer  Clark's 
Cell. — These  cells  are  made 
in  a  vaiiety  of  forms,*  but 
probably  what  is  called  the 
H  form,  shown  in  Fig.  162, 
is  the  best  One  of  the 
legs  is  partially  filled  with 
an  *'  amalgam  of  zinc  *'  a, 
foi-med  by  putting  some 
pure  zinc  into  pure  mer- 
Pig.  162.  cury,  which  has  been  previ- 

ously distilled  in  a  vacuu7n, 
the  other  with  pure  mercury  M,  which  has  been  similarly 
distilled,  covered  with  a  layer  of  ^^mercurous  svJpJiate^^  M  a 
♦  PhiL  Trans.  Roy.  Soc.,  voL  xvu,,  p.  411.    Part  II.,  1884. 
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The  whole  is  then  filled  up  above  the  level  of  the  cross  tube 
with  pure  saturated  zinc  sulphate  z,  and  a  few  crystals  of 
zinc  sulphate  are  added.  Evaporation  is  prevented  by  the 
insertion  of  paraffined  corks  c,  and  electrical  contact  is 
made  with  the  amalgam,  and  with  the  pure  mercury,  by 
platinum  wires  w  w,  sealed  into  the  glass.  Marine  glue 
may  be  employed  instead  of  paraffin  wax  to  make  the  corks 
c  air-tight,  or,  best  of  all,  the  ui)per  ends  of  the  tubes 
may  be  hermetically  sealed  (see  note,  page  20).  If  the 
zinc  sulphate  be  saturated,  but  not  ^^super-saturated,*** 
the  experiments  of  Lord  Rayleigh  t  show  that  when 
this  cell  is  not  allowed  to  send  currents,  its  E.  M.  F.,  after 
it  has  been  set  up  for  some  weeks,  is  extremely  constant 
for  the  same  temperature,  and  has  a  very  exact  value 
for  any  particular  temperature ;  its  value  in  legal  volts 
being  equal  to 

1-438  {1-0-00077  (<- 15^)}, 

where  t  is  the  temperature  of  the  cell  in  degrees  Centi- 
grade. 

As  in  the  Daniell's  cell  (see  §  119,  page  211),  a 
diminution  in  the  density  of  the  zinc  sulphate  solution 
increases  the  E.  M.  F.  of  the  Latimer  Clark's  cell. 

215.  Standard  Danieirs  Cell. — In  spite  of  the  great 
value  of  the  Latimer  Clark's  cell,  it  has  two  defects,  the 
one  that  it  polarises  rapidly,  and  its  E.  M.  F.  temporarily 
falls  off  if  a  current  be  allowed  to  pass  through  the  cell, 
the  other  that  the  variation  of  its  E.  M.  F.  with  tempera- 
ture is  considerable,  and  therefore  for  accurate  work  the 
temperature  of  the  cell  must  be  accurately  known.  These 

*  When  a  taturcUed  Bolution  of  a  salt  is  cooled,  some  crystals  are 
formed  so  as  to  leave  the  liquid  simply  saturated  at  the  lower  tem- 
perature ;  but  if  the  liquid  be  dosed  up  so  that  the  air  does  not  get  to 
it,  and  if  it  be  cooled  without  shaking,  crystallisation  may  not  take 
place,  and  the  liquid  is  thensaidjtobe  '*  suptr-aaturtUedi"  for  on  dropping 
a  crystal  of  the  salt  into  it,  cr3rstallisation  immediately  occurs.  The 
presence,  therefore,  of  crystals  in  a  liquid  is  a  proof  that  it  is  satu- 
rated and  not  super-saturated. 

t  Proc.  Koy.  Soc.,  vol.  xl.,  p.  79. 
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objections  are  overcome  by  the  employment  of  a  form  of 
gravity  Daniell,  in  which  the  solutions  can  only  mix 
very  slowly.  If  the  plates,  or  rods,  be  formed  of  clean, 
pure  zinc,  and  of  freshly  "  electrotyped  "  copper — that  is, 
copper  on  the  surface  of  which  a  layer  of  copper  has 

been  deposited  by  putting 
the  plate,  or  rod,  into  a 
bath  of  copper  sulphate, 
and  sending  a  current 
through  the  bath,  so  that 
it  leaves  by  the  plate  or 
rod — and  if  the  solutions 
used  in  the  DanielFs  cell 
be  formed  of  pure  crystals 
of  copper  sulphate  and 
zinc  sulphate,  then  the 
E.  M.  F.  wiU  be  M04  volts 
when  the  solutions  are 
equally  dense,  and  1*074 
volts  if  the  copper  sulphate 
solution  has  a  specific 
gravity  of  MOO  at  16°C., 
and  the  zinc  sulphate  solu- 
tion 1*400  at  the  same 
temperature.  A  form  of 
gravity  DanielFs  cell,  spe- 
cially designed  by  Dr. 
Fleming,*  to  be  used  as  a 
standard,  is  shown  in  Fig. 
163,  and  consists  of  a  U- 
tube  f  inch  in  diameter, 
and  8  inches  long,  provided 
with  glass  taps,  <S:c.,  as  shown.  To  use  the  cell,  the  tap 
A  is  opened,  and  the  whole  U-tube  filled  with  the  denser 
zinc  sulphate  solution ;  the  zinc  rod  which  is  kept  in  the 
test  tube  L,  when  the  cell  is  not  in  use,  is  now  inserted  in 
the  left-hand  tube,  and  its  indiarubber  stopper  P  fitted 
♦  PhU.  Mag.,  S.  5,  vol.  xx.,  p.  126. 
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tightly  into  this  tube.  Now,  on  opening  the  tap  c,  the 
level  of  the  liquid  will  begin  to  fall  in  the  right-hand 
limb,  but  no  liquid  will  flow  out  of  the  left-hand  one. 
As  the  level  commences  to  sink  in  the  right-hand  limb, 
copper  sulphate  solution  can  be  allowed  to  flow  in  gently 
to  replace  it  by  opening  the  tap  b  ;  and  this  opera- 
tion can  be  so  conducted  that  the  surface  of  demarcation 
of  the  two  liquids  remains  quite  sharp,  and  gradually 
sinks  to  the  level  of  the  tap  c.  When  this  is  the  case, 
all  the  taps  are  closed  and  the  copper  rod  is  removed  from 
the  test  tube  m,  in  which  it  is  kept,  and,  after  having  been 
freshly  electrotyped,  is  fitted  into  the  right-hand  tube  Q. 

It  is  impossible  to  stop  the  liquids  mixing  together 
at  the  surface  of  contact,  but  whenever  the  sur&ce  of 
contact  ceases  to  be  sharply  defined,  the  mixed  liquid  at 
the  level  of  the  tap  c  can  be  drawn  off",  and  fresh  solu- 
tions supplied  from  the  reservoirs  above. 

Experiment  shows  that  the  eflect  of  oxidation  of 
the  zinc  is  to  lower  the  E.  M.  F,,  while  oxidation  of  the 
copper  raises  it. 

In  order  that  the  E.  M.  F.  of  a  Latimer  Clark's  cell 
should  be  quite  constant,  it  is  absolutely  necessary  that 
the  cell  should  not  be  allowed  to  send  any  appreciable 
ciurent,  and  even  with  the  Daniell's  cell  better  results 
will  be  obtained  if  the  cell  be  not  sending  a  current  when 
the  test  is  made,  since  in  that  case  the  P.  D.  at  its 
terminals  will  be  equal  to  the  E.  M.  F.,  independently  of 
the  internal  resistance  of  the  cell,  which  will  be  rather 
high  if  it  be  so  constructed  that  the  solutions  can  only 
mix  slowly.  Hence,  Poggendorflfs  method  (see  §  132, 
page  234),  or  the  condenser  method  (see  §  183,  page  341), 
must  be  employed,  care  being  taken  to  determine  accu- 
rately the  multiplying  power  for  a  dischai^  of  the  shunt 
employed  (see  §  188,  page  349). 

The  complete  arrangement  for  calibrating  a  voltmeter 
by  Poggendorflf*s  method  is  shown  in  Fig.  164,  the 
figure  being  somewhat  distorted  so  that  the  details  of 
the   key   can  be  easily  seen.     In   actual  practice  the 
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board  and  the  wires  on  it  are  much  longer  than  they 
appear  to  be  in  the  figure.  J  k  is  a  long  German 
silver,  or  platinum-silver,  or  platinoid  wire,  very  care- 
fully drawn  so  as  to  have,  as  nearly  as  |X)ssible,  the 
same  diameter  everywhere,  and  as  it  is  very  difficult,  if 
not  impossible,  to  draw  a  long  wire  haviug  exactly  the 
same  diameter  at  all  points  in  its  length,  the  resistance 
of  each  five  or  six  inches  of  the  wire  should  be  carefully 


Fig.  164. 

measured  and  recorded,  b  is  a  large  battery  of  any  kind 
of  cells  that  will  send  through  r„  and  the  wire  J  K,  a 
current  that  will  remain  constant  for  at  any  rate  a  few 
seconds,  o  is  a  sensitive  high  resistance  galvanometer, 
s  the  standard  cell,  and  r^  is  a  high  resistance  inserted  in 
this  circuit  to  keep  the  current  that  would  flow  through 
the  cell  on  closing  the  key  quite  a  weak  one,  even  if 
the  point  of  contact  of  the  key  with  the  wire  j  k  be  far 
away  from  the  position  that  gives  no  current  through  the 
galvanometer.  The  test  is  made  by  inserting  the  plug  p, 
the  handle  H  of  the  key  being  up,  and  adjusting  r,  until 
the  P.  D.  between  the  points  j  and  K,  that  is,  between 
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the  teiminals  of  the  voltmeter  v,  produces  about  the 
desired  deflection ;  the  key  is  then  closed  for  a  moment, 
when,  if  there  be  any  deflection  on  G,  the  key  is  slid,  in 
the  proper  direction,  along  the  wire  J  K,  and  contact 
again  made,  and  so  on  until  a  ]X)int  m  is  found  such  that 
no  current  passes  through  G ;  the  reading  on  v  is  taken 
at  that  moment,  and  we  know  that  it  corresponds  with  a 
P.  D.  equal  to 

resistance  of  jk       ^  ,,  „     «  ,  ,     ,     „ 

— : :: X  E.  M.  F.  of  the  standard  cell. 

resistance  of  jm 

In  order  to  enable  the  contact-maker  c  to  touch  any  one 
of  the  Ave  wires  composing  J  K,  c  can  be  slid  along  the 
slot  in  the  lever ;  and,  to  prevent  the  platinised  knife- 
edge  attached  to  the  lower  part  of  c  being  pressed  too 
hard  against  the  stretched  wire,  and  damaging  it,  the 
flat  spring  8  is  made  rather  weak.  Hence,  on  depressing 
H,  the  knife-edge  attached  to  c  first  comes  into  contact 
with  the  wire,  and,  on  still  further  depressing  H  until  it 
comes  against  the  stop  placed  underneath  it,  the  lever 
turns  about  the  knife-edga 

216.  Test  for  Heating  Error. — The  various  enx)rs 
found  in  ammeters  occur,  as  already  explained,  also  in 
voltmeters,  and  may  be  tested  for  in  the  same  manner  by 
using  a  voltmeter  with  no  iron  employed  in  its  construc- 
tion, as  the  instrument  of  compaiison,  instead  of  an 
ammeter.  As,  however,  the  heating  error  {see  §  212, 
page  408)  is  one  peculiar  to  voltmeters,  and  may  exist 
in  the  voltmeter  which  we  use  as  our  standard  when 
testing  for  the  other  errors,  it  is  desirable  to  consider 
how  it  may  be  reduced  to  a  minimum,  since  the  existence 
of  this  heating  error  in  the  standard  voltmeter  might 
easily  mask  all  the  other  errors  in  the  voltmetera  that 
are  being  tested.  The  first  point  to  determine  is  the 
way  in  which  the  sensibility  of  a  galvanometer,  with 
coils  of  a  given  shape  and  size,  and  with  a  given  needle 
and  controlling  force,  varies  with  the  resistance  of  the 
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wire  employed  in  winding  it ;  next,  how  the  rate  of  pro- 
duction of  heat,  when  a  given  deflection  is  produced,  also 
varies  with  the  resistance  of  the  wire  employed  in  wind- 
ing the  galvanometer,  because  it  may  be  that  by  winding 
it  with  some  special  form  of  wire,  we  may  obtain  con- 
siderable sensibility  with  but  little  heating  of  the  coils. 

217.  Variation  of  the  Sensibility  of  a  Galvano- 
meter with  its  Resistance. — ^When  all  the  convolutions 
of  wire  occupy  the  same  position  relatively  to  the  needle, 


we  nave  seen  (§  22,  page  51)  that  the  sensibility  of  a 
galvanometer  is  directly  proportional  to  the  number  of 
convolutions — that  is,  to  the  length  of  wire  employed  in 
winding  the  bobbin.  This  conclusion  is  also  true,  no 
matter  what  be  the  shape  of  the  coil,  or  what  the 
distances  of  the  various  convolutions  from  the  needle, 
provided  that  the  coil  is  fixed  in  size  and  shape ;  for 
let  A  B  c  D,  a'  b'  c'  d  '  (Fig.  165),  be  a  smaU  bit  of  a  sec- 
tion of  a  galvanometer  coil  taken  through  the  axis  P  Q 
of  the  coil ;  A  B  c  D  being  so  small  that  all  the  three 
wires  that  pass  through  it  are  at  practically  the  same 
distaixce  from  the  needle,  and  therefore  produce  the 
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same  magnetic  effect  when  the  same  cuirent  passes  through 
each  of  them.  Now,  if  the  bobbin  were  wound  with 
wire  of  half  the  diameter,  there  would  be  four  wires  for 
each  of  the  three  wires  that  pass  through  abcd,  or 
twelve  altogether,  as  in  Fig.  166,  hence  the  magnetic  effect 
due  to  the  wires  that  pass  through  the  small  bit  a  b  c  d, 
a'  b'  c'  d'  would,  for  the  same  current,  have  been  increased 
four  times.  And  so  for  the  wires  passing  through  any 
other  bit  R  s  T  u,  r'  s'  t'  u'  of  the  section.   Hence,  although 


i>i 


Fig.  166. 


the  magnetic  effect  of  one  convolution  jmssing  through 
ABCD,  a'  b'  c'  d'  may,  for  the  same  current,  be  very 
different  from  the  effect  of  a  convolution  passing  through 
R  s  T  u,  r'  s'  t'  u',  we  may  say  that  the  it-hoh  magnetic 
effect  for  the  same  cun*ent  is  directly  j)roportional  to 
the  number  of  convolutions,  or  to  the  length  of  the  wire  ; 
and  it  will  be  observed  that  this  result  remains  true  even 
if  the  diameter  of  the  wire  at  different  parts  of  the  coil 
be  quite  different,  provided  that  the  law. of  winding  b3 
maintained  when  the  gauge  is  changed — that  is  to  say, 
the  diameter  of  the  wire  used  in  winding  the  three  con- 
volutions passing  through  abcd  may  be  quite  different 
B  B 
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from  that  employed  in  winding  the  three  convolu- 
tions passing  through  r  s  T  u,  and  yet  the  whole  magnetic 
effect  for  the  same  cuiTent  will  be  directly  proportional 
to  the  length  of  the  wire,  provided  that  when  we  halve, 
double,  or  treble  the  diameter  of  one  set  of  wires,  we  do 
the  same  for  every  other.  We  may  conclude,  therefore, 
that  when  we  have  a  galvanometer  with  coib  of  a 
given  8hai)e  and  size,  wound  according  to  a  given  law, 
and  fitted  with  a  given  needle,  or  set  of  needles, 
and  controlled  by  a  given  force,  the  sensibility  of  the 
galvanometer  is  directly  proportional  to  tlie  number  of 
convolutions,  or  to  the  length  of  wire  used  in  wind- 
ing it. 

But  the  resistance  of  the  wu-e  used  in  winding  a 
given  coil  is,  for  the  same  material,  copper,  Geiman 
silver,  «S^.,  proportional  to  the  square  of  the  number  of 
convolutions — that  is,  to  the  square  of  the  length — be- 
cause when  we  replace  each  convolution  by  four,  we 
make  the  length  of  the  wire  used  in  winding  the  bit 
A  B  c  D,  a'  b'  c'  d'  four  times  as  great,  and  the  sectional 
area  of  each  wire  one-quarter,  therefore  the  resistance  of 
the  wire  passing  through  a  B  c  D,  a'  b'  c'  d'  becomes  six- 
teen times  as  great,  and  so  for  the  wire  used  in  winding 
any  other  small  bit  R  s  T  u,  r'  s'  t'  u',  hence  the  sensibility 
of  a  galvanometer  is  directly  proportional  to  the  square 
root  of  its  resistance,  and  the  magnetic  effect  is  directly 
proportional  to  the  product  of  the  current  into  tlie  square 
root  of  the  resistance, 

Therefoi'e,  with  coils  of  a  given  shape  and  size, 
wound  according  to  a  given  law,  with  wire  of  a  given 
material,  and  fitted  with  a  given  needle,  or  set  of  needles, 
controlled  by  a  given  force,  the  curreiU  required  to  pro- 
duce  a  given  deflection  is  inversely  jyroportional  to  Uie 
square  root  of  t/ie  galva^iometer  resistance. 

And  since  tJie  current  [jassing  through  a  galvanometer 
is  equal  to  the  P.  D.  maintained  at  its  terminals,  divided 
by  its  i-esistance,  it  follows  that  the  P,  D.  required  to  be 
maintained  at  t/tc  terminals  of  a  given  voltmeter,  icotcnd 
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tmih  wire  of  a  given  materialy  to  produce  a  given  deflection 
is  directly  proportional  to  the  sqttare  root  of  the  resistance 
of  the  voltmeter. 

And  these  two  last  conclusions  may  be  shown  to  be 
true  whether  the  needle  be  a  hard  steel  magnet  or  a 
piece  of  soft  iron  magnetised  by  the  current  passing 
round  the  coils  of  the  instrument. 

218.  Rate  of  Production  of  Heat  in  Galvanometer 
Coil& — We  have  seen  in  the  last  section  that  the  cur- 
rent required  to  produce  a  given  deflection  is  inversely 
proportional  to  the  square  root  of  the  galvanometer  re- 
sistance, and  this  is  the  same  thing  as  saying  that  to  pro- 
duce a  given  deflection  the  product  of  the  current  into  the 
square  root  of  the  resistance  must  be  constant  But  the 
rate  of  production  of  heat  in  the  galvanometer  is,  by  §  1 1 3, 
page  198,  proportional  to  the  product  of  the  square  of 
the  current  into  the  resistance  of  the  galvanometer. 
Hence,  with  coils  of  a  given  shape  and  size,  wound  ac- 
cording to  a  given  law,  with  wire  of  a  given  material, 
and  fitted  with  a  given  needle,  or  set  of  needles,  controlled 
by  a  given  force,  iJie  rate  of  production  of  heat,  w/ien  a 
given  deflection  is  being  jyrodiLced^  is  a  constant  and  is  in- 
d**pe7ident  of  the  gauge  of  wire  tised  in  vrinding  tlie  coils. 

Hence,  we  see  that  if  the  following  things  be  fixed  in 
a  voltmeter : — 

1.  The  shape  and  size  of  the  coils ; 

2.  The  material  of  which  the  wire  is  made ; 

3.  The  law  of  winding,  i.e.,  the  variation  of  the 
thickness  of  the  wire  with  the  diameter,  or  position,  of  a 
convolution ; 

4.  The  needles  and  the  controlling  force ; 

we  cannot  diminish  the  eiror  arising  from  the  heat- 
ing of  the  coils  when  a  current  passes  round  them  by 
winding  the  instrument  with  finer  or  with  thicker  wire. 

We  have  next  to  consider  whether  it  may  be  diminished 
by  varying  2,  3,  or  4.  As  to  4,  it  is  quite  clear  that  the 
smaller  the  controlling  force,  and  the  more  astatic  the 
system  of  needles  (see  §  152,  page  282),  the  smaller  will 
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be  the  current  required  to  pixxiuce  a  given  deflection,  and 
therefore  the  less  the  heating  error.  As  to  the  material, 
if  we  are  merely  concerned  with  variations  of  resistance 
of  the  voltmeter  arising  from  changes  of  temperature  of 
the  room,  then  it  is  better  to  use  German  silver,  platinum- 
silver,  or  platinoid  wire  (see  §  94,  page  160),  or  we  may 
add  a  small  piece  of  carbon  in  series  with  the  voltmeter 
coils  of  such  a  length  and  size  that  its  diminution  of  re- 
sistance for  an  increase  of  the  temperature  exactly  balances 
the  increase  of  resistance  of  the  coils ;  but  if  it  is  the 
increase  of  resistance  due  to  the  heating  of  the  coil  by 
the  passage  of  the  current  that  we  wish  to  have  as  small 
as  possible,  then  it  is  easy  to  show  that  it  is  better  to 
wind  the  whole  of  the  coils  with  copper  wire  than  with 
German  silver.  For,  since  the  i*esistance  of  German 
silver  for  the  same  length  and  thickness  is  about  thir- 
teen times  as  great  as  that  of  copi>er,  it  follows,  if  two 
exactly  similar  voltmeters  be  wound,  the  one  with  Gt^r- 
man  silver  wire,  and  the  other  with  copper  wire  of  the 
same  length  and  thickness,  that  the  rate  of  production  of 
heat  when  there  is  the  same  deflection  in  the  two  instru- 
ments (which  will  be  produced  by  the  same  current) 
will  be  about  thirteen  times  as  great  in  the  one  that 
is  wound  with  German  silver  wire,  as  in  the  one 
that  is  wound  with  copper  wire,  whereas  for  the  same 
rise  of  temi)ei'ature  the  increase  of  resistance  of  copper 
is  only  about  8*8  times  that  of  German  silver  (see  §  94, 
page  160).  We  cannot,  of  course,  say  that  the  rise  of 
temperature  is  proportional  to  the  rate  of  production  of 
heat  (see  §  111,  page  194),  but  it  is  probable  that  the 
rise  of  temperature  of  the  German  silver  coils  will  be 
more  than  8*8  times  that  of  the  copper  ones,  and,  there- 
fore, as  far  as  the  heating  due  to  the  passage  of  the  cur- 
rent is  concerned,  copper  is  to  be  preferred  to  German 
silver  wire. 

The  law  of  winding  that  will  give  a  minimum  heat- 
ing error  will  depend  on  the  dimensions  of  the  instru- 
ment,  and   for  a   magnifying  spring  voltmeter  of  the 
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dimensions  shown  in  Fig.  156,  and  where  the  i*adius  of 
the  central  part  not  wound  with  wire  is  one-eighth  of 
the  radius  of  the  cylinder  foimed  by  the  outside  of  the 
wire,  it  may  be  shown  that,  if  a  be  the  sectional  area  of 
the  copper  wire  at  any  distance  d  from  the  axis  of  the 
instrument,  and  Oq  the  sectional  area  of  the  first  layer  of 
the  copper  wire  nearest  the  central  portion,  to  have  a 
minimum  heating  error  the  following  condition  should 
be  satisfied  : — 

so  that  the  sectional  area  of  the  outside  wire  should  l>e 
2-395  times  the  area  of  the  inside  wire. 

The  particular  sectional  area  given  to  the  innermost 
wire  must  depend  on  the  strength  of  the  spring  and  the 
P.  D.  that  it  is  desired  shall  produce  a  particular  deflec- 
tion. 

A  method  that  is  frequently  employed  for  diminish- 
ing the  heating  en-or,  is  to  wind  the  voltmeter  so  that  a 
comparatively  small  P.  D.  maintained  at  its  terminals 
will  produce  a  large  deflection,  and  then  to  add  a  separate 
resistance  coil  joined  in  series  with  the  voltmeter,  when 
the  practical  terminals  of  the  instrument  become  the  free 
end  of  this  resistance  coil  and  the  free  end  of  the  volt- 
meter. If  V,  be  the  P.  D.  in  volts  i*equired  to  produce 
a  deflection  of,  say,  100°  when  applied  directly  to  the 
terminals  of  the  voltmeter  of  resistance  r„  and  Vj  be  the 
P.  D.  required  to  produce  the  same  deflection  when  a 
coil  of  resistance  r,  is  put  in  series  with  the  voltmeter, 

Hence,  by  giving  a  pro|)er  value  to  r^  we  can  make  V, 
have  any  value  we  like,  but  what  is  even  more  important, 
the  temperature  error  arising  from  changes  of  tempera- 
ture of  the  room  as  well  as  from  the  heating  of  the  coils 
by  the  passage  of  the  current  round  them,  will  depend 
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not  merely  on  the  variation  of  r^,  but  on  the  variation  of 
Ti  +  r^,  and  this  we  can  keep  as  small  as  we  like  by 
making  r,  large  compared  with  r,,  and  by  constructing 
the  extra  resistance  of  thick  German  silver  wire,  so  that 
the  proportional  increase  in  the  total  resistance  r,  +  r, 
shall  be  small,  even  if  the  increase  in  r^  alone  be  con- 
siderable. It  might  be  asked,  why  not  make  the  volt- 
meter itself  large,  and  wind  it  with  such  thick  wire  that 
the  heating  would  be  small.  The  answer  is  that  if  we  did 
so  we  should  remove  the  outer  layers  of  wire  so  far 
away  from  the  attracted  needle,  that  the  effect  of  a  cur- 
rent passing  round  them  would  be  very  small,  and  hence 
we  should  seriously  diminish  the  sensibility  of  the  in- 
strument The  separate  resistance  coil  has  to  produce  no 
magnetic  action,  hence  the  objection  to  using  very  thick 
German  silver  wire  in  it,  and  making  it  very  large,  is 
merely  increase  in  cost  and  diminution  in  portability. 

There  is,  however,  one  objection  to  making  r^  large 
compared  with  r„  and  that  is,  that  the  energy  expended 
in  the  voltmeter  itself,  and  which  is  equal  to  44*25  AVi 
footpounds  i)er  minute  (see  §  114,  page  201),  is  only  a 
small  fraction  of  the  energy  expended  in  the  extra  re- 
sistance, and  which  is  equal  to  44*25  AV,  foot  pounds 
per  minute.  The  former  waste  we  cannot  help,  as  it  is  a 
constant  dei)ending  on  the  construction  of  the  spring  and 
the  shape  of  the  voltmeter  (see  §  218,  page  419),  but  the 
latter  is  a  large  waste  introduced  solely  to  diminish  the 
heating  error.  Hence,  a  voltmeter,  with  a  povoerful  con- 
trolling force,  wound  with  thick  wire  of  low  resistance, 
and  furnished  with  a  separate  coil  of  high  resistance,  can 
only  be  used  in  electric  light,  or  power,  installations  where 
a  small  waste  of  energy  is  unimportant 

219.  Standard  Voltmeter.— But  if  the  controlling 
force  be  weak,  then  the  total  waste  of  energy  will  be  so 
small  as  to  be  negligible,  and  hence  we  are  led  to  the 
best  form  to  give  to  a  standard  voltmeter  :  suspend  the 
needle  as  delicately  as  possible,  and  use  a  controlling 
force  as  weak  as  is  compatible  with  the  instrument 
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the  wheel  w  is  turned  The  staff  (or  little  shaft)  carry- 
ing the  wheel  w  also  carries  a  toothed  wheel  L,  geared 
into  a  small  pinion  M,  hence  when,  by  a  slight  lengthening 
of  the  wire,  w  is  turned  through  a  small  angle,  the  pinion 
turns  through  a  large  one.  On  the  farther  end  of  the 
staff  carrying  the  pinion  there  is  fixed,  in  the  front  of 
the  instrument,  a  pointer  moving  over  a  dial  graduated 
in  volts,  the  back  of  which  is  seen  in  the  figure ;  con- 
sequently the  pointer  is  caused  to  move  right  round  the 
scale  by  a  comparatively  small  descent  of  the  pulley  pi. 

It  will  be  observed  that  the  pull  of  the  spring  s,  is 
balanced  by  twice  the  tension  in  the  stretched  wire,  and 
that  the  descent  of  the  pulley  pi  is  due  to  the  expansion 
of  only  half  the  total  lengtli  of  wire  employed,  that  is, 
the  expansion  of  only  about  six  feet  six  inches  of  wire. 
The  advantage,  however,  of  using  a  long  wire,  fixed  in 
the  way  shown,  instead  of  a  wire  half  as  long,  and  of 
twice  the  sectional  area,  which  would  enable  the  same 
spring  8,  to  be  used  and  cause  the  same  motion  of  the 
pointer  for  the  same  elevation  of  tempemture,  is  that  the 
fine  wire  heats  and  cools  much  more  rapidly  than  the 
thicker  one,  and  so  makes  the  voltmeter  much  more  dead- 
beat.  If  the  P.  D.  to  be  measured  is  between  30  and 
120  volts,  the  stretched  wire  alone  may  be  used,  but  for 
larger  P.  Ds.,  an  extra  resistance  (see  §  218,  page  421)  is 
added,  and  the  terminals  of  the  voltmeter  are  now  t, 
and  T,.  If  the  extra  resistance  be  equal  to  that  of  the 
voltmeter  itself,  not  merely  when  the  wires  are  cold,  but 
also  when  they  are  heated  by  the  passage  of  the  current, 
the  i*eadings  on  the  scale  will  correspond  with  exactly 
twice  the  number  of  volts ;  or  a  double  scale  somewhat 
similar  to  that  seen  in  Fig.  26,  page  76,  can  be  employed, 
the  numbers  on  the  one  being  twice  the  coiresponding 
ones  on  the  other.  To  insure  the  resistance  of  the 
added  wire  being  always  exactly  equal  to  that  of  the 
voltmeter  itself,  Captain  Cardew  uses  for  the  extra  cir- 
cuits a  stretched  wire  of  the  same  length  and  section,  and 
placed  under  similar  conditions  as  regards  cooling  as  tha 
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wire  of  the  voltmeter  itself,  both  sets  of  wires  being  sur- 
rounded with  metal  tubes,  as  will  be  described  farther  on, 
and  the  tubes,  like  the  metal  rods  supporting  the  pulleys 
Pi,  p,,  Pg,  P49  being  lamp-blacked  on  the  surface.  This  extra 
wire,  which  has  one  end  attached  to  the  screw  c,  passes 
over  a  bone  pulley  p,  at  the  top  of  the  instrument^  then 
down  and  under  the  little  bone  pulley  p^,  then  up  and 
over  the  bone  pulley  P4,  and  lastly  is  attached  to  the 
spring  8,.  The  support  carrying  ihe  pulley  jp,  is  also 
attached  to  a  spring  s„  hence  the  stretching  of  the 
second  wire  which  occurs  when  the  current  passes 
through  ifc  is  taken  up  by  the  contraction  of  both  the 
springs  s,  and  Sj,  and  the  wire  is  kept  tight.  To  prevent 
diraughts  of  air  cooling  the  stretched  wires  they  are  en- 
closed in  metal  tubes  1 1,  i!  t\  shown  in  the  figure  separated 
from  the  rest  of  the  apparatus.  The  internal  diameter 
of  these  tubes  is  only  a  little  greater  than  that  of  the 
circular  metal  plates,  d  e,  F  o,  carrying  the  bearings  on 
which  the  pulleys  p,,  p^  p,  and  P4  turn,  so  that  when  the 
tubes  are  slipped  over  the  plates  and  screwed  on  to  J  k, 
the  top  of  the  box,  they  prevent  these  plates  havuig  any 
lateral  motion. 

To  prevent  the  rods  which  support  the  pulleys  p^,  p^ 
p,,  P4  expanding  and  contracting  more  or  less  than  the 
stretched  wires  when  the  temperature  of  the  room 
changes,  which  would  cause  the  pointer  to  move,  these 
rods  may  be  composed  partly  of  brass  and  partly  of  iron, 
so  that  their  mean  co-efficient  of  expansion  is  the  same 
as  that  of  platinum-silver. 

The  mechanism  contained  in  the  wooden  box  in  the 
lower  part  of  the  instrument  is  protected  from  damage 
by  the  box  being  closed  with  a  wooden  back  (not  shown 
in  the  figure)  which  turns  on  the  hinges  H  H. 

The  two  great  advantages  of  this  instrument  are  : — 
First,  it  has  no  heating  error,  since  the  elevation  of  the 
temperature  produced  by  the  passage  of  the  current  is 
the  property  of  the  current  made  use  of;  second,  it 
can  be  used  for  measuring  alternating  P.  D&  {see  §  113, 
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page  198).  As  already  stated  (§  100,  page  174),  when  a 
current  is  started  round  an  electro-magnet,  it  takes  a 
certain  time  to  reach  its  maximum  value,  so  that  with  an 
alternating  current,  which  is  continually  being  started  in 
opposite  directions,  the  effect  of  the  self-induction  of  the 
coU  is  to  practically  increase  its  resistance  by  an  amount 
which  varies  with  the  rapidity  of  the  alternations ;  hence, 
apart  from  the  fact  that  the  rapid  reversals  of  magnetism, 
which  are  produced  by  an  alternating  cuiTent,  prevent 
an  ordinary  galvanometer  being  used  for  measuring  such 
a  current,  even  a  high  resistance  dynamometer,  which 
can  be  used  for  measuring  an  alternating  current  (see 
§  199,  page  381),  cannot  be  used  for  measuring  an 
altematmg  P.  D.,  for  its  self-induction  would  cause  it 
to  practically  have  a  variable  resistance,  and  we  have 
seen  (§  212,  page  408)  that  any  variation  in  the  i*esist- 
ance  of  a  voltmeter  varies  its  sensibility.  But  as  the 
self-induction  of  a  straight  wii*e  l)ent  back  on  itself  is 
very  small,  the  error  in  Captain  Caixlew's  voltmeter, 
arising  from  self-induction,  is  negligible,  and  so  this  in- 
stniment  is  much  used  for  measuring  an  alternating 
P.  D.  It  is  also  dead-beat,  direct-reading,  not  disturbed 
by  magnets,  and  fairly  poi-table,  although  large. 

The  disadvantages  of  the  instrument,  as  usually  made, 
are  : — First,  it  absorbs  a  good  deal  of  energy  ;  second,  it 
cannot  be  used  for  measuring  a  small  P.  D.,  for  we  can- 
not make  it  of  thicker  wire  as  we  should  do  in  the  case 
of  an  ordinary  voltmeter  intended  to  measure  small 
P.  Ds.,  as  this  would  render  it  sluggish,  since  a  thick 
wire  traversed  by  a  current  heats  and  cools  slowly  on 
starting  and  stopping  the  current;  third,  there  is  con- 
siderable vagueness  in  the  readings  near  the  zero  point, 
and  sometimes  inaccuracy  in  the  upper  parts  of  the  scale. 

221.  Commatator  Ammeter  and  Voltmetelr. — With 
any  of  the  magnetic  instruments  already  described,  the 
following  commutating  device,  due  to  the  author,  may  be 
employed,  and  which  enables  the  same  instrument  to  be 
used  with  two  degrees  of  sensibility,  the  one  exactly  a 
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certain  known  number  of  times  the  other.  This  arrange- 
ment is  very  convenient  when  an  ammeter  has  at  one 
time  to  be  used  to  accurately  measure,  say,  the  cuiTent 
passing  through  an  arc-lamp,  which  may  be  20  or  more 
amperes,  and  at  another  time  to  measure  with  equal 
accuracy  that  passing  through  an  incandescent  lamp, 
which  will  most  probably  be  less  than  one  ampei*e,  or 
when  the  same  voltmeter  is  to  be  emi)loyed  to  measure 


Fig.  168. 


the  P.  D.  at  the  terminals  of  a  dynamo  machine,  and 
which  may  be  100  or  more  volts,  and  the  P.  D.  at  the 
terminals  of  five  or  six  cells.  Further,  this  power  of 
varying  the  sensibility  in  a  known  ratio  is  of  especial  con- 
venience in  enabling  an  ammeter  which  is  to  be  employed 
for  measuring  strong  currents,  or  a  voltmeter  tliat  is  used 
for  measuring  large  P.  Ds.,  to  be  accurately  calibrated 
by  using,  in  the  one  case,  known  currents,  and  in  the 
other  known  P.  Ds.  only  one-tenth  as  large  as  the  instru- 
ment can  be  employed  to  measure.  The  device  consists 
in   winding   the  instrument   with  a  strand  of  separate 
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wires  instead  of  merely  one  wire,  and  employing  a 
^^ commutators^  by  means  of  which  the  current  can  be 
made  to  go  either  through  all  the  wires  in  parallel^  as  if 
through  a  single  thick  wire,  or,  instead,  through  the  wires 
one  after  the  other  in  aeries^  as  if  the  instrument  were 
wound  with  one  long  fine  wire.  Such  a  commutator  is 
seen  under  a  cover  at  the  back  of  the  ammeter  shown  in 
Fig.  26,  page  76,  and  the  commutator  with  the  cover 


removed  is  shown  in  Fig.  168,  part  of  the  side  and  some 
of  the  springs  being  removed  to  show  the  remainder  more 
clearly.  One  end  of  each  of  the  wires  is  permanently 
attached  to  the  upright  springs  8.y,  8^,  s^,  <kc.  (Fig.  169), 
on  one  side  of  the  ebonite  barrel  of  the  commutator 
cc,  and  the  other  end  of  each  of  the  wires  to  one  of 
the  upright  springs  8\y  8\,  s'^,  &c.,  on  the  other  side 
of  the  barrel.  In  one  of  the  positions  of  the  commu- 
tator, a]l  the  springs  on  one  side  are  electrically  con- 
nected together  by  a  platinised  strip  of  brass  bb,  in- 
serted in  the  barrel  of  the  commutator  parallel  to  its 
axis  of  rotation,  and  all  the  springs  on  the  farther  side 
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are  also  connected  by  a  similar  piece  of  metal  b'  b', 
inserted  in  the  other  side  of  the  ebonite  barrel,  the 
tips  of  the  springs  being  also  platinised  to  insure 
good  contact  The  terminals  marked  P,  P  s,  seen  at  the 
back  of  Fig.  26,  are  permanently  connected,  by  pieces  of 
thick  wire  in  the  base  of  the  instrument,  to  the  first  of 
each  of  the  springs  «„  «'„  on  the  two  sides  of  the  barrel, 
hence  the  connections  are  now  as   shown  symbolically 


Pig.  17a 

in  Fig.  169.  If,  however,  the  barrel  of  the  commutator 
be  turned  through  a  right  angle,  the  metal  bars  B  B,  b'  b' 
are  removed  from  the  position  in  which  they  touch  the 
springs,  and,  instead,  pins  /?„  p^  p^,  &c.,  inserted  through 
the  barrel  at  right  angles  to  ite  axis,  now  make  the  follow- 
ing connections  as  seen  in  Fig.  170  ;  the  broad  spring  «,  is 
connected  with  «'„,  the  spriug  «,  with  ^'g,  <kc.,  so  that  the 
coils  are  connected  in  series,  and  a  current  entering  the 
instrument  at  the  terminal  p  s  leaves  it  by  that  marked 
8,  which  is  connected  with  8\^  having  passed  through  all 
the  wires  in  succession. 

The  terminal  s  in  the  symbolical  figures  169,  170  is 
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drawn  inside  the  wires  in  the  position  that  the  needle 
would  occupy  in  the  actual  instrument.  This  is  merely 
to  prevent  the  wire  which  connects  s  with  the  spring 
<'u  having  to  cross  the  other  wires,  and  so  producing  con- 
fusion in  the  figures. 

If  all  the  coils  were  far  away  from  the  needle,  and  all 
occupied  practically  the  same  position  relatively  to  it, 
the  sensibility  of  the  instrument  when  aU  t/te  wires  were 
in  series  tvoiUd  bear  to  the  sensibilitt/  when  tJiey  were  all 
in  parallely  a  ratio  simply  eqrual  to  t/ie  number  of  separate 
wires  employed,  quite  independently  of  the  way  the  cur- 
rent divided  itself  among  the  wires  when  they  were  in 
parallel.  But  if  to  obtain  greater  sensibility  they  be 
wound  on  the  bobbin  close  to  the  needle,  some  of  them 
will  be,  on  the  whole,  nearer  to  it,  and  therefore  have  a 
gr?ater  magnetic  effect  for  the  same  current  than  the 
rest,  and  it  will  be  necessary,  in  order  that  the  simple 
ratio  of  the  sensibilities  given  above  shall  exist,  that  tho 
current  shall  divide  itself  equally  among  the  wires  when 
in  parallel  For,  since  the  same  current  passes,  of  course, 
through  each  of  the  wires  when  they  are  in  series,  it 
follows  that,  if  matters  be  so  arranged  that  equal  currents 
also  pass  through  them  all  when  in  parallel,  any  particu- 
lar coil  will  produce  the  same  proportion  of  the  total 
magnetic  effect  whether  the  commutator  be  turned  to 
series  or  to  parallel.  Now,  to  insure  that  when  the 
commutator  is  turned  to  parallel,  equal  currents  shall  pass 
through  all  the  coils,  it  is  necessary  that  they  should  be  of 
exactly  the  same  resistancey  and  this,  therefore,  is  the  con- 
dition fufiUed  in  constructing  commutator  instruments. 

In  the  ammeter  seen  in  Fig.  26,  page  76,  ten  coils  of 
equal  resistance  have  been  wound  on  the  bobbin,  and 
hence  the  ratio  of  the  instrument  in  the  two  positions  of 
the  commutator  are  as  1  to  10 ;  the  scale,  therefore, 
has  two  sets  of  graduations,  the  angular  deflection  on 
the  one  to  be  used  when  the  commutator  is  turned  to 
parallel,  corresponding  with  ten  times  the  number  of  am- 
peres indicated  by  tlic  other. 
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The  binding  screws  P  and  P  s  are  made  so  that  a  thick 
wire  can  be  attached  to  them,  while  s  has  so  small  a 
hole  in  it  that  only  a  fine  wire  can  be  put  in  it ;  hence 
the  wires  used  to  convey  large  currents,  which  come 
from  a  dynamo  machine,  for  example,  can  only  be  at^ 
tached  to  p  and  p  s,  and  not  to  s,  hence  there  is  no  fear 
of  either  of  them  being  attached  to  the  wrong  binding 
screw  ;  and,  further,  as  will  be  seen  from  Figs.  169, 170, 
the  strong  cuiTent  can  only  pass  through  the  instrument 
when  the  commutator  is  turned  to  parallel.  Hence,  even 
if  it  be  accidentally  tui-ned  to  series  while  the  instru- 
ment is  connected  with  a  dynamo,  for  example,  or  a  large 
battery  of  cells,  the  current  will  be  interrupted  instead 
of  being  allowed  to  pass  through  all  the  coils  in  series, 
which  would  probably  bum  them  up,  or  would,  at  an^ 
rate,  in  consequence  of  the  sensibility  of  the  instrument 
being  increased,  say  ten  times,  knock  the  pointer  violently 
against  the  stops,  which  are  inserted  to  limit  its  motion^ 
and  damage  it. 

222.  Calibrating  a  Commutator  Ammeter. — First 
plan :  Turn  the  commutator  to  series  so  that  only  a 
small  current  is  required  to  produce  a  fairly  large  deflec- 
tion, place  the  ammeter  in  series  with  a  silver  voltameter, 
and  calibrate  by  the  method  described  in  §  207,  page  395. 
Second  plan  :  Turn  the  commutator  to  series,  connect 
the  terminals  of  a  cell  of  which  the  E.  M.  F.  is  known 
accurately^  with  the  binding  screws  s  and  p  s  (Fig.  26, 
page  76).  Let  it  be  £  volts,  and  let  a  reading  o^  on 
the  ammeter  be  obtained.  Take  out  the  plug,  seen  to 
the  left-hand  side  of  Fig.  26,  which  has  tlie  effect 
of  introducing  a  resistance  of  one  ohm  into  the  circuit 
when  the  commutator,  as  at  present,  is  turned  to  series. 
Let  the  reading  on  the  ammeter  be  now  a^.  The  am- 
meter we  will  suppose  to  be  so  constructed  that  the 
angular  deflection  is  proportional  to  the  current  {see  §  35, 
page  71),  and  to  have  been  originally  direct-reading ;  but 
from  the  permanent  magnet  having  become,  say,  weakened 
since  the  instrument  was  adjusted,  the  readings  are  now 
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too  large,  so  that  K  times  the  reading  gives  the  current 
in  amperes  where  K  is  a  constant,  less  than  unity,  the 
value  of  which  we  have  to  determine.  If  r  be  the  re- 
SLBtance  of  the  cell,  together  with  that  of  the  instrument 
(both  of  which  may  be  unknown),  when  all  the  coils 
are  in  series,  the  current  in  the  first  case  is 


E 

—  amperes, 


and  in  the  second  case 
E 


r+1 


amperes, 


E        _ 

and =Ka^ 

Eliminating  the  unknown  resistance  r,  we  have 

The  soft  iron  cores  p  (Fig.  27,  page  77)  should  now  be 
adjusted  until,  on  making  the  preceding  experiment,  K  is 
found  to  equal  unity,  when  the  instrument  will  be  pro- 
perly adjusted  for  both  the  "series"  and  "parallel" 
scales  (F^.  26,  page  76). 

Of  these  two  plans  of  calibration  the  first  is  more  ac- 
curate than  the  second. 

228.  Calibrating  a  Commutator  Voltmeter.  —  A 
voltmeter  is  more  sensitive  when  all  the  coils  are  in 
parallel  than  when  they  are  in  series ;  hence,  turn  the 
commutator  to  parallel,  and  attach  to  the  proper  binding 
screws  the  terminals  of  a  cell  of  known  E.  M.  F. ;  then, 
if  6  be  the  resistance  of  the  cell,  and  r  that  of  the  volt- 
00 
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meter  when  all  the  coils  are  in  parallel  (both  of  which 
resistances  may  be  unknown),  the  P.  D.  maintained  at 
the  terminals  of  the  voltmeter  will  be 

— ^  E  volts  (see  §  128,  page  224). 

Remove  the  plug,  which,  in  the  case  of  a  commutator 
voltmeter,  inserts  a  resistance  equal  to  that  of  the  in- 
strument when  all  the  coils  are  in  parallel.  The  P.  D. 
maintained  at  the  terminals  of  the  voltmeter  is  now 

2r 

E  volts, 

2r  +  6  ^ 

but  the  P.  D.  at  the  terminals  of  the  coils  of  the  volt- 
meter, which  is  sending  the  current  through  them,  is  only 

-— —  E  volts. 
2r  +  i> 

Hence,  if  a^  and  a,  be  the  deflections  produced  in  the  two 
cases  on  the  direct-reading  voltmeter,  and  if  we  suppose 
that  they  requii^  multiplying  by  an  unknown  constant 
K  to  convert  them  into  volts, 

-^-E=Kai, 
E  =  Ka2, 


2r  -f  6 
eliminating  the  unknown  resistances  r  and  6,  we 


have 

K  =  E^^i^^ 

and,  as  in  the  case  of  the  ammeter,  the  soft  iron  cores  F 
(Fig.  27,  page  77)  must  be  adjusted  until  K  equals 
unity. 
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224.  Best  Resistance  to  give  to  a  Galvanometer. 
— ^The  considerations  given  in  §  217,  page  418,  enable  us 
to  solve  this  question,  for  it  was  shown  there  that  the 
magnetic  effect  produced  by  the  coils  of  a  galvanometer 
of  given  shape  and  size  is  proportional  to  G  v^^  where 
G  is  the  cun-ent  flowing  through  the  galvanometer,  and  g 
the  resistance  of  the  coils.  Our  object,  now,  is  to  see 
what  should  be  the  value  of  ^,  or,  in  other  words,  what 
gauge  of  wire  should  be  used  in  winding  the  galvano- 
meter, in  order  that  G  ^g  may  be  a  maximum.  To 
solve  this  problem  we  must  consider  what  are  the  condi- 
tions as  to  the  rest  of  the  circuit. 

Ist.  Let  the  circuit  be  a  simple  one,  consisting  of  a 
battery  of  fixed  E.  M.  F.  equal  to  E  volts,  and  resistance 
of  h  ohms  in  series  with  2^  fixed  resistance  of  r  ohms,  and 
the  galvanometer,  then 

b  -hr  -\-  g 

The  expression  on  the  right-hand  side  is  of  the  same 
form  as  the  expression  in  §  136,  page  244,  the  s  of  that 
expression  being  replaced  by  v^  ^^  ^^^  above.  Con- 
sequently the  value  of  ^/g  that  will  make  the  above  ex- 
pression a  maximum,  can  be  found  by  giving  fixed 
numerical  values  to  E  and  6  -f  r,  and  then  drawing  a 
curve  similar  to  that  shown  in  Fig.  93,  page  245,  having 
for  its  abscissae  values  of  v^iT,  and  for  its  ordinates  the 
coiTesponding  values  of 

E  /- 

From  this  curve  we  should  see  that  g  equal  to  6  -f  r 
makes  the  ordinate  a  maximum,  arid  hence  to  obtain  tlie 
maanmum  magnetic  effect  with  a  galvanometer  in  a  simple 
circuity  the  gauge  of  wire  wound  on  the  coils  of  the 
galvanometer  shotUd  be  sttch  as  wiU  make  the  resistance 
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of  the  galva/nometer  equal  to  HuU  of  the  rest  of  the  circuit. 
When  measuring,  therefore,  a  resistance  of  many  meg- 
ohms by  the  method  described  in  §  149,  page  277,  the 
wire  used  in  winding  the  galvanometer  coils  dbould  be  as 
fine  as  can  be  conveniently  wound  on. 

2nd.  Let  the  galvanometer  be  a  differential  one,  the 
resistance  of  each  of  its  coils  being  g  ohms ;  let  the  re- 
sistance of  the  portion  A  (Fig.  59,  page  149)  be  fixed 
and  equal  to  r  ohms,  and  that  of  the  portion  b  equal  to 
r  +  JO  ohms,  p  having  a  very  small  fixed  value  relatively 
to  r,  since  it  is  only  when  l^ilance  is  nearly  established, 
and  the  deflection  on  the  galvanometer  is  very  small, 
that  it  is  of  interest  to  determine  what  is  the  best  value 
to  give  to  the  galvanometer  coils.  Let  E  volts  be  the 
R  M.  F.  of  the  battery  inserted  between  the  points  p 
and  Q,  and  b  ohms  its  resistance. 

Then  from  §  137,  page  253,  the  current  through  the 
circuit  A  is 

{r-^g-^p)E 

h{2r  +  2 g  +  p)  -^  {r  -\-  g)  {r  -\-  g  +  p)  ^^P®"^ 

and  that  through  the  circuit  b  is 

{r-\-g)E 


b{2r-\-2g-hp)-h{r  -\-g){r  +  g  +  p) 


amperes. 


Hence  the  magnetic  effect  on  the  needle,  which  is  equal 
to  the  difference  of  the  magnetic  effects  of  the  two 
coils,  is 

5(2r  +  2g  -\-p)  ^  (r -^  g)  (r -\- g -]- p) 

Since  p  is  very  small  compared  with  r,  this  is  approxi- 
mately equal  to 

26(rH-y)  +  (r  +  y)8' 
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which  may  be  written  in  the  foim 

(r  + 5^  +  6)2 -63* 

To  determine  the  value  of  g  that  makes  this  a  maxi- 
mum, we  may  give  fixed  numerical  values  to  p,  E,  r,  and 
5,  and  draw  a  curva  Generally,  however,  6,  the  battery 
resistance,  is  small  compared  with  r  and  g,  hence  for  all 
practical  purposes  we  may  regard  the  magnetic  effect  on 
the  neeflle  of  a  differential  galvanometer  as  being  ap- 
proximately equal  to  the  simple  expression 

Drawing  a  curve  with  values  of  g  for  abscissae,  and  the 
corresponding  values  of  the  expression  for  ordinates,  we 
find  that  the  maximum  ordinate  corresponds  with  the 

T 

value  of  g  equal  to  -n.     Hence,  to  obtain  the  maximum 

magnetic  effect  with  a  differential  galvanometer,  the  two 
coils  should  he  wound  with  such  a  gav>ge  of  urlre  that  the 
resistance  of  each  of  them  eqtuds  one-third  of  tlie  resist- 
ance to  he  tested, 

3rd.  Let  the  galvanometer  be  that  used  on  a  Wheat- 
stone's  bridge.  This  problem  is  more  difficult  to  solve, 
but  the  mode  of  determining  the  value  of  g  that  makes 
the  magnetic  effect  a  maximum  for  a  fixed  small  in- 
equality in  the  ratios  of  the  resistances  of  the  pairs 
of  arms,  is  given  in  §  237,  page  466,  and  the  result  has 
already  been  indicated  in  §  98,  page  172. 

Example  104. — An  ammeter  has  been  constructed  so 
as  to  measure  currents  varying  between  10  and  60  am- 
peres, and  it  is  desired,  without  altering  anything  but 
the  gauge  of  wire  used  to  wind  it,  to  adapt  it  to  measure, 
instead,  currents  varying  between  3  and   15  amperes. 
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What  should  be  the  resistance  of  the  instrument  after 
re- winding  compared  with  its  present  resistance! 

Let  a  be  the  present  resistance  in  ohms,  and  x  the 
required  resistance  after  re-winding,  then  from  §  217, 
page  418,  _ 

3  v/^  =  10  a/o, 

*    *     a  ~     9    * 

An8v>er, — The  resistance  after  re- winding  should  be 
11 '11  times  the  present  resistance. 

Example  105. — ^An  ammeter  so  constructed  that  the 
deflections  are  proiK)rtional  to  the  currents,  and  having  a 
resistance  of  0*0015  ohm,  gives  a  deflection  of  40°  when 
a  current  of  22  amperes  passes  through  it.  What  should 
be  the  resistance  of  another  ammeter  in  every  way 
similar  to  the  former  one,  except  as  to  the  gauge  of 
wire  employed  in  winding  the  coils,  so  that  it  may  be 
direct-reading,  degrees  corresponding  with  amperes  1 

We  wish  that  a  deflection  of  40°  shall  be  produced 
by  40  amperas  instead  of  by  22  amperes,  therefore,  if  x 
be  the  required  resistance  in  ohms, 

40  v/i  =  22  y0  00l5, 
.  • .     x  =  0-0004536. 

Answer. — 453*6  microhms. 

Example  106. — When  a  P.  D.  of  120  volts  is  main- 
tained at  the  terminals  of  a  certain  voltmeter  having  a 
resistance  of  1,235  ohms,  the  pointer  is  deflected  to  the 
end  of  the  scale.  The  instrument  has  to  be  re- wound  with 
wire  of  such  a  resistance  that  the  same  deflection  shall  be 
produced  with  a  P.  D.  of  170  volts.  What  should  be  the 
resistance  after  re-winding  1 

The  cui-rent  that  deflects  the  pointer  to  the  end  of  the 

120 
scale  in  the  first  ca.se  is  ——amperes,  and  after  re- winding 
l,JoD 
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170 
it  will  be aDipercs,  if  x  be  the  new  resistance  of  the 

X 

instrument  in  o]nns,  therefore 

120      .----        170    /- 

120         170 
^/l,235      vx 
Hence  x  =  2,477. 

Answer, — 2,477  ohms. 

Example  107. — With  a  voltmeter  wound  according 
to  a  certain  law  as  regards  vaiiation  of  thickness  of  wire 
with  the  radius  of  the  convolution,  and  having  wire  0*012 
of  an  inch  thick  for  the  innermost  convolution,  the  pointer 
deflects  over  the  portion  of  the  dial  that  is  graduated 
when  the  P.  D.  varies  from  30  to  150  volts.  If  the  in- 
strument be  re- wound  according  to  the  same  law,  but  with 
the  innermost  layer  consisting  of  wire  0*015  of  an  inch 
thick,  what  will  be  the  range  of  the  instrument  J 

If  r  be  the  resistance  of  the  voltmeter  before  re- wind- 
ing, and  r'  that  after  re-winding. 


r         V0015/' 


and  if  V  be  the  P.  D.   in  volts  required  to  deflect  the 
pointer  to  the  higher  end  of  the  scale  after  re-winding, 

V  _  150 


\0'0WJ 


=  9G  volts. 
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Similarly  the  P.  D.  corresponding  with  the  lower  end  of 
the  scale  will  bo 

f^l^Yx  30,  or  19-2  volts. 
VO-015/ 

Answer, — After  re  winding,  the  range  of  the  voltmeter 
will  be  from  19*2  to  96  volts. 

Example  108.— When  a  P.  D.  that  will  deflect  the 
pointer  to  the  end  of  the  scale  is  maintained  at  the  ter- 
minals of  a  voltmeter,  it  is  found  that,  due  to  the  heating 
of  the  coil  by  the  passage  of  the  current,  the  reading 
diminishes  by  6  per  cent,  at  the  end  of  a  considerable 
time.  If  the  resistance  of  this  voltmeter  be  100  ohms, 
and  if,  instead  of  using  the  voltmeter  alone,  it  be  put  in 
series  with  an  outside  resistance  of  1^000  ohms  made  of 
platinoid  wire,  by  how  much  per  cent  will  the  voltmeter 
reading  fall  off  on  account  of  the  heat  produced,  when  the 
platinoid  wire  is  of  such  a  thickness  that  its  resistance  is 
only  increased  by  ^th  per  cent,  on  a  current  being  kept 
for  a  considerable  time  passing  through  it  strong  enough 
to  deflect  the  voltmeter  pointer  to  the  end  of  the  scale  1 

When  the  pointer  is  deflected  to  the  end  of  the  scale, 
the  voltmeter  resistance  increases  by  5  per  cent.,  that  ia, 
from  100  to  105  ohms,  while  the  resistance  of  the  out- 
side coil  of  platinoid  wire  increases  by  only  ^^th  per  cent., 
that  is,  from  1,000  to  1,001  ohms.  Therefore  the  total 
increase  of  resistance  is  from  1,100  to  1,106,  or  an  in- 
crease of  0*55  per  cent. 

Answer. — With  the  outside  resistance  the  maximum 
deflection  will  fall  off  by  0*55  per  cent. 

Example  109. — If  the  voltmeter  referred  to  in  example 
106  be  re-wound  so  that  the  pointer  is  deflected  to  the 
end  of  the  scale  when  a  P.  D.  of  3  volts  is  maintained 
between  the  voltmeter  terminals,  by  how  much  will  the 
E.  M.  F.  of  an  accumulator  having  a  resistance  of  0*001 
of  an  ohm  appear  to  be  lowered  if  it  be  measured  with 
the  voltmeter  so  re-wound  ? 
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Let  X  ohms  be  the  resistance  of  the  Yoltmeter  after 
re-winding,  then 

3    _     120 

v^       V^1235 
.'.  x=  0-7716. 

If  E  volts  be  the  E.  M.  F.  of  the  accumulator,  and  V 
the  P.  D.  between  its  terminals  when  they  are  joined  by 
the  yoltmeter,  then 

0-7716 
""0-7716  -f  0001 

Anstoer. — The  K  M.  F.  is  diminished  by  0-12  per  cent 


CHAPTER    IX 

POWER  AND  ITS  MEASUREMENT. 

225.  Power  — 226.  Watt  — 227.  Wattmeter  —  228.  Distribution  of 
Power  in  a  Giicmt— 229.  Current  that  Develops  the  Maximum 
Useful  Power— 230.  Efficiency— 23L  Measuring  the  Efficiency  of 
an  Electric  light— 2S2.  Dispersion  Photometer— 233.  Efficiency 
and  life  of  Incandescent  Lamps. 


Power. — "JPotiw"  is  the  name  given  to  the 
rate  of  doing  toork,  and  it  must  be  carefully  distinguished 
from  the  amount  of  work  done,  there  being  the  same 
sort  of  diflferenoe  between  potoer  and  toorky  that  there  is 
between  a  velocity  and  a  distance.  When  a  constant 
current  is  flowing  through  a  circuit,  at  the  terminals  of 
which  a  constant  P.  D.  is  maintained,  the  power  given  to 
that  circuit  and  expended  in  its  circuit  is  constant,  and 
is  measured  by  the  ratio  of  the  work  done  in  any  time, 
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divided  by  the  time  in  which  the  work  is  done.  If, 
however,  either  the  current  or  the  P.  D.  be  fluctuating, 
the  power  is  also  varying  in  amount,  and  the  i-ate  of 
doing  work  at  one  moment  is  greater  or  less  than  that  at 
a  subsequent  ona  In  such  a  case  we  mean  by  the  power 
expended  at  any  moment,  not  the  actual  work  done  in  a 
minute  or  even  in  a  second,  but  the  following  : — Measure 
the  work  done  in  a  very  short  time,  a  portion  of  which 
precedes,  and  the  remainder  of  which  follows  the  in- 
stant at  which  we  wish  to  measure  the  power,  divide 
the  work  done  in  the  very  short  time  by  that  time,  then 
the  ratio  more  and  more  nearly  represents  the  power 
being  expended  at  the  moment  in  question  as  we  make 
the  very  short  time  shorter  and  shorter. 

Whether,  however,  the  power  given  electrically  to  a 
circuit  and  expended  in  it  be  constant  or  not,  it  is  very 
easily  measured,  for  the  work  done  in  t  minutes  in  a 
circuit  through  which  A  amperes  flow,  and  at  the  ter- 
minals of  which  a  P.  D.  of  V  volts  is  maintained,  is 

44-25  A  V  t  foot  pounds 

{see  §  114,  page  201),  therefore  it  follows  that  the  power, 
measured  in  foot  pounds  per  minute,  equals 

44-25  AV; 

or,  measured  in  foot  pounds  per  second,  equals 

0-7375  A  V ; 

or,  measured  in  horse-power,  equals 

^or    000134  AV, 
746 

A  and  V  being  the  anii>eres  and  volts  obtained  by  a 
simuUaneovfe  measurement  of  the  current  and  P.  D. 
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226.  Watt. — A  "  watt  "  is  the  power  develoj^ed  in  a 
circuit  when  one  ampere  flows  through  it,  and  when  the 
P.  D.  at  its  terminals  is  one  volt,  hence  the  number  of 
watts  developed  in  any  circuit  equals  the  product  of  the 
current  in  amperes  flowing  through  it  into  the  P.  D.  at 
its  terminals  in  volts.     Therefore 

1  watt  is  the  power  developed  when  44-25  foot 
pounds  are  done  per  minute. 

1  watt  is  the  power  developed  when  0*7375  foot 
pounds  are  done  per  second. 

1  watt  equals  rie^h  of  a  horse-power. 

Example  110. — If  an  incandescent  lamp  give  an 
illumination  of  16  candles  when  0'7  ampere  passes 
through  it,  and  110  volts  are  maintained  at  its  terminals, 
how  many  watts  are  required  per  candle  1 

Ansuoer. — 4*8. 

Example  111. — How  many  watts  must  be  expended 
to  send  a  current  of  5  amj^eres  through  a  resistance  of 
10  ohms  % 

If  V  be  the  P.  D.  maintained  at  the  terminals  of  the 
resistance, 

V  =  6  X  10, 

•  • .     the  power  z=  5  x  50. 

Answer. — -250  watta 

This  question  may  also  be  solved  thus  : — If  a  circuit 
consist  simply  of  a  conductor  of  resistance  r  ohms,  and 
in  which  there  is  no  E.  M.  F.,  so  that  the  power  is  simply 
expended  in  heating  the  conductor,  the  work  done  in  t 
minutes  equals 

44-25  X^rt 

{see  §  114,  imge  201).  Hence,  in  such  a  case,  the  number 
of  watts  equals 

A2r. 
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Hence,  in  the  present  example, 

the  power  =  25  x  10. 

Answer. — 250  watts. 

Example  112. — If  each  incandescent  lamp  require 
3  watts  to  make  it  glow  properly,  how  many  such  lamps 
can  be  illuminated  by  the  expenditure  of  one  horse-power 
in  the  circuit  1 

Answer, — 248  lamps  if  a  very  little  too  bright,  or 
249  if  a  very  little  too  dull. 

Example  113. — If  an  electric  horse-power  cost  XI 5 
per  annum  for  5  hours  per  night,  what  is  the  value  of 
one  watt-hour? 

One  watt  being  the  y^-oth  part  of  a  horse-power, 
and  one  hour  the  tAt*^  P*^^  ^^  *^®  *^™®  during 
which  the  hi>rse-power  is  supplied,  it  follows  that  the 
value  of  one  watt  hour  is 

15 
^  746  X  1825 '  ^^^^^^^^T^^^^^^^^^^^^^' 

227.  Wattmeter. — The  watts  being  expended  in  any 
circuit  can,  as  we  have  seen,  be  ascertained  by  a  sim'id- 
tameoua  measurement  of  current  and  P.  D.,  and  since  we 
generally  desire  to  know  the  current  and  the  P.  D.  as 
well  as  the  watts,  the  simultaneous  measurement  of  the 
two  former  is  usually  employed  to  give  us  the  latter.  By 
the  employment,  however,  of  a  "  wattmeter"  it  is  possible 
to  measure  the  watts  directly.  This  instrument  consists 
of  two  coils,  one  of  thick  wire  placed  in  the  main  circuit, 
like  c  (Fig.  71,  page  190),  and  therefore  traversed  by  the 
whole  current,  the  other  olfins  wire  put  like  c,  as  a  shunt 
to  0,  the  part  of  the  circuit  in  which  we  wish  to  ascertain 
the  expenditure  of  power.  Instead,  however,  of  the  cur- 
rents passing  through  these  two  coils  acting  on  a  needle  as 
they  do  in  the  ohmmeter,  they  act  on  one  a/nother  in  a 
wattmeter  in  the  same  way  as  do  the  currents  flowing 
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through  a  Siemens'  dynamometer  (§  199,  page  377).  In 
fact,  if  one  of  the  coils  in  a  Siemens'  dynamometer  be 
made  of  fine  wire,  and  if  instead  of  the  two  coils  being 
connected  in  series  with  one  another  they  be  placed  as 
are  the  coils  c  and  c  relatively  to  o  ^Fig.  71,  page  190), 
the  instrument  becomes  a  wattmeier^  tor  the  couple  mea- 
sured by  the  rotation  of  the  pointer  M  (Figa  151,  152, 
pages  379,  380)  will,  in  this  case,  measure  the  product 
of  the  whole  current  passing  through  o  into  the  P.  D. 
maintained  at  its  terminals  —  that  is,  the  number  of 
watts  expended  in  o. 

Instruments  of  this  kind  have  been  made  by  M. 
Deprez,  the  author,  Sir  William  Thomson,  and  the  late 
Sir  William  Siemens. 

The  main  error  in  wattmeters  is  the  heating  error 
that  occurs  in  voltmeters  (see  §  212,  page  407),  and  it 
may  be  overcome  by  using  the  same  means  as  are  em- 
ployed for  obviating  this  defect  in  voltmeters  {see  §  218, 
page  421). 

228.  Distribution  of  Power  in  a  Circuit.— Of  the 
power  developed  by  a  current  generator,  say  P  watts, 
when  it  is  sending  a  current  through  an  external  circuity 
one  portion,  say  P^  watts,  is  wasted  in  heating  the  gene- 
rator itself,  and  the  remainder,  say  P2  watts,  is  utilised 
in  the  external  circuit     And  in  all  cases 

P  is  equal  to  the  product  of  the  current,  in  amperes, 
into  the  E.  H.  F.  of  the  generator,  in  volt& 

Pj  is  equal  to  the  product  of  the  square  of  the  current, 
in  amperes,  into  the  resistance  of  the  generator, 
in  ohin& 

Ps  is  equal  to  the  difference  between  P  and  P^. 

If  the  outside  circuit  consist  simply  of  a  conductor 
having  resistance,  but  containing  no  voltameters  nor 
electromotors  in  motion — in  fact,  nothing  that  can  pro- 
duce an  E.  M.  F. — the  power  P  developed  by  the  generator 
will  be  divided  between  the  generator  and  the  outside 
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circuit  directly  as  their  resistances,  so  that,  if  K  be  the 
resistance  of  the  generator,  and  r  that  of  the  outside 
circuit, 

and     Pc  =  — ^^-  P. 


^2 


r  +  R 


But  if  there  be  an  E.  M.  F.  in  the  outside  circuit,  then 
neither  of  the  two  last  equations  will  be  tine,  btU  in  all 
cases  the  three  relationships  given  above  vdU  hold — that  is, 
if  the  R  M.  F.  of  the  generator  be  E  volts, 

P  =AE, 

Pi  =  A2R, 

PgrrAE-ASR 

=  A(E-AR). 

Example  114. — A  battery  consisting  of  4  DanielPs 
cells  in  series,  and  2  in  parallel,  is  employed  in  sending  a 
current  through  a  simple  conductor,  having  a  resistance 
of  2  ohms.  If  the  R  M.  F.  of  each  cell  be  1  •  07  volts,  and 
the  resistance  0*8  ohm,  how  many  watts  are  developed 
by  the  battery,  how  many  are  employed  in  heating  the 
external  resistance,  and  how  many  are  wasted  in  heating 
the  battery  ? 

The  current  produced  =  

2  +  *iL^-«- 


the  power  developed  by  \    =  l-lgQ  x  4*28 
the  battery  J 


=  1189  amperes; 
=  M89  X  4-28 
=  5  089  watts; 
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the  watts  employed  in  ]  «> 

heating  the  external  >  =  —  y^  5*089 
resistance  j         3  6 

=  2-827  watts; 

the  watts  employed  in)    ^5.089-2-827 
heating  the  battery      ) 

=  2-262  watts. 

Example  115. — What  must  be  the  resistance  of  a 
current  generator  so  that  95  per  cent  of  the  power  pro- 
duced by  it  shall  be  given  to  the  outside  circuit,  consist- 
ing of  a  simple  conductor  having  a  resistance  of  35 
ohms) 

We  have  =  — , 

35  +  R         100 

if  R  be  the  resistance  of  the  generator ; 

.-.     R  =   1-842. 

Answer, — 1*842  ohms. 

Example  116. — If  a  Cardew's  voltmeter  be  used  to 
measure  the  P.  D.  of  the  incandescent  lamp  referred  to 
in  example  110,  how  many  watts  are  absorbed  in  the 
voltmeter,  and  wliat  is  the  ratio  of  the  watts  absorbed  in 
the  voltmeter  to  the  watts  used  in  the  lamp  1 

Fi-om  Table  I.,  page  154,  we  see  that  the  resistance 
at  0^  C.  of  13  feet  of  platinum -silver  wire  0*0025  of  an 
inch  in  diameter  is 

9-603  X  13  X  12  X  4     .     , 

mici-ohms, 

T  X  0-00253 

or  if  we  assume  that  the  resistance  is  increased  by  5  per 
cent  by  the  elevation  of  temperature,  the  resistance  will 
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be  319  ohms.  Therefore  the  number  of  watts  absorbed 
in  the  voltmeter  equals 

1103 

ill-  or  37-93  watts. 

319 

The  number  of  watts  used  in  the  lamp  is  77,  therefore 
about  half  as  many  watts  are  absorbed  in  the  voltmeter 
as  are  used  in  this  lamp. 

229.  Current  that  DevelopB  the  Haximom  TJseftil 
Power. — The  power  used  in  heating  a  current  genera- 
tor is  generally  entirely  wasted,  and,  in  addition,  if 
allowed  to  become  excessive,  will  prevent  the  generator 
working  properly,  whereas  all  the  power  given  to  the 
outside  circuit  may  be  utilised  with  proper  arrangements. 
The  problem  of  ascertaining  the  current  that  will  develop 
maximum  useful  power  may  be  solved  either  on  the 
assumption  that  the  generator  is  fixed  and  the  external 
circuit  variable,  or  on  the  assumption  that  it  is  the  exter- 
nal circuit  that  is  fixed,  and  the  generator  is  the  thing  to 
be  varied. 

1st.  Let  the  generator  have  fixed  values  of  E  and  R 
(which  will  be  the  case  for  a  battery,  a  set  of  accumula- 
tors, or  a  magneto-electric  machine  i*unning  at  a  constant 
speed,'  but  not  usually  for  a  dynamo  machine),  then  the 
equation 

P3  =  A(E-AR) 

shows  us  that  we  must  determine  the  value  of  A  that 
makes  this  expression  a  maximum,  in  order  to  find  the 
current  that  develops  the  maximum  useful  power.  To 
do  this,  give  numerical  values  to  E  and  R,  and  plot  a 
curve,  having  the  values  of  A  for  abscisste,  and  of  Pg 
for  ordinatea  Such  a  curve  is  shown  in  Fig.  171,  the 
values  of  Pj|  being  calculated  on  the  supposition  that  E 
and  R  are  equal  to  2  and  3  respectively,  and  it  will  be 
seen  that  the  value  of  A  that  makes  Pj|  a  maximum  is 

A  =  A. 
2B 
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that  is,  a  currerU  generator  having  a  Jijxed  E.  M.  F,  and 
resistance  gives  maximum  power  to  the  external  circuity 
wJien  that  circuit  is  siich  t/uit  the  current  that  Jlows  is 
half  Hie  current  that  would  flow  if  the  generator  wei'e 
sJiort-circa  ited. 

We  do  not  say  that  the  conductor  must  have  a  resist- 
ance equal  to  that  of  the  generator,  since,  although  this 


Fig.  17L 

will  undoubtedly  reduce  the  current  to  one-half  if  the  out- 
side circuit  be  a  simple  conductor,  there  are  other  ways  of 
reducing  the  current  to  one-half,  such  as  the  insertion  of 
an  ojyposing  E,  M.  F,  equal  to  half  that  of  the  generator. 
When  A  has  the  value  given  by  the  last  equation, 

^-  2R' 

D  I) 
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p    _    E2 


and    Pa  = 


4R 
iR 


therefore,  trt^A  a  current  generator  having  a  fixed 
E,  M,  F,  and  resistance,  maximum  power  toUl  he  given  to 
t/ie  outside  circuit  when  the  power  developed  by  the  gene- 
rator is  expended  half  in  the  outside  circuit  and  half  in 
heating  the  generator  itself. 

On  the  other  hand,  maximum  power  will  be  deve- 
loped hj  the  generator  when  maximum  current  flows 
through  it — that  is,  when  the  generator  is  short-cir- 
cuited. 

2nd.  Let  the  external  circuit  consist  of  a  simple  con- 
ductor,  and  let  its  resistance  be  fiaxd  and  equal  to  r 
ohms ;  also  let  the  current  generator  be  a  battery  con- 
sisting of  a  fixed  number  of  cells  N,  each  having  an 
E.  M.  F.  of  c  volts,  and  a  resistance  of  h  ohms.  Then, 
since  the  power  developed  in  the  external  circuit  equals  the 
square  of  the  current  into  r,  and  since  r  is  a  constant^  it 
follows  that  the  arrangement  of  cells  that  will  give 
maximum  power  to  the  external  circuit,  is  that  which 
will  produce  the  maximum  current.  Now,  this  arrange- 
ment we  have  seen  (§  136,  page  245),  is  that  which 
makes  the  resistance  of  the  battery  equal  to  the  ex- 
ternal resistance.  Hence,  tlie  arrangement  of  a  given 
number  of  cells  that  gives  maximum,  pouter  to  a  simple 
conductor  liaving  a  fixed  resistance,  is  that  which  makes 
ilie  resistance  of  the  battery  equal  to  tlie  resistance  of  the 
conductor. 

With  this  arrangement  of  cells,  it  is  easy  to  see  that 
the  power  developed  by  the  battery  will  be  twice  that 
given  to  the  external  circuit,  one-half  being  wasted  in 
heating  the  battery.  But  this  arrangement  of  cells  will 
not,  as  a  rule,  make  the  power  developed  by  the  battery 
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a  maximum.     For,  as  shown  in  §  136,  page  244,  the  cur- 
rent equals 

86 

—amperes, 

r  +  l-A 

N 

and,  therefore,    the   power  developed   by   the   battery 
equals 


«3e2 


which  equals 

«2 

«3  ^N 

watts. 


watts, 


and  this  obviously  has  its  least  practical  value  when  s 
equals  unity,  that  is,  when  all  the  cells  are  in  parallel, 
and  has  its  largest  practical  value  when  s  equals  N,  that 
is  when  all  the  cells  are  in  series.  Hence,  if  the  resist- 
ance of  the  outside  circuit  be  less  than  that  of  the 
battery,  putting  all  the  cells  in  series  will  not  only  give 
less  power  to  the  outside  circuit  than  if  the  cells  be  so 
arranged  that  the  battery  resistance  is  equal  to  that  of 
the  outside  circuit,  but  it  will  waste  much  more  power, 
since  the  total  power  produced  by  the  batteiy  will  be 
greater. 

280.  Efficiency. — The  "  efftcie^tcy''  of  a  system  con- 
sisting of  a  current  generator  supplying  power  to  an  out- 
side circuit,  is  the  ratio  of  the  power  given  to  tlie  outside 
circuit  to  that  developed  by  the  generator. 

From  the  equations         P  =  A  E, 

P2=A(E-AR), 

we  see  that  in  all  cases  the  efficiency  equals 

E-AR 

~E~  ' 
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hence,  the  efficiency  will  be  the  greater  the  larger  we 
make  E,  and  the  smaller  we  make  A  and  R. 

From  §  229  we  see  that  if  we  wish  a  current  genera- 
tor having  a  given  K  M.  F.  and  resistance  to  develop  as 
much  power  as  possible  in  the  outside  circuit,  we  arrange 
matters  so  that  the  current  is  half  that  which  woidd  be 
produced  if  the  generator  were  ^hort-circuited,  or,  what 
is  the  same  thing,  so  that  half  the  power  is  wasted 
in  the  generator  itself ;  hence,  when  a  Grove's  battery  is 
employed  to  produce  a  bright  electric  light,  we  regulate 
the  lamp  so  that  the  P.  D.  at  its  terminals  is  half  the 
R  M.  F.  of  the  battery.  Whereas  we  have  just  seen 
that  if  we  wish  a  current  generator  to  give  power  eamo- 
mically  to  the  outside  circuit,  we  employ  a  generator 
having  a  very  large  E.  M.  F.,  and  allow  it  to  produce  only  a 
small  current ;  hence,  in  the  recent  electric  transmission 
of  50  horse-power  by  M.  Deprez  from  Creil  to  Paris,  a 
distance  of  about  37  miles,  he  employed  an  E.  M.  F.  of 
between  6,000  and  7,000  volts,  and  a  current  of  only  10 
amperes. 

231.  Heasuring  the  Efficiency  of  an  Electric  Light. 
— The  **  efficiency  <if  ^^  electric  light "  is  tite  ratio  of  tJie 
illuminating  power  of  the  light  to  the  watts  supplied  to  it. 
To  measure  the  illuminating  power  we  use  a  ^^photo- 
meter,^'  the  simplest,  and  at  the  same  time  one  of  the 
most  accurate,  being  that  designed  by  Rumford.  A  form 
of  "  Rvmfor6!s  photometer  ^^  is  seen  in  Fig.  172,  E  being 
the  electric  light,  an  incandescent  lamp,  for  example,  held 
in  a  convenient  adjustable  holder  H,  and  c  a  "  standard 
uindle^^  which  is  a  special  form  of  candle  made  so  as  to 
burn  120  grains  of  spermaceti  wax  per  hour.*  The 
lamp  is  placed  at  a  convenient  distance  e  from  the 
screen  s,  which  is  covered  with  a  sheet  of  white  blotting 

*  For  rough  experiments  on  illuminating  power,  No,  8  «perm 
candles,  oostii^  lid.  per  pound,  may  be  used  satisfactorily  instead  of 
standard  candles  costing  28.  9d.  per  pound,  since  experiments  show 
the  No.  8  sperm  candles  do  not  differ  much  more  from  one  another,  or 
from  a  standard  candle,  in  illuminating  power,  than  standard  caudles 
are  said  to  differ  among  themselves. 
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paper,  and  tbe  candle  is  moved  backwards  and  forwards 
along  the  graduated  arm  g  g,  until,  by  trial,  a  position  for 
it  is  found,  at  a  distance,  c,  say,  from  the  screen,  such 
that  the  two  shadows  cast  by  a  vertical  rod  of  blackened 
wood  R,  about  the  thickness  of  an  ordinary  pencil,  and 
fixed  at  about  two  inches   from  the  screen,  appear  to 


Pig.  172. 

be  equally  dark.  Under  these  circumstances,  as  the 
portion  of  the  screen  not  in  shadow  is  illuminated  by 
both  sources  of  light,  whereas  the  two  parts  in  shadow 
are  each  illuminated  by  onli/  one,  and  as  the  screen  s  and 
the  rod  R  are  so  placed  that  lines  drawn  through  the 
rod  and  through  each  of  the  lights  make  equal  angles 
with  the  screen,  it  follows  that,  when  the  shadows  are 
equally  dark,  the  quantities  of  light  falling  on  a  square 
inch  of  the  screen,  due  to  each  of  the  lights,  are  equal  to 
one  another,  hence 

the  illuminating  power  of  the  electric  light       _  e^ 
,,  ,,  „  „       standard  candle       c^ 
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The  correct  position  of  the  candle  which  produces 
equality  in  the  darkness  of  the  shadows  can  be  best 
detected  not  by  gradually  moving  the  candle  continuously 
towards  or  away  from  the  screen,  but  by  trying  to  find  a 
position  such  that,  if  the  candle  be  put  a  little  neai-er,  one 
of  the  shadows  becomes  distinctly  too  dark,  whereas  if 
it  be  put  a  little  farther  away,  that  one  of  the  shadows 
becomes  distinctly  too  light. 

The  cuiTent  passing  through  the  lamp  is  measured 
by  an  ammeter  A,  and  the  P.  D.  maintained  at  the  lamp 
terminals  by  the  voltmeter  v,  the  product  of  the  amperes 
and  the  volts  giving  P,  the  watts  furnished  to  the  lamp. 
Hence,  the  efficiency  of  the  lamp  equals 


c2P 

Dispersion  Photometer. — In  the  preceding  sec- 
tion we  have  spoken  of  one  type  of  electric  lamp — the 
incandescent  one.  This  consists  of  a  hermetically  sealetl 
glass  bulb  {see  note,  §  10,  page  20)  containing  usually  a 
very  fine  filament  of  carbon,  which  becomes  luminous 
when  a  suitable  current  passes  through  it,  but  does  not 
bum  away  as  there  is  a  very  'perfect  vcccuum  inside  the 
glass  bulb.  But  there  is  a  much  more  powerful  electric 
light — the  arc  light,  in  which  the  light  is  produced  by 
a  current  passing  between  two  pieces  of  carbon  slightly 
separated  from  one  another,  the  resistance  of  the  heated 
air  between  the  cai'bons  taking  the  place  of  that  of  the 
carbon  filament  in  the  incandescent  lamp.  As  an  arc 
light  has  often  an  illuminating  power  of  several  thousand 
candles,  it  would  have  to  be  put  many  feet  away  from 
the  screen  of  the  photometer  in  order  that  the  light  cast 
by  it  on  a  given  area  should  be  equal  to  that  produced 
by  the  standard  candla  To  avoid  the  inconvenience  of 
having  to  put  an  arc  light  so  far  away  from  the  screen, 
the  "  dispersion  photometer  "  shown  in  Fig.  173  was  de- 
vised  by  the  author.      Instead  of  the  light  from  the 
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electric  lamp  being  allowed  to  fall  directly  on  the  screen, 
it  is  allowed  to  pass  through  a  double  concave  lens  l,* 
which  disperses  the  light,  so  that  the  screen  is  illumi- 
nated by  only  a  small  fraction  of  the  light  that  would 
come  to  it  from  the  powerful  electric  lamp  if  the  lens  l 


Pig.  173. 

were  removed.  Let  the  electnc  light  and  the  lens  be  at 
distances  e  and  I  respectively  from  the  screen,  and,  when 
the  standard  candle  is  at  a  distance  c  from  the  screen,  let 
the  sliadows  be  equally  dark,  then  the  light  from  the 
electric  lamp  which  would  have  illuminated  an  area  A 
(Fig.  174)  is  now  dispersed  so  as  to  illuminate  a  much 
larger  area  A',  so  that 

the  illuminating  power  of  the  electric  light       __  A'     c^ 
„  ,,  „  „      standard  candle      A     c^ 

To  find   the   ratio  of  A'  to  A,   let  a  be   the  area  of 

*  Dr.  J.  HopkiiiRon  uses  a  double  convex  lens,  and  forms  a  real 
image  of  the  electric  arc  between  the  lens  and  the  screen. 
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the  double   concave  lens  filled   by  the   pencil  of  light 
which  would  have  illuminated  the  area  A,  and  let  the 


Pig.  174. 

light  after  dispei-sion  appear  to  come  from  a  distance  x 
behind  the  lens,  then 

A  __«2 

a  "  (/-  /)2' 

a  .t2 

f+e-l 


and 


where  /  is  the  ^^ focal  length  "  of  the  lens — that  is,  the 
distance  from  the  lens  of  the  point  from  which  light, 
after  passing  through  the  lens,  would  appear  to  come  if 
the  source  of  light  were  very  far  away,  like  the  sun. 
Hence,  eliminating  a  and  x  from  the  preceding  three 
equations,  we  have 

the  illuminating  power  of  the  electric  light       

„  „  „  „     standard  candle 
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A  great  difficulty  in  comparing  an  electric  light  with 
a  candle  arises  from  the  difference  in  colour  of  these  two 
sources  of  light,  an  arc  light  being  much  bitter  titan  a 
candle.  To  partially  overcome  this  difficulty,  two  dis- 
tinct comparisons  of  the  electric  light  with  the  candle 
should  be  made  when  the  screen  is  looked  at  succes- 
sively thix)ugh  green  and  red  glass.  Pieces  of  what  are 
known  in  the  trade  as  signal  gfeen  and  ruby  red  answer 
very  well  for  this  pui-pose,  but  they  should  be  selected  so 
that  a  bright  light  is  hardly  visible  when  looked  at  through 
the  two  pieces  placed  one  over  the  other,  as  then  the 
green  glass  allows  practically  no  red,  and  the  red  glass 
practically  no  green  light  to  pass.  The  two  comparisons 
made  with  green  and  red  glass  will  give  very  different 
results  for  the  illuminating  power  of  a  powerful  arc  light 
in  terms  of  that  of  a  candle,  because  the  ratio  of  green 
to  red  rays  in  the  former  is  so  much  larger  than  in  the 
latter. 

It  is  important  to  be  able  to  measure  the  illuminating 
power  of  an  arc  lamp,  not  merely  in  a  horizontal  plane, 
but  for  rays  making  various  angles  with  the  horizontal. 
This  can  be  conveniently  done  by  placing  the  arc  lamp 
so  that  its  rays  come  in  any  desired  direction  to  the 
mirror  m  (Fig.  173),  and  turning  the  mirror,  with  the  gra- 
duated disc  D  attached  to  it,  until  the  rays  pass  through 
the  concave  lens  L,  and  fall  properly  on  to  the  screen  s. 
The  angle  that  the  beam  of  light  under  observation  now 
makes  with  the  horizontal  plane  at  the  electric  light, 
can  be  read  off  directly  by  the  position  of  the  graduated 
disc.  By  causing  the  miiTor  m  to  turn  about  an  axis 
which  makes  an  angle  of  45°  tvith  its  plane,  the  light 
reflected  from  it  always  makes  the  same  angle  with  its  sur- 
face when  it  passes  after  reflection  through  the  lens,  hence 
the  portion  of  the  light  absorbed  by  the  mirror  is  con* 
stant,  and  may  be  determined  once  for  all  experimentally. 
So  also  the  portion  of  the  light  absorbed  by  the  lens  will 
be  consttint,  and  may  be  determined  experimentally,  and 
both  these  fractions  can  easily  be  allowed  for  in  any 
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measurements  made  of  the  illuminating  power  of  an  arc 
lamp. 

233.  Efficiency  and  Life  of  Incandescent  Lamps. — 
The  heat  produced  per  second  in  a  conductor  is  propor- 
tional to  the  square  of  the  current  passing  through  it 
(see  §  113,  page  198),  and  is  therefore  proportional  to  the 
product  of  the  current  into  the  P.  D.  maintained  at 
the  ends  of  the  conductor-^that  is,  to  the  number  of  watts 
given  to  it.  The  temperature  of  the  conductor  will  de- 
pend on  the  heat  produced  in  it  per  second,  and  on  its 
facility  for  cooling  (see  §  1 11,  page  1 95).  But  experiments 
show  that  the  Ij^ht  emitted  by  a  body  increases  very 
much  more  rapidly  than  the  heat  given  to  it  per  second ; 
for  example,  the  heat  given  to  a  kettle  of  boiling  water 
per  second  may  be  considerable,  but  is  not  sufficient  to 
cause  the  kettle  to  emit  any  light  at  all,  whereas  if  the 
metal  of  the  kettle  be  made  a  good  deal  hotter,  it  will 
begin  to  glow  and  commence  emitting  light,  and  when  it 
becomes  white-hot,  the  light  emitted  will  be  considerable. 
So  it  is  found  that  the  light  emitted  by  an  electric  lamp 
increases  much  more  rapidly  than  the  watts  given  to  it — 
that  is,  the  efficiency  increases  with  the  power  supplied  to 
it  As  far  then  as  the  cost  of  producing  the  power  is  con- 
cerned, it  is  more  economical  to  cause  the  carbon  of  an 
electric  lamp  to  have  an  intensely  white-hot  temperature 
than  merely  to  allow  it  to  glow  at  a  dull  red  heat  But^ 
on  the  other  hand,  the  number  of  hours  during  which  an 
incandescent  lamp  can  be  used  before  the  carbon  filament 
breaks,  depends  on  the  temperature  of  the  filament  If 
the  temperature  be  kept  always  low  enough,  the  filament 
will  last  for  several  thousands  of  hours,  the  lamp  emitting 
light  all  the  time,  whereas  if  the  temperature  be  too  high, 
the  life  will  be  reduced  to  a  few  hundred,  or  less  number 
of  hours.  Hence  it  is  an  important  question  to  decide 
how  bright  we  should  make  the  filament  of  an  incandes- 
cent lamp  when  in  use,  or,  in  other  words,  what  P.  D.  we 
should  maintain  at  its  terminals.  This  question  is  one 
that  must  be  solved  for  each  particular  case^  depending  on 
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the  efficiency  and  life  of  the  lamp  for  different  P.  Ds., 
on  the  cost  of  a  new  lamp,  and  on  the  cost  of  power 
at  the  particular  place  where  the  lamp  is  used.** 

Example  117.— If  power  cost  £15  per  horse-power 
per  annum  supplied  for  5  hours  per  night,  and  if  a  new 
incandescent  lamp  cost  3s.,  furtiier,  if  when  used  so  as 
to  require  only  2^  watts  per  candle  it  lasts  for  500 
hours,  whereas  when  used  with  a  lower  P.  D.  at  its  ter- 
minals it  requires  3^  watts  per  candle,  but  lasts  1,500 
hours,  determine  which  is  the  more  economical  of  the 
two  modes  of  using  the  lamp  1 

First  case : — 

Cost  for  potoer  per  candle    _   15  x  20  x  2^  shilHnff**. 
per  hour  ""  746  x  5  x  365       ^^ 

Cost  for  lamp  renewals  per  3 

candle  per  hour  =  ^  shillmgs, 

Totd^cost  per  candle  per   ^  ^^^^^^  ^j^.jj^^ 

Second  case : — 
Cost  for  power  per  candle    __   15  x  20  x  3^    ,  ni^j.^-- 
per  hour  ""  746  x  5  x  365     *       ^ 

Cost  for  lamp  renetoah  per      ^     3 
candle  per  hour  =   T^  ^^^^^^''Ss, 

Total^st  per  candle  per    ^  ^.^^272  shillings, 

therefore  using  the  smaller  P.  D.,  and  the  larger  number 
of  watts  per  candle,  is  much  the  more  economical  arrange- 
ment 

Eocample  118. — An  arc  lamp  through  which  8  am- 
peres are  passing,  and  at  the  terminals  of  which  50  volts 

*  See  "The  Most  Eoonomical  Potential  Difference  to  employ  with 
InoandeMent  Lamps."    PhU.  Mag,,  April,  1885. 
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are  maintained,  produces  750  candles,  while  an  incandes- 
cent lamp  thi'ough  which  0*6  of  an  ampere  is  passing, 
and  at  the  terminals  of  which  70  volts  are  maintained, 
produces  17  candles.     CJompare  the  efficiency  in  the  two 


_      ,  -  ,       ,.  .  750    or  about  l-9candle 

For  the  arc  lamp  the  ethciency  is  ^  -—        ^j,  ^^^^ 

For  the  incandescent  lamp  the      17        or    about     0*45 
efficiency  is  0*6  X  70  candle  per  watt> 

therefore  the  efficiency  of  the  arc  lamp  is  more  than  four 
times  that  of  the  incajidescent. 

Example  119. — A  battery  having  a  resistance  of  4 
ohms,  and  an  E.  M.  F.  of  30  volts,  is  sending  a  current 
through  an  outside  circuit  consLsting  of  leading  wires 
having  a  resistance  of  1  ohm  and  4  incandescent  lamps 
arranged  in  parallel,  and  at  the  terminals  of  which  12 
volts  are  maintained.  If  each  lamp  produces  31  candles, 
calculate  the  efficiency  of  the  ari'angement. 

The  current     -  =  ^IjlJl 

4+  1 

=  3-6  amperes. 

The  power  produced  by  the  battery  =  3*6  x  30 

=  108  watts. 

The  power  wasted  in  the  battery       =  (3*6/  X  4 

=  51-84  watts. 

The  po  wer  wasted  in  the  leading  wires  =  (3*6)^  X  1 

=  12-96  wat>A 
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The  power  given  to  the  4  kmps  in  __   o.g  ^  lo 
parallel  "" 

=  43-2  watts. 

Therefore,  of  the  108  watts  produced  by  the  battery, 
64*8  watts,  or  60  j>er  cent.,  are  spent  uselessly  in  heating 
the  battery  and  leading  wires;  43*2  watts,  or  40  per 
cent  of  the  total  power,  are  given  to  the  lamps ;  and,  as 
4  X  3^  or  14  candles'  illumination  is  produced,  the  effi- 
ciency of  the  lamps  is  0*324  candles  per  watt. 

When  a  power  of  1  watt  is  lieing  developed  the  work 
dotie  per  second  is  sometimes  called  a  ** joule"  Hence 
1  joule  equals  0*7375  foot  pounds.     And 

1  watt-second  =  1  joule. 
1  watt-minute  =  60  joules. 
1  horse-power  hour  =  1,980,000  foot  pounds. 
„       „        „     =  2,685,600  joules. 
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Appendix  to  the  Section  on  Shunts. 

234.  KirchhoflTs  First  Law— 235.  Kirchhoffs  Secsond  Law— 238. 
Current  through  the  Galvanometer  of  a  Wheatstone's  Bridge — 
237.  Best  Resistance  for  the  Gralvanometer  with  a  Wheatstone's 
Bridge — 238.  Best  Arrangement  of  the  Battery  and  Galvanometer 
with  a  Wheatstone*s  Bridge — 239.  Measuring  a  Resistanoe  contain- 
ing an  R  M.  F. 

In  the  case  of  even  a  somewhat  complicated  circuit 
like  that  shown  in  Fig.  175,  there  is  no  difficulty  in  cal- 
culating the  current  flowing  in  every  part,  if  we  use  the 
principles  developed  in  §  103,  page  177,  and  in  §  137, 
page  253,  to  solve  the  problem  step  by  step.  Let  capital 
letters  stand  for  the  currents  flowing  in  the  several 
branches,  and  small  letters  for  the  resistances  of  these 


branches ;  let  x  be  the  resistance  between  the  points  1 
and  2,  and  y  that  between  3  and  4,  and  let  E  be  the 
E.  M.  F.  of  the  battery ;  then 

x  —  -  , 

t(x-^  r) 
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^  =  iT'i ; — 7^  > 

R^  _    ^-  -B, 

X  -\'  r  -{-  t 


G  =- 


8  -b  g 


R, 


S  = 


R. 


Hence,  the  currents  B,  T,  R,  G,  and  S  are  expressed  in 

terms  of  E,  and  the  various  resistances  6,  ]>,  q,  t,  r,  g,  and  «. 

But  if  we  try  to  do  the  same  thing  for  the  circuit 

shown  in  Fig.    176,  and   which  at  first  sight  appears 


Pig.  176. 

equally  simple,  it  will  be  seen  that  the  method  previously 
employed  is  inapplicable.     We  may  say  that 

E 


B  = 


h  -j-  resistance  between  1  and  4 
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but  how  are  we  to  express  the  resistance  between  the 
points  1  and  4  in  tenus  of  p,  g,  r,  «,  and  g.  To  do  this 
we  require  to  use  what  are  known  as  "  Kirchhoff^s  first 
and  second  laws^ 

234.  Kirchhoff's  First  Law. — This  is  very  simple, 
and  merely  expresses  the  fact  that  if  there  is  one  current 
B  (Fig.  176)  that  flows  towards  a  point  1,  and  two 
currents  P  and  Q  that  flow  away  from  this  point 

B  =  P  +  Q  .  .  .  .  (1) 

Similarly,         P  =  G-f  R  .  .  .  .  (2) 

S   =  G-f  Q  .  .  .  .  (3) 

B  =  R+S 

These  equations  are  not,  however,  all  independent, 
as  any  one  could  be  obtained  from  the  other  three. 

Kirchhoflf's  first  law  is  sometimes  stated  thus  : — Tlie 
algebraical  sum  of  all  the  civrrents  meeting  at  a  point  is 
nought^  the  "  algebraical "  sum  meaning  that  the  currents 
that  flow  away  from  the  point  must  be  taken  with  a 
negative  sign  if  those  flowing  towards  it  be  taken  with  a 
positive  sign,  or  vice  versa. 

236.  KirchhofiTs  Second  Law.— /n  any  closed  cir- 
cuit the  algebraical  sum  of  the  products  of  the  currents  hUo 
tJte  resistances  equals  the  E.  M.  F.  in  the  circuit  In  using 
this  law  the  currents  are  to  be  taken  with  a  positive  or  a 
negative  sign  according  as  they  flow  in  the  same  or  in 
opposite  directions  round  a  circuit ;  and  the  R  M.  F.  is 
to  be  taken  with  a  positive  or  a  negative  sign  according 
as  it  assists  or  opposes  the  currents  that  are  arbitrarily 
taken  as  positive. 

Let  Vj,  Vg,  Vjj,  &c.,  be  the  P.  Ds.  at  the  points 
1,  2,  3,  kc.,  then  from  Ohm's  law  {see  §  74,  page  130)  it 
follows  that 

Pp  =  Vi  -  Vg, 

.-.     r^j  +  Gj--  Q7=  0        .        .        .        .       (4) 
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Similarly, 

Rr  =  Vg-  V^ 

Og=Y,-y^ 

S,  =  V,-V^ 

Qg  +  Ss- 

-  Rr  =  0 

.        .       (5) 

As  to  the  circuit  containing  the  battery  and  the  pointer 
1,3,4, 

S«  =  Y3  -  V^ 

B6  =  E    -  (Vi  -  V^),   (see  §  116, 
[page  205). 
-•.      Qg+  S5  +  B6  =  E     .        .        .        .         (6) 

Three  indei)endent  equations  (1),  (2),  (3),  therefore, 
may  be  obtained  by  using  KirchhoflPs  first  law,  and  three 
more  (4),  (5),  (6),  by  using  his  second  law,  or  six  equa^ 
tions  altogether.  From  these  the  six  currents  B,  P,  Q,  R, 
S,  and  G  can  be  found  in  terms  of  E,  the  E.  M.  F.  of  the 
battery,  and  the  six  resistances  b,  p,  q,  r,  9,  and  g, 

236.  Current  through  the  Galvanometer  of  a 
Wheatstone's  Bridge.— The  current  of  most  interest  to 
us  is  G,  because  this  is  the  current  that  will  pass  through 
the  galvanometer  in  a  Wheatstone's  bridge  when  balance 
is  not  obtained.     The  value  of  G*  so  obtained  is 

'E(qr  —  pa) 

h{9(P  +  q'^r^8)-\-(p'\-q){r-{-8)}+g(p-\'r)(q-{-8) 
'^r{p+q){q+8)  ^q{qr  ^ps) 

And  this  we  see  equals  nought  when 
qr-  ps, 

*  A  very  conv^enient  method  based  on  KirofahofTs  laws,  but  in-^ 
Tolving  the  use  of  detemiinants  for  solving  such  questions,  was  sug- 
gested by  the  late  Professor  Clerk  Harwell,  and  has  been  recentnr 
eztendea  by  Dr.  Fleming  in  the  Proc  Phys.  Soo.,  vol.  viL,  part  3, 
page  215. 
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i,e.     when  ^  =  — . 

q        8 

This  result  for  the  law.  of  the  Wheatstone's  bridge  was 
much  more  simply  obtained  in  §  97,  page  167,  but  the 
method  there  employed  for  arriving  at  the  connection 
that  existed  between  the  resistances  when  no  current  was 
passing  through  the  galvanometer,  gave  us  no  indication 
as  to  what  the  current  would  be  if  this  connection  between 
the  resistances  were  not  fulfilled.  If  ^  r  equals  p  s  there 
will  be  no  current  through  the  galvanometer,  whatever  be 
its  resistance,  or  however  it  be  constructed ;  but  as  our 
only  method  of  insuring  that  qr  shall  be  equal  to  ps,  is  by 
varying  one  or  more  of  the  resistances  until  no  visible  de- 
flection is  observed  on  the  galvanometer,  it  is  important  to 
construct  the  galvanometer  so  that  the  needle  will  deflect 
even  when  there  is  a  very  small  diflerence  between  q  r 
and  p  8.  The  proper  wire  to  wind  on  the  galvanometer 
bobbins  may  be  calculated  from  the  formula  given  in 
§  98,  page  171 ;  and  that  formula,  as  will  be  seen  in  the 
next  section,  can  be  obtained  by  multiplying  the  ^'g 
(which  we  know  from  §  217,  page  418,  is  proportional 
to  the  sensibility  of  the  galvanometer)  by  the  value  of  G 
given  above  when  qr  —  p8  has  a  fixed  small  value,  and 
seeing  what  is  the  relationship  between  g  and  p,  g,  r, 
and  8  that  makes  G  .^g  a  maximum. 

237.  Best  Besistance  for  the  Oalvanometer  ¥rith  a 
Wheatfltone's  Bridge. — If  G  be  the  current  passing 
through  the  galvanometer  of  a  Wheatstone's  bridge,  and 
g  be  its  resistance,  the  magnetic  effect,  which  is  propor- 
tional to  G^g'  is,  from  the  last  section,  proportional  to 

Bjqr-ps)  yg _^ 

h(p  +  q)(r-\-8)+r(p'^q){q  +  8)-q{qr  —  p8) 
+  {b  (p  -^^  q  -{•  r  +  8)  -{•  {p  -{•  r){q  +  8)} 

Now  this  expression  is  of  the  fonn 
ax 
b  +  ea^' 
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where  a,  5,  and  c  are  constants,  and  x  is  the  variable, 
and  such  an  expression  we  saw  in  §  136,  page  245,  is  a 
maximum  when 


Therefore  it  follows  that  G  ^g  will  be  a  maximum  when 

__  ft  (y  +  g^)  (r  4-  g)  +  r  (jp  +  y)  fa  -f-  g)  -qjqr-ps) 
^  b{p-f  q  '^r-\-8)-\-  (p-\-r){q -^8) 

But  we  want  to  find  the  best  value  to  give  to  g  when 
balance  is  nearly  established,  that  is,  when  g  r  is  nearly 
equal  to  ps,  since  that  is  when  it  is  most  important  to 
have  the  galvanometer  sensitive,  hence  we  may  assume 
that  q  r  equals  p  8  in  the  preceding  expression  for  g. 
Under  these  circumstances  we  find  that 

_   bqir-j-s)^  ^  gr  (r -f  g)(g  +  g) 
^  ■"      6  (r  -h  «)  (^  H-  «)  +  r  (g  +  «)8  " 

__        r  +  g      ft  (y  -f  g)  +  r  (g  +  g) 
g  +  g      ft  (r  +  «)  -f  r  (?  -f  a) 
And  this  when  q  r  equals  ps  is  the  same  as 

(p  +  q)(r  +  8)^ 

JO  +  g  4-  ^  +  g  ' 

which  is  therefore  the  best  resistance  to  give  to  the  gal- 
vanometer. 

288.  Best  Arrangement  of  the  Battery  and  Oalvano- 
meter  with  a  Wheatstone's  Bridge.— We  have  seen,  in 
§  97,  page  167,  that  when  balance  is  obtained  the  battery 
and  galvanometer  may  be  interchanged  without  disturbing 
the  balance.  But  when  balance  has  not  been  obtained 
a  greater  current  will  pass  through  the  galvanometer  when 
it  and  the  batter/  are  arranged  one  way  than  will  pass 
when  the  galvanometer  and  the  battery  are  interchanged. 
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In  other  words,  one  arrangement  is  more  sensitive  than 
the  other,  and  the  object  of  the  following  is  to  ascertain 
which  is  the  more  sensitive  arrangement. 

As  we  are  dealing  with  a  definite  galvanometer  of 
fixed  resistance,  we  are  merely  concerned  with  the  current, 
and  need  not  consider  the  magnetic  effect.  Let  G^  be 
the  current  passing  through  the  galvanometer  when  it 
and  the  battery  are  placed  as  shown  in  Fig.  176,  page 
463,  and  let  Gg  be  the  current  when  the  galvanometer 
and  battery  are  interchanged^  then 

Q ^(qr-ps) 

'\'9(p-^q){r-\'8)A-p(q  +  s){r-\-8)^8(p8  —  qr) 

and  the  value  of  Gj  is  given  in  §  236,  page  465. 
Hence 

'        ■  DiXDj     ^        'l-{p+r)(q+8)i 

where  D,  and  D^  stand  respectively  for  the  denominators 
of  Gj  and  G^.     Simplifying,  we  have 

1st. — Lei  g  he  greater  than  h.  Then  G^  —  Gg  will  be 
positive,  that  is,  the  first  arrangement  will  be  more  sen- 
sitive than  the  second,  when  p  and  r  are  respectively 
both  greater  or  both  less  than  8  and  q.  Therefore  Uie 
galvanometer  sliould  connect  the  junction  of  the  two  greater 
re8i8tance8  with  the  junction  of  tlie  two  le88, 

2nd.  Let  h  he  greater  tha/n  g.  Then  Gj  —  Gg  will  be 
positive,  or  the  first  arrangement  will  be  more  sensitive 
than  the  second,  when  p  is  greater  than  »,  and  r  is  less 
than  g,  or  when  p  is  less  than  «,  and  n  is  greater  than  q. 
Therefore  the  hattery  8liould  connect  the  junction  of  the 
two  greater  resistances  with  the  junction  qf  the  two  less. 
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Measuring  a  Besistance  oontaining  an  E.  M.  F. 
— If  in  one  of  the  branches  3  4  of  the  Wheatstone's  bridge 
(Fig.  177)  there  be  an  opposing  E.  M.  F.  of  e  volts,  Kirch- 


Pig.  177. 

hoff  s  second  law  tells  us  that  equation  (5)  (§  235,  page 
465)  becomes 

G^  -h  S«  -  Rr  =  -  e, 

and  equation  (6)  becomes 

Q  g  -h  S  «  -h  B  6  =  E  -  e  ; 

the  other  four  equations  remaining  as  before.     Using 
these  equations  we  now  find  that 

G  =       E  (^  r  -  /?g)  -  e  {  6  (y  -h  <y)  +  g  (jP  +  ^)}        . 
^  I  i^  (P  +  5^  -I-  ^  +  «)  +  f?'  +  ?)  (^  +  «)} 

This  current  is  obviously  the  difference  of  two  currents, 
tlie  one  the  current  that  would  exist  if  e  were  nought — 
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that  is,  if  there  were  no  E.  M.  F.  in  the  branch  3  4  of  the 
bridge — the  other  the  current  that  would  exist  if  E  were 
nought — that  is,  if  the  testing  battery  had  no  K  M.  F. 
This  is  expressed  by  saying  that  ecLch  E,  M,  F,  acts  inde- 
peridentli/f  a  result  that  is  universally  trua 

If        qr  =.  ps, 

the  expression  given  above  for  G  reduces  to  simply 

P^ 

g(p +  T)'^r{p-\'qy 

the  negative  sign  meaning  that  the  current  through 
the  galvanometer  is  now  in  the  opposite  direction  to  that 
shown  in  the  figure.  This  current  is  independent  of  E 
and  of  h — that  is  to  say,  if  the  resistances  be  so  adjusted 
that  q  r  equals  ps,  no  change  will  he  made  in  the  current 
through  the  galvanometer  by  altering  the  value  of  By  or 
of  by  or  of  both.  This  leads  us  to  a  very  simple  test  for 
measuring  a -resistance  s  containing  an  R  M.  F.,  and 
which  is  : — Adjust  tlie  resistances  p,  q,  and  r  until  on 
making  and  breaking  tJie  circuit  containing  tJie  testing 
battery y  iw  change  is  produced  in  the  galvanometer  deflec- 
tion. Or,  the  testing  battery  may  be  dispensed  with 
altogether,  and  a  wire  of  any  convenient  resistance  sub- 
stituted for  it,  the  E.  M.  F.  in  the  branch  3  4  being  the 
only  E.  M.  F.  employed.  In  that  case  the  resistances  p, 
qy  and  r  must  be  adjusted  untily  on  connecting  and  discon- 
necting this  wircy  no  change  is  produced  in  the  galvano- 
meter deflection.     Then 

qr 
8  =  ^ — 

P 

This  latter  is  known  as  "  Mance^s  test  "  for  measuring  the 
resistance  of  a  conductor  containing  an  E.  M.  F.  such  as 
a  battery,  a  long  telegraph  line  in  which  an  E.  M.  F.  is 
produced  by  atmospheric  causes,  or  by  there  being  a 
P.  D.  between  the  ground  at  the  two  ends  of  the  line,  ko. 
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Although  connecting  and  disconnecting  the  wire  that 
is  used  to  join  the  points  1  and  4  produces  no  change  in 
the  current  passing  through  the  galvanometer  when  8 

equals  — ,  the  current  sent  through  the  circuit  by  e  is 

P 
increased  on  connecting  the  auxiliary  wire  used  to 
join  the  points  1  and  4.  Hence,  this  test  can  only  be 
employed  when  e,  the  E.  M.  F^  in  the  branch  3  4,  is  not 
altered  by  varying  the  cuirent  sent  by  this  E.  M.  F. 
through  the  circuit. 

Example  120. — Prove  directly  the  formula  employed 
in  Mance^s  test  for  measuring  the  resistance  of  a  conductor 
containing  an  £.  M.  F. 

From  Fig  178,  which  shows  the  distribution  of  cur- 


rents  when  the  wire  used  to  join  the  i)oints  1  and  4  is 
disconnected,  we  have 

R=  P-fG (1) 

P0'  +  7)-G</=   0 (2) 

R(r  f  «)-|-G(7=    e (3) 
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When  this  wire  is  joined,  all  the  currents  will  be 
altered  except  G.  Let  them  now  be  P',  Q',  R',  S'  (Fig. 
179),  then 

S'    =   Q'  +  G     .     .     .     .     (4) 

R'    =  F-f  G     .     .     .     .     (5) 

P>  +  Q'^-G<7=  0 (6) 

R'r  -|-S'/<  -f  G<7  =  e (7) 


Pig.  179. 

From  equations  (2)  and  (6)  we  have 

{T--P')p=  (Q'-P)g    ...    (8) 
and  from  equations  (3)  and  (7) 

(R-R>=  (S'  -R)«     .     .     .     (9) 
From  equations  (1)  and  (o)  it  follows  that 

P  -  F  =  R  -  R', 
and  from  equations  (1)  and  (4)  that 

Q'  -  P  =:    S'  --  R^ 
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therefore  substituting  these  values  in  equations  (8)  and 
(9)  we  have 

r       8 

Example  121. — A  batteiy  having  an  E.  M.  F.  of  3i 
volts  and  a  resistance  of  2^  ohms,  is  employed  in  sending 
a  current  through  a  circuit  consisting  of  a  resistance  of 
1,234  ohms  in  series  with  a  galvanometer  of  52  ohms' 


Fig.  180. 

resistance,  shunted  with  a  shunt  of  4^  ohms'  resistance, 
containing  an  opposing  K  M.  F  of  1  volt.  What  is  the 
current  flowing  through  the  galvanometer  1 

The  arrangement  of  the  circuit  is  shown  in  Fig.  180, 
and  if  B,  G,  and  S  be  the  currents  in  amperes  flowing 
respectively  through  the  battery,  the  galvanometer,  and 
the  shunt,  we  have  by  KirchhofiTs  first  and  second  laws, 

B  =  S  +  G, 

(2i  +  1,234)  B  + 52  G  =  3J, 
62  G  -  4i  S  =  1. 
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Eliminating  B  and  S  from   these  three  equations,  we 
find 

G  =  0-01786. 

Anstoer. — 0- 01 786  amperes. 

Example  122. — What  K  M.  F.  must  be  inserted  in 
the  shunt  in  the  last  question  so  that  no  current  shall 
pass  through  the  shunt  ? 

Let  e  be  this  R  M.  F.  in  volts,  then  we  must  find  the 
value  of  e  that  makes  S  equal  to  nought  in  the  following 
equations : — 

B  =  S  -h  O, 

l,236i  B  -h  52  G  =  3 J, 

52  G  -  4i  S  =  «. 

Putting  S  equal  to  nought  we  have 

l,288iG=  3  J, 

52  G  =  e, 

52  X  3A       ,. 
,  • .     «  =    ?-  volts. 

l,288i 

Ansiver. — 0*1413  volts. 

This  question  may  be  solved  diflferently  thus  : — If  no 
current  passes  through  the  shunt,  the  E.  M.  F.  must  be 
equal  and  opposite  to  the  P.  D.  that  would  be  produced 
between  the  terminals  of  the  galvanometer  if  there  were 
no  shunt  circuit  at  all,  and  this  we  know,  fix)m  §  115, 
page  204,  is  equal  to  the  E.  M.  F.  of  the  battery  midti- 
plied  by  the  ratio  of  the  resistance  of  the  galvanometer 
to  that  of  the  whole  of  the  circuit,  or 

^^       X  31  volts, 


1,288J 
the  same  expression  that  is  given  above  for  & 
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Example  123. — Does  the  presence  of  the  shunt  in 
example  121  increase  or  diminish  the  current  that  would 
pass  through  the  galvanometer  if  there  were  no  shunt 
circuit,  and  by  what  amount  is  the  galvanometer  current 
varied! 

If  there  were  no  shunt  the  current  through  the 
galvanometer  would  be 

^i-  ,  or  0002717  amperes. 
1,288J  ^ 

We  see,  therefore,  that  the  shunt  in  this  particulai' 
case,  in  consequence  of  the  E.  M.  F.  in  it,  actually  in- 
creases the  galvanometer  current  by 

001786  —  0002717,  or  15-thousandtlis  of  an  ampere. 


Digitized  by  VjOOQIC 


476 


Specimens  of  Instructions  for  Experiments. 


CITY  AND  GUILDS  OF   LONDON   INSTITUTE. 

CENTRAL    INSTITUTION. 


PHYSICAL    DEPARTMENT. 


To  compare  the  amount  of  CHEMICAL  DECOMPOSITION 
produced  per  second  by  a  current  with  the  corre- 
sponding DEFLECTION  of  a  TANGENT  GALVANO- 
METER. 

Preliminary. — The  cun-ent  passing  through  the  volta- 
meter and  galvanometer  can  be  varied  by  altering  the 
resistance  in  circuit.  The  value  of  the  resistance  need 
not  be  known. 

When  the  clip  is  firmly  fixed  on  the  small  piece  of 
indiarubber  tube,  the  gas  evolved  by  passing  a  current 
through  the  voltameter  cannot  escape,  and  so  the  pressure 
inside  becomes  greater  than  the  atmospheric  pressure, 
and  forces  the  liquid  up  the  glass  tube.  The  rate  at 
which  the  liquid  rises  in  the  tube  is  a  measure  of  the 
amount  of  gas  evolved  per  second.  Releasing  the  clip 
allows  the  gas  to  escape.  The  volume  of  the  tube  be- 
tween the  two  marks  0  and  7  is  2*284  cubic  centimetres. 

Experiments. — (L)  Adjust  the  needle  of  the  galva- 
nometer to  zero  by  slightly  turning  the  instrument. 

(2.)  Send  a  current  through  the  apparatus  by  pressing 
the  key,  and  open  the  clip  so  that  the  gas  escapes.  Keep 
the  key  pressed  for  a  few  minutes,  until  the  liquid  be- 
comes thoroughly  saturated  with  ga&     Now  close  the 
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dip,  and  note  the  interval  of  time  it  takes  for  the  liquid 
to  rise  from  the  lowest  to  the  highest  mark  on  the  tube ; 
also  note  the  steady  deflection  of  the  galvanometer.* 

(3.)  Vary  the  current  by  altering  the  resistance  in 
circuit,  and  repeat  the  observation  mentioned  in  (2). 

(4.)  Repeat  (3)  with  as  many  diflerent  strengths  of 
currents  as  possible. 

(5.)  Tabulate  your  results  in  a  convenient  form. 

(6.)  Draw  a  curve  having  for  abscissse  the  quantity 
of  gas  evolved  per  second,  and  for  ordinates  the  tangents 
of  the  corresponding  deflections  of  the  galvanometer. 

Deductions. — Write  out  clearly  all  the  inferences 
which  can  be  drawn  from  this  experiment,  assuming  that 
the  strengths  of  currents  are  proportional  to  the  amount 
of  chemical  decomposition  which  they  produce  per  second. 

Determine  the  constant  a  of  the  galvanometer  such 
that 

A  =  a  tan.  (i, 

where  A  is  the  current  in  amperes  and  d  the  deflection  it 
produces,  having  given  that 

1  ampere  liberates  0*1738  cc.  of  mixed  gas  per  second, 
when  measured  at  0°  0.  and  760  m.m.  pressure. 

State  clearly  the  corrections  which  would  have  to  be 
applied  in  making  accurate  determinations  of  current 
strength  by  this  method. 

*  It  is  desirable  to  make  two  or  three  determinations  with  each 
particular  current,  and  take  the  mean. 
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CITY  AND  GUILDS  OF  LONDON  INSTITUTE. 

CENTRAL    INSTITUTION. 


PHYSICAL    DEPARTMENT. 


EXPERIMENTS  on  SHUNTS. 

Preliminary. — When  the  current  to  be  measured  in 
any  circuit  is  too  large  for  the  galvanometer  available  to 
measure  it,  only  a  known  fraction  of  the  current  is  passed 
through  the  galvanometer,  the  remainder  being  passed 
from  one  terminal  of  the  galvanometer  to  the  other 
through  a  "  by-pass  "  or  "  shunt  "  circuit.  As,  however, 
the  introduction  of  this  shunt  circuit  lessens  the  resist- 
ance between  the  terminals  of  the  galvanometer,  and 
therefore  the  total  resistance  used  in  the  experiment,  the 
main  current  is  increased.  Thus  it  may  happen  that  the 
effect  of  shunting  a  galvanometer  is  to  scarcely  diminish 
the  current  passing  through  it. 

The  following  experiments  have  been  devised  to  make 
the  student  practically  acquainted  with  the  effect  of 
shunting  a  galvanometer,  and  the  manner  in  whi.ch  the 
effect  of  a  given  shunt  depends  on  the  resistance  in  the 
other  parts  of  the  circuit. 

The  resistance  of  the  galvanometer  circuit  unshunted 
is  about  200  ohms. 

Experiments. — (1.)  Using  one  cell  of  the  battery, 
and  with  no  resistance  in  the  main  circuit  excepting  that 
of  galvanometer,  battery,  and  connecting  wires,  send  a 
current  through  the  unshunted  galvanometer  and  note 
the  deflection  d  produced. 

(2.)  Place  various  resistances  from  the  highest  avail- 
able down  to  0  in  the  shunt  circuit,  and  note  all  the 
corresponding  deflections. 

(3.)  Tabulate  your  results  in  some  convenient  form. 
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(4.)  Plot  a  curve  having  for  abscissce  the  resistances 
in  the  shunt  circuit,  and  for  ordinates  the  corresponding 
currents  passing  through  the  galvanometer. 

(5.)  Join  up  two  celb  of  the  battery,  and  introduce 
such  a  resistance  into  the  main  circuit  as  will  give  the 
same  deflection  d  as  was  obtained  in  (1)  when  the  galva- 
nometer was  unshnnted. 

(6.)  Bepoat  (2),  (3),  (4),  drawing  the  curve  on  the 
same  dieet  of  paper. 

(7.)  Repeat  (5)  and  (6),  using  four  and  six  cells  re- 
spectively. 

DEDUcnoNa — Write  out  a  dear  account  of  the  in- 
ferences which  you  can  draw  from  these  experiments. 

Also  detennine  al^braioallv  the  general  eqaation  to,  and  ohuao- 
ter  of,  the  onrree  obtained  in  these  experiments,  and  show  how  tb» 
results  obtained  experimentally  could  be  deduced  from  this  equation. 
I^ye  that  the  curves  have  a  common  asymptote,  and  find  the  limit:! 
between  which  the  other  asymptotes  lie. 
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CITY  AND  GUILDS  OF  LONDON  INSTITUTR 

CENTBA.L   INSTITUTION. 


PHYSICAL    DEPARTMENT. 


To  CALIBRATE  an  AMMETER  by  the  CALORIMETRIC 
METHOD. 

Preliminaky. — ^The  calorimeter  provided  consists  of 
a  thin  copper  vessel  supported  within  an  air  space,  «nd 
sci*eened  from  external  radiation  by  a  large  water  jacket. 
A  coil  of  Crerman  silver  wire  is  inserted  in  ^e  calori- 
meter, and  stin'ounds  the  bulb  of  a  delicate  thermometer. 
This  thermometer  serves  to  show  the  rise  of  temperature 
of  the  water  and  calorimeter  caused  by  passing  a  cuirent 
through  the  wire.  Another  thermometer  indicates  the 
temperature  of  the  large  water  jacket  in  which  it  is  im- 
mersed. 

Experiments. — (1.)  Carefully  dry  and  weigh  the 
small  copper  calorimeter,  the  approximate  weight  of 
which  is  24*8  grammes. 

(2.)  Partly  fill  the  calorimeter  with  distilled  water  by 
means  of  the  pipette  provided,  and  determine  the  weight 
of  the  water  added. 

(3.)  Replace  the  calorimeter  within  the  water  jacket 
and  connect  the  wires  to  the  ends  of  the  coil.  Adjust 
the  pointer  of  the  ammeter  to  zero  (if  necessary)  by  turn- 
ing the  small  milled  head  at  the  top. 

(4.)  Complete  the  circuit,  and  adjust  the  carbon  re- 
sistance till  a  suitable  deflection  is  obtained  on  the  am- 
meter, say  0*8,  which  must  be  maintained  constant. 
Keep  the  water  well  agitated  by  means  of  the  stirrer, 
and  take  "  time  readings  "  (about  every  half-minute)  of 
the  temperatures  of  the  inner  and  outer  vessels,  until  the 
inner  thermometer  has  risen  several  degreea  Break  the 
circuit 
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Tabulate  your  results  in  a  convenient  form. 
Plot  a  curve  having  times  for  abscissae  and  tem- 
peratures of  the  calorimeter  for  ordinatea 

(7.)  Repeat  (4),  (5),  (6),  using  successively  currents 
which  pi*oduce  deflections  of  about  1*1,  1*4,  1*7,  and  2  0 
on  the  ammeter. 

(8.)  When  all  the  heating  observations  have  been 
taken,  break  tiie  circuit,  and  allow  the  calorimeter  to 
cool  to  nearly  its  initial  temperature,  and  take  time 
readings  of  its  temperature,  keeping  the  water  well 
stirred  all  the  while. 

(9.)  Plot  a  "  cooling  curve  "  from  the  observations 
obtained  in  (8). 

(10.)  Correct  the  heating  curves  obtained  in  (6)  and 
(7)  by  the  cooling  curve  (9),  and  determine  the  coiTected 
rise  of  temperature  in  a  given  time  (say  five  minutes). 

(11.)  Calculate  the  strength  of  current  passing  in 
each  of  the  above  experiments  from  the  formula 


=V 


(W  +  ^;)T 
0-24  xrt 


where  A  stands  for  the  current  in  amperes, 

„     r       „  „       resistance   of   the   coil  in  ohms, 

which  is  10306  at  15°-6C. 
„    W      „  „       weight  of  the  water  in  grammes, 

„     w      „  „       water-equivalent   of    the  calori- 

meter, thermometer,  <kc.,  which 
equals  2-778  grammes, 
„     T      „  „      corrected  rise  of  temperature  in 

t  seconds, 
„      <      „  „       time  in  seconds, 

and  compare  the  values  so  obtained  with  the  graduations 
of  the  ammeter. 

Deductions. — State  clearly  how  the  heating  curves 
are  corrected  from  the  cooling  curve  so  as  to  show 
what  would  have  been  the  true  rise  of  temperature  if  no 
cooling  had  taken  place  duriug  the  experiment. 

FF 
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CITY  AND  GUILDS   OF  LONDON   INSTITUTR 

CENTRAL    INSTITUTION. 


PHYSICAL    DEPARTMENT. 


To  CALIBRATE  an  AMMETER  by  means  of  a  SILVER 
VOLTAMETER. 

Preliminary. — The  voltameter  consists  of  a  platinum 
dish  containing  a  25  per  cent,  solution  of  silver  nitrate, 
and  in  which  a  silver  plate  is  immersed.  An  adjustable 
carbon  resistance  is  provided,  by  means  of  which  the  cur- 
rent passing  through  the  voltameter  can  be  maintained 
constant  during  each  experiment,  and  can  be  varied  in  the 
different  experiments. 

Experiments.— (L)  Carefully  clean,  dry,  and  weigh 
the  platinum  dish,  the  approxhnate  weight  of  wliich  is  78 
gi^mmes. 

(2.)  Pour  the  solution  of  silver  nitrate  into  the  dish 
and  place  it  on  the  three  brass  pins  provided  for  its  re- 
ception, and  which  are  electrically  connected  with  the 
left-hand  binding  screw  on  the  board.  Immei-se  the 
silver  plate  in  the  solution,  and  clamp  it  in  such  a  posi- 
tion that  its  edges  are  equally  distant  from  the  sides  and 
bottom  of  the  dish. 

(3.)  Turn  the  small  mille<l  head  at  the  top  of  the 
ammeter  so  that  the  pointer  of  the  ammeter  comes  oppo- 
site the  zero  on  the  scale,  if  not  there  already.  Place  the 
copper  connecting  wire  in  the  mercury  cups  marked  A 
and  C  (which  cuts  out  the  voltameter),  and  adjust  the 
carbon  resistance  until  a  convenient  current  flows  round 
the  ammeter.     Remove  the  connecting  wire. 

(4.)  Quickly  insert  the  connecting  wire  in  the  mer- 
cury cups  marked  A  and  B,  cai-efuUy  noting  the  instant 
at  which  the  circuit  was  completed      Allow  the  current 
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to  pass  for  a  convenient  time  (10  to  30  minutes,  accord- 
ing to  the  strength  of  current  used),  and  keep  the  current 
constant  by  the  adjustable  resistance.  Note  the  tem- 
perature of  the  room  during  the  experiment,  and,  at  the 
end  of  the  interval  decided  on,  quickly  break  the  circuit. 

(5.)  Empty  the  solution  from  the  dish  into  its  bottle 
and  carefully  wash  the  deposited  silver  with  distilled 
water.  Then  fill  the  dish  with  distilled  water  and  allow 
it  to  stand  10  to  15  minutes.  Again  wash  with  water, 
alcohol,  and  ether,  dry  over  the  spirit-lamp,  and  cool  in 
the  desiccator. 

(6.)  Carefully  determine  the  increase  of  weight  due 
to  the  silver  deposited  on  the  dish. 

(7.)  Calculate  the  strength  of  current  used  in  the 
experiment,  assuming  that  one  ampere  deposits  1*11815 
milligrammes  of  silver  per  second. 

.  (8.)  Repeat  the  experiment    with   several   different 
strengths  of  current. 

(9.)  Tabulate  your  results  in  some  convenient  form 
and  write  them  with  your  name  on  the  card,  on  whicli 
you  will  find  recorded  the  results  of  previous  experiments. 
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A  BSOLUTB   Calibration,    Galva- 
*^         Dometers  with  Invariable, 

67 
— ^  Ckilibration  of  Galvanometers, 

30,396-400 
Calibration  of  a  Gkilvanometer, 

M^i^ning  of,  22 

Calibration  of  Potential  Differ- 
ence Oalvanometers,  127, 
408-416 

Calibration,  Portable  Oalvano- 

meter  with  Approximate, 
69-71 

Electrometer,  93 

Measurement  of  Capacity,  327 

Units.  141 

Acoumnlatiug  Inflaence  Machines, 
361 ;  Holtz'B,  367 ;  Nichol- 
son's, 366 ;  Thomson's,  364 ; 
Variey's,  3o7:  Voss,  367; 
Wimshurst,  367.  {See  also 
Influence  Machines.) 

AcGumulator,  Measuring  Besistonce 
of,  206 

Aocomultitors,  Small  Internal  Re- 
sistance of.  206,  261 

Accuracy  of  Graduation,  Testing 
Ammeters  for.  395 

of  Graduation,  Testiug  Volt- 
meters for,  408 

of  Headings  with  Tangent  and 

Degree  Scales  Comparcd.40 

Acid.  Dilute  Sulphuric,  Effect  of 
Electrolysis  of,  15 

Sidphuric,    Voltameter.      (See 

Sulphuric  Acid  Volta- 
meter.) 

Action,  Inductive,  87 

of  the  Electrophorus,  356—361 

Adjustuieot  for  Sensibility  in  Mag- 
nifving  Spring  Ammeters 
and  Voltmeters.  389 

of  Coil  of  Tangent  Galvano- 
meter, 46 

Advantage  of  Poggendorff's  Method 
of  Comparing  Electro- 
motive Forces,  236 

Advantages  of  Cardew's  Voltmeter, 
426 

—  of  Cunyngbame's  Ammeter  and 
Voltmeter,  385 

— —  of  Electro-Magnetic  Control 
Meters,  384 


Advantages  of  Gravity  Control 
Meters,  391 

of  Magnifying  Spring  Ammeter 

and  Voltmeter,  390 

of  PermaucutMagnetMetors.78 

of  Shielded,  Dead -Beat,  Di- 
rect-Beading Gkdvanome- 
ter8,78 

of  Siemens'  Electro-Dynamo- 
meter, 380 

of   Thomson's  Large  Current 

Galvanometer,  53 

Belative,  of  Voltameters  and 

Galvanometers,  20 

Air  Condenser,  Standard.  334 

apecitic  Inductive  Capacity  of, 

at  Different  Pres^mrca,  310 

Alternating  Currents,  Dofiuiiion, 
and  Measurement  or,  198, 
381 

Potential  Difference  Increases 

Practical  Besistance  of 
Voltmeter,  427 

Potential  Difference,  Measur- 
ing, 426 

Aluminium,  Besistance  of,  for  Given 
Leiigth  and  Diajneter.  or 
for  Given  Length  and 
Weight,  157 

Besistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
154 

Amalgam,  Definition  of,  218 

Amalgamate,  How  to,  218 

Ammeter,  Advantages  and  Disad- 
vantages of  Cunyngbame's, 
38o 

Advantages  and  Disadvantage 

of  Permanent  Magnet,  78, 
376 

Advantages  and  Disaivant  ige 

of  MaHuifying  Spring,  390 

Adjustment  for  Sensibility  in 

Magnifying  Spring,  389 

Calibrnting  Commutator,  432 

Commutator,  Description  of,i27 

Commutator,  Safety  Arrange- 
ment with,  432 

Cunyngbame's  Description  of, 

382 

Graduation  of  Cnnynghame's, 

385 

for   Large   Currents,  Use    of 

Commutator  in  Calibrating. 
428-431 
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Ammeter,  IndicBtion  of  Directum 
of  durent  in  MagnifTing 
Spring,  380 

«—  Hagmfjmg  Spring,  Description 
of,  386 

^^  Permanent  Magnet,  Descrip- 
tion of,  76 

-^  Permanent  Magnet,  Pro|>or- 
tional,  71 

Batio  of  Sensibilities  of  Com- 
mutator in  Parallel,  and  in 
•     Series,  431 

Ammeter8,76— 79.  382,  386i  (SmsIso 
Meters.) 

— >  Calibratinir.  1^  the  Silver  De- 
posit Method,  305—400 

Testmir,39i 

Testing,  for  Aocnraey  of  Gra- 

dnaUon.  305-400 

Testing,  for  Error  on  Reversing 

Current,  408 

—  Testing,   for  Error  Produced 

by  External  Ma$metic  Dis- 
turbance. 403— 407 
Testing,  for  Permanent  Altera- 
tion o!  Sensibibtj,  407 

—  Testing,    for    Residual    Mag- 

netism,  400 
•»—  with  Magnifying  Gearing,  386. 

(See    also    Dynamometer, 

GaIvanomet«>r.) 
Amount  of  a  Body*B  Electrification, 

109 
of  Electricitv,  Dependence  of 

Potential    of     Conductor 

Portly  on,  119 
-^  of  Ueat  produced  per  Minute 

by  Given  Current  Flowing 

through  Given  Resistance, 

199 
of  Heat  produced  per  Minute, 

Measurement  of  Currents 

by,  197 
Ampere,  Definition  of  the,  11 
Amperes,  Values  in,  of  Deflections 

of  Tangent  Gulvanometer, 

Controlled  only  by  Earth's 

Magnetism,  55 
Angles,  Finding,   from  their   Tan- 

frcnts  by  means  of  Squared 

Paper.  56 
^—  Finding    Tangents    from,    by 

means  of   Squared  Paper, 

57 
Angular    Deflection   of  a    Mirror, 

Connection   between,  and 

Motion  of  Image  on  Plane 

Scale.  107 
— —  Deflection  Proportional  to  Cur- 
rent, Constraction  of  (Jal- 

vanometers  with,  71— 73 
Motion   of   Reflected  Ray    is 


Twice  Angular  Motion  ci 
Mirror.  106 

Antimony,  Change  of  Resistance  of. 
with  Temneritnre,  160 

Resistance  of,  for  Given  Length 

and  Diameter,  and  for 
given  Lenjjth  and  Weight, 
157 

Resistance  of,  per  Cubic  Centi- 
metre, and  POT  Cubic  Inch. 
154 

Apparatus  for  Measuring  Yariation 
of  Current  and  Potential 
Difference  at  Battery  Ter- 
minals with  Variation  of 
External  Resistance,  205 

— ^  Static  ElectriC;  NeoesMury  En- 
dosare  of.  m  Metallic  Case, 
106 

Apparent  Increase  of  Resistance 
in  a  Galvanometer  Due  to 
Damping,  340 

Approximate  Absolute  Calibratiou, 
Portable  Galvanometer 
with,  09— 71 

Arc,  Electric,  Description  of,  19-*, 
454 

Electric,  Measuring  Dluminat- 

ing  Power  of,  in  Any  Plane, 
457 

Light,  How  to  Overcome  DiiTer- 

ence  in  Colour  between  it 
and  Candle  when  Measur- 
ing. 457 

Light.  M^unuing  the  Efficiency 

of.  455 

Potential  Diiference  Required 

to  Maintain  an  Electric, 
between  Two  Carbons,  871 

Area,  Sectional.  Variation  of  Re- 
nstance  with,  146 

Arms  of  Wheatstone's  Bridge,  Defl. 
nition  of,  172 

Arrangement  for  Shunting  Battery 
while  Chuging  Condenser 
onty.  343 

of  Cells,  giving  Maximum  Use- 
ful Power  to  Conductor  of 
Fixed  Resistance,  450 

of  Given  Number  of  Cells  to 

produce  Maximum  Current 
through  Given  External 
Resistance,  243 

Arrangements  of  Cells,  230—253 

Astatic  Combination  of  Magnets, 
283 

—  Galvanometer,  Advantage  of 
Putting  Mirror  Outside 
Coils,  284 

Galvanometer,  Simple  Method 

of  Damping.  284.  800 

Galvanometer,  Mather's.  290 
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Astatic  Oalranometer,  Hndford's, 
105 

Galvanometer.  Thomaon's,  283 

Oalvanometer,    Thomson's 

Modified.  2S4 

AtUchine  Leyden  Jar^  to  Colleot- 
ing  Combs  of  Electrical 
Mjachioes,  370 

Attracttng  Force,  Potential  DifTer- 
euoe  and  Distance  between 
Two  Parallel  Plane  Con- 
ductors, 87 

Axis,  Magnetic,  of  a  Needle,  Deflni> 
tion  of,  37 

B 

'DALANCE,  Wlieatstone's,    166— 

•^  177.  (SwalsoWheatstones 

Bridge.) 

Ballistic  Galvanometer,  292 

Batteries,  209 ;  Hansen's,  219;  Cal- 
laud.  213;  Dauiell's,  211; 
Gravity.  212 ;  Grove's,  218 ; 
Leclanch^,  220 ;  Lockwood, 
213 ;  Meidiarer.  212 ;  Min. 
otto's,  211 :  Potash  Bichro- 
mate, 222;  Secondary,  206, 
261.    (See  also  Cells.) 

— -  Compaii!»oa  of  Electromotive 
Forces  of,  by  Observing 
tbeir  Joint  and  Opposed 
Currents,  232 

—  Comparison  of  Electromotive 
Forces  of,  by  Observing 
Btsistance  through  which 
they  send  Equal  Currents, 
231 

-—  Com^uison  of  Electromotive 
Forces  of,  Condenser  Me- 
thod of,  3a 

^^  Comparison  of  Electromotive 
Forces  of,  Poggeudorff's 
Method  of,  24^ 

Local  Action  in,  217 

Measuring  Resistances  of,  205, 

225,  »42 

Polarisation  in,  216 

Figures  of.  239 

Symbolical  Representation  of, 

173,240 

Battery  and  Galvanometer  in  Wheat- 
8toue's  Bridge.  Best  Ar- 
rangement of.  172,  467 

Arrangement      for     Shuntin? 

while  Charging  Condenser 
only,  343 

— -  of  Leyden  Jars,  317 

of    Simple  Voltaic    Elements 

for  Charging  Electrometer 
Needle,  873 

8.  A.  Unit  of  Besistanoe,  141 


B.  A.  Units  and  Legal  Ohms,  Equa- 
tion Connecting,  142 
Bell    Telephone,    Description    of, 

Bertsch*s  Rotatory  Electrophorus, 
361 

Best  Arrangement  of  Batte^  and 
Galvdnometer  in  Wheat- 
stone's  Bridge,  172,  467 

Deflection  to  use  with  Tangent 

Galvanometer,  41 

Besistance  for  Coils  of  Wheat 

stone's  Brid|re,  170 

Besistiince  for  Differential  Ghd- 

vanometer,  436 

Besistance  for  Gkd  vanometer  in 

Simple  Circuit,  435 

Besistance  for  Galvanometer  in 

Wheatstone's  Bridge,  171, 
466 

Besistance  to  Give  to  a  Galvano- 

meter,435 

Bichromate  of  Potash  Cell,  Descrip- 
tion of,  222 

of  Potash  CoU,  Chemical  Action 

in,  223 

of  Potash  Cell,  Composition  d 

Liquid  for,  222 

of  Potash  Cell.  Klectromotive 

Force  of,  2i:3 

Bismuth,  Change  of  Resistance  of, 
with  Temperature,  160 

Electric  snd  Ueat  Condaotivi- 

ties  of,  Compared,  159 

Besistance  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

Besistance  of,  -pet  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
154 

Bobbin  of  Tangent  Galvanometer, 
Proportions  of  Channel  in, 
when  Tangent  Law  is  most 
Accurately  Fulfilled,  51 

Variation  of  Magnetic  Effect  of, 

with  Current  and  Resistr 
auce.  418 

Variation  of  the  Sensibility  of 

a  Tangent  Galvanometer, 
with  Diameter  of.  48-51 

Bridge,  Wheatstone's,  166—177 

Wheatstone's,  Best  Arrange- 
ment of  Battery  and  Gal- 
vanometer with.  172,  467 

Wheatstone's,  Best  Resistance 

of  Galvanometer  for,  171, 
466 

Wheatstone's,  Best  Reiistanoe 

of  Coils  for,  171 

Wheatstone's,  British  Associar 

tion  Form  of,  168 
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Bridge,  Wheatstone's,  Commercial 
Form  of,  172 

^^  WheatBtone'a,  Conditions  Af- 
fecting Sensibility  of,  171 

"Wheatstone's,  Key  for,  174 

—  Wheatstoue's,  Meaning  of  De- 

flection of   Galvanometer 
of,  176 
i —  Wheatstone's,  Metre  Form  of, 
168 

—  Wheatstone's,  Superiority    of, 

over  Differential  Qalvauo- 

meter,  171 
Wheatstone's,   Use   of   Shunt 

vrith,  176 
British  Association  Absolute  Units, 

141 
^—  Association  Bridge.  168 
Association  Unit  of  Resistance, 

141 
Brush  Discharge,  369 
Bnnsen's  Cell,  Description  of,  219 

Cell,  Carbon  for.  220 

Cell,  Chemical  Action  in,  219 

Cell,  Electromotive  Force  of, 

220 
Butt  Joint,  79 

0 

QABLE,  Capacity  of  a  Submarine, 

—  Sealing  up  One  End  of,  when 

Testing,  268 
Calibrating  Ammeters  by  the  Silver 

Deposit  Method,  395-400 
— —  Ammeters  for  Large  Currents, 

Use  of  Commutator  for,  428 

—  Commutator  Ammeter,  432 
-~—  Commutator  Voltmeter,  433 
Qalvanometer  by  Direct  Com- 
parison with  Tangent  Gal- 
vanometer, 58 

— —  Galvanometer  by  Employing 
Known  Resistances  and 
Cell  of  Constant  £.  M.  F., 
238 

— ^  Gfdvanometer  by  Employing 
Known  Resistances  and 
Fixed  Potential  Differ- 
ence, 164 

——  Galvanometer  by  Sine  Method, 
64 

-—  Ghtlvanometer,  by  Sine  Method, 
Higher  Farts  of  Scale  of,  65 

Galvanometer  by  Sine  Method 

with  Constant  Current,  67 

Galvanometer,    Relatively    or 

Absolutely,  Meaning  of,  22 

—  Galvanometer,    Relatively    or 

Absolutely,  Mode  of,  27—30 
^—  Gold-Leaf  Electroscope,  854 


Calibrating  Voltmeter  by  Compari- 
son with  Standard  Cell, 
410-415 

Voltmeter    by     PoggendorfTa 

Method,  413 

—  Voltmeter  with  a  Known  Cur- 
rent and  Resistance,  496 

Calibratiou,  Absolute,  of  Potential 
Difference  Galvanometer, 
127,408-415 

of  Galvanometer  Unaffected  by 

Change  in  Strength.of  Poles 
of  Needle,  23 

Galvanometers  with  Invariable 

Absolute.  57 

Portable    Galvanometer   with 

Approximate  Absolute,  69 

Calhrad  Cell,  Description  of.  213 

Candle,  Description  of  Standard,  452 

Candles  instead  of  Standard  Can- 
dles for  Rough  Experi- 
ments, 452 

Capacities,  Comparison  of,  319 

Statical  Method  of  Comparing, 

830 

Capacity,  Absolute  Measurement 
of,  327 

Charge  in  Terms  of,  303 

Construction  of  Condensers  .of 

Very  Large,  317 

Definition  of,  800 

Measuring  Specific  Inductive, 

332 

of  Condenser  is  Constant,  302 

of  Condenser,  Variation  of,  with 

Area  of  its  Coatings,  303 

of   Condenser,    Variatioa    of, 

with  Distance  between  its 
Coatings,  303 

of     Condenser,     vrith     Plane 

Parallel  Plates,  varies  in- 
versely as  Distance  be- 
tween its  Coatings,  307 

of  Cylindrical  Condenser,  303 

of  Si)here  in  Space,  339 

of  Spherical  Condenfl»-r,  338 

of  Submarine  Cable,  303 

of  Collectors  of  Influence  Ma- 
chines, Increasing  the,  370 

of  Two  Bodies  Constant  while 

their  Relative  Positions  are 
Constant,  338 

Unit  of,  307 

Specific  Inductive.  809 

Carbonic  Dioxide,  Specific  Induc- 
tive Capacity  of,  310 

Carbonised  Cloth,  Preparation  of, 
for  Varley's  Resistances,  397 

Carbons  for  Bunsen's  Cells,  Mode 
of  Making,  220 

Cardew's  Voltmeter,  Description  of 
the  Latest  Form  of,  423 
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Cardew's  Voltmeter,  Advantages  of, 

426 
^—Voltmeter     Arranged     for 

Measnring  Large  Potential 

Differences,  425 

—  Voltmeter,     Construction     of 

Bods  in,  to  Prerent  Change 
of  Length  with  Tempera- 
ture. 426 

—  Voltmeter,  Diameter  of  Wire 

used  in,  423 

—  Voltmeter,  DisadTantages     of 

427 
Voltmeter.    Length   of    Wire 

used  in  the  Latest  Form 

of,  423 
Voltmeter,  No  Heating  Error 

in.  426 
Voltmeter,   Small   Self-Iudnc- 

tion  in,  427 
Cell,  Bunsen's.  219 

Calland,  213 

Darnell's,  210 

Fleming's  Standard  Daniell's, 

412 

Gravity  Daniell's,  212 

Grove's,  218 

Leclanch^.  220 

Latimer  Clark's,  410 

Lockwood's,  213 

Meidinger'8,  212 

Minotto's,  211 

Potash  Bichromate,  222 

Standard  Daniell's,  411 

Chemical  Action  in  a  Bunsen's, 

220 
Chemical  Action  in  a  Daniell's, 

214 
Chemical  Action  in  a  Grove's, 

219 

—  Chemical  Action  in  a  Leclanch^, 

221 
——Chemical  Action  in  a  Potash 
Bichromate,  223 

—  Carbon  for  Bunsen's,  220 

^—  Composition  of  Liquid  for  Pot- 
ash Bichromate,  222 

Constancy    of   E.  M.  F.    of    a 

DanieU's,  216 

Constancy   of    E.M.F.    of    a 

Latimer  Clark's,  411 

£.  M.  F.  of  a  Bunsen's,  220 

E.  M.  F.  of  a  Daniell's.  211 

£.  M.  F.  of  aStandardDanieirs, 

412 

E.  M.  P.  of  a  Grove's,  218 

—  E.  M.  F.  of  a  Latimer  Clark's, 

411 

E.  M.  F.  of  a  Lec^anch^.  222 

— —  £.  M.  F.    of.    Independent    of 

Size  and  Shape,  211,  236 
-— E.M.F.I   Temperature   Varia- 


tion of,  in  Latimer  Clark's, 
411 

Cell,  £.  M.  Fs.  of,  Comparison  of, 
231.  232.  234,  341 

Local  Action  in.  217 

How  to  prevent  Local  Action 

in  a  Daniell's,  217 

—  Polarisation  in  a  Daniell's, 
216 

Besistance  of  a  Daniell's,  211 

Besistance  of  a  Grove's,  218 

Besistance  of.  Measuring,  205, 

225,342 

Cells,  Arrangement  of,  239 

Arrangement  of  a  Given  Num- 
ber of,  to  produce  Maxi- 
mum Current  througb  a 
Given  External  Besistance, 
243 

Arrangement    of    for     Giving 

Maximum  Useful  Power 
to  Conductor  with  Fixed 
Besistance,  450 

Galvanic.  209 

in  Parallel,  E.  M.  F.  of,  241 

Figure  of,  239 

Symbolical  Bepreseutation  of, 

240 

in  Series,  E.  M.  F.  of,  241 

in  Series,  Figure  of,  239 

in  Series,    Symbolical    Bepre- 

sentation  of.  240 

Partly  in  Parallel  and  Partly 

in  Series.  E.  M.  F.  of,  211 

Partly  in  Parallel  and  Partly 

in  Series,  Figure  of,  239 

Partly  in  Parallel  and  Partly 

in  Series,  Symbolical  Bepre- 
seutation of,  240 

Standard.  410 

Change  in  Strength  of  Poles  of 
Needle  of  Galvanometer, 
Calibration  Unaffected  by, 
23 

of   Besistance  with  Temnenu 

ture,  Besults  of  Matthies- 
sen's  Experiments  on,  160 

Charge.    (Sm  Quantity.) 

and   Discharge  fcey,  Descrip> 

tion  of,  320,  3i3 

and   Discharge   Key,  Various 

Modes  of  attaoliing  to  Con- 
denser, Battery,  and  Gal- 
vanometer, 320—322 

Bate  of  Loss  of,  De|>ends  on 

Dielectric  Alone.  34*> 

Electric.  Meaning  of,  109 

Gaivanometrio  Method  of  Mea- 
suring Besistance  by  Loss 

in  Condouser  in  Terms  of  On- 

pacity,  306 
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Charge,  Keasuring  Beaistanoe  by 
Bate  of  Loss  of,  343 

—  Bemaining  on  Two  Bodies  after 

Contact.  115»  351 

Charg^  Body  cannot  Exist  Alone, 
339 

Charges  induced  in  Hollow  Con- 
ductor by  placing  a  Charged 
Body  inside  it,  113 

on  Two  Corductors  Enclosed 

by  a  Third,  110 

on  Two  Bodies  not  Measured 

by  the  Potential  Differ- 
ence, 85 

Chemical  Action  in  the  Bunsen's 
Cell,  220 

Action  in  the  Daniell's  Cell,  2U 

Action  in  the  Grove's  Cell,  S!19 

Action  in  the  Leolauch^  Cell, 

221 

— -  AcHon  in  the  Potash  Bichro- 
mate Cell,  223 

Property  of  a  Current,  Uses  of,  4 

—  Property  of  a   Current,  Wliy 

Used  to  Measure  Strength 

of  Current,  9 
Circuit,  Law  Counecting  Currents 

in  a  Closed,  464 

Wires  Joined  in  Parallel,  136 

Circuits  in  Parallel,  Independence 

of  Currents  in,  260 
Clark's,. Latimer,  Differential  Ghil- 

vanometer,  150 

Latimer,  Cell,  410 

Latimer,    Cell,    Constancy    of 

E.M.P-of,41l 
Latimer,     Cell,    E.  M.  P.    of, 

411 
Latimer,  Cell,  Polarisation  of, 

411 
Latimer,     Cell,    Temperature 

Variation   of   E.  M.  F.  of. 

411 
Closed   Circuit,    Law     Connecting 

Currents  in,  484 
Conductor,  Density  Nought  on 

Inner  Surf»co  of,  118 
Conductor,     Distribution      of 

Density  iu,  Altered  by  In- 
sertion of  Metal  Rod,  119 
Conductor,    Potential    Inside, 

98 
Cloth,  Preparation   of  Carbonised, 

for    Varley's   Besistances, 

897 
Coating    Insulating    Stems    with 

Paraffin  Wax  or  Shell-lao 

Varnish,  267 
^—  of  a  Condenser,  Every  Charged 

Body  forms  One,  338 
Coatings  of  a  Condenser,  Definition 

of,  302 


Coil  of  Tangent  Galvanometer,  Ad* 
justmeut  of,  46 

Coils,  Bcsistanoe,  Construction  and 
Use  of,  28. 145 

Besistance,     Construction     of 

Standard,  162 

Besistance,  Materials  Used  in 

Winding,  ISO 

Resistance,  German  Silver,  160 

Resistance,  Iron,  162 

Besistance.  Platinoid,  160 

Besistance,  Platinum-Silver,160 

Besistance,  Mode  of  Winding, 

168 

—  Besistance,  Ordinary,  Cannot 
be  Used  with  Strong  Cur- 
rents, 192 

Besistance,      of      Magnifying 

Spring  Voltmeters,  Best 
Iaw  ot  Gauge  of  Wire  for, 
421 

Besistance,  Temperatnie  Va- 
riation of,  153 

Proportional,  of  Wheatstone's 

Bridge,  172 

Bate  of  Production  of  Heat  in 

Galvanometer,  419 

Collecting  Combe  of  Wimshurst  In- 
fluence Machine,  369 

Collectors  of  Influeiico  Machines, 
Attaching  Leyden  jars  to, 
870 

of  Influence  Machines,  Increaa- 

ing  Capacity  of,  370 

Combination,  Astatic,  283 

Combined  Besistance,  178 

Commercial  Form  of  Wheatstone's 
Bridge,  172 

Instruments  for  Measuring  Cur- 
rent, 79,  376 

Commutator  Ammeter  and  Volt- 
meter, 427 

Ammeter,  Calibrating,  432 

Ammeter,  Batio  of  Sensibili- 
ties of,  in  Patallel  and  in 
Series,  431 

Ammeter,  Safety  Arrangement 

with,  432 

Use  of,  in  Calibrating  Amme- 
ters for  Large  Currents,  428 

Use  of,  in  Calibrating  Voltrae 

terf>,  for  large  Potential 
Differences,  428 

Voltmeter,  Calibrating  a.  432 

Comparing  Capacities.  Galvanome- 
trie  Method  of,  319 

Capacities,  Statical  Method  of, 

330 

Electromotive  Forces  of  Bat- 
teries by  Observing  their 
Joint  and  Opposed  Cur- 
rents, 288 
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Comparing  Electromotive  Forces  of 
Batteries  by  Observing  the 
BesiBtanoes  throturh  which 
they  send  Equal  Carrents, 
231 

Electromotive  Forces,  Conden- 
ser Method  of,  3U 

Electromotive  Forces,  Poggen- 

dorfTs  Method  of.  234 

—  Quantities  of  Electricity,  Fun- 

damental Statical  Method 
of,  111 

Quantities  of  Electricity,  Chil- 

THoometric  Method  of,  299 

Resistances,  Equality  of  Cur- 
rent Method  of,  136 

Besistances,  Potential  Differ- 
ence Method  of,  140 

BesistanceM,  Simple  Substitu- 
tion Method  of,  138 

Besistances,  Use  of  Differen- 
tial Galvanometer  for,  148 

Besistances,  Use  of  Wheat- 
stone's  Bridge  for,  97 

Comparison  of  Difference  of  Poten- 
tial with  Difference  of 
Level  in  Liquids,  86 

of  Difference  of  Potential  with 

Difference  of  Pressure  in 
Gases,  86 

of  Electric  and  Heat  Conduc- 
tivities, 158 

—  of  Measurement  of  Potential 

with  Measurement  of  Tem- 
perature. 85 

of  Besistancepor  Cubic  Centime- 

tre.  and  per  Cubic  Inch,  348 

of  Static  and  Current  Methods 

of  Measuring  Potential  Dif- 
ferences, 125 

of  Use  of  Liquid  and  Wire  Be- 
sistances, 194 

Component,  Horizontal,  of  the 
Earth's  Magnetic  Force, 
Definition  of,  tu>t«,  55 

Composition  of  Liquid  for  Potash 
Bichromate  Cell.  222 

Compound  Interest  Law  of  Electio* 
phoric  Action,  366 

Interest  Law  of  Electrophoiic 

Action,  when  flrsi.Ufied,  366 

Interest  Law  of  Influence  Ma- 
chines, 364 

Condenser,  Arrangement  for  Shunt- 
ing Battery  only  while 
Charging,  343 

Capacity  of,  308 

Capacity  of  Cylindrical,  308 

Capacity  of  Spherical,  338 

Coatings  of,  802 

Constancy  of  Capacity  of,  808 

Definition  of,  301 


Condenser,  Every  Charged  Body 
forms  One  Coating  of  a,  398 

— •  Method  of  Ccmpiring  E.M.Fs., 
341 

Method  of  Measuring  Besist- 

ance  of  a  Current  Genera- 
tor, 342 

Standard  Air.  334 

•^—  Variation  of  Capacity  of,  with 
Area  of  Coatings,  303 

Variation  of  Capacity  of,  with 

Distance  between  Coat> 
ings,  303 

with  Plane  Parallel  Plates,  Ca- 
pacity of.  Varies  Inversely 
as  Distance  between  Coat- 
ings, 307 

Condensers  for  Large  Potential  Dif- 
ferences, Construction  of, 
313 

for  use  with  Frictional  and  In- 

o^fR         fluence  Machines,  313 

not  Stores  of  Electricity,  322 

of  Very  Large  Capacity,  Con- 
struction of  J  317 

Stores  of  Electric  Energy,  328 

Condensing  Electroscope,  352 

Conditions  affecting  Sensibilit/  of 
Wheatstone's  Bridge,  171 

Genera],  for   Sine  Law  to  be 

True.  62 

Gleneral,  for  Tangent  Law  to  bo 

True,  43 

for  Sine  Law  being  Fulfilled 

in  a  Galvanometer^2 

for  Tangent  Law  being  Fulfilled 

in  a  Galvanometer,  43 

of  an  Experiment,  Necessity  for 

Changing  only  One  at  a 
Time.  146 

to  be  Fulfilled  in  Making  Tan- 
gent Galvanometer,  36 

to  be  Fulilled  in  Making  Vot 

Sensitive  Galvanometer.281 

Conduction  and  Induction,  Distino- 
tion  between,  97 

Definition  of,  97 

of  Hesit,  woe-,  195 

Conductivities,  t^omparison  of  Eleo- 
tric  and  Heat,  153 

Conductivity,  9 

Exact  Definition  of,  155 

Electric,     Dimibishing     More 

Bapidly  than  Heat,  159 

Conductor,  Closed,  Density  Nought 
on  Inner  Surface  of,  118 

Closed,  Distribution  of  Density 

in.  Altered  by  Insertion  of 
Metal  Bod,  119 

— —  Closed,  Hollow,  No  Force  In- 
side, due  to  Exterior  Eleo- 
trification,  99 
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Conductor,  Coiiical,  Electric  Deneitj 
Great  at  Pointed  End  of, 
118 

— —  Dependence  of  Potential  of,  on 
Amount  of  Electricity  on 
it,  119 

•^—  Dependence  of  Potential  of,  on 
Position,  119 

—  Dependence  of  Potential  of,  on 
Shape.  119 

Electric,  Heat  evolved  in,  3, 1€9 

Electricity  at  Best  resides  only 

on  Surface  of,  119 

of  Fixed  Resist'ince,  Arrange* 

ment  of  Cells  idving  Maxi- 
mum Useful  Power  to,  450 

Potential  inside  a  Closed,  93 

Potential   of,    compared   with 

Pressure  of  Qas.  121 

Uniform  Potential  on  a,  86 

Ways  in  which    Potential  of, 

can  be  Varied,  121 

Condoctors,  9 

Charges  on  Two,  Enclosed  by  a 

Third,  110 

^— of  Different  Potential,  Induc- 
tive ActioQ  between,  87 

Conical  Conductor,  Electric  Density 
Great  at  Pointed  End  oi, 
118 

Connection  between  Angular  Motion 
of  Reflected  Kay  and  of 
Mirror,  106 

——between  Motion  of  Image  on 
a  Plane  Scale  and  Intmlar 
Deflection  of  Mirror,  107 

— -  between  Poles  of  Magnet  and 
Direction  of  Current  cir- 
culating round  Magnet,  17 

Constancy  of  Capacity  of  Condenser, 
302 

of  Capacity  of  Two  Bodies  while 

their  Relative  Positions 
remain  Constant,  338 

of  E.M.P.  of    Daniell's  Cell, 

216 

of  E.  M.  P.  of  Latimer  Clark's 

Cell,  411 

— •  of  Rate  of  Production  of  Heat 
in  a  Wire  by  Constant  Cur- 
rent, 197 

Constant  Current,  Calibration  by 
Sine  Method  with,  67 

of  a  Galvanometer,  278 

Total,  Current  Shunts,  257 

Constructing  Voltameters,  Objec- 
tions to  usual  Mode  of,  17 

Cont.act  Potential  Difference,  351 

Controlling  Field,  Galvanometer 
having  Uniform,  in  which 
Deflection  Varies  as  Cur- 
rent, Ti 


Controlling  Force  caused  by  Powex  • 
fill  Permanent  Magnet, 
Galvanometers  havini;,  73 

Convection  of  Heat,  note,  195 

Cooling  Correction  of  Observed  Rise 
of  Temperature  Curve,  196 

Copper,  Change  of  Resistance  of, 
with  Temperature,  160 

Electric  and  Heat  Conductivl. 

ties  of.  Compared,  159 

Eesistanoe  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

—  Resistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
154 

Voltameter,  Description  of,  6, 11 

Voltameter,  Direction  ol  Cur- 
rent in,  15 

Voltameter,     Precautions     iu 

Using,  note,  11 

Voltameter,  Weight  of  Copper 

deposited  on  Plate  of,  per 
second,  by  one  Ampere,  11 

Cores,  Soft  Iron,  used  in  Ghalvano- 
meters,  73 

Correcting  Results  of  Exp  riments 
by  Drawing  Curves,  34 

Correction,  Cooling,  of  Observed 
Rise  of  Temperature 
Curve,  196 

Correction  for  Damping.  296 

Comtgating  Sides  of  Ebonite  Pil^ 
lars.  272 

Coulomb,  Definition  of  the,  289 

Couple.  Definition  of,  note,  283 

Definition    of  Moment   of   a, 

note,  283 

Crompton  and  Kapp's  Electro-Mag- 
netic Control  Meters,  892 

and   Eapp's  Electro-Magnetio 

Control  Meters,  Advant- 
ages and  Disadvantages  of, 
394 

Cunynghame*s  Ammeter  and  Volt- 
meter, 382 

Ammeter  and  Voltmeter,  Ad- 
vantages and  Disadvant- 
ages of,  385 

Ammeter      and       Voltmeter, 

Graduation  of,  385 

Current,  Alternating,  Definition  of, 
198 

Alternating,  Measurement   of, 

198,381 

Amoimt  of  Heat  Generated  by 

Electric,  192 

Amount  of  Heat  produced  per 

Minute  by  given,  in  given 
Resistance,  199 

Arrangement  of  given  Numbw 
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of  Cells  to  produce  Maxi- 
miim,  through  given  Ex- 
ternal liesistonoe,  243 

Current  and  Resistance,  Variation  of 
Magnetic  Effect  of  Bobbin 
with,  418 

and  Static  Methods  of  Measu- 
ring Potential  Differences 
■  Compared,  125 

Calibration    by   Sine    Method 

with  Constant,  67 

Commercial    Instruments   for 

Measuring,  79,  376 

Connection  between  Direction 

of,  and  Poles  of  Magnet 
produced,  17 

Constancy  of  Bate  of  Produc- 
tion of  Heat  in  a  given 
(Joil  by  Constant,  197 

Definition  of  Direction  of,  14 

•^—Developing  Maximum  Useful 
Power  in  Generator  with 
Fixed  E.M.F.  and  Besist- 
ance,448 

Direction  of,  in  Acid,  Copper, 

and  Zinc  Voltameters,  15 

— —  Direction  of,  round  Magnet, 
and  Poles  produced,  17 

Electric,  Compared  with  Cur- 
rent of  Water,  2,  80 

Electric,  Heat  is  Evolved  by,  3 

— -  Electric,  Liquid  is  Decomposed 
by,  3 

-^Electric,  Magnet  is  Deflected 
by.  3 

—  Electric,  Properties  of,  3 

Electric,  What  is  Meant  by,  2 

Electric,  When  said  to  Flow  in 

a  Conductor,  3 

Flowing  in  Flat  Coil,  Direction 

of  Magnetic  Force  pro- 
duced by,  43 

Generator,  Definition  of  Effi- 
ciency of,  461 

— —  Generator.  Measurement  of 
E.  M.  F.  of,  224, 231,  23(,  341 

—  Generator,  Work  doue  by  a,  2(;2 
Generators,  203.    (See  also  Cell 

and  Batteries.) 

Increase  of  Total,  by  Shunting, 

183 

—  Indication  of  Direction  of,  in 

Magnifying  Spring  Amme- 
ter and  Voltmeter,  389 

Measuring  Alternating,  198 

Measuring,  by  Rate  of  Produc- 
tion of  Heat,  197 

—  Measuring  Strength  of,  4, 8 
Measuring  with  Siemens'  Dy- 
namometer, 379 

Measuring   Besistauce    during 

Passage  of  Strong,  187 


Current  of  Water  in  Pipe  Compared 
with  Electric  Current,  80 

Properties  of,  3 

Proportional    to    Tangent    ol 

Angle  in  Tangent  Galva- 
nometers, 43 

Ratio  of,  to  Potential  Differ- 
ence Constant  for  Given 
Conductor.  130 

Resistance    Coils    Heated    by 

Strong,  192 

Reversiug,  without  Altering  its 

Value,  47 

Strength,  Why  Measured  Fun- 
damentally by  Chemical 
Property,  10 

Testing  Ammeters  for  Error  on 

Roversiog  the,  402 

that  Develops  Maximum  Use- 
ful Power,  448 

through  the  Galvanometer  of 

Wheatstone's  Bridge,  465 

Unit  of,  11 

Variation  of,  with  Variation  of 

Potential  Difference  at 
Batteiy  Terminals,  204 

Variation  of,  produced  in  Total, 

by  Shanting  Part  of  Cir- 
cuit,253 

What  is  Meant  by,  2 

Currents  in  Closed  Circuit,  Law  Con- 
necting, 464 

in  Network.  462 

in  Various  Circuits  in  Parallel, 

Condition  of  Independence 
of,  260 

Several,  Meeting  at  a  Point,  464 

Thomson's    Galvanometer    for 

Larpre,  53 

Curve,  Cooling  Correction  of  Ob- 
served Rise  of  Tempera- 
ture, 196 

Definition  of  Elastic,  34 

Finding  the  Maximum  for  an 

Expression  by  means  of,  244 

Interpolation   of    Results    by 

means  of,  34 

Law  connecting  Two  Sets  of 

Facts  determined  by  means 
of,  35 

Curves,  Drawing.on  Squared  Paper, 
31 

Drawing,  to  Correct  Results  of 

Experiments,  34 

on  Squared  Paper,  Meaning  of 

Apparent  Inaccuracies  in, 
33 

Value  of,  for  Graphically  B^ 

cording  Results  of  Experi- 
ments, 33 

Cylindrical  Condeoser*  Capacity  of. 
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T)AMPING,  291 

^^ Apparent  Increase  in  Ee- 

Bistance  of  a  Galvanometer 
due  to,  319 

Correction  for,  296 

Definition  of,  284 

Daniell's  Cell,  Description  of,  210 

Cell,  Chemical  Action  in,  214 

Cell,  Constancy  of  E.  M.  P.  in, 

216 

Cell,  E.  M.  F.  of,  211 

Cell,  E.  M.  P.  of  Standard,  411 

Cell,  Gravity,  212 

Cell,  Fleming's  Standard,  412 

Cell,  How  to    Prevent    Local 

Action  in.  217 

Cell,  Polarisation  in,  216 

Cell,  Resistance  of,  211 

Cell,  Standard,  411 

Deod-Beat,  Shielded,  Direct-Read- 
ing Galvanometers,  Ad- 
vantages of,  78 

Decrement,  Determination  of  Log- 
arithmic, when  Damping 
is  Verjr  Slight,  297 

Logarithmic,  296 

Definition  of  Alternating  Current, 
198 

^—  of  the  Ampere,  11 

of  Brush  Discharge,  869 

of  Capacity,  300 

of  Capacity  of  Condenser,  302 

of  Condenser,  301 

of  Conductivity,  155 

of  Contact  Potential  Difference, 

351 

of  the  Coulomh,  289 

of  Couple,  283 

of  Difference  of  Potentials,  80 

of  Damping,  284 

of  Dielectnc,  311 

of  Direction  of  Current,  14 

of  Efficiency  of  Current  Gene- 
rator, 451 

^—  of  Efficiency  of  Electric  Light, 
452 

of  Elastic  Curve,  34 

of  Electric  Density,  117 

of  Electromotive  Force,  202 

of  the  Farad,  307 

of  G^vanometer,  nof«,  21 

of  Galvanosoope,  not«,  21 

of  Glow  Discharge.  Wi^U,  369 

of  Hermetically  Seolinsr,  tu><«,  20 

of  Horizontal    Component    of 

Earth's  Magnetic  Force, 
nof«,  55 

— ^  of  Hypotenuse,  tiot«,  38 

—  of  Inductive  Action,  87 

of  the  Jouiis  ^1 


Definition  of  Lines  of  Force,  43 

of  Log^thmic  Decrement,  296 

of  Mf^netic  Axis  of  a  Needle, 

37 

of  Magnetic  Saturation.  388 

of  Moment  of  Couple,  noU,  283 

of  Moment  of  Inertia,  78 

of  North-seeking  End  of  Mag- 
net, 16 

of  the  Ohm,  140 

of  Parallax,  not«,  28 

of  Periodic  Time  of  Vibration, 

291 

of  Plane  of  Mi^Tietic  Meridian, 

•mAc^  45 

of  Potential  Difference,  80 

of  Power,  441 

of  Quantity  of  Electricity.  109 

of  Residual  Magnetism,  385 

of  Retardation,  331 

of  the  Saturation  of  Liquid,  411 

of  Short-Circuited,  217 

of  Sine,  not«,  38 

of  Solenoid,  not*,  387 

of  Specific  Inductive  Capacity, 

309 

of  Striking  Distance,  not«,  371 

of  Super-saturation,  not#,  411 

of  Tftntrent,  imU^  37 

of  the  Volt,  Legal,  141 

of  the  Volt,  Provisional,  89 

of  Uniform  Magnetic  Field,  36 

of  Water  Equivalent,  198 

of  the  Watt,  442 

Definitions  of  Conduction  and  In- 
duction, 97 

Deflecting  Field,  Magnetic,  73 

Deflection,  Angular,  of  Mirror,  C<m- 
nection  between,  and  Mo- 
tion of  Image  on  Plane 
Scale,  107 

Best,  to  use  with  Tangent  Gal- 
vanometer, 41 

with  Galvanometer  of  Wheat- 
stone's  Bridge,  Meaning  of, 
176 

—  Proportional  to  Current,  Con- 
struction of  Galvanometers 
with,  71 

Deflections  of  Tangent  Gal  vonometer 
Controlled  Only  by  Earth's 
Magnetism,  VaJnes  in  Am- 
peres of,  84 

Degree  andTangent  ScaleB,Acouracy 
of  Readings  Compared,  40 

Delicate  Galvanometers,  281.  {^t 
also  Galvanometer.) 

Galvanometers,  Importance  of 

being  WeU  Insulated,  28«l 

Density,  Distribution  of,  in  Clo<-ed 
Conductor  Altered  by  lu- 
■ertion  of  Metal  Sod.  119 
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Density  Electric,  Definition  of,  117 

Electric,  Great  at  Pointed  End 

of  a  Conical  Conductor,  118 

^—  Electric,  Greater  near  Edges  of 
Flat  Sheet  of  Metal,  118 

Electric,  Messnring,  by  means 

of  Proof  Plane,  117 

Electric,  Nonght  on  Inner  Sur- 
face of  Cu>eed  Conductor, 
118 

-^  Electric  Potential,  and  Quan- 
tity, Examples  showing 
Difference  between,  121 

Dependence  of  Rate  of  Loss  of 
Charge  on  Dielectric  Only, 
346 

Deprez,  B.  M.  P.  used  by,  in  Trans- 
mittinff  Power  Thirty- 
seven  Miles,  452 

Detector,  58 

Determination  of  Logarithmic  De- 
crement when  Damping  is 
▼ery  Slight,  2»7 

Diameter  of  Bobbin,  Variation  of 
Seoisibility  of  Galvanome- 
ter with,  48 

Dielectric,  Definition  of,  311 

Only,  Dependence  of  Bate  of 

Loss  of  Charge  on,  347 

Difference  between  Saturation  and 
Super-saturation,  note^  411 

—  in  Colour  between  Candle  and 

Arc  Light,  How  to  Over- 
come, in  Measuring  Arc 
Light,  457 

—  of  Potential,   Adjusting  Balls 

of  Electrical  Machine  to 
produce  Given  Maximum, 

of  Potential,  Alternating,  In- 
creases Practical  Resist- 
ance of  Voltmeters,  427 

^— of  Potential,  Alternating,  Mea- 
suring, 426 

of  Potential  at  Battery  Termi- 
nals, Variation  of,  with 
Change  of  Current,  204 

—  of  Potential     between      Two 

Conductors  not  Measuring 
Difference  in  their  Electric 
Charges,  85 

—  of  Potential      between     Two 

Plane  Conduct or8,Formula 
connecting,  with  Distance 
and  Attraction  between 
them,  87 

—  of  Potential     between     Two 

Points  in  a  Uniform  Wire 
Conveying    Current    Pro- 
poriional  to   Distance  be- 
tween them,  83 
-^  of  Potential,  Charges  on  Two 


Conductors  Vary  as.  while 
their  Relative  Positions  re- 
main Constant,  110 

Difference  of  Potential  Compared 
with  Difference  of  Level  in 
Liquids,  86 

of  Potential    Com^red    with 

Difference  of  Pressure  in 
Gases,  86 

of  Potential   Compared    with 

Difference  of  JPressure  of 
Water  Flowing  in  a  Pipe* 
81 

of  Potential,  Contact,  351 

of  Potential.  Definition  of,  80 

of  Potential  Galvanometer  Ab- 
solutely Calibrated,  127, 
406,415 

of  Potential       Galvanometer, 

Long  Fi)ie  Wire  Used  in, 
127 

of  Potential       Galvanometer, 

When  itmiay  be  Employed, 
127 

of  Potential,  Increasing  a.  In 

Known  Ratio,  354 

of  Potential,  Large,  351 

of  Potential,     Measuring,    by 

Weighing.  88 

of  Potential  Method  of  Com- 
paring Resistances,  140 

of  Potential,  Ratio  of,  to  Cur- 
rent, Constant  for  Given 
Conductor,  130 

of  Potential,  Ratio  of,  to  Cur- 
rent is  Resistance,  130 

of  Potential  Required  to  Main- 
tain Electric  Arc  between 
Two  Carbons,  note,  371 

^—  of  Potential  Required  to  Pro- 
duce Spark  between  Point 
and  Plate.  371 

of  Potential  Rennired  to  Pro- 
duce Spark  between  Two 
Metallic  Balls,  370 

of  Potential,  Static  and  Cur- 
rent Methods  of  Measur- 
ing. Compared.  125 

—  of  Potential,  Sub-dividint?  into 
Known  Fractions,  27B 

of  Potential,  Unit  of,  89, 141 

of  Potential,  Variation  of,  with 

Resistance  of  Given  Volt* 
meter  to  Produce  Given 
Deflection,  419 

Differences  between  Electric  Poten- 
tial and  Pressure  of  Water 
Flowing  in  a  Pipe,  83 

Differential  Galvanometer,  Best  Be* 
sistance  for.  436 

GalTanometdr,  Constmotion  of, 

140 
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Differential  OalTanometer,  LaUmer 
Clark'i.  150 

- — -  Galvanometer,  Mode  of  Ad- 
jostiiig,  150 

' Galvanometer,  Prinoii>le  of,  148 

Galvanometer,  Saperioritj   of 

Wheatstone's  Bridge  over, 
171 

Galvanometer,  Use  of  Shunts 

with,  183 

Dilate  Sulphuric  Acid,  Effect  of 
Electrolysis  of,  15 

Diminution  of  Resistance  of  In- 
sulators with  Increase  of 
Temperature,  271 

Direct  Comparison  with  Tangent 
Galvanometer,  Calibrating 
Galvanometer  bj,  58 

Reading  Galvanometers,  76 

Reading,  Shielded.  Dead-Beat 

Galvanometers,  Advant- 
ages of ,  78 

Dii'ection  of  Current,  Definition  of, 
14 

of  Current    in   Acid,   Copper, 

and  Zinc  Voltameters,  15 

of  Current      in      Magnifring 

Spring  Ammeters  and  Volt- 
meters, Indication  of,  389 

——  of  Current  round  Magnet, 
Connection  between,  and 
Poles  produced,  17 

of  Flow  of  Electric  Current, 

What  is  Meant  by,  2 

— —  of  Magnetic  Force  produced 
by  Current  in  Flat  Coil, 
43 

Disadvantage  of  Magnifying  Spring 
Ammeter  and  Voltmeter, 
391 

Disadvantages  of  Cardew*s  Volt- 
meter,  385 

— -  of  Cunynghame's  Ammeter  and 
Voltmeter,  427 

—  of  Electro  •  Magnetic     Control 

Meter8.^5 

— -  of  Gravity  Control  Meters, 
392 

~—  of  Permanent  Ma^^et  Meters, 
376 

of  Siemens'  Electro-dynamome- 
ter, 381 

—  of  Thomson's   Large   Current 

Galvanometer,  54 
Discharge,  Brush,  369 

Glow,  iwte,  369 

Multiplying   Power  of   Shunt 

used  iu  Measiuing,  349 
Dispcrgion  Photometer,  454 
Distance  Spark  can  be  sent  between 

Balls  of  Influence  Machine, 

371 


Distinction  between  Conduction 
and  Induction,  97 

between      Galvanometer    and 

Galvanoscope,  note^  21 

Distribution  of  Magnetism  in  Per> 
manent  Magnet,  Measur- 
ing, 24 

of  Power  in  a  Circuit,  445 

Disturbance,  Magnetic,  Shieldiog 
Galvanometers  from  Ex- 
traneous, 73 

Drawing  Curves  on  Squared  Paper, 
31 

Curves  to  Correct  Results  of 

Experiments,  34 

Dry  Pile,  372 

Duplex  Telegraphy,  Resistance 
Boxes  used  in,  186 

Dynamometer,  Measuring  Currents 
with  Siemens'  Electro-,  379 

Siemens'  Electro-,  377.  (Se«  also 

Siemens'  Electro-I>ynamo- 
meter.) 

E 

T^ARTH,  Potential  of,  Arbitrarilj 

-^    taken  as  Nought,  84 

Earth's  Magnetic  Force,  Definition 
of  the  Horizontal  Compo- 
nent of,  not€,  55 

Ebonite  Electrophorus  for  giving 
Negative  Charges.  359 

^—  Electrophorus  for  giving  Posi- 
tive Charges,  357 

Pillar^  Corrugating  Sides  of, 

—  Pillars,  Common  Fault  in  Con- 
structing, 272 

Resistance  oi,  271 

Specific  Inductive  Capacity  of, 

310 

Edelmann's  Electrometer,  Sug- 
gested Improvements  in, 
134      ' 

^—  Modification  of  Thomson's 
Quadrant  Electrometer,  130 

Effect  of  Electrolysis  of  Dilute  Sul- 
phuric Acid,  15 

Efficiency  Increases  with  Power  in 
Electric  Lamps,  458 

of  Arc  Light,  Measuring,  455 

of  Current  Generator,  Defini- 
tion of,  451 

of  Electric  Light,  Measuring, 

45i 

of  Incandescent  Lamps,  458 

Elastic  Curve,  Definition  of,  34 

Electric  and  Heat  Conductivities, 
Comparison  of,  158 

Apparatus,  Static,  should  be  En- 
closed in  Metallic  Case,  106 
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Electric  Arc,  Description  of,  188, 454 

Axe,    Measuring   maminatiDg 

Power  of,  in  any  Plane,  457 

—  Ar3,  Potential  Difference  Ee- 

quired  to  maintain,  be- 
tween Two  Carbons,  fiote, 
371 

Charge,  109.    (Sw  Charge.) 

Circuit,  Work  done  in.  199 

—  Conductivity  Diminishes  more 

Kapidly  than  Heat  Con- 
ductivity, 159 

Current.    (S««j  Current.) 

Density.    ISm  Density.) 

Energy.     (See  Energy.) 

Lamps,  Description  of  Arc  and 

lucandescent,  454 

Lamps,  Efficiency  of.  Increasing 

with  Power,  458 

Light,  Measuring  Efficiency  of, 

452 

Potential.    (See  Potential.) 

Quaotity.    (See  Quantity.) 

Sparks.    (See  Sparks.) 

Electrical  Machines,  FrictionaL  (See 

Machines.) 
Machines,  Influence.    (See  Ma- 
chines.) 

—  Units,    Ohm    only    one    yet 

Legalised,  140 

Electricity  at  Best  Besides  only  on 
Surface  of  Conductor,  119 

—•Comparing  Quantities  of,  Oal- 
▼anometrically,  299 

Comparing  Quantities  of,  Stati- 
cally, 111 

Condensers  not  Stores  of,  but 

of  Electric  Energy,  822 

—  Measuring  Quantity  of.  Abso- 

lutely, 289 

Positive  ani  Negative,  85 

Poteutial  of  Conductor  Depends 

partly  on  Amount  of,  119 

Quantity  of,  Defioed,  109 

Unit  of  Quantity  of,  289 

Quantity  of,  produced  by  Bub- 

bing  Two  Bodies  together, 

115 
Electrification,  Amoimt  of  a  Body's, 

109 
Exterior,     No    Force    inside 

Closed  Hollow  Conductor 

due  to,  99 
Object  of  Bubbing  Two  Bodies 

together  to  produce,  115 
Electro  •  Dynamometer,     Biemens', 

377.      (^'ee    also    Siemens' 

Electro-Dynamometer. ) 
Electrode,  Definition  of,  note,  131 
Electrolysis,  Effect  of.    of   Dilute 

Sulphnric  Acid,  15 
Electro-Magnet,  Description  of,  6 

G  a 


Electro-Magnet,  Strength  of,  when 
Core  is  Slightly  Mag- 
netised, 3S2 

Magoet,  Saturation  of,  388 

Magnetic  Control  Meters,  892 

Mflgaetic  Control  Meters,  Ad- 
vantages of,  39  i 

Magnetic      CJontrol      Meters, 

Crompton  and  Kapp's,  392 

Magnetic  Control  Meters,  Dis- 
advantages of,  891 

Magnetic      Control      Meters, 

Paterson  and  Cooper's,  393 

Electrometer,  Edelmann's  Modifi- 
cation of  Thomson's,  130 

Suggested    Improvements    m 

Edelmann's,  134 

Use  of,  for  proving  Ohm's  Law, 

134 

Bough,  94 

Thomson's  Absolute,  Portable, 

and  Quadrant,  93 

Weight,  Lecture-room  Model 

of,  88 

Guard  Bing  for  Weight,  89 

Weight,  Increasing  Sensibility 

of,  by  using  Auxiliary  High 
Potential,  91 

Electromotive  Foroe,  Definition  of, 
201 

Force,      Constancy     of,      in 

Daniell's  Cell,  216 

——Foroe,  Measuring  Besistanoe 
Containing.  4B9 

Force  of  .Cell  Independent  of 

its  Size  and  Shape,  211.  236 

Force  of  Bunsen's  Cell,  220 

Force  of  Daniell's  Cell,  211 

Force  of  Grove's  Cell,  218 

Force  of  Leclanchd  Cell.  222 

Force  of  Latimer  Clark's  CelL 

411 

Force  of  Latimer  Clark's  Cell, 

Variation  of,  with  Tempera. 
ture,411 

Force   of   Standard  Daniell's 

Cell,  412 

Force  of  Cells  in  Parallel,  241 

Foroe  of  Cells  in  Series,  241 

Force  of  Cells  partly  in  Series 

and  partly  in  Parallel, 
241 

Force  Used  by  Deprex  in  Trans- 
mitting Power  37  Miles, 
462 

—  Forces  of  Batteries,  Compari- 
son of,  by  observing  Besist. 
ance  through  which  they 
send  Equal  Currents,  231 

— —  Force  of  Batteries,  Comparisou 
of,  by  observing  their  Joint 
and  Opposed  Currents,  282 


Digitized  by  VjOOQ IC 


498 


PRACTICAL   RLKCTRICITY. 


Eleotromothre  Force  of  Current 
C^nerators,  Condenser 
Method  of  Comparing,  341 

Force,  Measuring,  224 

Electro^oric  Action,  Compound 
Interest  Law  of,  361—372 

Electrophoms,  Action  of,  360 

Bertsch's  Rotatory,  361 

Description  of,  356 

—  Ebonite,     giving     KegatiTe 

Charges,  359 

—  Ebonite,     giving      Positive 

Charges,  357 

Electroscope,  Calibrating  Gold-Leaf, 
354 

^—  Condensii^r,  352 

-^  Qold-Lcaf,  Improved  Form  of, 
94 

— —  Indicates  Potential  Difference, 
95 

-—Varnishing  Shade  of  Ordinary 
Gold  Leaf,  97 

Electroscopes,  Objections  to  Ordi- 
nary Gold-Leaf,  96 

Element,  Simple  Voltaic,  209 

E.M.F.,  Meaning  of,  204.  (See  also 
Electromotive  Force. ) 

Enclosure  of  Static  Electric  Appa- 
ratus in  Metallic  Case 
Necessary,  108 

Energy,  Condensers  Stores  of  Elec- 
tric, 322 

•—  Produced  by  Frictional  Elec- 
trical Machine,  352 

— —  Waste  of,  in  Voltmeters  with 
High  External  Resistiuice, 
422 

Equivalent  of  Heat,  Mechanical,  201 

Error  in  Ammeters  on  Reversing 
the  Current,  Testing  for,  402 

in  Ammeters  Produced  by  Ex- 
ternal Magnetic  Disturb- 
ance. Testing  for,  403 

— ._  in  Ammeters  Produced  by  Re- 
sidual M^:neti8m,  Testing 
for,  400 

in  Ammeters  Prodnced  by  Time, 

Testing  for,  407 

Testing  Voltmeters  for  Heat- 
ing, 415 

Errors  in  Voltmeters,  Different 
Kinds  of,  407 

in  Wattmeters,  415 

Examples  :  i,  12;  ii.— vii.,  13 ;  viii., 
14;  IX.,  X..  52;  XI.,  53;  xii. 
xiii.,55;  xiv.,56;  xv.,  xvi, 
57;  xvii.,  89;  xviii.,  xix., 
90:  XX,,  91;  xxi.— xxiv., 
142;  XXV.,  143;  xxvi.— 
xxviii.,  155;  xxix.,  166; 
XXX.— xxxiii.,  158;  xxxiv., 
162;    XXXV.— xxxvii.,    163; 


xxxTiil.— xl.,  MO:  xM.— 
xliii.,  201 ;  xliv.,  202 ;  xlv., 
20d;  xlvi.— xlix.,  207;  1., 
li.,  227;  lii..  liii..  228;  Uv., 
232;  Iv.— lTii.,233;  Iviu.— 
Ix..  242:  Ixi.,  243;  Ixii., 
247;  Ixiii.,  Ixiv.,  248 ;  Ixr., 
/249;  IxTu,  250;  Ixvii.— 
box.,  252;  Ixx..  Ixxi.,  255; 
Ixxii,  Ixxiii.,  256;  IxxiY., 
259;  Ixxv.,  260;  IxxvL, 
262;  Ixxvii,  263;  Ixxviii., 
264;  Ixxix.,  Ixxx.,  265; 
Ixxxi. ,  283 ;  Ixxxii.  -Ixxxiy., 
281;  Ixxx  v.,  294;  Ixxxvi., 
Ixzxvii.,  295 ;  Ixxxviii.,  297 ; 
Ixxxix.— xci.,  298 ;  xcii., 
311 ;  xciii.— xcv.,  312 ;  xcvi., 
xcvii.,  313 ;  xcviii.,  xcix., 
323  ;  o.,  325 ;  ci.,  3:^6 ;  ciL, 
341;  cui,  350;  dv.,  437j 
cv..  cvi.,  438;  evil,,  439; 
cviii.,  cix.,  44) ;  ex.,  cxi«, 
443;  cxii.,cxiii.,44(;  cxiv., 
446  'j  ex  v.,  cxvi.,  447  ;  ex  vii., 
cxviii.,  459;  cxix.,  460; 
cxx.,  471 ;  cxxi.,  473;  oxxii., 
474;  cxxiii.,  475 

Examples  showing  Difference  be- 
tween Electric  Potential, 
Density,  and  Quantity,  121 

Explanation  of  Electno  Sparking, 
vote,  358 

External  Resistance,  Variation  of, 
with  Current  and  Poten- 
tial Difference  at  Battery 
Terminals,  204 

Equality  of  Charges  on  Two  Bodies 
obtained  by  Rnbbing  them 
together,  115 


'PARADAY'S  Experiment  onForoe 
■*•  in  Closed  Conductor  due  to 

Exterior  Electrification,  99 
Farad,  Definition  of  the,  307 
Fault,  Common,    in   Constructing . 

Ebonite  PUlars,  272 
Fibre  and  Pivot  Suspensions,  60 

Suspension  usea  in  Thomson's 

Marine  Galvanometer,  60 
Field,  Uniform  Magnetic.  36 
Finding  Angles  from  their  Tangents 
by  means  of  Squared  Paper, 
56 

Tangents   from   their  Angles 

with  Squared  Paper,  57 
the  Maximum  for  an  Expres- 
sion by  means  of  Curve.  241 
Fixed  E.  M.  F.  and  Resistance,  Cur- 
rent Developing  Maximam 
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Usefnl  Power  with  Gene- 
rator with,  448 

Fixed  Besistance,  Arrangement  of 
Cells  (riving  Maximum 
Useful  Power  to  Conduc- 
tor with,  450 

Plat  Coil,  Direction  of  Magnetic 
Force  produced  by  Cur- 
rent flowing  in,  43 

Fleming's  Standard  Daniell's  Cell, 
412 

Flint  Glass,  Besistanoe  of,  271 

Specidc  Inductive  Capacity  of, 

310 

Flow,  What  is  meant  by  Direction 
of,  of  Electric  Current,  2 

of  Electric  Current  compared 

with  that  of  Water,  3,  80 

Focal  Length  of  Lens,  Defimtion  of, 
456 

Force,  Attractive,  between  Two 
Plane  Conductors,  For- 
mula Connecting,  with 
Potential  Difference  and 
Distance  between  them,  87 

Definition  of  Lines  of,  43 

Definition  of  Horizontal  Com- 

ponent  of  Earth's  Mag- 
netic, note,  55 

Direction  of  Magnetic,  pro- 
duced by  Cuireut  flowing 
inFlatCoU,43 

^—Electromotive.  (Sm  Electro- 
motive Force. ) 

None    Inside   Closed    Hollow 

Conductor  due  to  Exterior 
Electrification,  99 

Foster's,  Prof.  G.  C,  Simplification 
of  Sine  Galvauonieter,  61 

Frictional  Electrical  Machines,  352 

Electrical  Machines,  Con- 
densers for  use  with,  313 

Fulfilment  of  Conditions  for  'J'an- 
gent  Law  in  Tangent  Gal- 
vanometer, 43 


(GALVANIC  Cells,  209.    (Sf«also 
^    Cells.) 

Jalvanometer,  Definition  of,  21 
•—  Compared  with  Galvauoscopo, 
note,  21 

—  Constant  of,  278 
Absolute,  57 

Astatic,  Advantage  of  Putting 

Mirror  Outside  Coils,  281 

Astatic,  Definition  of,  282 

Astatic,  Thomson's,  283 

—  Astatic,  Modified  Thomson's, 

284 

—  Astatic,  Mather's,  289 


Galvanometer,  Astatic,  Mudford't, 
105 

Astatic,  Damping  of  Vibra- 
tions of  Needle  of,  284,  300 

Ballistic,  292 

Ballistic,  Siemens'  and  Halsko's 

GhUvanometer  Used  as,  292 

Dead-Beat.  78 

Delicate,  281 

Delicate,  Importance  of  being 

Well  Insulated,  286 

Delicate,  Necessity  for  Many 

Convolutions  of  Wire,  281 

Differentia),  Principle  of,  148 

Differential  Construction  of,  149 

——  Differential,LatimerClark's,150 

Differential,   Best   Besistanoe 

for,  436 

Differential,  Inferiority  of.  to 

Wheatstone's  Bridge,  171 

Differential,  Mode  of  Adjust- 
ing, 150 

Differential,    Use    of    Shouts 

with,  183 

DireotReading,  76 

Direct-Beading,  Adjustment  to 

make,  75,  78,  385,389 

Large  Current.  Advantage  of 

Low  Resistance  for,  136 

Large  Current,  Deprez's,  69 

Large   Current,    Electro-Mag- 

netio  Control,  392 

Large  Current,Qravity  Control, 

391 

Large     Current,     Magnifying 

Spring,  386 

Large  Current, Permanent  Mag- 
net Proportional,  75 

Large  Current,  Thomson's  Per- 
manent Magnet,  53 

Large  Current,  Spring  Con- 
trol, 377 

Marine,  103 

Marine,  Fibre  Suspension  for, 

1U3 

Marine,  Shielding,  from  Mag. 

netic  Distur^uce,  103 

Portable,    with     Approximate 

Absolute  Calibration,  69,  71 

Potential  Difference,  126 

Potential  Difference.  Electro- 
Magnetic  Control,  392 

Potential   Difference,    Gravity 

Control,  391 

Potential  Difference,  Magnify- 
ing Snring,  386 

Potential  Difference.Permanent 

Magnet  Proi>ortional.  75 

Potential     Difference,    Spring 

Control.  382 

— ^  Potential  Difference,  Long  Fine 
Wire  used  in,  l'J7 
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QalTanoineter,  Potential  Difference, 
when  it  may  be  Employed, 
127 

Potential  Difference,  Testing, 

407 

—  Proportional,  71 

— —  Proportional,  with  Permanent 

Magnet  Control,  73 
— -  Proportional,    with     Uniform 

Controlling  Field,  72 
Quantity,      Mather's      Simple 

Form  of,  299 

Reflecting,  103,  281,  293,  299 

Reflecting,  Deflection  Propor- 
tional to  Current  with,  106 
-—  Reflecting,  Mode  of  Using  Lens 

with,  105 

Reflecting,  Lamps  for,  106 

Reflecting,  Mirror  for,  105 

Reflecting,  Mather's  Form  of, 

299 
Reflecting,  Mndford's  Form  of, 

284 

Reflecting,  Spirit  Level  for,  285 

Sine,  62 

Sine,    Foster's    Simplification 

of,  61 

Shielded,  S7,  73, 103,  390 

Tangent,  38 

Tangent,  Simple  Form  of,  27 

Tangent,Adja8tment  of  Coil  of, 

46 
Tangent,   Best    Deflection  to 

Use  with,  41 
Tangent,    Conditions    that    a 

Oalvanometer  may  be,  36 

—  Tangent,   Conditions   of   Tan- 

gent Law  Fulfilled  in,  43 

Tangent,  Controlled  Only  by 

Earth's  Magnetism,  Values 
in  Amperes  of  Deflections 
of,  55 
— -  Tangent,  Proportions  of  Chan- 
nel in  Bobbin  of,  when 
Tangent  Law  is  Most  Ac- 
curately  Fulfilled,  51 

Tangent,  Scale  for,  38 

Tangent,  Sensibility  of.  Alter- 

ing,  by  Removing  Needle 
from  Phine  of  Coil,  52 
——Tangent,  Sensibility  of,  Al- 
t<«red  by  Varying  Number 
of  WindJnss  or  Diameter 
of  Bobbin,  48 
i— >  Calibrating,  Relatively  or  Abso- 
lutely, 22,  27.  395-400 

—  Calibrating,     by     Comparison 

with     Tangent     Galvano- 
meter, 58 

Calibrating,  by  Sine  Method,  64 

Calibrating,  by  Sine  Method  in 

Higher  Parts  of  Scale,  65 


Galvanometer,  Calibrating,  by  Sine 
Method  with  Constant 
Current,  67 

Calibrating,   by  using   Known 

Resistances  and  Cell  of 
Constant  E.  M.  P.,  238 

Calibrating,  by  using  Known 

Resistances  and  Constant 
Potential  Difference,  164 

Calibration  of.   Unaffected  by 

Change  in  Strength  of 
Poles  of  Single  Needle,  23 

Sensibility  of.    Increasing,  by 

Diminishing  Diameter  of 
Wire  used  m  Winding.  22 

Sensibility  of.  Modes  of  Vary- 
ing. 229 

Sensibility  of,  Variation  of,  with 

Length  of  Wire  Use4  in 
Winding,  418 

Sensibility  of , Variation  of,  with 

Resistance,  416 

Sensibility    of.     Shunting    to 

Diminish,  229 

Sensibility  of  Tangent,  Varia- 
tion of,  48 

for  Wheatstone's  Bridge,  Best 

Arrangement  of,  and  Bat- 
tery. 171,  467 

for  Wheatstone^s  Bridge,  Beat 

Gauge  of  Wire  for,  172. 466 

for  Wheatstone's  Bridge,  Cur- 
rent through,  465 

for  Wheatstone  s  bridge,  Mean- 
ing of  Deflection  of,  176 

Apparent  Increase  of  Resist- 
ance of,  Due  to  Damping, 
3t9 

Best  Resistance  to  give  to,  435 

Coils,  Rate  of  Production  of 

Heat  in.  419 

Method  of  Measuring   Resi-st- 

aiice  by  Loss  of  Charge,  348 

Shielding,     from     Extraneous 

Magnetic  Disttu-banoe,  57, 
73,  103,  390 

in  Simple  Circuit,  Best  Resist- 
ance for,  435 

and  Shunt,  Combined  Resist- 
ance of,  178 

Soft  Iron  Core  Used  in,  78 

Use  of  Mirror  with,  to  Avoid 

Parallax,  28 

and  Voltameter,  Relative  Ad- 
vantages of,  20 

Galvanometer.  ( See  also  Ammeter, 
Electro  •  Dynamometer, 
Voltmeter.) 

Galvauoscope,  Definition  of,  note,  21 

Description  of,  6 

Gas-Bumer,  Albo-Carbon,  for  Gal- 
vanometers, tiote,  106 
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QaS'Bamer,  Begenerative,  for  Qal> 

Tanoioeters,  106 
Qenerated  in  Voltameter  lode- 

gtndent of  Shape,  Sice,  aod 
istanoe  of  Plates,  10 
Bate    of   Production    in   Sul- 

Shuric  Acid  Voltameter  by 
>ne  Ampere,  12 

Gases,  Difference  of  Pressure  Com- 
pared with  DilTereuce  of 
Potential,  86, 121 

Specific  Inductive  Capacity  of, 

^10 

Gearing,  Ammeters  and  Voltmeters 
with  Magnifying,  386 

Generation  of  Heat  by  Electric  Cur- 
rent, 192 

Generator,  Current,  Definition  of 
Efficiency  of,  451 

Current,      Measurement      of 

E.  M.  F.  of,  ^4, 231, 23i,  341 

Current,  Measurement  of  Be- 

sistance  of,  205,  225.  342 

Current,    Power    Wasted    in 

Heating.  445 

Current,  Work  done  by,  202 

Current,  with  Fixed  B.  M.  F. 

and  Besistanoe,  Current 
Developing  Maximum  Use- 
ful Power  with,  448 

Generators,  Current,  Forms  of,  208. 
(See  also  Cell,  Batteries.) 

German  silver,  Change  of  Resist- 
nnce  of,  with  Temperature, 
160 

Silver,  Be^istance  of,  for  Given 

Length  and  Diameter,  and 
for  Given  Length  ami 
Weight,  157 

Silver,  Besistance  of,  per  Cubic 

Centimetre  and  per  Cubic 
Inch,  154 

Silver,  Whv  Besistance  Coils 

are  made  of,  160 

Gliws,  Flint,  Besistance  of,  271 

Glow  Disohiurge.  note,  369 

Gold,  Change  of  Besistance  of,  with 
Temperature,  160 

Electric  and  Heat  Conductivi- 
ties of,  Compared,  159 

Besistance  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

Besistanoe  of.  per  Cubic  Centi- 
metre and  per  Cubic  Inch, 
154 

Leaf  Electroscope,  94 

Leaf  Electroscope,  Calibrating, 

354 

Leaf  Electroscope,  Objections 

to  Ordinary,  96 


Gold-Leaf  Electroscope,  Varnishing 
Shade  of  Ordinary,  97 

Graduation  of  Ammeters,  Test  for 
Accuracy  of,  395 

of  Cunyngbame's  Ammeter  and 

Voltmeter,  385 

of  Voltmeters.  Testing  for  Ac- 
curacy of,  408.  {See  also 
Calibrating.) 

Graphically  Becording  Besults  of 
Experiments,  30 

Becording  Besults,  Value  of,  33 

Gravity  Control  Meters,  391 

DanieU's  Cell,  212 

Grove's  Cell,  218 

Cell,  Chemical  Action  in,  219 

OeU,  E.  M.  F.  of.  218 

Cell,  Besistance  of,  218 

Guard  Ring,  89 

Tube,  375 

Guttapercha,  Besistance  of,  271 

Specilic  Inductive  Opacity  of, 

310 

H 

TTEAT,  Amount  of,   per   Minute 

■'-^  Produced   bv   Given  Cur- 

rent flowing  through  Given 
Besistance,  199 

Amount    of.     Produced     per 

Second  in  Coil  by  Constant 
Current.  Constancy  of,  197 

and    Electric    Conductivities, 

Comparison  of,  158 

Conductivity  Diminishes  more 

Rapidly  than  Electric,  159 

Evolution  of,  in  Conductor,  by 

Electric  Current,  3 

Generated  by  Electric  Cur- 
rent, Amount  of,  192 

Measuring  Current  by  Bate  of 

Production  of,  197 

Mechanical  Equivalent  of,  201 

Badiat  ion.     Conduction,     and 

CoQvection  of,  7u>te,  195 

Bate  of  Production  of,  in  Gal- 
vanometer Coils,  419 

Heating  Error  in  Voltmeters  Di- 
minished  by  Use  of  Outside 
Besistance,  421 

Error,  None  in  Cardew's  Volt- 
meter. 426 

Error,  Testing  Voltmeters  for, 

415-422 

Current      Generator,     Power 

Wasted  in,  415 

Property  of  Current,  Practical 

Uses  of,  4 

Hermetically  Sealing,  Definition  of, 
not§,  20 

High  Betistanoes,  Measuring^  S77 
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Higher  Parts  of  Scale,  Calibration 
of,  by  Sine  Method,  65 

Potential,  Definition  of,  85 

Hoflfmann'B  Voltameter,  15 

Holtz's  Influence  Electrical  Ma- 
chine, 367 

Hooper's  Vulcanised  Indiarubber, 
Besistance  of,  271 

Horizontal  Component  of  Earth's 
Magnetic  Force,  Defini- 
tion of,  note,  55 

Horse-Power,  201, 443 

Hydrogen,  l^>ecific  Inductive  Ca- 
paci^  of,  310 

Hyx>otenu8e,  Definition  of,  note,  37 


TLLITMINATING  Power  of  Arc 

-■-  L&mp »,  Measuring,  454 

Power  o^  Arc  Lamps  in  any 

Plane,  Measuring,  457 

Power  of  Incandescent  Lamps, 

Measuring.  452 

Image,  Connection  between  Motion 
of,  on  Plane  Scale  and 
Angular  Deflectiou  of  Mir- 
ror, 107 

Incandescent  Lamp,  Description  of, 
45i 

•^—  Lamp,  Measuring  Efficiency  of, 
452 

Lamp,  Measuring  Tllnminating 

Power  of,  452 

——Lamp,  Efficiency  and  Life  of,  458 

Indiarubber,  Besistance  of  Hooper's 
Vulcanised,  271 

Specific  Inductive  Caiwcity  of, 

310 

Indication  of  Direction  of  Current 
in  Magnifying  Spring  Am- 
meters and  Voltmeters,  389 

Indaction,  Definition  of,  97 

and  Conduction  Compared,  97 

Self,  174,  427 

Inductive  Action,  87 

Action  between  Conductors  of 

Different  Potentials,  87 

Capacity,  Specific,  309 

Inefficiency  of  fSrictional  Electrical 
Machines,  352 

Inertia,  Definition  of  Moment  of, 
not«,  78 

Infinity  Plug,  151 

Influence  Machine,  Adjusting  Balls 
of,  to  Produce  Given  Maxi- 
mum Potential  Diflerence, 
372 

— —  Machine,  Attaching  Leyden 
Jars  to  Collectors  of,  370 

— —  Machine,  Compound  Interest 
Law  of,  364  366 


Influence  Machine,  Condensers  for 
Use  with,  313 

Machine,  Distance  Spark  can  be 

sent  between  Balls  of,  370 

Machine,  Work  done  by,  371 

Machme,  Bertsch,  361 

Machine,   Accumulating,   361 ; 

Uoltz's,  367;  Nicholson's, 
'366;  Thomson's,  364 ;  Var- 
ley's,  367;  Voss.  367; 
Wimshurst,  367 

In  Parallel,  Wires  Joined,  Defini- 
tion of,  136 

In  Series,  Wires  Joined,  Definition 
of,  140 

Instructions  for  Experiments,  Spe- 
cimens of,  476 

Instruments,  Commercial,  for  Mea- 
suring Current,  79,  376 

Insulating  Stand,  Coostruction  of, 
268 

StexDs.  Coating,  with  Paraffin 

Wax  or  SheU-lao  Varnish, 
267 

Varnish,  How  to  Make,  note^ 

268 

Insulation,  Importance  of  Good, 
and  Mode  of  obtaining,  in 
Delicate  Galvanometers, 
286 

Insulator,  Definition  of,  9 

Insulators,  Diminution  of  Resist- 
ance of,  with  Increase  of 
Temperature,  271 

Obtainable  for  Electricity,  not 

for  Heat,  159 

Table  of  Besistances  of,  271 

Telegraph,  274 

Testing,  during   Manufacture, 

275 

International  Electrical  Congress, 
Unit  of  Besistance  Adopted 
by,  140. 141 

Interpolation  of  Besults  by  Means 
of  Curve,  34 

Invariable  Absolute  Calibration, 
Galvanometers  with,  57 

Iron  Box,  Partial  Magnetic  Screen, 
101 

Change  of  Besistance  of,  with 

Temperature,  160  ' 

Electric  and  Heat  CondnctiTi- 

ties  of.  Compared,  159 

Besistance,  of  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

Besistance  of,  per  Cubic  Centi- 
metre, ana  per  Cubic  Inch, 
154 

-^  Cores,  Use  of,  in  Galvauom^ 
ters,73 
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Iron  Magnetised  by  Electric  Cur- 
rent, 3 
Besistanoe  Coils,  162 


TAB,  Leyden,  314.    (See  also  Ley- 
"  den  Jar.) 

Used  for  Daniell's  Cell,  210 

Joints,  Lap  and  Butt,  70 
Joule.  Definition  of  the,  461 
Joule  8  Mechanical  Equivalent  of 
Heat,  aoi 

K 

TTEMPE'S  Constant  Total  Current 

-^  Shunts,  257 

Key,  Bridge,  174 

Charge  and  Discharge,  320 

Charge  and  Discharge,  Simple 

Form  of,  343 

— —  Charge  and  Discharge,  Various 
Modes  of  Connecting,  with 
Condenser,  Battery,  and 
Galvanometer,  320  -322 

——  Malce  and  Break,  Simple  Form 
of,  19 

Flag,  Description  of,  139 

KircbholTs  First  Law,  46i 

Second  Law,  464 


T^^LANDE  Chaperon  Cell,  210 

"^  Lamps,  Description  of  Arc  and 
Incandescent,  454.  (See 
also  Arc,  Incandescent.) 

Lamps  Used  with  Beflecting  Qalva- 
nometer,  105 

Lap  Joint,  79 

Large  Potential  Differ^ices,  Pro- 
duction of  361 

Latimer  Clark's  Cell,  410 

Clark's     Cell,     Constancy    of 

E.M.F.or.411 

Clark's  Cell.  E.  M.  F.  of,  411 

Clark's  Cell,  Temperature  Va- 
riation of  E.  M.  F.  of.  411 

Clark's  DiiTerential  Galvanome- 

ter,150 

Law  connecting  Two  Sets  of  Facts 
Determined  by  means  of 
Curve,  35 

of  Differential   Galvanometer, 

149.183 

Experimental  Proof  of  Ohm's, 

130 

Kirchhoff*s  First.  464 

Kirchhoff's  Second,  464 

Ohm's,  130 

Tangent,  Fulfilment  of  Condi- 


tions for,  in  Tangent  Gal- 
vanometer, 43 

Law,  Tangent,  When  True,  41 

Sine,  When  True,  61 

of  Wheatstone's  Bridge,  167 

Laws  of  Surface  Leakage  and  Leak- 
age through  the  Moss,  270 

Xead,  Change  of  Besistance  of,  with 
Temperature.  160 

Electric  and  Heat  Conducti- 
vities of.  Compared.  159 

Besistance  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

Besistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
154 

Leakage,  Dependence  of  Bate  of 
Loss  of  Charge  from,  on 
Dielectric  Only,  346 

Surface,  266 

Surface,  Ijaw  of,  270 

through  the  Moss,  266 

through  the  Moss,  Law  of,  270 

Leclanch^  Cell,  220 

Cell,  Chemical  Action  of,  221 

Cell,  E.  M.  F.  of,  222 

Legal  Ohms  and  B.  A.  Units,  Equa- 
tion Conuoctiut?,  1 12 

Unit  of  Besistance,  140 

Length,  Variation  of  Besistance 
with,  143 

Lens,  Definition  of  Focal  Length 
of,  456 

Mode  of  Using,  with  Beflecting 

GkUvanometer,  104,  105 

Levels,  Spirit,  for  Beflecting  Gal- 
vanometer, 285 

Leyden  Jar,  Attaching,  to  Collecting 
Combs  of  Electrical  Ma- 
chines, 370 

Jar,  Construction  of,  314 

Jars,  Battery  of,  317 

Life  of  Incandescent  Lamps,  458 

Light,  Measuring  Efficiency  of  Elec- 
tric, 452 

Measuring  Illuminating  Power 

of  Electric,  452 

Lines  of  Force,  De^ition  of,  43 

Liquid  and  Wire  Besistances,  Com- 
parison of  Use  of.  194 

Decomposed  by  Electric  Ctu> 

rent,  3 

Saturation  of,  noU,  411 

Super-saturation  of,  not*,  411 

Liquids,  Difference  of  Level  in.  Com- 
pared with  Difference  of 
Potential,  86 

Local  Action  in  CeU,  217 

Action  iu  Daaiell's  Cell,  How 

to  Prevent,  217 
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Lockwood  Cell,  213 

Loijarithmic  Decrement,  296 

Decremeut,  Determination  of, 

when    Damping    is    Very 

Slight.  297 
Lord  Bayleigh.  Silver  VolUmeter 

used  by,  11 

M 

"MACHINES,  Electrical,  Adjust- 
•"•■•  ing  Balls  to  Produce  Given 

Potential  Difference,  372 
Electrical,  Attaching    Leyden 

Jurs  to  Collectors  of.  370 
•^  Electrical,  Condensers  for  Use 

with,  313 
Electrical,  Frictional,  352 

—  Influence,  Bertsch's,  361 

—  Inflnence,  Accumulating,  361 ; 

Holtz,  367;  NichoUon's, 
366 ;  Thomson'!*,  364 ;  Yar- 
ley's,  367;  Voss,  367; 
wimshnrst,  367 

—  Influence,  Accumulating,  Con- 

densers for  Use  with,  313 

•^  Influence,  Accumulating,  Com- 
pound Interest  Law  of, 
.S64,366 

Influence,     Accumulating, 

Work  done  by,  371 

Magnet,  Coanection  between  Poles 
of,  and  Di lection  of  Cur- 
rent round,  17 

Definition     of    North-Seeking 

End  of,  note,  16 

Deflected  by  Current,  3 . 

Electro.  (See  Electro  Mognet ) 

Motion  of,  Produced  by  Uni- 
form Magnetic  Field,  390 

—  Permanent,    Measarement    of 

Distribution  of  Magnetism 
in,  24 

Permanent,  Proportional  Oal- 

vanometer  Controlled  by, 
73 

Magnets,  Position  of  Poles  in,  23 

Magnetic  Axis  of  Needle,  Definition 
of,  37 

Disturbance,  Shielding  Galva- 
nometers from  Bxtomeous, 
57,  73, 103.  390 

— -  Effoct  of  Bobbin,  Variation  of, 
with  Current  and  Resist- 
ance, 418 

—  Field,  Motion  of  Magnet  pro- 

duced by  Uniforu),  390 
— -  Force,  Definition  of  Horizontal 

Component     of     Earth's, 

nofe,  55 
'~—  Force,  Direction  of,  produced 

by  Current  in  Flat  Coil,  43 


Magnetic  Meridian,  Definition  of 
Plane  of,  not/,  45 

Property  of  Current,  Practical 

Usee  of,  4 

Saturation,  3^ 

Screen,  Thick  Iron  Box,  101 

Magnetised,  Iron,  by  Current,  3 

Mflgrnetism,  Measurement  of  Dis- 
tribution of,  in  Permanent 
Maniet,  24 

Residual,  Definition  of,  385 

Residual,    Testing    Ammeters 

for,  400 

Magnifying  Gearing,  Ammeters  and 
Voltmeters  with.  386 

Spring  Ammeter  and  Volt- 
meter, 386 

Spring  Ammeter  and  Volt- 
meter, Adjustment  for  Sen- 
sibility in,  389 

Spring  Ammeter  and  Volt- 
meter, Advantages  of,  390 

Spring  Ajnmeter  and  Volt- 
meter, Disadvant  age  of,  391 

Spring  Ammeter  and  Volt- 
meter, Indication  of  Di- 
rection of  Current  in,  389 

Spring  Voltmeter,  Best  Law  of 

Variation  for  Gauge  of 
Wire  in,  421 

Making  Sine  Scale,  Mode  of,  68 

Tangent  Scale.  Mode  of,  38 

Ifance's  Test  for  Bes' stance  Con- 
taining E.  M.  F.,  470 

Marine  Galvanometer.  108 

Galvanometer.  Fibre  Suspen- 
sion used  in,  60 

Galvanometer,  Shielding,  from 

Magnetic  Disturbance,  103 

Mass,  Law  of  Leakn^  through,  270 

Leakage  through,  266 

Material  for  Outside  Resistance  for 
Voltmeters^  422 

for  Wire  for  Voltmeter  Coils, 

420 

used  in  Resistance  CoUs,  159 

Variation  of  Resistance  with, 

146 

Mather's  Mode  of  Calibrating  Gal- 
vanometer with  Constant 
Current,  67 

Proportional        Galvanometer 

with  Uniform  Controlling 
Field,  72 

Reflecting  Galvanometer,  299 

Matthiessen's  Equation  Connecting 
Resistance  witk  Tempera- 
ture, 153 

Experiments,    Tables   deduced 

from,  164, 167 

Maximum,  Finding,  by  paeans  of 
Curve,  244 
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Maximum  Potential  BiflTerenoe  of 
Electrical  Macbine,  Deter- 
minatioii  of,  372 

—•Useful  Power,  Current  that 
Develops,  448 

—  Useful    Power    in    (Generator 

with  Fixed  E.  M.  F.   and 
Bedstanoe.  Carrent    that 
DeTelops,  448 
Measuring  Are  Light,  Efficiency  of, 

—  Arc  Light,  Dlnminating  Power 

of.  in  auT  Plane,  457 
■»—  Arc  Light,  Illuminating  Power 
of.  How  to  Oyercome  Dif- 
ference in  Colour  between 
it  and  Candle  when,  457 

—  Efficiency  of  Electric  Light,  452 

—  Efficienoy     of     Incandescent 

Light,  458 

Current,  Alternating,  198 

— —  Cnrrent,  Commercial  Instru- 
ments  for,  79,  376 

—- Current  by  Rate  of  Production 
of  Heat,  197 

Current  with  Siemens'  Dyna- 
mometer, 379 

—  Small  Currents,  Disadvantage 

of  usiuff  Voltameters  for,20 

Strength  of  Current,  4 

Distribution  of   Magnetism  in 

Permanent  Magnet,  24 
Electric  Density  by  means  of 

Proof  Plane,  117 

—  Electromotive  Force  of  Cur- 

rent Generators,  2^,  231, 
234,341.  (Sm  also  Electro- 
motive Force.) 

—  Potential  Difference  by  Weigh- 

ing, 88 
^—  Potential    Differenoee,    Alter- 
nating, 4Q6 
^—Potential    Differences,   Static 

and  Current  Methods  of. 

Compared,  125 

Power,  442 

Resistance  of  Batteries,  205, 225 

Besistance  of  Batteries  using 

Known  Resistances,  226 
—-Resistance  of  Batteries  usinff 

Known    Resistances    and 

Shunt,  226 

—  Resistance  of  Current  Gener- 

ator, Condenser  Method 
of.  3i2 

—  Resistance  by  Rate  of  Loss  of 

Charge,  344 
— ^  Resistance  by  Rate  of  Loss  of 

Charsrc,        G^UvaDometrio 

Method  of,  348 
— -  Resistance  Containing  E.M.F., 

469 


Measuring  Resistance  during  Pas- 
sage of  Strong  Current,  187 

High  Resistances,  277 

Specific    Inductive    Capacity, 

Quantity   of    Electricity,    HI, 

289.299 

Measurement.  Absolute,  of  Capa- 
city, 327 

of   Poieiitial    Compared   with 

Measurement  of  Tempera- 
ture, 85 

Mechanical  Equivalent  of  Heat,  201 

Meidinger  Cell,  212 

Mercury,  Change  of  Resistance  of, 
with  Temperature,  160 

Resistance  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

—  Resistance  of,  per  Cubic  Centi- 

metre, and  per  Cubic  Inch, 
154 

Meridian,  Definition  of  Plane  of 
Magnetic,  note,  45 

Metal  having  Least  Change  of  Re- 
sistance with  Tempera- 
ture, 160 

Metals,  Change  of  Resistance  of, 
,   with  Temperature,  160 

Electric  and  Heat  Conducti- 
vities of.  Compared,  150 

—  Resistance  of,  for  Given  Length 

and  Diameter,  or  for  Given 
Length  and  Weight,  156 

Resistance  of,  per  Cubic  Centi- 
metre, and  per  Cubio  Inch, 
153 

Metallic  Case.  Necessary  Enclosure 
of  Electrio  Apparatus  in, 
106 

Meters,  Electro-Magnetic  Control, 
392 

Electro-Magnetic  Control, 

Crompton  and  Kapp's,  392 

^—  Electro-laagnetic  Control,  Pa- 
terson  and  Cooper's,  393 

Blectro-Magnetic  Control,  Ad- 
vantages of,  394 

—— Electro- Matmetic  Control, 
Disadvantages  of,  394 

Gravity  Control.  391 

Spring  Control,  377  •* 

Spring  Control,  Cunyngharoe's, 

882 ;  Magnifying,  386 ; 
Siemens',  377 

Meters.  (Sm  also  Ammeter.  Dyna- 
mometer, Galvanometer, 
Photometer.  Voltmeter, 
Wattmeter.) 

Metre  Bridge,  168 

Mica,  Resistance  of,  871 
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Mica,  Specific  Indnctire  Capacity 
of,  310 

Micrometer  Screw,  Description  of, 
not$,  24 

Minotto'B  Cell,  211 

Mirror,  Angular  Motion  of,  Half 
that  of  Reflected  Ray,  106 

Connection    between    Angular 

Deflection  of,  and  Motion 
of  Image  on  a  Plane  Scale, 
107 

in  Galvanometer,   Use  of,  to 

Avoid  Parallaz,  28 

for  Reflecting  Qalvanometer,105 

Moment  of  Couple,  Definition  of, 
note,  283 

of  Inertia,  Definition  of,  note,  78 

Motion,  Angular,  of  Reflected  Ray, 
106 

of  Image  on  Plane  Scale,  Con- 
nection between,  and  Angu- 
lar Deflection  of  Mirror,  107 

of  Magnet  produced  by  Uni- 
form Magnetic  Field,  390 

Multiples  of  Ohm,  Construction  of, 
145 

Multiplying  Power  of  Shunt,  178 

Power     of     Shunt     used     in 

Measuring  a  Discharge,  34d 

N 

"VTAPIERIAN     Logarithmic    De- 

-*-^  cremeut,  296 

Negative  Charges,  Ebonite  Electro- 
phorus  Arranged  to  Give, 
S59 

Electricity,  85 

Network,  Currents  in,  462 

Nicholson's  Revolving  Doubler,  366 

Nickel,  Resistance  of,  per  Cubic 
Centimetre,  and  per  Cubic 
Inch, 154 

North-seeking  end  of  Magnet,  Defl- 
nition  of,  note,  16 

Nought,  Potential  of  Earth  Arbi- 
trarily taken  as,  84 

Null  Methods,  Meaning  of,  236 

o 

QHM,  89, 140,  141 

^^    Construction  of  Multiples 

of,  145 

Definition  of  I-.egal,  140 

Only  Electrical  Unit  yet  Legal- 
ised, 140 

Ohmmeter,  Description  of,  190 

Ohms,  L^al,  and  B.  A.  Units,  Equa- 
tions connecting,  142 

——Wires  having  Rehistjuce  of 
about  Ten,  143 


Ohm*8  Law.  130 

Law,  Experimental  Proof  of,  190 

defiant    Gas,    Specific    Inductive 
Capacity  of,  310 


PARAFFIN   WAX.    Coating   In- 

-^  sulating  Stems  with,  267 

Wax,  How  to  Prevent  Over- 
heating when  Melting,  note, 
267 

Wax,  Resistance  of,  271 

Wax,  Specific  Inductive  Ci^;MU 

city  of,  810 

Parallax,  Definition  otnote,  28 

Mirror  Used  in  Galvanometer 

to  Avoid,  28 

Parallel.  Cells  in.  Figure  of,  239 

Cells  in.  Symbolical  Repre- 
sentation of,  240 

Circuit,  Wires  Joined  in,  136 

Circuit,  Independenee  of  Cur- 
rents in,  260 

E.  M.  F.  of  Cells  in,  241 

Reaistanoe,  179 

Patersou  and  Cooper's  Electro-Mag- 
netic Control  Meters,  393 

P.  D. ,  Meaning  of,  230 

Periodic  Time  of  Vibration,  Defini- 
tion  of,  291 

Permanent  Magnet,  Proportional 
Galvanometers  Controlled 
by.  73 

Magnet,  Measurement  of  Dis- 
tribution of  Magnetism  in, 
24 

Magnet  Meters,  69 

Magnet    Meters,    Advantages 

of,  78 

Magnet  Meters,  Direct-Read- 
ing, 76 

Magnet  Meters,  Disadvantage 

of,  376 

Magnet  Meters,  Proportional, 

71 

Photometer,  Dispersion,  454 

Romford's,  452 

Pivot  and  Fibre  Suspensions,  60 

Plane  of  Magnetic  Meridian,  Defini* 
tion  of,  note.  45 

Proof,  116 

Platinoid.  160 

Resistance  of,  161 

Resistance,  Coils  of,  161 

Platinum,  Electric  and  Heat  Con- 
ductivities of.  Compared. 
159 
— —  Resistance  of,  for  Given  Length 
and  Diameter,  and  for 
Given  Length  and  Weighty 
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Flatinnm,  BesiBtanoe  of,  per  Cnbio 
Centimetre,  and  per  Cnbio 
Inch,  154 

—  Silrer  Allov,  Change  of  Resist- 

ance of,  with  Temperature, 
160 
— -  Silver  Alloy,  Besistance  of,  for 
OiTeu  Length  and  Dia- 
meter, and  for  Given 
Length  and  Weight,  157 

—  Silver  Alloy,  Besistance  of  per 

Cnbio  Centimetre,  and  per 
Cubic  Inch,  164 

Ping  Jjifinity,  151 

Key.  D^icription  of,  180 

Beastanoe  Boxes,  Construction 

of,  151 

PoggendorfTs  Method  of  Compar- 
ingE.M.Fs.,23i 

Method,  Use  of,  for  Calibrating 

Voltmeters,  413 

Polarisation  of  Darnell's  Cell,  216 

of  Latimer  Cork's  CeU,  411 

Polos  of  Magnet,  Connection  be- 
tween, and  Direction  of 
Current  round  Magnet, 
17 

of  Magnets,  Positions  of,  23 

Portable  Electrometer,  93 

Galvanometer  with  Approxi- 
mate Absolute  Calibration, 
69 

Positive  Electricity,  85 

Potential,  85 

Potash  Bichi-omate  CelL  222 

Bichromate  Cell,  Chemical  Ac- 
tion in,  223 

Bichromate  Cell,  Composition 

of  Liquid  for,  222 

Bichromate  Cell,  E.  M.  P.   of, 

223 

Bichromate  Cell,  Form  of  Zinc 

for,  223 

Potential  of  Conductor  Compared 
with  Pressure  of  Gas,  121 

of  Conductor,  Ways  in  which 

it  can  be  Varied,  121 

of  Conductor   Depends  portly 

on  Amonnt  of  Electricity 
on  it,  119 

—  of  Conductor  Depends  partly 

on  its  Position,  119 

of  Conductor  Depends  partly 

on  its  Shape,  119 
Density,  and  Quantity,  Exam- 
ples showing  Difference  be- 
tween, 121 
Difference,  80 

—  Difference,  Adjusting  Balls  of 

Electrical  Machine  to  Pro- 
duce Given  Mail  mum, 
372 


Potential  DifTerenoe,  Altemating» 
Increases  Practical  Besist- 
ance of  Voltmeters,  427 

Difference,  Altemating,Measar> 

ing,  426 

Difference  between  Two  Con- 
ductors does  not  Measure 
Difference  in  their  Electric 
Charges,  85 

—  Difference  between  Two  Points 

in  Uniform  Conductor  Con- 
veying Current  Propor- 
tional to  Distance  between 
Points,  83, 143 

—  Difference,    Charges    on   Two 

Conductors  Vary  as,  for 
Constant  Belative  Posi- 
tions, 103 

Differenoe  Compared  with  Dif- 
ference of  Level  in  Liquids, 
86 

Differenoe  Compared  with  Dif- 
ference of  Pressure  in 
Gases,  86 

Difff  rence  Compared  with  Dif- 
ference of  Pressure  of 
Water  Flowing  in  Pipe, 
80,81 

Difference,  Contact,  351 

Difference,  Distance  an*l  At- 
traction between  Two  Par- 
allel Plane  Conductors,  87 

Difference  Galvanometer,  Ab- 
solutely Calibrated,  127, 
408-423 

Difference    Galvanometers, 

Long  Fine  Wire  Used  in, 
127 

—  Differenoe  Galvanometer,  when 

it  may  be  Employed,  127 

Difference,    Increasing    a,    in 

known  Batio.  354 

Difference,  Large,  Arrangement 

of  Cardew's  Voltmeter  for 
Measuring,  425 

Differenoe,  I^u^e,  Production 

of.  351 

Difference,Mea8nring  by  Weigh- 
ing, 88 

Difference    Method  of   Com- 

*  paring  Besistances,  140 

Difference,  Uatio  of,  to  Current 

Constant  for  Given  Con- 
ductor, 130 

Difference,  Batio  of,  to  Current 

is  Besistmce,  130 

Difference  Bequired  to  Main- 
tain Electric  Arc  between 
Two  Carbons,  noU,  371 

Differenoe  Bequired  to  Pro- 
duce Spark  between  Point 
and  Phite,  371 
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Potential  Difference  Required  to 
Produce  Spark  between 
Two  MetalUc  Balls,  370 

Difference,  Static  and  Cnrrent 

Method  of  Meafloring, 
Compared,  125 

Difference,    Sub-dividing   into 

Known  Fractions,  278 

—  Difference,  Variation  of,  at  Bat- 

tery Terminals,  with  Varia- 
tion of  Current,  204 

Difference.  Variation   of,  with 

Besistance  of  Given  Volt- 
meter to  Produce  Given 
Deflection,  419 

—  Higher,   and  Lower,  Positive, 

and  Negative,  Definition 
of,  85 

Increasing       SenMbility       of 

Weight  Electrometer  \>j 
Using  Auxiliary  High,  91 

Inside  Closed  Conductor,  98 

—^  Measurement     of.     Compared 
with  Measurement  of  Tem- 
perature, 85 
'•'—  of  Earth  Arbitrarily  taken  as 
Nought,  84 

Uniform  on  Conductor,  86 

Uniform  in  Conductor,  98 

Power,  Arrangement  of  CeUs  Giv- 
ing Maximum  Useful,  to 
Conductor  of  Fixed  Resist- 
ance, 450 

—  Cnrrent  Developing  Maximum 

Useful,  with  Generator  of 
Fixed  E.  M  F.  and  Resiet- 
anoe,  448 
Definition  of,  441 

—  Distribution  of,  in  Circuit,  445 
E.  M.  F.  used    by  Deprex    in 

Transmitting,     87    Miles, 

458 

Horse.  201.  443 

Measurement  of,  442 

Unit  of,  442 

^—  Utilised  in  Circuit  Outside  (Ge- 
nerator, 445 
Wasted  in  Heating  Generator, 

446 
Preparation  of  Varley's  Carbonised 

Cloth,  397 
Pressure,  Difference  of,  in  Gases, 

Compared  with  Difference 

of  Potential,  86 

—  of  CJas  Compared  with  Poten- 

tial of  Conductor,  121 

—  of  Water,  Difference  of.  in  Pipe 

Compared  with  Differcuoe 

of  Potentials,  81 
Proof  of  Ohm's  Law,  Experimental, 

190 
Proof-plane,  116 


Proof-plane,    Measuring    Eleotrio 

Density  by  means  of,  117 
Properties  of  Electric  Current,  3 

of  Electric  Current,  Practical 

Uses  of;  4 
Proportional  Coils  of  Wheatstone's 
Bridge,  172 

Galvanometer,  71,  75, 108,  389 

Proportions  of  Channel  in  Bobbin 
of  Tangent  Galvanometer, 
when  Tani^ent  Law  is  Most 
Accurately  Fulfilled,  51 

a 

QUADRANT  Electrometer,  Thom- 
son's, 93 

Electrometer,  Edelmann's  Mo- 
dification of  Thomson's, 
130 

Electrometer,  Edelmann's  Mo- 
dification of  Tuomson's, 
Defects  in,  134 

Electrometer,  Edelmann's  Mo- 
dification of.  Dry  Pile  for, 
133,372 

Elect^rometer,  Edelmann's  Mo- 
dification of.  Needle  for, 
132 

Electrometer,  Formula  for,  134 

Quantities  of  Electricity,  Compari- 
son of.  Ill,  299 

Quantity  of  Electricity,  Definition 
of,  109.    ( See  also  Charge. ) 

of  Electricitv,  Unit  of.  289 

of    Electricity    Produced    by 

Rubbing  Two  Bodies  To- 
gether, 113 

Potential,  Density,    Examples 

showing  Difference  be- 
tween, 121 

Unit  of,  289 


R 

IDADIATION  of  Heat,  Explanation 

^  of,  note,  195 

Rate  of  Loss  of  Charge,  Measuring 
Resistance  bv,  344 

of  Production  of  Heat  in  Gal- 
vanometer CoiU,  419 

of  Production  of  Heat,  Mea- 
suring Cnrrent  by,  197 

Ratio  of  Potential  Difference  to 
Current  Constant  with 
Given  Conductor,  130 

of  Potential  Difference  to  Cur- 
rent is  the  Resistance,  130 

of  Seoisibilities  of  Commuta- 
tor Ammeter  in  Parallel 
and  in  Series,  431 


Digitized  by  VjOOQIC 


INDEX. 


«09 


Ratio  of  BenBibilities  of  Voltmeter  in 
Parallel  and  in  Series,  483 

Baylcigh,  Lord.  Silver  Voltameter 
Used  by.  11,  895 

-^Lord,  Temperature  Variation 
of  E.  M.  P.  of  Clark's  Cell 
Determined  by,  411 

Becordinff  Results  of  Experiments 
Graphically.  30 

-^Results  of  Experiments  Gra- 
phically, Value  of  Cnrves 
for.  33 

Reflected  Ray,  Angular  Motion  of  ,106 

Reflecting  Galvanometer,  103,  281. 
298,  299.  (Sm  also  Galva- 
nometer, Reflecting.) 

—  Galvanometer,  Different  Ways 

of  Forming  Image  with,  105 

Galvanometer,    Lamp    Used 

with,  106 

—  Galvnnometer,  Modes  of  Using 

Lens  with.  103 

'——  Galvanometer,  Spirit  Level 
for,  285 

Relative  Calibration  of  Galvano- 
meter, Meaning  of,  22 

Relatively  Calibrating  Galvanome- 
ters, 27 

Replenisher,  Thomson's,  864 

Represeotation  of  Batteries,  Sym- 
bolical, 173,  240 

Residual  Magnetism,  Definition  of 
not«,  888 

Magnetism.  Testing  Ammeters 

for,  403 

Resin,  Specific  Inductive  Capacity 
of,  310 

Resistance,  9, 129 

—  Amount  of  Heat  produced  per 

^MUnute  by  Given  Current 
flowing  tlurough  Given,  199 

—  and  Current,  Variation  of  Mag- 

netic Effect  of  Bobbin 
with,  418 

Apparent  Increase  of,  in  Gal- 
vanometer, Due  to  Damp- 
ing, 340 

of  Battery,  Measuring,  205, 225, 

342 

Best,  for  Differential  Galvano- 
meter, 436 

'——  Best,  for  Galvanometer  in  Sim- 
ple Circuit,  435 

'——  Best,  tor  Galvanometer  of 
Wheatstone's  Bridge,  172, 
466 

Beet  for  Coils  of  Wheatstone's 

Bridge,  171 

~^  Best,  to  Give  to  Galvanometer, 
435 

—  Box,  Description  of,  28 

Box,  Construction  of  Plug,  151 


Resistance  Box,  Construction  of 
SlidiDg.  186 

Box  used  in  Duplex  Telegraphy, 

187 

Resistances,  Calibrating  Gralvano- 
meter  by  Using  Known,  and 
Constant  Potential  Differ- 
ence, 164 

Calibrating    Galvanometer  by 

Using  Known,  and  Cell  <n 
Constant  E.M.  P.,  238 

—  Change  of,  with  Temperature, 

Results  of  Matthiessen's 
Experiments  on,  160 

Comparing,  136 

Comparing,  Differential  Galva- 
nometer Method  of,  148 

Comparing,    Potential    Differ< 

enoe  Method  of,  140 

Comparing,  Simple  Substitu- 
tion Method  of.  138 

Comparing,     Wheatstone's 

Bridge  Method  of,  166 

Comparing  Use  of  Liquid  and 

Wire,  194 

Resistance  Containing  E.M.  P., 
Measuring,  469 

Coils,  28,  145,  151,  153, 159, 168 

Coils,  Accurate  Standard,  1^ 

Coils,  Construction  of,  145 

Coils  Heating  with  Strong  Cur- 
rent, 192 

Coils,  German  Silver,  160 

Coils,  Iron,  162 

Coils,  Platinoid,  161 

Coils,  Platinum-Silver  Alloy,160 

Coils,  Materials  used  in,  150 

Coils,  Modes  of  Winding,  163 

Coils,  Temperature  Variation 

of,  153 

Increase  of,  by  Self-induction, 

427 

of  Current  Generator.  Conden- 
ser Method  of  Measuring, 
343 

of  Daniells  Cell.  211 

of  Grove's  Cell,  218 

of  Insulators,  Diminution  of, 

with  Increase  of  Tempera- 
ture, 271 

of  Insulators,  Measuring^S 

of  Insulators,  Table  of,  271 

of  Insulator  to  Sparking,  811. 

370,  note,  358 

Law  of  Variation  of,  with  Tem- 
perature, 152 

Measuring,  by  Rate  of  Loss  of 

Charge,  ZU,  348 

Measuring,  Containing  E.M.F., 

469 

—  Measuring,  during  Passage  of 

Strong  Current,  187 
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Besistance,  Measuring  High,  277 

Metal  having  Least  Change  of, 

with  Temperature,  160 

ParaUel,  179 

of   Qalvanometer   and    Shunt 

Combined,  178 

^—  of  Met&lfl  for  Given  Length  and 
Diameter,  or  for  Given 
Length  and  Weight,  156 

•—  of  Metals  per  Cubic  Centimetre, 
and  per  Cubic  Inch,  153 

of  Platinoid,  161 

per  Cubic  Centimetre,  and  per 

Cubic  Inch  Compared,  348 

Proportional  to  Ratio  of  Poten- 
tial Difference  to  Current, 
130 

should  be   High   in  Potential 

Difference  Galvanometers, 
137 

should  be  Low  in  Current  Ghd- 

vanometers,  136 

Unit  of,  British  Assooiatfon,  141 

Unit  of,  Legal,  140 

Unit  of,  Siemens',  142 

Variation  of,  with  Length,  143 

Variation  of,  with- Material,  146 

Variation    of,    with  Sectional 

Area,  146 

Variation  of,  with  Temperature, 

147, 162 

Variation  of  Sensibility  of  Gal- 
vanometer with,  416 

Variation     of     Sensibilitv    of 

Voltmeter  with,  407,  418 

Voltmeters  with  Outside,  421 

Results  of  Experiments  Corrected 
by  Drawing  Curves,  34 

of    Experiments,    Graphically 

Becording,  3J 

—  of  Experiments,  Value  of 
Curves  in  Graphically  Re- 
cording, 33 

Interpolation  of,  from  Curve,  34 

Retardation,  Definition  of,  331 

Reversing  Current  without  Alter- 
ing its  Value,  47 

Etevolving  Doubler,  Nicholson's,  366 

Ring,  Guard,  89 

Ross  Cell,  210 

Rotatory  Electrophorus,  361 

Rough  Experiments,  Candles  to  nse 
in  the  place  of  Standard 
Candles  for,  452 

Rubbing  Two  Bodies  together. 
Qiuuitity  of  Electricity 
Produced  by,  113 

Two  Bodies  together  to  Pro- 
duce Electrification,  Ob- 
ject of,  115 

— —  Two  Bodies  together,  Equality 
of  Charges  Obtained  by,  115 


Bumford's  Photometer,  453 
Bymer  Jones'  Constant  Total  Car- 
rent  Shunts,  2S0 

8 

a  ATUBATION,  Magnetic,  888 

•^   of  Liquid,  Definition  of.  411 

Safety  Arrangement  with  Com- 
mutator Ammeter,  432 

Scale,  Connection  between  Motion 
of  Image  on  Plane,  and 
Angular  Deflection  of  Mir- 
ror, 107 

for  Tangent  Galvanometer,  39 

Mode  of  Making  Tangent,  39 

Scales,  Accuracy  of  Readings  with 
D^ree  and  Tangent  Com- 
pared, 40 

Screen,  Magnetic,  Thick  Iron  Box, 
101 

Screw,  Micrometer,  Description  of, 
not«,  24 

Sealing  Hermetically,  Definition  of, 
note,  20 

np  One  End  of    Cable  when 

under  Test,  268 

Seoondaiy  Batteries,  Small  Internal 
Besistance  of,  206,  261 

Batteries,  Use  of,  in  Electric 

Lighting,  261 

Sectional  Area,  Variation  of  Besist- 
ance with,  146 

Self-induction,  174,  427 

Induction,  Small,  in  Cardcw's 

Voltmeter,  427 

Sensibilities  of  Commutator  Am- 
meter, Batio  of,  in  Parallel 
and  in  Series,  431 

of     Commutator     Voltmeter, 

Batio  of,  in  Parallel  and 
in  Series,  433 

Sensibility,  A^ustment  for,  in 
Magnifying  Spring  Am- 
meters and  Voltmeters,  389 

of  Galvanometer,  Variation  of, 

21,  48,  229 

of  Galvanometer,  Variation  of, 

with  Length  of  Wire  used 
in  Winding,  418 

— -  of  Galvanometer,  Variation  of, 
with  Besistance,  416 

of  Tangent  Galvanometer  Al- 
tered by  Bemoving  Needle 
from  Plane  of  Coil,  52 

of  Tangent  Galvanometer  Al- 
tered by  Varying  Number 
of  Windings  or  Diameter 
of  Bobbin,  48 

of   Voltmeters,  Variation    of, 

with  Change  of  B^istanco, 
407,418 
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BenaibilJty  of  Wheatstone's  Bridge, 
Conditions  a£Fecting,171 ,406 

— ^  of  Wheatatone's  Bridge,  Mode 
of  Increasing,  168 

-^of  Weight  Electrometer,  In- 
creasing, by  Using  Anxili- 
ai7  High  Foteutiai.  91 

—  Shunting     Qalvanometer     to 

Diminish,  229 
-^—  Testing  Ammeters  for  Perma- 
nent Alteration  of,  407 

Two  Degrees  of,  in  Commntator 

Ammeter   and  Voltmeter, 
427 
Series.  E.  M.  F.  of  Cells  in,  241 

Cells  in.  Figure  of,  239 

Cells    in.    Symbolical    Bepre- 

sentation  of,  240 

Wires  Joined  in.  140 

Several    Currents    Meeting    at    a 
Point,  Law  Connecting,  464 
Shell-lac,  Resistance  of,  271 
lac  Specific   Inductive   Capa- 
city of,  310 

lac    Varnish,    Coating    Insu- 

hiting  Stems  with,  267 

lac  Varnish,  Preparation   of, 

note,  268 
Shielded,  Dead-Beat,  Direct-Read- 
ing Galvanometers,  Advan- 
tages of,  78 
Shielding  Galvanometers  from  Ex- 
traneous Magnetic  Disturb- 
ance, 57,  73,  103,  390 
Short-Circuited,  Defioition  of,  217 
Shunts,  59, 177,  183.  253 
Shunt  Box,  Coastruction  of,  181 
Shunts,  Constant  Total  Current,  257 
Shunt  and  Galvanometer,  Combined 
Besistance  of,  178 

—  Increase  of  Total  Current  pro- 

duced by  Use  of,  183  253 

— —  Measuring  Besistances  of  Bat- 
teries by  means  of,  226 

Multiplying  Power  of,  178 

Multiplying    Power   of,  when 

Used  in  Measuring  Dis- 
charge, 349 

Shimte,  Use  of,  with  Differential 
Galvanometer,  183 

Shunt,  Use  of,  with  Wheatatone's 
Bridge,  176 

Shunting  Battery  only  while  Charg- 
ing Condenser,  Arrange- 
ment for,  343 

-^  Galvanometer  to  make  it  Less 
Sensitive,  229 

Siemens'  Electro-Dynamometer,  377 

Electro-Dynamometer,  Advan- 
tages of,  380 

-^— Electro- DynamometeTi  Disad- 
Tantages  of,  381 


Siemens'  Electro  -  Dynamometer, 
Measiiring  Current  with, 
879 

Electro-Drnamometer  as  Stan- 
dard Instrument,  382 

Siemens'  Unit  of  Besistance,  142 

Stiver,  Change  of  Besistanoe  of, 
with  Temperature,  160 

Electric  and  Heat  Conductivi- 
ties of.  Compared,  159 

Besistance  of,  for  Given  Length 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

Besistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Inch, 
15* 

Chloride  Battery  of  De  la  Bue 

and  Hugo  MOller,  314 

Voltameter,     Description     of, 

note,  11,  395 

Voltameter,     Precautions     in 

Using,  note,  11 

Voltameter,  Use  in  Calibrating 

Ammeters,  995—400 

Voltameter    Used      by    Lord 

Bojleigh,  11,  395 

Voltameter,  Weight  of  Silver 

Deposited  on  Plate  of,  per 
Second,  Vy  One  Ampere,  11 

Similarly  Charged  Bodies ;  Beason 
they  Fly  from  One  An- 
other, 340 

Simple  Substitution  Method  of 
Conoparing  Besistances,  138 

Voltaic  Element,  209 

Sine,  Definition  of,  note,  38 

Galvanometer,  62 

Galvanometer,  Foster's  Simpli- 
fication of,  61 

Law,  Conditions  under  which  it 

is  True,  61 

Law,    How  Conditions   of,  are 

Fulfilled  in  Sine  Galvano- 
meter, 62 

Method,  Calibrating  Galvano- 
meter by,  64 

Method  of  Calibrating  Galvano- 
meter with  Constant  Cur- 
rent, 67 

Method  of  Calibrating  Higher 

Parts  of  Scale,  65 

Scale,  Method  of  Maldng,  68 

Sliding  Besistance  Boxes,  186 

Small  Current,  Disadvantage  of 
using  Voltameter  to  Mea- 
sure, 20 

Soft  Iron  Cores  used  in  Galvano- 
meters, 73 

Solenoid,  Definition  of,  note,  387 

Sparking,  Besistance  to,  of  lufin- 
lators,  311,  noU,  358 
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Sparki  between  Balls  of  Electrical 

Machines,  Length  of,  370 

Electric,  358 

Potential  Difference  Beqnired 

to  Prodnoe.  between  Point 

and  Plate,  371 
— ^  Potentinl  Difference  Beqnired 

to  Produce,  between  Two 

Metallic  Balls.  370 
Sphere,  Capacity  of,  in  Space,  339 
Spherical  Condenser,  Capacity  of, 

388 
Spirit  Lev^  for  Reflecting  GaWapo- 

meters,  285 
Specific  Inductive  Capacity,  Deftni- 

*     tion  of,  309 
Indactive  Capacity   of   Solids 

and  Liquids,  310 

—  Inductive  Capacity,  Measuring, 

83i 

Spedmeos  of  Instructions  for  Ex- 
periments, 476 

Sprintr  Control  Meters,  377 

■ Control  Meters,  Cnnyng- 

hame's,  382 

— -  Control  Meters,  Magnifying, 
886.  (See  also  Magnifying 
Spring  Ammeter  and  volt- 
meter.) 

Control  Meters,  Siemens',  877 

Squared  Paper,  Drawing  Curves  on, 
31 

—  Paper,  Meaning  of  Inaocura- 

des  in  Curves  Drawn  on, 
33 

—  PapOT,   Selection    of  Suitable 

Units  on,  31 

Paper,  Use  of,  30 

Paper,  Using,  to  Find  Angles 

from  their  Tangenta,  56 

—  Paper,  Using,  to  Find  Tangents 

from  their  Angles,  57 

Standard  Air  Condenser,  334 

Candle,  Description  of,  452 

Cells.  410 

Daniell's  Cell,  411 

Daniell's  Cell.  E.  M.  F.  of,  412 

Daniell's  Cell,  Fleming's.  412 

Voltmeter,  422 

Static  and  Current  Methods  of 
Measuring  Potential  Dif- 
ferences Compared,  125 

——  Electric  Apparatus,  Necessary 
Enclosure  of,  in  Metallic 
Case,  108 

Statical  Method  of  Comparing 
Capacities,  330 

Stems,  Coating  Insulating,  with 
Paraffin  Wax  or  Shell-lac 
Vamlab,  267 

Storage  Cells,  Small  Internal  Re- 
sistance of,  261 


Storage  Cells,  Measuring  Resistonoa 
of,  206 

Strength  of  Current,  Measurement 
of,  4 

of  Current,  Why  Measured  by 

Chemical  Property,  10 

of  Electro -Magnet,    Law     of, 

when  Core  is  Slightly  Mag- 
netised. 382 

of  Poles  of  Single  Needle  of 

Galvanometer,  Calibration 
Unaffected  by,  28 

Striking  Distance,  Definition  of, 
note,  371 

Strong  Current,  Measiuring  Resist- 
ance during  Passage  of,  187 

Subdividing  Potential  Difference 
into  Known  Fractions,  278 

Submarine  Cable,  Capadty  of.  309 

Substitution,  Simple,  Method  of 
Com^ariiur  Resistances,  138 

Sulphur  Dioxide,  Specific  Inductive 
Capacity  of,  310 

SpecificInductiveCapoci^of  ,310 

Sulphuric  Acid,  Dilute,  Effect  of 
Electrolysis  of,  15 

Acid  Voltameter,  Construction 

of,  18 

Acid  Voltameter,  Description 

of,6 

Acid  Voltameter,  Objection  to 

Ordinary  Form  of,  18 

Add  Voltameter,  Volume  of  Gas 

produced  in,  per  Second, 
Dy  one  Ampere,  12 

Add  Voltameter,  Weight  of  Gas 

produced  in,  per  Second, 
by  one  Amper.\  22 

Super-saturation  of  Liquid,  Defini- 
tion of,  note,  411 

Surface  Leakage.  266 

Leakage,  Law  of  ^270 

of    Conductor,  Electridty   at 

Rest  Resides  OnW  on,  119 

Suspension,  Fibre,  used  in  Thom- 
son's Marine  Galvanome- 
ter, 60 

Suspensions,  Pivot  and  Fibre,  Com- 
pared, 60 

Symbolic^  Representation  of  Bat- 
teries, 173.  240 


rpABLE    of    Electric    and    Heat 

-*•  Conductivities,  159 

of  Resistances  of  Insulators. 

271 
of   Resistances   for    a    Given 

Length  and  Diameter,  or 

for  a  Given  Length   and 

Wdght,  157 
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Table  of  Resistances  of  MetalB  per 
Cubic  Centimetre,  and  per 
Cubic  Inch.  154 

—-of  Specific  InauctiTe  Capaoi> 
ties,  310 

—  of    Temperature  Variation  of 

Besistance,  160 

—  showing     Potential,    Density, 

and  Quantity  of  Electricity 
on  Conductor  in  Different 
Conditions.  123 

—  showing  Variation  of  External 

Besistance,  Current,  and 
Potential  Difference  at 
Battery  Terminals,  205 

T^mgent  of  An^le  of  Deflection 
Proportional  to  Current  in 
Tangent  Gkilvanometer,  43 

Definition  of,  note,  37 

— ^  and  D^rree  Scales,  Accuracy  of 
Beadings  Compared,  40 

—  Galvanometer,  36 

-^—  Galvanometer,  Alteration  of 
Sensibility  of,  by  Altering 
Position  of  Needle,  51 

Galvanometer,  Adjustment  of 

Coil  of,  46 

—  Galvanometer,  Best  Deflection 

to  Use  with,  41 

'——  (Galvanometer,  Calibration  of 
Galvanometer  by  Direct 
Comparison  with,  58 

'——  (Galvanometer,  Conditions  to 
be  Fulfilled  in,  36 

'—  (Galvanometer,  Controlled  Only 
bv  the  Earth's  Magnetism, 
Values  in  Amperes  of  D«»< 
flections  of,  55 

_  (Galvanometer,  Fulfilment  of 
Conditions  for  Tangent 
Law  in,  43 

— —  (Galvanometer,  Proportions  of 
Channel  in  Bobbin  of, when 
Tangent  Law  is  Most  Ac- 
curately Fulfilled,  51 

— —  (Galvanometer,  Scale  for,  39 

— —  Galvanometer,  Simple  Form 
of,  27 

—  Law,  How  O>ndition8  of,  are 

Fulfilled  in  Tangent  (Gal- 

vanometers,  43 

Law,  When  True,  41 

Scale,  Mode  of  Making,  88 

Tangents,  Finding  Angles  nom,  by 

means  of  Squared  Paper,  56 
Telegraph  Insulators,  274 
Insalators.     Testing      daring 

Manufacture,  275 
Telegraphy,  Besistance  Boxes  used 

in  Duplex,  187 
Telephone,  Description  of  the  Bell, 

336 

H  H 


Temperature,  C!hange  of  Besistance 

with,  Bestuts  of  Matthies- 

sen's  Experiments  on,  160 
Curve.  Coohng  Correction  of 

Observed  Bise  of,  196 
Diminution  of  Besistance  of 

Insulators   with  Increase 

of.  271 
Equation  connecting  Variation 

of  Besistance    of    Metals 

witlul53 
Law  of  Variation  of  Besistance 

with,  152 

—  Measurement    of.     Compared 

with  Measurement  of  Po- 
tential, 85 

Variation  of  E.  M.  F.  of  Lati- 
mer Clark's  Cell,  411 

Variation  of  Besistalice  with, 

147 

Testing  Ammeters,  894 

Ammeters    for    Accuracy    of 

Graduation.  395 

Ammeters    for  Error  on   Be- 

vendn^  the  (Current,  402 

— —  Anuneters  for  Error  Produced 
by  External  Magnetic  Dis- 
turbance, 403 

—  Ammeters  for  the  Permanent 

Alteration  of  Sensibility, 
407 

Ammeters  for  Besidual  Mag- 

netism,  400 

— —  Obles,  Sealing  np  One  End 
while,  268 

Insulators  during  Manufac- 
ture, 275 

Voltmeters,  407 

Voltmeters   for   Accuracy   of 

Graduation,  406 

Voltmeters  for  Heating  Error, 

415 

Testing.  (Se^also  (Comparing,  Mea- 
suring.) 

Thompson's,  Prof.  Silvanus  P.,  Bole 
for  Best  Dimensi  m  of 
CJhannel  of  Bobbin  cf  Tan- 
gent (Galvanometer,  51 

Thomson^s,  Sir  William,  Arrange- 
ment for  Increasing  a 
Potential  Difference  in 
Known  Batio,  354 

—  Astatic  (Galvanometer,  283 
—•Astatic    (Galvanometer,  Modi- 
fled  Form  of,  284 

Electrometers,  93 

Electrometer,         Edelmann's 

Form  of,  130 
— —  I*^  Current  (Galvanometer, 

Leyden  Jar,  815 

Marine  (Galvanometer,  XOS 
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Tlioimion'i,  Sir  Wflliain,  Marine 
Galvaiiometer,  Fibre  Sus- 
pension used  in,  60 

^— Marme  GhdTanometer,  Shield* 
ing,  from  Magnetic  Dis- 
torbanoe,  108 

Reflecting  GalTiuiometer,  283 

Repleniaher,  364 

Time  iuae  o(  Temperatnze  due  to 
Paaaaffe  of  Current,  195 

Tin,  Change  of  Resistance  of,  with 
Temperature,  160 

— ^  Electric  and  Heat  ConductiTi- 
ties  of.  Compared,  160 

—  Resistance  of , for  Qiven  Lengrth 

and  Diameter,  and  for 
Oiren  Length  audWeight, 
157 

—  Resistance  of,  per  Cubic  Cen- 

timetre, and  per  Cubic 
Inch,  154 


TTNIFORM     Controlling     Field, 
^  Proportional'GalTanometer 

with.  72 

Magnetic  Field^Deflnitionof,  86 

—•Magnetic    Fieid^    Motion    of 
Magnet  Produced  in,  390 

Potential  on  Conductor,  86 

Unit  of  Capacity,  307« 

of  Current,  11 

of  Density,  117 

of  Potential  DiiTerenoe,  89, 141 

of  Power,  442 

of  Quantity,  289 

of  Besistanoe,  B.  A.,  141 

— •  of  Resistance,  British  Associa- 
tion, 141 

of  Resistance,  Legal,  140 

of  Resisttnoe,  Siemens',  142 

— •  of  Resistance,  B.  A.  and  I.«^al, 

Compared,  142 
TJnHsa  Selection  of.  Suitable    on 
Souared  Paper,  82 


TTALUBS  in  Amperes  of  Deflec- 
^  tions  of  Tangent  Qalyano- 

meter  C<mtroIled  Only  by 
Earth's  Magnetism,  55 

Taziable  Resistance  in  Voltmeters 
caused  by  Self-induction 
with  Alternating  Potoitial 
Differences,  427 

Taziation  of  Capacity  of  Condenser 
with  Area  of,  and  Distance 
between,  its  Coatings,  308 

«i— ol  External  Resistance,  Cur- 
rent, and  Potential  Dif- 


f erenoe  at  Bfetteiy  Term!* 
nals,204 

Variation  of  Magnetic  Effect  of 
Bobbin  with  Current  and 
Resistance,  418 

of  Resistance  with  Length,  148 

of  Resistance  with  Matsriia,  146 

——of  Resistance  with  Sectional 
Area,  146 

~^of  Resistance  with  Tempera- 
ture, 147 

of  Resistance  with  Tempera- 
ture, Law  of,  152 

of  Sensibility  of  any  Oalvano* 

meter  by  Altering  Dia- 
meter of  Wire,  22 

of  Sensibility  of  any  Galyano- 

meter  with  Length  of  Wire 
used  in  Winding,  418 

of  Sensibility  of  kdv  Qalnoio- 

meter  by  Shunting,  229 

of  Sensibility  of  Oalvanometer 

with  its  Resistance,  416 

of  Sensibility  of  Tangent  Gal- 
vanometer, 48 

of  SensibUity  of  Voltmeter  with 

Chanxe  of  its  Resistance, 
407,418 

Produced    in    Total    Current 

by  Shunting  Portion  of 
dircuit,258 

— •  with  Temperature  of  E.  M.  F. 
of  DanieU's  Cell,  211 

—  with  Temperature  of  B.M.  F. 
of  Latimer  Clark's  CeU,  411 

Varley's  Accumulating  Influence 
Machine,  367 

Varnish,  Coating  Insulating  Stems 
with  SheD-lao,  2671 

How  to  make  Insulating,  note, 

268 

Varnishing  Shade  of  Ordinary  Gold- 
Leaf  Siaetrocsopc,  07 

Varying  Potential  Dilference  in 
Known  Ratio,  278, 854 

Vibration.  Deflnition  of  Periodie 
Time  of,  291 

Voltaic  Element,  200 

Voltameter  cannot  Measure  Alter- 
nating Current,  198 

Copper,  Description  of,  6,  11. 

(Set  also  Copper  Volta- 
meter.) 

— —  Hoffmann's,  15 

saver,  Used  by  LordRayleigh, 

U,895 

^—Sulphuric  Add,  Constmotion 
of.  18 

Sulphuric  Acid,  Descriptionof ,  6 

Su^huric  Add,  Volume  of  Gas 

produced  m,  per  Second, 
By  One  Ampere,  12 
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Yollmeter.SalphiiTio  Add,  Weight 
of  Oas  prodnoed  in,  per 
Second,  oy  One  Ampere, 
82 

Zinc.    (Sm  Zinc  Voltameter.) 

Yoltameters,  Objections  to  usual 
Mode  of  Ck>n8tmctiog,  18 

—  and    Gralvanometers,    BelatlTe 

Advantages  of,  20 
^—Direction  or  Current  in  Add, 
Copper,  and  Zinc,  15 

—  Disadvantage  of,  20 

—^  Independence  of  Gas  Qenerated 
and  of  Metal  Depodted  of 
Shape,  Sise,  and  Distance 
Apart  of  Plates,  10 

Precautions  in  Usiiig,  noU,  U 

Silrer,  note,  11 

SilTor,  Use  of,  in  Calihrating 

Ammeters,  395-400 

Weights  of  Metals  Dmiodted 

on  Plates  of,  per  Second, 
by  One  Ampere,  11 

Wbj  Only  Used  in  Measuring 

Large  Currents,  20 

Volt,  The.  86 

Practical    Definition   of   the, 

lil 

Provisional  Definition  of  the,  80 

Voltmeters,  128,  376 

Voltmeter,  Cardew's  Latest  Form 
of,  423 

—  Cardew's,  Advantages  of.  426 

—  Cardew's,  Arranged  for  Measur- 

ing Laige  Potential  Dif- 
ferences, 425 

Cszdew's.   Diameter    of  Wire 

Used  in,  423 

Cardew's,  Disadvantage  of,  427 

Cardew's,  Lensth  of  Wire  Used 

in  Latest  Form  of,  423 

-^  Cardew's,  No  Heating  Error 

— -  Gaxdew's,  Self  •Induction  Small 
in,  427 

OommutaWr,  427 

Commutator,  Calihrating,  483 

—  Cnnyngluune's,  382 

—  Oonynghame's.Advantages  and 

Disadvantages  of,  885 
—^  Cnnynghame's,  Graduation  of, 

— ->  Electro-Magnetic  Control,  892 
—^Electro- Magnetic  Control, 

Crompton  and  Eiwp's,  302 
—-Electro- Magnetic  Control, 

Paterson    and    Cooper's, 

893 

—  Electro-Msgnetio  Control,  Ad- 

vantage and  Disadvantsge 
of,^ 
-»  Qavltj  Control,  891 


Voltmeter.   Gravity   Control,  Ad- 

vantages  of,  391 
Gravity  Control,  Disadvantages 

of,  394 

Magnifjing  Spring,  386 

Magnifying     Sprmg,     Adjust- 
ment for  Sensibility  in,  S8B 
Magnifying  Spring,  Advantages 

of,  890 
Magrnifying  Spring,  Best  Law 

of  Gauge  of  ^  ire  for  Coils 

of,  421 
Magnifying  Spring,  Disadvan- 

tase  of,  391 
—-Magnifying  Storing,  Indication 

of  Direction  of  Current  in, 

889 

Permanent  Magnet,  69 

Permanent  Magnet,  Advantages 

of.  78 
Permanent  Msgnet,  Defect  of, 

876 
Permanent    Magnet,    Direct- 
Beading,  76 

Oaring  Control,  877 

Standard,  422 

with  Magnifying  Gearing,  886 

Best  Material  for  CoUs  of,  420 

Best  Material  for  Coils  of  Ex- 

temal  Besistanoe  for.  422 
Best  Law  of  Gauge  of  Wire 

for.  421 
Calibrating  by  Comparison  with 

Standard  Cell,  410 
Calibrating,  by   Poggendorirs 

Method,  413 
Calibrating,  with  Known  Cur- 
rent and  Resistance,  406 

Errors  in,  407 

with  External  Besistanoe,  421 

^—  Waste  of  Energy  in,  with  High 

External  Besistanoe,  422 

Testing.  407 

Testing,  for  Aoemacy  of  Gradu- 

a^».406 

Testing,  for  Heatinc  Error,  4l5 

Variation  of  SensibiBty  of,  with 
"  its  Besistanoe, 

Variation  of  Sendbility  of,  with 

External  Besistanoe.  421 

Variation  of  SensibiUty  of.  with 

Speed  of  Alternation  of 
potential  Difference,  427 

Volume  of  Gas  Produced  per 
.  Second  in  Sulphuric  Add 
Voltameter  by  One  Am- 
pere, 12 

Voss*  Accumulating  Influence  Ma> 
chine,  367 

Vulcanised  Indiarubber,  Hooper'i^ 
Besistanoe  of,  271 


Change  of 
4077418 
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W 

Ty  ASTE  of  Energy  In  Voltmeters 
^^  with  High  External  Re- 

sistauoe,  422 

of  Energy  in  Frictional  Elec- 
trical Maehines,  852 

Water,  Current  of^  in  Pipe  Compared 
with  Electric  Carrent,  3, 80 

Difference  between  Pressure  of. 

Flowing  in  a  Pipe,  and 
Electric  Potential,  81 

Equivalent,  Definition  of,  198 

Jacket,  Use  of,  198 

Watt,  Definition  of  the,  442 

Work  done  in  One  Minute  and 

One  Second,  when  One,  is 
Deyeloped,  443 

Wattmeter,  Construction  of,  444 

Errors  in,  415 

Wax,  Coating  Insulating  Stems  with 
Paraffin,  267.  (See  also 
Paraffin.) 

Weighing,  Measuring  Potential  Dif- 
ference by,  88 

Weidbt  Electrometer,  88 

jQlectrometer,  Increasing  Sen- 
sibility of,  by  using  Aux- 
iliary High  Potential,  91 

— ^  of  Qas  Produced  per  Second, 
in  Sulphuric  Add  Volta- 
meter, oy  One  Ampere,  12 

Wheatstone's  Bridge  or  Balance,  166 

Bridge,  Arms  of,  172 

Bridge,  Best  Arrangement  of 

Battery  and  Galvanometer 
with,  171,  467 

Bridge,    Best   Resistance    for 

Arms  of,  171 

—  Bridge,  Commercial  Form  of, 

172 

—  Bridge,    Conditions   Affecting 

Sensibility  of,  171 
— —  Bridge  Galvanometer,  Best  Re- 
sistance for,  172,  466 
Bridge  Galvanometer,  Current 

through,  465 
Bridge  Galvanometer,  Meaning 

of  Deflection  of,  176 
Bridge,    Mode   of    Increasing 

SensibiUty  of,  168 

Bridge,  Key  for,  174 

Bridge,    Superloritv   of,    over 

Differential  GtJvanometer, 

171 
Bridge,  Use  of  Shunt  with,  176 


Wiedemann  and  Franz's  Tftble  of 

Heat     Conductivities    of 

Metals,  150 
Wimshurst  Influence  Machine,  367 
— —  Influence  Machine,  Attaching 

Leyden  Jars  to  Collectors 

of,  370 
——Influence  Machine,  Collecting 

Combs  of,  869 
— -  Influence  Machine,  Work  done 

by,  371 
Winding  Resistance  CoHs,  Mode  of, 

163 
Windings,  Variation  of  Sensibilitr 

of  a   Galvanometer   with 

Number  of,  48 
Wire  and  Liquid  Resistances,  Com- 
parison of,  IM 
Beet  Gauge  of,  for  Differential 

Galvanometer.  436 
Best  Gauge  of,  for  GkUvano- 

meter  m  Simple  Circuit,  435 
Best  Gauge  of,  for  Galvano- 
meter    of     Wheatstone's 

Bridge,  172,  466 
Wires  Joined  in  Parallel,  186 

Joined  in  Series,  140 

Work  done  by  Current  Generator, 

202 
done  by  Wimshurst  Influence 

Machine,  871 

done  in  Electric  Circuit,  199 

—  done    per    Minute,    and    per 

Second,  when  One  Watt  is 

Developed,  443 

Z 

7AMB0NI'S  Construction  of  Dry 

^  Pile,  373 

Zero  Instrument,  Definition  of,  380 

Zinc  Amalgam,  218 

How  to  Amalgamate,  218 

Resistance  of,  for  Given  Lengrth 

and  Diameter,  and  for 
Given  Length  and  Weight, 
157 

Resistance  of,  per  Cubic  Centi- 
metre, and  per  Cubic  Indi, 
164 

Temperature  Variation  of  Re- 
sistance of,  160 

Voltameter,  Direction  of  Cur- 
rent in,  15 

Voltameter,  Weight    of   Zinc 

Deposited  on  Plate  of,  per 
Second,  by  one  Ampere,  11 
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